Assessment of expressions of heat shock protein (HSP 72) and apoptosis after ArF excimer laser ablation of the cornea

Miya Ishihara  
Masato Sato  
National Defense Medical College  
Department of Medical Engineering  
Saitama, Japan  
E-mail: kobako@cc.ndmc.ac.jp

Shunichi Sato  
National Defense Medical College Research Institute  
Division of Biomedical Information Sciences  
Saitama, Japan

Tsunenori Arai  
Keio University  
Faculty of Science and Technology  
Department of Applied Physics and Physico-Informatics  
Yokohama, Japan

Minoru Obara  
Keio University  
Faculty of Science and Technology  
Department of Electrical Engineering  
Yokohama, Japan

Makoto Kikuchi  
National Defense Medical College  
Department of Medical Engineering  
Saitama, Japan

Abstract. We immunohistochemically studied expressions of inducible heat shock protein 70 (HSP 72) and apoptosis of corneas ablated with an ArF excimer laser. The temperature of corneal surfaces and laser-induced optical emission spectra were measured in real time as direct physical parameters related to the ablation mechanism. To the best of the authors’ knowledge, there have been no experimental studies regarding the influence of physical parameters directly related to the ablation mechanism on corneal reactions at the cell level after laser ablation. The expression of HSP 72 was mainly localized in the regenerative epithelium, which was confirmed to be caused by laser ablation. The HSP 72 positive cell ratios had a correlation with thermal dose, which was derived from the measured time courses of temperature. Expressions of both HSP 72 and apoptosis depended on the thermal dose and elapsed time after ablation. HSP 72 and apoptosis could be seen up to a few hundred micrometers into the stroma, only at a fluence with an optical breakdown emission. This could have been caused by shock waves induced by the optical breakdown.

Keywords: ophthalmology; excimer lasers; temperature; emission, heat shock protein; apoptosis.

Paper 103002 received Dec. 29, 2002; revised manuscript received Jun. 30, 2003; accepted for publication Jul. 1, 2003.

1 Introduction

Corneal ablation by an argon fluoride (ArF) excimer laser [wavelength of 193 nm, pulse width of 12 ns (FWHM)], which enables highly reliable shaping of corneas, has been used in photorefractive keratectomy (PRK) and laser-assisted in situ keratomileusis (LASIK). To monitor the ablation process during corneal surgery, we developed a noncontact, noninvasive temperature measurement system based on thermal radiometry with a time response of 15.7 ns. We experimentally demonstrated for the first time that the rise in temperature of the corneal surface during ArF excimer laser ablation depends on the fluence. Temperatures reaching over 100°C at the fluence are used clinically. This high temperature suggests that superheating occurs during ArF excimer laser ablation of the cornea.

We have conducted preliminary experiments to study the influence of laser ablation on corneal tissue, using sections stained with hematoxylin and eosin that we analyzed through an optical microscope. After ArF excimer laser ablation, no irregularities or coagulation could be seen on the exposed stromal surface. Thus, ablation seems to have had no apparent thermal effect on the cornea in our study. However, since the optical penetration depth for corneal tissue at 193 nm is around 1 μm, this outcome was thought to have resulted from the limited resolution of the optical microscope, because thermal effects had actually occurred. Our previous measurements indicated that the temperature of the corneal surface increased rapidly during laser irradiation and then decreased relatively slowly. We therefore decided that the corneal reaction after ArF excimer laser ablation, which can influence the internal properties of the cornea, should be evaluated.

Corneal cell-level reaction has been used as an important indicator to demonstrate the validity of treatments using various instruments and techniques for PRK and LASIK. We selected heat shock protein (HSP 70) and apoptosis to immunohistochemically study corneal cell-level reaction after laser ablation. HSP 70 appears in response to environmental stress protecting tissue from thermal stress. HSP 70, inducible HSP 70, has been reported to be synthesized in response to a wide variety of environmental temperatures. On the other hand, apoptosis, programmed cell death, plays a critical role in the regulation of tissue homeostasis, such as in the maintenance of tissue structure and cellular reorganization. Thus, apoptosis has been regarded as an indicator of homeostasis.

In the present study, we immunohistochemically observed the appearances of HSP 72 and apoptosis at various laser ablation fluences as a function of time after laser ablation. We conducted high-speed temperature measurements and spectral...
observation of optical emissions during ArF excimer laser ablation of the cornea. There have been no experimental studies on the relationship between corneal cell-level reaction after laser ablation and the physical parameters directly related to the ablation mechanism, such as temperature rise and optical emission spectra. Special emphasis was placed on the effect of fluence-dependent physical parameters on expressions of HSP 72 and apoptosis in the cornea.

2 Materials and Methods

2.1 Animal Ablation Experiments

Animal experiments were conducted according to the protocols approved by the animal committee of the National Defense Medical College. We immunohistochemically studied 34 eyes of 17, 12-week-old, white Japanese rabbits with body weights ranging from 2.5 to 3 kg. They were anesthetized with intramuscular injections of ketamine (50 mg/kg) and xylazine (20 mg/kg) before being ablated with an ArF excimer laser. We used Thom’s experimental method 12 for the treatment. A pulsed ArF excimer laser (L4500 produced by Hamamatsu Photonics Co., Ltd., Shizuoka, Japan) at a wavelength of 193 nm with a pulse width of 12 ns (FWHM) was used for the corneal ablation. The laser beam was passed through a rectangular aperture (22×6 mm) to eliminate the amplified spontaneous emission (ASE) component and focused on the sample through a spherical silica lens with a focal length of 200 mm. The area of the corneal surface subjected to laser irradiation was 7×2 mm for all eyes. The laser pulse energy was adjusted with a variable attenuator, and measured with a power meter (10A-P produced by OPHIR Optronics Ltd. Maine). The repetition rate of the laser was 10 Hz and there were a total of 499 laser pulses for each ablation. 12 The epithelium was removed by ablation in the present study.

The eyes were divided into four categories: those subjected to ablation with a fluence of 250 mJ/cm² which is higher than the fluence range used clinically (group A, 10 eyes); those subjected to ablation with a fluence of 180 mJ/cm², the fluence range used clinically (group B, 10 eyes); those subjected to ablation with a fluence of 100 mJ/cm², which is lower than the fluence used clinically (group C, 10 eyes); and a control group without ablation (4 eyes). These fluences (250, 180, and 100 mJ/cm²) were chosen based on our previous study of measuring ablation depth at various fluences. 4 The ablation depths (etch depths) per pulse at fluences of 250, 180, and 100 mJ/cm² were 0.69, 0.55, and 0.19 μm, respectively.

2.1.1 Immunohistochemical study

After laser ablation, the rabbit eyes were irrigated with balanced saline and steroids and mitomycin were topically applied to reduce stromal haze. 13 Mytomycin ointment was applied to all eyes twice a day for 2 days after ablation. The same procedures were used in the ablation groups and the control group. Seven of the rabbits were sacrificed 2 days after ablation with an overdose of pentobarbital sodium, and the remaining ten rabbits were sacrificed 7 days after the procedure of Hong and Lee. 14 The corneas were immediately excised and fixed in Carnoy’s solution for 4 h. They were then dehydrated in an ethanol solution, paraffin embedded, and sectioned at thicknesses of 4 μm.

To immunohistochemically study the inducible heat shock protein 70 (HSP 72), a monoclonal antibody directed against the inducible form of the protein was used (mouse IgG1, SPA-810, Stress Gen, Victoria, Canada). This mouse monoclonal antibody has a cross-reaction with rabbits. The sections were incubated overnight with a 1:200 dilution of the monoclonal antibody at 4°C. Antigen–antibody complexes were visualized using an avidin-biotin Vectastain ABC Elite Kit (Vector Laboratories, California). Color development was done with a 3,3’-diaminobenzidine (DAB) solution using a DAB substrate kit (SK-4100, Vector Laboratories). Mayers’ hematoxylin was used as the counterstain. In this study, only inducible HSP 70 (HSP 72) was detected, while constitutive HSP 70 (HSP73) was not, owing to the specificity of the monoclonal antibody. 15, 16

All specimens were observed through an optical microscope with an objective lens (x40) (Nikon, Japan). We

---

**Fig. 1** A system to measure temperature and optical emission spectra. L1, silica lens; L2, zinc-selenium lens; M1; gold-coated concave mirror; PM; power meter. The output signal from a biplanar phototube is used to trigger temperature measurements.
Fig. 2 A comparison of localization of HSP 72 in ablation groups and control group 2 days after ablation. The arrows indicate HSP 72 expressions. HSP 72 is stained brown. The violet stain is a counterstain produced by hematoxylin. RE, ST, and EP indicate regenerative epithelium, stroma, and epithelium, respectively. Scale bar=75 μm. (a) Ablation with fluence of 250 ml/cm². Very dense staining can be seen over the entire regenerative epithelium. (b) Ablation with fluence of 180 ml/cm². Stained cells and extracellular matrix are localized at the boundary between the stroma and regenerative epithelium. (c) Ablation with fluence of 100 ml/cm². A few stained cells appear at the boundary. (d) Control without ablation. HSP 72 is invisible.

Fig. 3 A comparison of localizations of HSP 72 in ablation groups and control group 7 days after ablation. The arrows indicate HSP 72 expressions. HSP 72 is stained brown. The violet stain is a counterstain produced by hematoxylin. RE and ST indicate regenerative epithelium and stroma. Scale bar=75 μm. (a) Ablation with fluence of 250 ml/cm². HSP 72 is localized in the stroma and at the boundary between the stroma and regenerative epithelium. (b) Ablation with fluence of 180 ml/cm². The intensity of staining is less than in the group A sample. (c) Ablation with fluence of 100 ml/cm². HSP 72 is not visible.

Fig. 5 A comparison of localizations of TUNEL-positive cells in the control group and the group subjected to ablation with a fluence of 250 ml/cm², conducted 2 days after ablation. The arrows indicate TUNEL-positive cells, which are stained black. RE, ST, and EP indicate regenerative epithelium, stroma, and epithelium, respectively. Scale bar=75 μm. (a) Ablation with fluence of 250 ml/cm². Apoptosis is localized in the stroma and regenerative epithelium. (b) Control without ablation. Apoptosis is localized in the epithelium.
counted the numbers of positive-stained cells of HSP 72 within four randomly selected microscopic fields in the epithelium of samples in groups A to C. We also counted the total number of cells in the epithelium of each sample. We then calculated the ratio of the number of positive-stained cells to the total number of cells in the observed field.

The apoptosis was evaluated by terminal deoxynucleotidyl transferase (TDT)-mediated deoxyuridine triphosphate (dUTP)-digoxigenin nick end labeling (TUNEL) analysis using ApopTag (S7101, Intergen Co. New York). The TUNEL assay enabled the DNA fragmentation associated with apoptosis to be detected.

2.1.2 Temperature and optical emission measurements

Excised pieces of the corneal buttons of 22 rabbit eyes were placed on saline-moistened gauze to keep the samples hydrated. The schematics for the experimental arrangement are shown in Fig. 1. We recently reported on the usefulness of a high-speed temperature measurement system using a technique that allows thermal radiation to be detected with a response time of 15.7 ns (Ref. 2). Thermal radiation from the corneal surface during ablation was detected with a photovoltaic mercury-cadmium-tellurium (HgCdTe) detector that had an antireflection germanium-coated window. To determine the temperature of the corneal surface from the measured thermal radiation signal, the measurement system was calibrated using a silicon rubber heater for the temperature standard. We then determined the time courses of corneal surface temperature at various laser ablation fluences. Thermal doses were derived from the measured time courses of temperature using Arrhenius’s theory (Eq. 1).\(^1\)

\[
\Omega = A \int_0^\infty \exp\left(\frac{-E}{RT}\right) dt,
\]

where \(A\) is the preexponential factor, \(E\) is the activation energy, \(R\) is the universal gas constant, and \(T\) is the corneal surface temperature. The thermal doses were normalized using those in group A.

The laser-induced optical emission was measured, together with the temperature. The time-integrated optical emission spectrum was measured with a fiber-coupled polychromator (PMA-11 C5966011 produced by Hamamatsu Photonics Co., Ltd., Shizuoka, Japan). The exposure time of the polychromator was 10 ms.

3 Results

The appearance of HSP 72 depended on the fluence and time after ablation, as Figs. 2(a) to 2(d) and Figs. 3(a) to 3(c) show. In the control group without laser irradiation [Fig. 2(d)], HSP 72 was not detected. Figures 2(a) to 2(c) reveal that HSP 72 is only localized in the regenerative epithelium in all ablation groups 2 days after ablation. HSP 72 could not be detected in the stroma. In Fig. 2(a), the sample in group A (fluence of 250 mJ/cm²) that was examined 2 days after ablation shows a very dense expression of HSP 72 over the entire regenerative epithelium. In Fig. 2(b), the sample in group B (fluence of 180 mJ/cm²) exhibits localization of HSP 72 mainly at the boundary between the stroma and the regenerative epithelium, while less HSP 72 appears in the upper layer of the regenerative epithelium. In Fig. 2(c) the sample in group C (fluence of 100 mJ/cm²) has less HSP 72 at the boundary between the stroma and the regenerative epithelium compared with the amounts of HSP 72 in samples in groups A and B.

The results obtained 7 days after ablation are shown in Fig. 3. The expression of HSP 72 is localized at the boundary between the stroma and regenerative epithelium [Fig. 3(a)], and is also observed up to a depth of a few hundred micrometers in the stroma. We could only see HSP 72 in the deep stroma in group A. HSP 72 is less expressed in the upper layer of the regenerative epithelium. Figure 3(b) reveals a substantial amount of HSP 72 at the boundary between the stroma and regenerative epithelium and a smaller amount of HSP 72 in the upper layer of the regenerative epithelium. There is little expression of HSP 72 in Fig. 3(c). Table 1 lists the regenerative epithelium thicknesses. The epithelium increases in thickness with increasing fluence and time elapsed after ablation.

The dependence of the HSP 72 positive cell ratios in regenerative epithelium on thermal dose and the time after ablation are summarized in Fig. 4. The ratios increase with increased thermal dose in all samples examined 2 and 7 days after ablation. The ratios increase dramatically when the thermal dose is increased from 0.29 to 0.71. The ratios of positive-stained cells are higher in samples examined 2 days after ablation than in samples examined 7 days after the procedure. A better comparison of the expression of HSPs in the

<table>
<thead>
<tr>
<th>Time after ablation</th>
<th>Group A</th>
<th>Group B</th>
<th>Group C</th>
</tr>
</thead>
<tbody>
<tr>
<td>2 days</td>
<td>26.2</td>
<td>20.2</td>
<td>15.7</td>
</tr>
<tr>
<td>7 days</td>
<td>56.7</td>
<td>47.5</td>
<td>19.2</td>
</tr>
</tbody>
</table>

Data were acquired by averaging more than five specimens. Thickness increases with increasing fluence and days elapsed: Group A, ablation with fluence of 250 mJ/cm²; B, ablation with fluence of 180 mJ/cm²; and C, ablation with fluence of 100 mJ/cm².
three groups might have been possible if the areas of stained HSP 72 had been measured instead of counting the number of positive-stained cells.

Figure 5 shows the expression of TUNEL-positive cells, which appear in the stroma and regenerative epithelium in group A (fluence of 250 mJ/cm²) 2 days after ablation. In the control group, TUNEL-positive cells could only be found in the epithelium, mainly in the superficial epithelium. Apoptosis could not be found in the deep stroma in groups B or C (data not shown), or in the control group; it was only found in group A.

Figure 6 shows the time-integrated laser-induced optical emission spectra during ablation. Optical emission in this study means laser-induced fluorescence and optical breakdown. There are large differences in both the emission intensities and spectra [Figs. 6(a) to 6(c)]. The spectra [Fig. 6(a)] reveal a pronounced peak at around 580 nm, which is considered to have been caused by optical breakdown. Fluorescence emissions are the most intense in Fig. 6(a) and the second most intense in Fig. 6(b). The spectrum for fluorescence is similar to that observed in previous studies and shows a broad peak centered at around 300 nm.

4 Discussion

HSP 72 only appeared in samples exposed to the laser, indicating that this was caused by irradiation. Also, it mainly appeared in the regenerative epithelium, not in the stroma. In fact, its appearance in the deep stroma was only observed in the group A samples 7 days after ablation. This finding is consistent with the previous observations reported by Kitazawa et al. and Hong et al., but the mechanism behind HSP 72 being expressed in the regenerative epithelium is still unknown. In a dermatological study, Laplante et al. reported on localization of HSP 72 in regenerative tissue. They found expressions of HSP 27, 60, 70, and 90 in the regenerative epidermis of a mouse during the healing process after a wound had been made through all layers of the skin. This means that the expression of HSP 70, as a repair function, correlates with cell proliferation in regenerative tissue, which supports our observation of HSP 72 in the regenerative epithelium.

In our study, HSP 72 appeared as a repair function after the epithelium and a part of the stroma were ablated, and the amount of this heat shock protein in the regenerative epithelium correlated with the thermal dose. There was also a positive correlation between the thickness of the epithelium and amount of HSP 72. These correlations between the amount of HSP 72, the thickness of the epithelium, and the thermal dose were verified by nonparametric tests and statistical analyses (no detailed data are given in this study). There appear to be no reports on experiments that correlate the amount of HSP 72 in the regenerative epithelium with the thermal dose estimated by high-speed temperature measurement. Our present study may help us to better understand the mechanism behind the expression of HSP 72.

Beere and Green reported that the expression of HSP 72 inhibited the appearance of apoptosis. Because our study revealed that both HSP 72 and apoptosis localized up to a depth of a few hundred micrometers in the stroma in group A, we could not confirm that apoptosis was inhibited. The localization of apoptosis was also reported by Helena et al. and their results exhibited a tendency similar to ours. Apoptosis normally occurs in the epithelium because the turnover is short. In our study, we only observed apoptosis and HSP 72 in the deep stroma at a fluence with an optical breakdown in the spectra measured during laser ablation. Therefore, our observations suggest that the occurrence of apoptosis and HSP 72 in the stroma is strongly related to optical breakdown.

The appearance of HSP 72 in the cornea after ArF excimer laser ablation may be caused by a temperature rise in the cornea, irradiation by UV light, or shock waves induced by optical breakdown. That is, shock waves may induce apoptosis and HSP 72 in the stroma. In fact, HSP 72 was localized up to a depth of a few hundred micrometers in the stroma in group A. This localization cannot be explained by the temperature rise or irradiation by UV light. As the optical penetration depth of the cornea at 193 nm is less than 1 μm, realistically, the temperature rise and UV irradiation may not have an influence to a depth of a few hundred micrometers in the stroma, even if we consider thermal conduction after the temperature increases. Through experimentation, we were able to examine both the corneal cell-level reaction and physi-
5 Conclusion

We immunohistochemically studied the localization of HSP 72 and apoptosis in the corneas of rabbits 2 and 7 days after they had been subjected to ArF excimer laser ablation at fluences ranging from 100 to 250 mJ/cm². The intensity of HSP 72 staining 2 and 7 days after ablation increased with increasing thermal dose, which resulted from high-speed temperature measurement. The measurement of optical emission spectra indicated that the apoptosis and HSP 72 expressed in the stroma were strongly related to the shock waves induced by optical breakdown. Although we need more data to study the relation between laser ablation and cell-level reaction, we emphasize that there may be a fluence-dependent mechanism of appearance of HSP 72 and apoptosis in the cornea following ArF excimer laser ablation.

References


