In vivo measurement of time-resolved autofluorescence at the human fundus

Dietrich Schweitzer  
Martin Hammer  
Frank Schweitzer  
Roswitha Anders  
Torsten Doebbecke  
Stefan Schenke  
E. R. Gaillard  

University of Jena  
Department of Experimental Ophthalmology  
Bachstr. 18  
07740 Jena, Germany  
E-mail: Dietrich.Schweitzer@med.uni-jena.de

E. R. Gaillard  
Northern Illinois University  
Department of Chemistry/Biochemistry  
Normal Road/Faraday Hall 324  
DeKalb, IL 60115, USA  
E-mail: Gillard@uni.edu

Abstract. An experimental setup for measurement of time-resolved autofluorescence of the human eye fundus is demonstrated. The method combines laser scanning technique and time-correlated single photon counting. The light source is a laser diode, delivering pulses of about 100 ps duration at a repetition rate of 40 MHz. The excitation wavelength is 446 nm and the cutoff wavelength of fluorescence detection is at 475 nm. The autofluorescence can be determined with a spatial resolution of 80×80 μm² and 25 ps time resolution. The fluorescence decay is optimally approximated by a biexponential model. The dominating lifetime t₁ is shortest in the macula (320 to 380 ps) and reaches 1500 ps in the optic disk. The lifetime t₂ varies between 2 ns and 5 ns, but the spatial distribution is more homogeneous. Respiration of 100% oxygen for 6 min leads to changes in the fluorescence lifetime pointing to detection of coenzymes. Diagrams of lifetime t₂ versus t₁ are well suited for comparison of substances. Such lifetime clusters of a 20 deg macular field of a young healthy subject and of a patient suffering from dry age-related macular degeneration overlap only partially with t₂-t₁ clusters of lipofuscin.

Address all correspondence to Dietrich Schweitzer, Friedrich Schiller Univ. Jena, Dept. of Experimental Ophthalmology/Eye Clinic, Bachstr. 18, D-07740 Jena, Germany. Tel: 49-3641-633027; Fax: 49-3641-633027; E-mail: Dietrich.Schweitzer@med.uni-jena.de

1 Introduction

Measurements of the autofluorescence are introduced for detection of early alterations at the fundus, e.g., in age-related macular degeneration. These investigations are concentrated on the accumulation and spatial distribution of lipofuscin, which is assumed as an end product of the phagocytosis of receptor outer segments. A good correspondence exists in fluorescence spectra between in vivo measurements and measurements on isolated human lipofuscin granula. Besides the most intense fluorescence of lipofuscin in the pigment epithelium, an additional weak fluorescence was found in investigations of the fundus. Using different excitation and emission ranges (464 nm<λ excitation<474 nm, λ emission >505 nm and 495 nm<λ excitation<525 nm, λ emission >540 nm) additional fluorescence maxima and a shoulder were identified at 540, 580, and 600 nm in addition to the maximum of lipofuscin fluorescence at 630 nm. As each fluorescence maximum or shoulder points to a fluorophore, the excitation of different fluorophores is possible at the fundus.

Overviews about intrinsic fluorophores are given in the literature. In principle, different fluorophores can be distinguished according to excitation properties, emission spectra, or by lifetime of fluorescence after short time excitation. Caused by transmission of the ocular media (cornea, lens, anterior chamber, and vitreous), practically, no excitation of fundus fluorophores is possible for wavelengths shorter than 400 nm. The excitation spectra of fluorophores located behind the ocular media are transformed by multiplication with the spectral characteristic of the ocular transmission. By this way, e.g., the excitation spectra of component VIII of lipofuscin and of flavinadeninindinucleotide (FAD) are quite similar between 450 and 470 nm, making difficult a discrimination of both fluorophores according to the excitation spectra.

The determination of single fluorophores based on sum fluorescence spectra of all excited fluorophores is possible by calculating the ratio of fluorescence, detected in certain spectral ranges. Another way is the fit of the sum fluorescence spectrum by a model function, containing the weighted emission spectra of single fluorophores. Beside the ocular transmission, the absorption spectra of fundus substances like xanthophyll or blood change the spectral characteristic of the detected fluorescence. These influences have also to be considered in a model function for an approximation of sum spectra. All these methods require a high number of detected fluorescence photons.

The most important limitation in fluorescence measurements at the human fundus is the maximal permissible exposure. As the quantum efficiency of the fundus fluorophores is very low, a long integration time or fluorescence
detection from a relatively large field is required. For that reason, a two-dimensional discrimination of fluorophores, especially the determination of a weak emitting together with a strong emitting fluorophore, is practically impossible with a sufficient spatial resolution in fundus images, if fluorescence spectra are analyzed.

In contrast to the detection of fluorescence spectra, lifetime measurements are independent of the fluorescence intensity. In the ophthalmic application of the layered eye fundus, the spectral absorption of a substance in front of a fluorescent layer does not change the fluorescence lifetime.

The fluorescence emission from the lowest vibrational state of $S_1$ to the electronic ground state occurs within about $10^{-8}$ s. As the properties of the embedding matrix influence the measured lifetime, changes in local viscosity or pH value can be determined.

The detection of coenzymes is of special interest. Alterations in the fluorescence of nicotinamid-adenindinucleotide (NAD) and FAD indicate the oxygen requirements for energy-linked functions of mitochondria. Both coenzymes are electron carriers in oxidation of glucose and fatty acids.

Very low alterations in the contribution of solved oxygen between $10^{-8}$ and about $10^{-7}$ M lead already to a transformation between reduced and oxidized pyridine nucleotide.

The reduced form NADH is fluorescent whereas the oxidized form exhibits a weak fluorescence only. In contrast, the oxidized form of flavins is fluorescent whereas the reduced form shows very weak fluorescence. An excitation of reduced pyridine nucleotide is possible between 320 and 400 nm with a maximum at 366 nm. The corresponding emission spectrum is between 400 and 500 nm with maximum at 460 nm. This means, fluorescence of NADH should only weakly be excited and metabolic changes might more easily be detectable by fluorescence of flavins.

The contrary behavior of fluorescence of reduced pyridine nucleotide and of oxidized flavins can be used for characterization of tissue metabolism. These signals are covered at the fundus by several other autofluorescences, e.g., of lipofuscin, melanin, as well as of collagen or elastin in connective tissue.

The detection of fluorescence lifetimes as fingerprint of fluorophores is a new, promising technique for fluorescence measurements on living tissue. The first detection of lifetime images of the autofluorescence of the living human eye fundus was also described. Using this technique, a very weak fluorophore can be discriminated from an intensive emitting fluorophore if their lifetimes are sufficiently different.

In this article it is demonstrated that changes in the fluorescence lifetime after metabolic provocation tests point to the detection of coenzymes at the eye fundus. Furthermore, the lifetime of autofluorescence in a 20-deg macular field of healthy subjects are compared with measurements on patients, suffering from age-related macular degeneration and with isolated lipofuscin.

2 Material and Method

2.1 Theoretical Considerations

The expected extremely weak fluorescence signal from the fundus can be detected by applying time-correlated single-photon counting (TCSPC) in the time domain. The principle of this technique is that only one fluorescence photon is detected at a certain delay after short pulse excitation.

In this case, the measured fluorescence intensity as function of time $t$, $I(t)$, is the fluorescence intensity at maximum, $\alpha_i$ is the pre-exponential factor (amplitude), $\tau_i$ is the lifetime, and $b$ is the background.

The unknowns $\alpha_i$, $\tau_i$, and $b$ can be calculated by a nonlinear fit of the measurement. The goodness of a fit can be evaluated by the reduced $\chi^2$:

$$\chi^2_R = \frac{\sum_k \left[ N(t_k) - N_i(t_k) \right]^2}{N(t_k)}.$$

In this equation, the squared differences between the measured values $N(t_k)$ and the expected values $N_i(t_k)$ in each time channel $k$ are divided by $N(t_k)$ and summed over the number $n$ of time channels. This value is reduced by the number of degrees of freedom $n-p$ where $p$ is the number of free parameters in the model function. Comparing this calculated reduced $\chi^2$ with table values, the probability can be determined that the fit is free of systematic errors. The lower the $\chi^2$ the higher is the probability that deviations between measured values and model function are due to random errors. In case of contribution of systematic errors, a higher value of $\chi^2$ will be calculated and the number of lifetimes should be increased.

The relative contribution $q_{i,rel}$ of a substance can be calculated at each fundus site according to Eq. (3):

$$q_{i,rel} = \frac{\sum \alpha_i \cdot \tau_i}{\sum_{i=1}^{\infty} \alpha_i \cdot \tau_i}.$$

2.2 Experimental Setup

The improved setup for lifetime mapping of autofluorescence of the eye fundus, which is approved for investigation of probands by permission number 1058-03/03 of the ethics commission of the University of Jena, has already been described. In short, the scheme of the experimental setup for the detection of time-resolved autofluorescence of the living fundus is shown in Fig. 1. The optomechanical basic unit is a confocal laser scanner ophthalmoscope (cLSO, Carl Zeiss, Germany). The light source is a laser diode LDH 440 (Picquant, Berlin, Germany), emitting pulses at 446 nm of 100 ps full width at half maximum (FWHM) and in a repetition rate of 80 MHz.

In vivo measurement of time-resolved autofluorescence...
of 40 MHz. The laser radiation is focused by a collimator in a 10 μm fiber and led in the cLSO head. During the continuous scanning process, each fundus site is excited by series of pulses. The time-resolved autofluorescence is detected in TCSPC (SPC 730, Becker&Hickl, Berlin, Germany). The maximal count rate of this board is 3 MHz.

The corresponding time of 333 ns is required before a new analog-digital conversion can start. During the A/D conversion, the smallest step between time channels is 25 ps.

The synchronization signal for the TCSPC is delivered by the laser diode control unit. The spatial correspondence between a scanning process and time-dependent detected fluorescence photons is accomplished by a video-router (VRT-1, Becker&Hickl, Berlin, Germany). The average radiation power in the corneal plane is maximally 60 μW, which is less than 1% of the maximal permissible exposure.

The reflected light from the fundus and also the fluorescence light is confocally imaged onto a pinhole in the cLSO. Both parts of light are led to a separate detector unite by a 300-μm fiber. In the detector unit, a dichroic filter (DT blue, Linos, Goettingen, Germany) separates fluorescence light from reflected light, which is additionally blocked by a cutoff filter (GG 475, Linos, Goettingen, Germany). The fluorescence light is detected by a microchannel plate photomultiplier MCP-PMT (HAM-R3809U-50, Hamamatsu, Herrsching, Germany), which is sensitive between 180 and 850 nm and has jitters <50 ps. The reflected fundus light is detected by the original photomultiplier of the cLSO and grabbed as reflection images by a frame grabber (INSPECTA-4A, Mikrotron, Eching, Germany). The measurement of the dynamic autofluorescence is controlled by a custom-written program. Depending on the stability of patient fixation, the measuring time can be selected between 40 ms and 3 s for one image.

For approximation by a biexponential model, a sufficient number of photons must be collected at each pixel during a series of images, taken in a time of 30 to 60 s.

For compensation of eye movements between single measurements, an image registration procedure is necessary. Therefore, series of time-resolved fluorescence images will be recorded together with the corresponding reflection images. The reflection images were aligned using the retinal vascular network as landmark, and this alignment was transferred to the fluorescence images. The applied algorithm has already been described in the literature.

2.3 Experiments

In all measurements, the eye pupil was dilated by Tropicamid (Pharma Stulln, Nabburg, Germany). Measurements of dynamic autofluorescence of the eye fundus are demonstrated from four healthy subjects and from two patients, suffering from dry age-related macular degeneration (AMD). Additionally, the provocation of metabolism by oxygen respiration was investigated in healthy subjects. After a baseline measurement, the effect of provocation was determined by measuring the time-resolved autofluorescence during breathing 100% oxygen for at least 6 min.

Generally, images were taken in 40 deg fields, containing the optic disk, and in 20 deg images with the macula in the center. For determination of reproducibility five series were compared, each after registration of 10 single images. Each single image was taken within 2 s. Because of the limited 8 MB memory on the SPC 730 board, a compromise was found in 80 ×80 μm² spatial resolution and 25 ps time resolution.

Assuming a laser spot size of 10 μm in reflection images, after binning of 8×8 reflection pixels to one fluorescence pixel during acquisition of fluorescence images, a resolution of 80×80 μm² is reached. This spatial resolution is in the order of diameters of retinal vessels. Each single fluorescence map contains 64×64 pixels. Caused by eye movements, the image size can be enlarged after registration of the single images.

The sum of photons, collected in all time channels at any pixel, corresponds to an image of static autofluorescence.

The program SPC Image 2.5 (Becker&Hickl, Berlin, Germany) was used for least square approximation of fluorescence decay according to Eq. (1). The instrumental response, required for signal deconvolution, was measured as time-resolved reflection at a Lambertian white standard (Spectralon, Labsphere Inc., North Sutton, NH, USA) in a custom-made model eye. In this measurement, the blocking filter was replaced by a neutral density filter.

The time-resolved autofluorescence at each pixel in fundus image was approximated by a biexponential model, resulting in much better fit ($\chi^2 = 1.3$) than in monoeponential model ($\chi^2 = 8.5$). Typical values of the photon number at maximum are 1000 photons in paramacular regions and about 4000 photons integrated over all time channels.

2.4 Evaluation of Lifetime Images

In fundus structures, homogeneously as well as heterogeneously distributed fluorophores must be assumed. For that reason, the resulting lifetime pairs of r1 and r2 are drawn in a diagram r2 versus r1 after fitting the decay of fluorescence at each pixel. Thus, each pixel is represented by one point in the diagram and if the sample under investigation shows a homogeneous distribution of fluorophores, this results in a certain cluster of points. Such lifetime clusters can be found, both for
© 2004 SPIE — Reproduction prohibited

anatomical structures (macula, optic disk) and isolated substances. Frequency distribution of τ1 or of τ2 can be interpreted as projections of such lifetime clusters at the corresponding axis. Thus, maxima in the lifetime histograms occur at lifetimes most frequently found in the whole image or in a region of interest, which can be selected.

3 Results

3.1 Fit
In all measurements, a biexponential fit with $1 < \chi^2_R < 2$ was sufficient. The short lifetime τ1 was dominating in terms of relative amplitude at all fundus sites. In healthy subjects, the shortest values for τ1 (280 ps < τ1 < 380 ps) were found in the macula with relative amplitudes between 90 and 95%. Figure 2 shows the biexponential approximation of a macular dynamic autofluorescence.

The longest values of τ1 were reached in the optic disk (500 ps < τ1 < 1500 ps). There, its relative amplitude decreased down to 60 to 80%. The longer lifetime τ2 was determined between 2 and 5 ns with the highest values in the optic disk.

3.2 Mapping of Time-resolved Autofluorescence
All parameters of time-resolved autofluorescence ($\alpha_i, \tau_i, q_i, rel$) can be visualized two dimensionally. Most important are images of lifetimes, because they are substance specific. In maps of relative contribution of components, changes in local distribution of $q_i$ might be well suited for clinical interpretation.

3.2.1 Provocation of metabolism by oxygen breathing
Changes of dynamic autofluorescence as response to oxygen breathing can be proven at the fundus both in lifetimes and in relative contribution. Figure 3 shows images of lifetime parameters of a healthy subject, breathing room air (a), during breathing oxygen for 6 min (b), and of an AMD patient under normal conditions (c). In Fig. 3, the smallest values are color-coded in blue and the highest in red. The lifetimes τ1 are presented between 300 and 600 ps, but the range of lifetimes τ2 is about one order larger in the range between 3000 and 5000 ps. In Fig. 3(a), the shortest lifetimes τ1 are calculated in the macula. The longest lifetimes τ1 appear in the optic disk. In the τ2 lifetime image, macula and optic disk are no more clearly remarkable. Considering the relative contribution $q_1$ of the short component according to Eq. (3), lowest values are visible both in macula and in optic disk.

During breathing 100% oxygen for 6 min (Fig. 3(b)), the lifetimes τ1 are slightly longer during respiration of oxygen, indicated by color change from deep blue to light blue, but the lifetimes τ2 stay unchanged. In lifetime images it can be determined whether a substance exists or not. More information concerning the effect of metabolic provocation are visible in images of relative contribution of substances. Before oxygen breathing, the lowest relative contribution $q_1$ was determined both in the optic disk and in the macula.

During respiration of 100% oxygen, an increased relative contribution $q_1$ after provocation of metabolism is visible by a color change to red. Only in the optic disk, a constant blue color indicates a small, unchanged relative contribution $q_1$.

More detailed information can be received when selected lifetime ranges are coded in different colors.

3.2.2 Comparison of dynamic autofluorescence in healthy subject and AMD patient
As an example of an ongoing study, the parameters of dynamic autofluorescence of one patient, suffering from nonexudative AMD, are demonstrated in Fig. 3(c). The color code is the same as for Fig. 3(a) and Fig. 3(b). Most impressive is the global prolonged range of lifetimes τ1. Whereas in healthy persons τ1 < 475 ps was determined in all fundus sites outside the optic disk, in AMD τ1 was generally greater than 450 ps.

In healthy subjects, the shortest range 320 ps < τ1 < 380 ps was detectable in the macula, but in AMD the shortest range of τ1 was determined between macula and optic disk. The autofluorescence in the AMD macula (520 ps < τ1 < 600 ps) was in the same range as in parts of the optic disk. The relative contribution $q_1$ of the short component of biexponential

© 2004 SPIE — Reproduction prohibited

Fig. 2 Approximation of a macular fluorescence decay by a bi-exponential model according to Eq. (1).
Fig. 3 Effect of respiration of 100% oxygen for 6 minutes on lifetime $\tau_1$, $\tau_2$, and relative contribution $q_1$ of a healthy subject in comparison with results of an AMD-patient, breathing air.
Fig. 5 Tau 1-Tau 2—lifetime clusters of a young (black) and a middle-aged (green) healthy subject as well as of a dry AMD patient (blue) in comparison with isolated human lipofuscin (red). The in vivo measurements were taken in 20 degree macular fields.
fit is generally considerably decreased in AMD. The lowest values of \( q_1 \) were determined in the macula and in the optic disk like in the healthy case, but there are considerable differences between healthy and pathological tissue. The relative contribution of \( q_1 \) was determined up to 40% in the healthy macula, but only up to 25% in case of AMD. Considering the entire normal image, the maximal contribution of \( q_1 \) was 65% but only 45% in AMD.

### 3.3 Reproducibility

For more quantitative evaluation of lifetime measurements, the lifetime pairs \( \tau_1 \) and \( \tau_2 \), determined at each pixel in the region of interest, are drawn in a diagram \( \tau_2 \) versus \( \tau_1 \). Measurements of expected substances result in specific lifetime clusters. For testing the reproducibility of in vivo measurements, the time-resolved autofluorescence was measured in five series of 20 deg images with macula in the center. Each series contained 10 single images, taken in 2 s. After registration, about 4000 pairs of lifetimes \( \tau_2-\tau_1 \) were determined in each merged image of a series. Taking into account that the measurements were performed without any fixation target, the 70 percentile lines cover each other quite well in the lifetime range between 320 ps and 390 ps for \( \tau_1 \) and between 1700 ps and 2600 ps for \( \tau_2 \) (Fig. 4). As the optic disk was not contained in the images, no \( \tau_1 \) values were determined up to about 1 ns.

### 3.4 Lifetime Clusters of Healthy and AMD Macula in Comparison with Lipofuscin Measurements

A comparison between lifetime measurements in 20 deg fields of the healthy and dry AMD macula with measurements on isolated human lipofuscin is demonstrated in Fig. 5. The lifetime cluster of a young healthy subject (22 years) is considerably different from the lifetime cluster of an AMD patient (87 years). Both clusters coincide only partially with lifetime cluster of isolated human lipofuscin. In contrast, the \( \tau_2-\tau_1 \) lifetime cluster of a 53-year-old man covers lipofuscin nearly completely.

### 4 Discussion

It was shown that lifetime measurements of autofluorescence can be performed at the living human fundus in clinical application. Applying the time-correlated single photon counting technique in connection with scanning laser ophthalmoscopy, dynamic processes in the subnanosecond time scale can be determined within seconds. This technique requires extremely weak signals for the detection of single photons, which is optimal with respect to avoiding light damages at the eye. The achievable spatial resolution \( 80 \times 80 \mu m^2 \) is sufficient for the detection of local alterations in autofluorescence. Looking for short lifetime components in the retinal pigment epithelium after supplementation of A2E (N-retinyl-N-retinylethanolamine), 25 ps time resolution was chosen. The calculation of lifetime parameters in two-dimensional fundus images lasts only some seconds. In all considered measurements, a biexponential fit of the fluorescence decay was sufficient. Expressed by the amplitude \( \alpha \), the short component \( \tau_1 \) (320 ps < \( \tau_1 < 450 \) ps) was dominating in relation to the long component \( \tau_2 \) (2000 ps < \( \tau_2 < 4500 \) ps) at all fundus sites in healthy subjects. For visual interpretation of measurements of dynamic autofluorescence, lifetime maps and images of relative contribution of components are well suited. In provocation of metabolism by respiration of 100% oxygen, a change in time-resolved autofluorescence was demonstrated. It is not known whether the autofluorescence of lipofuscin changes depending on availability of oxygen. This means, besides the expected autofluorescence of lipofuscin in retinal pigment epithelium, fluorophores are detectable whose fluorescence decay changes depending on oxygen supply. As the relative contribution of these short components increases during oxygen breathing, it might be flavins, probably bound to proteins. For free FAD, dissolved in physiological saline solution, a monoexponential decay of 2 ns was determined in separate measurements. But in this lifetime range, no alterations could be demonstrated after respiration of 100% oxygen until now. Another explanation might be that the lifetime of free flavin is quenched already by oxygen under physiological conditions.

The measured macular data are in partial accordance with the decay data of flavintryptophan peptide in 50 mM sodium phosphate pH 7.0 (\( \alpha_1=0.92 \), \( \tau_1=0.33 \) ns, \( \alpha_2=0.08 \), \( \tau_2=3.8 \) ns). An influence of the reduced absorption of both excitation and emission light in deoxygenated blood and by constricted retinal capillaries on lifetime measurements is conceivable. Assuming no fluorescence is detectable from behind the retinal pigment epithelium, the lifetime range of the macula, where no retinal blood exists, should be extended in the perimacular range during oxygen breathing. This behavior was not observed in any of our experiments until now. It is also not known that the macular pigment xanthophyll has fluorescence properties.

An influence of changes of light scattering on lifetime measurements can also be excluded. Scattering would influence predominantly the excitation light, which is inhibited by the combination of dichroic and blocking filters. A change in the shape of the excitation pulse by constriction of the equivalent thickness of retinal blood would result in time differences, which cannot be resolved by the applied technique.
As the information provided by color-coded lifetime images is limited, the plot of \( t_2 - t_1 \) diagrams of lifetimes in regions of interest is advised. Applying this method, substance specific clusters can be determined.\(^{59}\) For comparison with such clusters, a sufficient reproducibility of in vivo measurements is required. It could be demonstrated, that the 70 percentile lines of five macular 20deg images of a young healthy subject cover each other quite well in the lifetime range between 320 and 390 ps for \( t_1 \) and between 1700 and 2600 ps for \( t_2 \).

The macular \( t_2 - t_1 \) lifetime cluster of another young healthy subject and of a dry AMD patient are quite different and covers only partially with lipofuscin. As a much better covering of lipofuscin was determined with lifetime clusters of an older person, an accumulation of lipofuscin in the macula can be assumed with age, but in AMD the content of lipofuscin decreases.

The presented new method of autofluorescence lifetime imaging might be a helpful tool in discovering early metabolic alterations, e.g., in age-related macular degeneration or in diabetic retinopathy. The detected changes in the lifetime distribution in the optic disk during oxygen provocation should also be applicable in glaucoma research.

The interpretation of lifetime measurements at the healthy fundus or in case of diseases requires comparable measurements of pure substances and of cell cultures under different metabolic conditions.

Despite the fact that only single examples are demonstrated, time-resolved measurements of the autofluorescence might have the potential for detection of early changes at the eye fundus, which lead to AMD. As it has to be assumed that several fluorophores are excited at the fundus, the value of lifetime measurements can at least partially be improved by applying selected excitation wavelengths or detection of emission in different spectral ranges.

**Acknowledgment**

This research was supported by the grant 01EZ0309 of the German Ministry for Education and Research (BMBF).

**References**


*Journal of Biomedical Optics* • November/December 2004 • Vol. 9 No. 6 1221

