Quantitative analysis on tongue inspection in traditional Chinese medicine using optical coherence tomography

Haixin Dong
Zhouyi Guo
Changchun Zeng
Huiqing Zhong
South China Normal University
Ministry of Education Key Laboratory of Laser Life Science
Laboratory of Photonic Traditional Chinese Medicine
Guangzhou 510631, China

Yonghong He
Tsinghua University
Graduate School at Shenzhen
Shenzhen 518055, China

Ruikang K. Wang
Oregon Health and Science University
Department of Biomedical Engineering
Beaverton, Oregon 97006

Songhao Liu
South China Normal University
Ministry of Education Key Laboratory of Laser Life Science
Laboratory of Photonic Traditional Chinese Medicine
Guangzhou 510631, China

Abstract. Tongue inspection (TI) is an important and unique diagnostic method in traditional Chinese medicine (TCM), because significant connections between various viscerae diseases and abnormalities in the tongue have been verified. In TCM, TI is simple and non invasive, but in clinical applications, TI is subjectively based on the experience and technique of physicians. To avoid this problem, optical coherence tomography (OCT) imaging is introduced here for TI. We study OCT imaging in rats in vivo from chronic gastritis group (model) and normal group (control) and quantitatively analyze the relative parameters, such as the thickness and the moisture degree of TI. Our results show that OCT images properly demonstrate the thickness of the tongue coating and the moisture degree of the tongue in both groups, and the thickness is increased in the model group from that in the normal group, while the moisture degree decreases. As a result, OCT technology has the potential to provide physicians with an objective diagnostic standard for visual TI in TCM clinical practice and research.

Keywords: optical coherence tomography; tongue inspection; tongue coating; microstructure; moisture degree.

1 Introduction

Traditional Chinese medicine (TCM) is a unique part of the glorious culture of China, which has a history of over 2000 yr and stands as an indispensable part of the medical science of the world. Tongue inspection (TI) is one of the most important diagnostic methods1-2 of TCM. TI is based on observing any abnormal changes in the tongue to diagnose disease. Clinical data have shown significant connections between various diseases and abnormalities of the tongue.3 The content to be observed includes the color, shape, and the movement of tongue body, as well as the color, thickness of the tongue coating, and the moisture degree of the tongue. Compared with other diagnostic methods, the advantages of TI lie in its noninvasiveness and simplicity.

However, traditional TI has its inevitable deficiency; the clinical accuracy of TI is highly determined by the experience and knowledge of the physicians. For example, the thickness of the observed tongue coating is classified as thick or thin, but no value is provided for reference. It is, therefore, necessary to build an objective and quantitative diagnostic standard for TI.

1083-3668/2008/13(1)/011004/6/$25.00 © 2008 SPIE
of biological tissue. It combines the advantages of interferometers and confocal microscopy to probe the weakly backscattered photons from the microstructures beneath tissue surfaces. It has been applied in vivo in medical imaging and diagnostics with great success, for example in ophthalmic, gastrointestinal, gynecological, dermatological, and cardiological imaging studies. The capabilities of OCT at penetration depths have also been investigated in tissues where structural information is distributed over many millimeters.

In a previous study, we investigated the feasibility of using an OCT imaging system as a method for glossoscopy, and this method for TI was first presented by comparing the OCT image of the tongue with the histology of corresponding tissue. The aim of this study was to observe the changes in OCT images of the tongues of normal control rats and those with chronic gastritis in vivo and to quantify the TI parameters by detecting the thickness of the tongue coating and the degree of moisture of the tongue and then analyzing the discrepancy between the normal control and model groups.

2 Materials and Method

2.1 OCT System

Figure 1 shows a schema of the OCT system used in this study.26 Briefly, a broadband light source is a superluminescent diode with a central wavelength at 1310 nm and a bandwidth of 50 nm. The light is delivered via a single-mode fiber with a mode field diameter of 5.3 μm. This OCT system provides an axial resolution of 10 to 15 μm. The transverse resolution of the system is about 25 μm, as determined by the focal spot size produced by the probe beam. The signal-to-noise ratio (SNR) of this system is measured at 100 dB. A visible light source (λ = 645 nm) was used to guide the probe beam. The OCT system operation is controlled automatically by computer. The detector current is demodulated using a lock-in amplifier and a low-pass filter in software prior to storage. Each in-depth scanning (A-scan) consists of 10,000 data points. The lateral scanning (B-scan) image is obtained by moving the mirror relative to the tissue sample, which takes about 1.0 s. The data acquisition software is written in LabVIEW 7.2-D. OCT images are obtained in each experiment and stored in the PC for further processing.

2.2 Animals

Twenty female Sprague-Dawley rats, from the Laboratory Animal Center, Guangzhou University of Traditional Chinese Medicine, weighing between 150 and 200 g were used in this study. The animals were maintained in a standard laboratory, where chow and tap water were available ad libitum for 7 days, and then they were randomly divided into the model group (n = 10) and the normal control group (n = 10).

In the model group, a standard chronic gastritis (Spleen-stomach Damp-heat syndrome in TCM) rat model was used. Briefly, 10 rats of the model group were fed with a high-fat and sugar diet under a damp-heat environment and appropriate alcohol and axunge were alternatively perfused. The normal control group was perfused equivalent physiological saline every day and maintained in a standard environment. All rats were fed continuously for 3 weeks.

2.3 Experimental Procedure

Prior to performing the imaging, rats were anesthetized using 1% pentobarbital sodium (40 mg/kg), and then each rat was put on an optical table with its mouth widely opened by forceps and 12 positions from regions A to H (Fig. 2) on the tongue surface were scanned by OCT. Each position was scanned more than twice, and all OCT images were stored in a computer.

Histology was obtained immediately following the experiments. The rats were deeply anesthetized with pentobarbital sodium (100 mg/kg). The rat tongues were extracted and fixed in 100 mL/L neutral formalin. The sample was dehydrated with ethanol, embedded in paraffin, sectioned and stained with hematoxylin and eosin (H & E) on a glass slide. The slide was examined under an optical microscope for the structure of the tongue.

2.4 Measurement of the Thickness of the Tongue Coating

In an OCT measurement, the measured value of microstructure thickness is not the real thickness, it is the optical thickness (l = n t), where n and t are the refractive index and real thickness of the sample, respectively. The refractive index of biology tissues is changeable between 1.35 and 1.45, so in this study, we chose a middle value of 1.40 as the refractive
index of the tongue coating. The optical thickness is measured, and the real thickness of the tongue coating can be determined via

\[ t = l/n. \]  

(1)

To obtain \( l \), an average of 50 to 100 adjacent A-scans were taken from a horizontal surface of each OCT B-scan. The 2-D image was averaged into a single curve to obtain the 1-D distribution of the mean signal (or mean gray level) in depth (Fig. 3). Based on differences in the OCT signal in depth, different layers of the tongue were clearly distinguished and matched with the histology. From the results of this study, we can discern that the first layer is called the tongue coating in TCM, and \( t \) is the optical thickness of tongue coating from the depth axis.

2.5 Measurement of Moisture Degree of the Tongue

OCT imaging is based on intensity differences of backscattered light. In this model, OCT is assumed to detect only light that has been scattered once, and therefore the decay of the OCT signal with depth simply follows the Lambert-Beer law. According to the Lambert-Beer law, light attenuation inside tissues is exponential. The attenuation coefficient \( \mu_i \) includes the scattering coefficient \( \mu_s \) and the absorption coefficient \( \mu_a \). Because \( \mu_s \gg \mu_a \) in the near-IR spectral range, \( \mu_i \) is almost proportional to \( \mu_s \). Tissue scattering properties are highly dependent on the ratio of the refractive index of scattering centers to the refractive index of interstitial fluid, so if the interstitial fluid of the tongue, i.e., moisture degree, is changeable, the scattering properties \( \mu_s \) should vary. In this study, the attenuation character of OCT signal within the tongue body is distinct. We used \( \mu_s \) within the tongue body to assess the moisture degree of the tongue. From the 1-D distribution of the mean signal \( i(d) \) in depth \( d \), with a Levenberg-Marquardt curve fitting algorithm, Eq. (2) is fitted to the OCT signal within the tongue body. We present OCT measurements only of the attenuation coefficient of different moisture degree tongues in region C.

\[ i(d) = A \exp(-\mu_s d) + y_0. \]  

(2)

2.6 Statistical Analysis

All values are presented as means \( \pm SE \) (standard error) for the number of samples animals. The data were analyzed by Student’s \( t \) tests for unpaired data, \( P < 0.05 \) was the minimum accepted level of significance for all groups.

3 Results

3.1 Comparison Between OCT Image and Histology of the Normal Superficial Tongue Structure

To indicate that an OCT image can really reflect the layers of tongue coating, the OCT image and the histology information were compared. An OCT image of the normal rat’s glossal surface structure is displayed in Fig. 3(a). Several fine features of the tongue are apparent. Three separate layers are clearly visible: an upper layer is the tongue coating (TC) over the glossal surface; at bottom the layer, the tongue body (TB).
is evident, which exhibited exponential attenuation characteristic of turbid media, and the interface between TC and TB is a darker thinner region under the scanning.

The corresponding histology is shown in Fig. 4. Three layers are also visible from the tongue tissue: the mucous stratum which is equivalent to TC, the glossal epithelial tissue, and the muscular tissue. The TB is almost completely composed of glossal muscular tissue, and the interface is composed of glossal epithelial tissue. It is shown that compared with the histology image of the tongue, the OCT scan image can clearly demonstrate the microstructure of the tongue in vivo.

3.2 Thickness of the Tongue Coating

The results for the thickness of tongue coating determined by OCT are presented in Table 1. From the table, we can see that the tongue thickness of the model group is much greater than that of the normal control group (\(P<0.01\)). Figure 5 shows that the thickness from region A to region H has an increasing trend.

3.3 Tongue Moisture Degree

Figure 6 shows the scattering intensity of OCT signals versus the tissue depth; it is noticed that the signals decline rapidly as depth increases. Using Eq. (2) for fitting statistics, the \(R^2\) values are 0.96775 and 0.96787 in the normal control and model groups, respectively, so both fit well with the original curve. As described in Table 2, the \(\mu_t\) value in model group is higher than that in the normal control group (\(P<0.01\)). This represents the fact that the scattering property of the tongue body in model group is enhanced, and the interstitial fluid of the tongue is reduced. Thus, the moisture degree of the tongue of rats with chronic gastritis is decreased, and the discrepancy has remarkable statistical significance (\(P<0.01\)).

4 Discussion

TI is an important diagnostic method in TCM practice. The thickness of the coating shows the “wax or wane of the evil and genuine,” whereas the moisture content of the body shows the “wax or wane the distribution of body fluid” in TCM. A greasy and putrid tongue, respectively, shows the retention of “dampness, phlegm, fluid or blood.” However, visual examination of a tongue is quite subjective, and its evaluation often relies on the TCM practitioner’s past experience. Therefore, an objective, noninvasive, quantitative, and in vivo examination method is required to help the TCM practitioner obtain tongue information from patients. The aim of this work was to obtain an objective criterion for TI using an optical method for quantitative detection of the thickness of the tongue coating, the moisture degree of the tongue, and the normal superficial tongue structure.

To validate whether an OCT image can really reflect layers of tongue coating, an OCT image and a histology figure of a normal rat’s glossal structure were compared. Our results

---

### Table 1 Comparison of the thickness of tongue coating.

<table>
<thead>
<tr>
<th>Region</th>
<th>Tip (1/5)</th>
<th>Middle (3/5)</th>
<th>Root (1/5)</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td>(A (\mu m))</td>
<td>(B (\mu m))</td>
<td>(C (\mu m))</td>
</tr>
<tr>
<td>Normal control group</td>
<td>223±3</td>
<td>266±3</td>
<td>282±5</td>
</tr>
<tr>
<td>Model group</td>
<td>252±3,(^a)</td>
<td>311±4,(^a)</td>
<td>320±2,(^a)</td>
</tr>
</tbody>
</table>

\(^a\) \(P<0.01\) versus normal control group.

---

![Fig. 5](https://www.spiedigitallibrary.org/journals/Journal-of-Biomedical-Optics on 27 Jun 2019)

**Fig. 5** Thickness of tongue coating from regions A to H. The thickness of the tongue coating shows an increasing trend from region A (tongue tip) to region H (tongue root).

![Fig. 6](https://www.spiedigitallibrary.org/journals/Journal-of-Biomedical-Optics on 27 Jun 2019)

**Fig. 6** Attenuation of OCT signal scattering intensity with increases in depth. The curve represents the average A-scan over the region C in an OCT image of tongue tissue (normal and model).
showed that three separate layers are clearly visible by OCT, OCT images of different components are consistent with the histology of the tongue, and an OCT scan image can clearly demonstrate the microstructure of the tongue in vivo. By analyzing \( t \) and \( \mu_r \), we obtained values for the thickness of the tongue coating and the moisture degree of the tongue, and can sensitively detect the value changes in the model group and the normal control group.

Modern medical study shows that the tongue coating is made up of a keratinization tree of filiform papilla and other components (exfoliative epithelium cells, bacilli saliva, food crumbs, and leukocytes). In healthy people, the glossal epithelial cells maintain the normal formation, differentiation, exfoliative process, and relative balance. Investigation by researchers indicates that the epithelial cell development and differentiation become markedly rapid in the tongues of chronic gastritis patients, however, the cycle of exfoliation becomes relatively longer, which leads to the formation of a thick tongue coating. In our results, an increase in \( r \) of tongue in the model group is similar to the conclusions reached by the clinic inspection in TCM, and the value of the thickness of tongue coating can be provided to be combined with other diagnoses to judge the degree of gastric inflammation given in TCM. Furthermore, the moisture degree of the tongue can reflect the state of Jin Ye, which mainly includes blood and other fluid (liquid) in the human body in TCM. In this study, alcohol and axungye were given to rats, which harm stomachs and may lead to the reduction of Jin Ye in the rat tongues. This results in changes of scattering in tongues images. As a result, the moisture degree from the model group is significantly lower than that of the normal control group, and this shows that the tongues of model rats show dryness-heat and are shorter, which leads to the formation of a thick gastritis patients, however, the cycle of exfoliation becomes relatively longer, which leads to the formation of a thick tongue coating. This suggests that OCT technology is capable of sensitively monitoring the changes of rat tongues, and has a potential to be developed into a useful tool to assist the TCM practitioners in diagnosis.

Acknowledgments

This project was supported in part by the National Natural Science Foundation of China (Grant No. 30600797), the Key Science and Technology Project of Guangdong Province of China (Grants No. 2004B10401031, No. 2005B50101015, and No.2006B35602001), and the Administration of Traditional Chinese Medicine Foundation of Guangdong Province of China (Grant No. 2060108).

Table 2 The curve fit relative values in region C.

<table>
<thead>
<tr>
<th>Case (n)</th>
<th>Chi²/Degrees of Freedom (DoF)</th>
<th>( R^2 )</th>
<th>( \mu_r )</th>
</tr>
</thead>
<tbody>
<tr>
<td>Normal control group</td>
<td>10</td>
<td>15.23826</td>
<td>0.96775</td>
</tr>
<tr>
<td>Model group</td>
<td>10</td>
<td>11.26267</td>
<td>0.96877</td>
</tr>
</tbody>
</table>

\( a^P<0.01 \) versus normal control group.

5 Conclusion

OCT was showed to be capable of imaging tongues of normal rats and rats with chronic gastritis in vivo. The thickness of tongue coating and the moisture degrees of the tongues could be obtained, which are important for TI in TCM. Our results show that both parameters in the model group are significantly different from those in the normal control group. This

References


