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Abstract. We present a quantitative near-IR spectroscopy study of the
absolute values of oxygen saturation of hemoglobin before and after
surgically induced testicular torsion in adult rabbits. Unilateral testicu-
lar torsions �0, 540, or 720 deg� on experimental testes and contralat-
eral sham surgery on control testes are performed in four adult rabbits.
A specially designed optical probe for measurements at multiple
source-detector distances and a commercial frequency-domain tissue
spectrometer are used to measure absolute values of testicular hemo-
globin saturation. Our results show: �1� a consistent baseline absolute
tissue hemoglobin saturation value of 78±5%, �2� a comparable tis-
sue hemoglobin saturation of 77±6% after sham surgery, and �3� a
significantly lower tissue hemoglobin saturation of 36±2% after 540-
and 720-deg testicular torsion surgery. Our findings demonstrate the
feasibility of performing frequency-domain, multidistance near-IR
spectroscopy for absolute testicular oximetry in the assessment of tes-
ticular torsion. We conclude that near-IR spectroscopy has potential to
serve as a clinical diagnostic and monitoring tool for the assessment of
absolute testicular hemoglobin desaturation caused by torsion, with
the possibility of serving as a complement to conventional color and
spectral Doppler ultrasonography. © 2009 Society of Photo-Optical Instrumenta-
tion Engineers. �DOI: 10.1117/1.3253318�
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Introduction

uantification of absolute or relative concentrations of chro-
ophores in tissues through spectroscopic measurements of

ear-IR diffuse reflectance is an established method in the
oninvasive examination of biological tissues.1 Research in
his area has led to applications that focused on different types
f tissues such as brain2 �for monitoring hemodynamics asso-
iated with brain activation�, skeletal muscles3 �for studying
uscle metabolism�, and the breast4 �for tumor detection�, all

ndicative of the versatility and broad potential of near-IR
pectroscopy �NIRS� to obtain physiological and diagnostic
nformation from various tissues within the body.

These authors contributed equally to this article.
Address all correspondence to: Sergio Fantini, Tufts University, Department of
iomedical Engineering, 4 Colby Street, Medford, MA 02155. Tel.: 617-627-
356; E-mail: Sergio.Fantini@tufts.edu
ournal of Biomedical Optics 054027-
In this paper, we explore the potential of NIRS in pediatric
urology, specifically in the detection, assessment, and evalua-
tion of testicular torsion. Testicular torsion is the most serious
cause of acute scrotal symptoms, with an incidence5 of ap-
proximately 1 in 4000. Torsion occurs at all ages, although it
is most common in the pediatric population. Because of the
risk of infarction, testicular torsion must be immediately ex-
cluded in any patient who presents with acute scrotal symp-
toms. Historically, about 50% of all torsive testes explored
emergently are successfully salvaged, while the other 50%
require orchiectomy or develop postoperative atrophy.6 Color
Doppler ultrasound �US� is routinely employed worldwide to
elucidate the various causes of acute scrotal pain with a high
degree of success due to its ability to directly visualize the
testicular blood supply and to depict alterations in perfusion
without the need for ionizing radiation. However, there are

1083-3668/2009/14�5�/054027/7/$25.00 © 2009 SPIE
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ersistent limitations of conventional color Doppler US in the
iagnosis of testicular torsion, especially in the pediatric
opulation.7–9 Color Doppler diagnosis of torsion is based on
subjective impression of unilaterally diminished testicular

erfusion. However, in the prepubertal population in particu-
ar, normal testicular flow is depicted with difficulty. A non-
nvasive diagnostic method capable of providing quantitative

easurement of tissue oxygenation rather than a qualitative
ssessment of relative testicular perfusion as provided by
olor Doppler US would be ideal for evaluating patients with
cute scrotal symptoms and assessing testicular viability after
etorsion. Given the potential risks of anesthesia and surgery,
n added benefit would be the avoidance of emergency explo-
ation in patients with nonviable testes.

There is a perceived need by the pediatric urological com-
unity for improved noninvasive methods for the diagnosis

f testicular torsion, particularly in the pediatric population. In
ebruary 2005, the National Institute of Diabetes and Diges-

ive and Kidney Diseases �NIDDK� of the National Institutes
f Health �NIH� sponsored a workshop to evaluate the state of
esearch in the field of pediatric urology and to formulate a
trategic plan for the future. With respect to testicular torsion,
t was noted that current diagnostic methods are imperfect,
nd that “research addressing alternative strategies for diag-
osis is greatly needed.”10

NIRS has been previously proposed for imaging human
estes with an envisioned application of testicular tumor
etection,11 and it has been used to assess testicular hemody-
amics and oxygenation in a boar model based on the occlu-
ion of the spermatic vessel or the vas deference with its
essels12 and in a sheep model of testicular torsion.13 The boar
tudy showed the capability of NIRS in detecting the effects
f vascular occlusions in testes through relative measurements
f active testicular blood volume �ATBV�. Specifically, in
heir boar study, Colier et al. found no measurable ATBV after
cclusion of the spermatic vessels, suggesting subsequent
trophy.12 In this boar study, NIRS measurements of active
esticular blood volume required a transient lowering of arte-
ial saturation by reducing the fraction of inspired oxygen for

few minutes. The sheep study13 investigated the absolute
issue saturation �StO2� of testes at baseline, and following
20-deg torsion �on one side� or sham surgery �on the other
ide�, similar to the protocol reported in our study. NIRS mea-
urements were performed every 15 min with a single source-
etector distance, continuous wave spectrometer that allowed
or absolute tissue saturation measurements. The results of the
heep study found a median baseline tissue saturation of 59%
interquartile range 57 to 69%� on the experimental side and
7% �interquartile range 59 to 68%� on the control side.13

bout 2.5 h after torsion surgery, the torsioned testes stabi-
ized to a lower median tissue saturation value of 14% �inter-
uartile range 11 to 29%�, whereas the sham surgery testes
howed13 an increased median tissue saturation of 77% �inter-
uartile range 77 to 94%�.

Our study was conducted on rabbit’s testes, whose size
ompare well to those found in the pediatric population. In
ontrast to the boar and sheep studies already mentioned, we
sed a multidistance, frequency-domain NIRS approach to
uantifying the absolute concentration and saturation of he-
oglobin in testicular tissue. This approach separately mea-

ures the absorption and reduced scattering coefficients of tis-
ournal of Biomedical Optics 054027-
sue, and translates the absorption coefficients at two
wavelengths �690 and 830 nm in this study� into absolute
concentration and saturation of hemoglobin.

2 Experimental Methods
2.1 Selection of Animals
The study was performed according to a protocol approved by
the Animal Care and Use Committee of Children’s Hospital
Boston, Boston, Massachusetts, and conformed to guidelines
issued by the NIH for care of laboratory animals. Use of the
rabbit in experimental models of testicular ischemia is well
established.14–16 Four adult male New Zealand white rabbits
�Millbrook Breeding Labs, Amherst, Massachusetts� with a
mean weight of 4.0 kg were examined.

2.2 Animal Preparation
General anesthesia was induced with glycopyrrolate
0.04 mg /kg IM �intramuscular�, followed by ketamine
10 mg /kg IV �intravenous�, and acepromazine 0.5 mg /kg IV.
Endotracheal intubation was performed, and the animals
placed on a ventilator. Anesthesia was maintained with 0.25 to
3% isoflurane. A catheter was placed in one ear vein of each
experimental animal for administration of maintenance fluids.
A heparin flush was placed on the venous line. For pain con-
trol prior to scrotal incision and testicular torsion, a spermatic
cord block was administered containing bupivacaine/lidocaine
��3 mg /kg total dose� and a dose of ketoprofen �1 mg /kg�
IM. At the conclusion of the experiment, each rabbit was sac-
rificed with an intravenous overdose of pentobarbital
�1 mL /4.5 kg�.

2.3 Surgical Procedure
Bilateral medial, ventral incisions were made under sterile
conditions and the scrotal layers dissected to the tunica vagi-
nalis. The testes were exposed, and following unilateral tor-
sion and contralateral orchidopexy �sham surgery� the testes
were secured in place and the overlying scrotum closed. Sham
surgery follows the same exact protocol as the torsion surgery
except the twisting of the testis. It involves the opening of the
scrotum, manipulation of the testis �remove and replace� and
then stitching of the scrotum. Through this protocol, we main-
tained the surgical conditions so that the postoperative sequel
is the same for both sham and torsion surgery, and this en-
ables meaningful measurements of differences between testes
that underwent torsion and sham surgeries, respectively.

Baseline NIRS measurements of testicular oxygen satura-
tion levels were obtained followed by unilateral testicular tor-
sions of 720 deg �two twists� in rabbits 1 and 3; 540 deg �one
and a half twists� in rabbit 2; 0 deg �same as sham surgery� in
rabbit 4 on the experimental testis and contralateral sham sur-
gery on the control testis. Sham surgery on the experimental
side was referred to as 0-deg torsion due to the terminology
associated with the clinical protocol.

2.4 Near-IR Tissue Oximeter
The near-IR experiments were performed using one fiber-
coupled photomultiplier tube �PMT� detector and two fiber-
coupled laser diodes, one emitting at 690 nm and the other at
830 nm �typical wavelengths used in near-IR tissue oximetry�
September/October 2009 � Vol. 14�5�2
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rom an OxiplexTS �ISS, Inc., Champaign, Illinois� optical
issue spectrometer.4 This is a frequency-domain instrument
perating at a modulation frequency of 110 MHz. Light was
elivered to and from the tissue by a pair of single illumina-
ion fibers, 400 �m in diameter, and by one 3.0-mm-diam
etector optical fiber bundle. The two source fibers carrying
ight at 690 and 830 nm were bundled together and positioned
ight next to each other at the emission end. A programmable
echanical linear stage �Model XN10-0020-M01-71, Velmex,

nc., Bloomfield, New York� was used for linear scanning of
he two illumination fibers toward and away from the fixed
ollection fiber bundle over each testis. Figure 1 shows the
xperimental setup.

.5 Data Acquisition
ultidistance, frequency-domain measurements were per-

ormed on each testis, with a fixed detector and a linearly
canned dual-wavelength source. Figure 2 illustrates the probe
lacement and scanning method. The detector fiber was
laced in contact with the tissue at the inferior aspect of the
crotum and the source pair of illumination fibers was placed
t a distance of �1 mm from the tissue and at an initial dis-
ance of approximately 9 mm from the detector fiber. We per-
ormed a linear scan of the source pair along the x coordinate
ver the gently flattened scrotal surface covering a source-
etector distance range of �9 to �18 mm. During the linear
can we acquired frequency-domain measurements of ampli-
ude �ac� and phase ���. The linear scan was performed back
nd forth �i.e., along +x̂ and −x̂� in “sweeps” �each unidirec-
ional scan� multiple times in a continuous manner. An ideal

easurement method would be to register the beginning and
nd of each scan within the oximeter; however, due to hard-
are limitations such as the maximum data acquisition rate of

he oximeter and the minimum scan speed of the linear stage,
his was not a possible option in this work. Instead, source
ber positions and NIRS measurements were logged sepa-
ately, and the linear scanner was setup to generate a trigger

ig. 1 Experimental setup. The NIRS tissue oximeter �OxiplexTS, ISS,
nc., Champaign, Illinois� houses two laser diodes �emitting at 690
nd 830 nm� driven by a radiofrequency �rf� circuit and a multiplex-
ng �MUX� circuit, and one photomultiplier tube �PMT� detector. The
pecially designed linear scanner probe performs a linear scan of the
llumination optical fibers that is synchronized with NIRS acquisition
y an auxiliary input box �Aux Box�.
ournal of Biomedical Optics 054027-
signal that was transmitted through an auxiliary connection
�Fig. 1� to the computer and registered by the NIRS instru-
ment for synchronization purposes. An average scanning
speed of �2.6 mm /s was used, while optical measurements
were taken at a data acquisition rate of 25 Hz. Two sets of
optical properties �one set at 690 nm and one set at 830 nm�
were obtained through each sweep. Each sweep was followed
by a �5-s pause �that brought scanning motors to a complete
stop� to help separate the continuous scans and set the experi-
mental parameters to default before each scan. As a result, we
collected one amplitude/phase data point every �0.1 mm
along the scanning coordinate x, and one absorption/scattering
data point �from each sweep� every �8 to 9 s. Of course, one
can increase the speed of data collection �one single sweep
yields a reading of optical coefficients in a few seconds� but
for the purposes of this study, aimed at measurements of
stable baseline or postsurgery values of hemoglobin concen-
tration and saturation, a time of 8 to 9 s between successive
measurements of optical coefficients was appropriate.

2.6 Data Analysis
We used the frequency-domain solution to the diffusion equa-
tion in the semi-infinite geometry with extrapolated boundary
conditions as a model for the optical signal detected in our
study.17 This solution was implemented in an inversion pro-
cedure using the Levenberg-Marquardt method18 to iteratively
compute the absolute optical properties ��a and �s�� of the
testicular tissue from the amplitude �ac� and phase ��� of the
detected optical signal. The solution to the diffusion equation
we used is

Fig. 2 Configuration of the specially designed optical probe, showing
�a� a schematic diagram of the probe including the flattening base and
�b� a dissected image of the probe showing the scanning path �along
the x axis� and an initial �shortest� source-detector distance of 9 mm.
September/October 2009 � Vol. 14�5�3



w
s
�

a
=
g
w
b
l
	
v
s
m
s
s
t
t
i

w
d
f
�
=
F
�

3
I
t
c
a
v
a
c
t
a
e
t
p
i
m

Hallacoglu et al.: Noninvasive assessment of testicular torsion in rabbits using frequency-domain near-infrared spectroscopy…

J

R̃��,�� = A
1

4�
�z0� 1

r1
+ �̃eff� exp�− r1�̃eff�

r1
2

+ �z0 + 2zb�� 1

r2
+ �̃eff� exp�− r2�̃eff�

r2
2 � , �1�

here R̃ represents the complex output flux �or reflectance� at
ource-detector distance � and angular modulation frequency
, so that the measured ac amplitude is given by

c= �R̃�� ,��� and the phase is given by �=arg	R̃�� ,��
; z0

1 /�s� �with �s� reduced scattering coefficient�; r1
2 and r2

2 are
iven, respectively by r1

2=z0
2+�2 and r2

2= �z0+2zb�2+�2,
here zb is the distance between the real and the extrapolated
oundary;19 �̃eff= 	��ac+ i�� /Dc
1/2, where c is the speed of
ight in the medium, and D is the optical diffusion coefficient
D=1 / �3�s��
; A is an amplitude factor used to match the ac
alues predicted by the model with those measured. We ob-
erve that since the absolute phase shift � cannot be experi-
entally measured, we measured the phase at a generic

ource-detector distance � relative to the phase at the shortest
ource-detector distance. From the absorption coefficient ob-
ained with this fitting procedure, we calculate the concentra-
ions of oxyhemoglobin 	HbO2
 and deoxyhemoglobin 	Hb

n tissue as follows:4

	HbO2
 =
�a

�1�Hb
�2 − �a

�2�Hb
�1

�HbO2

�1 �Hb
�2 − �HbO2

�2 �Hb
�1

, �2�

	Hb
 =
�a

�2�HbO2

�1 − �a
�1�HbO2

�2

�HbO2

�1 �Hb
�2 − �HbO2

�2 �Hb
�1

, �3�

here �Hb and �HbO2
are the molar extinction coefficients of

eoxyhemoglobin and oxyhemoglobin �here we have used the
ollowing values:20 �Hb�690 nm�=4.854 mM−1 cm−1,

HbO2
�690 nm�=0.956 mM−1 cm−1, �Hb�830 nm�

1.790 mM−1 cm−1, �HbO2
�830 nm�=2.333 mM−1 cm−1�.

inally, the oxygen saturation of hemoglobin in the tissue
StO2� is given by4

StO2 =
	HbO2


	HbO2
 + 	Hb

. �4�

Results
n each rabbit we performed sequential measurements on the
wo sides preoperative and postoperative. Each measurement
onsisted of about 112 sweeps of the illumination fibers over
total time of about 25 min. Table 1 reports the average

alues measured over the multiple sweeps for the absorption
nd reduced scattering coefficients �at both wavelengths�, the
oncentrations of oxyhemoglobin, deoxyhemoglobin, and to-
al hemoglobin, and the tissue hemoglobin saturation for right
nd left sides, pre- and postoperative, for all four rabbits. The
rror in each of these measured parameters was estimated by
he standard deviation over the multiple sweeps and is re-
orted in Table 1, where the error in the last significant digit is
ndicated in parenthesis. Such standard deviation over the

ultiple sweeps, as opposed to the standard error �i.e., the
ournal of Biomedical Optics 054027-
standard deviation divided by the square root of the number of
sweeps�, gives an estimate of the error on a single measure-
ment, which is the case of a practical clinical measurement.

At baseline and after sham surgery, the absorption coeffi-
cients at 690 nm are smaller than those at 830 nm, which is
consistent with high values of hemoglobin saturation
�	65% �. By contrast, after torsion surgery the absorption
coefficients at 690 nm are greater than those at 830 nm,
which is indicative of low values of hemoglobin saturation
�
40% �. Such dramatic wavelength-dependent changes ob-
served in the measured absorption coefficients after torsion
surgery are not reflected in similar or correlated changes in
the reduced scattering coefficients, which always show
smaller values at the longer wavelength, as expected for the
case of optically turbid media such as tissues. In fact, the
normalized differences of the optical coefficients at the two
wavelengths �i.e., 	��690 nm�−��830 nm�
 / 	��690 nm�
+��830 nm�
, where � is either the absorption or reduced
scattering coefficient� show a change between post- and pre-
torsion surgery of 0.40�0.08 for absorption �significantly
different from zero: p
0.02� and 0.05�0.04 for reduced
scattering �not significantly different from zero: p	0.1�.

The measured values of 	Hb
 and 	HbO2
 tissue concen-
trations before and after surgery are reported graphically in
Fig. 3, while the absolute values of tissue oxygen saturation
before and after surgery are shown in Fig. 4. The main results
reported in Figs. 3 and 4 are the following:

1. The absolute baseline �preoperative� values of 	Hb
,
	HbO2
, and StO2 are consistent across animals with
average�standard deviation values of 17�3 �M for base-
line 	Hb
, 62�13 �M for baseline 	HbO2
, and 78% �5%
for baseline StO2.

2. The absolute values of 	Hb
, 	HbO2
, and StO2 after
sham surgery are consistent across animals with
average�standard deviation values of 25�7 �M for 	Hb
,
86�30 �M for 	HbO2
, and 77% �6% for StO2.

3. The absolute values of 	Hb
, 	HbO2
, and StO2 after
torsion surgery are consistent across animals with
average�standard deviation values of 54�7 �M for base-
line 	Hb
, 31�3 �M for baseline 	HbO2
, and 36% �2%
for baseline StO2.

4. As a result of our absolute measurements at baseline,
after sham, and after torsion surgery, we found that the
changes in 	Hb
, 	HbO2
, and StO2 in response to sham sur-
gery ��	Hb
�sham�=7�9 �M, �	HbO2
�sham�=27�32 �M,
�StO2

�sham�=0% �8%� are significantly different from the
changes in response to torsion surgery ��	Hb
�torsion�

=38�11 �M, �	HbO2
�torsion�=−34�17 �M, �StO2
�torsion�

=−44% �5%�.
The strong testicular tissue desaturation measured in response
to torsion surgery, and the consistent absolute values of he-
moglobin concentration and saturation across animals are the
major results of this study.

4 Discussion
The absolute measurement capability of the frequency-
domain approach to near-IR oximetry employed in this study
is a feature of paramount importance. In fact, a reliable as-
sessment of tissue viability in a clinical setting may not al-
September/October 2009 � Vol. 14�5�4
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ays be based on relative measurements of changes induced
y a diagnostic procedure. In the specific case of testicular
iability assessment, which is the focus of this study, the
uestion is how values of hemoglobin saturation in pathologic
estes compare with the range of saturation values measured
n healthy testes. Even though our study involves a relatively
mall number of animals �four�, it nevertheless provides
trong indications on this point. In fact, the absolute values of
issue hemoglobin saturation measured on torsioned testes
36% �2%, n=3� is significantly different from the satura-
ion values measured at baseline, after sham surgery, or after
-deg torsion surgery �77% �5%, n=13� �p
0.0001�. As a
esult, one can hypothesize that absolute oxygenation mea-
urements can successfully assess testicular viability for the
iagnosis of testicular torsion and monitoring of therapy with-
ut relying on a comparison with reference or baseline data.
ere we stress again that the errors on the oxygen saturation
easurements are the standard deviations of the measure-
ents over multiple sweeps, so that they provide indications

f errors on a single measurement, which is relevant for pro-
pective clinical applications of the method.

We observe that the relatively small variability of 5 to 6%
standard deviation� in the tissue hemoglobin saturation
StO � measured across animals at baseline �presurgery� and

able 1 Mean absolute values of the optical properties �absorption c
emoglobin concentrations �oxyhemoglobin 	HbO2
, deoxyhemoglo
ured on the right and left testes of the four rabbits included in this
epresents the standard deviation of the measurements over multiple

Rabbit
No

Testis
Side

Surgical
Stage

�a 690
nm �cm−1�

�a 830
nm �cm−1�

1 Left Baseline 0.16�1� 0.21�2�

Control 0.19�1� 0.19�1�

Right Baseline 0.18�2� 0.22�3�

Torsion—720 deg 0.26�2� 0.15�1�

2 Left Baseline 0.12�1� 0.18�2�

Torsion—540 deg 0.29�4� 0.16�3�

Right Baseline 0.17�1� 0.20�2�

Control 0.18�3� 0.23�3�

3 Left Baseline 0.12�1� 0.14�1�

Torsion—720 deg 0.33�2� 0.19�1�

Right Baseline 0.12�0� 0.12�1�

Control 0.14�2� 0.16�4�

4 Left Baseline 0.13�1� 0.17�1�

Control 0.29�1� 0.35�4�

Right Baseline 0.12�1� 0.16�1�

Torsion—0 deg 0.22�2� 0.29�2�
2

ournal of Biomedical Optics 054027-
after sham surgery demonstrates the relative insensitivity of
StO2 to a number of factors that may potentially confound
NIRS measurements. Such factors include tissue heterogene-
ity, changes in temperature and blood pressure of the animal,
and vascular changes induced by sham surgery. Furthermore,
physical effects such as the changes in testicular structure and
presence of sutures after surgery may also potentially intro-
duce artifacts or unwanted contributions to optical measure-
ments. However, despite the many potentially confounding
factors introduced by surgery, our absolute measurements are
highly consistent, especially those for StO2, so that we have
been able to robustly differentiate the effects of sham surgery
and torsion surgery from StO2 measurements.

The results of our rabbit study confirm the feasibility of
measuring testicular deoxygenation with NIRS, as previously
reported in a boar study by Colier et al.12 and in a sheep study
by Capraro et al.13 These previous studies have used
continuous-wave NIRS, and obtained absolute measurements
of testicular hemoglobin saturation by introducing a blood
oxygenation bolus �boar study� or some kind of calibration
�sheep study�. Our approach to the absolute measurement of
the concentration and saturation of hemoglobin in testicular
tissue is based21 on multidistance, frequency-domain NIRS, in
conjunction with the solution to the diffusion equation in

ent ��a� and reduced scattering coefficient ��s��� at 690 and 830 nm,
�, total hemoglobin 	tHb
�, and hemoglobin saturation �StO2� mea-
The error in the last significant digit is reported in parenthesis and

s� 690
�cm−1�

�s� 830
nm �cm−1�

	HbO2

��M�

�Hb�
��M�

	tHb

��M�

StO2
�%�

.0�3� 5.6�4� 73�10� 19�2� 92�12� 79�2�

.8�4� 5.6�3� 57�8� 27�4� 84�11� 67�5�

.3�3� 4.9�4� 79�14� 21�3� 100�17� 79�3�

.1�3� 5.2�2� 30�6� 47�4� 77�10� 39�6�

.9�1� 5.4�3� 68�9� 12�2� 80�11� 84�3�

.6�3� 4.2�6� 30�10� 53�8� 83�18� 35�8�

.5�1� 4.9�3� 68�10� 22�2� 90�13� 76�4�

.8�4� 5.1�6� 84�15� 20�5� 103�20� 81�4�

.9�3� 3.5�4� 49�7� 14�2� 64�9� 78�4�

.1�7� 7.0�3� 34�8� 62�6� 96�14� 36�7�

.7�1� 3.8�2� 38�3� 18�1� 56�5� 68�3�

.1�4� 3.7�4� 57�12� 17�8� 73�21� 77�4�

.6�1� 4.0�2� 59�5� 16�1� 75�7� 79�2�

.0�7� 3.0�3� 125�7� 35�2� 160�9� 78�2�

.7�3� 3.8�3� 57�7� 13�2� 70�9� 81�4�

.1�2� 3.0�1� 106�8� 25�4� 131�12� 81�3�
oeffici
bin �Hb
study.

scans.

�
nm

6

6

5

6

5

5

5

5

3

8

4

4

4

3

4

3
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emi-infinite geometry given by Eq. �1�. The assumptions as-
ociated with the use of this solution are tissue homogeneity
so that the measured hemoglobin parameters are spatial av-
rages over the probed volume�, the applicability of diffusion
heory �which is expected to be appropriate for highly scatter-
ng tissues at source-detector distances 	0.8 cm�, and semi-
nfinite boundary conditions for the tissue under investigation.

hile these assumptions are not strictly satisfied by measure-
ents of tissues in vivo, the reproducibility of the concentra-

ion and saturation values found in this study, together with
heir physiological plausibility, give confidence in the validity
f the assumptions. In particular, we note that the use of ide-
lized semi-infinite boundary conditions to describe light
ropagation in relatively small tissue volumes �average size of
estes: 31.51 cm, length, width, depth� affects mainly
he absolute values of the absorption coefficients retrieved by
he fitting procedure. Monte Carlo simulations on finite tissue
olumes of similar sizes of the testicles �not reported in this
aper� showed that using semi-infinite boundary conditions
ed to overestimation of the absorption coefficient but hemo-
lobin saturation calculations were always within 2 to 3% of
he correct values.

Conclusion
e showed that a multidistance NIRS technique is capable of

roviding an absolute measure of testicular parenchymal oxy-
enation and concentration of hemoglobin, and distinguishing
normal testis from a torsive testis in an experimental rabbit
odel. These promising data justify further investigation of

his technique in a clinical trial with the possibility of provid-

ig. 3 Absolute values of concentrations of HbO2 and Hb measured
n testicular tissue for all four rabbits. Each line starts at the baseline
alue and ends at the postoperative value of 	HbO2
 �continuous
ines� and �Hb� �dashed lines� on �a� the control testes or �b� the
xperimental testes. Here L refers to left and R refers to right testicle
ith associated degrees of torsions.
ournal of Biomedical Optics 054027-
ing a more accurate assessment of acute testicular pain in the
pediatric population than has been possible with currently
available diagnostic tools.
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