Imaging dermal blood flow through the intact rat skin with an optical clearing method

Dan Zhu
Jing Wang
Zhongwei Zhi
Xiang Wen
Qingming Luo
Huazhong University of Science and Technology
Britton Chance Center for Biomedical Photonics
Wuhan National Laboratory for Optoelectronics
Wuhan 430074, China

Abstract. Noninvasive detection of skin microcirculation is very significant for clinical diagnosis and therapy of peripheral vascular disease. In this study, an optical clearing method enables a laser speckle contrast imaging (LSCI) technique to image dermal blood flow through intact rat skin. The optical clearing effect of rat skin in vitro caused by a mixture of PEG-400 and Thiazone is evaluated by a commercially available spectrophotometer with an integrating sphere. A LSCI system is applied to image the dermal blood flow of in vivo rat skin after topical treatment of the agents. The results show that the reduced scattering coefficient (630 nm) is down to 60% of the initial value after 40 min of topical treatment of the mixture on skin in vitro. In vivo experimental results show that a 12-min treatment of the mixture on the epidermis can make the skin transparent and dermal vessels can be observed, while treatment with pure PEG-400 cannot. The process of skin optical clearing lasts, and the skin can be recovered by treatment of saline solution. Because optical clearing decreases the temporal contrast, dermal blood flow can be obtained by the laser speckle contrast imaging technique. © 2010 Society of Photo-Optical Instrumentation Engineers. [DOI: 10.1117/1.3369739]

Keywords: optical clearing; laser speckle contrast imaging; dermal blood flow monitoring; optical properties; Thiazone.

Paper 09246PRR received Jun. 12, 2009; revised manuscript received Jan. 23, 2010; accepted for publication Jan. 26, 2010; published online Apr. 23, 2010.

1 Introduction

Impairment of skin microcirculation is one of the main features in advanced clinical stages of peripheral vascular disease. Recently, some noninvasive methods have been available to investigate skin microcirculation in clinical settings as well as improve disease management, i.e., capillaroscopy allows the investigation of skin capillary morphology and density, laser Doppler fluxmetry allows real-time assessment of perfusion of skin volume, and transcutaneous measurement of oxygen tension provides continuous information about skin oxygenation. However, none of them can provide both structural and functional information of dermal vessels simultaneously. In contrast, laser speckle contrast imaging (LSCI), a full-field optical technique, can produce a two-dimensional map of blood flow with high spatio-temporal resolution, which plays an important role in studying cerebral blood flow, mesentery microcirculation, etc. Unfortunately, it suffers from a limited penetration depth of light in turbid tissues, as the previous investigations were restricted within the image of blood flow in transparent tissues.

Actually, immersion in cedar-wood oil or vaseline oil has been traditionally used in classical microscopy and capillaroscopy to improve light penetration. In 1997, Tuchin et al. proposed the tissue optical control technique and then rela-

Address all correspondence to: Qingming Luo, Huazhong University of Science and Technology, Britton Chance Center for Biomedical Photonics, Wuhan National Laboratory for Optoelectronics, Wuhan, 430074, China. Tel: 86-27-87792033; Fax: 86-27-87792034; E-mail: qluo@mail.hust.edu.cn

1083-3668/2010/15(2)/026008/7/$25.00 © 2010 SPIE

Downloaded From: https://www.spiedigitallibrary.org/journals/Journal-of-Biomedical-Optics on 12 Jul 2019
Terms of Use: https://www.spiedigitallibrary.org/terms-of-use
In view of these facts, the purpose of this work is to develop a noninvasive method to access structure and function of the dermal blood vessels through the intact rat skin. Here we make an attempt on topical application of a new chemical penetration enhancer—thiazone mixed with PEG-400—to improve the effect of skin optical clearing. And some control experiments with pure PEG-400 or saline were conducted to evaluate the degree of improvement of the penetration enhancer. To quantitatively demonstrate the effectiveness of the optical clearing method, a commercially available spectrophotometer with an integrating sphere is used to measure the changes in optical properties of rat skin in vitro before and after treatment of saline, PEG-400, and the mixture of PEG-400 and thiazone. Furthermore, the LSCI technique is applied to image the dermal blood flow of in vivo rat skin after topical treatment of those agents, and then the recovery of skin induced by saline is observed. The laser speckle temporal contrast analysis (LSTCA) method is applied to calculate velocity, because it can significantly suppress the influence of the static speckle pattern, which is produced by the stationary superficial scattering tissue on the visualization of blood flow.

2 Materials and Methods

2.1 Chemical Agents

In this work, two chemical agents, thiazone (Heming Trading Company Limited, Guangzhou, China) and PEG-400 (Kemiu Reagent Development Corporation, Tianjing, China), are adopted.

Thiazone [benzisothiazol-3(2H)-one-2-butyl-1, 1-dioxide] is a kind of new skin penetration enhancer with a nonirritant and is free of immune responses to skin. It is a white crystalline at room temperature, and can be melted at 40 °C. Its mechanism of penetration enhancing is similar to Azone, but the penetration enhancing effect is almost two times higher than Azone, and is considered to be an ideal substitute of Azone. PEG-400, as a kind of optical clearing agent, is widely used in the study of skin optical clearing. PEG-400 has a refractive index of 1.47, and can be miscible with Thiazone.

To optimize the enhancing effect, Thiazone was usually mixed with chemical agents as a volume percent of 0.5 to 10%. Before the experiment, Thiazone was heated to melt at 40 to 45 °C and then mixed with PEG-400 as a volume ratio of 1:9; after that, the mixture solution was kept at room temperature (20 to 25 °C). The mixture has been able to keep in a liquid state when the temperature is higher than 15 °C.

2.2 Preparation of Model

Male SD rats, age-matched at 3 to 4 weeks old (n=37, mean weight=80 to 100 g), were obtained from Hubei Health and Epidemic Prevention Station (Wuhan, China). Before the experiment, rats were anaesthetized with a cocktail of 2% α-chloralose and 10% urethane (0.8-ml/100-g weight) via intraperitoneal injection. The dorsal hair was shaved, and the residue hair was removed using depilatory cream (Bamboo & Salt moistening depilatory cream, LULANJINA, China). The skin was then stripped 3 to 4 times with an adhesive tape to remove impurities. Usually, it takes more than 30 tape stripings to remove SC so the method in this study neither harms the skin nor removes SC. Thus, the animal model can be ready for in vivo experiments directly. For in vivo experiments, ten rats were divided into two groups and topically treated with PEG-400 or the mixture of PEG-400 and Thiazone, respectively. For in vitro skin experiments, fresh samples were obtained from the dorsal skin of the prepared animal models, and then cut to squares of 3 × 3 cm after the subcutaneous tissue were removed carefully. In this work, 27 samples were divided into three groups and used for the in vitro experiments. Each group had nine samples that were topically treated by saline, PEG-400, or the mixture of PEG-400 and Thiazone, respectively.

2.3 Spectroscopic Measurement of Skin In Vitro and Data Analysis

The skin sample was placed between two glass slides, and the thickness of the sample was measured by using a micrometer. A commercial spectrophotometer (Lambda 950, PerkinElmer, Waltham, Massachusetts) with a 150-mm integrating sphere was used for the measurements of diffuse reflectance and diffuse transmittance of the skin sample. First, the spectra of transmittance or reflectance (400 to 1400 nm) and the initial thickness were obtained as a reference. Then the chemical agent was topically applied onto the epithelium surface of the sample, and the thickness and spectra were measured at time intervals of 4, 12, 24, and 40 min, respectively. To eliminate the effect of mirror reflectance, the solution on the sample was removed with filter paper right before acquiring the spectrum, and added again right after the measurement.

Based on the measurement of spectra and the thickness of the sample, the reduced scattering coefficient and absorption coefficient of skin are calculated with the IAD algorithm. Furthermore, we calculated the relative changes of the reduced scattering coefficient (μ′s) at 630 nm after treatment of the agents:

\[
\frac{\Delta \mu'_s}{\mu'_s_{\text{initial}}} = \frac{\mu'_s_{\text{treated}} - \mu'_s_{\text{initial}}}{\mu'_s_{\text{initial}}},
\]

where the subscripts “initial” and “treated” refer to the skin sample before and after the application of chemical agents at the different time intervals, respectively.

Data are given as mean ± standard deviation. A one-factor analysis of variance (ANOVA) was applied to determine the significant difference for the relative changes in reduced scattering coefficient (630 nm) caused by saline, PEG-400, and the mixture. The distributions of relative changes were compared with a Kolmogorov-Smirnov test, and the testing for homogeneity of variance was carried out with a Chi² test. The hypothesis employed was that for each group, the relative changes were equal. By the F test, the hypothesis was rejected. Then the data of the three groups were inspected for differences between pairs of means by the Q method (student-Newman-Keul test). Changes were considered significant if \( P < 0.05 \).

2.4 Laser Speckle Contrast Imaging for Evaluating the Optical Clearing of Rat Skin In Vivo

The optical clearing of rat skin in vivo is evaluated by the
laser speckle contrast imaging technique. The schematic of the LSCI system is shown in Fig. 1. A He–Ne laser (λ=632.8 nm, 10 mW, Melles Griot, Carlsbad, California) is coupled to a fiber with a diameter of 8 mm, and illuminates the interested area evenly at a 45-deg incidence. The illuminated area is imaged through a zoom microscope (SZ6045TR, Olympus, Japan) onto a CCD camera (CoolSNAPes, Roper Scientific, Tuscon, Arizona) with 640×480 pixels. Each pixel size is 9.9 μm, so we can obtain the imaging area of 9×7 mm to 1×0.8 mm according to continuously adjustable magnification of 0.7 to 6.3. The CCD exposure time was set at 20 ms. A sequence of laser speckle images reflected from the skin are acquired through Pinnacle software (Roper Scientific, Tuscon, Arizona) at 40 Hz, connected to a PC. The LSTCA method (the temporal statistics of light intensity fluctuations caused by moving particles over a number of frames) is applied to calculate the velocity and obtain the 2-D distribution of blood flow. The speckle temporal contrast images can be constructed by calculating the speckle temporal contrast of each image pixel in a time sequence. The value of the speckle temporal contrast C at pixel (i,j) is calculated using Eq. 2:

\[ C_{i,j} = \frac{\sigma_{i,j}}{\langle I_{i,j} \rangle} \]

\[ = \left( \frac{1}{N-1} \sum_{n=1}^{N} \left( I_{i,j}(n) - \langle I_{i,j} \rangle \right)^2 \right)^{1/2} / \langle I_{i,j} \rangle, \]  

where \( I_{i,j}(n) \) is the CCD counts at pixel \((i,j)\) in the \(n\)th raw speckle map, \(N\) is the number of maps acquired, and \(\langle I_{i,j} \rangle\) is the mean value of CCD counts at pixel \((i,j)\) over the \(N\) maps.

Cheng et al. indicate that there is a high correlation value \(R^2=0.96\) between the actual velocity and calculated value when the number of frames is 15, and it almost keeps constant when the number of frames increases. Therefore, we select 20 frames \((N=20)\) for laser speckle temporal contrast analysis in this work. When a white light is used instead of the laser, the illuminated area can also be imaged by the CCD and recorded by the computer.

Place the prepared animal model on a constant temperature stage (38 °C), then obtain a set of original photographs and raw speckle maps by switching the light source. After the chemical solution is treated on the surface of the dorsal skin, a set of photographs and raw speckle maps are recorded at 2-min intervals, respectively. After 40 min, apply normal saline to the region of interest, and take the white light image and speckle image again in 2 min.

To compare the morphological differences between the region of interest and surrounding area of skin, pictures were taken with a common digital camera (T200, Sony, Japan) during the intervals.

3 Results and Analysis

Even though the mixture of PEG-400 and Thiazone-induced optical clearing of in vitro skin were investigated by Mao et al. and Jiang et al. both were conducted on porcine skin. Jiang et al. mixed PEG-400 and Thiazone at a volume ratio of 1:1. To illustrate the optical clearing effect of rat skin by topical application of chemical agents, both in vitro and in vivo experiments were performed in this study.

3.1 Changes in Optical Properties of Rat Skin In Vitro Caused by Different Agents

3.1.1 Changes in reflectance and transmittance properties of rat skin

In general, the changes in reflectance and transmittance of tissue can demonstrate the optical clearing effect. Figure 2 shows typical changes in reflectance and transmittance spectra after the application of saline, PEG-400, and the mixture of PEG-400 and Thiazone on the rat skin in vitro at time intervals of 0 min (initial state), 12, 24, and 40 min. The results show that saline hardly affects the reflectance and transmittance of rat skin. However, with increasing treatment time of PEG-400 or the mixture, optical transmittance increases and reflectance decreases. Comparing the results of the two agents, we find that the changes caused by the mixture solution are much bigger than those of PEG-400. That is, Thiazone can enhance the optical clearing effect further.

3.1.2 Changes in reduced scattering and absorption properties of rat skin

Although OCA treatment can induce increases in transmittance and decreases in reflectance, these changes could be affected by the thickness of the samples. Hence, the changes of tissue optical properties reflect exactly the optical clearing effect induced by different agents. In this work, we calculated the reduced scattering coefficient and absorption spectra from the measurements of reflectance and transmittance spectra with the IAD program. Figure 3 shows typical changes at different treatment time intervals for all agents used.

As shown in the figure, the chemical agents almost induce no influence on the absorption spectra of tissue except at 400 nm. In biological tissue, hemoglobin has a strong absorption at 416 to 420 nm. When OCAs enter into the skin, they can interact with hemoglobin and thus induce the increase of absorption spectra. However, it needs some intensive future study. In contrast, PEG-400 and the mixture can decrease the reduced scattering coefficient significantly, while saline cannot. The longer the OCAs treat, the larger the reduced scattering coefficient decreases.

3.1.3 Relative changes in reduced scattering coefficient and the statics analysis

To quantitatively compare the optical clearing effect of in vitro skin samples caused by different agents, we calculate the relative changes of reduced scattering coefficients of skin
samples at 630 nm after 40-min treatment of the agents. An analysis of variance was applied to assay changes caused through treatment of the three agents for statistical differences. The results are summarized in Table 1.

As shown in Table 1, after topical application of saline, PEG-400, or the mixture onto in vitro skin samples, the reduced scattering coefficients decrease to 93, 79, and 64% of the initial value, respectively. In addition, the relative changes in reduced scattering coefficients are significantly different at the 99% level between all paired conditions. Thiazone can significantly enhance the penetration of PEG-400 (P < 0.01). Compared to saline, PEG-400 alone can also have very significant optical clearing effect for in vitro skin (P < 0.01).

3.2 Accessing the Dermal Blood Vessel and Flow Information through Intact Rat Skin

The ultimate goal of the optical clearing technique is to serve for clinical applications, but there exists a certain degree of difference in the physiology and metabolism state between in vitro and in vivo skin. Here we show some in vivo experimental results, including white light photographs, taken by a digital camera and velocity maps by LSCI system.

3.2.1 Visible optical clearing process of in vivo skin

Figure 2 shows typical morphological pictures of rat skin in vivo at different times after application of PEG-400 and the mixture of PEG-400 and Thiazone. The recovery after 2-min treatment of saline is also shown. At the beginning, the dermal blood vessel is invisible to the naked eye. After having topically applied the mixture of PEG-400 and Thiazone on the rat skin for 4 min, we can observe some large vessels through the intact skin. Up to 12 min, even the small branch vessels can be distinguished clearly, just as the region in the rectangle shows. Moreover, this situation will be allowed to continue. After 40-min treatment of the mixture, we applied the saline onto the interested area. Immediately, the skin is recovered to the initial state and the blood vessels are out of view. By contrast, we can not observe any blood vessel beneath the skin after treatment of PEG-400.

3.2.2 Laser speckle temporal contrast analysis for evaluating optical clearing of skin in vivo

The LSCI technique was used to monitor the rectangle area, shown in Fig. 3. The speckle temporal contrast image was constructed by calculating the speckle temporal contrast of each pixel in the time sequence. Figure 3 shows typical photographs and the speckle temporal contrast maps of skin at initial state, and 4, 12, 24, and 40 min after treatment with PEG-400, the mixture of Thiazone and PEG-400, and 2 min after treatment with saline.

The photographs in the top row show the visual optical clearing process of skin, and the temporal contrast maps in the bottom row are quite consistent with the photographs shown in the top row. We find that the image quality becomes better by topical application of the mixture, and more details of the dermal blood vessels can be seen. The temporal contrast maps demonstrate that the topical application of the mixture can decrease the temporal contrast of the vessels, which provides...
better visualization of the blood flow. The treatment of saline can make the dermal vessels invisible very quickly, and then the contrast can be recovered. In contrast with the prior description, after having been treated with pure PEG-400, only main vessels can be distinguished faintly from the temporal contrast maps, and no branch vessels can be detected. The results are in accordance with that in Fig. 4.

3.3 Laser Speckle Temporal Contrast Analysis for Evaluating Optical Clearing of Skin in vivo Quantitatively

In particular, the relative changes of temporal contrast in areas shown in Fig. 5 are plotted in Fig. 6. Here, 1, 3, and 4 represent three areas of two main vessels and a branch vessel, respectively, while 2 and 5 represent the areas where there is no blood vessel. The results show that the temporal contrast goes down quickly during the first 12 min, and then keeps constant with a small vibration for 12 to 40 min. For the imaging area treated by the mixture, the changes in trends of temporal contrast between blood vessels 3 and 4 are identical, and the minimal temporal contrast at the areas of the main blood vessel and branch blood vessel reduces 80 and 75%, respectively. There is slight increase in the temporal contrast for 12 to 40 min. This may attribute to the metabolism of biological tissue. For in vivo rat, when the chemical agents immerse into dermis, the local skin shows optical clearing. However, metabolism takes the agents away, so the optical clearing effect may reduce with passing time, thus the normal-

**Fig. 3** Typical spectra of (a) reduced scattering and (b) absorption of in vitro skin sample at initial state and different times (12, 24, and 40 min) after the application of the chemical agents (saline, PEG-400, and a mixture of PEG-400 and Thiazole).

### Table 1

<table>
<thead>
<tr>
<th>Chemical agents</th>
<th>Sample size</th>
<th>$\Delta \mu'_c/\mu'_c \text{ initial}$</th>
<th>Difference (α=0.05)</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td></td>
<td></td>
<td>$RC_i - RC_i \text{ saline}$</td>
</tr>
<tr>
<td>Saline</td>
<td>9</td>
<td>$-0.07 \pm 0.03$</td>
<td>-</td>
</tr>
<tr>
<td>PEG-400</td>
<td>9</td>
<td>$-0.21 \pm 0.06$</td>
<td>$-0.14^{**}$</td>
</tr>
<tr>
<td>PEG-400+Thiazole</td>
<td>9</td>
<td>$-0.36 \pm 0.06$</td>
<td>$-0.29^{**}$</td>
</tr>
</tbody>
</table>

Zhu et al.: Imaging dermal blood flow through the intact rat skin…

Journal of Biomedical Optics March/April 2010 /L50098Vol. 15/H208492/H20850026008-5

Downloaded From: https://www.spiedigitallibrary.org/journals/Journal-of-Biomedical-Optics on 12 Jul 2019

Terms of Use: https://www.spiedigitallibrary.org/terms-of-use
ized contrast increases gradually for 12 to 40 min. Nevertheless, with treatment of PEG-400, the minimal temporal contrast at the area of vessel 1 only reduces 40%, and information of the branch vessel cannot be detected at all. At areas where there is no blood vessel, the decline of temporal contrast for no blood vessel areas is much less than that for vessel areas after treatment of the mixture or PEG-400.

The results show that there are vibrations of the contrast on all skin sites. It is the reason that OCAs immersed into skin make the local area transparent. The reduction in scattering of skin decreases the static speckle and the contrast of the local area. In blood vessel areas, both static and dynamic speckle contribute to the calculation of temporal contrast. The reduction of the static speckle increases the ratio of dynamical speckle of the area, and more useful information is analyzed. However, in areas where there are no blood vessels, the temporal contrast is due to the static speckle, and as a result, the temporal contrast also changes slightly with treatment of OCAs or saline.

4 Discussions and Conclusions

The results indicate that the topical application of Thiazone and PEG-400 can enhance light penetration in skin, which enables LSCI to access the dermal blood flow by a noninvasive method. The mechanism of the optical clearing of skin may attribute to the newly applied chemical penetration enhancer, Thiazone, which is a derivative of Azone, but has a penetration enhancing effect two times higher. The possible mechanism of Thiazone would be that the fluidity of the hydrophobic stratum corneum regions is increased and the permeation resistance of the horny layer against drug substances is reduced by them, which enhances the permeability of PEG-400 from surface to dermis and makes the concentration of PEG-400 in dermis increase. PEG-400 with high refractive index improves the matching of refractive indices between the scatters and interstitial fluid in dermis, and then reduces the scattering of skin. The flush of normal saline on transparent skin can make it recover. The probable reason is that a large quantity of saline penetrates through the gap of epidermal cells into the dermis, and results in the transparent skin becoming turbid again.

Skin is a high scattering media. In general, the dynamic speckle signal from the blood flow is almost concealed by the strong static speckle signal from the skin. Even though the LSTCA method can decrease the effect of stationary speckles, it is still difficult to obtain information about dermal blood flow. However, this situation would be changed if the optical clearing technique was applied, because the optical clearing method can reduce the scattering of skin and make the skin transparent. Thus, more dynamic speckle signal from the area of blood flow can penetrate through the transparent skin and be detected by the CCD. As a consequence, improvement of image quality has permitted us to access the structure and flow information of dermal blood vessels with the LSCI technique.

Briefly, topical application of the penetration enhancer Thiazone with PEG-400 onto the surface of rat skin in vitro can reduce scattering to 60% of the initial value; and on rat epidermis in vivo, can make the skin transparent. This optical clearing method enables us to observe dermal blood vessels and image dermal blood flow through intact rat skin by the LSCI technique. Furthermore, by combining this method with the intrinsic optical imaging technique, we can access the
metabolic oxygen information of skin microcirculation. It is very important to diagnose peripheral vascular disease based on subcutaneous microcirculation. This method combined with other optical imaging techniques, such as fluorescence imaging, microscopy imaging, etc., will enhance the capabilities of noninvasive optical diagnosis for other diseases. Also, with certain techniques, the pharmacological effect of some kind of vascular drugs can also be evaluated.

Acknowledgments

This study was supported by the National Nature Science Foundation (grant numbers 30770552 and 30911120074), and the National High-Tech Research and Development Program (number 2008AA02Z107) of China. The authors would like to thank Pengcheng Li for his help on the LSCI technique, and Shaoqun Zeng for his helpful discussions. We also appreciate Valery V. Tuchin for his help.

References