Cell deformation cytometry using diode-bar optical stretchers

Ihab Sraj
Charles D. Eggleton
University of Maryland Baltimore County
Department of Mechanical Engineering
Baltimore, Maryland 21250

Ralph Jimenez
University of Colorado
JILA and Department of Chemistry and Biochemistry
Boulder, Colorado 80309

Erich Hoover
Jeff Squier
Colorado School of Mines
Department of Physics
Golden, Colorado 80401

Justin Chichester
David W. M. Marr
Colorado School of Mines
Department of Chemical Engineering
Golden, Colorado 80401

1 Introduction

Cellular elastic properties are primarily related to their membrane composition and cytoskeletal architecture, which is remodeled by physiological and pathological events during the life cycle. The forces required to observe deformation range from ~10 to 1000 pN, depending on the cell type and the area of its application. Accordingly, measured values of cell elasticity vary over orders of magnitude depending on the cell type, health, and technique employed for measurement. For example, malignant fibroblasts have been found with half the elasticity of normal cells as determined by micropipette aspiration, whereas malignant epithelial cells have a 10-fold lower elastic modulus than normal cells as measured via scanning force microscopy. Furthermore, metastatic cells taken from patients with suspected lung, breast, and pancreas cancer show 70% reduction in the elastic modulus as measured by atomic force microscopy (AFM). This study also found that the distribution of cell stiffness for the metastatic cells is much narrower than for healthy cells. Parasitic infection also influences cell mechanics—for example, red blood cells (RBCs) infected by Plasmodium falciparum are observed to be significantly stiffer than normal RBCs, as malaria parasites express proteins that stiffen the cell membrane. Differences in the elastic modulus of normal RBCs and those infected with parasites at different growth stages have shown, in some cases, 10-fold increases in the elastic modulus. These examples of disease-cell mechanics correlations suggest that cellular mechanical properties may provide a direct route to detecting disease or assessing its progression and motivates the development of a cytometry-based technique for measuring the distribution of elastic parameters.

Abstract. The measurement of cell elastic parameters using optical forces has great potential as a reagent-free method for cell classification, identification of phenotype, and detection of disease; however, the low throughput associated with the sequential isolation and probing of individual cells has significantly limited its utility and applications. We demonstrate a single-beam, high-throughput method where optical forces are applied anisotropically to stretch swollen erythrocytes in microfluidic flow. We also present numerical simulations of model spherical elastic cells subjected to optical forces and show that dual, opposing optical traps are not required and that even a single linear trap can induce cell stretching, greatly simplifying experimental implementation. Last, we demonstrate how the elastic modulus of the cell can be determined from experimental measurements of the equilibrium deformation. This new optical approach has the potential to be readily integrated with other cytometric technologies and, with the capability of measuring cell populations, enabling true mechanical-property-based cell cytometry. © 2010 Society of Photo-Optical Instrumentation Engineers. [DOI: 10.1117/1.3470124]

Keywords: biomedical optics; cells; detectors.

Address all correspondence to David Marr, Colorado School of Mines, 1500 Illinois Street, Golden, Colorado 80401. Tel: 303-273-3008; Fax: 303-273-3730; E-mail: dmarr@mines.edu

Journal of Biomedical Optics

047010-1

July/August 2010 • Vol. 15(4)

DOI: 10.1117/1.3470124
To achieve single-cell resolved measurements for large numbers (10^3 or more) of cells at data acquisition rates comparable to current cell cytometers, we have developed a different approach in which an anisotropic optical trap from a single-emitter diode laser probes individual cells in a continuous microfluidic flow. In earlier work with linear traps from single-emitter diodes, we demonstrated that these compact light sources can impart significant forces appropriate for actuating flowing cells. Here, we present both experimental and computational results on simplified new geometries for high-throughput cell-mechanics measurements and first demonstrate that a single anisotropic trap can deform static cells. We then extend this approach to cells in microfluidic flow using long diode bars in a format whose throughput is limited only by the time scale of the cell elastic response. To illustrate the mechanism of force generation and to obtain the cell elastic parameters, we model the cell deformation as a function of applied optical trap power using the immersed boundary method (IBM) coupled with ray-optics. The IBM has been used extensively to simulate cell–fluid interactions and cell interactions with ligand-coated surfaces and can be used to model the deformation in both optical and hydrodynamic force fields. In our studies, the diode laser induces optical forces on the cell surface due to the refractive index mismatch and refraction at the fluid/cell interface. This interaction deforms the cell until its elasticity balances the applied optical forces. In addition, the deformation causes fluid flow that leads to viscous stresses that influence the characteristic times for the induced stretch and its relaxation to equilibrium. This combination of experiment and simulation demonstrates that a single linear diode optical trap provides a convenient geometry for inducing deformation and obtaining the shear modulus of each cell from the observed equilibrium deformation at rates >1 s^{-1}.

2 Materials and Methods

2.1 Experimental Method

The experimental design is illustrated in Fig. 1. Rectangular microfluidic channels 15 μm deep and 150 μm wide were fabricated in polydimethylsiloxane (PDMS) using standard soft lithography techniques and bonded to glass using plasma surface activation. A pair of 10× (NA 0.25) objectives was used to image the diode laser into the microfluidic channel. A 200-mW, single-mode, 830-nm, 1×3 μm laser diode was used for measurements on stationary cells, and a 5-W, multimode, 808-nm, 1×200 μm single-emitter laser was used for measurements in flow. Applied laser power was measured at the system input.

For this initial study, we employ swollen RBCs because they lack internal structure and their elastic properties have been well characterized. In addition and because only the thin, outer phospholipid membrane contributes to the overall cell elasticity, they can be numerically modeled as a simple spherical elastic shell filled with a homogeneous fluid. Experimentally, samples consisted of heparinized bovine RBCs obtained from a slaughterhouse and used within 24 h of acquisition. Samples were centrifuged at 4000 rpm for 10 min, decanted, and diluted in tris buffered saline at 145 mOsm to induce swelling. Measurements on spherical cells simplify simulation of the applied optical forces and eliminate rotation of RBCs in the trap. RBCs were imaged using Koehler illumination through a 40× Carl Zeiss objective and a 640×480 pixel CCD camera operating at 100 frames/s. Images were stored and analyzed by first normalizing and subtracting a background frame, smoothing with a 9×9 Gaussian kernel, and applying a threshold. Contours were then found using OpenCV which was also used to determine spatial moments, the centroid, an equivalent ellipse, the ellipse orientation relative to the trapping bar, and the major and minor axes magnitudes corresponding to that ellipse. The changes in the minor (B) and major (A) axis width during and after stretch relaxation were used to calculate the percentage of minor stretch as (B−B_0)/B_0 and of major stretch as (A−A_0)/A_0. Image analysis of stored video was performed on a computer with a 2.66-GHz quad core processor. Image analysis times are equivalent to video length at 100 frames/s and could be done in real time with straightforward program modification.

2.2 Numerical Method

In the IBM, a finite element model of the cell membrane is used to relate local membrane forces to local membrane deformation. Details of the numerical implementation and validation of the model can be found in previous work. Here, we modify the IBM to simulate cell deformation due to diode bar optical traps by imposing external optical forces from a ray-optics model of the 808-nm light source. We apply these optical forces to find the equilibrium deformation and then remove the forces to simulate the relaxation process. For swollen RBCs, we model the cell as a sphere of initial radius a=3 μm with an infinitely thin, hyperelastic, neo-Hookean membrane of negligible bending resistance, characterized solely by the membrane shear modulus \(Gh=3.4 \times 10^{-2} \text{ dyne/cm} \). In this model, the strain energy is given by \(W_h=Gh(\lambda_1^2+\lambda_2^2+\lambda_3^2-3)/2\), where \(\lambda_1\) and \(\lambda_2\) are the planar principal strains. In our simulations, an unstressed spherical cell is first placed in an incompressible Newtonian fluid with the same density \(\rho=1 \text{ g/cm}^3\) and viscosity \(\mu=0.8 \text{ cP}\) as the cytoplasmic fluid. The index of refraction is 1.37 for the fluid inside the cell and 1.33 outside the cell. The fluid do-
main is a cube with a side that is 8 times the cell radius with periodic boundary conditions. The uniform grid used in our simulations has 64,3 nodes, with a grid spacing of \( a/8 \), while the finite element cell grid has 20,490 triangular elements. A time step of \( 10^{-5} \) s was used to ensure numerical stability.

To compare the magnitude of the simulated and measured deformations, we characterize the deformed cell with the Taylor deformation parameter \( DF = (A - B)/(A + B) \), where \( A \) and \( B \) are the lengths of the major and minor axes of elongated cells. Defined here for the \( x,y \) plane (Fig. 1), \( DF \) describes the geometrical deformation from perfect spheres (\( DF = 0 \)) to highly elongated morphologies. To extract the cell shear modulus from experimental data, we simulate the equilibrium deformation \( DF_{eq}(F^*) \) as a function of dimensionless force \( F^* \) for several different applied laser powers, thereby generating a standard curve that is used with measurements of \( DF = DF_{eq} - DF_0 \) to extract a corresponding \( F^* \) and \( Gh \). In this, the dimensionless force is defined as \( F^* = F_{optical}/3aGh \), where \( F_{optical} = n_1PQ/c \), with \( P \) the laser power incident on the cell, \( c \) the speed of light in a vacuum, \( n_1 \) the refractive index of the surrounding medium, and \( Q \) a factor describing the amount of momentum transferred, calculated following Ref. [28] for spherical model systems but adapted here for linear optical sources. \( Q \) is independent of the power applied and depends only on object geometry and reflectance of the medium. In our simulations and under small deformation, we assume constant forces with a constant \( Q \) calculated as 0.011.

3 Results and Discussion

3.1 Experimental Results/Static Measurements

We first show in Fig. 2 that a single, anisotropic beam can be used to elongate individual RBCs trapped with a \( 1 \times 3 \) \( \mu m \) laser diode under static, no-flow conditions. Laser powers up to 80 mW consistently lead to stretching on the order of 5 to 15\%, where, at lower applied powers, a clear linear trend is observed. The change in slope and the large error bars at higher applied powers demonstrate a limit to the amount of power an RBC can experience before permanent deformation in a static optical trap if exposed for long times.[23] If, however, stretching times are kept short, repeated measurements can be made on a single RBC at higher powers, as demonstrated in Fig. 3 and Video 1. In these measurements, the undeformed RBCs are not spherical; thus, the laser induces both alignment and stretch along the long axis of the laser beam. The major stretch axis of the cell and the laser axis are not perfectly aligned because the 3-\( \mu m \) “long” axis of the laser is significantly shorter than the RBC diameter (6 to 8 \( \mu m \)). Figure 3 and Video 2 quantify both the measured cell stretch and relaxation as the laser is repeatedly switched on and off. No deviation of measured stretch was seen in \( \sim 50 \) cycles. A fit of the measured stretch relaxation to a decaying exponential over multiple measurements indicates that the time scales for the stretching and cell relaxation are on the order of \( \tau \sim 0.10 \) s, as observed in previous studies.[24]

3.2 Experimental Results/Dynamic Measurements

Here, we present measurements of RBC stretching in rectangular microfluidic channels at flow speeds of \( \sim 50 \) \( \mu m/s \) with a \( 1 \times 200 \) \( \mu m \) emitter operated at 3.2 W measured at the imaging plane outside the medium (Fig. 4). By comparing the cell size before and after exiting the trap, the average stretch was found to be 2 to 3\%. Due to conservation of mass, stretch along the minor axis is negative, while stretch along the major axis (parallel to the laser axis) is positive [Fig. 5(a)], and as

![Video 1](https://dx.doi.org/10.1117/1.3470124.1)

A single RBC can be repeatedly stretched using a \( 1 \times 3 \) \( \mu m \) optical stretcher (1.9 MB).

[URL: https://dx.doi.org/10.1117/1.3470124.1].

Fig. 2 Measured RBC minor axis stretch as a function of applied power under static conditions. Insets show images of cells at three different applied powers: (a) 10 mW/\( \mu m \); (b) 30 mW/\( \mu m \); (c) 40 mW/\( \mu m \). RBCs (\( n = 9 \)) were individually trapped and stretched during a ramping of applied power for a total time of approximately 1 to 2 min. A linear fit to the low-power regime finds that %stretch = \((-0.57 \pm 0.09)\) power/length [mW/\( \mu m \)] + (1.34 ± 0.93).

Fig. 3 Sequential images of an RBC repeatedly stretched with a 1 \( \times \) 3 \( \mu m \) laser diode at 40 mW/\( \mu m \) applied power. (a) Trap on; (b) then off; (c) then on again. Unlike the slower ramping experiments of Fig. 2, higher powers can be employed for repeated, rapid measurement where we have seen no alteration of cell behavior after 50 pulses. Scale bar=4 \( \mu m \).
expected, cells tend to orient (∠ ± 5 deg) along the axis of the trap [Fig. 5(b)]. Simple geometric considerations assuming a constant ellipsoidal volume indicate an average cell deformation along the beam axis of 1.6%. Although this value is reasonable, validation of the constant volume assumption and direct measurement of cell deformation along this axis was not possible with the current experimental setup. One can also recast this data in terms of $DF$, as shown in Fig. 6 where the stretch within the optical trap is seen as a cluster of data above the $DF_0 = DF$ line. In this single experiment, data for 1275 RBCs were taken in under 20 min at a rate of ∼1.2 cell/s. This measurement rate is significantly faster than previous single-cell measurement demonstrations.

### 3.3 Computational Results

Next, we present computational results describing the force profiles and deformations generated by the trap laser. The prediction of net optical forces on cells and colloids has been described in the literature; however, modeling of cell optical stretching forces has only recently been discussed. In these models, a ray optics approach used to determine the optical forces on large spherical systems is extended to calculation of local stress profiles across the front and back surfaces as a function of refractive index and incident laser beam profile. This approach is valid when the size of the object is much larger than the wavelength of the light, which is true here as the diameter of the erythrocytes ranges from 6 to 8 μm. As the input light rays refract, a change in path leads to a change in the momentum carried by the light that is transferred to the interface through conservation. When the interface is an object, its surface absorbs this momentum, and a force proportional to the laser power is created by Newton’s second law. In our calculations, the parallel ray hits the front surface of sphere, and the refracted angle is found using Snell’s law, as detailed in Ref. 28. Multiple reflections are neglected. To integrate the forces imposed by optical stretching into the IBM, the optical forces are first calculated on the nodes of the 3-D membrane finite element grid. As the cell deforms, the applied optical forces are assumed to remain constant but move with the membrane nodes, an approximation valid for small deformations. If the front surface of the cell were significantly deformed, the changing refraction would broaden the stretching profile on the back side of the cell, leading to significant asymmetry in the force distribution. Although simulations that take this into account are certainly feasible, our experiments are performed at lower applied optical powers with smaller induced deformations, where the difference in cell optical forces on the cell is negligible.

Our simulations show that a single diode bar induces stretching forces on both the front and back sides of the cell, with an equilibrium deformation dependent on the applied...
power. In addition to the steady state deformation induced by the optical stretcher, we observe that a single diode bar produces a net translating force in the z direction, pushing the cell away from the light source. This motion is apparent over the time scale of the applied stretching forces. In an unconfined system, one can estimate the expected z translation away from the optical trap with Δz(t) ~ Fz/6 μa. Using typical parameters, we estimate Fz ~ 5.6 pN for applied 16 mW/μm powers, leading to a z translation of <10 μm in the 0.1-s measurement times necessary; however, in our highly confined systems, significant movement in the z direction was not observed. In this case, translation out of the image plane was likely prevented by the presence of the wall, where, with a corresponding Fz < 0.02, any influence of the physical confinement on deformation is expected to be relatively small.

3.4 Cell Elasticity Cytometry

To prepare a general relation between measured deformation and applied laser power, a set of simulations was performed at varying applied forces [Fig. 7(a)] with a characteristic time for deformation of t0=μa/Foptical and t∞=μa/3Gh for stretch relaxation. These results demonstrate that cells rapidly stretch but reach a maximum deformation at longer times. Upon removal of the applied forces, the cell relaxes back to initial shape, where as expected, the equilibrium deformation increases with the applied force, as does the response time needed to reach equilibrium. We have tested this approach by simulating the deformation of model cells of different size and elastic modulus and found that the resulting deformations fall on the same master curve. Figure 7(b) shows the dimensionless force F* as a function of ΔDF*, a plot (curve fit) that allows for determination of the cell shear modulus Gh from the experimental laser diode measurements. In this, cells are stretched until equilibrium ΔDF*, at a given power P and the corresponding F* found from the measured deformation, as illustrated in Fig. 7(b), Gh is then obtained from

\[ Gh = \frac{\mu a^2}{3 a F^*} \]

Fig. 8 The measured shear modulus Gh extracted for each cell in the dynamic cell stretcher. Because of large variations in the outlying data, median values are used and determined as Gh=3.14 × 10^{-5} dyne/cm.

In conclusion, we demonstrate that a simple asymmetric optical trap created by an inexpensive diode laser can be used to optically stretch blood cells in both static and dynamic, flowing environments. This approach is both practical and scalable, making it a useful technology for rapid measurements of cell deformability. Of particular advantage is that the method is optically based and is therefore inherently compatible with current optical cell-characterization technologies. In addition, we simulate the transient cell deformation induced by a single linear diode bar optical stretcher and compare the deformation the range of values reported for the shear modulus of human RBCs of 2.5 × 10^{-5} to 1.3 × 10^{-2} dyne/cm measured under varying osmotic conditions. Note that for the individual measurements in which ΔDF is negative, our approach results in a negative cell stiffness. Despite the inaccuracy inherent in each individual measurement using bright-field imaging of the cells, we obtain results that cluster around a physically reasonable median value. Higher contrast methods that resolve the cell sizes more precisely would eliminate these points. Furthermore, the reasonable agreement between our median value and published values of Gh implies that even relatively simple instrumentation with low-precision size measurements could be used to create practical devices.

The theoretical maximum measurement rate for stretching in flow is set by the response time of the cells. In particular, the cells must remain stretched for times within the trap on the order of the relaxation time constant τr for which we use the value of τr=0.10 s determined in the static measurements of Fig. 7(a). Defining a characteristic cell dimension σ that includes average spacing between cells allows prediction of maximum theoretical device throughput θ=L/στ. With a diode bar of length L=200 μm and using a characteristic spacing of 20 μm, measurements of 100 cells/s are achievable given the current system and experimental parameters. Significantly higher throughput will be achievable with stiffer cells, which have faster relaxation times, and by parallelizing the design, which is a desirable and achievable goal with the microfluidic platform used in this study.

4 Conclusions

In conclusion, we demonstrate that a simple asymmetric optical trap created by an inexpensive diode laser can be used to optically stretch blood cells in both static and dynamic, flowing environments. This approach is both practical and scalable, making it a useful technology for rapid measurements of cell deformability. Of particular advantage is that the method is optically based and is therefore inherently compatible with current optical cell-characterization technologies. In addition, we simulate the transient cell deformation induced by a single linear diode bar optical stretcher and compare the deformation...
and relaxation by varying laser power on cells with neo-Hookean membrane properties. Our simulations show that the forces imposed by a single diode bar optical stretcher can be used to both deform and translate cells and that a dimensionless single master curve relating laser power to cell deformation enables one to determine the cell elasticity of significant numbers of individual cells.

Acknowledgments

The authors gratefully acknowledge support from the National Science Foundation under Grant No. DBI-045468, the National Institutes of Health under Grant No. ROI-A1063666, and from the Butcher Foundation. RJ is a staff member in the Quantum Physics Division of NIST.

References


3. S. Park, D. Koch, R. Cardenas, J. Kas, and C. K. Shih, “Cell motility and local viscoelasticity of fibroblasts,” 


8. S. Suresh, “Mechanical response of human red blood cells in health and disease: some structure-property-function relationships,” 

9. W. Groner, N. Mohandas, and M. Bessis, “New optical technique for measuring erythrocyte deformability with the ektacytometer,” 


14. S. Felder and E. L. Elson, “Mechanics of fibroblast locomotion: quantitative analysis of forces and motions at the leading lamellae of fibroblasts,” 

15. O. Thoumine and A. G. T., “Time scale dependent viscoelastic and contractile regimes in fibroblasts probed by micropipette manipulation,” 

16. R. M. Hochmuth, “Micropipette aspiration of living cells,” 


22. P. B. Bareil, Y. Sheng, Y. Q. Chen, and A. Chio, “Calculation of spherical red blood cell deformation in a dual-beam optical stretcher,”


30. B. Lincoln, S. Schinkinger, K. Travis, F. Wottaway, S. Ebert, F. Wottaway, S. Ebert, F. Sauer, and J. Guck, “Reconfigurable microfluidic integration of a dual-beam laser trap with biomedical applications,”

31. B. Lincoln, S. Schinkinger, K. Travis, F. Wottaway, S. Ebert, F. Sauer, and J. Guck, “Reconfigurable microfluidic integration of a dual-beam laser trap with biomedical applications,”

32. Y. Liu, G. J. Sonek, M. W. Berns, and B. J. Tromberg, “Physiological definition of stored red blood cells using optical tweezers,”


35. C. Peskin and D. McQueen, “A three-dimensional computational method for blood flow in the heart I. Immersed elastic fibers in a viscous incompressible fluid,”

36. C. D. Eggleton and A. S. Pope, “Flow deformation of red blood cell ghosts in a simple shear flow,”


38. C. S. Peskin, “Numerical analysis of blood flow in the heart,”

39. D. C. Daffy, J. C. McDonald, O. J. A. Schueller, and G. M. Whitesides, “Rapid prototyping of microfluidic systems in poly(dimethyl-
siloxane.\textsuperscript{39} \textit{Anal. Chem.} \textbf{70}(23), 4974–4984 (1998).