Polarized multiplex coherent anti-Stokes Raman scattering using a picosecond laser and a fiber supercontinuum

Sébastien Michel, a Antonie Courjaud, b Eric Mottay, b Christophe Finot, c John Dudley, d and Hervé Rigneault a

a Institut Fresnel, Aix-Marseille Université, CNRS, Ecole Centrale Marseille, Campus de Saint Jérôme, F-13397 Marseille cedex 20, France
b Amplitude Systemes, 6 allée du doyen Georges Brus 33600 Pessac, France
c Laboratoire Interdisciplinaire Carnot de Bourgogne, UMR 5209 CNRS-Université de Bourgogne, 9 Av. A.Savary, BP 47870, F-21078 Dijon Cedex, France
d Laboratoire d’Optique P. M. Duffieux, Institut FEMTO CNRS, 16 route de Gray, 25030 Besançon Cedex, France

Abstract. We perform multiplex coherent anti-Stokes Raman scattering (CARS) micro-spectroscopy with a picosecond pulsed laser and a broadband supercontinuum (SC) generated in photonic crystal fiber. CARS signal stability is achieved using an active fiber coupler that avoids thermal and mechanical drifts. We obtain multiplex CARS spectra for test liquids in the 600–2000 cm−1 spectral range. In addition we investigate the polarization dependence of the CARS spectra when rotating the pump beam linear polarization state relative to the linearly polarized broad stokes SC. From these polarization measurements we deduce the Raman depolarization ratio, the resonant versus nonresonant contribution, the Raman resonance frequency, and the linewidth. © 2011 Society of Photo-Optical Instrumentation Engineers (SPIE). [DOI: 10.1117/1.3534783]

Keywords: coherent anti-Stokes Raman scattering spectroscopy, polarized coherent anti-Stokes Raman scattering; nonlinear effect; supercontinuum generation; optical fibers; spectroscopy; polarization.

1 Introduction

Coherent anti-Stokes Raman scattering (CARS) is a well-known method used to investigate chemical bonds in a wide range of chemical and biological samples. 1, 2 The development of multiplex CARS microscopy has now brought CARS diagnostics to the level of an analytical technique comparable to spontaneous micro-Raman spectroscopy, with the sensitivity of multiplex CARS compatible with practical imaging requirements and acquisition times. 3 Several previous studies have demonstrated multiplex CARS using photonic crystal fibers (PCF) to generate a broadband Stokes supercontinuum1-6 (SC) or a soliton self-frequency shifted Stokes7, 8 that is then recombined with the original pump pulse. The SC generated from these PCFs provides broadband Stokes radiations allowing measurements over a large wavenumber domain. 9 A specific and decisive technical advantage in using PCF for CARS measurements is the possibility to generate both pump and Stokes radiations from a single laser oscillator. Because of the extensive previous studies of SC generation using femtosecond pump pulses, multiplex CARS measurements with PCF are also typically performed in this regime but this scheme limits the attainable spectral resolution unless narrowband spectral filtering (with power reduction) is applied to the pump beam. There are several advantages in working in the ps regime that not solely include the achievable spectral resolution in CARS but also greatly simplify the laser system as compared to conventional Ti:Saph lasers. Picosecond lasers based on Nd3+ doped gain media can be diode pumped, are readily commercially available, relatively inexpensive, and often very compact. Combined with PCF such ps Nd3+ lasers can be arranged in a compact reliable source for CARS spectroscopy and microscopy.

Here, we report an approach to high resolution and stable multiplex CARS measurements using a PCF-generated SC from a picosecond pump laser. Our results extend earlier proof-of-principle picosecond CARS measurements9, 10 through first, the use of active coupling that ensures a CARS power stabilization and second, a polarization beam control. With our setup, we obtain micro-spectroscopic measurements in the 600–2000 cm−1 spectral range and polarization resolved multiplex CARS measurement to extract the CARS spectroscopic parameters of DMF and Cyclohexane test samples.

2 Experimental Set-up and Results

Figure 1 shows our multiplex CARS setup. A custom-built Nd3+:Vanadate laser (Amplitude Systemes) is used as a pump source. The temporal duration, pulse energy, repetition rate, and peak wavelength are 6 ps, 78 nJ, 34.5 MHz, and 1064 nm, respectively.

The output beam is separated into two parts using a BK7 window. The main part (typically 98%) is coupled into a 1 m highly nonlinear PCF (NKT Photonics SC-5.0-1040) for SC generation. A longpass wavelength filter (LGF), is thereafter used to obtain the Stokes beam (1150–1250 nm). An active xyc piezoelectric system (Nanotrack Thorlabs) optimizes in real time the laser coupling into the PCF, based on a feedback

Address all correspondence to: Hervé Rigneault, Institut Fresnel, Aix-Marseille Université, CNRS, Ecole Centrale Marseille, Campus de Saint Jérôme, F-13397 Marseille cedex 20, France. E-mail: herve.rigneault@fresnel.fr.
signal from the SC power reflected by the LGF. This reflected beam (750–1150 nm – 100 mW) is sent directly on the feedback photodiode with a target point regulation that aims at maximizing this reflection, and thus the output SC power. The resulting energies for the pump and spectrally filtered Stokes beams are 3 nJ (105 mW) and 2 nJ (70 mW), respectively. Two microscope objectives are then used to illuminate the liquid sample and to collect the CARS signal. The numerical apertures for illumination and collection are NA = 0.6 and NA = 0.45, respectively. The sample is contained in a glass dish with a path length of 10 mm. The CARS signal is detected either with an avalanche photodiode or a high sensitivity spectrometer (OCEAN Optics QE65000). In order to reject the pump and the Stokes radiations, a combination of lowpass wavelength and bandpass filters are placed before the detection lines.

In a first experiment intended to collect the CARS multiplex spectra we remove the polarization optics [half-wave plate (HWP) on pump beam and GLCP on Stokes beam – see Fig. 1] both on the pump and Stokes beams.

For SC generated in PCF, the different spectral components are usually well temporally-separated and it is required to carefully scan the delay between the pump and Stokes beams to measure the full available CARS spectrum.4,6,11 Interestingly in our configuration, we checked that the zero delay value could give the optimal CARS spectrum for the whole frequency range (i.e., 600–2000 cm\(^{-1}\)) without need for delay tuning. The delay insensitivity arises because of the comparable temporal durations of the Stokes and pump pulses used in our experiments in the picosecond duration.11 Significantly, with no delay adjustment, our multiplex CARS setup is sensitive to the wavenumber range 600–2000 cm\(^{-1}\) with a high degree of CARS signal stability [see inset (c) in Fig. 1]. This wavenumber independent CARS spectrum (in the pump and Stokes beams overlapping range) is shown in Fig. 2, where we measure the CARS signal with the spectrometer for several delay values between the pump and Stokes pulses. Note that Fig. 2 has been renormalized in the high wavenumber range to enhance the visibility of the peaks higher than 1000 cm\(^{-1}\).

We performed CARS measurements on cyclohexane and dimethylformamide (DMF) liquid samples over the wavenumber range 600–2000 cm\(^{-1}\), the spectrometer collects the CARS signal between 870 and 1000 nm with an integration time of 60 s. Figure 3 shows the experimentally obtained multiplex CARS signals and their respective Raman spectra (offset for clarity). The Raman spectra are measured with a custom made Raman micro-spectrometer. For the CARS spectra shown here, we subtracted the noise of the spectrometer. This noise is
evaluated when the pump and Stokes pulses are not temporally overlapped. Therefore, these spectra correspond to the pure CARS response of the liquids, with the resonant and nonresonant parts. The incoming pump and Stokes power were 105 and 70 mW, respectively. As previously reported, the CARS maxima are shifted toward the lower frequencies with respect to the Raman maxima. We note that for cyclohexane, the resonances for frequencies larger than 800 cm$^{-1}$ are clearly visible, even though their intensities are very low. As expected, the CARS spectra show a “peak-dip” shape around the Raman resonances.

3 Polarized multiplex CARS spectra: dependence with polarization States

We now consider the polarization dependence of the CARS spectra when the pump and Stokes beams have different linear polarization states. Although we use a linearly polarized pump beam, the SC is unpolarized as no special precaution is taken to identify or exploit residual PCF birefringence to ensure polarization-maintaining injection.

We have recently shown in Ref. 13 that the Raman depolarization ratio $\rho_R$, the resonant versus nonresonant contributions $a\chi^{(3)}_{NR}$ (where $a$ is the resonance strength and $\chi^{(3)}_{NR}$ the nonresonant tensor$^{13}$), and the Raman resonance frequency $\Omega_R$ and linewidth $\Gamma$ could be obtained when the pump and Stokes linearly polarized states were prepared with a relative angle of 45 deg. This measurement technique is based on analyzing the CARS signal in polarization both at peak and dip spectral points.

To achieve such a scheme with our multiplex CARS spectrum, we add a Glan-laser calcite polarizer (GLCP on Stokes beam in Fig. 1) at the PCF exit in order to set a clear linear polarization state along the $X$ axis for the Stokes SC beam. In addition a HWP allows rotation of the linear polarization state of the pump beam (HWP on pump beam in Fig. 1). Finally, a polarizing beam splitter is used to detect either the CARS spectrum along the $X$ axis ($I_X$) or along the $Y$ axis ($I_Y$) (not shown in Fig. 1).

Figure 4 plots the $I_X$ and $I_Y$ CARS spectra for a cyclohexane solution as a function of the pump-Stokes polarization angle $\theta$. $I_X$ is maximized when the pump and Stokes polarization states are parallel (i.e., $\theta = 0$). For $I_Y$, the maximum is reached when $\theta = 45$ deg. A detailed plot of the $\theta$-dependence at the “peak” and “dip” frequency shifts is shown in the polar plots in Fig. 4(c). As demonstrated in Ref. 13, these polarization-resolved spectra then allow complete characterization of the spectroscopic CARS parameters for the liquid under study, and Table 1 shows these results obtained for cyclohexane and DMF (labeled “Exp.”). Comparison with previous results$^{14,15}$ spontaneous Raman measurements Ref. 16, and available database values$^{17}$ is also given in Table 1 (labeled “Ref.”).

4 Conclusion

In conclusion, we have described a broadband, compact, and stable system for multiplex CARS micro-spectroscopy based on a ps laser source and a SC generated in a nonlinear PCF. This setup generates polarization-resolved CARS multiplex spectra from which we have extracted the CARS spectroscopic parameters in the 600–2000 cm$^{-1}$ spectral range for two test liquids. This analysis could be further extended to imaging using a similar setup with a raster scanning unit. We believe polarization resolved multiplex CARS will become an invaluable technique for determining information on molecular orientation such as polarized micro-Raman.
### Table 1

CARS spectroscopic parameters for cyclohexane and DMF evaluated from the polarized CARS analysis. $\frac{\sigma}{\chi^{(3)}}$ resonant versus nonresonant contributions, $\rho_R$ Raman depolarization ratio, $\Omega_R$ Raman resonance frequency, $\Gamma$ Raman resonance frequency linewidth. Available corresponding data from the literature (namely Refs. 12–15) are also given.

<table>
<thead>
<tr>
<th>Sample</th>
<th>$\frac{\sigma}{\chi^{(3)}}$</th>
<th>$\rho_R$</th>
<th>$\Gamma$</th>
<th>$\Omega_R$ (cm$^{-1}$)</th>
</tr>
</thead>
<tbody>
<tr>
<td>DMF Exp.</td>
<td>– 1.25</td>
<td>0.06</td>
<td>8.5</td>
<td>867</td>
</tr>
<tr>
<td>Ref.</td>
<td>0.06 (Ref. 12)</td>
<td>10.2 (Ref. 14)</td>
<td>867 (Ref. 15)</td>
<td></td>
</tr>
<tr>
<td>Cyclo hexane Exp.</td>
<td>– 2.31</td>
<td>0.14</td>
<td>17</td>
<td>807</td>
</tr>
<tr>
<td>Ref.</td>
<td>8.5 (Ref. 14)</td>
<td>802 (Ref. 13)</td>
<td></td>
<td></td>
</tr>
</tbody>
</table>

### Acknowledgments

This work is supported and funded by the French National Research Agency, ANR program RIB SOIFICARS and EU FP7 CARSEXplorer Grant Health 2007 1.2-2.

### References

16. We use a custom made Raman microscope to evaluate the Raman resonances and their FWHM corresponding.