Quantitative microscopy and nanoscopy of sickle red blood cells performed by wide field digital interferometry

Natan T. Shaked
Lisa L. Satterwhite
Marilyn J. Telen
George A. Truskey
Adam Wax
Quantitative microscopy and nanoscopy of sickle red blood cells performed by wide field digital interferometry

Natan T. Shaked,† Lisa L. Satterwhite, Marilyn J. Telen, George A. Truskey, and Adam Wax

Address all correspondence to: Natan T. Shaked, Duke University, Department of Biomedical Engineering, Fitzpatrick Institute for Photonics, Durham, North Carolina 27708

Abstract. We have applied wide-field digital interferometry (WFDI) to examine the morphology and dynamics of live red blood cells (RBCs) from individuals who suffer from sickle cell anemia (SCA), a genetic disorder that affects the structure and mechanical properties of RBCs. WFDI is a non-contact, label-free optical microscopy approach that can yield quantitative thickness profiles of RBCs and measurements of their membrane fluctuations at the nanometer scale reflecting their stiffness. We find that RBCs from individuals with SCA are significantly stiffer than those from a healthy control. Moreover, we show that the technique is sensitive enough to distinguish classes of RBCs in SCA, including sickle RBCs with apparently normal morphology, compared to the stiffer crescent-shaped sickle RBCs. We expect that this approach will be useful for diagnosis of SCA and for determining efficacy of therapeutic agents. © 2011 Society of Photo-Optical Instrumentation Engineers (SPIE). [DOI: 10.1117/1.3556717]

Keywords: red blood cells; erythrocytes; sickle cell disease; sickle cell anemia; cell imaging; quantitative phase microscopy; interferometry.

In this paper, we have applied, for the first time to our knowledge, WFDI techniques to quantitatively image sickle RBCs and to measure the nanometer-scale fluctuations in their thickness as an indication of their stiffness. The technique is capable of simultaneously measuring the fluctuations for multiple spatial points on the RBC and thus can yield a map describing the stiffness of each RBC in the field of view. Using this map, the local stiffness regions of each cell can be quantitatively evaluated. Furthermore, since the technique is basically a quantitative imaging technique rather than one-point measurement, we can use it to simultaneously evaluate cell transverse morphology plus thickness in addition to its stiffness profile. This yields various physical properties for live RBCs in a noninvasive, label-free manner, providing a sensitive tool for diagnosis and research.

WFDI measurements were performed by utilizing an interferometric microscopy setup, reported in detail in our previous publication. In this previous paper, we have used the system for quantitative microscopy of cardiomyocytes, in which thickness and refractive index cannot be easily decoupled. As shown next, this is not the case for RBCs, in which thickness and stiffness measurements can be easily performed by WFDI. In the optical setup, a coherent laser light (17 mW HeNe) is spatially filtered and split to reference and object beams. The object beam is transmitted through the sample and magnified by a microscope objective (40×, 0.66 numerical aperture). The reference beam passes through a similar compensating microscope objective and combined with the object beam at a small angle. A tube lens projects the combined fields on a digital camera (640×480, 7.4 μm×7.4 μm pixels, 120 full frames per second), where an off-axis interferogram of the sample is created. Using a single interferogram, the fully quantitative phase profile of the sample (thickness and local rigidity regions) can be quantitatively evaluated. We have previously shown that WFDI is applicable for studying cancer cells, chondrocytes, neurons, and cardiomyocytes. Mature (enucleated) red blood cells are an attractive goal for WFDI since they can be assumed to have homogeneous refractive index structure and thus RBC thickness profiles can be directly obtained from their quantitative phase profile. WFDI has been used to measure various morphological parameters of RBCs, including during malaria.

Sickle cell anemia (SCA) is a recessive genetic blood disorder that is common in people from tropical regions where malaria has been widespread, such as sub-Saharan Africa. SCA is caused by a single-point mutation in the hemoglobin gene, termed hemoglobin S, which leads to polymerization of deoxygenated hemoglobin. Red blood cells (RBCs) of a person with SCA tend to be fragile and less-flexible than normal RBCs. When deoxygenated, sickle RBCs assume a distorted and often crescent shape. RBC abnormalities include deformation, dehydration, and increased adhesivity, which cause multisystem dysfunctions including vaso-occlusive crisis due to vascular obstruction resulting in ischemia and severe pain, as well as splenic sequestration crisis, aplastic crisis, and haemolytic crisis. Average life expectancy of individuals with SCA is 42–48 years. Changes in mechanical properties of sickle RBCs are attributed to cell wide polymerization of hemoglobin into complex and dynamic fiber systems and to increased association of hemoglobin S with the membrane proteins among other processes. Improved understanding of the relationship between the physical properties of sickle RBCs and the resulting dynamic behaviors is needed urgently to improve detection, monitoring, and potential treatments for SCA.

Sickle RBCs have been measured by various invasive, contact-based, or force application methods such as micropipette aspiration, cell poking, optical stretching, magnetic twisting cytometry, atomic force microscopy, and optical tweezers.

Wide-field digital interferometry (WFDI) is a noncontact technique that is able to record the complex field (amplitude and phase) of the light that has interacted with the sample, where no exogenous labeling or special sample preparation are involved. Using the recorded interference pattern, one can obtain the quantitative phase profile of the sample representing the optical path delay map for each spatial point in the sample image. This map is dependent on both the integral refractive index of the sample and its thickness. We have previously shown that WFDI is applicable for studying cancer cells, chondrocytes, neurons, and cardiomyocytes. Mature (enucleated) red blood cells are an attractive goal for WFDI since they can be assumed to have homogeneous refractive index structure and thus RBC thickness profiles can be directly obtained from their quantitative phase profile. WFDI has been used to measure various morphological parameters of RBCs, including during malaria.

Address all correspondence to: Natan T. Shaked, Duke University, Department of Biomedical Engineering, Fitzpatrick Institute for Photonics, Durham, North Carolina 27708. Tel: 9196605588; E-mail: natan.shaked@duke.edu.

Mar. 24, 2011.
WFDI thickness profiles of (a) healthy RBCs, (b) sickle RBCs, demonstrating the different RBC morphology that characterizes SCA. Scale bar represents 10 μm. Color bar represents thickness.

Fig. 1 WFDI thickness profiles of (a) healthy RBCs, (b) sickle RBCs, demonstrating the different RBC morphology that characterizes SCA. Scale bar represents 10 μm. Color bar represents thickness.

We have acquired phase profiles of 24 RBCs obtained from two different persons with SCA and 12 RBCs obtained from a healthy person. For each RBC, phase profiles were collected at a frame rate of 120 frames per second during 10 s and converted into thickness profiles. For each cell, we have calculated the standard deviation of the thickness fluctuations $\sigma_h$, which is inversely proportional to the stiffness map of the RBC. Averaging $\sigma_h$ over the entire RBC area, marked as $\langle \sigma_h \rangle$, gives an indication of the cell flexibility, since less rigid RBCs are expected to fluctuate more than stiffer RBCs.

The method is ultimately developed for diagnosis in the field where ambient oxygen pressure and temperature cannot be controlled.

Figure 1 presents the dynamic quantitative phase profile and the associated thickness scalebar for one of the analyzed RBCs obtained from the healthy person. This specific cell yielded $\langle \sigma_h \rangle = 64.12 \text{ nm}$. For comparison, Video 2 presents the dynamic quantitative phase profiles and the associated thickness scalebar of two RBCs obtained from a person with SCA. As can be seen in Video 2 the right cell has a regular round morphology, whereas the left cell has a crescent morphology. These sickle RBCs yielded $\langle \sigma_h \rangle = 28.73 \text{ nm}$ for the round-morphology RBC and $\langle \sigma_h \rangle = 13.54 \text{ nm}$ for the crescent-morphology RBC. Thus, even though the sickle RBC on the right has a visibly normal morphology, it is found to be more than twice as stiff as the healthy RBC.

Figure 2 presents the $\langle \sigma_h \rangle$ values obtained for RBCs of three groups: 12 round-morphology RBCs from a healthy person, 12 round-morphology RBCs from two persons with SCA, and 12 crescent-morphology RBCs from two persons with SCA. Each
of the two groups of 12 sickle RBCs was composed of 5–7 RBCs from the first person with SCA and 5–7 RBCs from the second person with SCA, where no significant difference was seen between the $\langle \sigma_h \rangle$ values of the RBCs from the two individuals with SCA. The healthy RBCs yielded $\langle \sigma_h \rangle = 51.07 \pm 12.02$ nm (which compares favorably with the values obtained for healthy RBCs by Park et al.)

The round-morphology RBCs from SCA individuals yielded $\langle \sigma_h \rangle = 21.76 \pm 7.64$ nm, and the crescent-morphology RBCs from SCA individuals yielded $\langle \sigma_h \rangle = 13.82 \pm 3.92$ nm. These results demonstrate that the healthy RBCs are two to three times less stiff than the round-morphology sickle RBCs, and the latter are approximately half as stiff as the sickle crescent-morphology RBCs. Greater statistical difference, indicated by the lower p-values ($p < 0.001$), is obtained between the group of healthy RBCs and each group of the sickle RBCs than between the two groups of sickle RBCs ($p < 0.05$). The high statistical significance of the difference between the round-morphology RBCs from SCA individuals and the healthy RBCs demonstrates that although the sickle RBC shape might visibly appear to be the same as healthy RBCs, analyzing their thickness fluctuations by WFDI gives a clear indication that they are sickle RBCs.

In summary, we have demonstrated that WFDI is able to obtain dynamic quantitative phase profiles of sickle RBCs in a noncontact noninvasive manner. Based on these profiles, we have calculated the nanometer-scale thickness fluctuations of the RBCs and obtained a metric of their stiffness. Sickle RBCs were found to be significantly stiffer than healthy RBCs. Furthermore, we have demonstrated that it is possible to differentiate between sickle RBC morphologies taken from the same subjects by analyzing their thickness fluctuations, where crescent-morphology RBCs are more rigid (fluctuate less) than round-morphology RBCs. We anticipate that this technique will find uses for diagnosis and monitoring of SCA, as well as usefulness as a research tool, since therapeutic agents that decrease sickling can be expected to improve the abnormal cell rigidity described here.

Acknowledgments

Supported by National Science Foundation (NSF) Grant Nos. CBET-0651622 and MRI-1039562. We thank Dr. Julia Brittain from University of North Carolina for providing us sickle cell anemia blood samples.

References