Joint derivation method for determining optical properties based on steady-state spatially resolved diffuse reflectance measurement at small source-detector separations and large reduced albedo range: theory and simulation

Zhenzhi Shi
Ying Fan
Huijuan Zhao
Kexin Xu
Joint derivation method for determining optical properties based on steady-state spatially resolved diffuse reflectance measurement at small source-detector separations and large reduced albedo range: theory and simulation

Zhenzhishi, Ying Fan, Huijuan Zhao, and Kexin Xu

Abstract. Accurate determination of the optical properties (the absorption coefficient $\mu_a$ and the reduced scattering coefficient $\mu'_s$) of tissues is very important in a variety of diagnostic and therapeutic procedures. Optical diffusion theory is frequently used as the forward model for describing the photon transfer in media with large reduced albedos ($a'$) and in large source-detector separations (SDS). Several other methods (PN approximation, hybrid diffusion-P3 approximation) have also been published that describe photon transfer in media with low $a'$ or small SDSs. We studied the theoretical models for the steady-state spatially resolved diffuse reflectance measurement to accurately determine $\mu_a$ and $\mu'_s$ at large $a'$ range but small SDSs. Instead of using a single model, a joint derivation method is proposed. The developed method uses one of the best aforementioned theoretical methods separately in five ranges of $a'$ determined from several forward models. In the region of small SDSs (the range between 0.4 and 8 mm) and large $a'$ range (between 0.5 and 0.99), the best theoretical derivation model was determined. The results indicate that the joint derivation method can improve the derivation accuracy and that $a'$ range can be determined by the steady-state spatially resolved diffuse reflectance measurement.

Keywords: derivation of optical properties; diffusion approximation; hybrid diffusion-P3 approximation.

1 Introduction

The in vivo determination of tissue optical properties (the absorption coefficient $\mu_a$ and the reduced scattering coefficient $\mu'_s$) and the study of light propagation in the biological tissues are very important in a variety of biomedical fields because of their potential applications in photodynamic therapy, glucose monitoring, diffuse optical tomography, and cancer detection.

Among the optical measurement methods, steady-state or continuous wave spatially resolved diffuse reflectance measurement has been extensively adopted for quantitative tissue characterization and disease diagnosis. Estimations of optical properties based on spatially resolved diffuse reflectance measurements, which is also called the inverse problem, can be cataloged into two types according to the dependence of the measurements, which is also called the inverse problem, can be cataloged into two types according to the dependence of the measurements, which is also called the inverse problem, can be cataloged into two types according to the dependence of the measurements. One type of the inverse problem, which needs a priori knowledge including partial least square (PLS), neural networks (NN) and support vector machines (SVM) and look-up table (LUT) approach. However, PLS does not provide accurate predictions, as it is unable to account for the intrinsic nonlinear relationships in light transport problems. NN requires a number of accurate correlations between optical properties and spatially resolved diffuse reflectance measurements to develop training sets that can initially “teach the neurons” LUT is based solely on experimental measurements of calibration standards to provide high accuracy in optical property determination even at high absorption levels using a nonlinear optimization routine. The new SVM-based regression algorithm for determining the absorption and reduced scattering coefficients can be implemented rapidly and provide more accurate predictions than LUT. Though the methods of NN, LUT, and SVM can obtain good prediction accuracy, they all need high quality calibration sets, i.e., requiring a lot of premodeling work.

Another type of inverse problem is based on the light transportation model called the forward model. The most commonly adopted method within this form of the inverse problem is the nonlinear fitting methods based on either an analytical approximation of the radiative transfer equation (RTE) such as diffusion approximation (DA) or the Monte Carlo model. Thus, the accuracy of the nonlinear fitting methods in determining optical properties is highly influenced by the veracity of the analytical and numerical models. DA, as a low-order spherical harmonics to RTE (PN approximation), is widely used in the biomedical field. However, DA has several limitations and is...
unsuitable for application in tissues where absorption is high in comparison with scattering and the SDSs are small, e.g., the application of noninvasive blood-glucose monitoring using light in the region of 1000 to 2000 nm. To overcome these limitations of DA, Hull and Foster derived the Green's function of the steady-state RTE in the P3 approximation and demonstrated that the P3 approximation models the radiance in highly absorbing media or in the region close to the source with an accuracy superior to that of DA. To improve the DA model and to simplify the P3 approximation for highly absorbing media, a modified diffusion approximation model called the hybrid diffusion-P3 approximation (HDPA) was further investigated by Hull and Foster. Tian et al. used the HDPA model to derive the optical properties.

Based on the previously mentioned studies, the derivation of optical properties based on DA, P3, and HDPA have been investigated. However, the inverse calculation of optical properties for large reduced albedo \( a' = \mu' / (\mu'' + \mu_a) \) range and small SDSs is still a difficult problem. The aim of this paper was to propose a joint derivation method to accurately determine the \( \mu_a \) and \( \mu' \) at large \( a' \) range from 0.5 to 0.99 and small SDSs using DA, P3, and HDPA. To apply the joint derivation method, we first used the best forward model of DA to derive \( \mu_a \) and \( \mu'' \), and then used the derived \( \mu_a \) as the best result of \( \mu_a \). Second, we used the best forward model of \( \mu'' \) to derive \( \mu_a \) and \( \mu' \), and then used the derived \( \mu'' \) as the best result of \( \mu'' \). In Sec. 3, the aforementioned forward models of both one-point and two-point sources, and the inverse calculation method are introduced. In Secs. 4 and 5, the applicable regions of the forward models are investigated and a joint derivation method is proposed. The corresponding errors of the joint derivation method in deriving optical properties are subsequently given for the five ranges of \( a' \), which can be decided based on the steady-state spatially resolved diffuse reflectance measurement.

2 Forward Models and the Inverse Calculation of Optical Properties

2.1 Forward Models

The migration of photons in biological tissues can be described by the RTE, while disregarding any wave effect:

\[
\hat{s} \cdot \nabla L(r, \hat{s}) = - (\mu_a + \mu_s) L(r, \hat{s}) + \mu_s \int_{4\pi} p(\hat{s} \cdot \hat{s}') L(r, \hat{s}') d\hat{s}' + S(r, \hat{s}),
\]

where \( L(r, \hat{s}) \) is the radiance at position \( r \), and in the direction \( \hat{s} \). \( S(r, \hat{s}) \) describes the distribution of the source. \( p(\hat{s} \cdot \hat{s}') \) is the scattering phase function for photons anisotropically scattering from direction \( \hat{s}' \) to direction \( \hat{s} \) using the Henyey–Greenstein phase function. \( \mu_a \) and \( \mu_s \) are the absorption coefficient and the scattering coefficient, respectively.

The spherical harmonics equation, which is one of the derivation methods of RTE, is commonly used to provide an approximation for the RTE. DA is one of the most widely used models called the P1 approximation and the Green’s function solution of DA, at the situation of an isotropic steady-state source an infinite medium, is given by:

\[
\Phi_{DA}(r) = \frac{1}{4\pi D} \exp\left(-\frac{\mu_{eff} r}{D}\right),
\]

where \( \Phi = \int_{4\pi} L(r, \hat{s}) d\hat{s} \) is the fluence at position \( r \), \( \mu_{eff} = [3(\mu_a + \mu_s)]^{1/2} \), and \( D = [3(\mu_a + \mu_s)]^{-1} \) are the effective attenuation coefficient and the diffusion coefficient, respectively. \( \mu'_s = \mu_s (1 - g) \) is the reduced scattering coefficient with \( g \) being the anisotropic factor.

P3 approximation is the three-order approximation of the RTE using the spherical harmonics method. HDPA, the Green’s function of which had a good agreement with P3, can be obtained using the Green’s function of DA, but replacing \( \mu_{eff} \) and \( D \) with \( v^{-} \) and \( D_{asym} \), respectively. \( v^{-} \) and \( D_{asym} \) are used as the coefficients of P3 approximation. The Green’s function of HDPA, corresponding to Eq. (3) is described as follows:

\[
\Phi_{HDPA}(r) = \frac{1}{4\pi D_{asym}} \exp\left(-\frac{v^{-} r}{D_{asym}}\right),
\]

where

\[
v^{-} = \frac{1}{\sqrt{18}} \left( \beta - \sqrt{\beta^2 - \gamma^2} \right)^{\frac{1}{2}}
\]

\[
\beta = 27\mu_a (\mu_a + \mu'' + \mu_s) + 28\mu_a (\mu_a + \mu_s) \delta
\]

\[
+ 35\mu_a (\mu_a + \mu_s) (\mu_a + \mu'' + \mu_s) \delta
\]

\[
\gamma = 3780(\mu_a + \mu'' + \mu_s) (\mu_a + \mu'' + \mu_s) \delta
\]

\[
\delta = (1 - g_2) / (1 - g_1)
\]

\[
D_{asym} = \mu_s / (v^{-}).
\]

In Eq. (4), \( g_1, g_2, \) and \( g_3 \) are the first-moment, second-moment, and the third-moment of the phase function, respectively. For the Henyey–Greenstein phase function, \( g = 1 + g' \) and \( \delta = g + g'^2 \).

For a semi-infinite medium, the derivation of DA or HDPA involves characterizing the source terms and satisfying appropriate boundary conditions. To represent the pencil beam in terms of simpler source distributions, isotropic point sources have been developed to describe the distribution of sources. The distributions of point sources can be approximated to the dipole and quadruple (two-point sources) as illustrated in Fig. (a) and (b), respectively.

To obtain the solutions of the radiance emitted from a semi-infinite medium, appropriate boundary conditions must be prescribed at the interface between the surrounding media and the biological tissue. The extrapolated boundary condition is:

\[
\Phi_{Ext}(r) = \frac{1}{4\pi D_{asym}} \exp\left(-\frac{v^{-} r}{D_{asym}}\right),
\]

where \( \Phi_{Ext}(r) \) is the extrapolated boundary condition.

Fig. 1 Approximation for point sources and the extrapolated boundary condition (a) one-point source and (b) two-point sources.
(EBC) is one of the boundary conditions used for a semi-infinite scattering medium, shown in Fig. 1. To satisfy the extrapolated boundary condition, a negative image source is introduced above the tissue surface with the same magnitude to the corresponding real sources at $z' = -(2z_b + z_0)$ for one-point source or $z_1 = -(2z_b + z_{01})$ and $z_2 = -(2z_b + z_{02})$ for two-point sources, respectively, shown in Fig. 1. Thus, for the semi-infinite medium in EBC, the source terms and the sources $q_1(z)$ (one-point source case) and $q_2(z)$ (two-point source case), are the combination of the real and image sources, which can be expressed as:

$$q_1(z) = a' \left[ \delta(\rho, z - z_0) - \delta(\rho, z + 2z_b + z_0) \right]$$

$$q_2(z) = \frac{1}{2} a' \left[ \delta(\rho, z - z_{01}) - \delta(\rho, z + 2z_b + z_{01}) \right]$$

$$+ \frac{1}{2} a' \left[ \delta(\rho, z - z_{02}) - \delta(\rho, z + 2z_b + z_{02}) \right],$$

where $z_0 = 1/\mu'_s$, $z_{01} = 2/\mu'_s$, and $z_{02} = 0$. $z_b$ is the distance between the real and extrapolated boundaries, which corresponds to 2AD and 2AD$_{\text{asym}}$ for DA and HDPA, respectively, $A = (1 + R_{\text{eff}})/(1 - R_{\text{eff}})$, and $R_{\text{eff}}$ is the effective reflection coefficient.

The radiance fluence calculated from the DA and the HDPA with EBC can be expressed as:

$$\phi_{\text{DA-EBC}}(\rho, z) = \Phi_{\text{DA}}(\rho, z) \otimes q(z)$$

$$\phi_{\text{HDPA-EBC}}(\rho, z) = \Phi_{\text{HDPA}}(\rho, z) \otimes q(z),$$

where $\rho$ is the distance from the source to the detector. The reflectance can then be given by:

$$R_{\text{DA-EBC}}(\rho) = \int_{2\pi} d\Omega [1 - R_{\text{res}}(\theta)] \left[ \frac{1}{4\pi} \phi_{\text{DA}}(\rho, z = 0) \right]$$

$$+ 3D \frac{\partial \phi_{\text{DA}}(\rho, z = 0)}{\partial z} \cos \theta \cos \theta$$

$$R_{\text{HDPA-EBC}}(\rho) = \int_{2\pi} d\Omega [1 - R_{\text{res}}(\theta)] \left[ \frac{1}{4\pi} \phi_{\text{HDPA}}(\rho, z = 0) \right]$$

$$+ 3D_{\text{asym}} \frac{\partial \phi_{\text{HDPA}}(\rho, z = 0)}{\partial z} \cos \theta \cos \theta,$$

where $R_{\text{res}}(\theta)$ is the Fresnel reflection coefficient for a photon with an incident angle $\theta$ relative to the normal to the boundary.

### 2.2 Inverse Problem

In this study, the derivation of optical properties ($\mu_a$ and $\mu'_s$) follows the trust-region-reflective algorithm provided in the commercial software package MATLAB optimization toolbox (Mathworks, Natick, Massachusetts) to minimize the difference between the “experimental” spatially resolved diffuse reflectance and those calculated with one of the aforementioned forward models. This algorithm is a subspace trust-region method and is based on the interior-reflective Newton method. The “experimental” spatially resolved diffuse reflectance is generated from the Monte Carlo (MC) simulations by inputting the “real” optical properties including the absorption coefficient, scattering coefficient, anisotropy factor, and refractive index of the medium. The principles of MC have been thoroughly described in previous literatures, and we used the MCML program to carry out the MC simulation developed by Lihong Wang.

### 3 Comparison of Six Theoretical Models for Determining Optical Properties

In this section, we evaluate the results from the same inverse algorithm as described in Sec. 2 but used six forward models (DA, HDPA, and P3 in both one and two-point sources). The range of $a'$ is from 0.5 to 0.99, and the anisotropic factor $g$ and the refractive index $n$ are assumed to be 0.9 and 1.4, respectively. The range of SDSs is between 0.4 and 8 mm.

In the MC simulation, a pencil photon beam is assumed to normally irradiate upon the semi-infinite turbid medium. The Heney–Greenstein phase function is applied to calculate the scattering angle. The spatial resolution of the steady-state MC simulations is 0.1 mm, and distances up to 30 mm were scored. The number of the incidence photons was $10^8$.

#### 3.1 Best Forward Model for Different Reduced Albedo Ranges

In this section, the “experimental” spatially resolved diffuse reflectance was calculated from MC with the “real” $\mu_a$ being 0.01, 0.1, 0.5, and 1 mm$^{-1}$, and $\mu'_s$ being 10 mm$^{-1}$, and $g$ being 0.9. For the spatially resolved measurements, multiple SDSs are required. As other researchers investigated, the aforementioned forward models had different applicable SDSs. Thus, the evaluation of the forward models should appoint the SDS range. Here we define the smallest SDS in a measurement as $\rho_{\text{start}}$.

Figures 2 and 3 show the spatially resolved diffuse reflectance and compare the diffuse reflectance between MC simulation and the six forward models at different absorption coefficients ($\mu_a = 0.1$ mm$^{-1}$ and $\mu'_s = 0.5$ mm$^{-1}$).

Figures 2 and 3 show the derived $\mu_a$ and $\mu'_s$ at different $\rho_{\text{start}}$, which varies from 0.4 to 4 mm at an interval of 0.1 mm. In the figures, SDSs are from $\rho_{\text{start}}$ to 8 mm at the spatial resolution of 0.1 mm. Figures 2 and 3 indicate that the derivation accuracy of $\mu_a$ and $\mu'_s$ depends on the forward models used. When $a'$ is 0.99 ($\mu_a = 0.1$ mm$^{-1}$, $\mu'_s = 1$ mm$^{-1}$), as shown in Fig. 2(a), the best models to derive $\mu_a$ are DA and HDPA of two-point sources. The derivation error is less than 10% at the $\rho_{\text{start}}$ range from 0.6 to 4 mm, and is even less than 1% at the $\rho_{\text{start}}$ range from 1.6 to 3.5 mm. However, in this $a'$ range, the best models to derive $\mu'_s$ are DA and HDPA of one-point source. The derivation error is less than 7% at the $\rho_{\text{start}}$ range from 0.4 to 4 mm. When $a'$ equals 0.91 ($\mu_a = 0.1$ mm$^{-1}$, $\mu'_s = 1$ mm$^{-1}$), as shown in Fig. 3(b), the best model to derive $\mu_a$ and $\mu'_s$ is HDPA of one-point source. The derivation errors of $\mu_a$ and $\mu'_s$ are less than 10% at the $\rho_{\text{start}}$ range from 0.7 to 4 mm and the $\rho_{\text{start}}$ range from 1.7 to 4 mm, respectively.

Figure 4(a) and 4(b) shows similar results to Fig. 2 but with decreased values of $a'$ at 0.67 ($\mu_a = 0.5$ mm$^{-1}$, $\mu'_s = 1$ mm$^{-1}$) and 0.5 ($\mu_a = 1$ mm$^{-1}$, $\mu'_s = 1$ mm$^{-1}$), respectively. From Fig. 4(a) where $\mu_a$ is equal to 0.5 mm$^{-1}$ and with other optical properties kept constant from Fig. 2(b), it can be found that HDPA of two-point sources is more effective than other models in deriving $\mu_a$ and $\mu'_s$. The relative error in deriving $\mu_a$ is between 0 and 5% at the $\rho_{\text{start}}$ range from 0.4 to 2.6 mm. The derivation error about $\mu'_s$ is between 0 and 5% at the $\rho_{\text{start}}$ range from 0.5 to 2.6 mm. From Fig. 4(b) where $\mu_a = 1$ mm$^{-1}$, it can be found...
Fig. 2 The value (a) and the variety (b) of diffuse reflectance \( R \) at the detection range of 0.4:0.1:8 mm from the source. The “real” optical properties are \( \mu_a = 0.1 \text{ mm}^{-1}, \mu_s' = 1 \text{ mm}^{-1}, g = 0.9, n = 1.4 \).

Fig. 3 The value (a) and the variety (b) of diffuse reflectance \( R \) at the detection range of 0.4:0.1:8 mm from the source. The “real” optical properties are \( \mu_a = 0.5 \text{ mm}^{-1}, \mu_s' = 1 \text{ mm}^{-1}, g = 0.9, n = 1.4 \).

Fig. 4 Absorption and reduced scattering coefficients derived from nonlinear regressions of DA, HDPA, and P3 for the steady-state spatially resolved reflectance with the extrapolated-boundary condition at the detection range of \( \rho_{\text{start}}:0.1:8 \text{ mm} \) from the source. The “real” \( \mu_a \) and \( \mu_s' \) are (a) \( \mu_a = 0.01 \text{ mm}^{-1}, \mu_s' = 1 \text{ mm}^{-1} \) and (b) \( \mu_a = 0.1 \text{ mm}^{-1}, \mu_s' = 1 \text{ mm}^{-1} \).
that the one source DA model for deriving the absorption coefficient can obtain good results. The derivation error from this model is less than 6% at the \( \rho_{\text{start}} \) range of 0.5 to 0.99. By comparing the derivation error, we can obtain the reduced albedo at different ranges of the reduced albedo.

According to this analysis, these theoretical models have different applicability for different \( a' \) ranges. For a more detailed study of the applicability of these models, 19 sets of optical properties were selected, which all have the same \( \mu_s \) (1 mm\(^{-1}\)) but different \( \mu_a \). For \( \mu_a \) equal to 0.01, 0.02, 0.03, 0.04, 0.05, 0.06, 0.07, 0.08, 0.09, 0.1, 0.2, 0.3, 0.4, 0.5, 0.6, 0.7, 0.8, 0.9, and 1 mm\(^{-1}\) respectively, we can obtain the reduced albedos ranging from 0.5 to 0.99. By comparing the derivation error, the best model to derive \( \mu_a \) and \( \mu'_a \) at different ranges of \( a' \) using the six theoretical models is summarized in Table 1. First, this means that the best forward model of \( \mu_a \) is used to derive \( \mu_a \) and \( \mu'_a \) simultaneously and then the derivation result of \( \mu_a \) is used to be the best result of \( \mu'_a \); secondly, the best forward model of \( \mu'_a \) is used to derive \( \mu_a \) and \( \mu'_a \) simultaneously, and then the derivation result of \( \mu'_a \) is used to be the best result of \( \mu'_a \).

### 3.2 Best \( \rho_{\text{start}} \) Range for Different Best Forward Model

As the discussion in Sec. 3.1 reveals, the forward models also have different applicable \( \rho_{\text{start}} \) ranges that will yield the small derivation error. Thus in this section, the derivation error for the best forward model under different \( \rho_{\text{start}} \) is investigated.

For the best models listed in Table 1, Fig. 6 shows the derivation error of the aforementioned 19 sets of optical properties at different \( \rho_{\text{start}} \) range from \( \rho_{\text{start}} \) to 8 mm with the spatial resolution of 0.1 mm. In Fig. 6, the 19 sets of “real” \( \mu_a \) and \( \mu'_a \) are shown in the abscissa axis. The hollow column represents the \( \rho_{\text{start}} \) range of \( \mu_a \) and the solid column represents the \( \rho_{\text{start}} \) range of \( \mu'_a \). The corresponding derivation errors of the 19 sets of optical properties are indicated on the top of each column. From Fig. 6, it can be found that the best \( \rho_{\text{start}} \) range, at which the derivation error is small for the best forward model has no obvious regularity. From Figs. 4 and 5, or other 19 sets of optical properties, we observed that all of the curves varied smoothly during the best \( \rho_{\text{start}} \) range. Thus, an effective way to find the best \( \rho_{\text{start}} \) range for a best forward model is to select

<table>
<thead>
<tr>
<th>( \rho_{\text{start}} ) Range for Different Best Forward Model</th>
<th>( \rho_{\text{start}} ) Range for Different Best Forward Model</th>
</tr>
</thead>
<tbody>
<tr>
<td>( 0.96 \leq a' &lt; 0.99 )</td>
<td>( 0.91 \leq a' &lt; 0.96 )</td>
</tr>
<tr>
<td>( 0.71 \leq a' &lt; 0.71 )</td>
<td>( 0.62 \leq a' &lt; 0.71 )</td>
</tr>
<tr>
<td>( 0.5 \leq a' &lt; 0.62 )</td>
<td>( 0.5 \leq a' &lt; 0.62 )</td>
</tr>
</tbody>
</table>

### Table 1

The best model to derive the absorption coefficient and reduced scattering coefficient at different ranges of the reduced albedo.

<table>
<thead>
<tr>
<th>( \mu_a )</th>
<th>( \mu'_a )</th>
</tr>
</thead>
<tbody>
<tr>
<td>HDPA, two sources</td>
<td>HDPA, one source</td>
</tr>
<tr>
<td>DA, one source</td>
<td>HDPA, two sources</td>
</tr>
<tr>
<td>HDPA, one source</td>
<td>DA, two sources</td>
</tr>
<tr>
<td>HDPA, two sources</td>
<td>HDPA, two sources</td>
</tr>
<tr>
<td>HDPA, two sources</td>
<td>HDPA, two sources</td>
</tr>
</tbody>
</table>

---

*Downloaded From: https://www.spiedigitallibrary.org/journals/Journal-of-Biomedical-Optics on 3/3/2018 Terms of Use: https://www.spiedigitallibrary.org/terms-of-use*
the smooth range of the curve in Fig. 4 or 5, at which $\rho_{\text{start}}$ varies from 0.4 to 4 mm.

3.3 Comparison Between DA One Source and Best Forward Model

Because the DA one source model is widely used, it is necessary to compare the results between the DA one source model and the best model in Table 1 under their respective best $\rho_{\text{start}}$ ranges. Figures 7 and 8 give the comparison results in view of the derivation of $\mu_a$ and $\mu_0^s$, respectively. The hollow column represents the derivation error range using the DA one source model under its best $\rho_{\text{start}}$ range and the solid column represents those using the corresponding best models shown in Table 1, which are also indicated on top of the figures. From the figures, we find that the derivation error from the best model is less than the DA one source model. Thus, we conclude that it is helpful to use the corresponding best model to derive the optical properties at different reduced albedo ranges, especially at small SDSs.

4 Joint Derivation Method for Determining Optical Properties in Large Reduced Albedo Range

In addition to the case of $\mu'_0 = 1 \text{ mm}^{-1}$, we also studied other cases of the best forward model at $\mu'_0 = 1.3 \text{ mm}^{-1}$, $\mu'_0 = 1.6 \text{ mm}^{-1}$, and $\mu'_0 = 2 \text{ mm}^{-1}$ ($0.5 \leq a' \leq 0.99$). In the case of $\mu'_0 = 2 \text{ mm}^{-1}$, results show that the best forward model to determine the optical properties at different ranges of the reduced albedo is the same as that of $\mu'_0 = 1 \text{ mm}^{-1}$, except in the region of $0.95 \leq a' \leq 0.98$. When $0.95 \leq a' \leq 0.98$ and $\mu'_0 = 2 \text{ mm}^{-1}$, results indicated that the best forward model to derive the absorption coefficient is the P3 approximation of one-point source. Figure 8 shows one of the results of $a' = 0.975$, $\mu_a = 0.05 \text{ mm}^{-1}$, and $\mu'_0 = 2 \text{ mm}^{-1}$. Specific results from the other cases are not given; however, it is important to note that in the case of $0.95 \leq a' \leq 0.98$, if we adopt the best forward model in Table 1 which is the HDPA of two sources, the increasing derivation error of the absorption coefficient is still less than 10%. The situation of $\mu'_0 = 1.3 \text{ mm}^{-1}$ and
μ₀s = 1.6 mm⁻¹ is similar with the case of μ₀s = 2 mm⁻¹. All results suggest that the best forward models listed in Table 1 are universally applicable.

Because different a₀ ranges have different corresponding best forward models, it is difficult to generate a universal derivation method with only one forward model. Based on these observations, a joint derivation method is proposed. The joint derivation method uses the best forward models in varying ranges of a₀ to derive the μₐ and μ₀s simultaneously, and then uses the derivation result of their own best forward model as the best result of μₐ and μ₀s, respectively, based on the determination of the a₀ range and the best forward models being chosen.

The scheme to determine and apply the joint derivation method is shown in Fig. 10. First, the range of a₀ is determined from the slope k and the intercept δ₀ of the Log₁₀(Rmeas) with the (Rmeas) being the diffuse reflectance either measured from experiment or calculated from simulation. Then the corresponding best forward model, as shown in Sec. 3.1, is determined. Next, an initial set of the input parameters (μₐ and μ₀s) is used in the best forward model and then the diffuse reflectance calculated from the forward model (Rmodel) is generated. The sum of square errors between the Rmodel and Rmeas is computed. The input parameters are then iteratively updated until the sum of square errors is minimized. The trust-region-reflective algorithm provided by MATLAB optimization toolbox is used as the optimization algorithm.

It can be observed from Fig. 10 that the utilization of the joint derivation method is limited by the knowledge of the range of a₀. Because the optical properties are often unknown for a sample of tissue, it is necessary to investigate the possibility of the division of a₀ range through the diffuse reflection measurement. For a₀ range from 0.5 to 0.99 when μ₀s equals 1 mm⁻¹, the...
diffuse reflectance $R_{MC}$ in different SDSs was calculated from MC. Figure 11 shows the first-order linear regression of $\log_{10}(R_{MC})$ in the case of $0.5 \leq a' \leq 0.99$ and $\mu' = 1 \text{ mm}^{-1}$.

To validate the prediction of $a'$ with Fig. 11, the medium with different $\mu'_s$ (from 1 to 2 mm$^{-1}$ at the interval of 0.1 mm$^{-1}$) were investigated. Figure 12 shows the calculated $k$ and $d_{s=1}$ when $a'$ equals 0.99, 0.96, 0.91, 0.71, 0.62, and 0.5. It can be imaged that the $k$ and $d_{s=1}$ of any $a'$ range listed in Table 2 should be located between adjacent lines in Fig. 12. The value of $k$ and $d_{s=1}$ can be obtained from the measured or simulated diffuse reflectance ($R_{meas}$) and generally the range of $a'$ can be determined accordingly. However, sometimes, the overlapping may happen, which means that the two $a'$ regions possessing the same value of $k$ may also be having the same value of $d_{s=1}$. To determine the range of $a'$ with the $k$ and $d_{s=1}$, it is important to find out if the overlapping occurred. Through the analysis of the data in Fig. 12, it can be found that the simultaneous overlapping of $k$ and $d_{s=1}$ for $1 \text{ mm}^{-1} \leq \mu'_s \leq 2 \text{ mm}^{-1}$ happens only between the regions of $0.71 \leq a' \leq 0.91$ and $0.62 \leq a' \leq 0.71$, and between the regions of $0.62 \leq a' \leq 0.71$ and $0.5 \leq a' \leq 0.62$. Table 2 shows the overlapping region with this situation. We can also find that the overlapping ranges are adjacent. Thus, one can just choose one of the overlapping $a'$ ranges as the desired one. Because the increase of the derivation error caused by the misusage of the adjacent forward models is less than 10%, the increase of the derivation error caused by this optional choice of $a'$ range is also less than 10%.

Based on this discussion, a joint derivation method was proposed. To validate and apply the joint derivation method, the diffuse reflectance $R_{MC}$ was generated by Monte Carlo simulation with the known true optical properties, and then

![Fig. 11](image1.png)

**Fig. 11** First-order linear regression of $\log_{10}(R_{MC})$ in the case of $0.5 \leq a' \leq 0.99$ and $\mu' = 1 \text{ mm}^{-1}$.

![Fig. 12](image2.png)

**Fig. 12** The slope $k$ and intercept $d_{s=1}$ of $\log_{10}(R_{MC})$ in the case of $1 \text{ mm}^{-1} \leq \mu'_s \leq 2 \text{ mm}^{-1}$.

![Fig. 13](image3.png)

**Fig. 13** First-order linear regression of $\log_{10}(R_{MC})$. The “real” $\mu'_s$ of the sample 1 (recombination line) is $0.1 \text{ mm}^{-1}$, and that of the sample 2 (dotted line) is $0.5 \text{ mm}^{-1}$. The other optical properties of the two samples are $\mu'_s = 1.5 \text{ mm}^{-1}$, $g = 0.9$, and $n = 1.4$.

### Table 2

<table>
<thead>
<tr>
<th>$k$</th>
<th>$d_{s=1}$</th>
</tr>
</thead>
<tbody>
<tr>
<td>$0.62 \leq a' &lt; 0.71$, $\mu'_s = 1 \text{ mm}^{-1}$</td>
<td>$-0.788 \leq k &lt; -0.649$</td>
</tr>
<tr>
<td>$0.71 \leq a' &lt; 0.91$, $\mu'_s = 2 \text{ mm}^{-1}$</td>
<td>$-1.221 \leq k &lt; -0.657$</td>
</tr>
</tbody>
</table>

Downloaded From: https://www.spiedigitallibrary.org/journals/Journal-of-Biomedical-Optics on 3/3/2018 Terms of Use: https://www.spiedigitallibrary.org/terms-of-use
comparisons were given between the best forward models determined by the proposed method and by the optical property derivation accuracy.

Firstly, the best models are determined with the method proposed in this paper. Figure 4 shows the first-order linear regression of Log_{10}(R_{MC}), where the “real” \( \mu_s \) of sample 1 (recombination line) and sample 2 (dotted line) are 0.1 and 0.5 mm\(^{-1}\), respectively. The other optical properties of the two samples are \( \mu_s' = 1.5 \) mm\(^{-1}\), \( g = 0.9\), and \( n = 1.4\). From Fig. 14, we obtain that the \( k \) and \( d_{s-1} \) of sample 1 are \(-0.4616 \) and \( 0.1697\), respectively, whereas those of sample 2 are \(-0.8463 \) and \(-0.2605\), respectively. From Fig. 14 and

<table>
<thead>
<tr>
<th>Sample 1</th>
<th>Sample 2</th>
</tr>
</thead>
<tbody>
<tr>
<td>( k = -0.4616 )</td>
<td>( k = -0.8463 )</td>
</tr>
<tr>
<td>( d_{s-1} = 0.1697 )</td>
<td>( d_{s-1} = -0.2605 )</td>
</tr>
</tbody>
</table>

\( \mu_s = 1.0 \) mm\(^{-1}\) | 0.71 <= \( \alpha' < 0.91 \) |
| \( \mu_s = 1.1 \) mm\(^{-1}\) | 0.71 <= \( \alpha' < 0.91 \) |
| \( \mu_s = 1.2 \) mm\(^{-1}\) | 0.71 <= \( \alpha' < 0.91 \) |
| \( \mu_s = 1.3 \) mm\(^{-1}\) | 0.71 <= \( \alpha' < 0.91 \) |
| \( \mu_s = 1.4 \) mm\(^{-1}\) | 0.91 <= \( \alpha' < 0.91 \) |
| \( \mu_s = 1.5 \) mm\(^{-1}\) | 0.91 <= \( \alpha' < 0.91 \) |
| \( \mu_s = 1.6 \) mm\(^{-1}\) | 0.91 <= \( \alpha' < 0.91 \) |
| \( \mu_s = 1.7 \) mm\(^{-1}\) | 0.91 <= \( \alpha' < 0.91 \) |
| \( \mu_s = 1.8 \) mm\(^{-1}\) | 0.91 <= \( \alpha' < 0.91 \) |
| \( \mu_s = 1.9 \) mm\(^{-1}\) | 0.91 <= \( \alpha' < 0.91 \) |
| \( \mu_s = 2.0 \) mm\(^{-1}\) | 0.91 <= \( \alpha' < 0.91 \) |

Fig. 14 The derived absorption and reduced scattering coefficients for (a) sample 1 and (b) sample 2 with the method described in Sec. 2.2. The “real” \( \mu_s \) and \( \mu_s' \) of sample 1 are \( \mu_s = 0.1 \) mm\(^{-1}\), \( \mu_s' = 1.5 \) mm\(^{-1}\) and these of sample 2 are \( \mu_s = 0.5 \) mm\(^{-1}\), \( \mu_s' = 1.5 \) mm\(^{-1}\).
Table 3, it can be seen that the $k$ of sample 1 spans three regions of $a'$, which are $0.71 \leq a' \leq 0.91$, $0.91 \leq a' \leq 0.96$, and $0.96 \leq a' \leq 0.99$. The $d_{k=1}$ of sample 1 spans two regions of $a'$, which are $0.91 \leq a' \leq 0.96$, and $0.96 \leq a' \leq 0.99$. Then the desired $a'$ range is the sharing region that the $k$ and $d_{k=1}$ share the same region of $a'$ for the same $\mu'$. From Table 3, it can be determined that the sharing region of sample 1 is $0.91 \leq a' \leq 0.96$, whereas that of sample 2 is $0.71 \leq a' \leq 0.91$. According to these regions of $a'$, we can find from Table 3 that the best forward models for $\mu_a$ and $\mu'_s$ of sample 1 are both the HDPA of one source, and the best forward models for $\mu_a$ and $\mu'_s$ of sample 2 are the DA model of one source and the DA model of two sources, respectively.

Secondly, to validate the determined best models, the best models of sample 1 and sample 2 are directly decided by comparing the derivation accuracy of $\mu_a$ and $\mu'_s$. Figure [24] shows the derived $\mu_a$ and $\mu'_s$ of sample 1 and sample 2 with the method described in Sec. 2.1. We find that the best models determined using the $a'$ range are the same as the results indicated in Fig. [24].

5 Discussion and Conclusion

The accurate determination of the optical properties of tissues is very important in a variety of diagnostic and therapeutic procedures. In this paper, we proposed a joint derivation method for determining the optical properties accurately. Through the study of some cases of different $\mu'_s$, we obtained a general conclusion and determined the best theoretical derivation model for different ranges of $a'$. The best $\rho_{\text{max}}$ range and the corresponding derivation error range to derive $\mu_a$ and $\mu'_s$ at small SDSs (between 0.4 and 8 mm) and large $a'$ range (between 0.5 and 0.99) are also discussed. From the results, it can be concluded that the effect of optimization using the best forward model is significant.

However, in the actual process of measuring the optical properties, the value of $a'$ cannot be determined because optical properties are unknown. Thus, how to choose the range of $a'$ is an important issue. Figure [27] shows a method using the $k$ and $d_{k=1}$ of each $\text{Log}_{10}(R_{\text{max}})$ to determine the range of $a'$. Although there exists the situation of the overlapping regions of $k$ and $d_{k=1}$ at the same time for different $a'$ ranges, the increase of the derivation error using the falsely best forward model is less than 10% in the case of $1 \text{mm}^{-1} \leq \mu'_s \leq 2 \text{mm}^{-1}$. Thus, a complete joint derivation method which is an effective method to improve the derivation accuracy is shown in Fig. [24].

In addition, the trust-region-reflective algorithm of nonlinear least-squares (nonlinear data-fitting) methods is mainly applied for inversion calculations in this paper. Other algorithms, such as the Levenberg-Marquardt algorithm and the Gauss-Newton algorithm, are also widely used. We compared these three methods for inversion calculations and found that the derivation results from these three methods are similar and the conclusion in Table [2] was unchanged. Besides, the whole study focused on small source-detector separations because the diffuse reflectance attenuates quickly as the SDS increased for small reduced albedo. The condition of different largest SDSs (being 6, 7, 8, 9 mm, etc.) and different spatial resolutions (being 0.1, 0.2, and 0.3 mm) are discussed to validate the joint derivation method. All the results show that the result of Table [2] is a general or universal conclusion. In the future, the joint derivation method will be applied to the phantom experiment, and the results will be presented.

Acknowledgments

The authors gratefully acknowledge Professor Finlay (Department of Radiation Oncology, University of Pennsylvania) for helpful discussions and providing the code of P3 approximation. The authors would like to thank Anna H. Xue from the University of Washington for her help with revisions. The authors also acknowledge the funding supports from the National Natural Science Foundation of China (30870657, 60938002), and Tianjin Municipal Government of China (09JCYZDJC18200).

References