Time-reversed ultrasonically encoded optical focusing using two ultrasonic transducers for improved ultrasonic axial resolution

Qiang Yang
Xiao Xu
Puxiang Lai
Daxiong Xu
Lihong V. Wang
Time-reversed ultrasonically encoded optical focusing using two ultrasonic transducers for improved ultrasonic axial resolution

Qiang Yang, Xiao Xu, Puxiang Lai, Daxiong Xu, and Lihong V. Wang

Abstract. Focusing light inside highly scattering media is a challenging task in biomedical optical imaging, manipulation, and therapy. A recent invention has overcome this challenge by time reversing ultrasonically encoded diffuse light to an ultrasound-modulated volume inside a turbid medium. In this technique, a photorefractive (PR) crystal or polymer can be used as the phase conjugate mirror for optical time reversal. Accordingly, a relatively long ultrasound burst, whose duration matches the PR response time of the PR material, is usually used to encode the diffuse light. This long burst results in poor focusing resolution along the acoustic axis. In this work, we propose to use two intersecting ultrasound beams, emitted from two ultrasonic transducers at different frequencies, to modulate the diffuse light at the beat frequency within the intersection volume. We show that the time reversal of the light encoded at the beat frequency can converge back to the intersection volume. Experimentally, an acoustic axial resolution of ∼1.1 mm was demonstrated inside turbid media, agreeing with theoretical estimation.

Keywords: tissue optics; optical imaging; time-reversed ultrasonically encoded (TRUE) optical focusing; optical phase conjugation; photorefractive crystal.

In biological tissue, light is strongly scattered, which essentially prevents optical focusing beyond one optical transport mean free path (∼1 mm for human skin). Recently, researchers have shown the turbidity of tissue and tissue-like media can be “suppressed” through phase conjugation or wavefront shaping approaches. To achieve dynamic optical focusing inside scattering media, a time-reversed ultrasonically encoded (TRUE) optical focusing method has been proposed and implemented. In this technique, a focused ultrasound beam is employed to encode those randomly scattered photons that propagate through the ultrasound focus with a shift frequency. The ultrasonically encoded light is collected to interfere with a reference beam and form a stationary interferogram inside a holographic material. This material also serves as a phase conjugation mirror (PCM) when a reading beam traveling along the direction opposite to that of the reference beam reads out the hologram from the material. In this way, a phase-conjugated copy of the initial encoded light can be generated. Since all encoded light originates from the ultrasound focus, this time-reversed wavefront eventually converges, although tortuously, back to the ultrasound focal zone, thereby forming an optical focus inside the turbid medium.

In previous TRUE systems, two kinds of PCMs were adopted to time-reversed light. Photorefractive (PR) materials were first used as an analog PCM to match their response time (normally 100 to 200 ms) for holographic recording under continuous wave (CW) illumination, long-ultrasound bursts were employed for modulation which, however, led to poor focusing resolution along the acoustic axis. More recently, a digital PCM, comprising a fast CMOS camera and a spatial light modulator, was used in combination with the employment of pulsar laser illumination. The digital PCM enables the use of short ultrasound pulses to achieve tighter focusing along the acoustic axis. Nevertheless, the analog PCM still has its merits, such as higher focus-to-background ratio, faster processing speed, lower implementation cost, and reduced operational complexity.

In this work, we propose to utilize two intersecting ultrasound beams emitted from two ultrasonic transducers to improve the TRUE optical focusing resolution. These two transducers operate at slightly different frequencies and are aligned such that the ultrasound beams emitted from them intersect at their foci. In this way, the diffuse photons modulated in the intersection zone are frequency shifted by the two ultrasound frequencies and their beat frequencies. Recording the hologram based on the beat frequency-encoded photons and then reading this hologram yields optical focusing to a shrunken volume, and consequently an improved spatial resolution.

Figure shows the experimental setup. A CW laser (Coherent, Santa Clara, CA, Verdi V-5) outputs a beam at λ = 532 nm (its optical frequency is denoted as f0). The beam was transmitted through an electro-optic modulator (EOM) and split into two beams by a polarizing beam splitter. The transmitted beam was further split into a signal beam O and a collimated reference beam R. The beam R′ was collimated as the conjugated reference beam that counter propagated as R once
reflected by mirror M3. The signal beam was transmitted through two acousto-optic modulators (AOMs), where its optical frequency was tuned to \( f_3 \) and incident on the tissue-mimicking phantom. Two identical immersion type focused ultrasonic transducers T1 and T2 (Olympus NDT, Waltham, MA, A381S-SU-F1.50IN-PTF) operating in long-burst mode with different frequencies were employed: one at \( f_1 = 3.4 \text{ MHz} \) and the other at \( f_2 = 3.6 \text{ MHz} \). The acoustic axis of T1 was aligned along the Z axis, whereas the acoustic axis of T2 was aligned in the YZ plane. The two ultrasound beams intersected at their foci at an angle of 45 deg, with both acoustic axes perpendicular to the optical axis of the signal beam O. The TRUE signal was detected by a photodiode. During the hologram recording stage, when both transducers were used to modulate the signal beam O inside the turbid sample, the two AOMs were tuned to match the beat frequency of the transducers \( f_b = |f_1 - f_2| \) so that \( f_s = f_b - f_1 \). The photons initially had an electric field of \( E_{t_1}(t) = E_{US} \cos(2\pi f_1 t + \phi) \). Ultrasonic modulation by the two ultrasound beams resulted in photons encoded (or tagged) with different frequency shifts. The spectral components that have frequencies of \( f_s \pm f_1 \), \( f_s \pm f_2 \), and \( f_1 \) are the first-order signals and will not interfere with the reference beam to form a stationary interferogram in the Bi\(_{12}\)SiO\(_{20}\) (BSO) crystal (Elan, Russia). Inside the intersection volume of the two ultrasound fields, the photons encoded by both ultrasound beams are the second-order signals, which have an electric field of \( E_{t_2}(t) = E_{US} \cos(2\pi f_2 t + \phi) \). Some scattered second-order light was collected by two lenses and directed onto the PR crystal, where it interfered with the reference beam R, forming a stationary volume hologram.

The holographic recording and reading stages were switched by two shutters, S1 and S2. The timing sequence was set the same as in the previous TRUE system with one cycle/s. Furthermore, the polarization of the laser beam was simultaneously switched between horizontal and vertical states by the EOM to maximize the optical power for holographic recording and reading.

To demonstrate the improved focusing resolution along the acoustic axis, we prepared a sandwich-structured phantom, as shown in Fig. 2(a). The dimensions of the phantom are \( 4 \times 8 \times 8 \text{ cm}^3 \) (X\( \times \) Y\( \times \) Z). A 5-mm-thick scattering layer with reduced scattering coefficient \( \mu'_s = 6 \text{ cm}^{-1} \) was sandwiched between two transparent gelatin gel layers. In the mid-X plane of the scattering layer, two optical absorbers and a needle were embedded. The two absorbers were made by intusing optically absorbing India ink. The needle was used to align the two ultrasonic transducers with respect to the two absorbers.

During the experiment, the phantom was scanned along the Z axis, and the two transducers remained stationary. At each scan position, three signals were recorded successively from the photodiode, and their normalized amplitudes were plotted as a function of the sample position along the Z axis. First, a time-reversed direct current (TRDC) signal \( \mathbf{b} \) was recorded when the AOMs and the ultrasound transducers were turned off. Without ultrasonic tagging that provides spatial resolution,
the TRDC plot in Fig. 5 shows low image contrast and poor spatial resolution of the two absorbers along the Z axis as limited by light diffusion inside the turbid sample. Next, with one transducer \((f_1 = 3.4 \text{ MHz})\) was turned on and the AOMs tuned to match the ultrasound frequency so that \(f_s = f_b - f_1\), the TRUE signal was recorded. With ultrasonic tagging that provides ultrasound resolution, the TRUE image in Fig. 5 shows slightly greater details of the two targets than the TRDC image, but the image contrast and the spatial resolution are still poor. Finally, the TRUE signal was recorded with both transducers \((f_1 = 3.4 \text{ MHz} \land f_2 = 3.6 \text{ MHz})\) turned on and the AOMs tuned to the beat frequency \(f_b = 0.2 \text{ MHz}\) so that \(f_s = f_b - f_b\). The TRUE image in Fig. 5 shows a much sharper image of the two absorbers, indicating good spatial resolution as a result of the dual ultrasonic modulation in the TRUE process.

In general, the imaging process of a system can be modeled as

\[
O(z) = f(z) \ast h(z),
\]

where \(z\) is the position along the Z axis, \(O(z)\) is the system output amplitude, \(f(z)\) is the target amplitude, \(h(z)\) denotes the point spread function (PSF), and \(\ast\) is the convolution operator. The normalized target function \(f(z)\) describing the two absorbers inside the tissue can be written as

\[
f(z) = \left\{ 1 - A \cdot \text{rect} \left( \frac{z}{l} \right) \ast \left[ \delta \left( \frac{z - d}{2} \right) + \delta \left( \frac{z + d}{2} \right) \right] \right\}^2 \approx 1 - 2A \cdot \text{rect} \left( \frac{z}{l} \right) \ast \left[ \delta \left( \frac{z - d}{2} \right) + \delta \left( \frac{z + d}{2} \right) \right],
\]

where \(A\) denotes the optical absorbance of the targets, \(l\) denotes the target width, and \(d\) denotes the separation between the two absorbers’ centers. The square in the first line results from the double passes of light across the target plane in the imaging process. In this experiment, \(A = 0.25, l = 1.3 \text{ mm}, d = 3.1 \text{ mm}\), as shown in Fig. 2.

For TRDC imaging, the PSF represents the diffuse light profile on the target plane, which can be approximated as a Gaussian distribution, whose beam waist was \(\sim 2.6 \text{ mm}\):

\[
h(z) = G(z).
\]

For TRUE imaging, the PSF represents the amplitude distribution of the ultrasound modulated diffuse photons at the corresponding frequency and can be derived from the equation

\[
h(z) = [h_{US}(z)]^2 \cdot G(z),
\]

where \(h_{US}(z)\) is the ultrasound field profile and its square is a result of the light being modulated by the ultrasound field twice in the TRUE imaging process.

For single transducer modulation where the sample scans along the transducer’s acoustic axis (Z axis), we have

\[
h_{US}(z) = \sin^2 \left[ \frac{2 \sin^2 (y/2)}{\lambda} z \right].
\]

For dual-transducer modulation as configured in our experiment, we have

\[
h_{US}(z) = h_1(z) \cdot h_2(z) \quad h_1(z) = \sin^2 \left[ \frac{2 \sin^2 (y/2)}{\lambda} z \right],
\]

\[
h_2(z) = 2 \int_0^1 \exp \left( \frac{i}{2} \rho^2 \right) J_0(\rho v) \cdot d\rho\right|^2.
\]

where \(h_1(z)\) and \(h_2(z)\) are the respective ultrasound field profiles of the two transducers, \(u = [8 \alpha \sin^2 (y/2)/\lambda] \cdot \cos(\alpha), \quad \gamma = [2\alpha \sin(y/2)/\lambda] \cdot \sin(\alpha), \quad \rho\) is the normalized radial coordinate. \(J_0\) denotes the zeroth-order Bessel function of the first kind, \(\sin(\gamma)\) denotes the numerical aperture of the transducer, \(\lambda\) denotes the ultrasonic wavelength, and \(\alpha\) denotes the angle between the ultrasound beam and the Z axis. For the transducers used in the experiment, \(\sin(\gamma) = 0.24, \quad \alpha = \pi/4, \quad \lambda = 441 \mu\text{m}\) for ultrasonic transducer T1 and \(\lambda = 417 \mu\text{m}\) for ultrasonic transducer T2.

The Z axis resolution in TRUE imaging, defined as the full width at half maximum (FWHM) of the PSF, can thus be calculated using Eq. 4. For single-transducer modulation, FWHM = 2.6 mm; for dual-transducer modulation, FWHM = 1.1 mm, an improvement of 2.4 times. To compare the experimental results with the theoretical prediction, we fitted the experimental data points in Fig. 5 with the simulated output signal curves \(|O(z)|^2\) (shown in solid lines). The optical absorbance of the targets, determined here as a fitting parameter, turned out to be 0.25, in good agreement with our measurement. The root mean squared error between the fitted curve and the experimental data was calculated to be 0.06.

The imaging results suggest that compared to single-transducer encoding, TRUE using dual-transducer modulation can focus diffuse light more tightly along the acoustic axis inside turbid media. With our experimental setup, the Z axis resolution is improved by a factor of 2.4. It is, however, worth noting that for the single-transducer modulation, the FWHM in our experiment was limited by the diffuse light profile, whose beam waist was 2.6 mm at the target plane, instead of the transducer’s axial resolution of 12.5 mm. So, the axial resolution could be even worse when the diffuse light has a broader spread inside the scattering medium. In comparison, for dual-transducer modulation, the FWHM was limited by the two transducers’ lateral focusing ability in our experiment and will not be affected by a broader diffuse light profile. Moreover, since the improved resolution can be attributed to the overlapping of the two ultrasound beams, an even tighter TRUE focus could be achieved by crossing the two acoustic axes at 90 deg.

The signal-to-noise ratio (SNR) obtained by using dual transducers is slightly lower than that obtained by using a single transducer, as shown in Fig. 4. The main reason is the lower modulation depth at the beating frequency. The modulation depth at the beat frequency of the two ultrasound beams is approximately one fifth of that at the fundamental frequency of one ultrasound beam. To overcome the modulation depth limitation, the SNR of TRUE signal could be increased by collecting more ultrasonically encoded scattering light onto the BSO crystal to increase the efficiency of hologram recording.

Although BSO does not operate within the preferred red to near infrared optical window for biological tissue imaging, other PR materials such as GaAs and SnP2S6 do. This noninvasive method of focusing light with an improved resolution can be used in a wide range of biomedical applications, including optical imaging and photodynamic therapy in deep tissue.
Acknowledgments

The authors thank Yan Liu for helpful discussions on resolution. We also thank Professor James Ballard for editing the manuscript. This work was conducted at Washington University in Saint Louis, and sponsored in part by National Academies Keck Futures Initiative grant IS 13, and National Institutes of Health grants DP1 EB016986 (NIH Director’s Pioneer Award) and U54 CA136398.

References