Implantable photonic devices for improved medical treatments

Victor Sheinman
Arkady Rudnitsky
Rakhmanbek Toichuev
Abdyrakhman Eshiev
Svetlana Abdullaeva
Talantbek Egemkulov
Zeev Zalevsky
Implantable photonic devices for improved medical treatments

Victor Sheinman,a Arkady Rudnitsky,a Rakhmanbek Toichuev,b Abdyrakhman Eshiev,c Svetlana Abdullaeva,c Talantbek Egemkulov,c and Zeev Zalevsky* 

Abstract. An evolving area of biomedical research is related to the creation of implantable units that provide various possibilities for imaging, measurement, and the monitoring of a wide range of diseases and intrabody phototherapy. The units can be autonomic or built-in in some kind of clinically applicable implants. Because of specific working conditions in the live body, such implants must have a number of features requiring further development. This topic can cause wide interest among developers of optical, mechanical, and electronic solutions in biomedicine. We introduce preliminary clinical trials obtained with an implantable pill and devices that we have developed. The pill and devices are capable of applying in-body phototherapy, low-level laser therapy, blue light (450 nm) for sterilization, and controlled injection of chemicals. The pill is also capable of communicating with an external control box, including the transmission of images from inside the patient’s body. In this work, our pill was utilized for illumination of the sinus–carotid zone in dog and red light influence on arterial pressure and heart rate was demonstrated. Intrabody liver tissue laser ablation and nanoparticle-assisted laser ablation was investigated. Sterilization effect of intrabody blue light illumination was applied during a maxillofacial phlegmon treatment.

Keywords: biomedical optics; biophotonics; endoscopy; phototherapy.

1 Introduction
Photodynamic therapy (PDT) has been used in the last three decades as a clinical technique for the treatment of several diseases, including cancer, rheumatoid arthritis, age-related macular degeneration, skin disease, and arteriosclerosis. One important application of PDT is its application for antibacterial treatments involving the killing of bacteria by reactive oxygen species generated in the presence of a photosensitizer and light. Examples include inactivation of the bacteria in skin and wound infections and reduction in the density of nosocomial multiresistant infections. The major advantage of antibacterial PDT is that acquiring resistance is not simple and the current resistance mechanisms exerted by bacteria against the common commercially available antibiotics do not protect against the mode of action of PDT.

As with PDT, usage of light to biostimulate cells is a common approach in low-level laser therapy (LLLT). We introduce a newly developed implantable pill that aims to perform in-body phototherapy, LLLT, blue light for sterilization, controlled injection of chemicals, and communication with an external control box including the transmission of images from inside the patient’s body. We present the pill as well as its preliminary experimental validation.

The term PDT from a medical point of view can mean a large number of diverse effects on various organs and tissues of a living organism. In this paper, we conducted experiments having practical importance in the treatment of epilepsy (illumination of sinus—carotid region), cancer of internal organs (laser ablation of liver tissues), and phlegmon (blue light therapy).

Note that the usage of a wireless capsule for endoscopy as a diagnostic device and for multipurpose robotic systems has been demonstrated before in Ref., while, in general, swallowable-capsule technology is very useful for gastrointestinal endoscopy.

In Sec. 1, we present the developed implantable pill. In Sec. 2, we show the preliminary experimental results. This paper is concluded in Sec. 3.

2 Implantable Pill
Our proposal is to use photostimulation and phototherapy from inside the body. An important difference of this approach is that laser radiation can be delivered to specific internal organ or tissue in vivo, without any loss of its coherence and polarization. This fact is very significant for the imaging and shaping of beams for more efficientillumination. We will do this with an implantable pill. Currently, all those medical procedures are done externally. Thus, we have developed a special pill that can be implanted into the body during medical surgery and can then monitor the region of the wound by a camera located inside it as well as apply PDT or LLLT using its light sources. Four light emitting diodes (LEDs) as sources were inserted into the pill: at blue (450 nm) for sterilization and at green (518 nm), at red (650 nm), and at infrared (IR) (850 nm) for PDT. Images of the two different types of pills that were fabricated may be seen in Fig. 1. A control card is connected...
to the pill and communication is done through Bluetooth with an 
external computer. The camera sends its images at a frequency 
of 2.4 GHz to an external receiver/transmitter unit which is also 
connected to a computer.

Note that the reason we used cables in the current paper and 
did not use wireless as in Ref. 26 is because our implantable 
module is now more complicated than that in Ref. 26. Our 
current pill includes several units. The implantation of the con-
trol unit and power sources is expected to be subcutaneous for 
minimization of surgical intervention, but the camera and light 
Sources units are supposed to be adjusted to the necessary organ 
of the body.

Our clinical trials performed with the implantable pill were 
performed both in rabbits as well as in dogs. In Fig. 1, we 

![Fig. 1 Two types of the fabricated pills. The pill in the left figure contains a camera and four light emitting 
diodes at blue for sterilization, at green, at red, and at IR. The camera and the light sources are controlled 
through the control card via Bluetooth. The camera sends its images to an external transmitter/receiver at 
a frequency of 2.4 GHz. The pill in the right figure contains same parts excluding the camera and is 
packaged to one piece.](image)

![Fig. 2 The implantation experiments. (a) Wireless implant. (b)–(h) Implantation in rabbits: (b) electrical 
energy connection by a hypodermic port. (c) Injection of the hypodermic port as part of the implantation 
process. Electrical hypodermic port is applied. (d) and (e) Injection of lidocaine through the hypodermic 
port, electrical hypodermic port is used. Light in the rabbit is turned on. (f) Repeated dissection of a wound 
after 14 days of experiment. Illumination is on, infusion catheter is present. (g) Pulsoximeter applied on 
rabbit’s ear. (h) Implanted light in rabbit. Energy is supplied through the hypodermic port. (i) Implantation 
experiments in dogs.](image)
present the implantation experiments. In Fig. 2(a), we show our wireless implant. We performed sterilization before implantation with 70% ethanol for 15 min. Figures 2(b)–2(h) are related to implantation in rabbits. In Fig. 2(b), we show the electrical energy connection by hypodermic port. In Fig. 2(c), one may see the injection of the electrical hypodermic port as part of the implantation process. In Figs. 2(d) and 2(e), one may see the injection of lidocaine through the hypodermic port. The electrical hypodermic port is used. The light in the rabbit is turned on. In Fig. 2(f), we repeat the dissection of a wound after 14 days of experiment. The illumination is on and an infusion catheter is present. In Fig. 2(g), one may see a pulsoximeter applied on the rabbit’s ear. In Fig. 2(h), one may see the implanted light turned on inside the rabbit. The energy is supplied through the hypodermic port. In Fig. 2(i), we show our implantation experiment performed in dogs.

3 Experimental Results

In Figs. 3(a) and 3(b), we present preliminary clinical experimental results where the given developed pill was implanted into a dog close to sinus carotid zone and used to demonstrate that an internal illumination of 650 nm, having a 2700 mcd luminous intensity can control the arterial pressure and the heart rate.

![Graph showing experimental results](image)

**Fig. 3** (a) and (b) Experimental demonstration showing that through photostimulation of the “sinus carotid zone” one may cause reduction in arterial pressure and an increase in the heart rate (can be good for heart diseases where one needs to control the blood pressure and the heart rate). The red arrow designated the timing when the illumination was stopped.

![Image of experimental setup](image)

**Fig. 4** Illumination from inside the body (900-nm wavelength, power 3 W focused to diameter 50 \( \mu \)m) of liver with implanted gold nanoparticles (NPs) having absorption resonance at the illumination wavelength. After histology analysis we saw that in the ablated liver with the NP, the hemorrhage is observed to be 1.5 to 2 times denser in comparison with the reference case (laser illuminated liver without NP). (a) The experiment. (b) Microscope image for laser illumination without NP. (c) Microscope image for laser illumination with NP.
This may be also very applicable for controlling blood pressure and heart rate parameters in humans. In Fig. 3, arterial pressure versus time is presented. One can see that in the case of illumination of the sinus carotid region, systolic and diastolic pressures are larger, in comparison with the case when illumination was stopped. The red arrow in Figs. 3(a) and 3(b) designates the timing when the illumination was stopped. One may see how the blood pressure is reduced and the heart rate indicator is increased right after the illumination is stopped. Thus, in-body illumination may increase the healing rate of a wound.

Figure 4 presents another application for the in-body implantable pill. Here, we injected nanoparticles (NPs) into a liver and applied phototherapy from inside the body. The illuminated gold NPs had surface plasmon resonance at the illumination wavelength (900 nm). Counting the overall hemorrhage fields’ area was done by sectioning and counting the “hemorrhaged” squares using an Olympus microscope (Olympus Corporation, Shinjuku, Tokyo, Japan). After histology analysis of the liver, we saw that in the ablated liver with the NP, the hemorrhage is observed to be 1.5 to 2 times denser in comparison with the reference case (laser illuminated liver without NP).

The next set of experiments was performed on rabbits. In Table 1, we present the experimentally extracted results for the oxymetry and the heart rate when the implantable pill was illuminating the sinus carotid. In this experiment, illumination was applied during 8 days (20 min daily), and the organism reaction on illumination was estimated by heart rate and oximetry. Measurements were carried out directly before and after illuminations. The goal of this experiment was to see the change of the influence of same illumination on organism during the postsurgery period.

For illustration purposes, the obtained results as presented in Table I are plotted as curves in Figs. 5(a) and 5(b), respectively.

Three days after implantation, the illumination of sinus carotid resulted in the reduction of the heart rate and in an increase of oxygen saturation in blood. The difference of heart rate reached 20% and the difference in oxygen saturation was 10%. This fact can be explained as a positive influence of light on postoperative stress. From days 4 to 8, we have observed the opposite reaction, with both differences reaching the value of 10%. This fact can be explained as the reaction of a nonstressed organism.

Our next experiment included the investigation of the liver healing after heat ablation. Illumination was applied for 20 min in a daily manner. After the experiment was finished, histology probes were taken. The histology results are described in Table 2. The typical way for estimation of the liver tissue regeneration level is to count the multinuclear cells (hepatocytes having more than one nucleus). Quantities of three types of

<table>
<thead>
<tr>
<th># of experiment</th>
<th># of rabbit</th>
<th>Average STD</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td>1</td>
<td>2</td>
</tr>
<tr>
<td>Oxymetry data</td>
<td></td>
<td></td>
</tr>
<tr>
<td>Day of experiment</td>
<td>1</td>
<td>1</td>
</tr>
<tr>
<td>Before illumination</td>
<td>99</td>
<td>90</td>
</tr>
<tr>
<td>After illumination</td>
<td>93</td>
<td>88</td>
</tr>
<tr>
<td>Day of experiment</td>
<td>2</td>
<td>3</td>
</tr>
<tr>
<td>Before illumination</td>
<td>84</td>
<td>79</td>
</tr>
<tr>
<td>After illumination</td>
<td>95</td>
<td>89</td>
</tr>
<tr>
<td>Day of experiment</td>
<td>3</td>
<td>4</td>
</tr>
<tr>
<td>Before illumination</td>
<td>95</td>
<td>95</td>
</tr>
<tr>
<td>After illumination</td>
<td>91</td>
<td>94</td>
</tr>
<tr>
<td>Day of experiment</td>
<td>4</td>
<td>6</td>
</tr>
<tr>
<td>Before illumination</td>
<td>96</td>
<td>95</td>
</tr>
<tr>
<td>After illumination</td>
<td>78</td>
<td>94</td>
</tr>
</tbody>
</table>

| Heart rate data |             |             |             |             |
| Day of experiment | 1           | 1           | 1           |             |
| Before illumination | 214         | 210         | 171         | 198.3 23.7  |
| After illumination | 233         | 148         | 186         | 186.3 43.1  |
| Day of experiment | 2           | 3           | 2           |             |
| Before illumination | 140         | 212         | 176.0       | 176.0 50.9  |
| After illumination | 125         | 186         | 155.5       | 155.5 43.1  |
| Day of experiment | 3           | 4           | 3           |             |
| Before illumination | 146         | 189         | 167.5       | 167.5 30.4  |
| After illumination | 119         | 163         | 141.0       | 141.0 31.1  |
| Day of experiment | 4           | 6           | 8           |             |
| Before illumination | 118         | 207         | 162.5       | 162.5 62.9  |
| After illumination | 143         | 209         | 176.0       | 176.0 46.6  |

Fig. 5 Experimental results. (a) Average oxygen saturation. (b) Average heart rate.
cells were counted: one nuclear cell, two nuclear cells, and degenerative hepatocytes cells. All were counted for healthy liver (norm), for preablated liver without illumination (ref.), and for preablated liver with illumination (exp). The notation of “+/−” designates the standard deviation, i.e., the error of the performed measurements.

Colored hematoxylin-eosin images taken at a magnification of 400× under the microscope can be seen in Fig. 6 for reference [Fig. 6(a)] and for illuminated cells [Fig. 6(b)].

Histological studies of the material obtained from four rabbits with burn defects in the liver showed the following results: In the control experiments, in which a surface burn of the liver alone was performed; in 1-week observation hepatocytes which showed necrotic and necrobiotic changes, insular necrosis of hepatocytes, marked edema, hyperemia, and sites of hemorrhages. In comparison with normal tissue, the quantities of one and two nuclear hepatocytes and degenerative cells were increased (see Table 2).

After a daily contact application of red light radiation (20 min a day), marked edema, hyperemia, decondensation of liver tissue were observed; necrotic and necrobiotic changes were less expressed. In comparison with control experiments, the quantity of one nuclear hepatocytes cells was increased, while the quantities of two nuclear hepatocytes and degenerative cells were not changed.

In another experiment with a 2-week observation period, in reference experiments we observed islets of infiltration of metrophiles, lymphocytes, hyperemia of small veins, hepatocytes necrosis sites, decondensation of liver tissue, and marked hemorrhage. The quantity of degenerative cells was decreased and the quantity of nuclear hepatocytes cells was not changed.

In basic experiments, the same picture was observed; however, tissue was less decondensed and the structure of hepatocytes was more preserved, while infiltration of lymphocytes was more pronounced in portal tracts. The quantity of two nuclear cells in the illuminated region was larger than at the nonilluminated region. The quantity of degenerative cells was decreased.

The summary of the abovementioned results are shown in Fig. 7, where Fig. 7(a) is the chart for the quantity of the degenerative cells, and Figs. 7(b) and 7(c) show the quantities of one and two nuclear hepatocytes cells, respectively.

Thus, as a summary of this experimental section, basic experiments showed an improvement of the regenerative capacity of liver tissue during 2 weeks of illumination as compared to reference experiments. The compensatory reaction of hepatocytes to trauma is accompanied by an increase in the quantity of one and two nuclear hepatocytes cells in both the references as well as the experimental samples. With illumination, the quantity of degenerative cells was decreased after a period of 2 weeks.

Our last experiment offers a new approach to deal with a medical condition known as phlegmon of the maxillofacial area. To date, a common treatment for such an infection can take up to 2 weeks and it includes surgery in which the infected area is removed followed by antibiotic care.32 The recovery process after such a procedure can take a few weeks during which the infection can spread to the brain. We have decided to investigate the effect that light therapy has on the recovery process after such a treatment. In order to do so, we conducted a clinical experiment which included 26 patients that were diagnosed as suffering from phlegmon of the maxillofacial area.

Table 2 Histology results for liver regeneration.

<table>
<thead>
<tr>
<th></th>
<th>Norm</th>
<th>Ref.</th>
<th>Exp.</th>
<th>Ref.</th>
<th>Exp.</th>
</tr>
</thead>
<tbody>
<tr>
<td>1- nuclear</td>
<td>67.714</td>
<td>16.500</td>
<td>82.357</td>
<td>29.000</td>
<td>96.857</td>
</tr>
<tr>
<td>Degener.</td>
<td>3.500</td>
<td>3.000</td>
<td>23.071</td>
<td>10.750</td>
<td>22.857</td>
</tr>
</tbody>
</table>

**Fig. 6** (a). Reference photo obtained after 2 weeks. Colored: hematoxylin-eosin. Microscope magnification of 400×. (b). Experimental results photo obtained after 2 weeks. Colored: hematoxylin-eosin. Microscope magnification 400×.
patients underwent a surgery to remove the infected area. A control group of 15 patients received antibiotic treatments while a group of 11 patients received both antibiotic treatments and three sessions of light irradiation therapy in which an implantable device based on our technology was installed inside their head area. One of the patients participating in our experimental trials is presented in Fig. 8. For this experiment, only blue light at 450 nm was used. Each session included irradiation of 20 min with a 450 nm, 1 candela luminous intensity LED (Kingbright AA3535QB24Z1S, New Taipei City, Taiwan) that was inserted with a catheter.

Thus for the experiment of Fig. 8, we dismantled our pill and used only portions of it. The reason for illumination using only blue light LEDs without our pill is due to the medical compatibility of materials that our pill contains. As of now, we have only biocompatibility (for experiments on animals), but not full medical compatibility. The interval between irradiations was 3 days. The reason for choosing a wavelength of 450 nm is that while it is considered safe to humans, it has been shown that irradiating bacteria with similar wavelengths has a negative effect on their ability to prosper.

The first irradiation session was carried out right after the surgery and after each session samples were taken for testing the leukocyte levels and number of bacterial colonies.

The results of this experiment are shown in Fig. 9. As can be seen, the number of bacterial colonies decreased faster among the group of patients that received irradiation therapy as compared with the control group. Hence, it can be assumed that combining light therapy with antibiotic treatment shortens the recovery process. Note that the chart in Fig. 9 is logarithmic and the decrease in the bacteriology measurement in the case of irradiation was $>2$ orders of magnitude.

In addition, leukocyte levels decreased more slowly among patients that received irradiation therapy as compared with the control group (see Fig. 10). This result can be explained by the fact that light irradiation therapy has a positive effect on

---

**Fig. 7** (a). Degenerative cells’ quantity. (b). One nuclear hepatocites cells’ quantity. (c). Two nuclear hepatocites cells’ quantity.

**Fig. 8** Patient with experimental setup adjusted.

**Fig. 9** Bacteriology measurement results.
the immune system. It has been shown that visible light irradiation (400 to 700 nm) led to a significant increase in the number of lymphocytes.

In light of these findings, one may conclude that the irradiation therapy led to a more effective response of the immune system which manifested itself in the continuous formation of leukocytes.

These preliminary results demonstrate the positive effect that light irradiation therapy has when combining it with antibiotic care as part of a novel medical treatment for phlegmon of the maxillofacial area.

4 Conclusions

We have introduced an implantable pill that has several functionalities, including having light sources at different wavelengths capable of performing phototherapy treatments. In addition to low laser light treatment, it includes UV light for sterilization and has the capability for controlled injection of chemicals as well as the capability of transmission of images from inside the patient’s body to an external box via wireless communication.

We presented several preliminary clinical results performed with dogs, rabbits, and humans, and showed the biomedical potential of the proposed implantable pill. In this experiment, we showed how illuminating the wound from inside assists in its healing, how illumination can control the blood pressure, the average oxygen saturation, and the heart rate. Specific experiments with rabbit’s liver cells were performed.

We presented preliminary clinical results demonstrating the positive effect that light irradiation therapy has when combining it with antibiotic care as part of a medical treatment for phlegmon of the maxillofacial area.

We also showed how the illumination related treatment can be accompanied with NPs for further affecting a given tissue.

References


Victor Sheinman received his MD degree in the field of stomatology in 1963, PhD degree in the field of maxillofacial medicine in 1970, and a higher doctoral degree (Doctor of Sciences) in the field of maxillofacial medicine in 1989. He was the chief of the Academic Department of Maxillofacial Medicine. He is an author of more than 100 publications, two monographs, one surgeon atlas, and 20 patents. Now, he is a scientific researcher at Bar-Ilan University.

Arkady Rudnitsky received his MSc degree in the field of system engineering at Samara State Aerospace University in 1995 and, in addition, a PhD degree in the field of electro-optics at Tel-Aviv University in 2012. He is currently the electro-optics lab engineer in the Engineering Department of Bar-Ilan University. His research interests are all-optical computational devices, novel application of nano-mechanical devices in optics and biomedical optics and engineering.

Rakhmanbek Toichuev received his MD degree in the field of stomatology in 1970. He worked in a regional children’s hospital from 1972 to 1995. In 1989, he received a PhD degree in the field of pediatric surgery. Since 1994, he has been the director of the Institute of Medical Problems of the Academy of Science of Kyrgyzstan. He has more than 250 publications and about 20 patents.

Abdyrakhman Eshiev received his MD degree in the field of stomatology in 1984, PhD degree in the maxillofacial medicine at 2004, and a higher doctoral degree (Doctor of Sciences) at 2011. Now, he is a professor at the Medical Department of Osh State University. He has more than 100 publications and about 30 patents.

Svetlana Abdullaeva received her MD degree in the field of stomatology. She is a resident physician in the Maxillofacial Department of the Regional Hospital of Osh, Kyrgyzstan. In addition, she is involved in scientific research for a PhD degree in the topic of using blue light in the treatment of abscesses of the maxillofacial region.

Talantbek Egemkulov received his MD degree in the field of stomatology in 2010. He is a resident physician in the Maxillofacial Department of the Regional Hospital of Osh, Kyrgyzstan. In addition, he is involved in scientific research for a PhD degree. He has 6 publications.

Zeev Zalevsky received his BSc and direct PhD degrees in electrical engineering from Tel-Aviv University in 1993 and 1996, respectively. He is currently a full professor in the Faculty of Engineering in Bar-Ilan University, Israel. His major fields of research are optical super-resolution, biomedical optics, nanophotonics, and electro-optical devices. He published more than 350 journal papers, 190 conference proceeding papers, 315 international presentations, 32 issued patents, 9 authored and edited books, and 27 book chapters.