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Abstract. This study aimed to compare two tissue oximeters, the INVOS 5100c and the Equanox 7600, in terms
of their reproducibility and the interchangeability of their measures. In a randomized order, three measurements
were taken at six different sites on both sides of the body in 53 healthy volunteers. Intraclass correlation coef-
ficients (ICC) and within-subject standard deviation (Sw ) were calculated for each device. The ICCs were com-
pared using Fisher r-to-z transformation and the Sw were compared using paired-sample t -tests. We found no
difference between the reproducibility of the INVOS {ICC ¼ 0.92 [95% confidence interval (CI) 0.90 to 0.93]} and
Equanox [ICC ¼ 0.90 (95% CI 0.88 to 0.93)] in terms of ICCs (p ¼ 0.06). However, the Equanox [Sw ¼ 1.96
(95% CI 1.91 to 2.02)] showed a better Sw than the INVOS [Sw ¼ 2.11 (95% CI 2.05 to 2.17)] (p ¼ 0.019). Also,
when compared directly to stable condition, the readings produced by the two oximeters varied considerably
[ICC 0.43 (95% CI 0.36 to 0.49)]. When taken individually, both tissue oximeters displayed good reproducibility,
the Equanox being slightly better than the INVOS in terms of absolute reproducibility. However, when compared,
the oximeters showed poor interdevices agreement. Reference values were also described. © 2016 Society of Photo-

Optical Instrumentation Engineers (SPIE) [DOI: 10.1117/1.JBO.21.9.097003]
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1 Introduction
Patients presenting hemodynamic instability should be aggres-
sively managed without delay.1,2 This often involves the use of
invasive monitoring tools, such as arterial lines or central venous
catheters, in order to monitor tissue perfusion. Although they
provide useful information, these tools are often unavailable
and require time to install. During resuscitation, the utility of
laboratory values is blunted by the fact that they provide static
information on a continuously evolving clinical process. The
time required to access these values can result in outdated infor-
mation that provides little real-time feedback on the efficacy of
the resuscitation. Near–infrared spectroscopy (NIRS) is a non-
invasive, continuous and painless method of monitoring the
oxygen saturation of hemoglobin in any given superficial tissue
(tissue saturation) and, as such, can be used as a way of detecting
tissue hypoperfusion. Unlike pulse oximetry, which only mea-
sures the arterial saturation of hemoglobin, NIRS measures the
saturation in all vessels smaller than 1 mm (arterioles, capilla-
ries, and venules).3 NIRS devices can also provide saturation
measures in situations of circulatory arrest, as they do not
depend on pulsation to provide its readings. Tissue perfusion
(and saturation) is affected in situations of hemodynamic
instability.4–6 Thus, the quantification of tissue saturation by
NIRS oximetry could prove to be an interesting surrogate

measure for tissue perfusion and a useful tool in guiding resus-
citation in settings where more invasive tools are unavailable
such as when out of the hospital or in the emergency room.
They can also prove to be an interesting addition to other spe-
cialities of critical care, such as anaesthesiology and the inten-
sive care.

NIRS technology was developed after an experiment by
Jöbsis, which showed that light spectrum could be used as a
way to monitor patients. This is based on two unique properties.
The first is that near–infrared photons (i.e., photons with a 700
to 1300 nm wavelength) have the capacity to go through organic
tissues without being significantly absorbed. The second is that
oxyhemoglobin and deoxyhemoglobin have different absorp-
tions properties along this wavelength spectrum, allowing
them to be differentiated.7 Using the Beer-Lambert law and
an algorithm, NIRS devices calculate the total concentration
of both these molecules, thus providing a value representing
tissue saturation in oxygen (StO2).

Although promising, there are still areas of uncertainty with
this technology. One of these areas is the reproducibility of tis-
sue oximeters, which has not been thoroughly studied. Current
data has shown that the difference between two successive mea-
surements can be quite large, although some oximeters have
shown better reproducibility than others.8–12 Also, newer tissue
oximeters have only been studied with forehead and forearm
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readings in adults, other sites have been included in past clinical
research.11,12

The main objective of this study was to compare the repro-
ducibility of two commonly used tissue oximeters, the INVOS
5100c (Covidien, Mansfield, Massachusetts) and the Equanox
7600 (Nonin Medical, Plymouth, Minnesota). For the primary
outcome, we hypothesized that the Equanox would display a
better reproducibility than the INVOS owing to its more recent
development. The effects of sensor switching, measurement
site and side of body (left versus right) on reproducibility were
evaluated as secondary outcomes. The second objective was to
describe the interchangeability of the oximeters and sides of the
body to provide similar raw tissue saturation measurements. The
third objective was to assess the time necessary for each of
the oximeters to provide a stable value for tissue oximetry.
Finally, the last objective was to describe and compare reference
values for NIRS saturation for all sites evaluated.

2 Methods

2.1 Design and Setting

This prospective cohort study was conducted at the Hôpital du
Sacré-Coeur de Montréal, in association with the Université de
Montréal, Canada. It was submitted and approved by its Ethics
Committee prior to enrolment.

2.2 Population and Sample

A convenience sample was comprised of healthy adult volun-
teers. Recruitment was conducted via snowball sampling,
mainly among hospital employees between March and April
2015. Exclusion criteria included pregnancy, active or chronic
systemic illness, the use of medication other than oral contra-
ceptives, skin disease, very coarse hair overlying measurement
sites, active smoking, substance use, weight less than 40 kg, or a
body mass index lower than 18 or higher than 35. All recruited
volunteers signed informed consent waivers prior to their inclu-
sion in the study.

2.3 Material

The two tissue oximeters we used in this study both use the mul-
tidistance spectroscopy technology. By using multiple light-
emitting diodes, sensors at varying distances, and multiple
wavelengths, they are able to measure variations in the absorp-
tion of the near–infrared photons.13,14 This allows them to blunt
superficial tissue’s contribution to their readings, better repre-
senting the target tissue (brain, muscle, and so on) saturation.

The INVOS 5100C with adult SomaSensor has two light-
emitting diodes (730 and 810 nm) at one position and two recep-
tors at distances of 30 and 40 mm. The EQUANOX 7600 with
Equanox Advance 8004CA sensors uses eight light-emitting
diodes split in groups of four (730, 760, 810, and 880 nm) at
two positions separated by 60 mm. It uses two receptors placed
between the emitting groups. Each receptor is 20 mm proximal
to an emitting group and 40 mm distal to the other. The INVOS
estimates that the mixed arterio-venous oxygen saturation it
measures is fixed at 25:75, whereas the Equanox estimates it
is 30:70.

2.4 Measures of Cerebral and Somatic Oximetry

Prior to measures being taken, participants were asked to pro-
vide their basic sociodemographic characteristics and their
phototype, using the Fitzpatrick phototyping scale.15 At the
beginning of the experiment, participants were asked to lie
on their backs while their vital signs and skinfold thickness
(using a Harpenden Skinfold Caliper) were measured. Six sites
(forehead, deltoid, forearm, knee, calf, and foot) on both sides of
the body were then marked with either a pen or tape to ensure
that the same exact location was used for each sensor throughout
the measure collection (cf., Fig. 1).

The order in which each tissue oximeters was used was ran-
domized. The sensors were placed on each of the measurement
sites until the reading was stable. A stable reading was defined

Fig. 1 Sites of tissue saturation measurements. 1. Forehead: above
the eyebrow, long side perpendicular to the body axis and following
the median line of the face. 2. Deltoid: at the height of the head of the
humerus, long side perpendicular to the body axis and centered on
the coronal plane of the body. 3. Forearm: distally to the elbow crease,
centered on the palmar face of the forearm and long side
perpendicular to the body axis. 4. Knee: on the medial side of the
thigh at the base of the junction between the patella and the vastus
medialis of the quadriceps, long side parallel to the leg axis and just
medial to the patella. 5. Calf: on the medial line of the calf, 3 cm below
the articular line of the knee and long side parallel to the leg axis.
6. Foot: on the medial line of the plantar face, long side parallel to
the leg axis and proximal side just distally to the heel.
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as an identical value in two consecutive measurements, mea-
sures alternating between two contiguous values, or a maximum
delay of 20 s from the first reading. In the latter case, the last
recorded value was retained. The time delay to stabilization was
noted. If a measure was not provided within 30 s of sensor appo-
sition, the sensor, cables, and connections were verified. Should
the oximeter persist in its failure to provide a measure, its func-
tionality was tested on the experimenter. In instances where the
oximeter provided a measure on the experimenter but not on
the subject, the data were considered as missing, and the experi-
menter proceeded to the next site with the same sensor. Values
from various measurement sites were taken in a predetermined
order (forehead, deltoid, forearm, knee, calf then foot) with a
first sensor (s1). Once all sites had been evaluated on both sides
of the body (t1), the process was repeated at 5 min (t2) a second
time with the same sensor (s1) to evaluate the intrasensor repro-
ducibility. After the second run, the procedure was repeated a
third time at 10 min (t3) with a different sensor of the same oxi-
meter model (s2) to assess the intersensor reproducibility. The
same procedure was then used for the second oximeter. Because
up to 24 measures would ultimately need to be taken with the
same sensor, it was decided that the sensors would be held in
place manually by the experimenter instead of using the adhe-
sive, in order to avoid skin irritation. That being said, great care
was taken neither to compress the sensors nor to expose them to
ambient light during measurements, so as to avoid impacting the
values measured. Every measure was either collected or super-
vised by the primary author (AC). This process was repeated for
each of the two oximeters. A total of 72 measures were recorded
for each subject in the study (six sites per side of the body and
three values per site for each of the two oximeters).

2.5 Sample Size Determination

The measurement reproducibility for each oximeter was
assessed using the intraclass correlation coefficient (ICC).
Given the absence of literature on the power required for a test
for the comparison of dependant ICCs based on two-way
ANOVAs, we based our sample size calculation on the precision
of a unidirectional confidence interval (CI) for a parametric ICC.
An ICC is a correlation coefficient whose value varies between 0
and 1. It is used to assess reproducibility and depends not only
on the differences observed between the repeated measure-
ments, but also on the variation between pairs of the sample.
An ICC over 0.75 is considered an indicator of good reproduc-
ibility while an ICC under 0.40 represents poor reproducibility.
For an expected ICC value of 0.75, we concluded that 53 par-
ticipants needed to be recruited in order to obtain a one-sided
95% CI (computed using the large sample normal approxima-
tion) for an ICC based on two measurements, given that the CI
will extend about 0.1 toward the low values from the observed
ICC. A good precision for the CI of the ICCs was assumed to be
associated with good statistical power for the comparisons
of ICCs.

2.6 Statistical Analysis

Collected data was held and managed at Hôpital du Sacré-Coeur
de Montréal. Statistical analyses were done both at the afore-
mentioned hospital and the Montréal Health Innovations
Coordinating Center, using SAS 9.4 (SAS Institute Inc., Cary,
North Carolina).

2.6.1 Main objective

Both intrasensor and intersensor ICCs and their respective 95%
CI were calculated for each individual measurement site and for
each side of the body, thus providing 24 ICC values (95% CI)
for each oximeter. Overall intrasensor and intersensor ICCs
(95% CI) were also calculated for each oximeter. To comple-
ment the analysis of reproducibility we calculated global intra-
sensor and intersensor within-subject standard deviation (Sw) (%
and 95% CI), mean bias (%), and limits of agreement (%) for
each oximeter using the Bland-Altman method.16 To compare
our results with the currently available literature on the forearm
site, we also calculated both oximeters forearm intrasensor Sw.
Plots of Identity and Bland-Altman plots were used to illustrate
the data. Sw are also a measure a reproducibility and represent
the standard deviation of repeated measurements in an individ-
ual. Whereas variations within the sample influence the ICC
(making it a marker of relative reproducibility), they do not
influence the Sw, making it a marker of absolute reproducibility.
A lower Sw represents a better reproducibility than a higher Sw.
Mean bias represent the average difference between two
repeated measurements. A mean bias close to zero is a sign
of good concordance. Limits of agreement represent the range
of values in which the difference between repeated measure-
ments will be comprised 95% of the time. A smaller range
of limits of agreement represent better reproducibility than a
wider range of limits of agreement.

The primary outcome of the main objective was the compari-
son of the global intersensor ICCs between the INVOS and
Equanox. We retained the intersensor ICC instead of the intra-
sensor ICC because it represents the reproducibility of the oxi-
meter and its sensor combined. Comparisons of ICCs were done
using the Fisher’s r-to-z transformation method. All other ICC
comparisons (INVOS versus Equanox intrasensor and intrasen-
sor versus intersensor for both oximeters) were secondary out-
comes. Also as secondary outcomes, Sw comparisons (INVOS
versus Equanox intersensors, INVOS versus Equanox intrasen-
sor and intrasensor versus intersensor for both oximeters) were
done using paired sample t-tests.

Last, for the main objective, global ICCs, Sw, mean bias and
limits of agreement were also calculated for each site of sensor
application and side of the body. Comparisons of ICCs between
sites of sensor application and between sides of the body were
done using the Fisher’s r-to-z transformation method while com-
parisons of Sw between sites of sensor application and between
sides of the body were done using paired sample t-tests.

2.6.2 Second to fourth objectives

For these objectives, the average of the three values for both
tissue saturation and time to measure stabilization obtained
(c1t1, c1t2, and c2t3) on each of the 12 sites were used. For
our second objective, we describe the interchangeability of the
devices and sides of the body by comparing individual raw tis-
sue saturation measurements. This comparison was done by cal-
culating ICCs, Sw, mean bias, and limits of agreement presented
as descriptive statistics.

For our third objective, we collected data on the time neces-
sary for both oximeters to give a stable value and, for our fourth
objective, we described the reference values for each site and
side of the body for each oximeter. For comparisons of time
to measure stabilization and reference values between the two
oximeters, three-way repeated measure ANOVA were used.
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3 Results

3.1 Baseline Characteristics

Fifty-three healthy volunteers were included in this study,
with ages ranging between 20 and 81 years old. With the
exception of oral contraceptives (n ¼ 14), none took any
medication on a regular basis. No patients enrolled had a chronic
or active illness. Participant characteristics are presented in
Table 1.

On 23 occasions [21 (1.1%) with the INVOS and two (0.1%)
with the Equanox], despite otherwise functioning normally,
the oximeters failed to provide a saturation value. No adverse
reactions were observed during the course of the trial.

3.2 Measures of Reproducibility

3.2.1 INVOS

Intersensor ICCs for the INVOS oximeter ranged from 0.78 to
0.91 while the intrasensor ICCs ranged from 0.76 to 0.96 (cf.,
Table 2). Global ICCs for the INVOS oximeter, as well as Sw,
mean bias and limits of agreement are presented in Table 3,
Figs. 2 and 3. The INVOS forearm intrasensor Sw was 2.97%
(95% CI 2.77 to 3.18) (data not shown).

3.2.2 Equanox

Intersensor ICCs for the Equanox oximeter ranged from 0.73 to
0.94 while intrasensor ICCs ranged from 0.77 to 0.96 (cf.,
Table 4). Global ICCs for the Equanox oximeter, as well as Sw,
mean bias and limits of agreement are presented in Table 5,
Figs. 4 and 5. The Equanox forearm intrasensor Sw was 2.68%
(95% CI 2.50 to 2.87) (data not shown).

3.2.3 Comparisons of reproducibility between the two
oximeters

For the primary outcome of our main objective, we found no
significant difference when comparing both oximeters in
terms of global intersensor ICC using the fisher r-to-z transfor-
mation (p ¼ 0.06) (cf., Tables 3 and 5). For the secondary out-
comes, using the same method, we also found no significant
difference between the two oximeters in terms of global intra-
sensor ICCs (p ¼ 0.78). However, the intrasensor ICC of the
Equanox was better than its intersensor ICC (p ¼ 0.003), which
was not the case for the INVOS (p ¼ 0.42) (cf., Tables 3 and 5).
Using the Bland-Altman method, the Equanox displayed a sig-
nificantly better inter and intrasensor Sw than did the INVOS
(p ¼ 0.019 and p < 0.001, respectively). Again, the intrasensor
Sw of the Equanox was better than its intersensor Sw (p < 0.001)
while no such difference was found for the INVOS (p ¼ 0.28)
(cf., Tables 3 and 5 and Figs. 2–5). Both oximeters displayed
adequate consistency across the range of observed results, as
shown by the similarities displayed in dot dispersion around
the reference line of the Bland-Altman plots (Figs. 3 and 5).

3.2.4 Comparisons of reproducibility between sides of the
body and sites of measurement

Last, for the main objective, ICCs and Sw were similar when
comparing both sides of the body (p ¼ 0.58 and p ¼ 0.74,
respectively). When comparing ICCs, among all possible com-
parisons between sites, the knee site displayed better ICCs than
all the other sites (p ranging from 0.005 to <0.001). Also, the
deltoid and calf sites were superior to the forearm site
(p ¼ 0.009 and p < 0.001, respectively). Using the Bland-
Altman method, measures from the knee and calf sites had better
Sw than did all other sites (p-values ranging from 0.005 to
<0.001). Furthermore, the forehead, deltoid, and foot had better
Sw than the forearm site (p-values ranging from 0.002 to
<0.001) (cf., Table 6).

3.3 Interchangeability of the Oximeters and Sides of
the Body to Provide Similar Raw Tissue
Saturation Measurements

For the second objective, tissue saturation measures provided by
the two oximeters varied considerably [ICC 0.43 (95% CI 0.36

Table 1 Characteristics of the 53 healthy volunteers.

Variables Mean (SD) or N (%)

Age, years 31.5 (9.6)

Gender, men 27 (51.9)

Height, m 1.69 (0.10)

Weight, kg 69.4 (12.4)

BMI, kg∕m2 24.2 (3.1)

Blood pressure 120/75 (11/9)

Pulse 72 (13)

Pulse oximetry 98 (1)

Fitzpatrick phototyping scale (15)

I 4 (7.6)

II 24 (45.3)

III 20 (37.7)

IV 1 (1.9)

V 0 (0)

VI 4 (7.6)

Skinfold measurement location, mm

Left deltoid 17.9 (7.6)

Right deltoid 17.9 (8.0)

Left forearm 6.8 (3.8)

Right forearm 6.9 (3.0)

Left thigh 16.4 (9.0)

Right thigh 16.8 (10.3)

Left calf 12.8 (6.9)

Right calf 12.1 (6.9)

Note: SD: standard deviation; BMI: body mass index.
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Table 2 Calculated measures of reproducibility of the INVOS oximeter (ICC and 95% CI).

Intersensor Intrasensor

Left Right Left Right

Forehead 0.91 (0.84 to 0.95) 0.83 (0.72 to 0.90) 0.91 (0.86 to 0.95) 0.88 (0.79 to 0.93)

Deltoid 0.84 (0.73 to 0.90) 0.84 (0.69 to 0.91) 0.86 (0.76 to 0.92) 0.90 (0.83 to 0.94)

Forearm 0.78 (0.65 to 0.87) 0.86 (0.76 to 0.92) 0.81 (0.68 to 0.88) 0.78 (0.65 to 0.87)

Knee 0.92 (0.87 to 0.96) 0.94 (0.91 to 0.97) 0.92 (0.87 to 0.95) 0.92 (0.86 to 0.95)

Calf 0.89 (0.82 to 0.93) 0.91 (0.86 to 0.95) 0.93 (0.88 to 0.96) 0.82 (0.71 to 0.89)

Foot 0.88 (0.78 to 0.94) 0.88 (0.80 to 0.93) 0.96 (0.93 to 0.98) 0.92 (0.86 to 0.95)

Note: ICC: intraclass correlation coefficient; 95% CI: 95% confidence interval.

Table 3 Global measures of reproducibility of the INVOS oximeter.

ICC and 95% CI Sw and 95% CI (%) Mean bias and limits of agreement (%)

INVOS Intersensor 0.92 (0.90 to 0.93) 2.11 (2.05 to 2.17) −0.85 (−9.11 to 7.41)

Intrasensor 0.92 (0.91 to 0.93) 2.22 (2.16 to 2.29) −0.35 (−8.42 to 7.72)

Note: ICC: intraclass correlation coefficient; 95% CI: 95% confidence interval; Sw : within-subject standard deviation.

(a) (b)

Fig. 2 Plot of identity describing the (a) intersensor and (b) intrasensor reproducibility of the INVOS
oximeter.

(a) (b)

Fig. 3 Bland-Altman plot describing the (a) intersensor and (b) intrasensor reproducibility of the INVOS
oximeter.
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Table 4 Calculated measures of reproducibility of the Equanox oximeter (ICC and 95% CI).

Intersensor Intrasensor

Left Right Left Right

Forehead 0.76 (0.62 to 0.85) 0.73 (0.57 to 0.84) 0.82 (0.71 to 0.89) 0.77 (0.63 to 0.86)

Deltoid 0.89 (0.91 to 0.93) 0.92 (0.86 to 0.95) 0.95 (0.92 to 0.97) 0.87 (0.78 to 0.92)

Forearm 0.78 (0.65 to 0.87) 0.77 (0.63 to 0.86) 0.82 (0.72 to 0.89) 0.79 (0.66 to 0.97)

Knee 0.94 (0.90 to 0.97) 0.93 (0.89 to 0.96) 0.96 (0.93 to 0.97) 0.95 (0.92 to 0.97)

Calf 0.92 (0.87 to 0.95) 0.90 (0.83 to 0.94) 0.95 (0.92 to 0.97) 0.93 (0.88 to 0.96)

Foot 0.86 (0.76 to 0.91) 0.82 (0.71 to 0.89) 0.91 (0.86 to 0.95) 0.88 (0.81 to 0.93)

Note: ICC: intraclass correlation coefficient; 95% CI: 95% confidence interval.

Table 5 Global measures of reproducibility of the Equanox oximeter.

ICC and 95% CI Sw and 95% CI (%) Mean bias and limits of agreement (%)

EQUANOX Intersensor 0.90 (0.88 to 0.91) 1.96 (1.91 to 2.02) −0.39 (−7.78 to 7.00)

Intrasensor 0.92 (0.91 to 0.93) 1.67 (1.63 to 1.72) 0.32 (−6.07 to 6.72)

Note: ICC: intraclass correlation coefficient; 95% CI: 95% confidence interval; Sw : within-subject standard deviation.

(a) (b)

Fig. 4 Plot of identity describing the (a) intersensor and (b) intrasensor reproducibility of the Equanox
oximeter.

(a) (b)

Fig. 5 Bland-Altman plot describing the (a) intersensor and (b) intrasensor reproducibility of the Equanox
oximeter.

Journal of Biomedical Optics 097003-6 September 2016 • Vol. 21(9)

Cournoyer et al.: Reproducibility, interchangeability of measures, time to measure stabilization. . .



to 0.49), Bias −0.77 (Limits of agreement −19.88 to 18.34)].
When evaluated together, all tissue saturation measurements
from the Equanox showed less variation (SD 8.0) than the
ones from the INVOS (SD 10.2). Thus, in comparison to the
INVOS’ tissue saturation measurements, the Equanox generally
displayed higher tissue saturations when in the lower saturations
range (e.g., around 40% to 60%) and lower tissue saturations in
the higher saturation range (e.g., around 75% to 90%). This can
be appreciated in Fig. 6 in the Bland-Altman plot by noticing
that the dot cloud seems to follow a negative linear regression.
On the other hand, the tissue saturations varied much less when
we compared the readings from the left and right sides of the
body [ICC 0.91 (95% CI 0.89 to 0.92), Bias −0.34 (limits of
agreement −7.94 to 7.25)] (cf., Fig. 7). Those results are similar
to the ones previously described for inter- and intrasensor repro-
ducibility (cf., Tables 3 and 5 and Figs. 2–5).

3.4 Time Necessary for Measure Stabilization

For the third objective, the time necessary for stabilization of the
oximetry measures were calculated using mean values for each
site in each of the study participants. The Equanox displayed
a quicker time to stabilization than the INVOS [4.7 s (SD 1.4)
versus 9.5 s (SD 3.3), p < 0.0001]. All other comparisons done
(between measurement site and side) were not considered
clinically significant (data not shown).

3.5 Reference Values

Four the last objective, reference values for each tissue oxi-
meters calculated using the mean values of each site for each
volunteer are presented in Table 7. They ranged from 58.6
(SD 8.8) to 77.0 (SD 7.4). Using a three-way repeated measures
ANOVA (oximeter * side * site), small to no differences were
observed between sides of the body. However, the differences
were substantial when comparing sites and oximeters [e.g.,
INVOS left deltoid (77.0%) versus INVOS left foot (58.6%),
p < 0.0001].

4 Discussion
The present study sought to compare the reproducibility of
two commonly used tissue oximeters. Both oximeters exhibited
good reproducibility. Interestingly, no differences were
observed when ICCs were used to assess this metrological char-
acteristic, but the Equanox displayed better reproducibility
when the Bland-Altman method was used, displaying smaller
Sw and limits of agreement. The reproducibility also varied
among measurement sites, but not between each side of the
body. Despite the good intraoximeter reproducibility, the inter-
changeability of raw saturation value between both oximeter
was deficient, reflecting poor interoximeter agreement. To
our knowledge, this is the first time that that both of these char-
acteristics (reproducibility and interchangeability) were evalu-
ated for tissue saturation at sites other than the forehead and

Table 6 Comparison of measures of reproducibility of two tissue oximeters between sides and sites.

ICC and 95% CI Sw and 95% CI (%) Mean bias and limits of agreement (%)

Left Intersensor 0.91 (0.90 to 0.92) 2.10 (2.05 to 2.16) −0.49 (−8.43 to 7.45)

Right Intersensor 0.91 (0.89 to 0.92) 2.08 (2.02 to 2.13) −0.75 (−8.49 to 6.99)

Forehead Intersensor 0.86 (0.83 to 0.89) 2.16 (2.05 to 2.26) −0.81 (−9.06 to 7.43)

Deltoid Intersensor 0.88 (0.84 to 0.91) 2.07 (1.97 to 2.17) −0.84 (−8.41 to 6.73)

Forearm Intersensor 0.81 (0.76 to 0.86) 2.86 (2.72 to 3.00) −1.23 (−11.35 to 8.89)

Knee Intersensor 0.94 (0.92 to 0.95) 1.54 (1.47 to 1.62) −0.17 (−5.86 to 5.52)

Calf Intersensor 0.91 (0.88 to 0.93) 1.72 (1.63 to 1.80) 0.27 (−6.36 to 6.89)

Foot Intersensor 0.87 (0.83 to 0.90) 2.20 (2.09 to 2.30) −0.94 (−8.72 to 6.83)

Note: ICC: intraclass correlation coefficient; 95% CI: 95% confidence interval; Sw : within-subject standard deviation.

(a) (b)

Fig. 6 (a) Plot of identity and (b) Bland-Altman plot describing the interchangeability among two tissue
oximeters.
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the forearm, or for multiple sites of the body. The wide range of
observed values in our experiment allowed a good appraisal of
these characteristics. In addition, we showed the Equanox was
faster at providing a stable saturation measurement than the
INVOS was, a characteristic that had never been evaluated in
these two devices. Finally, reference values for the two oxi-
meters used were also described for the first time at sites most
often currently used in clinical practice.

The Equanox showed better absolute reproducibility, as
reflected by better Sw values than the INVOS, but similar rel-
ative reproducibility, as reflected by the similar ICC values.
This is likely explained by the fact that, as explained earlier, the
ICC is a correlation coefficient and therefore takes into account
the variability and range of the observed measures, thus provid-
ing a relative measure while the Sw and limits of agreement are
absolute measures of reproducibility. The Equanox also pro-
vided a smaller range of observed values across the measure-
ment sites and sides of the body than did the INVOS. Based
on these results, the Equanox could be favoured over the
INVOS, especially when NIRS monitoring is used intermittently

or in unstable conditions since good reproducibility of a device
is more important in these conditions than in continuous or
stable monitoring. That being said, the magnitude of the
differences observed in terms of reproducibility between the
two oximeters is quite small and should not be the sole deter-
minant of the type of oximeter used. Other issues that should be
considered include price, versatility, convenience, or institu-
tional preferences. The Equanox’s intrasensor reproducibility
was better than its intersensor reproducibility. This should
encourage clinicians using this device to use a single sensor
per patient whenever possible.

These results contrast in some aspects with prior published
studies. First, studies evaluating NIRS reproducibility only pre-
sented Sw values, and not ICCs, making ICC comparisons
impossible. These studies reported Sw ranging from 3% to
7%.8,9,11,12,17–20 Notably, in three different studies, Hyttel-
Sorensen observed Sw of 5.4%,11 2.9%,12 and 4.0%19 using
value measured on the forearms of healthy adults using the
INVOS. We, on the other hand, observed slightly lower Sw
of 3.0% for the same measurement site. As for the Equanox,
a Sw of 4.6% was observed in the sole study it was used in, as
compared to the 2.7% Sw we observed.12 Therefore, the repro-
ducibility observed in our study is among the better values
previously mentioned in the available published data. This is
possibly because we standardized the data collection procedures
and technique. In our experiment, all measurement sites were
marked, participant body position was stable and all measure-
ments were taken or directly supervised by the same investigator
(AC). This may have contributed to our better measures of
reproducibility, which are similar to the best values observed
by Hyttel-Sorensen.12 This emphasizes the necessity to be
both familiar and rigorous with the procedure used when
NIRS monitoring is utilized, especially in case where intermit-
tent measures are taken. The Fore-Sight (Casmed, Branford,
Connecticut), another oximeter less commonly used that we
did not evaluate, compared favourably to both the INVOS and
Equanox in terms of reproducibility in other experiments. In
light of our results, this oximeter likely merits more rigorous
evaluation in further studies of reproducibility.12,18,21

We identified variations in the reproducibility between meas-
urement sites, but not between sides of the body. Variations in
the reproducibility between measurement sites had already been
observed in a paediatric study, which only included measures
from the forehead and arm.19 This should influence the way
intermittent monitoring with this technology is done. Indeed,
when intermittent peripheral NIRS monitoring is used to assess
body perfusion, such as in the intensive care unit, the knee and

(a) (b)

Fig. 7 (a) Plot of identity and (b) Bland-Altman plot describing the interchangeability between the
oximetry readings of the left and right side.

Table 7 Absolute values of two tissue oximeters by site and side of
the body (%) [mean (SD)].

INVOS EQUANOX

Forehead Left 66.1 (9.4) 72.8 (4.38)

Right 66.6 (9.1) 71.4 (4.63)

Deltoid Left 77.0 (7.4) 71.5 (7.96)

Right 76.3 (7.4) 71.9 (6.75)

Forearm Left 74.1 (7.7) 69.3 (7.17)

Right 74.8 (8.5) 69.8 (7.19)

Knee Left 74.2 (8.0) 71.0 (8.46)

Right 74.2 (8.1) 72.0 (7.69)

Calf Left 73.2 (8.3) 72.50 (7.25)

Right 73.4 (7.4) 73.52 (7.24)

Foot Left 58.6 (8.8) 60.84 (6.99)

Right 59.6 (8.3) 61.69 (6.35)
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calf sites should be favoured over other sites because of their
better reproducibility. Of course, this does not apply when
upper extremity specific saturations are warranted, such as in
situations where upper extremity ischemia is suspected.

Despite similar mean values in both samples, interoximeter
agreement was poor on an individual basis, with limits of agree-
ment of �19%. This is even larger than what had already been
observed in multiple settings and between other brands of
oximeters.22–26 This is likely explained by the measurements
over sites—such as the deltoid, knee or foot—for which this
had never been evaluated. Moreover, it is probable that ischemia
worsen disagreements between oximeters’ readings.24 Thus, our
results seem to reinforce the fact that readings from different
brands of oximeters are not interchangeable and that absolute
thresholds of clinically significant ischemia are oximeter-spe-
cific and need to be studied individually. This high variability
is likely caused by the fact that each type of NIRS oximeter has
unique characteristics (number of light-emitting diodes and
receptors, distances between diodes, wavelengths used). This
will influence the size and depth at which the underlying tissue
is evaluated (wide distances between emitters and receptors
increase the volume of tissue evaluated).27,28 Moreover, tissue
oximeters use a specific algorithm to calculate the overall con-
centration of oxyhemoglobin and deoxyhemoglobin.29 This is
explained by the absence of a recognized gold-standard for
tissue oxygenation, which led to lack of standardization for
the NIRS technology.

On the other hand, interside agreement was much better with
limits of agreement of �8%, a value that is somewhat smaller
than what has been previously observed in the cardiac and vas-
cular surgery population.30 This difference is probably explained
by the assumed absence of significant vascular disease in our
sample of healthy volunteers, a characteristic that could poten-
tially create asymmetry limbs perfusion. This description could
help guide clinicians when caring for a healthier population
when searching for perfusion asymmetry between limbs.

The Equanox was quicker to give a stable reading than the
INVOS. While the difference observed (∼5 s) might not be clin-
ically relevant in a hospital setting, the Equanox could be
favored if this technology is used as a triage assessment tool
in mass casualty events, helping to identify patients who require
emergent, life-saving interventions.6,31

Finally, we described the reference values for the INVOS and
Equanox at most sites used in clinical practice. The variations
observed between sites can be explained by the perfusion status
of these sites, but also of the nature of the tissue evaluated (brain,
muscle, connective tissue, fat, and so on). These results will
likely help clinicians when using this technology at less conven-
tional sites. The results observed in the present study were
similar to most results described previously in healthy
volunteers.11,12,23 Davie and Fellahi25,32 observed higher tissue
saturations in their experiment on the forehead and calf, respec-
tively. This could be explained by different sensor positioning
and a smaller sample size (n ¼ 12 and 20). Interestingly,
patients with stable severe systemic disease about to undergo
cardiac surgery seem to have similar cerebral saturation as
healthy volunteers.30,33 This suggests that only critical systemic
insults will affect baseline cerebral saturations.33 The possible
determinants of raw tissue saturations across all measurements
sites (e.g., age, comorbidity, skin color, body mass index, or
skinfold thickness) will need to be better studied and defined
in future studies.21

4.1 Limitations

The majority of the patients recruited were Caucasian and, since
melanin concentration has been shown to affect NIRS values,
our results might not be applicable to patients with darker
skin pigmentation, especially in situations of low tissue satura-
tions (<40%).21 Also, despite a wide range of tissue saturation
being observed among the different sites in our study, the results
may not be generalizable in cases where extremely low levels of
tissue saturation are measured (<40%), such as during cardiac
arrest, especially since the variation of the reproducibility of
other oximetry devices, such as pulse oximetry, is uncertain
in these situations.5,34 Furthermore, since the readings of the oxi-
meters we used have been shown to be influenced by ambient
light, sensor apposition was verified with great care, but it is
always possible this could have affected some of the measures
we took.35 This, however, is a limitation that will also be present
in real-life NIRS use. Even though we took great care in ensur-
ing that the volunteers were comfortable during data collection,
it is possible that some may have experienced changes in body
temperature. Given the influence of superficial tissue on the
readings of some oximeters, some of the measures could
have been affected by this, especially with measures from the
lower extremity.32 Since this study did not evaluate dynamic
reproducibility, our results should not be used by clinicians
using NIRS in such a way. Also, while many are currently avail-
able on the market, only two tissue oximeters were evaluated in
the course of this study. Finally, since it is still unsure how tissue
saturation of each peripheral site will vary in situations of in vivo
low perfusion, peripheral monitoring of tissue saturation using
NIRS should be incorporated in a multimodal approach to the
evaluation of perfusion.

5 Conclusion
In summary, the Equanox could be favored over the INVOS,
especially when NIRS monitoring is used intermittently or in
unstable conditions, mainly because of its slightly better abso-
lute reproducibility. The knee and calf sites displayed better
reproducibility, and could potentially be favoured in situations
where NIRS monitoring at these sites is clinically indicated. The
description of reference values and normal range of asymmetry
for each measurement site will help clinicians identify situations
of abnormal perfusions. The differences in observed tissue sat-
uration between devices suggests that clinicians should use the
same device for each patient when possible. Also, tissue satu-
ration thresholds are not interchangeable from one NIRS oxi-
meter to another, given their poor interoximeter agreement.
NIRS offer new avenues for assessing perfusion in an array
of clinical situations in which noninvasive monitoring is
required. However, an eventual standardization of NIRS oxi-
meters will be essential to future development of this technology
and the expansion of its use in critical care.
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