Review of methods for intraoperative margin detection for breast conserving surgery

Benjamin W. Maloney
David M. McClatchy
Brian W. Pogue
Keith D. Paulsen
Wendy A. Wells
Richard J. Barth, Jr.
Abstract. Breast conserving surgery (BCS) is an effective treatment for early-stage cancers as long as the margins of the resected tissue are free of disease according to consensus guidelines for patient management. However, 15% to 35% of patients undergo a second surgery since malignant cells are found close to or at the margins of the original resection specimen. This review highlights imaging approaches being investigated to reduce the rate of positive margins, and they are reviewed with the assumption that a new system would need high sensitivity near 95% and specificity near 85%. The problem appears to be twofold. The first is for complete, fast surface scanning for cellular, structural, and/or molecular features of cancer, in a lumpectomy volume, which is variable in size, but can be large, irregular, and amorphous. A second is for full, volumetric imaging of the specimen at high spatial resolution, to better guide internal radiologic decision-making about the spiculations and duct tracks, which may inform that surfaces are involved. These two demands are not easily solved by a single tool. Optical methods that scan large surfaces quickly are needed with cellular/molecular sensitivity to solve the first problem, but volumetric imaging with high spatial resolution for soft tissues is largely outside of the optical realm and requires x-ray, micro-CT, or magnetic resonance imaging if they can be achieved efficiently. In summary, it appears that a combination of systems into hybrid platforms may be the optimal solution for these two very different problems. This concept must be cost-effective, image specimens within minutes and be coupled to decision-making tools that help a surgeon without adding to the procedure. The potential for optical systems to be involved in this problem is emerging and clinical trials are underway in several of these technologies to see if they could reduce positive margin rates in BCS. © 2018 Society of Photo-Optical Instrumentation Engineers (SPIE) [DOI: 10.1117/1.JBO.23.10.100901]

Keywords: breast conserving surgery; optical; imaging; lumpectomy; spectroscopy; breast cancer; mammography.

Paper 180466VR received Jul. 23, 2018; accepted for publication Oct. 3, 2018; published online Oct. 27, 2018.

1 Introduction

Technologies currently available for breast imaging offer high sensitivity and specificity, but they have been developed largely for the tasks of screening and presurgical planning. The most common clinical modality for breast imaging is x-ray mammography, which has an estimated sensitivity of between 83% and 95% and an estimated specificity of between 90% and 98%. In comparison, imaging tools for inspection of surgical cavities or resected specimens are much less well developed. In this paper, technologies for detection and imaging of surgical cavities or specimens are reviewed in order to highlight clinical needs and potential value in terms of breast cancer management.

Breast malignancy is the second most prevalent cancer diagnosis for women in the United States with 1 out of every 8 women being diagnosed with the disease during a lifetime. In the United States, nearly 250,000 new cases are diagnosed each year and more than 40,000 women will die from breast cancer annually. The recommended treatment for early-stage disease is breast conserving surgery (BCS). This procedure seeks to remove the cancer with a margin of normal tissue surrounding the resected specimen. In many cases, BCS is followed by chemotherapy and/or radiotherapy. Long-term outcomes of BCS are equivalent to mastectomy for early stage breast cancers if clear margins are obtained during the process.

Current consensus guidelines define a surgical margin as negative if no malignant cells are observed at the surface of the resected specimen for invasive cancers. The judgement of “no tumor on ink” is used to indicate that the inked borders are free from any detectable tumor tissue. For ductal carcinoma in situ (DCIS), a clear margin of 2 mm is now recommended. About 20% to 40% of BCS procedures result in margins, which are either positive or close to having cancer on the surface of the tissue and require a second operation to remove more tissue. The high percentage of re-excisions leads to additional costs, additional anxiety for patients, and an increased risk of post-surgical complications (e.g., infection). Thus improved imaging tools are needed to ensure clear margins at the time of BCS; and hence, the motivation to review state-of-the-art intrasurgical tools for margin assessment during BCS. Although other studies have reviewed the literature of margin management in BCS, the focus has been more around the surgical procedure choices rather than the imaging technologies possible. This review focuses on the latter issue of what technologies would be optimal for the problem.

Ideally, a system to improve positive margin detection would have an extremely high sensitivity in order to accurately detect...
all tumor found in the margins, with a sensitivity of above 95%. Specificity would be less important, because detection is the primary concern in this setting, but excess false positive detection would ultimately be detrimental to the system and its use, and so it is likely needed to be about 85% in an ideal situation. An alternative view though is that current practice of a surgeon making the decision where to end the resection has a specificity of about 65% to 85%, based upon the recall rate from BCS surgery (35% to 15% depending upon the center), and so a system should have a specificity at least matching the best practices today, at 85%.

Figure 1 shows a conceptual flowchart, indicating where imaging is involved in breast healthcare, with screening methods appearing at the top in blue, and invasive/diagnostic methods in green. The range of imaging/detection tools for intrasurgical use appears in yellow and is categorized by technology subtype. This part of the figure summarizes a number of different forms of imaging, in which studies involving human specimens from BCS have been reported. Each of these methods is discussed in detail. Methods appearing in bold font are either FDA approved for margin detection in BCS or are part of standard-of-care during surgery. This figure conveys the general workflow of imaging for breast cancer beginning with surveillance via screening mammography followed by diagnostic workup (in blue) when imaging abnormalities are found leading to surgical planning (green) and intraoperative imaging (in yellow) once a definitive cancer diagnosis occurs and BCS is chosen for treatment.

2 Preoperative Imaging

Although this review focuses on imaging techniques used intraoperatively, the other major uses of imaging in, and leading up to, BCS are summarized. Clearly, the most widely accepted imaging tool for breast cancer screening is x-ray mammography because of the legislated and clinically prescribed screening programs currently in place that have contributed to reduced mortality rates of the disease. Annual screening is recommended for women aged 50 to 74 and sometimes for women in the age range 40 to 49 based on patient history, although the guideline is subject to debate. Individual differences (e.g., family history) often come into play. Screening mammography involves low-energy x-ray projections to image the compressed breast and resulting data are read by a radiologist for local abnormalities. In some geographic locations and for certain groups of women, x-ray tomosynthesis may be used instead to create quasi-3-D or multiple 2-D views that mitigate the reading challenges presented by tissue overlap, which can be especially difficult in dense breast tissue. Additionally, women with dense breasts are offered 3-D ultrasound screening in some locations, to ensure that the process is as sensitive as possible at finding abnormalities. For women with a strong familial disposition or other high-risk factors, magnetic resonance imaging (MRI) is the preferred screening tool.

If an abnormality is found, diagnostic workup and biopsy may occur to determine the origin of the tissue and provide a definitive diagnosis. Diagnostic workup often includes additional mammography at higher dose but with superior clarity, spot x-ray mammograms, 3-D tomosynthesis, 3-D or 2-D ultrasound, and/or contrast-enhanced MRI. Selections from these methods depend on findings from previous tests and the patient’s data. Each of these methods may be used to guide biopsy or occur during a subsequent biopsy procedure to obtain tissue for pathology processing. Pathological diagnosis
is performed on formalin-fixed and stained tissues, with optional FISH and immunohistochemical stain readings.

Imaging is also used for BCS planning. Examples include radiological biopsies, presurgical CT, x-ray-guided wire placement and localization, ultrasound for tumor localization, and other forms of tumor localization such as use of radioactive seeds.

3 Intraoperative Imaging

3.1 Histology

Histology methods for margin detection assess the microscopic cellular structure of tissue. These approaches are slower than other imaging techniques and are usually more labor intensive. They are also the most well established and currently serve as the gold standard for comparisons with other detection approaches.

The current gold standard for margin classification is provided by a surgical pathologist, after surgery. Tissue is fixed, processed, sectioned, stained with hematoxylin and eosin (H&E), and interpreted microscopically. Although the approach is accurate, it is also time consuming and is completed over several days after the original surgery, depending on the specimen size and diagnostic complexity. If positive or close margins are found, then a second surgical procedure may need to be performed. This outcome leads to additional stress for the patient, costs to healthcare system, potentially suboptimal cosmesis and increased risk of surgical infection from the re-excision.

3.1.1 Frozen sectioning

Frozen sectioning is the most commonly used method for intraoperative margin assessment during BCS and is considered standard-of-care in some hospitals. Frozen section analysis consists of freezing small pieces of tissue, then sectioning, staining, and interpreting them under a microscope. The time from the tissue leaving the operating room (OR) and a microscopic diagnosis being rendered is 20 to 30 min, during which period the patient remains under anesthesia. Freezing tissue generates significant artifacts, especially in fatty tissues, such as the breast. It can also be damaging such that tissue used for frozen sectioning may not be viable for the routine histopathologic margin assessment performed later. Frozen section interpretations are expensive and require additional technical staff to cut the specimens. These limitations result in a small fraction of the specimen margin being frozen and analyzed, leaving a large percentage of the tissue unassessed. Frozen sectioning was also found to be slightly less effective for DCIS and larger tumors. Frozen sectioning has been shown to reduce positive margin rates, but not eliminate them. This technique has a sensitivity of 83% and a specificity of 95%. Frozen section analysis produces information similar to that found in standard histology at a much faster rate. However, it is not the ideal solution to the margin issue in BCS due to its low sampling percentage, large technical issues, and high cost.

3.1.2 Imprint cytology

Imprint cytology is another pathology-based margin detection method used as a standard-of-care during BCS. Here each surface of a resected specimen is positioned and pressed into a slide which is then fixed and stained. The method is based on the idea that malignant cells will stick to the slides, whereas adipose cells will not adhere. It offers similar accuracy and predictive value as frozen sectioning while taking less time (about 15 rather than 30 min) and being less damaging to the tissue. Imprint cytology also examines the entire surface of the resected tissue rather than only the spot checks that occur with frozen sectioning. However, rapid and accurate interpretation requires a cytopathology-trained professional in the OR in addition to the regular surgical staff and relies on subspecialist diagnostic skills as well. Varying results have also been obtained when the surface of the resected tissue has been altered by cautery and dryness. Over interpreting atypical cells at the surface that are not malignant may also be problematic. This technique has a sensitivity of 72% and a specificity of 97%. Imprint cytology has strong aspects in that it samples the entire surface of the sample rapidly and offers similar information to standard histology. However, its low sensitivity, need for a trained cytopathologist, and various artifacts prevent it from being an ideal solution.

3.2 X-Ray Imaging

Contrast from x-ray attenuation of fibroglandular versus adipose tissue is high, whereas differences between tumors and fibroglandular tissues are more subtle. Further, higher-keV x-rays (50 to 60 keV) offer better penetration into tissue but lower-keV x-rays (15 to 25 keV) generate superior contrast for imaging internal structures. Table 1 summarizes several x-ray imaging systems for resected specimen scanning in terms of their technical specifications (field of view, resolution, focal spot, energy range, and footprint).

3.2.1 Radiographic imaging (projections)

Radiographic approaches exploit 2-D x-ray projections to image tissue and produce contrast based on beam attenuation through the tissue. Standard-of-care involves using these x-ray projections to guide placement of a surgical wire to localize the center of the apparent lesion and verify that the lesion appears to be contained within the specimen. A study compared intraoperative digital specimen mammography to standard specimen radiography. Both methods were evaluated for tumor localization and margin estimation, although standard specimen mammography is performed outside the OR environment, so it involves removing the resected tissue from the OR and transporting it to another location to perform the imaging. The study found that digital specimen mammography produced comparable results in the OR. Another study found that intraoperative digital specimen mammography did not reduce operation times compared to convention specimen mammography as one might expect but that it did lead to a significant reduction in positive margins. Intraoperative x-ray imaging is done using digital mammography, which uses a solid-state detector to increase the dynamic range of the system. Beam parameters are able to be optimized for different thicknesses of breast. One study found that for smaller breasts (21- to 32-mm in thickness) a 25- or 28-kV Mo/Mo target/filter setting was found to be optimal and for breasts with thicknesses >45 mm, a 34-kV beam with Rh/Rh target/filter was ideal.

Often, multiple radiographic images are acquired in orthogonal 2-D views to obtain 3-D information. In a recent study, intraoperative specimen radiography yielded a sensitivity of 41% and a specificity 78% with 2-D imaging and a sensitivity of 47% and a specificity of 75% with 3-D imaging for positive margins. Although the addition of specimen radiography
lowered the number of re-excisions, it also generated a large number of false positives that led to unnecessary tissue removal. Interestingly, only a small increase in the number of re-excisions was found if 3-D radiographic imaging was used instead of its 2-D counterpart with the Faxitron Biosystem and wedge tissue holding system. Another study investigated digital breast tomosynthesis relative to digital mammography and found the former was better at identifying regions of invasive cancer, particularly in the vertical plane of the tomosynthesis data. These tomosynthesis data use x-ray projections at different angles to obtain 3-D information and create an image stack of thin slices of cross-sectional images rather than orthogonal images such as those shown earlier in this review.

This type of x-ray imaging is conventionally accepted and is the same technology (mammography and tomosynthesis) used for in vivo breast imaging. It provides volumetric image data with good fat/tissue contrast, and therefore, is readily interpreted. The subtleties of radiological reading of these images are also well developed, and providing a radiology consult to OR personnel when needed has been worked out in most medical centers. Additionally, presurgical mammogram/tomo images can be compared directly to the specimen mammogram/tomo results, allowing for improved interpretation of resection accuracy. Limitations include lack of specificity for tumor versus dense fibroglandular tissue, which diminish accuracy for margin assessment.

### 3.2.2 Micro-CT (3-D volumes)

One form of radiographic projection imaging of particular interest is micro-CT. Micro-CT uses x-ray projections in the same manner as convention CT, however, it is designed to have much higher resolution in the micrometer scale. This is important since the resolution needed to confirm margin status and the shape of microcalcifications leading to the margins in resected specimens is on this spatial scale. Micro-CT has been used in several studies to image resected tumor tissues, shaved cavity margins, and auxiliary lymph nodes in BCS. Micro-CT captures x-ray projections at many angles (typically 180) to create a volumetric dataset. Accordingly, micro-CT recovers higher soft tissue contrast because of the acquisition of multiple beam angles and use of filtered back projection reconstruction. The 3-D image volume can be used to identify tumor location in resected specimens or shaved cavity margins. Micro-CT may also be useful in lymph node analysis and assessment of mastectomy specimens. Figure 4 shows an example illustrating more accurate estimation of tumor distance from the specimen edge with micro-CT relative to 2-D radiography. Investigations of micro-CT as a predictor of whether breast microcalcifications indicate malignant or benign conditions at the tissue surface are underway because the approach provides 3-D shape analysis at sufficient spatial resolution. These microcalcifications can be used to determine which margins are most likely to contain a positive margin. Micro-CT has also been combined with other types of imaging systems such as spatial frequency domain imaging (SFDI) to create multidimensional data that may offer accurate specimen margin assessments. A recent study of fresh lumpectomy specimens was able to identify the correct margin status on 25 out of 29 patients that were able to be analyzed. There were four false negative results which lead to a sensitivity of 56% and a specificity of 100%. Another recent study of 32 patients yielded a sensitivity of 60% and a specificity of 67%.

Micro-CT generates volumetric data with reasonably high-soft tissue contrast, which is its main advantage over 2-D x-ray projection imaging. Imperfect discrimination between tumor and fibroglandular/dense tissue still occurs and limits completely accurate margin assessment of specimens. Additionally, the acquisition of multiple beam angles of data, image reconstruction, and the need to read/diagnose the volumetric 3-D results requires more time than 2-D imaging.

### 3.3 Magnetic Resonance Imaging

MRI applies high magnetic fields (0.1 to 7 Tesla) with sequenced radiofrequency signals to recover images of the...
tissue’s nuclear magnetic dipole interactions. Soft tissue differentiation is the strongest benefit of MRI and it is more sensitive to breast cancer than x-ray imaging. One study found a sensitivity of 93% and a specificity of 65%. MR images are acquired preoperatively with contrast injection and are used for surgical planning often to detect satellite lesions, which extend beyond the main malignancy.

Fig. 2 (a) Tumor mass appears far from the margin in 2-D radiography. (b) Micro-CT cross section indicates tumor closer to the edge of the specimen. (c) Histopathology slide shows tumor mass closer to edge, more similar to the micro-CT slice than the 2-D radiography image. The mammography images are limited to one or two views, while the micro-CT is full volumetric. The whole mount histology is useful but not routinely done for any lumpectomy specimens, so the value of a micro-CT is to visualize the tumor extent in all 3-D. Reprinted by permission from Ref. Springer Nature.

Fig. 3 MRI images (left) and the corresponding H&E slides (right). Each is followed by a magnified version of the portion of the image inside the viewing box superimposed on the lower magnification imaging data. Classifications are: (a) normal breast tissue, (b) fibroadenoma, (c) DCIS, (d) invasive ductal carcinoma and DCIS, and (e) invasive lobular carcinoma. The value of MRI is the best soft tissue resolution for full volumetric imaging, with high spatial resolution, while the limitation of this has always been high cost of the systems and long scan times. Adapted from Ref. Creative Commons Attribution License 4.0, Copyright 2015, Macmillan Publishers Limited.
One study of MRI applied to resected breast specimens achieved $59 \times 59 \times 94 \ \mu m^3$ spatial resolution, albeit with an imaging time exceeding hour, which is likely too long for routine surgical use. In that study, 14 pathologists provided diagnoses based on the MR images, but achieved the correct results only 36% of the time, and the accuracy of categorizing benign versus malignant lesions was only 57%. The study pathologists had no prior MR interpretation training, so their lack of experience likely affected the results negatively. Although these diagnostic performances were not very promising, study showed the feasibility of using specimen MRI, intraoperatively. Given the MR soft tissue contrast available through MRI further study is warranted in the context of specimen imaging. Figure 3 shows a number of representative cases of different breast tissue diagnoses for MR images and their corresponding H&E images. The development of low-medium field, self-shielded MRI scanners, which present a lower risk, could open up the field to use in the surgical settings. Another study used a high magnetic field (9.4 T) specimen MRI. This study found that for IDC, MRI is a very promising form of margin localization. It did note that for DCIS, this method was far less effective. It also noted the number of challenges that will make it difficult for MRI to be adopted into margin assessment in clinical practice including cost, ease of use, and imaging time, which are all serious concerns for margin management in BCS. MRI is a common modality for other uses in hospitals so using it for breast cancer margin detection is attractive since there is likely already trained staff that knows how to interpret the images. It is also attractive since it has much better soft tissue contrast than x-ray imaging does, which is the most common intraoperative technique for lowering margin rates. However, the long scan times for MR imaging and the high cost of this technique make this a nonideal solution to lowering positive margin rates in BCS.

### 3.4 Ultrasound

High-frequency ultrasound imaging of the specimen margin visualizes structural features of the tissue and its associated heterogeneity. One report of ultrasound (in a range of 20 to 80 MHz) evaluated 34 samples from 17 patients and found the technique distinguished lobular carcinoma from normal tissue with specificity of 100% and sensitivity of 86%; ductal carcinoma from normal tissue with specificity of 100% and sensitivity of 74%; benign pathologies from cancer with specificity of 80% and a sensitivity of 82%; and fat necrosis from adenoma with specificity of 80% and sensitivity of 100%. A more recent study of 132 patients reported a sensitivity of 44% and a specificity of 94%. This study notes that US may be a better alternative to specimen x-ray in cases of dense breasts, where x-ray has the most difficulty. It also notes how US is much faster and far less expensive than the more commonly used modality of specimen x-ray. Advances in ultrasound transducers and signal processing continue to be reported; hence, the value of high-frequency ultrasound to margin assessment may increase. Improved understanding of the strengths and weaknesses of this modality in the context of specimen imaging is needed, and advances such as 3-D ultrasound currently being applied to dense breasts could be utilized for specimen scanning as well. Ultrasound guidance for surgical margins provides a tool that can be useful for determining margin status in a low-cost manner, especially for women with dense breasts where other methods may not work as well. However, the necessity of larger margins (up to 10 mm being considered positive in some studies), low-sensitivity numbers, and requirement to be scanned make it so ultrasound will likely not be a full solution to the margin status problem.

### 3.5 Nuclear Medicine

Nuclear imaging involves administration of radioactive tracers in vivo, prior to surgery, and obtains diagnostic or treatment related information, accordingly. The approach provides more functional rather than structural data since it inherently depends on blood flow delivery and biological or biophysical uptake of the agent. This type of breast imaging includes detection of positron annihilation radiation and Cherenkov optical imaging, and both have been evaluated for specimen margin assessment.

Although this review is focused on imaging of surgical margins, many of these techniques can be used to assess sentinel lymph nodes as well particularly those using nuclear medicine. The sentinel lymph node is the first drainage site for breast cancers and provides information about the metastatic status of the disease.

### 3.6 Positron Emission Tomography

#### 3.6.1 Customized breast PET

18F-fluorodeoxyglucose is by far the most commonly used positron emission tomography (PET) agent, and localizes tumor based on signal intensity. This signal intensity change is from the increased metabolism of tumors and the resulting increase of glucose uptake. It can also be used to check the status of margins. In one study, a preoperative positron emission tomography/computed tomography (PET/CT) scan was acquired to characterize tumor. Images guided the resection, and since the radioactive signal could be detected ex vivo, a gamma probe assisted in the assurance of clear margins. Then a full PET/CT scan was performed on the resected tissue to determine if the amount of tumor removed matched with the extent of disease observed on preoperative imaging. A final patient exam was also performed after the surgery to localize residual tumor, if any. In the study, 18F-fluorodeoxyglucose uptake was not specific, increasing likelihood of false positive results. The method has also been used to guide tumor localization. It is important to note that this has only shown feasibility since there were only two patients involved in this initial study. Breast PET has shown a sensitivity of 92% to 96% and a specificity of 84% to 91%. Breast PET shows promise with high sensitivity and specificity. It is also a modality commonly used in hospitals for other purposes so there likely is already staff who know how to interpret the results well. However, PET is expensive, time-consuming, and invasive which makes it an unattractive solution to the positive margin percentage problem in BCS.

#### 3.6.2 Cherenkov PET

Another use of PET in margin status detection is Cherenkov luminescence imaging (CLI), which captures Cherenkov optical photons produced by PET agents present in tissue. Cherenkov photons are generated when charged particles (such as the positrons emitted by PET imaging agents) travel at a velocity faster than the speed of light in the medium. These emitted Cherenkov photons can be detected with a range of low-cost cameras or small detector technologies. The technique is attractive for
guiding surgical margins, especially if PET imaging is planned and the imaging agents are already present in the patient. This approach has been used in a study with 18F-fluorodeoxyglucose (FDG) in human patients for intraoperative breast tumor margin assessment. Promising results were found in that elevated tumor radiance was observed at 2.4 times the background tissue, at a dose of only 10's of microSv to surgical staff. However, the study was preliminary (10 patients to optimize the imaging technique followed by 12 that generated the study results), and determining the effectiveness of the technique at margin detection requires further investigation. All 12 margins were negative based on both CLI and standard histology; hence, no results on positive margins were reported. Figure 4 shows a representative case. The Cherenkov signal combined with a greyscale image is compared to radiography and H&E images. Margin status was not estimated accurately from the radiography image due to the presence of a clip. The research is continuing and is being sponsored by LightPoint Medical, Ltd. This technology shows promise especially since it inherently has all of the benefits of standard PET imaging with only minimal additional work. It is a technology for this purpose, so larger studies are needed to show sensitivity and specificity; it can be assumed that they will be at least as good as standard PET imaging. However, the drawbacks for CLI imaging are the same as those for standard PET imaging.

3.7 Electromagnetic Measurements

Electromagnetic measurement exploits portions of the electromagnetic spectrum to obtain information about how charge flows through tissue. Since biological behavior alters the electromagnetic properties of tissue, these types of measurement methods show promise in detecting changes associated with malignant tumors.

3.7.1 Radiofrequency

Tissues with different structural and molecular characteristics have different electromagnetic scattering, reflectance, and absorbance properties. Radiofrequency spectroscopy considers signals in the radiofrequency range, often delivered by a probe, to determine if the sampled tissue is malignant or benign. One system, “MarginProbe” (Dune Medical Devices, Caesarea, Israel), acquires multiple point measurements from each surface of a specimen and yields a positive or negative result for each location. Measurements of a fully excised lumpectomy require ~5 min. The accuracy of the probe has been compared to standard histology on a set of 753 measurements obtained from 76 breast specimens and was found to have a sensitivity of 70% and a specificity of 70% for all types of...
breast malignancies including DCIS. The approach performed better on larger regions of cancers near the surface. A number of clinical trials have been completed with the “MarginProbe” device including the MAST study in Israel, the US Pivotal Study in the United States, and a multicenter study in Germany. These studies have led to FDA approval of “MarginProbe” as a device to help surgeons identify positive margins. A more recent study of 596 patients where half the surgeries used the MarginProbe device and half were completed without additional guidance revealed a significant decrease in the number of re-exciisions necessary. Radiofrequency imaging offers the potential benefit of an easy to use FDA approved tool for lowering positive margins. However, it also has serious drawbacks of low sensitivity and specificity and it is based on user-guided spot scanning.

3.7.2 Bioimpedance spectroscopy

Another technology that guides surgeons to remove the entire tumor mass is the “ClearEdge™” (CE) device. It performs bioimpedance spectroscopy on the resected tissue. Bioimpedance spectroscopy is sensitive to intra and extracellular changes in tissue based on alterations in dialectic properties. The CE device is handheld, portable, and battery powered making it very easy to use in the OR. It performs a baseline measurement from the patient’s normal breast in order to evaluate differences in cellularity relative to this norm as an internal control. A study involving the CE device reported a re-excision rate of 17% with the system compared to 37% without it as part of the trial. CE completes a full scan in <5 min, the output of which is either green for fatty normal, yellow for fibrous normal, or red for tumor/abnormality, which guides the surgeon to remove more tissue, if needed. This method produced a sensitivity of between 84.3% and 87.3% and a specificity of 75.6% and 81.9%. Bioimpedance spectroscopy is a promising tool due to its fast scanning, portability, and ease of use. However, it lacks sensitivity and specificity and still has a rather large rate of reoccurrence with use.

3.8 Whole Specimen Optical Imaging

Optical methods capture photons to create images. Since photons at optical wavelengths have shallow penetration into tissue, they interrogate the surfaces of tissues effectively for margin analysis, but are limited when assessing internal structures. Whole specimen optical imaging requires wide-field methods and usually scans large areas of tissue to achieve multiple centimeters of coverage. These types of imaging systems tend to have lower spatial resolution than spot sampling, but they also tend to be much faster and cover larger areas of tissue per acquisition.

Current standard of care in BCS involves inking a specimen after removal to maintain specimen orientation during processing. This inking process involves marking each side of the specimen with a specific color of ink so that if a positive margin in found histologically the surgeon will know which side of the cavity to remove tissue from in the re-excision surgery. The timing of this inking is widely variable from institution to institution. Some hospitals now have the surgeon ink immediately after resecting the tissue to preserve orientation while at some the surgeon will place sutures on the specimen which would later be inked in the pathology department. Inking later by the pathologist has been found to be far less accurate as it is much more difficult to maintain orientation for that period of time.

One issue that can arise from this inking process is that these colored inks are highly scattering and absorbing with optical and NIR light, which can cause many of the techniques described here to be far less effective. One solution is to use different dyes, which affect NIR light less. Another possibly easier solution would be carefully increasing the “window period” between removal of specimen and inking so that optical techniques can be utilized. During this increased window, the amount of time between resection and inking is not as important as very careful handling to maintain orientation to perform inking after imaging. This is an area of research that must be carefully examined when creating protocols for techniques when they are utilized in clinical settings to not interfere with care.

3.8.1 Photoacoustic tomography

Photoacoustic tomography (PAT) harnesses laser pulses to deliver focal energy to tissue, the absorption of which releases ultrasound emissions. This method achieves contrast through hemoglobin or an exogenous agent and has imaged different types of biological tissues at reasonable depth and with high-chemical selectivity. However, it has not been used extensively for tumor margin detection, since blood-based contrast has not been found to distinguish tumor from other tissue at the margin. One group added a lipid channel as a second contrast, since a large fraction of normal breast contains fat, and acquired data at 16 wavelengths spanning 1100 to 1250 nm. The instrument scanned 4.5 cm² of tissue per minute at a 3-mm depth and achieved 125-μm axial resolution, which is sufficient for margin detection. The device achieved 100% sensitivity in a 12-specimen sample set. However, it obtained 75% specificity since dense connective tissue was evaluated to be tumor. Figure shows an example of photoacoustic images and illustrates how the contrast of fat to hemoglobin was used to assess tumor at the margin. Although this method shows promise, large improvement in use and specificity would need to be
made in order for this technology to be a viable option. The studies to date have been done on very small sample sizes and comparisons between cancer and healthy tissue only worked well for adipose tissue, not fibroglandular nor connective tissues.

3.8.2 Spatial frequency domain imaging

SFDI, also known as structured light imaging, projects patterns of light at different spatial frequencies and wavelengths to assess the surface of a surgical specimen. Information that can be obtained includes absorption coefficient, reduced scatter coefficient, oxygenated hemoglobin concentration, and deoxygenated hemoglobin concentration. These quantities are biologically relevant to cancer progression. SFDI is also a wide-field process that acquires information over a large surface area quickly. One study applied SFDI to quantify optical properties in the NIR range from 47 lumpectomy specimens. Results distinguished benign from malignant samples with 93% specificity and 79% sensitivity, and all pathology subtypes that were investigated (fibrocystic disease, fibroadenoma, DCIS, invasive cancer, and invasive cancer that was treated with neoadjuvant chemotherapy) were stratified correctly. Figure 6 shows a representative sample of spectral maps created for different tissue categories. For each pathology of tissue present, this figure shows the different optical parameters calculated and the images of these parameters. These maps are used to potentially diagnose tissue samples. The SFDI process is very fast relative to other methods, provides wide-field and quantitative images, and is very cost-effective compared to other methods. However, it does not provide high-resolution chemical or molecular information.

3.8.3 Fluorescence imaging

Fluorescence imaging records light emitted by a molecule that has absorbed energy from another source. Relative to imaging breast cancer margins, it usually involves injection of a fluorophore preoperatively followed by imaging during surgery or on the resected specimen. One study considered near-infrared (NIR) fluorescence imaging with methylene blue based on the fact that methylene blue should be taken up more in malignant cells and washed out faster in benign tissue. This approach identified tumors in 20 of 24 (83%) of patients. It was better for certain types of breast cancers (carcinomas and DCIS) relative to other subtypes (mucinous). These results are promising but are based on a small number of cases. Figure 7 shows a representative example, in which no fluorescence was detected on the surface of the resected specimen or along the walls of the surgical cavity, but was detected once the specimen was cut and the

![Fig. 6](https://www.spiedigitallibrary.org/journals/Journal-of-Biomedical-Optics) Spectral maps of different tissue types including normal tissue, fibroadenoma, DCIS, invasive cancer, and invasive cancer postneoadjuvant chemotherapy. Rows include a photograph of the cut specimen (first row) followed by the corresponding H&E images (second row). Spectral maps of scattering amplitude and scattering slope are shown in the latter two rows. This modality provides wide-field full-frame imaging capability with multispectral potential to resolve water, lipids, scattering, and hemoglobin features, at high spatial resolution. The value of this is the high resolution with full optical spectral sensitivity, while the limitations are the fact that this samples largely the surface of the tissue, and so is not volumetric. Adapted from Ref. Creative Commons Attribution License 2.0, Copyright BioMed Central Ltd.
Another NIR fluorophore that is commonly used for sentinel lymph node tracing is indocyanine green. Fluorescence margin assessment has been tested using bevacizumab-IRDye800CW targeting VEGF-A, LUM015, and ABV-620 with some success. There are also a number of label-free fluorescence imaging techniques that may show promise for use in BCS. One example of this is using autofluorescence, which uses the body’s natural emission sources. In a study of autofluorescence along with diffuse reflectance, one study of 12 patients with tumor surfaces and 28 patients with clinically normal surfaces found an 85% sensitivity and 96% specificity. Another form of label-free fluorescence is fluorescence lifetime imaging (FLIM). This method takes measurements over time after excitation and can separate different fluorophores based on their lifetime. One study using FLIM of resected tissue from 14 patients was able to achieve sensitivities and specificities in the high 90%. Fluorescence imaging shows promise as a method for positive-margin reduction due to its ability to potentially selectively target tumor cells and its ability for real-time imaging. However, it is one of the more invasive methods described here since it involves injecting a fluorophore into the patient and many fluorophores are not selectively targeting in breast tissue.

### 3.9 Spot Sampling and Microscopic Optical Imaging

Area-sampling optical imaging is similar to whole specimen imaging, except that these methods achieve higher spatial resolution, on the order of cellular features. However, they are usually much slower and are based on scanning techniques, in which many images are acquired and stitched together.

#### 3.9.1 Elastic scatter spectroscopy/diffuse reflectance spectroscopy

Elastic scatter spectroscopy (or diffuse reflectance spectroscopy) applies pulsed or continuous wave light and collects scattered light from the tissue to generate an optical spectrum. One study collected data from 24 patients involving 72 biopsies to classify samples as normal or cancerous. The approach achieved a sensitivity of 67% to 69% and a specificity of 79% to 85%. However, the method of margin detection was based on point measurements and was limited by interference from blood and/or room lights in this preliminary study. This limitation of interference with room lights was because of the preliminary nature of this study and has been solved in later studies.

Both diffuse reflectance spectroscopy and autofluorescence were captured to assess margin status in a data set consisting of 145 normal spectra from 28 patients and 34 tumor spectra from 12 patients. Results yielded a specificity of 96% and a sensitivity of 85% for cancer relative to normal tissue. This method produced a depth sensitivity of about 1 mm for both IDC and DCIS. This is adequate for invasive cancers according to consensus guidelines but for DCIS a margin of 2 mm is recommended. However, changing the geometries of these systems could be a way to obtain a greater depth sensitivity.

Another device was constructed to acquire optical spectral images of tissue using a box that probed a 1 × 3 cm area. This device used multiple fibers to scan over the specimen in order to create an image. From these images, maps of reduced scatter coefficients and light absorption (total beta-carotene and hemoglobin) were generated. Ratios of total hemoglobin or beta-carotene to the reduced scattering were formed in an average of 25 s per image area. These two ratios were evaluated to...
distinguish positive or close margins from a clear margin. The study yielded a sensitivity of 79.4% and a specificity of 66.7% on an imaging set of 48 patients and showed that the ratio of beta-carotene to reduced scatter was a better indicator of margin status than the hemoglobin to reduced scatter ratio. Another study used diffuse reflectance spectroscopy with two different models to compare the diagnostic value of each. When using a Monte Carlo-based model, they were able to achieve a sensitivity of 83% and a specificity of 80%. They also used an empirical partial least squares model and were able to achieve a sensitivity of 83% and a specificity of 76%.

Another study used light with wavelengths between 500 and 1600 nm for diffuse optical spectroscopy on a set of 102 samples. From these optical measurements, several parameters such as blood, water, and lipid volume fractions, Mie slope, Mie scatter fraction, reduced scattering amplitude, and pigment packaging factor were computed and analyzed for their diagnostic power. This study found high sensitivity (between 81% and 98% depending on the tissue type) and high selectivity (95% to 99%). This study also noted that commonly beta-carotene is used as an adipose discriminator but that lipid volume fraction was found to be a better discriminator in this study. Diffuse reflectance spectroscopy offers potentially high specificity and selectivity and is able to give a significant amount of useful information about the tissue. However, it is probe based, which leads to a good potential for user error and can take a significant amount of time to get an adequate amount of tissue sampled.

### 3.9.2 MUSE

Microscopy with UV surface excitation (MUSE) exploits the low-penetration depth of UV light to excite fluorophores at the surface of a stained tissue. The approach is relevant to margin assessment of invasive tissue in BCS, since guidelines suggest that “tumor on ink” is the requirement for a positive margin in the case of invasive cancers. It is rapid, inexpensive, and non-damaging to tissue samples and does not require the steps associated with conventional histology processing, fixing, embedding, or sectioning. MUSE does use a fluorescence dye to stain tissue. It is not useful if depth information is necessary (e.g., when assessing a positive margin for DCIS) since it relies on the shallow penetration depth of UV light, and as a result interrogates the surface of the resected specimen. Since MUSE is still in its infancy as a technique for breast tumor margin assessment, large scale studies are required to get sensitivity and specificity numbers. MUSE offers excellent information for invasive cancer margin detection but needs further study before it can be seen as a solution to the positive margin problem.

### 3.9.3 Light-sheet microscopy

Light-sheet microscopy uses decoupled illumination and collection beams for fluorescence generation and detection in order to achieve both rapid imaging of irregular surfaces and depth imaging of volumetric samples. A recent study reported the ability to image a 4-cm² tissue surface stained in acridine orange in less than a minute with an open-top light-sheet microscopy system and obtained similar information to conventional H&E staining and imaging. Figure 8 shows a representative comparison of light-sheet microscopy with H&E imaging. This shows how light-sheet microscopy matches very well with histology and better than frozen section analysis. Light-sheet microscopy is a technology that has not been applied to a large enough study yet to obtain sensitivity and specificity measurements. Light-sheet microscopy provides excellent resolution and information about the tissue surface. However, it does this at the expensive of potentially long scan times and providing too much information to digest in a surgical environment.

---

**Fig. 8** Images comparing the performance of light-sheet microscopy with histology. Images of different regions with different magnifications and their corresponding histology images are shown. Results from frozen-sectioning imaging are also included and suggest improved performance with light-sheet microscopy. The value of this type of system is the extremely high spatial resolution and the ability to augment pathology imaging, whereas the limitations here are the fact that the scan times could be lengthy and the information could be too dense for surgical use. Reprinted by permission from Ref. 103 Springer Nature.
### 3.9.4 Nonlinear microscopy

Several types of nonlinear microscopies are available and include incoherent nonlinear methods such as two-photon fluorescence as well as coherent nonlinear approaches such as second harmonic signal generation or coherent anti-Stokes Raman scattering.

One study evaluated 179 specimens from 50 patients to determine if nonlinear microscopy has merit for intraoperative margin assessment. Two-photon microscopy was acquired from samples that were stained with acridine orange for nuclear imaging. The approach offered the benefit that data were obtained on fresh intact samples without a need for sectioning, fixing, or embedding associated with other methods such as frozen sectioning, although extrinsic staining with acridine orange was required. Resulting images were false-colored to match closely the colors that would appear with H&E staining in order to present familiar information to the pathologist. This false coloring used to create these pseudo-H&E slides came from the two-photon fluorescence from acridine orange for the blue and the second harmonic generation for the pink areas representing collagen. Results showed 95.4% sensitivity and 93.3% specificity on average in classifying benign and invasive cancer samples relative to corresponding H&E diagnoses. Figure 9 shows nonlinear microscopy images acquired from a specimen with invasive ductal carcinoma and compares them to confocal fluorescence and H&E images. This shows the correlation between the false-color images created using nonlinear microscopy and H&E images. The study concluded that confocal fluorescence microscopy offered similar information to nonlinear microscopy, but at much lower cost. When magnification was increased significantly, a blurring effect did occur with confocal fluorescence microscopy (CFM); however, nonlinear microscopy offers molecular information with very strong sensitivity and specificity. However, its largest drawbacks are its small region sampling leading to long scan times if large area coverage is wanted and its cost due to the high cost of the short-pulse lasers used.

### 3.9.5 Optical coherence tomography

Optical coherence tomography (OCT) applies NIR light to create micron-scale images of subsurface tissue structure up to...
2 mm below the surface. Data can be produced in real time and are multidimensional. OCT takes advantage of the highly scattering nature of tumor cells (because of their higher nucleus-to-cytoplasm ratio) relative to the large, low-scattering behavior of adipose cells. When used to determine margin status, OCT identifies regions of highly scattering, heterogeneously scattering, and tightly packed cells. Cauterized tissue and surface blood can interfere with OCT; however, these effects are visually apparent on the sample before OCT acquisition. The highly scattering characteristic of cancerous cells and their heterogeneity can also be distinguished from the low scattering of blood and cauterized tissue which are largely confined to the surface of the sample. In a study of 20 patients, OCT yielded a specificity of 82% and a sensitivity of 100% (9 true positives, 9 true negatives, 2 false positives, and 0 false negatives) in predicting margin status of lumpectomy specimens. Dyes do not affect OCT since they absorb in the lower wavelengths of light; for example, around 1300 nm in this study. Scans of 1 cm² surface regions of tissue can be acquired in seconds with a lateral resolution of 35 μm. However, it is worth noting that lumpectomy sites are usually larger than 1 cm², so this could take several minutes to analyze based on how large the sample is and the amount of time it would take to rotate the sample. OCT can be used both in the resected specimen and in the surgical cavity. A representative sample, which includes normal tissue, common artifacts such as those caused by blood or cauterized tissue, and tumor is shown in Fig. 10. A handheld probe was swept across a tumor bed or a resected sample similarly to the way conventional ultrasound is used. Here, data from 35 patients yielded an average sensitivity of 91.7% and an average specificity of 92.1% based on image assessments provided by five trained OCT readers. Another study evaluated specimens from 46 patients at 2 different hospitals with a handheld OCT probe, which also involved interferometric synthetic aperture image processing read by three trained physicians. This study acquired 2191 images of 229 shaved margins obtained from these patients. The device achieved a sensitivity of 55% to 65% and a specificity of 68% to 70%. OCT images require a trained reader who must be in the OR at time of surgery, which is labor-intensive and logistically difficult. There are also companies such as Perimeter Medical which are developing commercial systems for intraoperative OCT. OCT offers high resolution, depth scans in real time, which makes it an attractive technology for use in lowering the number of positive margins. However, it has some serious drawbacks including the need for a trained operator to be present of the surgery and that it is spot sampling so it requires potentially long times to scan the entire specimen.

3.9.6 Raman spectroscopy

Raman spectroscopy sources monochromatic light in the visible, NIR, or near-ultraviolet range to obtain chemical information about a sample. It exploits the Raman effect or inelastic scattering of photons to virtual energy states, and their resulting gain or loss of energy from interactions with vibrational modes of the material being interrogated. The effect is measured through shifts in energy caused by the phenomenon. Certain shifts are known to be associated with specific types of biological material, which indicates Raman spectroscopy can be very sensitive to the biochemical makeup of tissue. Raman spectroscopy is very specific to the molecular makeup on the region analyzed; however, signal intensity is weak. Since these signal levels are low, data acquisition may need to involve long collection times, which are nonideal for a surgical setting. Raman spectroscopy produces information at a subcellular level noninvasively, label-free and is not contaminated by water. It detected margin status with 93.3% accuracy on a data set of 31 spectra acquired from 9 patients. Unfortunately, the data set contained only one positive margin and is limited in this regard. The method also depends on point measurements and records spectra at a rate of 1 Hz. Figure 11 shows Raman spectra from this study for normal breast tissue, fibrocystic change, and DCIS, along with their corresponding coefficients. Another study developed a probe that used spatial-offset raman spectroscopy to determine margin status up to 2 mm below the surface of excised specimens with 95% sensitivity and 100% specificity in 35 samples. However, the system acquired point measurements which caused the margin assessments to be laborious and time-intensive. Another study reported results from a device, “Marginbot,” which is an automated scanning system for the surface of a tissue sample. The instrument automatically scanned the surface of the sample using a probe-based system and provided its margin status in <15 min. It distinguished fibroadenoma from fatty areas of mastectomy samples with 93% sensitivity and 85% specificity, but these positive results are yet to be replicated in true mastectomy specimens since this study used mastectomy samples. Raman spectroscopy offers chemical information about the tissue noninvasively, which is a benefit for identifying positive margins in BCS. However, the technology has large drawbacks.
for BCS including that it is spot-sampling-based and that it requires long scan times that would likely be too long for use in a surgical setting.

Another form of Raman scattering is found in Raman-encoded molecular imaging (REMI), which incorporates nanoparticles that are surface-enhanced Raman-scattering (SERS) entities that are topically applied to specimen surfaces. One study evaluated both targeted and nontargeted SERS nanoparticles and their concentration ratios to determine the presence of malignancy at the tissue surface. Four biomarkers, HER2, mER, EGFR, and CD44, were considered. Tissue was stained, rinsed, and raster scanned to create an image that was spectrally demultiplexed in about 10 to 15 min. Sensitivity of 89.3% and specificity of 92.1% were found based on over-expression of one or more of these biomarkers. This imaging method is only applicable to the tissue surface, thus, it is not able to tell if margins are clear 2 mm below the surface for DCIS. REMI is attractive as a technology for use in identifying positive margins since it provides relevant biological information in these biomarkers. It does suffer from the need for use of applied nanoparticles and long scan times.

4 Discussion

Table lists each of the techniques discussed in this review and how they compare based on common clinical and technical concerns. Each technique offers benefits and pitfalls. These rankings are based upon each modality’s strengths and weaknesses as discussed based on the literature cited earlier. The scores and weights reflect a consensus statement by the authors of this paper. Some of the criteria are more subjective than others. The best approaches according to Table criteria appear to be SFDI, bioimpedance spectroscopy, and radiofrequency. The best method for imaging the interior of specimens to discern tumor extent is micro-CT. Overall, optical methods show the most promise because they collect information quickly and some achieve the penetration depths required to meet current consensus definitions of clear margins.

It may be important to note that although the focus of this review is on techniques which take measurements of resected tissue, it is possible to use some of these techniques directly on the cavity wall in vivo. This comes with both benefits and pitfalls. The largest benefit would be that if imaging the tumor bed, the surgeon can immediately remove the exact area where the malignancy is rather than basis the resecting on where on the removed tissue contains a positive margin. A rather large drawback of this is that the conditions for measuring are far less able to be controlled such as background lighting and blood. Cavity walls are unable to be registered with pathology as well, unless extra tissue is removed after measurement.

4.1 Hybrid Systems

Systems that incorporate multiple types of complementary imaging to yield a more complete picture of the resected tissue may offer more complete advantages. An example might be a radiographic system used to obtain 3-D image data on internal structure and tumor confirmation inside the resected specimen tissue, combined with an optical system to gain more detailed image data on surface margins. Radiological systems tend not to be very accurate in assessing tumor at specimen surfaces while optical systems often have limited penetration depth and provide less information about the interior of the tissue. Another hybrid approach might be one where a system provides interior imaging that guides application of a second, specific, high-accuracy approach, which involves more time and effort to use. For example, combining a wide-field imaging approach with a point assessment system to yield new information is an appealing strategy. According to Table the best system for assessing the specimen interior and tissue volume is micro-CT, whereas the best systems for evaluating the tissue surface are SFDI, spectral imaging, and radiofrequency imaging. Figure shows an example of a hybrid system that combines SFDI with a micro-CT scanner. This pair may be ideal because each subsystem provides complementary information. Micro-CT provides tumor confirmation and localization and guides localization of the SFDI acquisition, which offers much better information on margin status at the surface of the specimen.

5 Conclusions

Significant clinical need exists for better margin detection intraoperatively because 15% to 35% of BCS patients need a second surgery to remove more tissue when a positive margin is found. Several methods are available that are already part of standard-of-care but they all have significant clinical and technical limitations that have precluded wide-spread adoption. A number of methods are being investigated to meet the clinical need better. This paper reviewed a number of these approaches and compares them in terms of clinical and technical criteria. Based on these comparisons, the most promising techniques for margin detection are optical methods based on their rapid acquisition of image data, nondestructive characteristics, and penetration depths sufficient to meet consensus guidelines for establishing clear margins in BCS.

Technologies to determine margin status have been developed to have high sensitivity and selectivity. However, no current modality has matured into a complete solution to the margin

Fig. 11 Raman spectra and fit coefficients for (a) normal breast tissue, (b) fibrocystic change, and (c) DCIS. The use of Raman has progressed to mapping, but the low-signal levels have limited to point sampling largely from imaging, and so the major barrier in this area has been the logistics of application in a time efficient manner to large specimens. But the attraction to having native molecular specific information about the tissue has always been a driving factor in utilizing this methodology for true molecular specific detection of disease. Adapted with permission from Ref. AACR.
Table 2: Techniques discussed in this review weighted by common clinical and logistical concerns. Scores of 1 are the lower and scores of 5 are the best. The clinical issue sections such as tumor extent inside, surface for invasive, and 2 mm for DCIS scores are based upon the modality’s ability to measure at that scale and the resolution of the system at that scale. The lack of user/reader necessity ranking is based on the amount of extra staff and training needed to use the modality. Interior versus surface shows whether a system measures through the whole specimen or if it measures the surface to look for malignancy. For the section short time, a relative ranking was given rather than exact measurement times due to the evolving nature of many of these modalities. Times are for preparation and measurement time. These relative times are grouped as follows: a score of 1 is days, a score of 2 is roughly an hour, a score of 3 is in the tens of minutes, and a score of 4 is in minutes. Robust performance involves the ruggedness of the measurements as well as the amount of data reproducibility.

<table>
<thead>
<tr>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
</tr>
</thead>
<tbody>
<tr>
<td>Clinical</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Large area scan</td>
<td>4</td>
<td>5</td>
<td>5</td>
<td>4</td>
<td>4</td>
<td>3</td>
<td>1</td>
<td>2</td>
<td>2</td>
<td>1</td>
<td>2</td>
<td>1</td>
<td>4</td>
<td>4</td>
</tr>
<tr>
<td>Extent of tumor inside/tumor</td>
<td>5</td>
<td>4</td>
<td>5</td>
<td>4</td>
<td>5</td>
<td>2</td>
<td>1</td>
<td>2</td>
<td>2</td>
<td>1</td>
<td>2</td>
<td>1</td>
<td>4</td>
<td>5</td>
</tr>
<tr>
<td>confirmation</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Surface for invasive</td>
<td>5</td>
<td>1</td>
<td>2</td>
<td>1</td>
<td>1</td>
<td>4</td>
<td>4</td>
<td>1</td>
<td>3</td>
<td>3</td>
<td>4</td>
<td>3</td>
<td>5</td>
<td>5</td>
</tr>
<tr>
<td>2-mm depth for DCIS</td>
<td>5</td>
<td>1</td>
<td>2</td>
<td>1</td>
<td>1</td>
<td>4</td>
<td>4</td>
<td>4</td>
<td>3</td>
<td>4</td>
<td>3</td>
<td>3</td>
<td>3</td>
<td>5</td>
</tr>
<tr>
<td>Lack of user/reader necessity</td>
<td>3</td>
<td>2</td>
<td>2</td>
<td>1</td>
<td>1</td>
<td>3</td>
<td>5</td>
<td>5</td>
<td>3</td>
<td>4</td>
<td>3</td>
<td>3</td>
<td>3</td>
<td>5</td>
</tr>
<tr>
<td>Logistical/technical</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Interior (I) versus</td>
<td>I</td>
<td>I</td>
<td>I</td>
<td>I/S</td>
<td>S</td>
<td>S</td>
<td>S</td>
<td>S</td>
<td>S</td>
<td>S</td>
<td>S</td>
<td>S</td>
<td>S</td>
<td></td>
</tr>
<tr>
<td>surface (S) view</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Spot-based (S) versus</td>
<td>W</td>
<td>W</td>
<td>W</td>
<td>W</td>
<td>W</td>
<td>S</td>
<td>S</td>
<td>S</td>
<td>W</td>
<td>W</td>
<td>S</td>
<td>S</td>
<td>S</td>
<td></td>
</tr>
<tr>
<td>wide field (W)</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Small data volume</td>
<td>2</td>
<td>2</td>
<td>2</td>
<td>3</td>
<td>4</td>
<td>2</td>
<td>4</td>
<td>2</td>
<td>2</td>
<td>1</td>
<td>1</td>
<td>4</td>
<td>3</td>
<td>4</td>
</tr>
<tr>
<td>Short time</td>
<td>3</td>
<td>4</td>
<td>3</td>
<td>3</td>
<td>3</td>
<td>4</td>
<td>4</td>
<td>4</td>
<td>4</td>
<td>3</td>
<td>3</td>
<td>4</td>
<td>1</td>
<td></td>
</tr>
<tr>
<td>Lack of processing/stain</td>
<td>3</td>
<td>2</td>
<td>2</td>
<td>2</td>
<td>1</td>
<td>1</td>
<td>5</td>
<td>5</td>
<td>5</td>
<td>1</td>
<td>2</td>
<td>2</td>
<td>1</td>
<td></td>
</tr>
<tr>
<td>Robust performance</td>
<td>4</td>
<td>5</td>
<td>5</td>
<td>4</td>
<td>2</td>
<td>4</td>
<td>3</td>
<td>4</td>
<td>3</td>
<td>4</td>
<td>4</td>
<td>3</td>
<td>4</td>
<td>5</td>
</tr>
<tr>
<td>Low cost</td>
<td>4</td>
<td>4</td>
<td>3</td>
<td>2</td>
<td>1</td>
<td>2</td>
<td>4</td>
<td>4</td>
<td>5</td>
<td>3</td>
<td>5</td>
<td>4</td>
<td>5</td>
<td></td>
</tr>
<tr>
<td>Total</td>
<td>134</td>
<td>161</td>
<td>134</td>
<td>135</td>
<td>121</td>
<td>164</td>
<td>151</td>
<td>177</td>
<td>161</td>
<td>198</td>
<td>157</td>
<td>162</td>
<td>151</td>
<td>186</td>
</tr>
</tbody>
</table>
problem currently facing BCS. Ideally, a system would be able to detect malignancy on the surface quickly while keeping false positive margins low to avoid removing excess tissue. Ideally, but less importantly, a system would be able to confirm tumor localization as well as determining margin status. This would prove that not only is there not tumor on the surface, but also that the tumor is contained within the resected tissue. The ideal system would also need to be rapid, low-cost, and easy to use, with sensitivity near 95% and specificity near 85%. As technologies evolve, they will have to be tested in appropriate single-center then multicenter trials to confirm their performance metrics.

Disclosures
No conflicts of interest, financial or otherwise, are declared by the authors.

Acknowledgments
This work has been funded by the National Institutes of Health under Grant No. R01 CA192803.

References


Biographies for the authors are not available.