Coordinate measuring method with two operation modes based on the adjustable articulated arms

Lianqing Zhu
Weixian Li
Zhikang Pan
Yangkuan Guo
Qingshan Chen
Coordinate measuring method with two operation modes based on the adjustable articulated arms

Lianqing Zhu, a,b,* Weixian Li, a,b Zhikang Pan, a,b Yangkuan Guo, a,b and Qingshan Chen a,b

*Address all correspondence to: Lianqing Zhu, E-mail: zhulianqing@sina.com

Beijing Information Science and Technology University, Beijing Key Laboratory of Optoelectronic Measurement Technology, Beijing 100192, China

Beijing Engineering Research Center of Optoelectronic Information and Instrument, Beijing 100192, China

Abstract. A coordinate measuring method with two operation modes, based on the adjustable articulated arms, is proposed to keep measurement capability in global space and improve the measurement precision in local space. The adjustable articulated arm coordinate measuring machine (AACMM) with an electromagnetic locking device can automatically switch between the all-free articulated arms operation mode and the partially bound articulated arms operation mode. In the former mode, three arms and six articulations can freely move and measure the coordinates of any point in global space. In the latter mode, the front two articulations are locked to improve the measurement precision by decreasing the importation of angle errors in the local space. A prototype of the adjustable AACMM has also been designed and developed. A mathematical model for the adjustable AACMM has been built. Theoretical analysis and numerical simulation show that the partially bound AACMM performed much better than the all-free AACMM in single point repeatability and length measurement precision in the local space. Therefore, the proposed coordinate measuring method based on the adjustable articulated arms is verified as being effective.

Keywords: articulated arm; coordinate measuring machine; adjustable.

Paper 140518SS received Apr. 1, 2014; revised manuscript received May 11, 2014; accepted for publication May 16, 2014; published online Jun. 25, 2014.

1 Introduction

The coordinate measuring machine has been applied extensively as a key precise tool for guaranteeing product quality in the automobile and ship manufacturing industries. 1,2 Although the traditional orthogonal coordinate measuring machine has high measurement precision, its usage on onsite applications is extremely limited by its complex structure, high cost, and strict ambient demands. Because of this, the nonorthogonal coordinate measuring machine has made rapid developments in the last two decades. For example, the flexible articulated arm coordinate measuring machine (AACMM), characterized with simple structure, low cost, and portability, has been broadly applied in those industries that have a low measurement precision requirement. 3,6

The articulated arm coordinate measuring machine is designed as a serial, spatial, open-linked structure. It usually consists of three arms and six articulations and can move freely in multiple degrees of freedom. The error of every arm and articulation will be accumulated and transmitted step-by-step toward the end in an amplificatory way. For years, the measurement precision has impeded further application of the AACMM. Researchers as well as manufacturers have carried out various works in the hierarchies of system structure design and system model calibration. In the former, the tolerances of elements and assemblies have been improved. In the latter, different calibration methods have also been developed for better precision. 3,9 Hamana et al. proposed a calibration method for the kinematic parameters of the AACMM using spherical center coordinates. Santolaria et al. presented a new technique for capturing data that allows the subsequent identification of the AACMM kinematic parameters and a new repeatability error measurement correction method based on Fourier polynomials. Sladek et al. proposed a description of modeling and the identification of errors of the AACMM based on a metrological model.

In addition to the pursuit of improvement in structure design and model calibration, we pay attention to the real operation situation. Although the AACMM has a large measurement space, most measurement tasks in real applications are limited in a local space, where some, but not all, of the arms and articulations are needed to move. In those cases, decreasing the system’s degrees of freedom of motion obviously can reduce the importation of errors and improve the measurement precision significantly. From this point of view, the contribution of this paper is not to make an improvement in structural design or model calibration, but to break the current measurement mode of the AACMM. A new coordinate measuring method based on the adjustable articulated arms for the AACMM in two operation modes is proposed. This measurement method will maintain the measurement capability in global space and improve the measurement precision in local space.

2 Adjustable Strategy and Implementation

2.1 Adjustable Strategy

The authors’ previous studies showed that the front articulations generally have a greater impact on the measurement precision. 10,11 Thus, if one front articulation is locked, the front articulation error is not imported to the measurement,
and the precision may be improved. This paper presents a coordinate measuring method based on the adjustable articulated arms. The word “adjustable” means the AACMM has two operation modes: one with all-free articulated arms to maintain coordinate measurement ability in global space (which is the traditional coordinate measurement) and the other with partially bound articulated arms, achieved by locking the first two articulations to improve the coordinate measurement precision in the local space. In the meanwhile, the adjustable articulated arms could automatically switch between the above two operation modes. Figure 1 shows the operation scheme of the adjustable AACMM.

The locking device, whose essence is to lock the rotating articulation of the arms, is the key to the adjustable AACMM. This paper develops an electromagnetic locking device, which can precisely and automatically lock and unlock the articulation at any position. As shown in Fig. 2, the locking device consists of an electromagnetic base and an electromagnetic coil. They are fixed with two sides of one articulation kinematic pair. When the locking device is powered off, there is no constraint between the base and the coil, so the articulating kinematic pair can move freely. When the locking device is powered on, a force constraint is placed between the base and the coil, and the articulating kinematic pair will be locked firmly. The force of the device can be increased by increasing the coil turns to meet the maximum force required. Most importantly, the locking device can be controlled to realize the automatic switch between the all-free articulated arms operation mode and the partially bound articulated arms operation mode.

2.2 Adjustable Measurement System

Figure 3 shows an adjustable AACMM with the electromagnetic locking device designed and developed in this paper.

The prototype consists of a base, three arms, six articulations, two locking devices, and a probe. The two locking devices are placed in articulations 1 and 2, respectively. Articulated arm 1 and the base, as the supports of the other parts of the prototype, are made in the shape of barrel by 40Cr steel to reduce distortion. Articulated arms 2 and 3, which are supposed to move in any direction, are made in the shape of thin barrel by carbon fiber to reduce weight.

The neighborhood articulated arms are connected with double cross-articulations, as shown in Fig. 4(a). The cross-articulations can rotate along two vertical directions independently. Every articulation is equipped with a circular grating angle sensor to measure the articulation angle. Figure 4(b) shows the M1800 angle sensor from MicroE, Bedford, Massachusetts installed on the surface of the articulation bearing.

The locking devices, shown in Fig. 5, have been developed taking into consideration the structures and the force requirements of articulations 1 and 2.

3 Adjustable Mathematical Model

The adjustable AACMM consists of three arms, six articulations, and two locking devices. Figure 6 shows the structure and coordinate frames of the adjustable AACMM. \( \{O_pX_pY_pZ_p\} \) is the base coordinate frame and \( \{O_{ip}X_{ip}Y_{ip}Z_{ip}\} \) is the probe coordinate frame \( \{O_iX_iY_iZ_i\} \). \((i = 1−6)\) is the articulation coordinate frame defined at each articulation.

The D–H model, proposed by Denavit and Hartenberg, is used in the mathematical modeling of the adjustable AACMM. There are four types of structure parameters in the D–H model: (1) arm length \(d_i\) is the distance between...
adjacent rod length between the X-axis; (2) articulation length $a_i$ is the distance between the adjacent Z-axis; (3) twist angle $\alpha_i$ is the angle between the adjacent Z-axis with the right hand around the X-axis as the positive; and (4) articulation angle $\theta_i$ is the angle between the adjacent X-axis with the right hand around the $Z_{i-1}$-axis as the positive. According to the D–H method, the homogeneous transformation matrix from $\{O_{i-1}X_{i-1}Y_{i-1}Z_{i-1}\}$ to the coordinate system $\{O_iX_iY_iZ_i\}$ ($i = 1–6$) is

$$T_{i-1,i} = \begin{bmatrix} \cos \theta_i & -\sin \theta_i & \cos \alpha_i & a_i \cos \theta_i \\ \sin \theta_i & \cos \theta_i & \sin \alpha_i & a_i \sin \theta_i \\ 0 & 0 & \cos \alpha_i & d_i \\ 0 & 0 & 0 & 1 \end{bmatrix}. \quad (1)$$

Let the homogeneous coordinates of the probe $P$ in the sixth articulation coordinate frame $\{O_6X_6Y_6Z_6\}$ be $X_6 = [l_1, l_2, l_3, 1]^T$ and the homogeneous coordinates in the base coordinate frame $\{O_0X_0Y_0Z_0\}$ be $P_0 = [x, y, z, 1]^T$. The mathematical measurement model for the adjustable AACMM is

$$P_0 = \left( \prod_{i=1}^{6} T_{i-1,i} \right) X_6. \quad (2)$$

In the partially bound articulation arms operation mode, articulations 1 and 2 ($\theta_1$ and $\theta_2$) are fixed, while the other four ($\theta_3$–$\theta_6$) can rotate freely. In the all-free articulation arms operation mode, all six articulations can move freely and $\theta_1$–$\theta_6$ can change freely. Therefore, the all-free AACMM has a set of structural parameters $\xi_{\text{str}} = \{l_1, l_2, l_3, a_i, \alpha_i, d_i\}, i = 1–6$ and a set of extrinsic parameters $\xi_{\text{ex}} = \{\theta_i\}, i = 1–6$. But the partially bound AACMM has a set of structural parameters $\xi_{\text{str}} = \{l_1, l_2, l_3, a_i, d_i, \theta_1, \theta_2\}, i = 1–6$ and a set of extrinsic parameters $\xi_{\text{ex}} = \{\theta_i\}, i = 3–6$. Both operation modes and their parameter sets construct the adjustable AACMM and its mathematical model.
4 Analysis and Test

4.1 Measurement Precision Analysis

The measurement precision of the AACMM is affected by many factors, such as parameter error and environmental error. The parameter error is one of the most important errors, mainly produced in the machining and assembly process. The four types of parameters in the transformation matrix of the D–H model have great influence on the measurement precision. According to the structure and extrinsic parameters of the all-free AACMM, the measurement error of the probe can be denoted as

\[
\Delta \hat{p}_0 = \left( \frac{\partial p_0}{\partial \hat{\xi}_{\text{str}}} \Delta \hat{\xi}_{\text{str}} \right) + \left( \frac{\partial p_0}{\partial \hat{\xi}_{\text{ex}}} \Delta \hat{\xi}_{\text{ex}} \right) = \left[ \sum_{m=1}^{8} \frac{\partial p_0}{\partial \Delta l_m} \Delta l_m \right] + \left[ \sum_{i=1}^{6} \left( \frac{\partial p_0}{\partial \Delta a_i} \Delta \hat{a}_i + \frac{\partial p_0}{\partial \Delta \alpha_i} \Delta \hat{\alpha}_i \right) \right] + \left[ \sum_{i=1}^{6} \frac{\partial p_0}{\partial \Delta \theta_i} \right].
\]  

(3)

Fig. 7 Eighty-eight points in a local space.

In the same way, the measurement error of the probe for the partially bound AACMM can be denoted as

\[
\Delta \hat{p}_0 = \left( \frac{\partial p_0}{\partial \hat{\xi}_{\text{str}}} \Delta \hat{\xi}_{\text{str}} \right) + \left( \frac{\partial p_0}{\partial \hat{\xi}_{\text{ex}}} \Delta \hat{\xi}_{\text{ex}} \right) = \left[ \sum_{m=1}^{8} \frac{\partial p_0}{\partial \Delta l_m} \Delta l_m \right] + \left[ \sum_{i=1}^{6} \left( \frac{\partial p_0}{\partial \Delta a_i} \Delta \hat{a}_i + \frac{\partial p_0}{\partial \Delta \alpha_i} \Delta \hat{\alpha}_i \right) \right] + \left[ \sum_{i=1}^{6} \frac{\partial p_0}{\partial \Delta \theta_i} \Delta \hat{\theta}_i \right].
\]  

(4)

Although these two AACMM operation modes have different model parameters, they have the same model equation. So, after system calibration, the same model parameters could be supposed to have equal errors theoretically, meaning \(\Delta l_m = \Delta l_m\) for \(m = 1–3\), \(\Delta a_i = \Delta \hat{a}_i\), \(\Delta \alpha_i = \Delta \hat{\alpha}_i\), and \(\Delta \theta_i = \Delta \hat{\theta}_i\) for \(i = 1–6\).

Due to structural design and assembly error, there is an articulation angle error between the indication and true angle. As the extrinsic parameters, the same articulation angles of the two AACMM operation modes should have the equal errors \(\Delta \theta_i = \Delta \hat{\theta}_i\) for \(i = 3–6\).

Therefore, the difference of the measurement error between these two operation modes is

\[
\Delta p_0 - \Delta \hat{p}_0 = \left| \frac{\partial p_0}{\partial \Delta \theta_1} \right| (\Delta \theta_1 - \Delta \hat{\theta}_1) + \left| \frac{\partial p_0}{\partial \Delta \theta_2} \right| (\Delta \theta_2 - \Delta \hat{\theta}_2). \quad (5)
\]

Parameter calibration is aimed at true value, so the error after calibration should be less than the error before calibration. Thus, the articulation angles as the structure parameters are clearly more accurate than the ones as the extrinsic parameters, and \(\Delta \theta_1 \leq \Delta \hat{\theta}_1, \Delta \theta_2 \leq \Delta \hat{\theta}_2\), and \(\Delta p_0 \leq \Delta \hat{p}_0\). Therefore, in theory, the measurement error of the partially bound AACMM should be less than the one of the all-free AACMM. That is to say, the partially bound AACMM operated in the local space could improve the measurement precision.

Fig. 8 Single point repeatability under the two modes of the adjustable AACMM for the 88 points.
4.2 Measurement Precision Test

To illustrate the improvement in precision from the all-free AACMM to the partially bound AACMM, precision tests for single point repeatability and length measurement precision are performed through numerical simulation. Under the partially bound operation mode, articulations 1 and 2 are fixed at the angles of 0 and −60°, respectively. Under the all-free operation mode, all six articulations can rotate freely. Table 1 shows the parameters and their errors to be set in simulation. A set of 88 points are tested under these two modes, respectively, and each point is measured by 50 different sets of articulation orientations. As shown in Fig. 7, these 88 points lie in a local space of $1 \times 1 \times 1$ m$^3$.

### 4.2.1 Single point repeatability test

After the adjustable AACMM is calibrated by the method presented in Ref. 13, the single point repeatability of each test point is defined as

$$\sigma = 2 \sqrt{\frac{\sum_{i=1}^{n}[(x_i - \bar{x})^2 + (y_i - \bar{y})^2 + (z_i - \bar{z})^2]}{n - 1}}.$$  \hspace{1cm} (6)

For our work, $n$ is equal to 50. Figure 8 shows the single point repeatability errors of the 88 points calculated based on the calibrated partially bound and all-free AACMM. The maximum single point repeatability of the all-free AACMM is 0.5342 mm, while the maximum single point repeatability of the partially bound AACMM is 0.0541 mm. Therefore, the single point repeatability of the partially bound AACMM is improved by about 10 times that of the all-free AACMM in the local space.

### 4.2.2 Length measurement precision test

Centering on the distance between any two points of the above 88 points, the length measurement error is defined as

$$\text{RMS} = 2 \times \sqrt{\frac{\sum_{i=1}^{n} (d_i - D)^2}{n}}.$$  \hspace{1cm} (7)

where $d_i$ is the distance between two points by the $i$th measurement, $D$ is the true value distance between these two points, and $n = 50$. The length test performed over the 3828 distances of the 88 points in the local space shows that the maximum length measurement error of the all-free and partially bound AACMM is 0.6387 and 0.0908 mm, respectively. Figure 9 shows the length measurement error under the two modes of the adjustable AACMM for any 100 distances chosen from the 3828 distances. The length measurement precision of the partially bound AACMM is improved by about seven times compared to that of the all-free AACMM in the local space. Additionally, the length measurement error of the longer distance is not meant to be bigger. According to previous research,10,11 the distribution of the length error in the AACMM is nonlinear and related to the articulation orientation.

### 5 Conclusion

In this paper, a coordinate measuring method with two operation modes based on the adjustable articulated arms is proposed. The adjustable AACMM with two electromagnetic locking devices can automatically switch between the all-free articulated arms and the partially bound articulated arms operation mode. In the all-free articulated arms mode, three arms and six articulations can rotate freely in global space. In the partially bound articulated arms mode, the front two articulations are locked to decrease the import of angle errors. A mathematical model for the adjustable AACMM is also built in this paper. Theoretical analysis and numerical simulation show that the partially bound articulated arm coordinate measuring machine is more precise than the all-free one in the local space. Therefore, the proposed coordinate measuring method based on the adjustable articulated arms is verified as being effective. Future work will be

<table>
<thead>
<tr>
<th>Table 1</th>
<th>Simulation parameters and their errors of the adjustable AACMM.</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td>Simulation parameters</td>
</tr>
<tr>
<td></td>
<td>1</td>
</tr>
<tr>
<td>$d_i$ (mm)</td>
<td>278</td>
</tr>
<tr>
<td>$a_i$ (mm)</td>
<td>0</td>
</tr>
<tr>
<td>$\alpha_i$ (deg)</td>
<td>$-90$</td>
</tr>
<tr>
<td>$l_i$ (mm)</td>
<td>0</td>
</tr>
</tbody>
</table>
conducted on the calibration and real measurement applications of this prototype.

Acknowledgments
This work was supported by the National Natural Science Foundation of PR China (Grant Nos. 51075038 and 51375057), the General Program of Science and Technology Project of Beijing Municipal Education Commission (No. KM201411232004), and the Program for Changjiang Scholars and Innovative Research Team in University of IR1212.

References


Lianqing Zhu received his master’s degree of control science and engineering in HeFei University of Technology in 1989 and earned his PhD degree in Harbin Institute of Technology in 2012. Now, he is a professor at the Beijing Information Science and Technology University. His main research interests focus on biological medicine inspection technology and instrument, precise optical-electrical test technology, and so on.

Weixian Li received her bachelor’s degree and PhD degree of precision instrument and machinery in Beihang University in 2007 and 2013, respectively. Now, she is a lecturer at Beijing Information Science and Technology University. Her main research interests focus on machine vision, optical-electrical test technology, and so on.

Zhikang Pan received his master’s degree in technology and instrument measurement from Beijing Institute of Technology in 2003, and now he is a lecturer at Beijing Information Science and Technology University. His main research interests focus on precise optical-electrical test technology.

Yangkuan Guo received his PhD degree of instrument science and technology in Tsinghua University in 2005. Now, he is a professor at Beijing Information Science and Technology University. His main research interests focus on precise optical-electrical test technology and so on.

Qingshan Chen received his PhD degree of physical electronics from Beijing University of Posts and Telecommunications in 2009. Now, he is a senior engineer at Beijing Information Science and Technology University. His main research interests focus on precise optical-electrical test technology and so on.