Retinal imaging with a low-cost micromachined membrane deformable mirror

Dirk-Uwe Bartsch
University of California San Diego
UCSD Shiley Eye Center
9500 Gilman Drive
La Jolla, California 92093

Lijun Zhu
P. C. Sun
Shaya Fainman
University of California San Diego
Department of Ophthalmology and
Department of Electrical Engineering
9500 Gilman Drive
La Jolla, California 92093

William R. Freeman
University of California San Diego
UCSD Shiley Eye Center
9500 Gilman Drive
La Jolla, California 92093

Abstract. Purpose: To study the retina in normal subjects with a high-resolution imaging system using adaptive optics for wave front aberration correction. Methods: We used a low-cost 37-element micromachined membrane deformable mirror (MMDM) with a continuous membrane as the reflective surface. A Hartmann–Shack wave front sensor with cooled charge coupled device camera was used to measure the wave front aberration. Zernike polynomials were used to describe the wave front shape. We developed a mirror control system to compensate for wave aberrations. We tested this instrument in normal subjects. Results: We were able to image the retina in monochromatic laser light and document the increase in resolution. While it is hard to estimate the exact size of the smallest structures in the image, we were able to subjectively grade the image quality. The system is able to compensate for higher order aberrations present in the human eye. Conclusion: The capabilities of correcting ocular aberrations are limited by the number of adjustable elements in the mirror and the deflection range of the surface. The advantage of the MMDM system is its low cost when compared with other adaptive optics solutions such as piezodriven mirrors and spatial light modulators. This technique may allow for improved resolution for clinical fundus photography. © 2002 Society of Photo-Optical Instrumentation Engineers.

Keywords: adaptive optics; scanning laser ophthalmoscope; deformable mirror; retinal imaging.

Paper JBO-01026 received Apr. 25, 2001; revised manuscript received Mar. 22, 2002; accepted for publication Mar. 25, 2002.

1 Introduction

Astronomy and military technology has made extensive use of adaptive optics to measure and compensate for optical aberrations of the human eye. In the last 10 years several groups have investigated the use of different adaptive optical elements for use in ophthalmic imaging. 1–3 Liquid crystal spatial light modulators have been investigated for use in wave front compensation. 4–6 However, they have limited modulation ranges, slow time response, and required operation with monochromatic and polarized light. Binary computer-generated holograms based on ferroelectric liquid-crystal spatial light modulators have also been demonstrated to generate wave fronts with higher speed but with the penalty of reduced optical throughput. 7 The most widely used technology has been piezodriven multiple segment mirrors. 8,9 Segmented mirrors have been used to visualize the cone mosaic of the photoreceptors in a human eye. The advantage of using segmented mirrors has been that each portion of the mirror can be adjusted individually. The disadvantage has been the relative high cost of the mirror and electronics. A detailed review of the history of adaptive optics applicable for ophthalmology has been given by Roorda. 10 Although, piezodriven deformable mirrors used in adaptive astronomical imaging systems could be useful for adaptive optics applications in ophthalmology, they are usually very large and expensive, making them impractical for low-cost applications. Prices for these devices are about $40 000–$50 000. Recently, we have built an adaptive optical system based on a low-cost 37-element micromachined membrane deformable mirror (MMDM) with a continuous membrane. 11

In a previous study we demonstrated the use of a compact low-cost multichannel MMDM to generate wave fronts of Zernike modes for adaptive optical compensation in a retinal imaging application. 12 MMDM devices have recently been developed for operation at moderate speed (e.g., a few hundred hertz). 11 MMDMs have the potential to be used as low-cost corrective elements in adaptive optics systems for various practical applications such as correcting aberrations of human eyes and laser beams. However, use of the MMDMs for wave front generation or aberration compensation has not been well investigated owing to the difficulty in controlling this device. Due to nonlinear and coupled responses of control channels, it is not straightforward to obtain the required control voltages for desired mirror surface shapes. We developed an iterative control algorithm based on experimentally measured MMDM response characteristics and were able to use a 19-channel MMDM to compensate some aberrations of a model eye in an adaptive optics system. 12,13 We modified the adaptive algo-
Algorithm so that we can generate arbitrary reflected wave fronts such as wave fronts of individual Zernike modes or any combination of Zernike modes. We demonstrated the production of the first 20 Zernike modes with modulation depth of several wavelengths using a 37-channel MMDM. A Hartmann–Shack (HSWS) and a null interferometer are used to qualitatively and visually measure the generated wave fronts. The results show that lower order modes can be generated with good accuracy and large modulation depth, whereas the generation of higher order modes is limited by the working range and the channel number of the MMDM device.

In the present study, we are using the MMDM in a retinal imaging setup to correct the measured wave front and provide adaptive optical correction in a human eye. Complete wave front measurements are provided.

2 Materials and Methods

We have built an adaptive optical system based on a 37-channel MMDM device (OKO Technology, Delft, The Netherlands). The MMDM device consists of an aluminum-coated silicon nitride membrane with 37 electrostatic electrodes underneath. The electrodes are of hexagonal shape and arranged in a circular pattern. Three concentric rings of electrodes surround the central electrode. The electrostatic forces between the membrane and the electrodes pull down the membrane and modulate the shape of the membrane. The electrodes are driven with voltages ranging from 0 to 200 V. This device is similar to a device developed at the University of Heidelberg, with the difference that it uses solid-state technology rather than coated plastic membranes. The device has a circular aperture of 15 mm in diameter with its boundary attached to the supporting substrate. The center of the membrane can be deformed up to 7 μm. We used the central 12 mm in diameter circular part (19 electrodes) of the membrane as an active aperture of the device.

Since the membrane can only be deformed in the direction toward the control electrodes, an initial bias is necessary. This bias is achieved by using a divergent incident spherical wave front and corresponding bias voltage of half the maximum. This allows us to adjust the shape of the membrane in both directions as shown in Figure 2. This gives the MMDM the dynamic range expressed in wavelengths of 3.5 λ for low order aberrations and about 2 λ for higher order aberrations. A more detailed description of the MMDM device can be found elsewhere. The experimental optical system setup with the MMDM is shown in Figure 3. A laser beam is expanded by a spatial filter and collimated by lens L0. The expanded laser beam is projected onto the retina by lenses L1 and L2. An infrared light emitting diode is used to illuminate the cornea and centration is verified with the control camera CCD1 located in the pupil plane. A dichroic mirror allows separation of the infrared viewing light. The retinal surface acts as a specular reflector and thus becomes the light source of the light detected by the wave front sensor. The light passes through the beamsplitter and lens L3 before entering the defocus adjustment consistent of mirrors M3 and M4. The lens L4 images the pupil plane onto the deformable mirror MMDM. Since the MMDM surface can only be deformed into a concave shape, M3 and M4 are displaced slightly to provide a divergent spherical wave front bias in the MMDM plane. The MMDM is tilted to separate the incident and reflected beams by an angle of 20°. Although the tilt of the MMDM introduces some aberrations, these aberrations along with initial aberrations due to imperfection of the MMDM surface were corrected by setting the mirror shapes. The tilt improves the light efficiency without using a beamsplitter to separate the incident and reflected beams and shows the flexibility of using the MMDM. The reflected wave front is next imaged onto the HSWS measurement plane using L5 and L6. The wave front is analyzed and fitted to the Zernike polynomial wave front description by our software. The HSWS consists of a lenslet array and a charge coupled device (CCD) camera located in the focal plane of the lenslet. The wave front is reconstructed from the measured slopes of the wave front measurements.

Fig. 1 Diagram (left) and photograph (right) of the MMDM. The device has a total of 37 electrodes over a circular aperture of 15 mm in diameter with its boundary attached to the supporting substrate. The center of the membrane can be deformed up to 7 μm. We used the central 12 mm in diameter circular part (19 electrodes) of the membrane as an active aperture of the device.

Fig. 2 Diagram of electrical control of the MMDM and bias voltage. The dashed line shows the zero voltage position of the aluminum coated mirror membrane. The dotted line represents the initial surface shape at half the maximum bias voltage. The solid line shows the deformation of the mirror membrane at maximum voltage. By adjusting the individual voltages, it becomes possible to generate different shapes of the mirror membrane.
front at subapertures of the lenslet array detected from the HSWS image. The measured wave front is then fed into our control algorithm described later to drive the MMDM actuators in a closed-loop configuration. This procedure is performed iteratively until the desired wave front is synthesized. A Pentium III PC running our software in Matlab and C++ is used to implement the algorithm in the closed-loop iterative system.

The MMDM mirror has a continuous membrane. Thus, the different electrodes cannot be independently adjusted. The setting of one single electrode will have an effect on the entire membrane. Thus, we developed a feedback control algorithm to adjust and correct the wave front. First, the subject is asked to fixate at a target. The feedback control is used to minimize the wave front aberrations by adjusting the MMDM. The result of the change in phase error over number of iterations is shown in Figure 4. The resultant MMDM surface contour is then used to acquire the high-resolution images of the retina. For comparison we also tested a model eye with our adaptive optics setup. The model eye was composed of an USAF-1951 resolution target (Newport Corp, Newport, CA) and a singlet lens (f = 50 mm). We introduced known aberrations into the optics by presetting coma onto the MMDM as previously described. Additionally, we introduced aberrations with the help of two cylindrical lenses (0.12 and 0.5 D power) used in ophthalmic clinical trial frames (Nikon, USA).

The algorithm to calculate the wave front data has been described previously. In brief, the first step was to acquire the wave front with a CCD camera. Subsequently, the displacement of each image point from the reference location was calculated and the wave front contour and three-dimensional representation of the wave front surface derived. A center of mass algorithm was used to determine the location of the wave front. In this algorithm, the entire wave front image is divided into subapertures according to the geometry of the lenslet array. The center of mass of the intensity distribution for each subaperture is calculated as the position of the focus. This centroid algorithm is simple, able to tolerate relatively strong noises from the CCD, and capable of providing resolution better than a single pixel. In addition, the computation speed can be very fast depending on the image size of the subaperture and the speed of the computer used for calculation. The centroid algorithm yields the slope information. A modal algorithm is used to reconstruct the wave front from the slope values based on a Zernike polynomial decomposition of the wave front. This algorithm is less sensitive to noise and the reconstructed wave front is easily related to the classical aberrations such as defocus and astigmatism.

3 Results

We tested the instrument with a normal volunteer. The images were taken in the right eye of a 33 year old male with a refractive error as determined by refractometry (Nikon Autorefractometer, Nikon, Melville, NY) of −0.5 D ± 0.75 D×90°. The graph in Figure 5 shows the wave front measurement recorded before and after wave front compensation. Due to the relative large astigmatism in the subject and the limited overall displacement of the MMDM, the system was unable to correct for the astigmatic error.

The MMDM has a limited range of compensation. To eliminate the influence of static influence such as defocus and astigmatism, we tested the instrument while wearing spectacle correction. Thus, we asked the volunteer to wear the prescribed spectacle correction and repeated the measurement. The initial wave front including eye aberrations and system aberrations is shown in Figure 6. After compensation, a residual aberration remained in the optical system as can be seen in the lower graph of Figure 6. It can be seen that the wave front is almost flat within the central region of the diagram at a level of about two wavelengths. Near the edge of the wave front, the plot shows some elevation up to five wavelengths. The initial wave front including higher-order
Fig. 5 Wave front measurements in uncorrected eye before (top) and after (bottom) MMDM correction. It can be noted that after correction a significant refractive error remains in the wave front. This error is due to the large astigmatism present in the subject.

Fig. 6 Wave front measurements in eye with spectacle correction before (top) and after (bottom) MMDM correction. It can be noted that after correction the wave front is almost flat. It has some elevation over zero, due to edge effects of the membrane mounting.

Fig. 7 Example images taken with the MMDM adaptive optical system. The top image pair is for reference only. They show the volunteer’s eye at 30°×30° recorded with a scanning laser ophthalmoscope taken with infrared laser light (left) and green laser light (right). The images on the bottom are the 3°×3° image taken with the cooled CCD in our setup. The image on the left was taken before adaptive correction, the image on the right after adaptive correction. The black lines are for guidance to locate the 3°×3° area within the overview image.
eye aberrations and system aberrations is shown in the upper graph of Figure 6. After compensation, the wave front aberration was significantly smaller than before. The graph can be seen on the right in the lower graph of Figure 6. It is remarkable to note that the wave front was almost plane in the center of the pupil while edge effects remained. Figure 7 shows some of the example images taken with our device. The top image pair is for reference only. They show the volunteer’s eye at 30°×30° with infrared laser light (left) and green laser light (right). The image on the bottom left is a 3°×3° image taken with the cooled CCD in our setup. The image is blurry due to the aberrations of the eye and imaging system. After compensation (bottom right), the image quality has significantly improved, as striation in the image is visible. Based on the visibility of fundus features we estimated that the resolution improvement is about threefold from around 30–10 μm.

The last test of the retinal imaging setup was performed with a model eye comprised of a 50 mm focal length singlet lens with an Airforce resolution target in the focal plane. We tested two types of aberrations—coma and astigmatism. The results are shown in Figure 8. In the first experiment we applied a calculated set of voltages to the MMDM to achieve coma in the optics (Figure 8, top left). Then we turned on the adaptive optics control system to adjust the voltages until the best correction was achieved (Figure 8, top right). It can be seen that the resolution was significantly improved. In the second experiment we introduced a known astigmatic lens (0.12 D cylindrical power at 45° axis) into the system by placing a cylindrical lens into the beam path (Figure 8, middle left). After correction of the adaptive optics control system the resolution target was significantly clearer (Figure 8, middle right). In the third experiment we introduced a different astigmatic lens (0.5 D cylindrical power at 135° axis) into the system (Figure 8, bottom left). After correction of the adaptive optics control system the resolution target was significantly clearer (Figure 8, bottom right). However, the image in this case was not as clear as the corrected image for the 0.12 D lens.

4 Discussion
This study has shown that the MMDM offers a reasonable alternative to conventional piezodriven adaptive mirrors and spatial light modulators. The potential advantage is the low cost of this device compared to competing devices while maintaining the high reflectivity of a mirror surface. The disadvantage of this type of device is the nonuniform characteristic response of the continuous membrane surface and the associated problems in compensating. The process of compensation requires iterative adjustments that require a certain amount of time to be completed. The wave front compensator is capable of correcting static higher order aberrations. Further refinement to our optical setup is required to allow easier defocus adjustment. Faster computers and better software interfaces will allow faster processing time and thus our iterative approach will reach a steady state more rapidly. Hofer and associates have developed a real time Hartmann–Shack wave front sensor that can sample at frequencies of up to 60 Hz. Currently, our camera is limited to two frames per second. A faster camera will allow quicker measurement and quicker compensation. Further research with smaller field of view needs to be done.

The limitations of the MMDM are based on the limited deflection range of the MMDM and the low number of electrodes in our MMDM. Other researchers have used piezodriven mirrors that have a significantly larger deflection range. Additionally, our MMDM has only 19 electrodes, while the system used by others has 37 elements. In general, MMDMs use continuous membrane mirrors and are thus constrained by their continuous surface. However, this feature is likely to be less of a problem since the optical surfaces of the human eye are also continuous. One would not expect large variations in neighboring regions. The bigger problem is likely to be the nonuniform response of the surface to electrical stimulation. When comparing MMDMs to segmented mirrors it appears that MMDMs have an advantage as they cover 100% area of the mirror surface. Segmented mirrors have gaps between mirror elements that cause light loss and may cause interference. It appears that the main limitation of

![Image of example images taken with the MMDM](https://www.spiedigitallibrary.org/journals/Journal-of-Biomedical-Optics/issue)
MMDMs are the limited deflection and lower number of electrodes. An area that has only recently become of interest is digital image restoration based on deconvolution.11–21 Our group has experience in applying blind deconvolution algorithms to angiographic images recorded with a scanning laser ophthalmoscope. One limitation of blind deconvolution is that we have to estimate the point-spread function and use it to reconstruct the original image. In an iterative approach, we calculate the original image and the point-spread function based on intelligent guessing. By using the measured wave front and its associated point-spread function, a better and faster deconvolution can be achieved.

Adaptive optics can be applied to conventional fundus cameras and scanning laser ophthalmoscopes as well. Scanning laser ophthalmoscopes offer the advantage of lower light levels and high image contrast.22 They are ideally suited for adaptive optical applications. The entire field of scanning laser ophthalmoscopy and tomography can benefit from adaptive optical components. Angiography23,24 will allow more detailed analysis of fine vessel structures in diseases such as diabetic retinopathy, age-related macular degeneration, and macular edema. Confocal tomography25–29 will benefit from improved reproducibility and thus may allow earlier diagnosis of diseases such as glaucoma, epiretinal membranes, and others.

In conclusion, low-cost adaptive optics are an option for conventional retinal imaging devices and will offer a significant improvement in resolution over existing imaging techniques.

Acknowledgments

This study was supported by the Whitaker Foundation, NEI EY07366 (W.R.F.), NEI EY13304 (D.U.B.), the National Science Foundation (S.F.), and Research to Prevent Blindness.

References