Eigenvector-based spatial filtering for reduction of physiological interference in diffuse optical imaging

Yiheng Zhang*
Dana H. Brooks
Northeastern University
Electrical and Computer Engineering Department
Boston, Massachusetts 02115
E-mail: yizhang@ece.neu.edu

Maria Angela Franceschini
David A. Boas
Harvard Medical School
Massachusetts General Hospital
Athinoula A. Martinos Center
149 13th St., Charlestown, Massachusetts 02129

Abstract. Diffuse optical imaging is an effective technique for noninvasive functional brain imaging. However, the measurements respond to systemic hemodynamic fluctuations caused by the cardiac cycle, respiration, and blood pressure, which may obscure or overwhelm the desired stimulus-evoked response. Previous work on this problem employed temporal filtering, estimation of systemic effects from background pixels, or modeling of interference signals with predefined basis functions, with some success. However, weak signals are still lost in the interference, and other complementary methods are desirable. We use the spatial behavior of measured baseline signals to identify the interference subspaces. We then project signals components in this subspace out of the stimulation data. In doing so, we assume that systemic interference components will be more global spatially, with higher energy, than the stimulus-evoked signals of interest. Thus, the eigenvectors corresponding to the largest eigenvalues of an appropriate correlation matrix form the basis for an interference subspace. By projecting the data onto the orthogonal nullspace of these eigenvectors, we can obtain more localized response, as reflected in improved contrast-to-noise ratio and correlation coefficient maps. © 2005 Society of Photo-Optical Instrumentation Engineers.

Keywords: diffuse optical imaging; interference reduction; eigenvector filtering; principle component analysis.

Paper NEU-06 received Feb. 7, 2004; revised manuscript received May 13, 2004; accepted for publication May 21, 2004; published online Feb. 3, 2005.

1 Introduction

Diffuse optical imaging (DOI) is an effective technique for the non-invasive monitoring of cerebral hemodynamics and oxygenation.1–3 Compared to functional magnetic resonance imaging (fMRI), it has several advantages, including high temporal resolution, safety, and low cost. In addition, DOI can detect local changes in the concentrations of oxyhemoglobin (Δ[HbO]) and deoxyhemoglobin (Δ[Hb]) in tissue based on differential absorption at multiple wavelengths.4 The most important trade-off is spatial resolution, which is inferior to that achieved by fMRI. An additional problem with DOI is that, in addition to being sensitive to the evoked hemodynamic changes, it is also sensitive to cerebral hemodynamic fluctuations of systemic origin. Such systemic fluctuations are associated, for instance, with arterial pulse, respiration, and heart rate fluctuations,5–7 which appear as interfering signals, obscuring or even overwhelming the activation-evoked response.

What is more, since heart rate may increase in response to the same stimuli that are presented to evoke neuronal response, especially during motor activity, these systemic hemodynamic effects may exhibit a temporal pattern of amplitude change that is highly correlated with the evoked vascular

*Corresponding author. ECE Dept., 442 DA, Northeastern University, Boston, MA 02115. Tel: 1-617-373-5301. Fax: 1-617-373-4189.

activity of interest. Hemodynamic changes due to heart rate increase may appear over a large spatial area,8 making it more difficult to recover the localized hemodynamic changes evoked by stimulation.

In particular, currently identified sources of physiological interference include

1. cardiac pulsation, an effect seen primarily on the arterial side9–11
2. respiration, which is primarily seen on the venous side, and is due to changes in intrathoracic pressure, which affect the rate of venous return12,13
3. mean arterial blood pressure variation, also primarily an arterial effect, which has at least four components: (a) intrinsic blood pressure variation, (b) variation coupled to heart rate, (c) Mayer waves at14–17 around 0.1 Hz, and (d) very low frequency oscillations at about 0.04 Hz.

Previous attempts to treat this problem used temporal filtering or modeled the interference signals with predefined basis functions. In Ref. 18, for multi-trial experiments, the time courses of the measurements were bandpass filtered to correct for slow drifts and to eliminate arterial pulsations, and then
averaged across trials to improve signal-to-noise ratio (SNR) for each channel (source-detector pair). Also, to estimate and correct for the effect of systemic hemodynamics, "inactivated" pixels were manually identified and their hemoglobin concentration changes were assigned to systemic hemodynamics and subtracted from the measurements at all other pixels. In Ref. 19, the temporal measurement of optical intensity was modeled as the sum of three quasi-sinusoidal signals with known frequency but slowly varying random amplitudes and phases. The amplitude and phase parameters became coefficients to be reconstructed. The model frequencies were chosen to correspond to heart rate, respiration rate, and the block cycle rate of the experimental independent variable (e.g., finger tapping), all calculated from auxiliary signal measurements. The amplitude and phase of the sinusoids were then estimated using a fixed-interval extended Kalman smoothing algorithm.

It was shown in Refs. 5, 6, and 7 that during finger tapping, systemic rhythms such as heartbeat, respiration, and heart rate fluctuations exhibited a significant degree of synchronization with the periodic stimulation/rest sequence. This phenomenon, together with the global characteristics of systematic interference, suggest that temporal filtering or the use of predefined temporal basis functions may not take full advantage of available information to separate the evoked cerebral hemodynamics from physiological interferences. In particular, one might expect to be able to exploit "spatial diversity," that is, the difference in spatial behavior between local desired signals and global "interference" signals, to improve suppression of the systemic effects.

The hypothesis of this work then is that the spatial behavior of the interference across the sensor array can be used to distinguish it from that of the activation. We have observed that the spatial modes of the systemic response will be much broader and of higher amplitude than that of the activation signals, which will in contrast be more focal and have less total energy. We propose to exploit that difference to achieve interference reduction. In particular, we make a mathematical assumption of orthogonality between the spatial interference subspace and the spatial evoked activation subspace.

We note that spatial processing should be essentially independent of and complementary to temporal filtering or modeling. In addition, the difference in spatial behavior should hold true whether the interference is temporally uncorrelated or temporally correlated (e.g., time locked) with the activation signal via heart rate variation or other systemic stimulus-dependent physiological responses. Since the amplitude of the interference is large compared to the activation signal, sometimes even completely obscuring the activation, adequate interference suppression is essential to be able to exploit the advantages of diffuse optical imaging, especially in the case of weak activation signals, and there is a need to take advantage of these complementary approaches to interference reduction.

In array signal processing, a now classic approach to attenuate interference in sensor array data is to exploit the eigenstructure of the data spatial correlation matrix. In the problem at hand, since the interference signals are assumed to be much larger than the desired signals in both total energy and spatial spread, we expect that the interference will be the dominant spatial pattern in baseline (i.e., without stimulus) data. We find these spatial patterns via an eigendecomposition of a particular spatial correlation matrix, and then project the stimulus data onto the orthogonal complement of this dominant baseline subspace.

This implied orthogonality assumption is not based on any specific model of physiological processes. But we hypothesize that it is reasonable due to the insight that the spatial behavior is likely to be an independent distinguishing characteristic with reference to temporal behavior to discriminate interference from evoked response, while temporal behavior of all signals is quite similar. On the other hand, this orthogonality condition is not absolutely necessary, because our purpose is to remove the strong interference and get a more localized activation area. Thus, as long as the signal component in the subspace we project onto is larger than the interference component in that subspace, with respect to their respective power in the measurements, we can hope to benefit.

The reason that we estimate the interference subspace from baseline data, rather than directly from the stimulus data, is that during stimulus, the physiological interference can be time-locked with the frequency of stimulation, making it hard to separate the interference subspace from the induced activation subspace. The baseline data, by contrast, contain the spatial patterns of the interference only, which should be the same in both baseline and stimulus data. Thus, we are using a principle components approach to identify an interference subspace from baseline data and then attenuate the interference in stimulus data.

In the next section, we describe our experimental and mathematical methods, and in the following section we present results of testing the method on data acquired from two human subjects. A discussion section and a section presenting our conclusions follow.

2 Methods

2.1 Data Acquisition

The data used in this work were previously published in Refs. 8 and 18. In these experiments, a study of the hemodynamic evoked response to a finger opposition task, passive finger tactile stimulation, and electrical median nerve stimulation in the human sensorimotor cortex were performed. Only data from experiments using the first two stimuli were considered in this work.

The instrument used was a multichannel continuous wave (CW) optical imager (CW4 system), developed at Martinos Center, Massachusetts General Hospital, which employs 16 laser diodes and 16 avalanche photodiode detectors (Hamamatsu C5460-01). Eight of the laser diodes emit light at a wavelength of 690 nm and eight at 830 nm. Each source location has sources at both wavelengths, for a total of eight source positions. Sources and detectors are fiber-coupled and placed on the head according to the arrangement shown schematically in Fig. 1. The minimum source-source and source-detector separations are 1.9 and 3.0 cm, respectively. The area imaged on each hemisphere is 5.6×6.0 cm. The signal from each detector was sampled at 25 Hz.18

For the finger opposition task experiment, participants were instructed to touch their thumb with the index and middle fingers following a 4 to 5-Hz metronome beep. In the passive stimulation experiment, tactile stimulation was deliv-
Eigenvector-based spatial filtering...

Fig. 1 Geometrical arrangement of the source and detector fibers on the head.

erated manually by an investigator by touching the first three fingers of the participant at the same rate as in the finger opposition task. The block protocol alternated stimulation periods (20 s long) and rest periods (20 s long). A complete session consisted of an initial reference rest period, in which baseline data were recorded, followed by a block design run of 10 task/rest sequences. Other details about the experiments can be found in Ref. 18. For each subject, the experiment was repeated for four runs by stimulating left and right hands with both finger tapping and tactile stimulation. In this paper, spatial eigenfiltering was performed on measurements from two subjects (denoted A and B).

2.2 Mathematical Methods

First a raw data matrix was formed by putting light intensity time courses from a chosen set of channels into a \( N_s \times N_t \) matrix, where \( N_s \) is the number of channels and \( N_t \) is the number of data points at different time instants.

We transformed the temporal changes in light intensity to temporal changes in absorption coefficient (\( \Delta \mu_a \)) using the differential pathlength factor (DPF) method. We used literature DPF values of 6.51 and 5.86 at 690 and 830 nm, respectively. The time course for each channel was normalized by the actual source-detector distance. Then the calculated \( \Delta \mu_a(t) \) values were bandpass filtered at 0.02 to 0.5 Hz to eliminate slow drifts and attenuate arterial pulse oscillations. Finally, \( \Delta[HbO] \) and \( \Delta[Hb] \) were calculated from \( \Delta \mu_a \) at two wavelengths using the known extinction coefficients.

The initial 12 s of reference rest data were deleted because it was averaged to approximate the initial light intensity, which is used as a normalization factor in the DPF method. The same preprocessing procedure was applied to the baseline data, recorded just before the start of the stimulus protocol.

2.2.1 Eigenvector calculation and projection filtering

We denote the matrices of estimated baseline and stimulation concentrations by \( H_{base} \) and \( H_{stim} \), respectively, for either \( \Delta[HbO] \) or \( \Delta[Hb] \). The spatial correlation matrix \( C_{base} \) was estimated as

\[
C_{base} = \left( \frac{1}{N_t} \right) H_{base} H_{base}^T.
\]

The eigendecomposition of \( C_{base} \) can be written as

\[
C_{base} = U_{base} \Sigma_{base} U_{base}^T,
\]

where \( U_{base} \) is an orthogonal matrix with columns \( u_i \) referred to as the baseline spatial eigenvectors. Here \( \Sigma_{base} \) is a diagonal matrix containing the eigenvalues.

In keeping with our assumption that the global spatial interference subspace is the dominant pattern in the baseline data, we assume it is spanned by the first \( r \) spatial eigenvectors of \( C_{base} \), for a small value of \( r \). If we denote the matrix of these first \( r \) eigenvectors as \( U_{base,r} \), then the spatial filtering was implemented by projecting the stimulus data onto the orthogonal subspace of \( U_{base,r} \), denoted \( U_{base,r}^\perp \), to obtain a “clean” data matrix \( H_{stim} \):

\[
\tilde{H}_{stim} = (I - U_{base,r} U_{base,r}^T) H_{stim} = U_{base,r} U_{base,r}^T H_{stim},
\]

where \( I \) is the \( N_s \times N_s \) identity matrix. Finally, the eigenfiltered results were coherently block averaged to improve SNR with respect to a single-block response. The data segment chosen to form each block ran from \(-10 \) to \(30 \) s, with \(0 \) s set as the onset of the stimulus. The first and last task/rest periods were discarded to limit the analysis to data obtained under steady state stimulation conditions.

2.2.2 Figures of merit

To quantify the effects of spatial eigenfiltering, we computed spatial maps of two figures of merit, contrast-to-noise ratios (CNR) and correlation coefficients (CCs) between the concentration signal and a rectangular pulse reference signal whose timing and duty cycle matched the stimulus.

To compute the CNR, for each channel, letting \( \text{pre} \) denote the prestimulus 10-s data interval (from \(-10 \) to \(0 \) s), and \( \text{dur} \) denote data from a during-stimulus 10-s period (from \(5 \) to \(15 \) s poststimulus), both in terms of the block-averaged time courses, we defined CNR as

\[
\text{CNR} = \frac{\text{mean(\text{dur})} - \text{mean(\text{pre})}}{\sqrt{\text{std(\text{dur})}^2 + \text{std(\text{pre})}^2}}. \tag{2}
\]

This is similar to the standard definition except for the small nonnegative number \( \lambda \) (with units of hemoglobin concentration), which we included to compensate for channels that had a small stimulus response but relatively low activity, and thus a large resultant CNR value. Without the use of \( \lambda \) the CNR did not accurately reflect the nature of the results. In this paper, we set \( \lambda = 0.1 \mu M \).

To compute the CC, we first shift the rectangular pulse function 3 s to the right, to compensate for the delay in hemodynamic response. Letting \( \text{ref} \) denote the shifted rectangle pulse function for one task/rest period, and \( \text{resp} \) the block-averaged response, CC is defined as

\[
\text{CC} = \frac{\text{mean}[\text{ref} - \text{mean(\text{ref})}][\text{resp} - \text{mean(\text{resp})}]}{\text{std(\text{ref})} \cdot \text{std(\text{resp})}}. \tag{3}
\]

Because the selected channels may overlap each other in space, to present a spatial map of CNR or CCs, we back-project those values calculated for source-detector channels onto a spatial grid. In this paper, for each hemisphere, the backprojection scheme divided the imaging area including a small zone into a 5×7 grid of parallelogram-shaped pixels, with all sources and detectors located at pixel centers. At each
pixel, the CNR (CC) value is the average of CNR (CC) values over all channels traveling through that pixel. The back-projection process will produce a 2-D spatial map over the entire imaging area.

3 Results
We used the 48 channels that had either the minimum 3-cm (28/48) or next shortest 4-cm (20/48) source-detector separation, as shown in Fig. 2. Channels with separation more than 4 cm had low SNR values and the measurements were dominated by noise.

Figure 3 shows the block-averaged time courses of Δ[HbO] response to the left hand finger-tapping stimuli, for subject A. For clarity, for all time course figures in this paper, we plot only the 28 channels with 3-cm separation. In each subplot, the original response (dotted line) and the result after filtering using the baseline interference subspace (thick solid line) are presented together. The horizontal bar on each panel indicates the duration of the 20-s stimulus period. Each subplot is labeled by its source-detector pair, numbered as shown in Figs. 1 and 2. Note that the upper two rows correspond to the channels on right hemisphere (contralateral side for left-hand stimulus), while the lower two rows show the channels on the left hemisphere (ipsilateral side).

For this result and all other results for subject A, two baseline eigenvectors were projected out. The number of eigenvectors to be removed was chosen by observing the spatial pattern of the eigenvectors, which becomes clearer in the following when we present spatial maps of the eigenvectors.

One can see in Fig. 3 that the original data showed a response spread over a large area on the contralateral hemisphere, presumably due to the global systemic interference arising from a stimulus-induced heart rate acceleration. On the ipsilateral side, although the response had a smaller mag-
magnitude, many channels still had a similar shape response pattern. Spatial filtering with the eigenvectors produced by the baseline data significantly reduced the global interference, leaving the remaining response on a more localized area (the channels associated with detectors 6 and 7). Also the filtered results show a deactivation response, i.e., decrease of Δ[HbO] for the ipsilateral channels.

Figure 4 shows back-projected spatial maps of the first three eigenvectors of both baseline data and the stimulus data matrix of the left-hand finger-tapping stimulus for subject A. For each eigenvector, the left map corresponds to the imaged area on the left hemisphere and the right map to the right hemisphere. All the plots have the same color map, ranging from −0.6 to +0.6.

Figure 4 Back-projected spatial maps of the first three spatial eigenvectors of both baseline data and the stimulus data matrix of the left-hand finger-tapping stimulus for subject A. For each eigenvector, the left map corresponds to the imaged area on the left hemisphere and the right map to the right hemisphere. All the plots have the same color map, ranging from −0.6 to +0.6.

One can see that for the baseline data, the first three eigenvectors exhibit both a rather homogeneous distribution, presumably corresponding to the systemic physiological interference, plus some peak values located at noisy channels. Almost all these noisy channels have 4-cm separation. For the stimulus data, the first eigenvector shows a more homogeneous distribution than the baseline data does, presumably corresponding to the summation of systemic physiological interference and evoked activation, which are time-locked to the stimulus, and the corresponding eigenvalue is a much higher proportion of the total compared to the baseline data. These observations hold for all cases studied. The second and third eigenvectors, like their counterpart in the baseline data, result in spatial maps of "noisy" channels, i.e., high magnitudes at noisy channels but small magnitudes elsewhere, and the corresponding eigenvalues take much lower energy.

Figure 5 shows the block-averaged time courses of the Δ[HbO] response to the right-hand finger-tapping stimuli for subject A. The postfiltered response is localized around channel S8-D12, and to some extent S6-D12. Note that before filtering, not only do we have a broad spatial response, but these two channels showed a smaller response than even several ipsilateral channels.

Looking at Figs. 3 and 5, one observes a spatial asymmetry in the tapping stimulation responses, for both left and right hands. This observation, which also is shown in the response to tactile stimulus, is due to the practical difficulty of placing the probes perfectly symmetrically on the two hemispheres.

Figure 6 shows the Δ[HbO] block-averaged time courses for left-hand passive tactile stimulus for subject A. Similarly to the preceding results, the eigenfiltered response has a more localized response area on the contralateral side, associated with detectors 3 and 8. Again, prefiltered ipsilateral responses of similar magnitude to contralateral responses (see S6-D11, for example) were significantly attenuated by the eigenfiltering. In contrast, the indicated contralateral channels are hardly attenuated at all.

For subject B, we present the result of filtering the right-hand tapping stimulus data in Fig. 7. For this result and all other results for subject B, three baseline eigenvectors were projected out. The "double-peak" interference temporal pattern is global and very obvious at most channels. Projection onto the baseline subspace gave a more localized response area focused around channels S6-D14 and S6-D15. Moreover, the very noisy channel S1-D1 is effectively attenuated by eigenfiltering.
Figures 8 and 9 show back-projected spatial maps of CNR values for all data sets in this study. Results with data from subject A are in Fig. 8 and from subject B in Fig. 9. For clarity, any negative CNR values, which are the result of an apparent deactivation response on some ipsilateral channels, were set to zero. (See Sec. 4 for some comments on this “deactivation” result.) Note also that the amplitude range of the CNR maps vary from map to map, and in general the

Fig. 5 Block-averaged Δ[HbO] response in a right-hand finger-tapping stimulus of subject A.

Fig. 6 Block-averaged Δ[HbO] response in a left-hand passive finger tactile stimulus of subject A.
The amplitude range is lower for the filtered results simply due to the decrease in total energy from the filtering. Note that the filtered maps show a much more concentrated region of large CNR in comparison to the CNR maps before filtering. This change is generally more notable in the finger-tapping experiments than it is in the passive stimulation experiments. Results are comparable across both subjects.

Figures 10 and 11 show the back-projected spatial maps of...
CC values of all experiments for subjects A and B. We use different color maps for the four original data sets for subject A, but a common color map for subject B, for clarity. For all spatially filtered results for both subjects, the color maps range on $[-1,1]$. The CC maps of the original response show a high, homogeneous correlation with the stimulus function on both hemispheres. After eigenfiltering, most channels have low CC values, except for a few channels on the contralateral side. Generally, the original response to passive stimulation has smaller CC values than that of tapping stimulation, due to
the fact that the latter stimulus will cause more stimulus-locked response.

4 Discussion
Although these results are not reported here, projecting onto baseline spatial eigenvectors gives much better results than projections onto the spatial eigenvectors of the stimulus data matrix itself. We speculate that the reason is that during stimulus, the physiological interference is time-locked with the frequency of stimulation, making it hard to separate the interference subspace from the induced-activation subspace, whereas the baseline data contain spatial patterns of the interference only. The spatial map of eigenvectors reinforces that speculation. Looking at Fig. 4, one can see in the baseline data, the first eigenvalue only accounts for 63.96% of the sum of all eigenvalues, whereas for the stimulus data it is 84.11%. This suggests that in the stimulus data, the first eigenvector was a combination of activation and interference, coupled to each other. Similar observations were true for all cases studied. The percentage of the total eigenvalue sum taken by the first three eigenvalues for the baseline data and for averages over both handed stimulus data are presented in Table 1. One can see that in both tapping and passive tactile stimulus, the relative size of the first eigenvalue is much higher than that of the baseline data.

Both the baseline and stimulus eigenvectors show spatial maps of "noisy" channels. This was true for all cases studied and thus also gives an indication of how many eigenvectors should be filtered out: we should remove enough eigenvectors so that the global physiological interference is reduced and the noisy channels are removed. A contraindicating consideration is the remaining energy; projecting out too many eigenvectors will leave only a very weak response, which is generally not desirable.

Observing all time course figures, one can see that the filtered results show a deactivation response, i.e., decrease of $\Delta [\text{HbO}]$ for the ipsilateral channels. This observation was true for all cases studied and may result from nonorthogonality between the interference subspace and the ipsilateral pattern. The physiological reason is not clear yet, but it agrees with some results from a recent fMRI study, where negative BOLD responses to motor stimulation in the ipsilateral sensorimotor cortex and subcortical regions were observed.

During the finger-tapping task, an increase in the heart rate synchronous with the stimulus was observed. Because oxyhemoglobin concentration is mostly representative of the arterial compartment, it is more affected by these changes compared to deoxyhemoglobin concentration, which comes mostly from the venous compartment. In tapping stimula-

![Fig. 11 Spatial maps of the CC values of subject B.]

### Table 1 Percentage (%) of the first three eigenvalues for all cases studied.

<table>
<thead>
<tr>
<th>Eigenvalue</th>
<th>Subject A</th>
<th></th>
<th></th>
<th>Subject B</th>
<th></th>
<th></th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td>First</td>
<td>Second</td>
<td>Third</td>
<td>First</td>
<td>Second</td>
<td>Third</td>
</tr>
<tr>
<td>Baseline</td>
<td>63.96</td>
<td>18.92</td>
<td>5.96</td>
<td>49.86</td>
<td>21.26</td>
<td>12.76</td>
</tr>
<tr>
<td>Tapping*</td>
<td>83.38</td>
<td>9.55</td>
<td>2.19</td>
<td>71.74</td>
<td>16.28</td>
<td>3.47</td>
</tr>
<tr>
<td>Passive*</td>
<td>81.42</td>
<td>6.65</td>
<td>2.75</td>
<td>66.02</td>
<td>17.76</td>
<td>6.54</td>
</tr>
</tbody>
</table>

*Average of both left- and right-hand data.
tion, a more localized activation-induced response in the \( \Delta[Hb] \) map with respect to the \( \Delta[HbO] \) map was reported.\(^5\) Thus, spatial eigenfiltering should show more improvement in localization of \( \Delta[HbO] \) than for \( \Delta[Hb] \). Processing results of all cases studied here verified this supposition.

In the work of this paper, we performed spatial eigenfiltering directly on hemoglobin concentration data, rather than eigenfiltering the absorption coefficient data and then transforming to chromophore concentrations. The reason is that this transformation (i.e., the matrix of extinction coefficients of HbO and Hb at two wavelengths) is not orthogonal, and thus will make the eigenvectors in the absorption coefficient domain lose their orthogonality in the concentration domain. Since we are interested in recovering concentrations, it is more effective to filter in the space domain of the concentration results.

Basically, what we are making in this paper is a kind of stationarity assumption, which enables us to estimate the spatial correlation matrix by averaging over time. Note the temporal behavior of the interference subspace will be variant, but the spatial distribution displays relative stability. A possible way to improve this would be a temporally adaptive (adaptive-filtering-like) method, i.e., one could update the spatial eigenvectors in time. However our experimental experience has been that the baseline behavior is quite stable and repeatable.

Besides the signal processing methods to reduce the interferences, note also that there is in principle the possibility of designing a new hardware system that includes short-distance light channels to estimate the systemic interference, where the superficial variation or nonactivation background signals will dominate the measurement, and then can be removed from other measurements. In this paper, we have only relatively long distance channels in the system, such as 3- and 4-cm separation channels, thus a pure signal processing method is used.

### 4.1 Limitations of the Study

One limitation of spatial eigenfiltering is that for passive stimuli measurements, although relative contrast between channels is improved, total contrast is actually lower, due to reduction of total energy. This suggests the necessity to combine spatial with temporal processing for best results, especially for weak signals.

The basic mathematical hypothesis underlying the work is that the activation signal is orthogonal to the spatial interference patterns in the baseline data. There is no particular physiological basis for this assumption. A combined spatiotemporal approach might enable one to devise a joint penalty function that relaxed this hard assumption.

The procedure used here is a block-processing method. There may be slow changes that are missed, so that a temporally adaptive approach might lead to more accurate results. Also, if auxiliary signals are available (e.g., pulse waveform, blood pressure waveform, etc.), then hybrid methods that incorporate these signals might be expected to be more accurate.

### 5 Conclusions and Future Work

We presented a new method using spatial eigenfiltering to separate an activity-evoked response from physiological interference in diffuse optical imaging data. The basic assumption is that the first several spatial eigenvectors of the baseline concentration correlation matrices are dominated by interference patterns and hold most of the total energy. By projecting the stimulus data onto the orthogonal nullspace of these eigenvectors, we can obtain a more localized response, and improved CNR and CC maps.

Future work includes the investigation of optimal criteria for the selection of which source-detector channels to use and the development of combined spatial and temporal filtering. The possible considerations might include making the spatial approach temporally adaptive, which means one can update the eigenvectors in time; or using simultaneously recorded auxiliary signals (cardiac, respiration, blood pressure) to make a temporal model as well. All of this physiologically reasonable prior knowledge in space or time can be put into a joint penalty function.

### Acknowledgments

The work of the first two authors was supported in part by CenSSIS, the Center for Subsurface Sensing and Imaging Systems, under the Engineering Research Centers Program of the National Science Foundation (Award No. EEC-9986821). The third and fourth authors acknowledge funding from the National Institutes of Health (NIH) through P41-RR14075, R01-MH62854, and R01-HD42908.

### References


