Dual-wavelength microarray fluorescence detection system using volume holographic filter

Dongxiang Fu
Junshan Ma
Jiabi Chen
University of Shanghai for Science and Technology
Optics and Electronics Information School
Shanghai 200093, China
E-mail: fudxusst@163.com

Abstract. A dual-wavelength microarray scanner based on laser confocal principle is constructed to acquire the laser-induced two-color fluorescence from dyes Cy3 and Cy5. Unlike most commercially available microarray scanners whose lasers are continuous wave, filters are bandpass and the channels are multiple photomultiplier tubes (PMTs), the system mainly consists of two diode lasers, four volume holographic band-stop filters, and one PMT. The central wavelengths of two kinds of volume holographic band-stop filters are equal to those of the two laser, respectively. The fluorescence beams can pass through the filters, while laser beams are blocked by them because the filters are cut off. The two fluorescences can pass through a common optical path. Thus, only one pinhole and one PMT are required. The two fluorescences are acquired by the PMT with time sharing. The two respective fluorescences can be gathered when two diode lasers work asynchronously. If lasers work synchronously, the two wavelength fluorescences could be acquired simultaneously by the same PMT. A synthesis of a two-color fluorescence image can be realized straightforwardly in this manner. An experiment is conducted and Cy3 and Cy5 fluorescences are captured. Gridding of the fluorescent images based on basic morphological erosion appropriately locates the boundary between adjacent spots. © 2007 Society of Photo-Optical Instrumentation Engineers. [DOI: 10.1117/1.2435174]

Keywords: microarray; dual wavelength; holographic; morphology; gridding.

Paper 06138R received Jun. 5, 2006; revised manuscript received Oct. 16, 2006; accepted for publication Nov. 1, 2006; published online Feb. 5, 2007.

1 Introduction

In DNA research, a microarray is a matrix of individual DNA molecules attached, in ordered sets of known sequence, to a substrate that is approximately the size of a microscope slide. A single array can contain thousands of molecules, each tagged with a specific fluorochrome. The array is then measured by a microarray scanner, where each individual site of the matrix is individually probed by a variety of laser wavelengths at, or near, the excitation band of specific protein tags. The resulting fluorescence is measured and the fluorescence, position, and sequence data are stored in a computer database for later analysis. Today’s microarray scanner uses two or more cw (continue wave) lasers, each with a different wavelength. The typical dual-wavelength system incorporates two cw lasers, two photomultiplier tubes (PMTs), and some bandpass filters. The beam from a laser is focused onto a molecule on the molecular matrix. If the appropriate fluorescent tag is present, the resulting fluorescence is measured by a detector. A filter in front of the detector separates the laser wavelength from the fluorescence signal. The laser beam is then moved to the next molecule.

Microarray images can be generated using a single-color, two-color (red/green), or multicolor system. Spot intensities of images is a measure of expression of the corresponding gene. Laser confocal detection, which is currently the main method in measurement of microarray, has higher resolution and sensitivity than a CCD. In general, a DNA sample is fluor-tagged with Cy3 and Cy5 or more other fluorescent dyes, multicolor detection is necessary to more accurately analyze hybridization results. Normalization of the data could correct the variations due to scanner settings, labeling efficiencies, chemical properties of different dyes, etc. Before estimating the signal and background of each spot, it is necessary to locate the region of the spot. Thus, gridding of the fluorescent image is required.

Currently, the most popularly used two-color fluorescence detecting method is dual-channel measuring, which acquires red and green fluorescence simultaneously by two PMTs. The final fluorescent image is synthesized from the two fluorescence images. The ideal scan is one in which the same amounts of red and green signal are acquired in each channel, resulting in a pixel ratio of approximately 1.0. A bias between the channels could result in variations of collection. Normalization is the procedure of minimizing the experimental bias between the channels. There are various normalization methods that correct for variation in relative signal intensities. A

Address all correspondence to Junshan Ma, School of Optics and Electronics Information, University of Shanghai for Science and Technology, Road JunGong 516, Mailbox 479, Shanghai 200093, China; Tel: 86-021-55271064; Fax: 86-021-55272982; E-mail: junshanma@163.com

1083-3668/2007/12(1)/014040-5/$25.00 © 2007 SPIE

Journal of Biomedical Optics
014040-1 January/February 2007 • Vol. 12(1)
number of normalization techniques have been proposed. No one normalization method will correct the variation absolute.

In this paper, we report a laser confocal scanning system that could detect dual-wavelength Cy3 and Cy5 fluorescence. Its optical system mainly consists of two pulsed lasers, four volume holographic band-stop filters, and one PMT. Characteristics of the system are that images of spots are generated in the same optical path and two-color fluorescence is acquired by one PMT with time sharing. The procedure to minimize the bias between channels is free. Implementation of the holographic band-stop filter makes it possible for one PMT with filters that are not switched when different wavelength fluorescence is measured. Experiments are implemented and we acquired and imaged Cy3 and Cy5 fluorescence. A technique using a simple morphology transform, such as opening, closing, and eroding, is introduced that filters and grids the microarray images. Compared with traditional morphology, it operates simply and effectively. Finally, the results of experiments are presented.

2 Basis of Method and Experimental Setup

Figure 1 shows a schematic diagram of the experimental arrangement. Two diode laser beams of lengths $\lambda_1$ and $\lambda_2$ pass through a collimating lens separately; reach the volume holographic filters (Filter1 and Filter2), which are cut off at incidences $\theta_1$ and $\theta_2$. The laser light is diffracted and reflected by the filters and focused using a 40X objective (Objective1) to produce a spot of about 5 $\mu$m diameter on the specimens. The back-scattered light, including fluorescent light which is induced by the illumination beam, is collected using the same objective and passes through filters 1, 2, and additional filters 3 and 4, successively. The incidence at which fluorescence goes through Filter3 and Filter4 is 0 deg. The laser is blocked, while two-color fluorescence crosses the holographic filter due to its band-stop property. A spatial filter preceding the PMT in a confocal plane consists of a pinhole with a diameter of 50 $\mu$m. Other lights from the out-of-focus plane are eliminated by the pinhole. The two lasers work in the pulse mode. A signal generator outputs a square-wave signal, whose duty ratio is 1/3, to control the laser 1 transmission. Laser 2 is controlled by the preceding square-wave signal delay. Thus, every confocal spot is illuminated twice by two different-wavelength lasers when the motorized X-Y stage steps. Cy3 and Cy5 fluorescence are acquired by the same PMT with time sharing. This makes it obvious that data acquired by different PMTs should be normalized. In the multichannel acquisition of the same microarray, detection of different wavelengths could be variable because the gain of the PMT is set incorrectly. One of the main contributors to variability between channels is incorrect setting of PMT values, so that the signal acquired in one channel is significantly different from the signal acquired in others. In such a case, ratio values may be biased toward one channel. To minimize this form of variability, a preliminary scan must be performed to adjust two PMTs so that they are producing roughly the same response to the signal acquired in others. In such a case, ratio values may be biased toward one channel. To minimize this form of variability, a preliminary scan must be performed to adjust two PMTs so that they are producing roughly the same response to the signal acquired in others. In such a case, ratio values may be biased toward one channel. To minimize this form of variability, a preliminary scan must be performed to adjust two PMTs so that they are producing roughly the same response to the signal acquired in others. In such a case, ratio values may be biased toward one channel. To minimize this form of variability, a preliminary scan must be performed to adjust two PMTs so that they are producing roughly the same response to the signal acquired in others.

Table 1 Principal parameters of the system for the experiment.

<table>
<thead>
<tr>
<th>Parameter</th>
<th>Value</th>
</tr>
</thead>
<tbody>
<tr>
<td>Wavelength of the red laser light</td>
<td>$\lambda_1 = 635 \text{ nm}$</td>
</tr>
<tr>
<td>Wavelength of the green laser light</td>
<td>$\lambda_2 = 532 \text{ nm}$</td>
</tr>
<tr>
<td>Wavelength of the red fluorescent light</td>
<td>$\lambda_1' = 667 \text{ nm}$</td>
</tr>
<tr>
<td>Wavelength of the green fluorescent light</td>
<td>$\lambda_2' = 568 \text{ nm}$</td>
</tr>
<tr>
<td>Central wavelength of the volume holographic filter</td>
<td>$\lambda_{o1} = \lambda_{o2} = 635 \text{ nm}$; $\lambda_{o3} = \lambda_{o4} = 532 \text{ nm}$</td>
</tr>
<tr>
<td>Half maximum width of the volume holographic filter</td>
<td>$\delta_1 = 27 \text{ nm}$; $\delta_2 = 30 \text{ nm}$; $\delta_3 = 18 \text{ nm}$; $\delta_4 = 30 \text{ nm}$</td>
</tr>
<tr>
<td>Incidence of the volume holographic filter</td>
<td>$\theta_1 = 23 \text{ deg}$; $\theta_2 = 22 \text{ deg}$; $\theta_3 = 10 \text{ deg}$; $\theta_4 = 4 \text{ deg}$</td>
</tr>
<tr>
<td>Diffracting efficiency of the volume holographic filter</td>
<td>$\eta &gt; 90%$</td>
</tr>
<tr>
<td>Numerical aperture (NA) of the objective</td>
<td>NA = 0.65</td>
</tr>
<tr>
<td>Focal length of the objective 1, objective 2</td>
<td>$f_1 = 4 \text{ mm}$; $f_2 = 4 \text{ mm}$</td>
</tr>
<tr>
<td>Size of the confocal spot</td>
<td>5 $\mu$m</td>
</tr>
</tbody>
</table>

Fig. 1 Laser confocal measure system with holographic filter.
pulse, \( \tau \) is width of pulse, and \( t_d \) is the interval between pulses 1 and 2.

3 Microarray Image Gridding

Gridding is the segmentation of each spot with horizontal and vertical lines passing through the boundary between adjacent spots in images. In this section, we provide some definitions and properties necessary to understand the morphological approach used for spots gridding.

A gray-scale image is represented by \( f: D_f \rightarrow T_f \) with domains \( D_f \subseteq \mathbb{Z}^2 \) and \( T_f \subseteq R \). The image function \( f(x) \) is equal to the gray level at \( x = (i, j) \). Let \( B \) be a compact subset of \( \mathbb{Z}^2 \) that is symmetric with respect to its origin. We then define the erosion of \( f \) by the structure element \( B \), positioned at \( x \) as

\[
[e_B(f)](x) = \min \{ f(x-y) | x-y \in D_f, y \in B \}.
\]

And the dilation of \( f \) by the structure elements \( B \) is defined as

\[
[\delta_B(f)](x) = \max \{ f(x-y) | x-y \in D_f, y \in B \}.
\]

Erosion and dilation can be combined to perform openings \( \gamma_B \) and closings \( \varphi_B \), defined by

\[
\gamma_B = e_B \delta_B,
\]

\[
\varphi_B = \delta_B e_B.
\]

According to the properties of a microarray fluorescent image, opening, closing, eroding, etc., can filter and grid images. This can be interpreted by a 1-D eroded signal. For example, 1-D signal \( X(x) \) shown in Fig. 4(a), where \( x \) denotes position and \( X(x) \) denotes intensity. Note that \( X(x) \) is filtered by morphology operator \( \gamma_B \varphi_B \), where \( B_1 \) is a \( 1 \times h_1 \) line structure element and \( h_1 = 3 \). The parameter \( h_1 \) is chosen based on the mean width \( L=10 \) of single valley on \( X \), \( h_1 \leq 1/2L \). The result is shown in Fig. 4(b). Local noise and peaks are removed after the operation. To identify the horizontal boundary between adjacent valleys on \( X \), erosion \( e_B \), is done to expand valley bottoms on \( X \), where \( B_2 \) is a \( 1 \times h_2 \) line structure element, and \( h_2 = 5; 1/4L \leq h_2 \leq L \). The result is shown in Fig. 4(c). The length of every local lowest points of the raw valley is expanded \( h_2 \) times. It is easy to identify the borders between two adjacent valleys on \( X \).

We know that the spots in the microarray image are positioned along horizontal lines and are equidistant from each other both horizontally and vertically. Vertical grids can be located after horizontal gray profiles are filtered and eroded. In similar a manner, horizontal grids can be ascertained according to the processed vertical gray profiles morphologically. The profile can be made certain according to the sum of pixel gray scale in one row or column. The largest sum of one profile could be considered first.

There are two steps in gridding microarray fluorescent images supposing image rotation is not necessary. First, noise and weak signals are eliminated by morphological opening and closing in the horizontal and vertical directions. Second, gridding is done according to horizontal and vertical eroded profiles. The parameter \( h \) is chosen based on \( R \), which is the radius of the spot and can be adjusted according to mean distance between adjacent spots and is approximately greater than or equal to \( 1/4R \) at least. These are \textit{a priori} information because we can adjust the diameter of the spot by using dif-
ferent scanner resolutions during digitalization. The length of $h$ in the filter should be greater than that in the eroding step.

4 Experiments and Results

An experiment was conducted in which the red laser is 635 nm and 3 mW (56-ICS-272, Melles, Griot), the green laser is 532 nm and 5 mW (DPGL-2050F+LDC-800, Photop Suwtech, Shanghai), the PMT is H7711-12 (Hamamatsu Photonics), and the analog-to-digital (A/D) card is PCI-6013 (NI Instruments). The experimental system scanned a protein chip supplied by United Gene Holdings Ltd. in Shanghai, which is labeled with IgG-Cy3 and IgG-Cy5 and has a mean diameter of each spot of about 200 μm. The size of the chip is 75 × 22 mm. The scanning step is 10 μm and the frequency of the step is 10 kHz. It took 27.5 min for a full scan at 10 μm.

Compared with most commercially available microarray scanners, which acquire data at two wavelengths simultaneously with dual-channels and whose scan times for a full scan at75 mm are about 6 to 10 min, the speed of the experimental system is slow, but the backgrounds of two different fluorescent images are almost identical.

The Cy3 image acquired is shown in Fig. 5(a) and the Cy5 image is shown in Fig. 5(b). Then two-color image synthesized with the Cy3 and Cy5 images is shown in Fig. 5(c).

There are five spots, with arrows pointing to them in Fig. 5(c), which are obviously imaging on both wavelength lasers. This means that hybridization on these spots is believable. The Cy3 and Cy5 fluorescent images have identical backgrounds because their imaging is in the same optical path and PMT.

The Cy3-Cy5 image is filtered using morphological opening and closing. According to the preceding algorithm, the filter is divided into two steps. The first is horizontal profiles of the image operated by compound of opening and closing with structure element $B_1$, which is a flat line ($h_1=3$). The second is vertical profiles of one are done by same compound operator whose $B_1$ is a vertical line ($h_1=3$). Noises and large lone points are eliminated. Gridding follows same the step in which eroding is done sequentially from the horizontal and vertical directions. Structure element $B_2$ of eroding is a line ($h_2=7$). The boundary of the spots is expanded $h_2$ times. Thus, it is easy to locate the grids of segmentations of the spots.

The results of filter and gridding are demonstrated in Fig. 6. A horizontal profile of the Cy3-Cy5 image, which is noisy and where several spots have low intensity, is shown in Fig. 6(a). Those local peaks are eliminated after horizontal filtering. They are shown in Fig. 6(b). Figure 6(c) shows result eroded that follows Fig. 6(b). Borders between two adjacent spots on a row are distinct. Figures 6(d) to 6(f) report the

![Fig. 4](image-url)  
**Fig. 4** Morphological process of 1-D signal $X(x)$: (a) $X(x)$, (b) $X(x)$ filtered, and (c) $X(x)$ eroded.

![Fig. 5](image-url)  
**Fig. 5** Fluorescent images: (a) Cy3 image, (b) Cy5 image, (c) Cy3-Cy5 image, (d) horizontal by eroded Cy3-Cy5 image, (e) vertical by eroded Cy3-Cy5 image, and (f) gridded Cy3-Cy5 image.
results of the vertical profile and its filtered and eroded results. Thus, vertical grids can be located by eroded horizontal profiles. In the same theory, horizontal grids can be located by vertical profiles.

5 Conclusion

The results of this experiment show that the optical system provides a particular method to capture dual-wavelength fluorescence. Pulsed lasers are employed instead of cw lasers. Two different wavelength lights can pass through a common optical path because the volume holographic filters are cut off. The structure is different from those of most current commercial microarray scanners, in which bandpass filters are used and each kind of fluorescence is collected by one PMT corresponding to its wavelength. Here, two-color fluorescence can be collected in the same PMT. This point has a greater advantage than a multichannel system. It simplifies the system and reduces data normalization due to bias resulting from the different gains of multiple PMTs. A low scanning speed was demonstrated in the presented experiment, in which each fluorescence is collected by a single PMT with time sharing. But this is not an inherent drawback of the system; it can be improved by using faster PMTs and a higher speed step motor that drives the stage, or another scanning mode such as an oscillating mirror and an f-θ objective lens in one scanning direction. Another point is that two-color fluorescence could be acquired simultaneously by one PMT if two lasers work together with a common modulating pulse. The synthesis of a two-color fluorescence image can be realized straightforwardly in this way. It is useful to identify hybridization of spots and investigation about this is in progress.

The spot gridding algorithm is fully automated and does not require any additional information about the microarray geometry. As an automatic method, it processes the microarray image with simple morphological eroding instead of the generally familiar mathematical morphology operation. The gridding is robust because these operations themselves are in essence filters. Fewer steps are required compared with other algorithms. With more hybridized spots in a microarray, more grids would be located as quickly as possible.

Further work concerns the perfection of the optical system, the investigation of a scanning mode for a higher speed, and identification of foreground and background pixels in a grid.

Acknowledgments

This work was supported by National Foundation Research Development Project of China under Grant No. 2005CB724300 and by Shanghai Education Council Foundation (05ZZ26, 05EZ46, T0501).

References


