Simultaneous multispectral reflectance imaging and laser speckle flowmetry of cerebral blood flow and oxygen metabolism in focal cerebral ischemia

Phill B. Jones
Massachusetts General Hospital
Harvard Medical School
Martinos Center for Biomedical Imaging
and
MassGeneral Institute for Neurodegenerative Disorders
Charlestown, Massachusetts 02129

Hwa Kyoung Shin
Massachusetts General Hospital
Harvard Medical School
Department of Radiology
Stroke and Neurovascular Regulation Laboratory
Charlestown, Massachusetts 02129

David A. Boas
Massachusetts General Hospital
Harvard Medical School
Martinos Center for Biomedical Imaging
Charlestown, Massachusetts 02129

Bradley T. Hyman
Massachusetts General Hospital
Harvard Medical School
MassGeneral Institute for Neurodegenerative Disorders
Charlestown, Massachusetts 02129

Michael A. Moskowitz
Massachusetts General Hospital
Harvard Medical School
Department of Radiology
Stroke and Neurovascular Regulation Laboratory
Charlestown, Massachusetts 02129

Cenk Ayata
Massachusetts General Hospital
Harvard Medical School
Department of Radiology
Stroke and Neurovascular Regulation Laboratory
and
Department of Neurology
Stroke Service and Neuroscience Intensive Care Unit
Charlestown, Massachusetts 02129

Andrew K. Dunn
University of Texas
Biomedical Engineering Department
Austin Texas 78712

Abstract. Real-time investigation of cerebral blood flow (CBF), and oxy- and deoxyhemoglobin concentration (HbO, HbR) dynamics has been difficult until recently due to limited spatial and temporal resolution of techniques like laser Doppler flowmetry and magnetic resonance imaging (MRI). The combination of laser speckle flowmetry (LSF) and multispectral reflectance imaging (MSRI) yields high-resolution spatiotemporal maps of hemodynamic and metabolic changes in response to functional cortical activation. During acute focal cerebral ischemia, changes in HbO and HbR are much larger than in functional activation, resulting in the failure of the Beer-Lambert approximation to yield accurate results. We describe the use of simultaneous LSF and MSRI, using a nonlinear Monte Carlo fitting technique, to record rapid changes in CBF, HbO, HbR, and cerebral metabolic rate of oxygen (CMRO$_2$) during acute focal cerebral ischemia induced by distal middle cerebral artery occlusion (dMCAO) and reperfusion. This technique captures CBF and CMRO$_2$ changes during hemodynamic and metabolic events with high temporal and spatial resolution through the intact skull and demonstrates the utility of simultaneous LSF and MSRI in mouse models of cerebrovascular disease. © 2008 Society of Photo-Optical Instrumentation Engineers. [DOI: 10.1117/1.2950312]

Keywords: laser speckle; multispectral imaging; ischemia; peri-infarct depolarizations; depolarizations; Beer-Lambert.

Paper 07325R received Aug. 13, 2007; revised manuscript received Feb. 6, 2008; accepted for publication Feb. 12, 2008; published online Jul. 24, 2008.

1 Introduction

Spontaneous and repetitive peri-infarct depolarizations (PIDs), electrophysiologically similar to cortical spreading depression (CSD), increase metabolic demand in ischemic tissue by causing massive ionic shifts. There is evidence that the expansion of ischemic territory is closely coupled to the occurrence of PIDs, presumably due to increased metabolic demand of repolarization. However, the mechanisms by which PIDs expand the infarct are not fully understood. In particular, the impact of PIDs on oxygen metabolism in focal cerebral ischemia has not been studied in real-time.
with high spatiotemporal resolution. We have recently demonstrated that cerebral blood flow (CBF) response to PIDs varies throughout the ischemic hemisphere: while PIDs evoke a hyperemic response outside the ischemic territory, they are associated with hypoperfusion in the penumbra and core. This vasocostrictive form of neurovascular coupling during ischemic depolarizations contributes to infarct expansion. Therefore, it is important to develop a more complete understanding of the spatial and temporal characteristics of CBF, hemoglobin oxygenation, and volume, measured in the form of oxy-/deoxyhemoglobin (HbO, HbR), as well as the cerebral metabolic rate of oxygen (CMRO2), in acute focal cerebral ischemia.

Measurement of the hemodynamic parameters in the cortex has been demonstrated previously, and sometimes simultaneously, during functional activation studies, but most of these measurements had very limited spatial resolution due to the difficulties in obtaining full field images of both CBF and hemoglobin oxygenation.

Recently, the technical obstacles that have prevented full field imaging of both CBF and hemoglobin concentration changes, and therefore CMRO2, have been overcome by combining two different optical imaging approaches. Laser speckle flowmetry (LSF) has been demonstrated to be highly effective at imaging CBF changes in animal models with very high spatial and temporal resolutions and has been used in studies of cortical spreading depression (CSD), ischemia, and functional activation, as well as a growing number of other experimental paradigms.

Multispectral reflectance imaging (MSRI) is an extension of single-wavelength intrinsic optical imaging, whereby the cortex is sequentially illuminated with different wavelength bands and the resulting set of spectral images is combined to produce two-dimensional maps of changes in blood volume and oxygenation. MSRI has been used to investigate the hemoglobin oxygenation and blood volume responses to functional activation in anesthetized animals.

In this study, we used simultaneous LSF and MSRI to investigate the spatial and temporal dynamics of changes in oxyhemoglobin (HbO), deoxyhemoglobin (HbR), total hemoglobin (HbT), CBF, and CMRO2 during focal ischemia in mice. We show that the traditional method for determination of changes in hemoglobin concentration using the modified Beer-Lambert law leads to significant overestimation of the magnitude of concentration changes during ischemia. A nonlinear fitting algorithm was thus developed and applied for the first time here, for accurate determination of hemoglobin concentration changes. Using this technique, we extract high-resolution time courses of all five hemodynamic parameters throughout the ischemic core, penumbra, and nonischemic cortex and show that the hemodynamic and metabolic changes accompanying PIDs differ spatially throughout the ischemic territory, providing further evidence of pathological forms of neurovascular coupling in the core and penumbra.

2 Materials and Methods

2.1 Instrumentation

The instrument used in these experiments [Fig. 1(a)] is a combined, simultaneous multispectral and laser speckle imaging system. It is similar to one used in previously published studies, except that two cameras were used to acquire LSF and MSRI images simultaneously. Light for multispectral imaging is provided by a quartz tungsten halogen fiber-optic illuminator (Techniquip R150, Capra Optical, Natick, Massachusetts) and passes through 10-nm-wide bandpass filters, ranging from 560 nm to 610 nm. As in the previously described instrument, a laser diode (785 nm, 70 mW) provides the coherent illumination required for LSF imaging. The light is captured using a variable magnification objective (×0.75 to ×3, Edmund Optics, Barrington, New Jersey) and either focused through (IR laser) or reflected off (visible light) a dichroic mirror onto two CCD cameras (CoolSnap fx, Roper Scientific, Tucson, Arizona, 1300×1030 pixels with 3×3 binning, resulting in 434×343 image size for MSRI; Cool 4600, San Diego, California, 640×480 pixels for LSF). Raw MSRI data was collected in sequences of 30 frames at 10 Hz, with one sequence approximately every 7 s. Raw speckle data was similarly collected in sequences of 10 frames at 15 Hz, with one sequence every 7 s and converted to speckle contrast images before averaging. The repetition rate of 7 s was chosen as a balance between disk space use and data quality, the temporal resolution is adequate to capture the changes observed, although there is no fundamental reason why higher temporal resolution cannot be used.

2.2 Image Analysis

The details of CBF imaging using speckle contrast have been published previously. Briefly, a speckle contrast image is calculated by dividing the standard deviation by the average intensity of pixels of a small region (7×7 pixels) of the image, over an integration time of 8 ms, and converting speckle contrast values to correlation times, inversely proportional to velocity, which is assumed to be proportional to CBF.

The reflectance image from each wavelength was averaged over the sequence and was used to calculate changes in HbO and HbR from baseline. Two approaches were compared for determination of hemoglobin concentration changes: the modified Beer-Lambert law and a nonlinear least-squares fitting approach based on Monte Carlo simulation of wavelength-dependent light propagation in tissue. The modified Beer-Lambert law relates the measured change in intensity to a change in chromophore concentration:

$$\Delta A(\lambda) = \sum_{k=1}^{N_{\text{chromophores}}} \epsilon(\lambda) \Delta C_k D_k(\lambda),$$

where $\Delta A(\lambda) = \log(I_o/I)$ is the measured change in attenuation, $\epsilon(\lambda)$ is the molar extinction coefficient for each chromophore, $\Delta C$ is the change in concentration of each chromophore, and $D_k$ is the differential path length factor that accounts for the wavelength dependence of tissue scattering. The differential path length factor also depends on the baseline optical properties (absorption due to HbO, HbR concentrations, and scattering coefficient), and was estimated using Monte Carlo simulations that accounted for the geometry of the imaging system, using a homogeneous tissue model. Oxygenated and deoxygenated hemoglobin were assumed to...
be the only chromophores, and scattering changes were also included as a pseudo-chromophore.\textsuperscript{34}

The nonlinear fitting procedure is a least-squares minimization of the difference between the measured intensity change and the intensity change predicted by the Monte Carlo model for a given set of optical properties. The measured intensity change is the ratio of the detected intensity at time $t$ to the detected intensity at $t=0$, $R = I(t)/I(t=0)$, while the intensity change predicted by the Monte Carlo model is given by $R_{mc} = I_{mc}(\lambda)/I_{mc}^{o}(\lambda)$, where $I_{mc}^{o}$ is the predicted intensity under the assumed baseline conditions corresponding to $t=0$. The wavelength-dependent intensity is a function of the tissue absorption coefficient, $\mu_{a}(\lambda)$, and scattering coefficient, $\mu_{s}(\lambda)$. The absorption coefficient was assumed to depend only on the concentrations of HbO and HbR, $\mu_{a}(\lambda) = 2.303[e^{HbO}(\lambda) C^{HbO}+e^{HbR}(\lambda) C^{HbR}]$, where $e$ is the molar extinction coefficient, and the scattering coefficient was assumed to follow the form $\mu_{s}(\lambda) = -2 \mu_{s}$, Ref.\textsuperscript{35}. Baseline conditions were assumed to be: $C^{HbO} = 100 \text{ M}$, $C^{HbR} = 60 \text{ M}$, $\mu_{s} = 120 \text{ cm}^{-1}$, the anisotropy coefficient ($g$) = 0.9, at $\lambda$ = 560 nm. The absolute value $\mu_{s}$ again had little bearing on the magnitude of changes; therefore, a previously published value was used.\textsuperscript{34} The values of the fitting parameters ($C^{HbO}, C^{HbR}, a$) that minimized the difference between the measured ($R$) and modeled ($R_{mc}$) intensity changes were determined using the

![Fig. 1 Combined multispectral and speckle contrast imaging of mouse cortex. A schematic of the system for simultaneous LSF and MSRI using two cameras is shown in panel (a). A representation of the mouse skull with a blood flow map obtained from LSF superimposed is shown in panel (b). The arrow [distal middle cerebared artery occlusion (dMCAO)] shows the point at which the MCA is clipped. The ischemic core (which has residual blood flow of <25%) and penumbra (35%) are shown as superimposed thresholded relative CBF maps. Panels (c) and (d) show a 580-nm reflectance image and a speckle contrast image. The speckle contrast map has been spatially co-registered with the 580-nm reflectance using an affine transformation.](https://www.spiedigitallibrary.org/journals/Journal-of-Biomedical-Optics)
least-squares fitting procedure. A perturbation Monte Carlo model was used to optimize the calculation of the reflected intensities for a given set of optical properties. The Monte Carlo model also accounted for the illumination and detection geometries of the experimental setup. The least-squares determination of the hemoglobin concentration and scattering changes at each time point took approximately 30 s due to the increased computational efficiency of the perturbation Monte Carlo model.

To spatially co-register the images from the LSF and MSRI, speckle contrast images and unprocessed reflectance images were used to establish vascular landmarks, and a transformation matrix was calculated for each experiment (Fig. 1). For the extraction of quantified time courses, one or more small regions of interest (ROIs) were selected by inspection of the MSRI data and mapped onto the LSF data. Hemoglobin concentration and speckle contrast were then averaged over the same physical ROI. The LSF time course was interpolated to make it concurrent with the MSRI data. The data from both MSRI and LSF were then used to calculate changes in CMRO:

\[
1 + \frac{\Delta \text{CMRO}_2}{\text{CMRO}_2} = \left(1 + \frac{\Delta \text{CBF}}{\text{CBF}}\right)^{-1} \left(1 + \frac{\Delta \text{HbT}}{\text{HbT}}\right) \cdot \left(1 + \frac{\Delta \text{HbR}}{\text{HbR}}\right).
\]

(1)

### 2.3 General Surgical Preparations

Mice (C57BL/6J, 25 to 30 g, n=6) were anesthetized with isoflurane (2% induction and 1% maintenance), endotracheally intubated, and ventilated (70% N\textsubscript{2}O 30% O\textsubscript{2}; SAR 830/P, CWE, Ardmore, Pennsylvania). The femoral artery was cannulated for the purposes of continuous recording of blood pressure (BP) (ETH-400 transducer amplifier, ADInstruments, Colorado Springs, Colorado) and heart rate (PowerLab, AD-Instruments). Mice were paralyzed (pancuronium, 0.4 mg/kg/h i.p.) and placed on a stereotaxic frame. The scalp and periosteum were pulled aside and mineral oil was applied to the exposed skull to prevent drying. Adequacy of the anesthetics was checked regularly by the absence of a withdrawal or a blink reflex. Arterial blood gases and pH were measured at least once per hour using 30-µL samples (Blood Gas Analyzer 248, CIBA/Corning, Massachusetts) and used to maintain all physiological parameters within previously reported normal limits. Institutional guidelines for the care and use of animals were strictly followed, and all experiments were approved by a review committee.

### 2.4 Focal Cerebral Ischemia

After general surgical preparation, the temporalis muscle was separated from the temporal bone and excised. A burr hole (2-mm diameter) was drilled through the temporal bone, just above the zygomatic arch, while saline was applied as a coolant. The dura was kept intact, and a microvascular clip (Ohwa Tsusho, Tokyo, Japan) was used to occlude the distal middle cerebral artery (dMCAO). Based on the severity of CBF reduction during the first minute of dMCAO, three cortical regions [Fig. 1(b)] of interest (ROIs, 250×250 μm) were manually selected corresponding to the core (C, CBF < 25%), the hemodynamic penumbra (P, steep portion of CBF gradient between the core and nonischemic cortex, 25% < CBF < 35%), and the nonischemic cortex (NI; CBF > 35%). The location of the dMCAO and the imaging region (gray box) are also shown in Fig. 1(b).

### 3 Results

#### 3.1 Discrepancy Caused by the Modified Beer-Lambert Approximation

The standard analysis for MSRI involves a first-order linear approximation to a nonlinear system. The approximation is valid for small changes in chromophore concentration; however, one might expect significant errors at large changes. Since changes in chromophore concentration are expected to be very large during ischemia compared to those encountered in studies of functional activation, numerical analysis of the accuracy of the modified Beer-Lambert law for large changes in both HbO and HbR was conducted. The Monte Carlo model was used to generate simulated reflectance data at different hemoglobin concentrations for each wavelength. The changes in HbO and HbR concentrations for each simulated reflectance set were then determined using the modified Beer-Lambert law [Eq. (1)], and the difference between the actual concentration changes and those predicted by the modified Beer-Lambert law were determined.

For a range of simulated changes in C of ±100%, the expected changes in reflectance of the six wavelengths of light were calculated from the Monte Carlo model. Here and elsewhere, C refers to either HbO or HbR. These intensity changes at each wavelength represent the theoretically true change in reflectance due to the simulated changes in chromophore concentration (∆C\text{sim}). From these “true” changes in reflectance, changes in chromophore concentration that would be measured using the Beer-Lambert approximation can be calculated (∆C\text{BL}).

Figure 2 shows the discrepancy in the calculated values, (∆C\text{BL}/∆C\text{sim}-1), against the normalized change in concentration for each chromophore nC=C\text{sim}/C\text{0}, where C\text{0} is the baseline value. The plot of discrepancy in HbO [Fig. 2(a)] shows that as nHbO decreases, the Beer-Lambert approximation underestimates the value of HbO (∆C is negative). As nHbO decreases, the discrepancy gets worse; at around nHbO=0.6, the discrepancy becomes so severe (−1) that the calculated value of HbO would become negative. At high nHbO, there is a moderate overestimation of HbO. The similar plot for HbR has nearly radial isolines. The line representing 0 runs nearly along nHbR=nHbO. This means that if the fractional change in the chromophore concentrations were the same across the two chromophores, the results of the Beer-Lambert approximation would be roughly accurate for HbR. This situation would occur if there was no change in the average oxygen saturation, but blood volume could change freely without causing a discrepancy. If the balance of HbO/HbR were to shift in favor of HbO (i.e., an increase in saturation), that would result in a move in parameter space to the top-left half of the plot, where HbR...
would be underestimated. If oxygen saturation were to decrease, HbR would be overestimated.

The predictions of the model suggest that in a stroke experiment, where HbO is expected to dramatically decrease and the average oxygen saturation is also expected to decrease, the magnitude of the HbO decrease would be severely overestimated, possibly resulting in negative values, and HbR would be overestimated. Similar plots in which the predicted changes in reflection were then fit with the nonlinear fitting method showed no discrepancy between the C_{sim} and C_{NL} (nonlinear data not shown).

Comparison of the analysis of a typical time course for a mouse undergoing dMCAO using the modified Beer-Lambert approximation and the nonlinear fitting method (Fig. 3) is consistent with the predictions from the numerical simulations (Fig. 2). Immediately after the occlusion, HbO drops dramatically [Fig. 3(a)], and as predicted, the values reported by the Beer-Lambert approximation become negative. In contrast, the nonlinear fitting technique yields results that are physically possible. For comparison, scattering was included in the Beer-Lambert fitting method as a pseudo-chromophore, and the scattering coefficient was allowed to be fit in the nonlinear method. For the HbO calculation, the inclusion of the scattering coefficient as a fittable parameter made very little difference to either time course. The Beer-Lambert approximation for HbR overestimated the value of HbR compared to the nonlinear solution, also as expected from the simulations. In this case, the inclusion of scattering as a parameter made a noticeable difference in the time courses for both Beer-Lambert and nonlinear methods. These results, particularly those in Fig. 3(a), indicate that the modified Beer-Lambert law cannot be used for quantitative analysis of hemoglobin concentration changes during ischemia. In addition, the change in the scattering pseudo-chromophore for the Beer-Lambert approximation and the scattering coefficient for the nonlinear solution are shown. Scattering decreases after occlusion (according to the nonlinear solution) and returns to approximately baseline levels after reperfusion. This might be due to neuroglial depolarization and swelling. It is interesting to note that the loss of photons due to scattering according to the Beer-Lambert approximation goes down. This is not necessarily a contradiction, as the effects of scattering coefficients have an unpredictable effect on photon loss.

3.2 Time Courses of the Four Hemodynamic Parameters and CMRO₂ after dMCAO

Immediately after occlusion (Fig. 4, first dashed line), there is an abrupt decrease in HbO (56 ± 7%), CBF (70 ± 3%), and CMRO₂ (45 ± 3%), while HbR increases (58 ± 10%) and HbT shows a small decrease (13 ± 3%) in the ischemic core. This is consistent with a stagnation and deoxygenation of blood in the vasculature after dMCAO. After approximately 1 min, there is a secondary reduction in all hemodynamic parameters and CMRO₂ that initially occurs in the core. This event is consistent with passive vascular collapse or active vasoconstriction as a result of anoxic depolarization (AD), as previously described. The event spreads first to the penumbra and then to the nonischemic cortex (third dashed line) consistent with the first peri-infarct spreading depolarization (PID). During the PID, all parameters except HbR are transiently decreased, followed by partial recovery, while HbR transiently increases. After the PID (fourth dashed line), there is a persistent reduction in CMRO₂, even in the nonischemic cortex.

After the initial PID event, spontaneous and repetitive PIDs are observed, altering the hemodynamic parameters and CMRO₂. In a representative experiment shown in Fig. 5, four major (vertical dashed lines) and four minor PIDs (vertical dotted lines) are seen. In the nonischemic cortex and penumbra, each PID is accompanied by an initial drop in all parameters except HbR, followed by a transient overshoot. In the ischemic core, a decrease is observed following the PIDs, but there is no discernible overshoot. This result is interesting, as
it shows that a small amount of metabolism is taking place even in the most severely ischemic core, as evidenced by a further reduction of CMRO$_2$ during a PID.

Twelve PIDs taken from six animals were analyzed. The trough of the initial drop in CMRO$_2$ relative to the pre-PID level and the peak of the metabolic overshoot were measured over regions of interest in the core, penumbra, and nonischemic cortex. Fig. 6. The magnitude of the initial drop was found to be within experimental errors and not statistically significantly different across the three regions. In contrast, the size of the metabolic overshoot was largest in the nonischemic cortex, smaller in the penumbra, and nonexistent in the core.

A one-way ANOVA with post hoc (Bonferroni/Dunn) showed significant differences between all regions of interest ($P < 0.0001$), core versus nonischemic cortex; $P = 0.002$, nonischemic cortex versus penumbra; $P = 0.039$, core versus penumbra.

After approximately 76 min of dMCAO, the clip was removed from the MCA to allow reperfusion (Fig. 7). In none of the regions was there a complete recovery to preocclusion levels. Interestingly, CMRO$_2$ remained below preocclusion levels after reperfusion, suggesting irreversible metabolic suppression. Interestingly, the reperfusion was more complete in the ischemic core than in the nonischemic cortex, perhaps due to postischemic hyperemia.

Although the nonlinear fitting technique is too computationally intensive to perform on a high spatiotemporal basis for the entire experiment, qualitative maps of changes in HbO, HbR, and HbT can be made using the Beer-Lambert approximation. Video 1. In these maps, green represents the baseline levels, blue indicates decrease, and red represents increase; no absolute scale bar is given since the maps are not quantitative but sufficient to make observations about spatial extent and effects. Comparing the first few minutes of HbO, HbR, and HbT, it can be seen that changes in HbO and HbR precede the change in HbT, as shown in Fig. 4. Later, at the 5-min, 8-s frame, particularly in the plot of HbT, a rim of comparative hyperemia can be seen separating the deepest blood volume deficit in the ischemic core from the post-PID oligemia in the nonischemic cortex. No such rim is observed in CBF. PIDs appear to move around the cortex, often emerging from the anterior, or less commonly the medial or posterior, to the infarct. Generally, the depression moves around the edge, apparently not entering the main infarct area but clearly affecting the penumbra and nonischemic cortex. However, when the core region of interest is plotted over time, small amplitude changes can be seen in the core temporally associated with PIDs, suggesting that PIDs or their hemodynamic effects spread into the core as well. Occasionally, in experiments where PIDs are frequent, a PID may appear to move in...
a circle and go back along the same path, although more commonly, the event travels to the other side of the infarct before disappearing.

### 4 Discussion

Multispectral optical measurements have been widely used to assess changes in cortical concentrations of oxy- and deoxy-hemoglobin from changes in light reflectivity as predicted by the modified Beer-Lambert law. The work of Kohl explored the use of the modified Beer-Lambert approximation in intrinsic optical imaging. Up to now, the changes measured have been due to functional activation or CSD, and as such have been smaller perturbations than observed here. As a result, linearization has been considered adequate to calculate changes in HbR and HbO concentration. In focal cerebral ischemia, the changes measured are much larger; therefore, we did not assume that linearization was sufficient. The severe changes in HbO and HbR during ischemia lead to significant changes in the path lengths of the detected photons. Based on Monte Carlo simulations, we estimated that the photon path length in the ischemic core increases by more than 60% compared with baseline conditions (~0.6 mm versus ~0.95 mm). While the change in path length might in principle affect the laser speckle measurement, in practice, the wavelength used is in a region where little absorption occurs and the path length is short; therefore, path length changes are unlikely to have a significant effect.

![Fig. 4](Image)

**Fig. 4** Average time courses of hemodynamic parameters during dMCAO and subsequent anoxic depolarization. Error bars show the standard deviation between animals. The drop in CMRO₂ occurs as a two-stage process. The initial phase is a direct result of reduced CBF from the occlusion (first dashed line). During this period, HbT decreases only marginally. After a short period of time (second dashed line), HbT begins to drop, accompanied by a drop in all parameters. This event, which is consistent with passive vascular collapse or active vasodilatation, corresponds to AD in the core and the first PID in the penumbra and nonischemic cortex; it spreads through the entire hemisphere, reaching the ROI in the nonischemic cortex at the third dashed line. In the nonischemic cortex and penumbra, the effect of this first PID is to transiently suppress CBF, HbO, CMRO₂, and HbT, while HbR increases slightly, followed by partial recovery (fourth dashed line). The change in scattering coefficient (a) is also shown (cyan). (Color online only.)

![Fig. 5](Image)

**Fig. 5** Exemplar time courses of all four hemodynamic parameters, CMRO₂, and the scattering coefficient (a) during successive PIDs. Error bars show standard deviations. In the ischemic core, each PID is followed by a drop in HbO, HbT, CBF, and CMRO₂ and an increase in HbR. In the penumbra and nonischemic cortex, the initial decreases are followed by hyperemic overshoot, with the reverse occurring in HbR. Four major (vertical dashed lines) and four minor (vertical dotted lines) PIDs are shown. A small amount of metabolism takes place even in the most severely ischemic core, as evidenced by a further reduction of CMRO₂ during a PID; there are also dips in the other parameters except for HbR, which shows a corresponding increase. Everywhere except for the core, the dip is followed by a transient overshoot, which may represent a form of intrinsic neurovascular coupling.

![Fig. 6](Image)

**Fig. 6** Effects of PID on CMRO₂ in the three regions of interest. The effects of multiple PIDs (n=12) from six mice are averaged. The lowest point of the initial dip in metabolism and the highest point in the overshoot are averaged. While no significant difference in size of the initial drop is observed using one-way ANOVA and the Bonferroni/Dunn post hoc test, the difference in the magnitude of overshoot is significant.
Numerical simulations and comparisons of results show that the use of the Beer-Lambert approximation in the analysis of ischemia data leads to serious errors, most seriously a large overestimation of the reduction in HbO, leading to calculated values of HbO of less than zero. For this reason, we solved for changes in HbO and HbR from reflectance data using a nonlinear minimization method in a manner similar to that used in other measurements of tissue optical properties. While this method has the disadvantage of requiring a large increase in computational time, it is practical to extract multiple time courses for relevant regions of interest. In this work we have used the Beer-Lambert approximation to extract qualitative spatial maps of parameter changes that can be useful for observations of hemodynamic behavior (see Video 1). With additional optimization, the nonlinear fitting procedure should be capable of producing quantitative spatiotemporal maps of hemodynamic changes.

There has been much interest in the measurement of CMRO$_2$ in the ischemic and injured brain in both experimental animals and humans. Metabolic measures are thought to be strong indicators of tissue outcome, with oxygen and glucose metabolism being closely linked. LSF imaging has previously been applied to cerebral ischemia and its advantages over laser Doppler flowmetry have been previously established in terms of the free placement of ROIs and increased spatial and temporal resolution.

Other groups have reported similar decreases in CMRO$_2$ at isolated time points post-ischemia. For example, Singh et al. found a 60% decrease, 20 min post global brain ischemia (neck tourniquet), that lasted to 6 h post-ischemia. Temma et al. also showed approximately 50% reduction in CMRO$_2$ 1 h after transient MCA occlusion in rats. There have been positron emission tomography (PET) studies in pri-mates and cats that have shown reductions in CBF of 35 and 60%, respectively, and reductions in CMRO$_2$ levels of 35%. In addition, they report an increase in oxygen extraction fraction, which we do not observe. A study with near infrared spectroscopy (NIRS) and Doppler flowmetry in rats has shown a less severe reduction in CBF (31%), although encouragingly, similar time courses during PIDs were observed. Also in a gerbil model, Li et al. reported a drop in HbO of 50% and an increase in HbR of 40%. While less severe that our core results, these data are qualitatively similar; the discrepancy may simply be a function of our improved spatial resolution. Taken together, our data are consistent with the wider stroke literature. It is important to note that while the various reports vary slightly, they are conducted in different animal models; we are specifically looking at the cortex, and our technique has higher resolution. In addition, it is difficult to compare across modalities, as simultaneous reporting of all hemodynamic parameters is technically challenging.

Here, we demonstrate measurement of CMRO$_2$ changes during AD and subsequent PIDs over regions of interest in three different areas of the cortex in relation to arterial occlusion. We found that immediately after MCA occlusion, CBF...
dramatically decreases with relatively little change in HbT, even in the core, suggesting that vascular caliber is not altered during this initial phase. An increase in HbR and a decrease in HbO are observed, as the sluggish blood spends more time in the capillary bed and is deoxygenated. In the nonischemic cortex, there was little effect on any hemodynamic parameter during this early phase (i.e., prior to the spread of the first PID). After approximately one minute, HbT decreases in the core, suggesting either passive vascular collapse or active vasoconstriction. This event is accompanied by a further reduction in CBF and oxygenation. As the PID triggered by AD spreads into the nonischemic cortex, secondary reductions in HbT and CMRO₂ are observed there as well. During PIDs, CMRO₂ is reduced in each of the three regions of interest. Following this initial drop, there is a CMRO₂ overshoot in the nonischemic cortex that does not occur in the ischemic core. This overshoot may be a useful measure of integrity of neurovascular coupling. The drop in CMRO₂ in the core and the lack of a CMRO₂ overshoot suggest that oxygen consumption in the core is delivery limited. Further, it may be possible that the maintenance of neurovascular coupling is a measure of tissue viability. The ischemic core invariably progresses to infarct, whereas the penumbra can either recover or proceed to infarct as verified by histological studies. More work is needed to determine whether the neurovascular coupling response to PID is correlated with the viability thresholds of tissue. It is important to note that intense neuroglial depolarizations may impact infarct outcome differently, compared to more physiological modes of depolarization (e.g., somatosensory activation via electrical forepaw stimulation), which have recently been shown to reduce cortical and striatal infarct volumes in rats undergoing MCA occlusion. The difference here could be that PIDs are likely to cause higher metabolic demand than forepaw stimulation and are associated with vasoconstrictive coupling rather than vasodilation.

Our technique generates spatiotemporal qualitative maps of hemodynamic parameters, allowing the observation of interesting hemodynamic events. See Video 1 for a typical dMCAO experiment. The video shows AD; multiple PIDs, which can be seen moving around the nonischemic cortex; reperfusion; and ultimately, the death of the animal by induced anoxia. Advancing the first few frames of the video frame by frame shows in detail how the initial change in HbO and HbR precedes the change in HbT and leads to the PID that spreads quickly over the cortex.

5 Conclusion
Combined MSRI and LSF imaging allows for simultaneous monitoring of changes in HbO, HbR, CBF, and CMRO₂ with high spatial and temporal resolution through the intact mouse skull during focal cerebral ischemia. The generally applied modified Beer-Lambert approximation was found to be inaccurate for large changes in chromophore concentrations, and so a nonlinear fitting routine that makes use of path lengths generated from Monte Carlo simulations was used to determine time courses of hemoglobin concentration changes. During cerebral ischemia, we note that AD follows occlusion of the MCA by about a minute and leads to a secondary reduction in CBF, HbT, and CMRO₂ in the nonischemic cortex. During PIDs, CBF reduction is accompanied by dramatic reductions in HbO and HbT, as well as CMRO₂; hence, the close correspondence between CMRO₂ with CBF suggests supply-limited oxygen metabolism in the core and penumbra. Combined multispectral reflectance and laser speckle flowmetry is a powerful tool for investigation of hemodynamic and metabolic events in focal cerebral ischemia and for testing of therapeutic agents on oxygen metabolism and tissue viability as end points.

Acknowledgments
This work was supported by the National Institutes of Health (Grant Nos. NS10828, MAM: NS035611, MAM: NS041291, AKD; and NS050150, AKD), National Science Foundation (Grant No. 0644638 AKD), American Heart Association (Grant Nos. 0335519N, CA; and 0735136N, AKD), and National Institute of Biomedical Imaging and Engineering (Grant No. R01EB00790, DAB).

References


