High-speed 1310 nm-band spectral domain optical coherence tomography at 184,000 lines per second

Lin An
Guangying Guan
Ruikang K. Wang
High-speed 1310 nm-band spectral domain optical coherence tomography at 184,000 lines per second

Lin An, Guangying Guan, and Ruikang K. Wang
University of Washington, Department of Bioengineering, Seattle, Washington 98195

Abstract. We propose a useful method to boost the imaging speed for spectral domain optical coherence tomography (SDOCT) by multiplying a number of high-speed spectrometers used in the system with selective precise control of data-recording and data-reading phases for spectral cameras employed in each spectrometer. To demonstrate the proposed method, we use two spectrometers built in a 1310 nm-band SDOCT system, each equipped with a high-speed InGaAs line-scan camera capable of 92-kHz line-scan rate, to achieve an unprecedented imaging speed at 184,000 lines/s. We validate the multiplied imaging speed by measuring Doppler-induced phase shift in the spectrograms using a flow phantom. © 2011 Society of Photo-Optical Instrumentation Engineers (SPIE). [DOI: 10.1117/1.3592492]

Keywords: spectral domain optical coherence tomography; spectrometer; InGaAs line-scan camera.

Paper 11136LR received Mar. 20, 2011; revised manuscript received Apr. 22, 2011; accepted for publication Apr. 28, 2011; published online Jun. 1, 2011.

Fourier domain detection techniques in optical coherence tomography (OCT), with either spectrometer-based systems [spectral domain OCT (SDOCT)] or frequency swept laser-based systems [swept source OCT (SSOCT)], have enabled OCT imaging with unprecedented sensitivities and speeds.1–3 High-speed imaging is particularly important for in vivo imaging applications because it can minimize motion artifacts. In recent years, impressive progress in increasing the imaging speed has been made to SSOCT. For example, Huber et al. proposed a frequency domain mode locking (FDML) technology that used an optical delay to improve the imaging speed of the SSOCT system.4 Combining FDML with a multi-spot concept, a record imaging speed of ∼20 MHz line-scan rate (LSR) was achieved at 1310-nm wavelength band.5 In addition, SSOCT at 1060 nm wavelength band was recently reported to have ∼400 kHz LSR, which is of clinical significance in ophthalmology.6 In contrast, there is limited effort to date that has allowed improvement in the imaging speed in SDOCT.

The imaging speed of SDOCT largely depends on the availability of line-scan cameras used in the spectrometer. At 850 nm wavelength band, a recent use of the state-of-the-art CMOS cameras (e.g., Basler spL4096–140k) has made the SDOCT imaging at a LSR of ∼300 kHz.7 However, for the wavelength longer than 1 micron, the fastest imaging speed reported so far was 47 kHz LSR that used an InGaAs linear detector (SU-LDH-1.7, Goodrich Ltd., USA) [e.g., Refs. 10 and 11]. With the current available line-scan cameras, a significant limitation of the imaging speed comes from the time required to read the recorded data from the camera, i.e., the dead time, Δt. For example, when employing a Basler spL4096–140k camera to achieve ∼300 kHz A-lines rate, Δt = 1.2 μs, representing almost 40% of the total time, Δt, was required to capture one axial scan. If this dead time period could be efficiently utilized to capture the interferograms, the imaging speed of an SDOCT system would be improved.

In this letter, we propose a useful method to boost the imaging speed of an SDOCT system, by employing multiple spectrometers in an SDOCT system while using precise timing sequences to control the recording and reading phases of the cameras used in each spectrometer. Theoretically, more than two spectrometers can be used to multiply the imaging speed; here we report the use of dual-spectrometers to demonstrate the concept. We will focus on the use of state-of-the-art InGaAs line-scan camera to realize an unprecedented imaging speed for an SDOCT system at 1310 nm. The camera used is capable of a maximum ∼92 kHz line-scan rate that was only recently made available by Goodrich Ltd., USA. When running at 92 kHz, a fixed timing period of Δt = 10.88 μs is required to capture one axial scan. With this in mind, if there are two spectrometers (cameras) in an SDOCT system, we can use two 92-kHz square waveforms (50% duty cycle) to externally trigger each camera, meaning that the first 50% timing period (5.44 μs) is used for light integration (data recording) for the first camera while for data transmission for the second camera, and vice versa for the second 50% time period. As a result, Δt is 100% fully utilized for the SDOCT system to capture the useful signals for imaging, leading to the final line-scan rate of 184 kHz.

The system schematic is illustrated in Fig. 1(a), where a 1310-nm superluminescent diode (SLD) was used to illuminate a fiber-optic interferometer system based on Mach–Zehnder configuration. The SLD (10 mW output power) had a spectral bandwidth of 60 nm, giving an axial resolution of ∼12 μm in air. A 20/80 fiber coupler was used to split the lights from the SLD with 20% going to the reference mirror and 80% to the sample. The lights received from the reference and sample arms are routed, via the optical circulators, to a 50/50 fiber coupler, which split the lights into two equal portions before being sent to two purpose-built high-speed spectrometers for detection of interferograms. The spectrometers were carefully adjusted to have almost equal imaging performance, each equipped with a state-of-the-art InGaAs line-scan camera (SU1024LDH2, Goodrich Ltd., USA) capable of a 92-kHz line-scan rate. Each spectrometer had a designed spectral resolution of 0.14 nm, giving ∼3 mm imaging depth in air. The system had a lateral resolution of 15 μm determined by the objective lens used to deliver the light to the sample.

In order to sequentially control the two cameras to achieve the system line-scan rate of 184 kHz, two trigger sequences [Fig. 1(b)] were generated to control the cameras. At first, a 92-kHz trigger-sequence [i.e., square waveform with a time interval 10.88 μs] top in Fig. 1(b)] was generated by a digital

Address all correspondence to: Ruikang K. Wang, University of Washington, Department of Bioengineering, 3720 15th Avenue NE, Seattle, Washington 98195. Tel: 206 616 5025; Fax: 206 685 3300; E-mail: wangrk@uw.edu.

1083-3668/2011/16(6)/060506/3/$25.00 © 2011 SPIE
to analog output card (NI PCI 6713) to trigger the first camera with a 50% duty cycle, i.e., data recording when the signal is “on” in the first half and data transmission otherwise. Second, an identical, but reversed, trigger sequence to the first camera was used to control the second camera [the bottom trigger sequence in Fig. 1(b)]. Consequently, with the combined use of these two trigger sequences, the two cameras can capture two consecutive A-lines during one cycle of the trigger sequence. In this way, when the system continuously acquires the A-lines to form one B-scan frame, the odd-numbered A-lines would be captured by the first camera while the even-numbered A-lines by the second camera. This indicates that the SDOCT system captures the spectral interferograms at 100% duty cycle with the help of two cameras, achieving ~180 kHz A-lines sampling rate. Under this condition, the system sensitivity curve was measured and plotted in Fig. 1(c), where the star and circle signs represent the measured sensitivity values obtained from the spectrometers that employed the first and second cameras, respectively. As shown, these two spectrometers demonstrated almost identical sensitivity performance, both of which have ~102-dB sensitivity around zero-delay line and ~95 dB at 1.5-mm imaging-depth position.

To demonstrate the proposed system capable of a 184-kHz line-scan rate by employing dual 92-kHz spectrometers, we elected to image a purpose-made flow phantom to assess the system on two aspects: microstructure imaging and flow imaging using phase-resolved measurement. Because we know that if under the condition of 184-kHz line-scan rate, the phase differences assessed between two adjacent A-lines must be half that when the system runs at 92 kHz by the use of the triggering protocol described above. To make the flow phantom, an inner diameter of a ~250-μm plastic tube was buried within a tissue phantom made by mixing the gelatin with 2% milk. A ~1% intralipid water solution was driven to flow in the plastic tube by a precision syringe pump. In the experiment, we captured 1000 A-lines to form one B-scan covering ~1 mm. With the triggering protocol described above, 500 odd-numbered A-lines were captured by the first camera and the other 500 A-lines by the second camera. The results are shown in Fig. 2, where (a) and (b) are the cross-sectional micro-structure images obtained from the flow-phantom experiments. (a) and (b) SDOCT structural images resulting from the first and second spectrometers, respectively. (c) Structural image from the dual-spectrometer system. (d), (e) and (f) Corresponding PRODT phase difference maps evaluated from the system employing the first, second, and dual-spectrometers, respectively. (g) Phase-difference plot along the dashed line (see middle images), passing through the center of the flow-tube. The solid curves are the parabolic fitting to the measured data.
from the first and second spectrometers, respectively, while (c) is from the combined system but twice the imaging speed. Due to the same performance of the spectrometers used, the image qualities from the individual and combined spectrometers are almost identical to each other as expected, both in system sensitivity and imaging depth.

Next we applied the phase-resolved optical Doppler tomography (PRODT) algorithm to obtain phase difference maps of the flow to verify the system sampling rate. Figure 2(d) shows the phase difference map obtained from the data captured by the first camera, while Fig. 2(e) is from the second camera. Because of the identical performance of two spectrometers, the phase-difference values within the flow regions are without visible difference between the two, both giving an average flow velocity of 5.68 mm/s after converting the phases into the velocities, agreeing well with the pre-set value (5.8 mm/s, Doppler angle corrected) at the pump. Figure 2(f) gives the phase-difference map obtained from the merged dataset from the first and second spectrometers. Compared to Figs. 2(d) and 2(e), the phase values in Fig. 2(f) are halved due to being twice the A-line rate, however, the evaluated average flow velocity (5.66 mm/s) is about the same as that of the single spectrometer. The phase values can be better illustrated in Fig. 2(g) by plotting them along the dashed line passing through the tube center. It is clear that the phase-difference values at the flow region are statistically the same for the first and second spectrometers. However, these values are twice as high as those from the dual-spectrometers. These results demonstrate that the dual-spectrometer system doubled the sampling rate of the single-spectrometer system.

We have demonstrated the 184-kHz line-scan rate for a SDOCT system working at 1310-nm band by the use of a dual-spectrometer system. The concept can be extended to include more spectrometers in a SDOCT system, including that at a dual-spectrometer system. The concept can be extended to include more spectrometers in a SDOCT system, including that at

In summary, we have proposed a useful method to boost the imaging speed of a SDOCT system, in which multiple spectrometers can be employed to multiply the system line-scan rate by precise timing control of the reading and recording phases in the cameras. We have demonstrated the concept by use of a dual-spectrometer that employed the state-of-the-art InGaAs line-scan cameras to achieve an unprecedented imaging speed of 184,000 lines per second at the 1310-nm wavelength band.

This work was supported in part by research Grants Nos. R01HL0933140, R01EB009682, and R01DC010201 from the National Institutes of Health.

References


