Spectrally resolved multidepth fluorescence imaging

Yuan Luo
Ioannis K. Zervantonakis
Se Baek Oh
Roger D. Kamm
George Barbastathis
Spectrally resolved multidepth fluorescence imaging

Yuan Luo,a,b Ioannis K. Zervantonakis,a Se Baek Oh,a Roger D. Kamm,a,c,d and George Barbastathisa,d

aMassachusetts Institute of Technology, Department of Mechanical Engineering, Cambridge, Massachusetts 02139
bNational Taiwan University, College of Medicine, Center for Optoelectronic Biomedicine, 10051, Taiwan
cMassachusetts Institute of Technology, Department of Biological Engineering, Cambridge, Massachusetts 02139
dSingapore-MIT Alliance for Research and Technology (SMART) Centre, 117543 Singapore

Abstract. We present a multicolor fluorescence imaging modality to visualize in real-time tissue structures emitting multispectral fluorescent light from different focal depths. Each designated spectrum of fluorescent emission from a specific depth within a volumetric tissue is probed by a depth-spectrum selective holographic grating. The grating for each fluorescent color are multiplexed within a volume hologram, which enables simultaneously obtaining multicolored fluorescent information at different depths within a biological tissue sample. We demonstrate the imaging modality’s ability to obtain laser-induced multicolored fluorescence images of a biological sample from different depths without scanning. We also experimentally demonstrate that the imaging modality can be simultaneously operated at both fluorescent and bright field modes to provide complementary information of volumetric tissue structures at different depths in real-time.

Keywords: holography; diffractive optics; holographic optical elements; multiplexed hologram; volume hologram; three-dimensional image acquisition; fluorescence.

Paper 11134R received Mar. 20, 2011; revised manuscript received Jul. 15, 2011; accepted for publication Jul. 27, 2011; published online Sep. 9, 2011.

1 Introduction

Laser-induced fluorescence has been developed as a primary imaging technique in many areas of biology, material science, and medical applications because of its sensitivity, targeting selectivity, and specificity. The emission characteristics of many fluorescent makers and probes used for imaging are affected by the volumetric environment within an object. Therefore, much effort has been involved in developing and improving fluorescence three-dimensional (3D) imaging systems providing the ability to determine properties of the volumetric environment in a spatially and spectrally resolved manner.

Some conventional 3D imaging systems such as scanning confocal microscopy1,2 and optical coherence tomography (OCT)3–5 would ideally provide 3D images, enabling characterization of a volume of tissue. However, all these systems have complex mechanical designs, requiring scanning in two lateral dimensions and depth focusing. In addition, although some OCT systems have fast scan rates, OCT is a coherent imaging technique and cannot provide fluorescence information.

Recently, a variety of holographic techniques has been successfully applied to 3D fluorescence imaging applications. These techniques include scanning fluorescence holography6–8 and wide-field holographic microscopy.9–13 The most recent examples of wide-field holographic microscopy for 3D fluorescence imaging are FINCH digital holography10,11 proposed by Rosen and volume holography proposed by our group.13 In the former, FINCH fluorescence color holography can simultaneously obtain different fluorescent colors from multiple depths but it requires intensive computation and complicated data analysis. The latter technique is limited to obtaining only a single fluorescent color from multiple depths within an object.

In this paper, we present a depth-spectrum selective volume holographic imaging (DS-VHI) system based on the wavelength coded technique14 for color fluorescence imaging. The DS-VHI system incorporates a depth-spectrum selective multiplexed volume hologram (MVH) to simultaneously obtain different fluorescent colors from multiple planes in real-time. Each multiplexed grating within the hologram is sensitive to a specific depth. Each depth within a tissue sample is probed by its corresponding fluorescent color and projected to a distinct lateral location on a digital camera. This is particularly beneficial for 3D fluorescence imaging to take advantage of its deeper penetration, and it gives DS-VHI improved contrast and penetration depth.

The DS-VHI system has significant advantages over previous fluorescence imaging systems in that it does not require intensive computational reconstruction technique, and can obtain multiple depth-resolved and fluorescent information of an object in real-time. In contrast to the fluorescent imaging system in Ref. 15 using diffractive optical elements based on chromatic aberration techniques, DS-VHI provides more freedom to probe an arbitrary arrangement of fluorescent colors in different depths using appropriately depth-spectrum selective holograms. DS-VHI offers higher efficiency with minimal crosstalk as more gratings are multiplexed into the hologram. In addition, the DS-VHI can provide both fluorescent and bright field information of tissue structures from different depths in real-time without scanning.

In Sec. 2, we introduce the basic principles of the DS-VHI system by utilizing the Bragg degeneracy property. In Sec. 3, laser-induced multicolored fluorescence images of human breast cancer cells within a 3D biological matrix at different depths are...
obtained by the DS-VHI system in real-time without scanning. We also experimentally demonstrate the DS-VHI system can be operated at both fluorescent and nonfluorescent modes to provide complementary information of tissue structures at different depths in real-time. In Sec. 4, we present our findings of the DS-VHI system.

2 Principles of DS-VHI

Figure 1 shows the operation of the DS-VHI system that is imaging a multispectral fluorescent object illuminated using laser excitation. Different spectrum illustrates the longer and shorter fluorescent wavelengths of the object’s emission light from different depths within a biological sample. The system consists of a 4-f configuration of lenses with a depth-spectrum selective MVH in the central (Fourier) plane. Each multiplexed grating within the depth-spectrum selective MVH selects a specific depth by its corresponding wavelength and displays on a digital camera at a different lateral location. In our approach, a longer wavelength is designated into a deeper depth, allowing greater imaging penetration within a biological tissue sample.

To understand the operational principle, we utilize k-sphere formulation\textsuperscript{16} to analyze the system. Figures 2(a) and 2(b) show the resultant k-sphere diagrams for two multiplexed gratings within a MVH in the DS-VHI system in 3D and two-dimensional space. Two incident beams with respective red and green color propagate along the optical axis (z) and diffract to a different angle after being Bragg matched to its corresponding multiplexed grating within the MVH. Therefore, each depth-spectrum selective grating creates an image from wavefronts that originate at a particular depth with a specific color emitting from the object while rejecting all other wavefronts. This significantly improves image contrast with minimal crosstalk when attempting to image a volumetric object. The propagation vectors of incident and diffracted beams at the Bragg condition can be expressed as:

$$\mathbf{k}_{\text{diff},i} - \mathbf{k}_{\text{prob},i} = \mathbf{K}_i, \quad i = 1, 2, \ldots, N.$$ (1)

$$k_{\text{diff},i} = k_{\text{prob},i} = 2\pi n\lambda / p_{\text{prob},i}, \quad n \text{ is the refractive index of the recording material, and } \lambda \text{ is wavelength in free space. } N \text{ is the number of multiplexed gratings. In this case, } N = 2, \text{ and } K_1 \text{ and } K_2 \text{ are the grating vectors for probe in green and red wavelength, respectively.}$$

Due to Bragg degeneracy property,\textsuperscript{17} a volume holographic grating probed at one wavelength can be formed at another wavelength. Figure 3(a) illustrates the first multiplexed grating probed by green color light ($\lambda_{\text{prob},1} = 520 \text{ nm}$) and recorded using in degenerate fashion by a blue color laser ($\lambda_{\text{rec},1} = 488 \text{ nm}$). Figure 3(b) illustrates the second grating probed by red color light ($\lambda_{\text{prob},2} = 620 \text{ nm}$) and recorded using in degenerate fashion by the same blue color laser ($\lambda_{\text{rec},2} = 488 \text{ nm}$). The relationship between interbeam angles in Figs. 3(a) and 3(b) can be given as

$$\theta_{\text{prob},i} = \phi_i - \cos^{-1} \left[ \frac{\lambda_{\text{prob},i}}{\lambda_{\text{rec},i}} \cos(\phi_i - \theta_{\text{sig},i}) \right]. \quad (2)$$

Figure 3(c) shows multiplexing these two gratings within a hologram forming a depth-spectrum selective MVH using one recording laser in blue color. Without adjusting the reference beam during exposure in recording, an angle of signal beam is changed by $\Delta\theta_{\text{rec},i+1}$. An additional hologram rotation angle ($\Delta\psi_{i+1}$) is also necessary because this is done to maintain the same incident beam angle while using different wavelengths for probe. The rotation angles of hologram and signal beam between exposures can be expressed as:

$$\Delta\theta_{\text{rec},i+1} = \theta_{\text{rec},i+1} - \theta_{\text{rec},i}, \quad (3)$$

and

$$\Delta\psi_{i+1} = \Delta\theta_{\text{rec},i+1}/2 + (\psi_i - \phi_{i+1}), \quad (4)$$

where $\psi_i$ and $\psi_{i+1}$ are the angles of the $i$’th and $i+1$’th multiplexed grating vectors with respect to its corresponding hologram normal.

3 Experimental Results

3.1 Fabrication of Depth-Spectrum Selective MVH

In our approach, phenanthenquinone (PQ)- doped polymethylmethacrylate (PMMA) polymer material is used as the recording material since it can be fabricated in a variety of forms and thickness.\textsuperscript{18} With proper fabrication process,\textsuperscript{18} the holograms were formed in 1.8-mm thick samples, and can provide very fine wavelength selectivity with less than 1 nm spectral resolution. However, PQ-PMMA is particularly sensitive in a 450 to 500 nm band.\textsuperscript{19} Both gratings are recorded using an Argon ion laser operating at a single wavelength (488 nm) as shown in Fig. 4, providing a simple setup based on Bragg degeneracy instead of using multiple or tunable lasers. A laser beam is split...
into a reference and signal arm. A collimated beam is formed in the signal arm while a point source is formed in the reference arm, and its position is adjusted by $\Delta z$ relative to the recording material for each exposure. In addition, the angle of the signal beam and angle of the hologram are changed by $\Delta \theta_\text{rec,1},\Delta \psi_\text{1}$, as we noted earlier.

In our experiment, the NA of the objective as shown in Fig. 4 is 0.55. The axial displacement is $\Delta z = 30$ $\mu$m. The nominal angles in air are $\psi_1 = 91$ deg and $\psi_2 = 89.5$ deg. The angles of the interbeam and hologram for the first grating in recording are $\theta_\text{rec,1} = 60.5$ deg and $\theta_\text{sig,1} = 31.3$ deg. The corresponding signal beam angle for recording in 488 nm and probing in 520 nm is $\theta_\text{rec,1} = 60.5$ deg and $\theta_\text{prob,1} = 33.5$ deg, respectively. The rotation angles of the signal beam and hologram for the second multiplexed grating in recording are $\Delta \theta_\text{rec,1,2} = -12.7$ deg and $\Delta \psi_\text{1,2} = 4.85$ deg, and the corresponding signal beam angle for probing in 620 nm is $\theta_\text{prob,2} = 30.5$ deg.

### 3.2 Image Acquisition

An experimental setup of the DS-VHI system was carried out in Fig. 1. An Olympus ULWDMPlan50X was used for the objective lens and a Mitutoyo MPlanAPO20X for the collector lens in the system with a QImaging CCD camera (QIC-FCLR-12C). A depth-spectrum selective MVH consisted of two multiplexed gratings with diffraction efficiencies of approximately 30% at 488 nm. The angle separation ($\Delta \theta$) between two diffracted beams was 3 deg.

To evaluate the spatial resolution of the DS-VHI system, a phantom sample was prepared with spatial features formed in glass that were filled with a fluorescent quantum dot solution (Evident Technologies ED-C11-TOL-0620). The smallest lines and the diameter of the circular patterns on the phantom are 7.5 $\mu$m, and the next larger sets of lines are 15 $\mu$m, then 30 and 60 $\mu$m lines. The circular and rectangular patterns are etched into a glass cover slip to a depth of 1 $\mu$m. The etched trenches are then filled with the quantum dot solution and capped with another cover slip. For imaging, the sample was illuminated with a 355 nm laser. The quantum dots emit light with a center wavelength around 620 nm and a spectral bandwidth of $\sim 30$ nm. The axial (depth) resolution of the DS-VHI system is approximately 15 $\mu$m with a point source generated using a collimated HeNe laser and a microscope objective placed on a motorized translation stage. Figure 5(a) shows both experimental measurements and simulation results based on rigorous coupled wave theory with ray-tracing techniques based on Ref. 20. Figure 5(b) shows the fluorescence image obtained using one of the two multiplexed gratings in the DS-VHI system. As illustrated, the fluorescence image with spatial features of at least 7.5 $\mu$m is well defined.

Figure 6(a) shows two depth-resolved fluorescence images from a 3D volumetric tissue sample with human breast cancer cells within a 3D biological matrix21, 22 using the DS-VHI system. The cancer cells were stained with two diluted fluorescent green and red quantum-dot solutions (Evident Technologies ED-C11-TOL-0520 and ED-C11-TOL-0620). The
stained tissue sample was excited using a 355 nm UV pump laser and simultaneously emitted in green and red color, with respective central wavelengths of ~520 and ~620 nm and same spectral bandwidth of 40 nm. Figure 6(b) shows bright field images of the tissue sample obtained by the DS-VHI operated in bright field mode using both green and red light-emitting diodes (LEDs) for illumination. The central wavelength of the green LED is ~520 nm with a spectral bandwidth of 40 nm, and the central wavelength of the red LED is ~620 nm with a spectral bandwidth of 30 nm.

Furthermore, the DS-VHI simultaneously provides complementary information of both fluorescent and nonfluorescent tissue structures at different depths in real-time, which should offer many promising applications in basic biological and biomedical research areas. Figure 7(a) on the left shows the complementary information using a green LED and a 355 nm pump laser beam, while the figure on the right shows the image illuminated by a red LED. Figure 7(b) on the left shows the image illuminated by a green LED, while the figure on the right shows the results illuminated using a red LED and a 355 nm pump laser beam. In Fig. 7(c), two planes of the volumetric tissue sample obtained with the DS-VHI system using both bright field and fluorescent information. The images displayed on the digital camera were in gray scale; however, a MATLAB program was applied to add pseudocolor with linear gray color mapping scheme for easy visualization.

4 Conclusions

We describe a DS-VHI system for color fluorescence imaging. Our findings indicate that the depth-spectrum selectivity incorporating into an MVH in the DS-VHI can detect in real-time multiple fluorescent colors from different depths within a biological sample. In our approach, the depth separation ($\Delta z$) was ~50 μm. Phantom studies showed that 7.5 μm features were well-resolved using the DS-VHI with a phantom sample fulfilled with red quantum dots solution. In terms of depth resolution, confocal scanning systems with ~1 μm axial resolution have a much better performance than the DS-VHI. However, DS-VHI provides both spectral and axial images simultaneously without scanning. Due to high spectral resolution (less than 1 nm, as noted earlier), the DS-VHI systems can obtain different wavelengths from multiple depths, and the crosstalk will be minimal. In addition, the depth separation can be tuned by adjusting $\Delta z$ in the hologram recording process, and the resolution can be...
enhanced by using higher system magnification value and increasing the volume selectivity.\textsuperscript{23}

Due to Bragg degeneracy and hologram material properties, the depth-spectrum selective MVH can be recorded at a single wavelength instead of using a tunable laser with multiple wavelengths. PQ-PDMA recording material has been demonstrated to have up to 50 multiplexed holograms with index modulations of \(3 \times 10^{-4}\) (Refs. 24 and 25). With more multiplexed gratings, the DS-VHI can be also extended to use other materials\textsuperscript{26,27} to provide more depth information, allowing us to gather more multiple depth-resolved color fluorescence images. The configuration using spatial light modulations may be programmable to provide multifocal lenses.\textsuperscript{28} However, it cannot acquire spectral information from different depths in real-time.

Applications of our DS-VHI approach include monitoring the dynamics of cancer cell rolling and migration in real-time within a 3D microfluidic cell culture device. Moreover, the DS-VHI system has been demonstrated to simultaneously obtain complementary fluorescent and bright field images at different depths in real-time. The combined fluorescent and bright field images, including structural and spectral information, should be significantly beneficial to biomedical applications such as more specific diagnosis of disease\textsuperscript{29} and quantitative phase imaging.\textsuperscript{30} With a thicker hologram, the system can provide finer selectivity.\textsuperscript{16,20} The system can also be adapted to other illumination configurations for greater axial selectivity and endoscopic format for biomedical applications.

Acknowledgments

The authors would like to thank Raymond Kostuk, Jose Castro, Eric de Leon, and John Brownlee for discussions and assistance for use of facilities to record holograms. The authors gratefully acknowledge the support from the following sponsors: the National Institutes of Health (NIH-R01CA134424) and the Singapore-MIT Alliance for Research and Technology Centre (SMART 015824-039).

References


September 2011 • Vol. 16(9)