Quantifying the influence of yellow fluorescent protein photoconversion on acceptor photobleaching–based fluorescence resonance energy transfer measurements

Arne Seitz
Stefan Terjung
Timo Zimmermann
Rainer Pepperkok
Quantifying the influence of yellow fluorescent protein photoconversion on acceptor photobleaching–based fluorescence resonance energy transfer measurements

Arne Seitz,* Stefan Terjung, Timo Zimmermann,† and Rainer Pepperkok
European Molecular Biology Laboratory, Advanced Light Microscopy Facility, Meyerhofstr 1, 69117 Heidelberg, Germany

Abstract. Fluorescence resonance energy transfer (FRET) efficiency measurements based on acceptor photobleaching of yellow fluorescent protein (YFP) are affected by the fact that bleaching of YFP produces a fluorescent species that is detectable in cyan fluorescent protein (CFP) image channels. The presented quantitative measurement of this conversion makes it possible to correct the obtained FRET signal to increase the accuracy of intensity based CFP/YFP FRET measurements. The described method can additionally be used to compare samples with very different fluorescence levels. © 2012 Society of Photo-Optical Instrumentation Engineers (SPIE). [DOI: 10.1117/1.JBO.17.1.011010]

Keywords: fluorescence resonance energy transfer; microscopy; quantitative imaging.

Paper 11276SS received Jun. 1, 2011; revised manuscript received Dec. 19, 2011; accepted for publication Dec. 20, 2011; published online Feb. 13, 2012.

1 Introduction
Fluorescence resonance energy transfer (FRET) is a wide-spread and versatile method to measure protein-protein interaction inside cells. A commonly used FRET pair consists of the autofluorescent proteins: cyan fluorescent protein (CFP) and yellow fluorescent protein (YFP).1,2 FRET efficiencies can easily be measured in so-called acceptor photobleaching experiments. The idea of the acceptor photobleaching experiment is to bleach the acceptor (YFP) and to measure the increase of the donor intensity (CFP) due to its unquenching.3,4

Valentin and colleagues5 described a photoconversion of YFP to a “CFP-like” species. As the fluorescent spectra of CFP and the photoproduct show a big overlap [Fig. 1(d)] it is possible that this photoconversion has an impact on FRET efficiencies calculated from acceptor photobleaching experiments of this FRET pair.

Whether this light-induced photoconversion is affecting the calculation of FRET efficiencies has been discussed controversially.5,6,8 Nevertheless, until now it has neither been investigated quantitatively, nor has it been compared to the increase due to donor (CFP) unquenching in acceptor (YFP) photobleaching experiments. Thus it is unclear how, and under which conditions the calculation of FRET efficiencies is influenced by this photoconversion. Our study aimed to close this gap and provide a tool to correct the calculation of FRET efficiencies by specifying the contribution of the photoconversion.

2 Materials and Methods
Vero cells were grown in glass bottom culture dishes (MatTek, Ashland, USA) for 24 h at 37°C in minimum essential medium (MEM) containing fetal calf serum under an atmosphere of 5% CO2. Imaging was carried out after transfection for at least 16 h with a plasmid, which expresses cytoplasmatically either an enhanced cyan fluorescent protein–enhanced yellow fluorescent protein (ECFP-EYFP) linker construct9 or EYFP only. All measurements with living cells were performed at 37°C in 2-[4-(2-hydroxyethyl)piperazin-1-yl]ethanesulfonic acid (HEPES) buffered media.

Acceptor photobleaching experiments were performed mainly on a Zeiss LSM 510 meta confocal microscope (although it should be mentioned that the effect of photoconversion was observable on a Leica SP5 and a Fluoview1000 confocal microscope as well). We used a 63x Planapochromat 1.4 N.A./DIC objective. EYFP was excited with the 514 nm line (514 diode laser 10 mW), respectively. After passing the main dichroic mirror (HFT 405/514) the fluorescence signal was split into two channels (NFT515) and detected using the photomultipliers with the corresponding band-pass filters (blue channel: 420 to 480 nm for ECFP and 490 to 510 nm for EYFP). The pinholes of both channels were completely open, as only one plane was imaged and confocality was not necessary.

Bleaching experiments were performed as follows: A region of interest was chosen (in the case of living cells this region included the entire cell to avoid local diffusion artefacts). Before starting the repetitive bleaching procedure, five prebleaching images were recorded in both channels. The laser intensity for recording was adjusted to avoid detectable photobleaching. Typically the power of the 405-nm laser was between 1 to 5 μW and 2 to 8 μW for 514 nm, respectively, in the sample plane. After the prebleaching phase consecutive cycles of bleaching in the region of interest (with 514 nm at 50% transmission of the AOTF, corresponding to 200 μW in the sample plane) and sequential imaging of the blue and green channels were performed. Usually

DOI: 10.1117/1.JBO.17.1.011010

0091-3286/2012/$25.00 © 2012 SPIE
40 to 50 bleaching steps were performed until EYFP was hardly detectable in the region of interest (Fig. 1(a)).

All power measurements were performed with the X-Cite XP750 & XR2100 (Lumen Dynamics), which allowed measurements in the sample plane (using the Planapochromat 1.4 N.A./DIC objective).

The fluorescent emission spectra of CFP and the product of the photoconversion were recorded with an Olympus Fluoview 1000 confocal microscope. Spectra were recorded between 420 and 590 nm in steps of 5 nm.

The main task of the study was to compare the intensity increase in the donor channel obtained in a FRET acceptor photobleaching experiment, with the increase in the same channel due to photoconversion of EYFP to a CFP-like species. Due to very different intensity levels, it was not possible to use exactly the same settings for the comparison (it would have led to either saturated images or too noisy signals, especially in the CFP channel, making them useless for quantitative measurements).

Thus it was necessary to use different settings for the confocal imaging. For quantitative comparison of images, it is
necessary to find a function/procedure which allows normalizing images taken at different conditions. The main criterion was to obtain images with unsaturated pixels and a reliably detectable signal on the other hand. In principal there are three main parameters [pixel dwell time, excitation intensity, and photomultiplier tube (PMT) gain], which could be changed to tackle this issue. Changing the pixel dwell time and the excitation intensity might also lead to different bleaching behavior which would influence the normalization procedure. Additionally the amount of photons emitted depends on the excitation intensity and the concentration of the fluorophores in the confocal volume as well [Fig. 2(a)]. The mean intensity increase of cells with different EYFP concentrations is not only dependent on the excitation intensity, but also depends on the initial fluorophore concentration (the higher the initial concentration the higher the increase). Therefore, it was necessary to keep the excitation intensities for EYFP and ECFP constant throughout the entire experiment.

As a consequence of the fixed laser intensity, the PMT gain needed to be changed depending on the initial EYFP or ECFP concentration. To compare images taken at different gain settings, it was necessary to record a calibration curve for different gain settings. Therefore at least three cells were recorded with different gain settings, but with the same excitation intensity and pixel dwell time. The mean pixel intensity of the area covered by the cells (either in the blue or green channel) was plotted versus the arbitrary units of the PMT gain [Fig. 2(b)]. The resulting curves could be fitted globally using ORIGIN (Origin 7.5 G, OriginLab Corporation) with an exponential function \( y = A \times \exp(b \times x) \); with \( y \) being the mean pixel intensity inside the cell and \( x \) the different gain values of the PMT. The slope of the exponential function \( b \) could be used to normalize images taken at different gain settings.

A gain independent and thus comparable parameter, \( \Delta \text{YFP}_{\text{corr}} \) or \( \Delta \text{CFP}_{\text{corr}} \) was calculated using the following procedure: From bleaching or unquenching curves [Fig. 1(c) and 1(d)] the change in intensity for either CFP or YFP was extracted \( \Delta \text{YFP} \) or \( \Delta \text{CFP} \) respectively; Fig. 2(c)]. These parameters \( \Delta \text{YFP} \) or \( \Delta \text{CFP} \) were corrected for the background fluorescence in the blue/green channels. For \( \Delta \text{CFP} \) the background was defined as the mean pixel intensity in the region of interest before bleaching YFP [dashed line, Fig. 2(c)]. For \( \Delta \text{YFP} \) the background was set to the minimal value after bleaching YFP. This correction is important as the background pixel intensity scales with the PMT gain.

As this increase is dependent on the gain setting of the PMT, it had to be corrected using the formula: \( \Delta \text{YFP}_{\text{corr}} = \Delta \text{YFP} / \exp(b_{\text{YFP}} \times x) \), with \( x \) the gain value of the PMT and \( b \) the value, which was extracted from the calibration measurement \( \Delta \text{CFP} \) had to be corrected in the same way, only using the corresponding calibration parameter \( b_{\text{CFP}} \). These corrected mean intensities are proportional to the absolute concentration of the fluorophores, and thereby it is possible to directly compare images taken at different gain settings.

To measure FRET efficiencies [Fig. 2(b)] prebleach images of ECFP and EYFP were recorded, a selected region of interest (ROI) was bleached repetitively with the 514-nm laser line (100% intensity corresponding to 300 μW in the sample plane) until it was indistinguishable from the background, and postbleach images were captured immediately thereafter.

---

**Fig. 2** Calibration curves for the PMT of a confocal microscope. Images of EYFP expressing cells were recorded with a Zeiss LSM 510 meta. Either the excitation intensity or the detector gain was varied. The mean intensity of three different cells was plotted against the used laser intensities [514 nm (a)]. Up to 5% AOTF transmission, the increase is nearly linear dependent on the laser intensity with the slope reflecting the EYFP concentration. Thus, the EYFP concentration of two different cells recorded with different excitation intensities can only be compared quantitatively, if measurements of at least three different laser intensities are made. The mean intensity of three different cells was plotted against the different gain settings used [circles, squares, and triangles (b)]. When plotted on a logarithmic y scale, an almost linear relationship between gain and mean cell intensities was obtained. The different curves could be fitted globally to obtain the slope of the logarithmic function \( y = A \times \exp(b \times x) \) with \( y \) being the mean intensity and \( x \) the arbitrary gain values (lines are the result of the global fit to the data). The global fit returned \( b = 0.0076 \pm 0.0002 \) with \( R^2 = 0.998 \). Acceptor photobleaching FRET experiment for an ECFP-EYFP linker construct (c). Images were taken with a confocal microscope (Zeiss LSM 510 meta), EYFP was bleached repetitively with 514 nm. The mean intensities of the entire cell in the blue (squares) and the green (circles) channels were plotted against the number of bleaching steps. Bleaching EYFP leads to an intensity increase in the blue channel due to unquenching. The (apparent) FRET efficiency can be calculated from the maximal increase in the blue channel, which was 40%.
FRET in the ROI was detected by an increase in ECFP fluorescence intensity (donor unquenching) due to the EYFP (acceptor) bleaching.

3 Results and Discussion

Under quantitative imaging conditions, as described in Sec. 2, we measured the intensity changes in the blue channel after bleaching EYFP (either with a ECFP-EYFP linker construct or with EYFP only). We used the method of repetitive acceptor photobleaching, consisting of repeated cycles of bleaching the acceptor (EYFP at 514 nm), and then imaging the donor and acceptor channels, respectively. Compared to experiments with only one bleaching step, this method has the advantage that a gradual decrease in the green channel can easily be correlated to the corresponding increase in the blue channel, and end values can be reliably extrapolated even from incomplete bleaching experiments, to avoid errors by direct bleaching of the donor.

Comparative measurements were done with Vero cells expressing either EYFP alone or with cells expressing a ECFP-linker-EYFP construct, which is often used as a FRET positive control. This enables us to quantify and compare the FRET signal directly with the signal obtained from the photoconversion.

Upon bleaching EYFP in cells expressing only EYFP we find that the increase in the blue channel is dependent on the EYFP concentration in the bleached area. An intensity increase in the blue channel could only be detected in cells with a high EYFP concentration [Fig. 1(a) and 1(c)], whereas in cells with a considerably lower EYFP concentration no increase could be measured [Fig. 1(b) and 1(d)].

These initial findings triggered the decision to investigate this topic in more detail. A variety of cells with different EYFP concentrations were used to establish the relationship between the intensity changes in the blue channel and the corresponding decrease in the green channel. The data were normalized to compensate for the different gain settings. Figure 3 illustrates that below a certain EYFP concentration no photoconversion to a CFP-like species could be detected. The increase in the blue channel is linearly proportional to the decrease in the green channel, which reflects the initial EYFP concentration (inset). The shown error bars were derived by Gaussian error propagation. Signal increase in the blue channel normalized to the initial EYFP concentration after photobleaching of EYFP or ECFP-linker-EYFP expressing cells, respectively (b). For a one-to-one stoichiometry, similar to the linker construct, the contribution of the photoconversion (green bars) is small compared with the FRET signal (red bars) after acceptor-photobleaching. This was observed in live cells as well as in fixed samples. The error bars in the diagram correspond to the error of a linear regression plotting $\Delta\text{CFP}_{\text{corr}}$ versus $\Delta\text{YFP}_{\text{corr}}$. The exact number $n$ of individual data points used for the regression is given in the diagram. The signal of the photoconversion is about 10 times smaller than the FRET signal (c). Thus if the YFP concentration is 10 to15 times the CFP concentration, the signal from the photoconversion is in the same order as the signal obtained from unquenching. The photoconversion was measured for four different YFP mutants under the same experimental conditions (d). Venus and citrine showed about a 10-fold decreased conversion efficiency compared with EYFP. The error bars in the diagram correspond to the error of a linear regression plotting $\Delta\text{CFP}_{\text{corr}}$ versus $\Delta\text{YFP}_{\text{corr}}$. The exact number $n$ of individual data points used for this regression is given in the diagram.
concentration were bleached. The gain independent increase in the blue channel ($\Delta CFP_{\text{corr}}$) was plotted against the corrected decrease in the green channel [$\Delta YFP_{\text{corr}}$ which is directly proportional to the EYFP concentration; Fig. 3(a)]. If the YFP concentration is below a certain threshold it becomes almost impossible to detect an increase in the blue channel, although the decrease in the green channel can easily be detected. If not plotted on a logarithmic scale [Fig. 3(a), inset] it turns out that the increase in the blue channel is linearly linked to the decrease in the green channel or the YFP concentration, respectively. This linear relationship demonstrates that the photoconversion is a ubiquitous process (at least under the bleaching conditions used in our experiments). Although at low YFP concentrations the increase in the blue channel is so little that it becomes hardly detectable. In fact, this finding might be one reason why several groups were not able to detect the photoproduct of the YFP photoconversion. Quantitative imaging conditions as described in this study make it possible to compare the contribution of the photoconversion directly with the intensity increase due to donor unquenching. The linear dependency of both reactions allows the extraction of a parameter, which is independent of the YFP concentration [Fig. 3(a), slope of the line]. For a one-to-one stoichiometry of ECFP to EYFP, as given in a ECFP-linker-EYFP construct, the contribution of the photoconversion is small compared with the FRET signal [Fig. 3(b)]. At 405 nm excitation, it is in the order of 6% of the increase in a sample with a FRET efficiency of 0.4 [Fig. 3(c)]. This corresponds to an extra contribution to the FRET efficiency of 0.015 by YFP photoconversion. Additionally the CFP-like species is relatively well excitable by 405 nm (or UV), but less excitable by 458 nm (5 to 6 times less bright). This leads to less impact on acceptor photobleaching studies carried out with ECFP excitation at 458 nm.

As it is known that formaldehyde fixation affects the brightness of fluorescent proteins, we also repeated the former experiment with fixed cells [Fig 3(b)]. Also in this case, the contribution of the photoconversion was small compared with the signal obtained from ECFP unquenching.

In the past years, variants of the original EYFP protein were becoming more and more popular. To rule out that the described photoconversion is a unique property of EYFP, control experiments with various YFP mutants were performed. Cells expressing a protein cytoplasmically, which was linked to either citrine,12 venus,13 or syfp214 were bleached as described in Sec. 2. All of these mutants clearly showed photoconversion behavior in living as well as in fixed cells. However, it has to be noted that the amount of photoconversion varies substantially for the different mutants [Fig. 3(d)]. The photoconversion efficiency of citrine and venus is about 10 times smaller compared with that of EYFP. The behavior of YPet was not investigated in this study, because the sensitivity increase reported for CyPet-YPet FRET sensors was reported to strongly depend on enhanced dimerization,15 which might influence the measured FRET efficiency.

As in many FRET experiments, donor and acceptor are on separate proteins, the local YFP/CFP ratio is not known and may vary considerably. In the cases of weak FRET interactions and/or high-YFP and low-CFP concentrations, the contribution of YFP photoconversion might significantly influence the calculation of the FRET efficiency in acceptor photobleaching experiments. However, by using quantitative imaging conditions the amount of photoconversion can be determined and the FRET efficiency can be corrected.

We have quantitatively investigated the EYFP photoconversion, which leads to a so-called CFP-like species. The effect has been described before but has never been compared directly with the FRET signal, which is obtained by acceptor photobleaching. Using quantitative imaging conditions, we show that the contribution of the photoconversion linearly depends on the initial EYFP concentration, and is small compared with the increase due to unquenching, at least if the ratio of ECFP/EYFP is close to one. But even more important: we provide a simple protocol to determine the contribution of the photoconversion. Thereby it is possible to correct the obtained FRET efficiency of acceptor photobleaching experiments to obtain more reliable FRET efficiencies.

Acknowledgments

We thank Carl Zeiss and Olympus for the continuous support of the Advanced Light Microscopy Facility at the European Molecular Biology Laboratory. We are grateful to J. Rietdorf and Y. Belyaev for critically reading the manuscript, and to Gregor Reither who provided samples with YF variants.

References