High temperature heat source generation with quasi-continuous wave semiconductor lasers at power levels of 6 W for medical use

Takahiro Fujimoto
Yusuke Imai
Kazuyoku Tei
Shinobu Ito
Hideko Kanazawa
Shigeru Yamaguchi
High temperature heat source generation with quasi-continuous wave semiconductor lasers at power levels of 6 W for medical use

Takahiro Fujimoto, Yusuke Imai, Kazuyoku Tei, Shinobu Ito, Hideko Kanazawa, and Shigeru Yamaguchi
Clinical F, 6-6-1-4F Koubimachi, Chiyoda-ku, Tokyo 102-0083, Japan
Tokai University, Faculty of Science and Technology, Kitakaname 4-1-1, Hiratsuka, Kanagawa 259-1292, Japan
I.T.O. Co. Ltd., 1-6-7-3F Naka-cho, Musashino-shi, Tokyo 180-0006, Japan
Keio University, Division of Physical Pharmaceutical Chemistry Faculty of Pharmacy, 1-5-30 Shibakoen, Minato-ku, Tokyo 105-8512, Japan

Abstract. We investigate a technology to create a high temperature heat source on the tip surface of the glass fiber proposed for medical surgery applications. Using 4 to 6 W power level semiconductor lasers at a wavelength of 980 nm, a laser coupled fiber tip was processed to contain a certain amount of titanium oxide powder with a depth of 100 μm from the tip surface so that the irradiated low laser energy could be perfectly absorbed to be transferred to thermal energy. Thus, the laser treatment can be performed without suffering from any optical characteristic of the material. A semiconductor laser was operated quasi-continuous wave mode pulse time duration of 180 ms and >95% of the laser energy was converted to thermal energy in the fiber tip. Based on two-color thermometry, by using a grafted optical multichannel analyzer with a 0.25 m spectrometer in visible wavelength region, the temperature of the fiber tip was analyzed. The temperature of the heat source was measured to be in excess of 3100 K. © The Authors. Published by SPIE under a Creative Commons Attribution 3.0 Unported License. Distribution or reproduction of this work in whole or in part requires full attribution of the original publication, including its DOI. [DOI: 10.1117/1.JBO.19.10.101502]

Keywords: glass fiber; high temperature generation; semiconductor laser.

1 Introduction

Coherent light was used to repair detached retinas immediately after the invention of the ruby laser by Maiman in 1960. Thus, the history of medical lasers is over half a century long and it closely follows the development of lasers. Medical laser applications can be broadly divided into two areas: diagnostics in which laser-based sensors provide a great variety of useful information for cancer diagnosis and analyzing cells, and surgery where coherent light is exploited as an energy source that can be concentrated on a tiny location; it is now widely used in surgery and other treatment modalities. Since basic research was initiated with the specific objective of laser surgery applications, almost every coherent source employed in engineering fields has been used in medicine.

Ablating or cutting through living tissue requires a certain power. Nd:YAG, Er:YAG, and CO2 lasers have been used for these purposes. Recently, semiconductor lasers have also reached intensities that enable them to cut living tissue. Semiconductor lasers will make it quite convenient to channel light through optical fibers that are about 0.1 mm in diameter. In recent years, it has become increasingly common to use fiber-delivered laser light to assist lipolysis,1-3 percutaneous laser disk decompression,4-6 and other ablation therapy treatments. Semiconductor lasers do not require dangerously high voltages and their total volumes are relatively compact, making them quite convenient for physicians to carry. Consequently, the number of physicians who use lasers for treatment is expected to continue to rise.

This study describes basic research into generating high temperatures at the tip of a fiber using a semiconductor laser that has a power of several watts. Until now, laser surgery has generally used high-power sources whose emissions are absorbed by tissue, generating high temperatures and a cutting action. Such laser systems are bulky due to the size of the source. This study proposes using 4 to 6 W semiconductor lasers whose emission wavelength is not absorbed by tissue. Instead, the laser output is absorbed by the tip of an optical fiber, thereby generating a relatively small high-temperature region. This study employs a 980-nm diode laser that is less expensive than other lasers used in medical applications and has a simple construction. This report presents an analysis of the emission spectrum at the modified tip of the optical fiber. The first use of this technology has been to drill holes in human bone, but we expect it to be valuable for a wide variety of laser surgeries in the future.

2 Experimental Apparatus

2.1 Laser and Titanium Powder Used

Table 1 provides the oscillation conditions of the medical laser system (Jeisys D-30, Gwangmyeong, Korea). Figure 1 shows scanning electron microscope (SEM) images of the titanium oxide (TiO2) powder used to create the fiber tip at various magnifications.
2.2 Fiber Tip Modification by TiO₂ Powder

First, a multimode optical fiber was cut using an optical fiber cutter. The fiber tip was pressed into a sheet of TiO₂ powder (diameter: 10 to 50 μm; molecular weight: 79.88; Rutile type; Wako Pure Chemical Industries, Osaka, Japan) as coherent light was directed through the fiber at several watts for about 200 ms. The tip is heated by scattering absorption of the beam by the TiO₂ powder, which burns the fiber cladding off the tip. The core is heated and fuses and then TiO₂ adheres to the core as it resolidifies.

Figure 2 shows a SEM micrograph of the fiber tip. Quartz fibers are known to melt at a temperature of 1996 K and above. Figure 2(a) shows that the cladding has melted. Since a portion of the fiber was also damaged, the temperature must have exceeded the fusing temperature.

Repeating this experiment with different laser parameters revealed that good TiO₂ deposition was obtained on a multimode optical fiber with a 400-μm diameter core when a pulse with a power of 6 W (intensity: ∼2 kW/cm²) and a duration of 50 ms was used. Illuminating this fiber, which we term as the tip-processed (TP) fiber, with a laser beam generates a relatively small region that has a sufficiently high temperature that it glows; this was highly repeatable. Figure 2(b) shows a photograph of a fiber tip after illumination at ~6 W for 180 ms after withdrawing it from the TiO₂ sheet. Fusion is stronger after TiO₂ had been applied to the fiber tip.

Figure 3 shows the distribution of Ti atoms using electron probe micro analyser (EPMA), performed to reveal the approximate depth of Ti deposition. This analysis was conducted at a high temperature after three illumination cycles with the 6 W laser following Ti deposition. Ti was found to be distributed to depths of about 100 μm from the surface.

Table 1 Specifications of semiconductor laser source and optical fiber.

<table>
<thead>
<tr>
<th>Laser</th>
<th>Wavelength/Mode</th>
<th>Power</th>
<th>Operation Mode</th>
<th>Fiber</th>
<th>Mode/Core diameter</th>
<th>Numerical Aperture</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td>980 nm Multimode</td>
<td>1–30 W</td>
<td>Continuous Repetitively pulsed</td>
<td>SiO₂ Multimode</td>
<td>400 μm</td>
<td>0.39</td>
</tr>
</tbody>
</table>

Fig. 1 SEM image of TiO₂ powder.

Fig. 2 SEM micrograph of the fiber tip. (a) Photograph of the fiber cladding has melted. Since a portion of the fiber was also damaged, the temperature must have exceeded the fusing temperature. (b) Photograph of a fiber tip after illumination at ~6 W for 180 ms after withdrawing it from the TiO₂ sheet. Fusion is stronger after TiO₂ had been applied to the fiber tip.
2.3 Test Equipment for Observing Temporal Variations in Tip Spectrum

Figure 4 shows a schematic diagram of the system used to measure the emission brightness and the temperature generated at the TP fiber tip. After depositing TiO₂, the fiber tip was irradiated several times with laser pulses, resulting in the generation of a quite repeatable and stable high-temperature region. The light generated by the superheated fiber tip was examined by both visible and infrared spectra. The visible spectrum was measured using an optical multichannel analyzer (Oriel Instruments, 77702), which could be controlled by a gate. An image intensifier was attached to the analyzer. The light was transferred to the analyzer by an optical fiber bundle. By employing a combination of optical fibers, the measurable range was 400 to 850 nm with a resolution of 1 nm. The system sensitivity was constant throughout the 450 to 650 nm range, so that a band was examined during these measurements.

Simultaneously with these spectral observations, temporal variations in the beam from the 980-nm excitation semiconductor laser were observed using a Si photodetector (New Focus, 1621) equipped with an optical fiber; these observations were performed directly in front of the TP fiber. Temporal variations in the infrared from the fiber was observed from the side using an InAs infrared photodetector (Judson, J12TE3) with a Ge optical filter attached to its front. The photodetector with the Ge filter provided a spectrally integrated sum of the intensities of the infrared wavelengths from about 2 μm to the cut-off wavelength of about 3.2 μm. The wave profile was observed on a digital storage oscilloscope (Agilent, 54642A). Trigger was controlled with a delayed pulse oscillator (SRS, DG535) to synchronize the light source, the time-resolving spectrometer, and the oscilloscope.

2.4 Detection of Electron Spin Resonance Spectra in Mouse Skin after TP Fiber Laser Irradiation

In the detection by electron spin resonance (ESR) spectra using the DPPMPO (the latest high sensitivity spin trap agent) of mouse skin after TP fiber laser irradiation, we have succeeded in observation of the ESR spectra of the three. Those were the superoxideanion radical (O₂⁻), hydroxyl radical (OH⁻) and ascorbyl radical (AsA⁻). Multiple standard free radicals were generated, and the g-value and hyperfine coupling constant (hfcc) of each spin adduct were obtained by the ESR-spin trapping method to identify the various free radicals. The spin trapping agents used were 5-(diphenylphosphinoyl)5-methyl-4,5-dihydro-3H-pyrrrole-N-oxide (DPPMPO). The signal ratio was obtained for each sample by comparison with the signal of MnO, an internal standard. The relative intensity of radicals was calculated by comparison with the third MnO signal intensity. The g-value and distance (mT) between the peaks for hfcc were measured by software supplied with the ESR equipment, ESR spectrometer (JEOL, JES-FA200 spectrometer, Tokyo), ESR universal cavity (JEOL, ES-UCX2: TE11 mode cavity) with X-band microwave units (8.750 to 9.650 GHz), an ESR standard marker with manganese oxide (MnO) powder (JEOL DATUM, MO7-FB-4), an aqueous sample cell (JEOL, ES-LC12), sample volume: 20 to 100 μl, a tissue-type: quartz cell (Labotec, Tokyo) with a self-made cover glass (40 × 5 × 0.5 mm). The spin trapping agents used for ESR were DPPMPO (50 to 500 mM, 10%, w/w dimethyl sulfoxide solution). DPPMPO (100 mg/cm²) was applied to the irradiation spot before laser irradiation. The irradiated skin tissue was immediately removed and placed on an ice-cold plate after being rinsed with ice-cold phosphate-buffered saline (pH 7.2). The skin tissues including the dermis and epidermis were cut to samples measuring 3 to 5 mm × 10 to 20 mm. The slice weight was measured before removal to normalize the ESR signal of each radical. The same spin trap agent (10 to 50 μl) was added to the

---

**Fig. 3** Longitudinal section of the TP fiber (Ti EPMA). The distribution of Ti atoms using EPMA performed to reveal the approximate depth of Ti deposition. This analysis was conducted at a high temperature after three illumination cycles with the 6 W laser following Ti deposition. Ti was found to be distributed to depths of about 100 μm from the surface.

**Fig. 4** Experimental schematic of spectroscopic diagnostics of tip-processed (TP) fiber. PD: photovoltaic photodiode; PC: personal computer. Synchronization between laser system and diagnostic system is controlled by a digital delay pulse generator (SRS DG 535). An optical filter is placed in front of a four-stage thermoelectrically cooled InAs PD with a preamplifier, resulting in incoherent radiation being observed from the side using an InAs infrared photodetector (Judson, J12TE3) with a Ge optical filter attached to its front. The photodetector with the Ge filter provided a spectrally integrated sum of the intensities of the infrared wavelengths from about 2 μm to the cut-off wavelength of about 3.2 μm. The wave profile was observed on a digital storage oscilloscope (Agilent, 54642A).
tissue samples (10 to 50 mg) immediately after being weighed, and after precisely 5 min, samples were measured using ESR. To identify the peaks, the signals were analyzed by specialized analysis software installed in the ESR device (ESR computer software, A-System v4.40 ISAJ, FA-manager v4.20, JES, Tokyo, Japan) to determine the $g$-value and hfcc from the distance between peaks. The data were analyzed using the least significant difference test. One-way analysis of variance was used to determine variance among the data. All data are reported as means ± standard error (SE). Statistical significance was set at $P < 0.05$.

3 Results and Discussions

3.1 Temporal Variations in Emissions from TP Fiber

Figure 5 shows the passage of a pulse from the excitation laser and emission from the TP fiber tip for a laser power of 6 W and a pulse length of 180 ms.

When the excitation laser was operated at powers too low for visible emission to be measured (<1 W), the power of the beam passing through the filters was just 3% of the excitation power. Depositing TiO$_2$ to a depth of 100 μm on the fiber tip was estimated to give an absorption coefficient of about $1.75 \times 10^4$ m$^{-1}$. Considering that quartz optical fibers typically have an absorption coefficient of 0.4 m$^{-1}$, the addition of TiO$_2$ to the tip increased this parameter by a factor of over $10^5$.

Figure 6 shows the variations with time of the excitation laser transmission and the TP fiber tip emissions. The wave in this figure is the time waveform of intensity of some components of the lateral infrared spectrum observed with the InAs photodetector. The intensity of the excitation laser transmission measured by the Si photodetector in front of the fiber tip increased slowly during the first 90 ms of excitation, reflecting the waveform of the output-time characteristics. For a tip that had not been coated with TiO$_2$, the excitation laser showed a constant intensity after that initial period (dotted line).

However, the transmission from the laser via the TP fiber during the latter 90 ms showed an abrupt reduction due to either abrupt dispersion or absorption of the excitation laser. Since almost no variation was found in the dispersion of the excitation laser measured from the side, we infer that the laser beam was absorbed by the TP fiber tip.

While the excitation laser transmission decreased, the intensity of the infrared emission from the TP fiber increased after about 130 ms. From these temporal changes in the light intensity, we infer that there are two stages in the heating of the TP fiber tip by the excitation laser due to variations in the absorptivity. The first stage is during the initial 110 ms, whereas the second phase is during the subsequent 70 ms (approximate values).

Figure 7 shows the spectra measured 50, 80, 110, 140, and 170 ms after the onset of illumination by the excitation laser. Sufficient infrared light was emitted for a signal immediately after illumination by the excitation laser, but the intensity of the visible beam was barely observable 50 ms after emission started. The beam intensity did not increase sharply until 110 ms. If this is assumed to be black-body radiation, this suggests that the visible beam components suddenly increase, implying that the TP fiber tip exceeds about 3000 K at about 110 ms. The TP fiber temperature increases gradually as the deposited TiO$_2$ originally absorbed into the fiber core under the excitation laser during the initial stage is now absorbed by Si in the core fiber, which has been thermally ionized. When the temperature exceeds 2800 K and SiO is generated by the SiO$_2$ making up the fiber, the light absorption rate increases many times. Nearly all the optical energy is converted to thermal energy in the ultrathin (200-μm thick) region at the tip of the TP fiber, sharply increasing the temperature of the TP fiber.
The temperature of the hottest portion of the TP fiber was estimated using the ratio temperature method. Planck’s radiation law provides the following expression for the radiative energy density per unit volume and wavelength,

\[ dW = \frac{8 \pi h c}{\lambda^5} \exp\left(\frac{hc}{kT} \lambda\right) \frac{1}{\lambda^4} d\lambda, \]  

where \( h \) is Planck’s constant, \( c \) is the velocity of light, \( \lambda \) is the wavelength of the electromagnetic wave, \( k \) is Boltzmann’s constant, and \( T \) is the temperature.

The ratio temperature method is an effective way for measuring the temperature when the emissivity of the observed object is unknown and when we wish to avoid considering the transmissivity of the glass or other material lying between the observed object and the measuring instrument. Using the time series for the emission intensities at wavelengths 1 and 2 obtained by the frequency- and time-resolved measurements by the optical multi-channel analyzer, the following expression is found for the fiber tip temperature. We apply Planck’s radiation law for a real high-temperature region to find

\[ M_1 = \frac{\tau_1 \varepsilon_1}{\lambda^5 e^\frac{hc}{T\lambda}} = \frac{\tau_1 \varepsilon_1 \lambda^5}{\tau_2 \varepsilon_2 \lambda^1 e^\frac{hc}{T\lambda}}, \]

where \( \varepsilon_1 \) is the first radiation constant (= 3.741844 × 10\(^{-16}\) W · m\(^{-2}\)), \( \lambda \) is the wavelength in m, \( \varepsilon_2 \) is the second radiation constant (= 1.438769 × 10\(^{-2}\) m · K), \( T \) is the absolute temperature (K), \( \tau \) is the transmissivity, and \( \varepsilon \) is the emissivity. If the radiation intensities (quantities of radiation) at wavelengths \( \lambda_1 \) and \( \lambda_2 \) are, respectively, denoted \( M_1 \) and \( M_2 \), then the ratio \( R \) of \( M_1 \) to \( M_2 \) is defined as

\[ R = \frac{M_1}{M_2} = \frac{\tau_1 \varepsilon_1 \lambda_1^5}{\tau_2 \varepsilon_2 \lambda_2^5} \frac{e^\frac{hc}{T\lambda_1}}{e^\frac{hc}{T\lambda_2}}. \]

Taking the logarithm of both sides, we obtain

\[ \ln R = \ln \left(\frac{\tau_1}{\tau_2}\right) + \ln \left(\frac{\varepsilon_1}{\varepsilon_2}\right) + 6 \ln \left(\frac{\lambda_2}{\lambda_1}\right) + \frac{c_2}{T} \left(\frac{1}{\lambda_2} - \frac{1}{\lambda_1}\right). \]

Here, the emissivities \( \varepsilon_1 \) and \( \varepsilon_2 \) are nearly identical, so \( \varepsilon_1/\varepsilon_2 \approx 1 \). If \( \tau_1/\tau_2 = 1 \) for transmissivities \( \tau_1 \) and \( \tau_2 \), then

\[ \ln R = 5 \ln \left(\frac{\lambda_2}{\lambda_1}\right) + \frac{c_2}{T} \left(\frac{1}{\lambda_2} - \frac{1}{\lambda_1}\right). \]

The temperature \( T_0 \) is then given by

\[ T_0 = \frac{c_2}{\ln \left(\frac{M_1}{M_2}\right) - 5 \ln \left(\frac{\lambda_2}{\lambda_1}\right)} \left(\frac{1}{\tau_1} - \frac{1}{\tau_2}\right). \]

The temperature was determined from the visible components of 500 and 600 nm, using the ratio of the intensity of these wavelengths and the temporal variations in the visible frequency intensities shown in Fig. 7. The ratio temperature method was applied with the intensity observed between 80 and 170 ms, when visible frequencies were quite bright; this yielded estimates of about 3050 K at about 80 ms and ultimately about 3500 K at 170 ms for the temperature of the fiber tip.

Figure 8 shows the temporal variation for the FP fiber tip. Typical temperatures for 80, 110, 140, and 170 ms, after excitation laser pulse was triggered. After 15 and 30 shots, the temperature of the tip was decreased, respectively.

Fiber fusing was discovered in the late 1980s, but it was much more commonly observed as the powers of semiconductor lasers increased. If a current with a power of several watts passes through an optical fiber, the fiber will be heated above its fusion temperature (1973 K) due to arcing and other phenomena in a short period of time and fiber fusing will occur around the heated region. The core temperature then rapidly climbs from the original temperature (about 2300 K) by nearly a factor of 10 (over 10,000 K). Kashyap and Blow examined the relationship between the optical absorption coefficient of a Ge-doped quartz optical fiber and the temperature under Nd:YAG illumination (wavelength: 1.064 µm) and found that the optical absorption coefficient increased sharply from 1323 K. According to their measurements, the absorptivity coefficient at 1373 K is about 0.46 m\(^{-1}\). One study on fusing in optical fibers estimated the fiber tip temperature, and other studies have compared fusing models. Research has also been...
conducted on a contact laser scalpel composed of a conic sapphire tip attached to the tip of a fiber. Coherent light is concentrated at the apex of the tip. Depositing a carbon film at the tip clearly causes a soldering iron effect. Heating procedures that do not require using TiO₂ are expected to be developed in the future. The authors have already used this laser for induction of different reactive oxygen species in the skin during various laser therapies.

The present study has verified that controlling the mode of emission of energy at the tip of an optical fiber causes the beam to be absorbed by a tiny region at the tip and converted into thermal energy. It now appears to be feasible to cause conditions that promote fiber fusing, which will permit surgical tools based on this method to be used clinically.

### 3.2 Free Radical Generation by TP Fiber and No TP Fiber Laser Irradiation

Figure 9 shows the relationship between free radical generation by TP fiber and no TP fiber laser irradiation. ESR spectra were measured according to the method of Ito et al. As a result, TP fiber laser increased the production of O₂⁺, OH⁺, and AsA⁺ in the mouse skin significantly compared to the no TP fiber laser irradiation. ** denotes $P < 0.01$, * denotes $p < 0.05$, $n = 8$. This result supported the previous studies of increased production of O₂⁺ and OH⁺ by the photocatalytic reaction of titanium oxide in animal cells. In recent years, much research has been done by laser devices in the field of skin rejuvenation. A laser or another visible light device at the energy doses used for skin rejuvenation produces high amounts of reactive oxygen species, which destroy old collagen fibers and kill old skin cells, encouraging the formation of new ones.

Additionally, since it was known that these reactive oxygen species like O₂⁺, OH⁺, and AsA⁺ can increase skin cell damage, it will be considered to allow efficient removal of skin cell or skin tissue by TP fiber laser irradiation. In other words, this result suggests that TP fiber laser device will be an effective technology to make more compact, low cost and less energy laser device for skin rejuvenation.

![Fig. 9](image-url) Free radical generation by TP fiber and no TP fiber laser irradiation. TP fiber laser increased the production of O₂⁺, OH⁺, and AsA⁺ in the mouse skin significantly compared to the no TP fiber laser irradiation.

### 4 Conclusions and Future Perspective

This experiment demonstrates that it is possible to produce a region that is 400 μm in diameter and 200 μm long near the tip of a quartz optical fiber that can generate clinically useful high temperatures of 3500 K. We are currently using a laser system to perform dermatological investigations to measure reactive oxygen species in skin. This study has demonstrated that 4 to 6 W semiconductor lasers can be clinically used in clinics by modifying the fiber tip.

Medical treatments with lasers in recent years have been extended to a variety of fields, including PLDD, which is ablation of disks with a percutaneously inserted fiber laser to relieve nerve compression, and laser-assisted liposuction, in which lasers play a part in sucking fat.

Herniated disk repair operations by conventional surgery require a minimum of 6 weeks for recovery (including hospitalization time) and the patient’s quality of life is significantly reduced after the operation. It is quite significant that laser-based PLDD allows the patient to return to a normal life the day after the operation. Since its approval by the USFDA, fiber delivery of a Nd:YAG beam has become an essential component of the toolkit for mesotherapy, permitting treatments such as removal of excessive fat and sagging skin. Titanium oxide powder has a low tendency to cause allergic reactions; it is a common component of emulsions used by clinical physicians for mouthwashes, commercial suntan lotions, food additives, and other products. It is also used for the head of artificial bone. It appears to be quite suitable for use in living tissue.

The chief disadvantage of laser devices used in tissue or for ablative treatments are their size and their cost. The 980-nm semiconductor laser beams are in the near infrared; their low absorption in water makes them difficult to apply for PLDD or laser-assisted liposuction. However, since they do not require dangerously high voltages and the total volume of these devices is relatively compact, they are quite convenient for physicians to carry so that the number of physicians using lasers for treatment is expected to continue to rise.

### Acknowledgments

The authors would like to express their deep appreciation to Professor M. Wakaki of Tokai University.

### References