Synchrotron infrared spectromicroscopy as a novel bioanalytical microprobe for individual living cells: cytotoxicity considerations

Hoi-Ying N. Holman
Lawrence Berkeley National Lab
Center for Environmental Biotechnology
Mail stop 70A-3317
Berkeley, California 94720

Kathleen A. Bjornstad
Morgan P. McNamara
Lawrence Berkeley National Lab
Life Sciences Division
Berkeley, California 94720

Michael C. Martin
Wayne R. McKinney
Lawrence Berkeley National Lab
Advanced Light Source Division
Berkeley, California 94720

Eleanor A. Blakely
Lawrence Berkeley National Lab
Life Sciences Division
Berkeley, California 94720

E-mail: hyholman@lbl.gov

Abstract. Synchrotron radiation-based Fourier transform infrared spectromicroscopy is a newly emerging analytical tool capable of monitoring the biochemistry within an individual living mammalian cell in real time. This unique technique provides infrared (IR) spectra, hence chemical information, with high signal to noise at spatial resolutions as fine as 3–10 μm. Mid-IR photons are too low in energy (0.05–0.5 eV) to either break bonds or to cause ionization, and the synchrotron IR beam has been shown to produce minimal sample heating. However, an important question remains, “Does the intense synchrotron beam induce any cytotoxic effects in living cells?” In this work, we present the results from a series of standard biological assays to evaluate any short- and/or long-term effects on cells exposed to the synchrotron radiation-based infrared (SR-IR) beam. Cell viability was tested using alcin blue dye exclusion and colony formation assays. Cell-cycle progression was tested with bromodeoxyuridine (BrdU) uptake during DNA synthesis. Cell metabolism was tested using a 3-[4,5-Dimethylthiazol-2-yl]-2,5-diphenyltetrazolium bromide assay. All control, 5, 10, and 20 min SR-IR exposure tests (267 total and over 1000 controls) show no evidence of cytotoxic effects. Concurrent infrared spectra obtained with each experiment confirm no detectable biochemical changes between control and exposed cells.

1 Introduction

Recent progress in analytical instrumentation has enabled dramatic advances in gene sequencing and protein identification techniques. Using the information produced by these techniques, the attention of biomedical researchers is now increasingly focused on understanding how chemical species interact in living organisms by the use of imaging techniques which simultaneously provide both morphological and chemical information within cells and tissues. Today intensive research in experimental biology, spectroscopy, and analytical instrumentation is seeking new ways to image chemical information within living cells. For correct elucidation of the cellular chemistry it is imperative to maintain the viability of the cell during and after the collection of the chemical image. Most imaging research has focused on the application of fluorescent probes that locate and identify a specific chemical event within the cell by the addition of a labeling compound. A major concern is the viability of the cell and possible biochemical changes as a result of the monitoring and imaging process. To enhance viability by the reduction of bond breaking and ionization during fluorescent measurements, two-photon excitation at longer wavelengths has been used to lower the toxic effects of potentially bond-breaking UV or visible radiation on the sample.1–4 However, even this has recently been linked to apoptosis-like death.3

In contrast to fluorescent labeling techniques, synchrotron radiation-based Fourier transform infrared (SR-FTIR) spectromicroscopy has the ability to monitor the chemistry occurring within an individual living cell without the need for labels and with even lower photon energies. Infrared (IR) spectroscopy is a sensitive analytical chemistry technique for studying biological systems. Many common biomolecules, such as nucleic acids, proteins, and lipids have characteristic and well-defined IR-active vibrational modes.5,6 Combining IR spectroscopy with microscopy yields a powerful tool for nondestructively probing bio systems on a small size scale.7 With the recent addition of a synchrotron light source8–12 one can now obtain diffraction-limited spot sizes with high signal intensity in an IR microscope. This high brightness is of great advantage when measuring samples with a spatial resolution near the diffraction limit of 3–10 μm. The sample can be small and/or heterogeneous, for example, individual living cells, microorganisms, and larger biological systems in which local biochemistry may have significant spatial variations. Recent uses of synchrotron infrared spectromicroscopy include

Keywords: synchrotron; infrared; spectromicroscopy; FTIR; cell viability; cytotoxicity.

Paper 001048 received July 18, 2001; revised manuscript received Dec. 19, 2001; accepted for publication Jan. 25, 2002.

© 2002 SPIE Society of Photo-Optical Instrumentation Engineers. [DOI: 10.1117/1.1485299]

Address all correspondence to Hoi-Ying N. Holman. Tel: 510-486-5943; Fax: 510-486-7152; E-mail: hyholman@lbl.gov
the examination of biological samples such as individual living cells, tissue samples, microbe–chemical interactions in environmental settings, protein conformations and plant–soil interactions.

It is crucial to know if the synchrotron radiation-based mid-infrared (SR-IR) source causes any short- or long-term effects on the living biological samples under study. Mid-infrared photons are significantly lower in energy (0.05–0.5 eV) than the excitation sources used in fluorescence probes including the newer two-photon techniques (photon energies of approximately 1 eV), implying that photoinduced effects will be minimal. However, to be assured that the SR-IR beam does not perturb living samples via other mechanisms, more detailed studies are required. SR-FITR spectromicroscopy is an excellent tool for monitoring the biochemistry taking place within a cell. In all studies to date, no changes have been observed in the IR spectra during the exposure to the synchrotron beam. This indicates no immediate changes in the overall biochemical composition of the exposed cell(s). Although mid-IR photons are too low in energy to directly break bonds or cause ionization, other effects from the SR-IR source may occur, including sample heating, drying, or other more subtle interactions which could influence long-term metabolic and other cellular physiological processes. We recently demonstrated that sample heating from the synchrotron IR beam is minimal (~0.3 °C).

The present paper presents the results of in vitro studies to determine if the SR-IR beam causes any detectable cytotoxic effects on living cells. Two classes of cytotoxic effects were measured in this study: (1) immediate and/or short-term effects in cell viability, cell-cycle progression, cell metabolism, and (2) long-term effects on the proliferative/metabolic capacity of exposed cells. Four widely accepted cellular and molecular assays were selected to measure these potentially deleterious effects on cells subjected to different doses of the SR-IR beam. Finally, infrared spectra were also recorded for exposed and nonexposed cells, and were compared in detail to identify possible immediate chemical changes as a result of exposure to the SR-IR beam.

2 Materials and Methods

2.1 Cells and Cell Synchronization

A human T-1 cell line from an established aneuploid cell line derived from human tissue was used in this study. It was selected partly because of its high plating efficiency (>90%), and partly because it has been previously used as a model biological system in studies of the effects of radiation and oxygen on human cells.

The T-1 cells were originally obtained from Dr. G. W. Barense of the Radiobiological Institute of the Organization for Health Research, Rijswijk, The Netherlands, in 1976. They were maintained in growth medium consisting of minimum essential medium with eagle’s balanced salt solution supplemented with 15% fetal calf serum (HyClone, Logan, Utah), 1 mM L-glutamine, and pen strep antibiotics at pH 7.4. All chemicals were from Gibco/BRL unless noted. Cells were grown at 37 °C in a humidified atmosphere of 5% CO₂ and 95% air. Cells were subcultured every 3–4 days.

Radiation effects on T-1 cells are cell-cycle dependent, and are most damaging for G₁ and mitotic phase cells because their repair capacity is significantly less. Even within the G₁ phase, the repair capacity has been reported to be negligible during the early G₁ phase, and improves as cells progress to the G₁/S boundary. In order to study a uniform G₁-phase cell population, T-1 cultures were grown to confluence to ensure para synchronization. Immediately prior to each experiment cells were trypsinized from confluent cultures. Fluorescence-activated cell sorting analysis demonstrated that 85% of the cells in these cultures were synchronized to G₀/G₁ phases. Cells were plated onto 60 mm petri dishes at a density of 1×10⁵ cells/dish for the colony forming assay (see below), and 1×10⁵ cells/dish for all other assays. Gold-coated glass microscope slide pieces were plated with 100 µL of a 1×10⁵ cells/ml cell suspension for SR-FTIR measurements and confirmation of other assays. Cells were incubated in growth medium for 2 h (just long enough for the cells to attach) in a 37 °C and 5% CO₂ incubator before they were subjected to the tests detailed below.

2.2 Synchrotron Infrared Facility

This work was performed at the infrared spectromicroscopy beamline 1.4.3 at the Advanced Light Source (ALS) in Berkeley, CA. The synchrotron light is used as an external source for a Nicolet 760 FTIR bench and Nic-Plan™ IR microscope with a computer-controlled x–y–z sample stage. The synchrotron infrared beam can be easily switched on and off via automated optics inside the microscope which can be controlled manually or by software. The ALS storage ring produces pulses of synchrotron light across a broad energy range from the far IR to the hard x-ray. The front-end optics of beamline 1.4.3 [bare aluminum coated optics and a chemical vapor deposition-grown diamond window] only pass photons with energies <3 eV. The synchrotron light is then collimated and sent into the FTIR bench where it passes through a Ge coated KBr beamsplitter. This beam splitter only allows light between ~400 and ~10,000 cm⁻¹ to continue on to the sample. Within this spectral bandwidth, we have measured an average power of ~1 mW at the focused sample position within the IR microscope. The ALS light pulses are 40 ps in duration with a 500 MHz repetition rate. Therefore, the peak power at the sample is 50 times higher than the average power, or ~50 mW. Conventional tungsten thermal IR sources, for example, a Globar™ source, provide, as measured in our instrument, approximately one half of the total average power over the same spectral bandwidth. The synchrotron infrared light is focused to a diffraction-limited (3–10 µm-diameter) spot, while the thermal light is focused into a spot of approximately 100 µm in diameter. This results in a brightness advantage of ~150 for the synchrotron source compared with the thermal source (1.3×10⁻⁷ mW/µm² for the synchrotron versus 8.6×10⁻⁵ mW/µm² for the thermal source).

A custom on-stage mini incubator was used to maintain the proper moisture and growth environment for the cells while allowing in situ FTIR spectromicroscopy measurements. The mini incubator was temperature controlled via circulating water from a water bath, and infrared transparent CaF₂ windows on the top cover were separately temperature controlled to avoid condensation. The location of the synchrotron infrared beam within the field of the microscope was fiducialized to
approximately 1 μm by mapping a titanium on silicon calibration target.\textsuperscript{35}

### 2.3 Exposure of Individual Cells to the Synchrotron Infrared Beam

Immediately prior to synchrotron infrared exposure, the growth medium was replaced with fresh medium (100 μL per 60 mm dish, or 1 μL per glass slide piece inside the humidified on-stage mini incubator as described earlier). Media plus 10 mM Hepes was added to keep the cells hydrated, and the medium at pH 7.4 throughout the exposure duration.

Every exposure experiment was conducted at 37 °C and lasted for less than 1 h. To ensure all test and control cells used in this study were synchronized (they were initially para synchronized), we selected visually in the field of the infrared microscope only those single cells that had the shape and size typical of G1-phase T-1 human cells. The selected cells were exposed to the focused synchrotron infrared beam for a specified duration of 5, 10, or 20 min. These times were chosen to greatly exceed the normal exposure time for data acquisition on an individual cell, typically between 20 s and 2 min. After the allotted time had passed, the beam was switched off, and the next test cell was located. Once completed, fresh growth media were replaced on the dish and returned to the standard 37 °C and 5% CO\textsubscript{2} incubator.

Both negative and positive control cells were also tested. Negative controls were nonexposed cells located in the same field of the petri dish or gold-coated slide pieces (internal controls), and therefore experienced the same handling. Positive controls were cells that were either exposed to 70% ethanol solution, or allowed to progressively dehydrate as a result of evaporation of the growth medium at the edges of the samples under study.

### 2.4 Alcian Blue Assay for Monitoring Short-Term Effect on Cell Viability

The standard alcian blue dye-exclusion assay\textsuperscript{37} was used to detect if a cell remained viable and had an intact membrane 6, 12, and 24 h after exposure to the synchrotron infrared beam. Viable cells are impermeable to the alcian blue molecules, whereas moribund cells are stained dark blue because of the breakdown in their membrane integrity.

This short-term assay relies on the active transport of alcian blue molecules back out of the living cell using energy derived from metabolism at the time of the assay. Test and control cells were incubated for the specified times at 37 °C and 5% CO\textsubscript{2} with growth medium and then fixed with 3% glutaraldehyde in MilliQ’s buffer, and 0.3% alcian blue (as stain) was added to give a final dye concentration of 0.03%. Glutaraldehyde fixation was chosen because it can best preserve structural features of the cell membrane.\textsuperscript{37} Individual cells were then revisited with an optical microscope to determine the presence (or absence) of blue color—blue indicates cell death.

### 2.5 Colony-Forming Assay to Test Long-Term Survival

In addition to the above dye exclusion method of short-term toxicity, we used the standard colony-forming assay\textsuperscript{31} to look for any potential effects of SR-IR beam on the long-term survival and proliferation on T-1 cells. This assay began with plating cells at a low density of ~100 per 60-mm-diam petri dish to ensure resulting colonies would not overlap. Test cells were again identified visually in the field of the IR microscope according to their morphological characteristics including cell shape and cell size, and exposed by the synchrotron beam for the appropriate time of irradiation. The medium was replaced and the dishes were returned to the standard 37 °C and 5% CO\textsubscript{2} incubator and allowed to grow for ten days.

Colonies formation was determined by the following procedure. The cells were fixed and stained with 30% ethanol and 0.2% methylene blue at room temperature for 1 h. The stain was then rinsed off, and the dishes were allowed to air dry. The sites of exposed and control cells were revisited under a microscope, and the number of cells that had grown for ten days after the test event was recorded. Any cell that developed into a colony of at least 50 cells was considered to have maintained reproductive integrity.\textsuperscript{31} Any colony of less than 50 cells was considered to suffer from cytotoxic effects from the SR-IR beam. Resultant cell colonies from test and control cells were photographed in an optical microscope using fiduciary guides to relocate the original cells used for the SR-IR exposure. The reproducibly proficient fraction of exposed and control cells were compared and the percent surviving fraction was calculated.

### 2.6 BrdU Assay for the in situ Detection of Immediate Cell-Cycle Progression Effects

We evaluated the effect of SR-IR beam exposure on the cell-cycle progression by detecting when exposed and nonexposed T-1 cells reach their S phase (DNA synthesis) after the release from confluence. The onset of DNA synthesis was detected \textit{in situ} with the two-antibody bromodeoxyuridine (BrdU) assay according to the protocol (No. 1170 376) provided by Boehringer Mannheim. This standard assay relies on pulse labeling the test and control cells with a final concentration of 10 μM BrdU 1 h before the estimated onset of DNA synthesis. BrdU, a thymidine analog, is known to be specifically incorporated into DNA during DNA synthesis. A conventional two-antibody method is used for identifying cells that have incorporated BrdU.

In our experiment BrdU was added to the growth medium 11 h after cell release and 10 h postinfrared exposure. They were incubated for 1 h in the presence of 10 μM BrdU (protected from light). Eleven hours plus 1 h BrdU incubation was selected because previous studies of T-1 cell cycling indicated that T-1 cells are synthesizing DNA 12 h into the cell cycle.\textsuperscript{33} We checked this timing by initiating BrdU uptake at 6, 12, or 24 h after their release. We found indeed the majority (67%) of our para-synchronized T-1 cells began synthesizing DNA at about 12 h postrelease, whereas less than 20% of cells began synthesizing DNA at 6 and 24 h. Therefore, all the reported BrdU assay results below were from tests with BrdU added 11 h after cell setup. After a 1 h incubation in the BrdU-containing growth medium, cells were rinsed once with phosphate buffer saline (PBS) without calcium and magnesium, and fixed with −20 °C 70% ethanol. Dishes with fixed cells on them were denatured by floating them on an 80 °C waterbath for 1 min in a fume hood with two mL of 70% formamide in a 2X saline-sodium citrate buffer solution (Sigma) at 80 °C.
Cells were then rinsed in PBS at room temperature, dehydrated for 2 min with −20°C 70% ethanol followed by −20°C 100% ethanol for 2 min, and dried.

After denaturing and alcohol dehydration, cells were rehydrated in 0.1% bovine serum albumin (BSA) blocking buffer in PBS. The primary mouse anti-BrdU antibody (Boehringer-Mannheim, Indianapolis, Indiana) was added at 1:20 in the BSA blocking buffer, protected from light, and incubated for 1 h at room temperature. Cells were washed twice with PBS and then incubated with the secondary antibody, Alexa 594 (Mannheim, Indianapolis, Indiana), diluted 1:100 in PBS for 1 h. Cells were counter stained with 0.25 mg/mL DNA-specific fluorochrome DAPI (4,6-diamidino-2-phenylindole, from Sigma) for 5 min at room temperature, rinsed with PBS, and covered with Vectashield and a clean microscope slide coverslip. Individual cells were examined with a fluorescent microscope. Cells with red fluorescence in their nuclei (BrdU positive) were judged to be undergoing DNA synthesis. Those without red fluorescence were BrdU negative. The blue fluorescence of DAPI was used to identify the location of DNA in both BrdU-positive and BrdU-negative cells.

2.7 MTT Assay to Assess Immediate Metabolic Activity Effects

The extent of cellular metabolic activity (or biological redox reactions) in cells was detected in situ with the modified 3-(4,5-Dimethylthiazol-2-yl)-2,5-diphenyltetrazolium bromide (MTT) technique according to the protocol (No. TOX-1, 7H258) provided with the assay kit (Sigma, St. Louis, Missouri). This modification of the protocol eliminated the use of a UV/visible spectrometer because our study requires the absorbance values to be computed.

Table 1 lists the number of individual cells tested by each cytotoxicity assay. Table 2 summarizes the analyzed results of these assays. For each biological assay we photographed the results for control and test cells that had been exposed to the SR-IR beam. In no case did we find a result differing with the representative ones shown in the figures.

3 Results and Discussion

Table 1 lists the number of individual cells tested by each cytotoxicity assay. Table 2 summarizes the analyzed results of these assays. For each biological assay we photographed the results for control and test cells that had been exposed to the SR-IR beam for 5, 10, or 20 min. Figures 1–4 show representative photographs for each assay. In no case did we find a result differing with the representative ones shown in the figures.

2.8 SR-FTIR Spectromicroscopy to Look for Overall Cellular Chemical Changes

We used SR-FTIR spectromicroscopy for detecting chemical vibrational mode changes in nonexposed controls and in cells exposed to the SR-IR beam. All SR-FTIR spectra were recorded in the 4000–600 cm⁻¹ region as this mid-IR region contains unique molecular absorption fingerprints for cellular chemistry. Because the CaF₂ window of the on-stage mini incubator does not transmit IR below 800 cm⁻¹, some spectra were acquired by removing the CaF₂ windows from the mini incubator such that data extending to 600 cm⁻¹ could be examined.

Every IR measurement consisted of 128 co-added spectra at a spectral resolution of 4 cm⁻¹. All spectra were obtained in the double-pass transmission geometry and ratioed to a reference spectrum measured from a bare gold-coated slide, then absorbance values were computed.

2 Results and Discussion

Table 1 lists the number of individual cells tested by each cytotoxicity assay. Table 2 summarizes the analyzed results of these assays. For each biological assay we photographed the results for control and test cells that had been exposed to the SR-IR beam for 5, 10, or 20 min. Figures 1–4 show representative photographs for each assay. In no case did we find a result differing with the representative ones shown in the figures.

3.1 SR-IR Beam has no Short-Term Effect on Cell Viability

Alcian blue assays were carried out as described above. As shown in Figure 1, neither cells exposed to up to 20 min of synchrotron IR beam nor nearby nonexposed cells retained
Fig. 1 Photograph showing results from alcian blue assays of cells exposed to the SR-IR beam for (a) 5 min, (b) and (c) 10 min, and (d) 20 min. Other cells in the field were not exposed and were used as negative controls. No cells show retention of the blue dye demonstrating that no immediate cytotoxicity is observed.

Fig. 2 Photographs showing typical results for colony forming from (a) a negative control cell and (b) a test cell that had been exposed to the SR-IR beam for 20 min. Both cells proliferated into similar sized colonies after ten days.

Fig. 3 Photographs showing BrdU assay results for cells exposed to the SR-IR beam for (a) 5 min, (b) 10 min, and (c) 20 min. Two other cells in the field were unexposed and used as negative controls. In the lower panel, the blue color indicates DNA and the red color indicates BrdU incorporation during DNA synthesis. All test and control cells show the same incorporation of BrdU into the DNA.

Fig. 4 Photograph showing typical MTT assay results for control and test cells that had been exposed to the SR-IR beam for (a) 5 min, (b) 10 min, and (c) 20 min. Other cells in the field were unexposed and are used as controls. All test and control cells show the same blue color indicating the same level of metabolic activity.
the blue dye 6 h after exposure. This indicates that the SR-IR beam did not produce detectable effects on the viability of exposed cells. Other exposed cells remained free of stain 12 and 24 h after exposure indicating that their membranes still remained intact. In contrast, dead positive control cells were stained blue as expected, as their membranes had become permeable to the dye molecules.

### 3.2 Cells Survive and Continue to Proliferate Days Post Exposure

While the aforementioned short-term test has revealed that cells were viable at the time of the alcian blue assay, the long-term colony-forming assay demonstrates that the exposed cells also continue to proliferate into colonies. The exposed test cells and nearby nonexposed cells proliferated into colonies of similar size (Figure 2), well > 50 cells per colony in ten days. The positive control cells, on the contrary, had detached from the petri dish and disappeared from the field. Since none of the 46 SR-IR exposed test cells developed into colonies with less than 50 cells, we interpret this as an indication that SR-IR beam does not impact cell survival and proliferative activities.

### 3.3 Exposure to SR-IR Does not Compromise Cell-Cycle Progression

As described above the experiment was designed to specifically answer the question, “Do SR-IR beam exposed cells progress into S phase at the same time as unexposed control cells?” Cell-cycle progression in exposed cells was monitored by the incorporation of BrdU into newly synthesized DNA at 11 h after cell setup and 10 h post SR-IR exposure. Both exposed cells and nonexposed controls had reached the DNA synthetic phase (S phase) of cell cycle at this 12 h observation point. For example, the upper photo in Figure 3 shows an image of 5, 10, or 20 min exposed cells and their neighboring nonexposed controls. The lower photo in Figure 3 shows that all three exposed cells as well as the controls have incorporated BrdU into the DNA, which is identified by the double color labeling of red for BrdU and blue for DNA. The similarities among the immunofluorescent staining of BrdU (and DAPI) labeled cells indicate that the exposed cells are not compromised in their ability to enter their S phase in the cell cycle after exposure to the SR-IR beam. Furthermore, the lack of detectable uptake of BrdU into DNA in exposed and control cells at 6 or 24 h after their release demonstrates that the cell-cycle progression of SR-IR exposed cells remains uninterrupted.

### 3.4 ATP and NAD⁺-Associated Metabolic Activity is not Impaired by the SR-IR Beam

The 2 h MTT assay was carried out as described above on exposed, negative, and positive controls. Representative photos of the results are shown in Figure 4. Cells exposed for 20 min and nearby nonexposed controls show similar purple-blue stain. On the contrary, tetrazolium salt solution remained yellow in the killed (positive) controls with no purple-blue stain uptake. Results were identical for 5 and 10 min exposures. This implies that both the exposed and negative control cells produced mitochondrial dehydrogenases during the 2 h MTT assay. Mitochondrial dehydrogenases are associated with the ubiquitous metabolic pathway of glycolysis that generates the critical biomolecules of Adenosine triphosphate (ATP) and Nicotinamide adenine dinucleotide (NAD⁺). These results indicate that the SR-IR beam has negligible effects on this important metabolic pathway which provides energy to cells.

---

**Table 2** A summary of results from the cytotoxicity assays for SR-IR exposed cells compared to negative and positive controls.

<table>
<thead>
<tr>
<th></th>
<th>AB assay (% of cells excreting dye)</th>
<th>CFA assay (% of cells forming colonies)</th>
<th>BrdU assay (% of cells at S phase)</th>
<th>MTT assay (% of cells reducing MTT)</th>
</tr>
</thead>
<tbody>
<tr>
<td>Exposed cells</td>
<td>100</td>
<td>100</td>
<td>100</td>
<td>100</td>
</tr>
<tr>
<td>Nonexposed (negative) controls</td>
<td>100</td>
<td>100</td>
<td>100</td>
<td>100</td>
</tr>
<tr>
<td>Killed (positive) controls</td>
<td>0</td>
<td>0</td>
<td>...</td>
<td>0</td>
</tr>
</tbody>
</table>

---

**Fig. 5** Infrared spectra for a control cell (black line) and a cell exposed to the SR-IR beam for 30 min (red line). The small intensity variation between the two spectra is due to a slight difference in thickness between the two cells. Otherwise, the spectra are very much the same, indicating no overall change in biochemistry has occurred.
3.5 SR-FTIR Spectra Indicate no Changes in Chemistry Inside Exposed Cells

Figure 5 shows spectra acquired for two nearby cells, one nonexposed and one that was exposed to the SR-IR beam for 30 min prior to data acquisition. The IR spectra were acquired using the synchrotron source for 70 s (128 co-added scans) as described earlier. The measured signal to noise ratio of the synchrotron IR spectra shown in Figure 5 is excellent, 1250:1. The two spectra are nearly identical with every peak position reproducible exactly and only slight overall intensity variations due to a small difference in the thickness of the two cells. These results indicate that there are no chemical changes happening in the cell upon exposure to the SR-IR beam. We also performed IR measurements repeatedly on one living cell every 10 min for 30 min and the IR spectrum remained unchanged to within 0.005 absorbance units across the entire mid-IR spectral range. Longer exposure times can be tested, however the living cell continues growing through its cell cycle, which results in other previously reported spectral changes.19

In all five assays studied (alcan blue, colony formation, BrdU, MTT, and SR-IR spectra) we found no detectable changes between cells exposed for 5, 10, and 20 min to the synchrotron infrared beam and nearby nonexposed controls. Two hundred sixty seven individual cells were tested using standard biochemical assays with zero tests showing any measurable cytotoxic effects (counting statistics error is ±6.1%), with over 1000 control cells used. Additionally, infrared spectra that are a measure of the overall biochemistry within a cell were obtained from test and control cells, and showed no spectral changes. These results show that the high-brightness mid-IR synchrotron beam is not only nondestructive, but also causes no effects on both the short- and long-term viability, proliferation, and metabolism within living human T-1 cells. Although the present study has focused on only one established human cell line, we anticipate that these results will be generally applicable to most, if not all, living biological systems. The results reported here lay an important foundation for future biomedical and biological applications of synchrotron infrared spectromicroscopy, which will complement other biochemistry and microscopy techniques. SR-FTIR spectromicroscopy enables the successive monitoring of biochemical changes in individual cells nondestructively without having to treat cells with exogenous dyes, fluorescent labels, or stains, or to resort to destructive techniques. The noninvasive and nondestructive nature of the technique allows each cell in a population to be studied sequentially over a period extending to hours or even days. By monitoring individual cells over time it will be possible to detect the onset of disease and other cellular changes, and to probe the heterogeneity of responses to various treatments or insults within a population of living cells. The development of SR-FTIR spectromicroscopy will result in a broadly applicable and powerful research tool available to the scientific community.

Acknowledgments

The authors thank Kelly Knutsen and Richard Saykally for assistance with the synchrotron beam power measurements. This research was supported by the Office of Science, Office of Biological and Environmental Research, Medical Science Division and the Office of Science, Office of Basic Energy Sciences, Materials Sciences Division, of the U.S. Department of Energy under Contract No. DE-AC03-76SF00098 at Lawrence Berkeley National Laboratory.

References

5. F. S. Parker, Applications of Infrared Spectroscopy in Biochemistry, Biology, and Medicine, Plenum, New York (1971).
19. H.-Y. N. Holman, M. C. Martin, E. A. Blakely, M. Bjornstad, and W.


