Optimized autofluorescence bronchoscopy using additional backscattered red light

Tanja Gabrecht
Tomás Glanzmann
Swiss Federal Institute of Technology (EPFL)
Laboratory for Air and Soil Pollution
1015 Lausanne, Switzerland

Lutz Freitag
Clinic for Pneumology and Thoracic Surgery, Hemer
Pneumology Department
58675 Hemer, Germany

Bernd-Claus Weber
Richard Wolf Endoscopes GmbH
75438 Knittlingen, Germany

Hubert van den Bergh
Swiss Federal Institute of Technology (EPFL)
Laboratory for Air and Soil Pollution
1015 Lausanne, Switzerland

Georges Wagnières
Swiss Federal Institute of Technology (EPFL)
Institute of Chemical Sciences and Engineering
Photomedicine Group
1015 Lausanne, Switzerland

Abstract. Autofluorescence bronchoscopy (AFB) has been shown to be a highly sensitive tool for the detection of early endobronchial cancers. When excited with blue-violet light, early neoplasia in the bronchi tend to show a decrease of autofluorescence in the green region of the spectrum and a relatively smaller decrease in the red region of the spectrum. Superposing the green foreground image and the red background image creates the resultant autofluorescence image. Our aim was to investigate whether the addition of backscattered red light to the tissue autofluorescence signal could improve the contrast between healthy and diseased tissue. We have performed a clinical study involving 41 lung cancers using modified autofluorescence bronchoscopy systems. The lesions were examined sequentially with conventional violet autofluorescence excitation (430 nm±30 nm) and violet autofluorescence excitation plus backscattered red light (430 nm±40 nm plus 665 nm±15 nm). The contrast between (pre-)neoplastic and healthy tissue was quantified with off-line image analysis. We observed a 2.7 times higher contrast when backscattered red light was added to the violet excitation. In addition, the image quality was improved in terms of the signal-to-noise ratio (SNR) with this spectral design. © 2007 Society of Photo-Optical Instrumentation Engineers. [DOI: 10.1117/1.2811952]

Keywords: autofluorescence bronchoscopy (AFB); backscattered red light; sensitivity.

Paper 06053RRR received Mar. 10, 2006; revised manuscript received Aug. 10, 2006 and Feb. 1, 2007 and Jun. 16, 2007; accepted for publication Jun. 26, 2007; published online Dec. 3, 2007.

1 Introduction

Carcinoma of the bronchi is the most common cancer and cause of cancer deaths in the world, with the highest incidence rates occurring in North America and Europe.1–3 Bronchial cancer has a poor prognosis, mainly due to its progressive nature and because most cancers are detected at an advanced stage.4 Prognosis is much more favorable if the cancer is detected and treated early, if possible at the in situ stage.4–6 Bronchoscopy is the only established method that allows detection, localization, and definitive histological diagnosis of endobronchial lesions. Although the resolution of bronchoscopy is superior to that of chest radiography (CRX) and computed tomography (CT), conventional white light bronchoscopy (WLB) has important diagnostic limitations for detecting early cancerous and precancerous lesions. Sato et al.7 have shown that for radiographically occult bronchial cancers in patients with positive sputum cytology, only about 30% of the lesions can be localized, with difficulty, by conventional bronchoscopy. It should be noted that the percentage of lesions missed during WLB is probably much larger, since numerous radiographically occult lesions were not detected during this study. This important clinical problem is central to the extensive research efforts performed by numerous groups to develop patient screening and cancer detection methods.8,9 One promising approach to detect bronchial precancerous and early cancerous lesions during bronchoscopy is based on the imaging of the tissue autofluorescence.8,10 While conventional WLB is based on the detection of minimal alterations in tissue surface structure, autofluorescence bronchoscopy (AFB) exploits the spectral and intensity contrast of the tissue autofluorescence existing between normal and pre-/early cancerous tissues.

AFB works by capitalizing on the decrease in tissue autofluorescence intensity within the green spectral region for pre- and early cancerous lesions as compared to healthy tissue under violet excitation.8,11,12 This decrease can be visualized by specific endoscopic imaging devices.13 In most cases, due to the three-dimensional (3-D) geometry of the bronchi, a second background image is obtained in the red part of the spectrum, to perform a contrast enhancement procedure between the contrast-bearing green and the non-contrast-bearing red images. Several endoscopic fluorescence imaging systems (Xillix LIFE system,14 Storz D-Light system,15 and Pentax 3000 system16) are based on this principle.

Numerous clinical studies have demonstrated that AFB used in addition to conventional WLB significantly increases
the number of detected lesions, increasing the sensitivity by a factor of 2. However, the higher sensitivity comes with a limited specificity. Moreover, it should be noted that most of the AFB systems are likely to be suboptimal since their spectral designs are not based on the results of comprehensive studies of specific tissue autofluorescence properties. One exception is the system developed and produced by Richard Wolf GmbH. This system emerged from a systematic and comprehensive clinical study of the autofluorescence spectroscopy of normal tissues and precancerous and early cancerous lesions of the mucous membrane lining the tracheobronchial tree. The group in Lausanne demonstrated that the highest contrasts between healthy and (pre-)malignant tissues are observed with excitation wavelengths around 405 nm. In addition, they observed that, at this excitation wavelength, a strong decrease of fluorescence intensity exists for these lesions in the green (below 590 nm) region of the spectrum, whereas this decrease is much smaller but still present in the red part of the spectrum (beyond 590 nm). Typical spectra from healthy and dysplastic bronchial mucosa excited at 405 nm are shown in Fig. 1. Since a small decrease is also observed in the red part of the AF spectrum, this group suggested a possible method to improve the performances of fluorescence bronchoscopy: using additional red backscattered light as a background instead of the red autofluorescence. According to Zellweger et al., using an optimized amount of red backscattered light should increase the contrast between healthy and pre-/early malignant tissue by a factor of 2. Moreover, the background image created by the backscattered red light enhances the brightness and consequently the quality of the endoscopic images. Last, the choice of backscattered red light appears to be a sensible spectral choice, as it is minimally influenced by changes of tissue properties, textures, and structures. It should be noted that a similar approach using backscattered red and near-infrared light was reported by Zeng et al. for autofluorescence imaging in the gastrointestinal tract.

The impact of these spectral improvements, according to our knowledge, has not previously been assessed quantitatively with imaging systems. Therefore, we have designed an endoscopic fluorescence imaging system that includes the features of violet excitation around 405 nm and offers the option to add red light to the excitation. This system was used for the clinical study reported here to confirm the results from Zellweger et al. and to assess the potential of additional backscattered red light for improved contrast between healthy and (pre-)malignant tissue.

2 Materials and Methods

2.1 Instrumentation

We used a modified endoscopic fluorescence imaging (EFI) system developed in collaboration with the company Richard Wolf Endoskope GmbH, Knittlingen, Germany. The system consisted of a modified endoscopic light source, a filtered 3 CCD Rgb camera (5137 Combilight PDD and EFI 5507 camera), and a dedicated bronchofibroscope. This experimental system offered the unique advantage of three different illumination/excitation modes that could be selected during the bronchoscopy using a simple foot switch. The light source contained an infrared (IR)-filtered 300-W Xe lamp and was equipped with a flip-flop filter holder allowing for change between white light illumination for conventional endoscopy and two different violet light excitations for autofluorescence endoscopy. The two violet fluorescence excitation filters used in our study were: a violet bandpass filter (pure violet; PV) with a transmission of 95% between 395 and 460 nm, and a double bandpass filter (violet plus red light: V+R) with a transmission of 90% between 390 and 470 nm and a second weak (8%) transmission between 650 nm to 680 nm. The transmission spectra of these filters are shown in Fig. 2. The slight spectral differences in the blue-violet bands were conditional of manufacturing but do not affect the excitation properties. Both filters transmit the same light energy, although the transmission band of the V+R filter is slightly broader than that of the PV filter. This is due to the lower transmission of the V+R filter relative to the PV filter. Both filters were used alternately during the endoscopic exams. The illumination/excitation light was transmitted from the light source to the endoscope via a liquid light guide (Type 4070.253, Richard Wolf GmbH, Knittlingen, Germany).

As can be seen in Fig. 3, the camera objective contained a 490-nm long-pass filter that was optimized to reject all violet excitation light. A communication cable connected the camera controller and the light source. When the light source was used in the conventional white light mode, the camera employed the standard video red, green, and blue color (RGB) mode. If the light source was used in one of the fluorescence excitation modes, the signal of the camera’s blue channel was suppressed. Consequently, images taken in the fluorescence mode contained only the red and green image color information necessary to visualize the spectral contrast between healthy and precancerous tissue, as described in Sec. 1. The gamma factor of the camera-video unit was 0.71.

The camera head was clipped to a flexible bronchofibroscope. Unlike conventional bronchofibrosopes, this device
was equipped with illumination fiber bundles offering a high UV transmittance. The available total illumination power at the distal end of the bronchoscope was typically 120 mW with both excitation filters. This power was high enough to enable a real-time detection of the autofluorescence/reflectance images in the entire tracheo-bronchial tree at the video frequency. In addition, this camera enabled the user to perform a “dual” automatic white/color balance, as explained below. A block diagram of the system is shown in Fig. 3.

2.2 Study Design

A total of 41 patients were involved in this study, which was performed at the Center for Pneumology and Thoracic Surgery in Hemer, Germany.

The criteria for enrollment were: known or suspected carcinoma in the bronchi (standard diagnostic workup or pretherapeutic bronchoscopy), and/or resection of lung cancer (follow-up bronchoscopy), and/or atypia in the sputum and/or abnormal x-ray findings as well as complaints of dyspnea or cough without suspect findings either in sputum or on x-ray.

Patients who had received photosensitizing agents like Photofrin, those known or suspected of suffering from pneumonia, and those considered generally unsuitable for bronchoscopy, such as patients with uncontrolled hypertension or bleeding disorders, were excluded from the study.

All the AFBs were performed according to the procedure approved by the local ethical committee of the Hemer Centre for Pneumology and Thoracic Surgery. All but three bronchoscopies were carried out under local anaesthesia. The procedure was performed in two stages. First, conventional WLB was performed with the standard equipment used at the Hemer Center (Olympus endoscopic white light source with Olympus fiber optics (Type BF 40 and BF1T40) or Olympus video endoscope (BF 160)). Then, the bronchoscope was changed in favor of the EFI system with its dedicated bronchofibroscope. Automatic white balancing (AWB) of the camera was always performed on a white cotton compress prior to endoscopy. Moreover, automatic color balancing (ACB) was performed for each autofluorescence excitation mode on the healthy main carina of the patient just after insertion of the bronchofibroscope. This ACB allowed us to correct for the interpatient fluctuations in the tissue autofluorescence intensity that were reported by Zellweger et al.20

Bronchoscopy was repeated first with the PV filter and then with the V+R filter. Tissue areas were classified as "suspicious" in the fluorescence mode when they exhibited a brownish or brown-reddish color with PV light excitation or a marked reddish color under V+R excitation, respectively. All suspicious sites examined with the conventional WLB were then examined in the fluorescence mode and vice versa. Since the principal aim of our study was to access the effect of additional backscattered red light on the tumor/tissue contrast, and not to investigate the sensitivity and specificity of the system, no random biopsies were taken. However, the endobronchial position and visual aspect of all abnormal findings were noted. Biopsy specimens or brushes were obtained

Fig. 2 Transmission spectra of the excitation filters. The transmission spectrum of the pure violet (PV) bandpass filter is shown on the left. The graph on the right shows the transmission characteristics of the double bandpass filter used for violet excitation in combination with the detection of the backscattered red light (V+R).

Fig. 3 Block diagram of the AF bronchoscopy system.
from all sites suspicious either under WLB or AFB. Whenever possible, biopsies were taken under fluorescence examination to guarantee a precise uptake of the specimens even on small areas.

Biopsies were classified in a three-class-system with nine histologic categories: (1) normal tissue, (2) reactive changes, and (3) (pre-)neoplastic changes. Class 2 (reactive changes) included inflammation (code 2) as well as metaplasia (code 3). The class of (pre-)neoplastic changes (class 3) was subdivided into mild, moderate, and severe dysplasia/carcinoma in situ (CIS); squamous cell carcinoma, small cell carcinoma; and adenocarcinoma, corresponding to histologic categories 4 to 9, respectively. It should be noted that the tissue changes corresponding to categories 4 to 6 are considered preneoplastic lesions, whereas categories 7 to 9 are referred to as neoplasia. Lesions classified as suspicious under fluorescence and attributed to classes 1 and 2 (categories 1 to 3) were referred to as fluorescence false positive results (FP), whereas those in class 3 (categories 4 to 9), were referred to as fluorescence true positive results (TP). Our histopathologic classification system is shown in Table 1.

<table>
<thead>
<tr>
<th>Category</th>
<th>Histology</th>
<th>Class</th>
<th>Group</th>
</tr>
</thead>
<tbody>
<tr>
<td>1</td>
<td>Healthy</td>
<td>Normal</td>
<td>Group</td>
</tr>
<tr>
<td>2</td>
<td>Inflammation</td>
<td>Reactive</td>
<td>False positives</td>
</tr>
<tr>
<td>3</td>
<td>Metaplasia</td>
<td>(Pre-)</td>
<td>False positives</td>
</tr>
<tr>
<td>4</td>
<td>Mild dysplasia</td>
<td>neoplastic</td>
<td>True positives</td>
</tr>
<tr>
<td>5</td>
<td>Moderate dysplasia</td>
<td></td>
<td></td>
</tr>
<tr>
<td>6</td>
<td>Severe dysplasia/CIS</td>
<td></td>
<td></td>
</tr>
<tr>
<td>7</td>
<td>Epidermoid</td>
<td>carcinoma</td>
<td></td>
</tr>
<tr>
<td>8</td>
<td>Small cell</td>
<td>carcinoma</td>
<td></td>
</tr>
<tr>
<td>9</td>
<td>Adenocarcinoma</td>
<td></td>
<td></td>
</tr>
</tbody>
</table>

to the lesion (control), and of the surrounding presumably healthy tissue (reference) were computed with their standard deviations. All computed values were corrected for the gamma function of the camera system.

The red and green intensity of a biopsied area was then divided respectively by the red and green intensities obtained from the surrounding healthy tissue in order to correct the recorded intensities for interpatient fluctuations and the color balance of the camera. The corresponding ratios for the healthy tissue areas were computed in the same way. We computed the mean values and standard deviations for each histopathologic class.

Descriptive statistics were used to summarize the detection of the TPs and FPs with the two excitation modes using the Student’s t-test. Comparison between the groups was performed based on the confidence interval (CI) and the single-sided p-value (p). A confidence interval of 95% and a p-value p < 0.05 were considered significant.

Sensitivity-specificity analysis was performed using receiver operating characteristics (ROC) analysis, assuming normal distributions of the normalized ratios. The performances of the two autofluorescence methods (PV and V+R) were compared as described by Metz: the false positive fractions (FPF) obtained with the PV and the V+R detection were compared for a given true positive fraction (TPF).

3 Results

3.1 Patients and Histopathology Breakdown

Among the 41 patients included in the study, a total of 27 patients had at least one suspicious site (in the following called a “positive case”), whereas 14 patients showed no suspect bronchoscopic findings during conventional WLB or AFB. In four cases of pretherapeutic bronchoscopy, the histopathology of the observed lesions was known from former examinations (the delay between the first WLB and the subsequent AFB was less than 8 weeks). In all other patients, a biopsy was taken from each suspect site, resulting in a total of 36 specimens.

The histopathologic diagnoses for these 40 positive cases were as follows: 15 normal tissue, 8 inflammation and metaplasia, and 17 (pre-)neoplastic changes (9 squamous cell carcinoma, 2 mild dysplasia, 1 moderate dysplasia, 3 severe dysplasia, 1 adenocarcinoma, and 1 small cell carcinoma).

In 23 of these positive cases, a direct comparison of PV excitation and V+R excitation AFB was performed on the same bronchial site. In 3 positive cases, only images recorded under pure violet light excitation were available, whereas in the remaining 14 positive cases, only violet excitation plus backscattered red light could be applied. Since more positive cases were examined with the V+R filter than with the PV filter, we will refer only to positive cases examined with the V+R filter to discuss the visibility of AFB and conventional WLB.

3.2 Assessment of the Positive Predictive Value (PPV) of AFB and WLB

All positive cases were, by definition, visible either with AFB and/or with conventional WLB. Whenever AFB was performed with the PV and the V+R filter in the same patient, tissue sites looking suspicious with the PV filter excitation...
Table 2  Visibility of positive cases examined with WL and by AFB. Visibility of the biopsied sites considered suspicious under conventional white light illumination and/or with the V+R autofluorescence excitation according to their histopathologic status. Visibility of the lesions using WLB or AFB are labeled W+ and F+, respectively. Cases invisible under WLB and AFB are labelled W− and F−, respectively.

<table>
<thead>
<tr>
<th>Category</th>
<th>F+ and W+</th>
<th>F+ and W−</th>
<th>F− and W+</th>
</tr>
</thead>
<tbody>
<tr>
<td>1  Healthy</td>
<td>10</td>
<td>3</td>
<td>1</td>
</tr>
<tr>
<td>2  Inflammation</td>
<td>2</td>
<td>2</td>
<td>1</td>
</tr>
<tr>
<td>3  Metaplasia</td>
<td>2</td>
<td>0</td>
<td>0</td>
</tr>
<tr>
<td>4  Mild dysplasia</td>
<td>1</td>
<td>1</td>
<td>0</td>
</tr>
<tr>
<td>5  Moderate dysplasia</td>
<td>1</td>
<td>0</td>
<td>0</td>
</tr>
<tr>
<td>6  Severe dysplasia/CIS</td>
<td>2</td>
<td>1</td>
<td>0</td>
</tr>
<tr>
<td>7  Squamous cell Carcinoma</td>
<td>6</td>
<td>2</td>
<td>0</td>
</tr>
<tr>
<td>8  Small cell Carcinoma</td>
<td>1</td>
<td>0</td>
<td>0</td>
</tr>
<tr>
<td>9  Adeno Carcinoma</td>
<td>1</td>
<td>0</td>
<td>0</td>
</tr>
</tbody>
</table>

Figure 4 shows a mild dysplasia presented by a 62-year-old male patient observed with conventional WLB and AFB with PV and V+R fluorescence excitation, respectively. This patient was known to suffer from a squamous cell carcinoma in the upper right bronchus and underwent pretherapeutic bronchoscopy for treatment by photodynamic therapy. The images show the division between the middle and lower lobe. The spur was slightly suspicious with WLB due to thickening and reddening.

AFB exhibited a sprawled brownish area on the olive-green healthy tissue background under pure violet excitation. The same area is clearly visible as a bright red zone on a clear green background when backscattered red light is used in addition to the violet excitation.

These images illustrate the improved detectability and demarcation of the extension of superficial bronchial lesions if AFB is used instead of WLB. Moreover, the use of the V+R excitation filter clearly allows us to generate much better images than the PV filter. In addition, the images obtained with the V+R excitation are much brighter and less noisy than their counterparts obtained with PV excitation only. This is due to an enhancement of the chromatic contrast between the lesion and the surrounding healthy tissue.

Table 3  Number of true positive (TP) and false positive (FP) as well as the true negative (TN) and false negative (FN) cases for WLB and AFB with backscattered red light.

<table>
<thead>
<tr>
<th></th>
<th>TP</th>
<th>FN</th>
<th>FP</th>
<th>TN</th>
</tr>
</thead>
<tbody>
<tr>
<td>AFB</td>
<td>16</td>
<td>0</td>
<td>19</td>
<td>2</td>
</tr>
<tr>
<td>WLB</td>
<td>12</td>
<td>4</td>
<td>16</td>
<td>5</td>
</tr>
</tbody>
</table>
Figure 5 illustrates the effect of backscattered red light on the background image in the red color channel. The AF images from a case of severe dysplasia observed with PV and V+R excitation were separated into their green (left image) and red (right image) channels, respectively, and are presented in gray scale. The lesion is visible as a dark, sharp circumscribed area on the base of the spur. In the case of PV excitation [Fig. 5(a)], both the green and the red channel images show an intensity decrease on the site of the lesion. In the case of V+R excitation [Fig. 5(b)], the red channel image exhibits a nearly homogenous intensity distribution, while the green channel image shows an intensity decrease on the site of the lesion. It should be noted that the spur was not classified as suspicious during WLB.

3.4 Image Analysis

The mean normalized red-to-green ratios computed from image analysis of fluorescence positive areas and the fluorescence negative healthy reference zones are shown in Fig. 6 for both fluorescence excitation modes. Their values and standard deviations are shown for the different histopathologic classes—normal tissue (squares), reactive changes (triangles), and (pre-)neoplastic changes (diamonds). The circles depict the mean ratios from the fluorescence negative healthy reference zones.

In the case of pure violet excitation, the mean ratios were comparable for false positive normal (mean normal = 1.66±0.39), reactive (mean reactive = 1.75±0.12), and (pre-)neoplastic changes (mean (pre-)neoplastic = 1.74±0.43). It should be noted that the mean value of the normalized ratio for the fluorescence-negative healthy reference zone was mean reference = 1.03±0.05. Adding backscattered red light to the violet excitation increased the corresponding mean values by a factor of about 2 for the normal and reactive changes classes (mean normal = 3.65±0.43, mean reactive = 4.04±0.48). For the (pre-)malignant lesions, this factor exceeded the value of 2.7 (mean (pre-)neoplastic for violet plus red = 4.93±2.25). The mean value of the normalized ratio for the fluorescence-negative healthy reference zone remained in the range of 1 (mean reference = 1.10±0.16).

The signal-to-noise ratio (SNR), defined as the average pixel intensity of the analyzed tissue sites divided by its standard deviation, was by a factor of about 2 higher for the V +R excitation (SNR = 8.8) than for the pure violet excitation (SNR = 4.5).
The ROC comparative analysis was based on a TPF of 0.66\% and FPFs for the PV method were 0.26 (healthy) and 0.95 (reactive tissue changes). The corresponding values for the V+R method were 0.26 (healthy) and 0.6 (reactive changes).

4 Discussion

AFB has proven to be an efficient and useful tool in the detection of premalignant lesions and early cancers in the bronchi. In this study, we present an optimized AFB imaging system offering superior color contrast between healthy tissue and lesions.

One of the major problems encountered by most commercially available AFB systems is the poor image quality. This is due to the limited tissue autofluorescence intensity, combined with the limited light collection efficiency, throughput, and physical sensitivity of the imaging system.\textsuperscript{24} Our system employed a filtered Xe-lamp light source in combination with a fibroscope specially designed for autofluorescence detection with an excitation wavelength around 405 nm. Used in combination with a 3 CCD endoscopic color camera, we obtained noise-reduced fluorescence images at video frequency, i.e., about 25 frames per second for PAL video, bright enough for a proper navigation in the tracheo-bronchial tree. This enabled the physician to perform the entire bronchoscopy in the autofluorescence mode instead of examining the bronchial tree in the conventional white light mode, switching to the autofluorescence mode only at specific sites.

Due to the 3-D geometry of the organ, autofluorescence detection in the bronchi requires the detection of both a background and a contrast-bearing foreground image. Such a background image can be created by backscattered light detected in one or several different color channels.

Profio\textsuperscript{25} and Leonhard\textsuperscript{15} reported the detection of a small amount of backscattered blue excitation light to optimize the quality of autofluorescence detection in the bronchi. Indeed, the use of blue/violet backscattered light helps to reveal the texture of the bronchi, but it is not ideal for correcting the autofluorescence images detected in the green spectral domain. Consequently, following the spectrofluorometric study of the bronchial autofluorescence performed by our group,\textsuperscript{11} we investigated the use of backscattered red light for the optimization of our imaging system.

We demonstrated in the study presented in this paper that the combination of violet light induced tissue autofluorescence with backscattered red light increases the red-to-green color ratios between normal and (pre-)neoplastic tissue areas in the AFB images by a factor of about 2.7 compared to violet-light-induced fluorescence alone. This factor corresponds to the autofluorescence intensity ratio measured spectroscopically in the red part of the spectrum, i.e., between 600 and 800 nm, between healthy and malignant tissues reported by Zellweger et al.\textsuperscript{11} This twofold to threefold increase of the red-to-green ratio is responsible for the improved chromatic contrast perceived in the V+R fluorescence images. Indeed, the bright red appearance of fluorescence positive lesions excited with violet light and backscattered red light are more easily perceived on the green background characteristic of healthy tissue than the brownish-olive colored lesions observed under pure violet excitation. Moreover, the red background image created by the backscattered red light dramatically improves the SNR, allowing better navigation and orientation for the endoscopist in the autofluorescence mode. In addition, the use of the V+R excitation filter strongly suggests an increase in specificity, as indicated by Fig. 6. The overlap between the distribution of the normalized ratio measured in true positive and false positive sites is much smaller with the V+P filter than with the PV filter, indicating a more pronounced demarcation. This is confirmed by the results from the ROC analysis, which showed that for a TPF of 0.66, the corresponding FPF was lower by a factor of about 2 for the V+R excitation than for the PV excitation.

Normal, reactive changes and (pre-)neoplastic fluorescence positive sites showed no significant differences in their normalized red-to-green ratios under PV excitation (CI 95\%, $p > 0.283$). When additional backscattered red light was used, a significant difference could be observed between fluorescence positive but histopathologically normal sites (false positives, FP) and fluorescence positive (true positives, TP) (CI 95\%, $p = 0.023$). A much weaker difference (CI 80\%, $p = 0.098$) was observed between the ratios computed from the FP reactive changes and the TP (pre-)neoplasia excited with the V+R excitation.

The ratios computed from the healthy fluorescence negative controls were all significantly different (CI 95\%) than the ratios computed from the fluorescence true positive (pre-)neoplastic and the false positive healthy or reactive sites for both the PV and V+R filter. However, the p-values computed for the fluorescence negative controls and the fluorescence positive normal, reactive changes and (pre-)neoplastic lesions were by one to seven orders of magnitude lower for the V+R excitation [normal $p = 4.21 	imes 10^{-4}$, reactive changes $p = 1.24 	imes 10^{-5}$, and (pre-)neoplasia $p = 2.99 	imes 10^{-6}$] than for the PV excitation [normal $p = 1.31 	imes 10^{-3}$, reactive changes...
Gabrecht et al.: Optimized autofluorescence bronchoscopy...

Large interpatient fluctuations of the normalized red-to-green ratios within the histologic classes were observed with both excitation modes. These fluctuations were more marked when backscattered red light was added to the violet excitation. This is indeed a drawback of the method. Analysis of the origins of these variations will lead to a better understanding of this phenomenon. Intercalibrated fluctuations in the AFB were reported from several spectrofluorometric studies in the bronchi and in other organs. Since an important contribution to the fluctuations of the tissue autofluorescence intensity can be attributed to the inter- and intraluminar variations in fluorochrome concentrations and epithelium thickness, these fluctuations are more or less proportional in the green and red parts of the spectrum (intrinsic fluctuations). However, this proportionality is no longer present if red backscattered light is detected instead of red autofluorescence. It should be noted that a similar phenomenon is present regarding the intensity of the excitation light available for the excitation of the fluorochromes. Indeed, our fluorescence imaging system uses an excitation band around 410 nm, corresponding to one absorption peak of hemoglobin. The main alternations in the local intensity of violet light available for excitation of the tissue autofluorescence are therefore related to the presence and extent of blood and blood-containing structures, i.e., for instance, the density, size, and depth of the blood vessels underlying the bronchial epithelium. These factors can vary markedly from one site to another. In the case of pure violet excitation, both the green and the red autofluorescence images are detected. A decrease in the violet excitation light due to the abovementioned local blood-containing structures therefore results in a nearly proportional decrease in the green as well as in the red part of the spectrum. Consequently, in the case of pure violet excitation, the inter- and intraluminar variations of the red-to-green ratios are minimally influenced by the blood-related fluctuations of the excitation light intensity. When backscattered red light is used in addition to the violet excitation, only the autofluorescence in the green image will be influenced by the absorption of the excitation light.

The enhanced chromatic contrast between a lesion and its healthy surrounding tissue allows a precise demarcation of the lesion’s margins. This makes AFB an important tool, not only for diagnostic but also for pretherapeutic and presurgical bronchoscopy, where the determination of tumor margins is crucial for the planning and outcome of the treatment or surgery.

In summary, the results presented in this paper demonstrate that the additional detection of backscattered red light in violet-light-induced AFB has the potential to significantly increase the chromatic contrast between healthy and abnormal bronchial tissues. Moreover, the additional light markedly reduces the SNR, thus improving the image quality. This is of high interest for the development of future AFB systems. In the study presented here, each bronchoscopy was performed with fiber optic endoscopes equipped with an endoscopic camera clipped to the endoscope’s eyepiece. However, the use of flexible videobronchoscopes has increased dramatically in recent years. It should be noted that autofluorescence videobronchoscopy systems have been commercially available for several years. The implementation of the principle of V+R detection has the potential to further improve the image quality and healthy-to-lesion contrast in those systems.
Acknowledgments

We gratefully acknowledge support from the Swiss National Science Foundation (Grant No. 205320-103518). Organization, collection of data, and some technical equipment (bronchoscopes and AFb system) were supported by Richard Wolf Endoskopie GmbH, Germany.

References