Pilot study assessment of dynamic vascular changes in breast cancer with near-infrared tomography from prospectively targeted manipulations of inspired end-tidal partial pressure of oxygen and carbon dioxide

Shudong Jiang
Brian W. Pogue
Kelly E. Michaelsen
Michael Jermyn
Michael A. Mastanduno
Tracy E. Frazee
Peter A. Kaufman
Keith D. Paulsen
Pilot study assessment of dynamic vascular changes in breast cancer with near-infrared tomography from prospectively targeted manipulations of inspired end-tidal partial pressure of oxygen and carbon dioxide

Shudong Jiang, a Brian W. Pogue, a Kelly E. Michaelsen, a Michael Jermyn, a Michael A. Mastanduno, a Tracy E. Frazee, b Peter A. Kaufman, b and Keith D. Paulsen a

aDartmouth College, Thayer School of Engineering, Hanover, New Hampshire 03755. Tel: +603-646-2284; Fax: +603-646-3856; E-mail: Shudong.jiang@dartmouth.edu

bDartmouth-Hitchcock Medical Center, Department of Medicine, Lebanon, New Hampshire 03766

Abstract. The dynamic vascular changes in the breast resulting from manipulation of both inspired end-tidal partial pressure of oxygen and carbon dioxide were imaged using a 30 s per frame frequency-domain near-infrared spectral (NIRS) tomography system. By analyzing the images from five subjects with asymptomatic mammography under different inspired gas stimulation sequences, the mixture that maximized tissue vascular and oxygenation changes was established. These results indicate maximum changes in deoxy-hemoglobin, oxygen saturation, and total hemoglobin of 21, 9, and 3%, respectively. Using this inspired gas manipulation sequence, an individual case study of a subject with locally advanced breast cancer undergoing neoadjuvant chemotherapy (NAC) was analyzed. Dynamic NIRS imaging was performed at different time points during treatment. The maximum tumor dynamic changes in deoxy-hemoglobin increased from less than 7% at cycle 1, day 5 (C1, D5) to 17% at (C1, D28), which indicated a complete response to NAC early during treatment and was subsequently confirmed pathologically at the time of surgery. © 2013 SPIE

Keywords: NIR tomography; breast tumor response; neoadjuvant chemotherapy; dynamic vascular changes; end-tidal partial pressure of oxygen and carbon dioxide.

Paper 130204R received Apr. 4, 2013; revised manuscript received May 16, 2013; accepted for publication Jun. 11, 2013; published online Jul. 10, 2013.

1 Introduction

Hypoxia is a characteristic of many locally advanced solid tumors. Inadequate oxygen supply results from inefficient vascular support during exponential cellular proliferation. Hypoxia is an important factor in tumor growth and, consequently, in determining responsiveness to antihypoxia-directed therapies. The ability to assess variations in tumor oxygenation from changes in arterial blood partial pressure of oxygen (pO2) and carbon dioxide (pCO2) and to correlate these changes to treatment response could identify patients who would benefit from vasoactive interventions.

The methods that have received the most attention for measuring tumor hypoxia involve either oxygen electrodes or tissue immunohistochemistry. However, both approaches are invasive and difficult to apply in vivo. While human tumor hypoxia has been successfully imaged with positron emission tomography (PET) blood oxygen level-dependent magnetic resonance imaging (fMRI), and near-infrared spectral (NIRS) tomography (NIRS), its global effect (which is a more important factor in cellular resistance to treatment) is less likely to be observed with static blood oxygenation images as these results predominantly reflect perfusion-related hypoxia (because of the distance between blood vessels and hypoxic areas in tissue). Oxygenation changes in tumors during hyperoxic and hypoxic gas breathing have also been imaged in animal models and humans. In these cases, the inspired gas stimulates a change in intravascular oxygenation, which enhances/attenuates the diffusion of soluble oxygen into tissue, eventually inducing greater O2 uptake in tumors. The approach represents more than just a passive hypoxia measurement because it is a direct probe of the responsiveness, and thereby aggressiveness, of the tumor. In previous studies, the hyperoxic stimulus has been the administration of O2, which causes hyperventilation, a reduction in arterial blood pCO2, and vasodilatation, counteracting the effects of the increases in arterial blood pO2 on tissue. In addition, each subject has varied response to an increase in inspired O2 concentration. This intersubject variability limits the ability to specify tumor pO2 via inspired pO2 (Refs. 1 and 2).

Since increases in arterial blood pO2 and pCO2 cause vasoconstriction and vasodilation in tumors, respectively, interpretation of these dynamic responses would be significantly improved if arterial blood pCO2 and pO2 were known. Fortunately, these quantities can not only be tracked but they can also be prospectively maintained with an automated computer-controlled gas blender. While end-tidal pCO2 and minute ventilation are commonly linked, this system applies the method described by Slessarev et al. to target independent values of inspired end-tidal pO2 and pCO2 gas and minute ventilation. In this preliminary clinical study, the above gas sequencer and breathing circuit have been used to prospectively target and independently sustain end-tidal pO2 and pCO2 values during an imaging session. We hypothesize that the response of tumor vascular and cellular energetics to a transient challenge in...
blood oxygen delivery is a direct measure of tumor aggressiveness and resistance to anticancer chemotherapies. We expect the higher contrast of dynamic NIRS property changes between the tumor area and surrounding normal tissue will obtain better tumor response to treatment early in the course of therapy, especially when acquired during blood gas manipulation through control of inspired gas concentrations. To test this hypothesis, a patient gas access interface was designed to be consistent with breast imaging, and the dynamic vascular changes in breast were imaged with a 30-s time resolution. By analyzing the resulting images from five normal subjects breathing under different gas stimulation patterns, the sequence that maximized tissue vascular and oxygenation changes in the breast was determined. Representative results from one of the normal subject cases shows that maximum changes in deoxy-hemoglobin (Hb), oxygen saturation (S\text{O}_2), and total hemoglobin (Hb\text{t}) of 21, 9, and 3\%, respectively, can be induced. Three breast cancer patients undergoing neoadjuvant chemotherapy (NAC) were also imaged during their course of treatment.

2 Methods and Material

2.1 Imaging System and Reconstruction

The basic design of the NIRS system used in this study for simultaneously acquiring three wavelengths of frequency domain data is described in detail elsewhere\[1\]. Briefly, one end of each of the 16 10-mm-diameter optical fiber bundles is placed in a circular plane around the breast. The other ends of these 16 fiber bundles are uniformly attached to a circular rotating stage. One of the 16 fiber bundles is coupled to a source fiber that delivers light from a laser source subsystem, and each of the other 15 fiber bundles is coupled to individual photomultiplier tube (PMT) detectors for detecting the diffuse light from 15 different positions around the breast. The laser source subsystem incorporates three laser diodes and couples wavelength and output power levels into the source fiber of 658 nm/18 mW, 785 nm/17 mW, and 826 nm/24 mW, respectively. The laser power at each wavelength is modulated with frequencies of 100.0006, 100.0009, and 100.0013 MHz, respectively, and the electrical outputs of each PMT are heterodyned with a 100.0000 MHz signal to generate offset frequencies of 600, 900, and 1300 Hz, accordingly. The total mixed signal containing each of the three frequencies is sampled, and the individual frequency components are extracted in software with lock-in detection to yield their respective amplitudes and phases. The process is repeated at each of the 16 source positions for all 15 detectors by rotating the stage 360 deg, such that 240 data points of amplitude and phase are acquired at each wavelength, simultaneously. One complete measurement at all source positions occurs in approximately 20 s.

A spectrally constrained chromophore and scattering reconstruction method recovers images of the dynamic vascular and oxygenation changes.\[2\] Since we only acquire amplitude and phase data at three wavelengths, the smaller dynamic changes of water and scattering power, which may be present, have been ignored.

2.2 Gas Administration and Stimulus Sequence

To manipulate arterial blood gases during a breast exam, a custom gas sequencer and associated breathing circuits (Respiract™, Thornhill Research, Toronto, Canada) were used.

Fig. 1 A typical stimulation sequence. Targeted end-tidal values of pCO\textsubscript{2} and pO\textsubscript{2} were 38 and 100 mmHg for baseline, 45 and 400 mmHg for hypercarbia and hyperoxia (or 45 and 100 mmHg for hypercarbia only), and 38 and 500 mmHg for hyperoxia, respectively.

The Respiract™ gas sequencer is designed to prospectively target and sustain end-tidal pO\textsubscript{2} and pCO\textsubscript{2} independent of each other. Baseline breathing data were obtained at the start of an exam, and a computer calculated and controlled gas flow from three cylinders with different O\textsubscript{2} and CO\textsubscript{2} concentrations while a rebreathing circuit ensured that end-tidal pCO\textsubscript{2} and pO\textsubscript{2} attained their desired values within a few mmHg. In order to integrate the gas sequencer into our breast imaging system, the original facemask and head holder portion of the exam table were modified.

Figure\[2\] show a typical stimulation sequence used to manipulate the subject’s arterial blood gases. In this sequence, targeted end-tidal values of pCO\textsubscript{2} and pO\textsubscript{2} were 38 and 100 mmHg for baseline, 45 and 400 mmHg for hypercarbia and hyperoxia (or 45 and 100 mmHg for hypercarbia only), and 38 and 500 mmHg for hyperoxia, respectively.

2.3 Preliminary Study Design

This preliminary study was carried out under a protocol, which was approved by Dartmouth’s institutional review board. Five normal subjects of different ages and radiographic breast densities and three breast cancer patients undergoing NAC were enrolled and imaged multiple times. All subjects were questioned about their respiratory health, including specific inquiries on their history of asthma, medications, chronic obstructive pulmonary disease, and any current respiratory issues, to ensure inclusion criteria were met without exclusions. Subjects experiencing an exacerbation of a pre-existing respiratory condition and/or a current respiratory or lung problem, which could place them at risk during periods of hypercarbia, were excluded. Before proceeding to imaging, all subjects who met inclusion/exclusion criteria were tested for tolerance to the increase of pCO\textsubscript{2} (up to 45 mmHg or a pCO\textsubscript{2} increase that was no greater than 15\% above the subject’s baseline end-tidal pCO\textsubscript{2}). One of the study subjects had withdrawn at this testing stage because of her extremely low tolerance of increased pCO\textsubscript{2}.

Figure\[2\] shows views of the imaging room in which the custom gas sequencer [Fig.\[2\](a)] and breathing circuit [Fig.\[2\](b)] were used to manipulate the arterial blood gases of the subject. The subject was positioned prone on the exam table [Fig.\[2\](c)] with a face mask applied [Fig.\[2\](d)]. The elastic straps on the mask are tightened to ensure a proper seal. End-tidal pCO\textsubscript{2} and pO\textsubscript{2} of the subject were prospectively targeted to follow the inspired gas sequence shown in Fig.\[2\] and dynamic tissue oxygen changes were imaged in the breast with 30-s time resolution.
3 Results

Figure 3 shows an example of end-tidal $pCO_2$ (dashed line), $pO_2$ (solid line), and breast $StO_2$ (squares) of a normal subject during (a) unregulated inhalation of medical air and (b) regulated inhalation of gas from the Respiract™ gas sequencer. Without regulation, $StO_2$ in the breast fluctuates erratically but with little overall variation on the order of 3% [Fig. 3(a)], whereas with regulation, $StO_2$ changes much more smoothly and extensively with a 9% variation following a perturbation in $pCO_2$ and $pO_2$ [Fig. 3(b)].

Figure 4 shows an example of the dynamic changes in $StO_2$, Hb, and $Hb_T$ that occur in the breast of a normal subject during the gas manipulating sequence of hypercarbia and hyperoxia followed by periods of hyperoxia. The subject is a 45-year-old woman with mammographically scattered fibroglanular density. Her annual mammographic images indicated that she was free of breast disease. In Fig. 3, the left vertical axes show NIRS properties (i.e., $StO_2$, Hb, and $Hb_T$), whereas the right vertical axes represent one tenth of $pO_2$ and $pCO_2$. Dashed and solid lines indicate the measured end-tidal $pCO_2$ and $pO_2$ values, and the squares, circles, and crosses show the average $StO_2$, Hb, and $Hb_T$ data over the whole image plane, over time. During the gas stimulus sequence, the NIRS properties remained constant for the baseline period ($pO_2 = 100$ mmHg; $pCO_2 = 38$ mmHg). As the arterial blood $pCO_2$ and $pO_2$ values were increased to 45 and 400 mmHg (hypercarbia and hyperoxia), respectively, $StO_2$ increased while Hb decreased significantly. The same trend continued during the period following baseline when $pCO_2$ and $pO_2$ was further increased to 500 mmHg (hyperoxia). During the last period when $pCO_2$ and $pO_2$ both returned to baseline values, $StO_2$ and Hb remained relatively constant as the hyperoxia period...
ended, but did not return to the values present during the baseline period prior to pCO₂ and pO₂ increase. As expected, Hb decreased, but did not return to the values present during the baseline period prior to pCO₂ and pO₂ increase. These results indicate that dynamic NIRS tomography may track vascular and structural, as well as tissue oxygen, changes independently by combining the dynamic responses of the NIRS parameters.

To validate the stability of the gas stimulation and systematically test which mixtures cause the largest change in breast oxygenation, five normal subjects were imaged multiple times under different gas sequences. Figure 5 shows dynamic Hb changes in the breast of a subject during four different stimulus sequences. The imaging sessions were carried out on different days over a three-month period. For each exam session, the images were acquired every 30 s during a total imaging time of 14 to 20 min. After 2 to 5 min of imaging under baseline conditions (pO₂ = 100 mmHg; pCO₂ = 38 mmHg), (a) 4 min of hypercarbia (pO₂ = 100 mmHg; pCO₂ = 45 mmHg) followed by 5 min hyperoxia (pO₂ = 500 mmHg; pCO₂ = 38 mmHg); (b) 5 min of hyperoxia (pO₂ = 500 mmHg; pCO₂ = 38 mmHg) followed by 2 min baseline and 4 min of hypercarbia (pO₂ = 100 mmHg; pCO₂ = 45 mmHg); (c) 4 min of hypoxia (pO₂ = 90 mmHg; pCO₂ = 38 mmHg) followed by 5 min hyperoxia (pO₂ = 500 mmHg; pCO₂ = 38 mmHg); and (d) 5 min hypercarbia and hyperoxia (pO₂ = 400 mmHg; pCO₂ = 45 mmHg) followed by hyperoxia (pO₂ = 500 mmHg; pCO₂ = 38 mmHg). All four of these sequences were completed after targeting the baseline pCO₂ and pO₂ values for 2 to 5 min. During the baseline measurement period, the normal breast Hb remained constant. Following the end-tidal pCO₂ and/or pO₂ increases to highs of 45 and/or 500 mmHg, respectively, Hb decreased gradually with different rates resulting from the different inspired gas manipulating sequences. The total changes in Hb were 14, 13, 5, and 21%, respectively. These results are shown in Fig. 5, which used the same sequence as in Fig. 4(b) but the exam was carried out 105 days after the first session. The largest normal breast Hb change (21%) was induced by hypercarbia and hyperoxia followed by periods of hyperoxia [Figs. 5(b) and 5(d) versus Fig. 4(b) through 4(c)]. The variation between Hb curves shown in Figs. 4(b) and 5(d) is less than 0.2%.

Three patients undergoing NAC for locally advanced breast cancer were enrolled in this imaging study. One patient withdrew in the first imaging session because of discomfort stemming from the scent of the facemask. For another cancer patient, the signal-to-noise ratio of the optical signal was not sufficiently high for the imaging processing due to high breast density and diameter (plane diameter is >120 mm). Figure 6 depicts representative NIRS images and dynamic changes in a patient who ultimately showed a pathological complete response (pCR) to therapy. This 44-year-old woman had two invasive ductal carcinoma masses in the upper central portion of her right breast at 11:00 and 1:00 o’clock en face with sizes 1.6 × 1.2 × 1.2 and 1.8 × 1.4 × 1.7 cm, respectively. The chemotherapy regimen consisted of four cycles paclitaxel/trastuzumab which were given weekly for 16 weeks. Figure 6(a) contains static NIRS images of the abnormal breast at three time points during treatment. Arrows in Hb images indicate

![Fig. 5 Dynamic Hb changes in a breast during four different gas sequences. After 2 to 5 min of baseline (pO₂ = 100 mmHg; pCO₂ = 38 mmHg) imaging, (a) 4 min of hypercarbia (pO₂ = 100 mmHg; pCO₂ = 45 mmHg) followed by 5 min of hyperoxia (pO₂ = 500 mmHg; pCO₂ = 38 mmHg); (b) 5 min of hyperoxia (pO₂ = 500 mmHg; pCO₂ = 38 mmHg) followed by 2 min baseline and 4 min of hypercarbia (pO₂ = 100 mmHg; pCO₂ = 45 mmHg); (c) 4 min of hypoxia (pO₂ = 90 mmHg; pCO₂ = 38 mmHg) followed by 5 min hyperoxia (pO₂ = 500 mmHg; pCO₂ = 38 mmHg); and (d) 5 min hypercarbia and hyperoxia (pO₂ = 400 mmHg; pCO₂ = 45 mmHg) followed by hyperoxia (pO₂ = 500 mmHg; pCO₂ = 38 mmHg). Left vertical axes show Hb while right vertical axes represent one tenth of pO₂ and pCO₂. Dashed and solid lines correspond to end-tidal pCO₂ and pO₂ values, and the circles are the imaged Hb values at different times.](https://www.spiedigitallibrary.org/journals/Journal-of-Biomedical-Optics/18/7/076011-4)
the tumors. The tumor was visible in the HbT concentration image at cycle 1, day 5 (C1, D5), almost disappeared at (C1, D28), and was not observable after NAC. No significant change in tumor area was observed in either StO2 or Hb images during NAC. Figure 6(b) shows the dynamic StO2 (left), Hb (middle), and HbT (right) changes quantified in the known tumor regions at the 11:00 (red triangles) and 1:00 (pink squares) o’clock en face and the surrounding normal tissue (dark blue crosses) at (C1, D5) (top), (C1, D28) (middle), and post-treatment (bottom). Dashed and solid lines show measured pCO2 and pO2 values inferred from the measured expired-air gas concentrations.

Fig. 6 Representative NIRS images and dynamic changes in a pCR patient undergoing NAC. Arrows in HbT images indicate the tumors. (a) Static NIRS images of the abnormal breast at three time points during treatment. (b) Dynamic StO2 (left), Hb (middle), and HbT (right) changes in tumors at 11:00 (red triangles) and 1:00 (pink squares) o’clock en face and the surrounding normal tissue (dark blue crosses) at (C1, D5) (top), (C1, D28) (middle), and post-treatment (bottom). Dashed and solid lines show measured pCO2 and pO2 values inferred from the measured expired-air gas concentrations.
shown in Figs. 3 and 4 was observed after the completion of NAC. Compared to the absolute values of StO\textsubscript{2} in the surrounding normal tissue estimated from the images obtained at (C1, D5), StO\textsubscript{2} in one tumor region was higher (pink squares) but was lower (red triangles) in the other tumor region. Nonetheless, StO\textsubscript{2} in both tumor regions followed trends similar to that in pO\textsubscript{2} and pCO\textsubscript{2} changes found in the normal breast [Fig. 3(a)]. Indeed, the relative changes from the inspired gas manipulation increased gradually toward the end of the treatment. The variations of StO\textsubscript{2}, Hb, and HB\textsubscript{T} over the region of interest were less than ±1.4%, ±0.3 μM, and ±0.7 μM, respectively. The maximum tumor dynamic changes in Hb increased from less than 7% at (C1, D5) to 17% at (C1, D28) and eventually reached 24% after treatment. The postsurgical pathology confirmed a complete pathological response.

4 Discussion

The static NIRS StO\textsubscript{2} images in Fig. 4(a) were insensitive to prepost treatment effects, but may not reflect tumor hypoxia because the vascular supply may be too distant from areas of hypoxia. To overcome this limitation, we developed a dynamic NIRS tomography system to image the breast during changes in inspired gas concentrations to amplify the effects caused by tissue vascular supply. Since increases in arterial blood pO\textsubscript{2} and pCO\textsubscript{2} cause vasoconstriction and vasodilation, respectively, the interpretation of these dynamic responses might be significantly different if arterial blood pO\textsubscript{2} and pCO\textsubscript{2} were known. Fortunately, these quantities can not only be tracked but also be prospectively maintained using a computer-controlled gas blender. While end-tidal pCO\textsubscript{2}, pO\textsubscript{2}, and minute ventilation are commonly linked, this system applies the method described by Slessarev et al. to target independent values of inspired end-tidal pO\textsubscript{2} and pCO\textsubscript{2} gas and minute ventilation.

As opposed to otherwise administering inhaled gas mixtures (where a poor relationship exists between the exhaled gas concentrations and those in the blood), end-tidal (i.e., exhaled gas) partial pressures were controlled, and these quantities have been shown to be surrogates for those in the arterial blood (allowing the arterial blood partial pressure to be closely monitored and controlled during NIRS imaging for the first time). The results in Figs. 5 through 8 indicate that manipulating the arterial blood pO\textsubscript{2} and pCO\textsubscript{2} independently is likely to optimize the tissue oxygenation measured by NIRS. In addition, the variations of only 0.2% in the HB changes that occurred during two exams, which were conducted on different days [Figs. 4(b) and 6(c)], suggests that the approach used in this study has significant potential to provide the stable arterial blood gas manipulation necessary for achieving repeatable, dynamic tissue oxygenation imaging.

Theoretically, StO\textsubscript{2} and Hb should return to their baseline values after pCO\textsubscript{2} and pO\textsubscript{2} are similarly returned to baseline. However, in the results shown in Figs. 5 through 6, StO\textsubscript{2} and Hb are kept constant either at the highest (StO\textsubscript{2} at C1, D5) or lowest (HB at C1, D28) values during the last recovering period. This trend was observed during every gas manipulation sequence for each subject. To validate that the changes in StO\textsubscript{2} and Hb were due to arterial blood gas manipulations, the baseline images acquired under baseline pO\textsubscript{2} and pCO\textsubscript{2} were recorded for 24 min after the last gas sequence was completed in the normal subjects. The baseline StO\textsubscript{2} and Hb from these later images indicate that the data variation at the end of the imaging exam was caused by the very slow recovery process after arterial blood gas manipulation. Although we observed this trend in all our normal and cancer subjects, the reason is still unclear physiologically. It may be due to the compensation of the vasoconstriction and vasodilation in breast or tumor, but at this early pilot phase, it is hard to discern mechanisms underlying this change in baseline. Nonetheless, the changes in StO\textsubscript{2} and Hb during the first three gas manipulation periods provide important information on the dynamics of blood supply in response to subject-controlled arterial blood gas changes. In future studies, reductions in imaging time will allow us to eliminate the final recovery period.

In Fig. 6, as expected, Hb\textsubscript{T} did not change significantly during the arterial blood gas manipulation because blood vessel vasoconstriction and vasodilation mainly influence blood oxygenation but not blood volume. This result indicates that the arterial blood gas manipulation approach can more clearly link tumor response to antihypoxia-directed therapies than static NIRS imaging methods, because it can separate tumor hypoxia from blood volume change. Originally, we expected to obtain a larger StO\textsubscript{2} change during arterial blood gas manipulation. However, larger percentage Hb changes have been observed in both normal (Fig. 3) and cancerous (Fig. 4) breasts. Considering the results we obtained in our previous study without feedback control of the inspired gas mixture based on the end-tidal measurements, this outcome may be due to the dynamic changes involving both Hb and HbO\textsubscript{2}, but with some phase delay between the Hb and HbO\textsubscript{2} alterations.

In Fig. 4(b), changes in Hb in both tumor regions resulting from arterial blood gas manipulation gradually increased during NAC and reached ~24% after NAC in the pCR case presented, which may be due to the decreasing ability of tumor vessels to vasoconstrict and vasodilate compared with their counterparts in the normal breast. Consider that the absolute StO\textsubscript{2} and Hb values in the two tumor regions presented different trends relative to the surrounding normal tissue at (C1, D5) and at (C1, D28); yet, both tumors were found to have pathological complete responses after NAC, the percent change in StO\textsubscript{2} and Hb under arterial blood gas manipulation may be the better predictors of tumor response to NAC.

5 Conclusion

Based on blood vessel vasoconstriction and vasodilation expected in tumors from increases in arterial blood pO\textsubscript{2} and pCO\textsubscript{2}, tumor imaging during manipulation of both arterial blood pCO\textsubscript{2} and pO\textsubscript{2} would allow a direct assessment of tumor aggressiveness and resistance to NAC. In this pilot series of clinical exams, dynamic NIRS imaging was performed in the normal breast and the cancer-bearing breast undergoing NAC, demonstrating consistent stimulation created by controlling the subject’s inspired gas concentration based on monitoring the expired gas concentrations. A specialized sequencing and breathing circuit were applied to target prospectively and sustain independently end-tidal pO\textsubscript{2} and pCO\textsubscript{2}. Dynamic vascular changes in the breast were imaged by a frequency-domain NIRS tomographic system with 30-s time resolution. By analyzing the resulting images from subjects with asymptomatic mammography under different arterial blood pCO\textsubscript{2} and pO\textsubscript{2} manipulation sequences, the best sequences for maximizing tissue vascular and oxygenation changes were found. Results from a particular normal subject showed maximum changes in Hb, StO\textsubscript{2}, and Hb\textsubscript{T} of 21, 9, and 3%, respectively. By using the same manipulation sequence, three cancer patients undergoing NAC have been imaged at different time points during the course of treatment.
In a representative case of a complete responder, the induced changes indicative of response in Hb, StO2, and HbT of two invasive ductal carcinoma masses in the same breast were observed early during treatment.

Acknowledgments
This work has been sponsored by National Institute of Health grants R21CA135303 and PO1CA80139.

References

Downloaded From: https://www.spiedigitallibrary.org/journals/Journal-of-Biomedical-Optics on 12 Jul 2019
Terms of Use: https://www.spiedigitallibrary.org/terms-of-use