Characterizing the resolvability of real superluminescent diode sources for application to optical coherence tomography using a low coherence interferometry model

Paul Vernon Jansz
Steven Richardson
Graham Wild
Steven Hinckley
Characterizing the resolvability of real superluminescent diode sources for application to optical coherence tomography using a low coherence interferometry model

Paul Vernon Jansz,a,* Steven Richardson,a Graham Wild,b and Steven Hinckleya
aEdith Cowan University, School of Engineering, 270 Joondalup Drive, Joondalup 6027, Western Australia, Australia
bRMIT University, School of Aerospace, Mechanical and Manufacturing Engineering, GPO Box 2476, Melbourne, Victoria 3000, Australia

Abstract. The axial resolution is a critical parameter in determining whether optical coherent tomography (OCT) can be used to resolve specific features in a sample image. Typically, measures of resolution have been attributed to the light source characteristics only, including the coherence length and the point spread function (PSF) width of the OCT light sources. The need to cost effectively visualize the generated PSF and OCT cross-correlated interferogram (A-scan) using many OCT light sources has led to the extrinsic evolution of the OCT simulation model presented. This research indicated that empirical resolution in vivo, as well as depending on the light source’s spectral characteristics, is also strongly dependent on the optical characteristics of the tissue, including surface reflection. This research showed that this reflection could be digitally removed from the A-scan of an epithelial model, enhancing the stratum depth resolution limit (SDRL) of the subsurface tissue. Specifically, the A-scan portion above the surface, the front surface interferogram, could be digitally subtracted, rather than deconvolved, from the subsurface part of each A-scan. This front surface interferogram subtraction resulted in considerably reduced empirical SDRLs being much closer to the superluminescent diodes’ resolution limits, compared to the untreated A-scan results.© 2014 Society of Photo-Optical Instrumentation Engineers (SPIE) [DOI: 10.1117/1.JBO.19.8.085003]

Keywords: medical imaging; optical coherence tomography; super luminescent diode; point spread function; front surface interferogram; stratum depth resolution limit; interferometric modeling.

Paper 130384RR received Jun. 1, 2013; revised manuscript received Apr. 22, 2014; accepted for publication Apr. 30, 2014; published online Aug. 5, 2014.

1 Introduction

Optical coherence tomography (OCT) is a two-dimensional (2-D) or three-dimensional (3-D) medical reflection imaging technique based on low coherence interferometry (LCI). As an imaging technique, the performance of an OCT system is generally quoted in terms of image resolution. That is, the lateral and axial resolution determine the ability of the method to discriminate between different features of a sample and provide useful information to the user. Unlike confocal microscopy, lateral and axial resolution are decoupled in OCT. Axial resolution is primarily dependent on the properties of the broadband light source that is used to illuminate the sample. Improving the axial resolution is important to detect early changes of diseases occurring at the cellular level. Therefore, the need to accurately quantify the axial resolution prior to OCT implementation is necessary to meet the particular resolution needed for a given histological or histopathological application. That is, the selection of an appropriate light source is critical to the validity of applying OCT imaging to a particular sample type.

For Gaussian light sources, it has been proposed that the axial resolution during imaging is determined by, and equivalent to, the coherence length \( L_c \) of the light source. The coherence length is inversely dependent on the spectral bandwidth of the light source, \( \Delta \lambda \). As such, proposals have been expounded to improve the axial resolution of OCT imaging by producing broadband light sources with wider and wider bandwidths. However, the axial resolution limit is still quoted as the coherence length initially, which assumes a Gaussian spectrum, even if the spectrum is non-Gaussian. Realizing this, an OCT instrumentalist relies on what is believed to be a more accurate measure of axial resolution: the full width at half maximum (FWHM) of the central peak of the light source auto-correlated point spread function (PSF). In the case of these real non-Gaussian light sources, the question that needs to be answered is: what is the expected axial resolution limit and how is this limit affected by the non-Gaussian nature of the light source spectrum? These are important unresolved questions, as some proposed light sources can add considerably to the cost of implementing high resolution OCT systems, and also introduce other effects such as satellite peaks that obscure the precise nature of the imaged interferogram in an A-scan. The main goal of this paper is to examine the effects of light source spectral distribution on the predicted axial resolution for a common real sample model structure, in order to develop an understanding of these effects in interpreting what light source would be appropriate for different imaging applications.

An LCI model has been developed that provides modular functionality so that the effect on the generated interferogram of different samples, optical delay lines (ODL), and light source characteristics could be investigated. More recently, the OCT

*Address all correspondence to: Paul Jansz, E-mail: p.jansz@ecu.edu.au

Journal of Biomedical Optics 085003-1 August 2014 • Vol. 19(8)
model was improved to characterize and compare the effect on PSF resolution of ideal multi-Gaussian broadband light sources, which mimic the spectral characteristics of superluminescent diodes (SLDs), a typical and more affordable OCT light source. Using a further improvement of this time-domain OCT model, the present investigation extends previous research by demonstrating the effect of real light source spectra on the source’s PSF and interferograms of a virtual one-dimensional (1-D) epidermal model using a simulated reflective translating ODL.

The purpose of this simulation research was to compare real SLD source empirical resolution and expected resolution; the latter being determined, first, from the coherence length \( L_c \) of the SLD spectrum, and second, from the FWHM of the central peak of the envelope of the Fourier transform of the SLD spectrum; the so-called axial PSF. Additionally, the purpose was to understand the dependence of the OCT A-scan relative axial resolution on a real SLD light source spectral shape, using a simplified 1-D virtual quasi-realistic epidermal sample model.

In previous research, tandem Gaussian spectra were simulated, and it was observed that the A-scan resolution degraded with increasing spectral peaks and increasing spectral peak depths; that is, satellite peaks became larger and more numerous, degrading resolution. Though having exceptional bandwidth, many new sources for OCT present broad bandwidth spectra that are significantly non-Gaussian. Yet the same coherence length is misquoted as their resolution, even though the standard coherence length formula applies only to single peak Gaussian spectra. In this study, the work on simulated multiple Gaussian sources has been extended by investigating the empirical sample’s stratum depth resolution limit (SDL) for the real SLD sources reviewed in that research. The OCT model has the ability to digitize real OCT source spectral data and generate the corresponding PSF and cross-correlated interferogram (A-scan) of a virtual 1-D quasirealistic epidermal model. This sample model has strata thicknesses and refractive indices defined. It is more realistic than the previous research model, as it includes the air-tissue boundary’s significant reflection, as well as the actual dermal strata refractive indices from dermatological literature. As such, it allows comparison between the relative resolutions achieved between the SLD spectra considered. Also, it allows exploration of ways to enhance empirical stratum depth resolution by manipulating the A-scan data set.

## 2 Optical Coherence Tomography

In this section, the time-domain OCT method, OCT light source characteristics, and SLD characteristics that are selected and briefly reviewed in previous research and interferometrically investigated in this research, are reviewed more extensively.

### 2.1 Time-Domain OCT Method

In OCT, a low coherent (broadband) light source is used to generate a reflection intensity map of a sample’s 2-D and 3-D cross-sections. In *in vivo*, the absorption, scattering, anisotropy, and refractive index cross-section of the tissue layers dictates that a longer wavelength light (1310 nm) in the therapeutic window (800 to 1350 nm) will penetrate deeper than a shorter wavelength light (850 nm). As such, depending on the wavelength, penetration depths can vary from 2 to 5 mm. The trade-off between longer wavelength/better penetration and shorter wavelength/better axial resolution is necessary when choosing an OCT light source. The OCT generated interferogram depends on the light source, the sample characteristics, the ODL, and the interferometer’s type of optical circuit and component integrity. Figure 1 shows an in-fiber Michelson LCI generating a 1-D interferogram (A-Scan). Its application to OCT is seen in its ability to laterally scan the tissue to acquire a 2-D B-Scan and even 3-D C-scans.

### 2.2 OCT Light Source Characteristics

In OCT, axial resolution can vary from less than 1 μm to over 20 μm, depending on the light source spectral shape and the reflection profile of the tissue. For a Gaussian spectral light source, the axial resolution \( \Delta z \) is the coherence length, \( L_c \), of the source:

\[
\Delta z = \frac{2 \ln 2 \lambda_0^2}{\pi \Delta \lambda}
\]  

(1)

for which \( \lambda_0 \) is the source central wavelength and \( \Delta \lambda \) is the spectral bandwidth (FWHM) of the power spectrum. For a Gaussian spectrum, the axial resolution should be equivalent to the FWHM of the envelope of the PSF’s central peak. The envelope of this field autocorrelated PSF is equivalent to the Fourier transform of the light source’s power spectrum. Empirically, an OCT light source’s PSF can be determined from the autocorrelation of the interference signal detected at the output of an illuminated time-domain low coherence interferometer, when the sample is a simple total reflector, e.g., a mirror; an autocorrelation, maximal at the mirror surface and symmetrical in front and behind the mirror surface.

Since the inverse Fourier Transform of a perfectly Gaussian spectrum in the frequency domain is itself a Gaussian in the time domain, such a light source is ideal for identifying layers in stratified samples using interferometry. The less Gaussian or multilobed or interdigitated the source spectrum, the more frequently satellite peaks or side lobes appear in the autocorrelated PSF. By combining SLDs or manipulating the SLD’s quantum energy band structure, it is possible to increase the source’s bandwidth, and thus possibly improve resolution [Eq. (1)]. If this bandwidth widening leads to non-Gaussian spectra with multiple spectral peaks, then the coherence length Eq. (1) does not apply. Such non-Gaussian spectra degrade both the PSF and A-Scan with additional smaller paired satellite peaks, symmetrical in the PSF. However, the PSF’s FWHM
of the central peak is still considered to be the expected axial resolution when choosing an appropriate light source for an OCT imaging system.3

2.3 Superluminescent Diodes

The following SLDs have been digitized from scanned SLD spectra available from OCT literature. The OCT simulator’s Matlab function, ImageProc, generates the digitized SLD spectrum. It allows coordinate specification and generates a Microsoft Excel file of the spectrum wavelengths and their associated intensities. The OCT simulator then used this Excel data to generate the OCT PSF and tissue phantoms A-scan. Both measures of expected resolution, the SLD’s coherence length Eq. (1) and the FWHM of the SLD’s PSF, are tabulated in the results. These are compared to two measures of empirical resolution outlined and justified in Sec. 4.

2.3.1 Bulk SLD

The use of SLDs as light sources for OCT in 199113 was the second wave of use, with the first instance being their use in fiber-optic gyroscopes.11 These first SLDs were based on bulk semiconductor heterostructures with thick active layers, with their elemental III-V composition determining their emission spectra: InGaAsP emission 1.3 to 1.55 μm with 30 to 40 nm bandwidth; AlGaAs emission in the 800-nm band, with a 15- to 20-nm bandwidth.8 The left-skewed Gaussian spectrum [Fig. 2(a)] is shown for an AlGaAs Bulk SLD.11

These spectra (Fig. 2) were digitally generated from the spectra provided in Shidlovski.11 Though the bulk SLD [Fig. 2(a)] spectral shape is similar to the previously simulated spectra,7 having no satellite peaks in its PSF, its Gaussian resolution limit from Eq. (1), the coherence length, is 17.3 μm, differing from its actual resolution, the PSF’s FWHM 22.3 μm, by 29%.

2.3.2 Single Quantum-Well SLD

The introduction of quantum-well (QW) SLDs achieved significant progress in resolution enhancing spectral broadening. The active region in QW SLDs is narrow enough for quantum confinement, such that the wavelengths emitted are determined by the width of the active region as well as by harmonic-like, subenergy bands existing in these QWs.7 This means that central wavelength and bandwidth broadening can be tailored by sandwiching a smaller band-gap semiconductor between a larger band-gap material.

Spectral broadening occurs due to the increased density of states and sub-band transitions.7 While broadening increases with drive current, the spectrum can become multilobed [Fig. 2(b)], which may increase the empirical axial SDRL due to the appearance of satellite peaks in the PSF, interfering with reflected signals from adjacent strata interfaces.

As the single quantum-well (SQW) SLD spectrum is bilobed [Fig. 2(b)], it is no longer Gaussian, so the coherence length Eq. (1) no longer applies. Instead, the FWHM of the SLD’s PSF central peak is considered to be the measure of the resolution limit.7 As the λ₀ is 842 nm and Δλ is 48.4 nm, the Lc is 6.47 μm from Eq. (1), whereas the PSF’s FWHM is 8.5 μm, differing by 31%. Clearly, the double peak in this SQW SLD spectrum [Fig. 2(b)] will increase the SDRL above the expected resolution relatively more than for the bulk SLD [Fig. 2(a)], as demonstrated in previous research.7

2.3.3 Multiple QW SLD

By fabricating multiple quantum wells (MQWs) of incrementally different widths, the emission spectrum can be broadened further. One example is the double QW separate confinement double heterostructure SLD, (InGa)As/(GaAl)As/GaAs)4 [Fig. 3(d)], with QWs of different widths.

Considered are three spectra of this one SLD, with the active channel length of 600 μm driven at three injection currents: Fig. 3: (a) 170 mA, (b) 192 mA, and (c) 220 mA. The OCT simulator will demonstrate the detrimental effect, to the PSF and interferometric resolution limit per strata, the SDRL, of over driving and under driving the SLD.
Based on the spectral $\lambda_0$ and $\Delta \lambda$, the Gaussian resolution limits from Eq. (1) for Figs. 3(a)–3(c) are calculated to be 3.98, 3.83 and 4.68 $\mu$m, respectively. Figures 3(a)–3(c) have their expected PSF’s FWHM as 6.2, 5.2 and 5.1 $\mu$m, respectively; inflated above their coherence length by 56%, 36% and 9%, respectively.

Though varying the QW width of a specific semiconductor species to broaden the SLD spectrum is considered in this spectral investigation, it is noted that varying the QW depth by varying the percentage composition of a heterostructured semiconductor will also broaden the SLD spectrum. However, such broadening can demonstrate poorer in vivo resolution, 6 $\mu$m, than the MQW SLD example considered from Ref. 4.

### 2.3.4 Single and Chirped Quantum Dot SLDs

In this section, a comparison is given between single-quantum dot (SQD) and chirped quantum dot (CQD) SLDs. CQD multi-layers, in strain reducing QWs of varying composition, will broaden and red shift the emission spectrum, compared to the SQD spectrum, depending on the thickness and composition of the strain-reducing layers. The percentage of Indium in the InGaAs QWs was chirped from 9% to 15% in steps of 1.5%. The conduction band structure [Fig. 4(b)] and the digitized emission spectra of the SQD and CQD SLDs [Figs. 4(a) and 4(b)], generated from Fig. 1 of Li et al., are shown.

The Gaussian resolution of Figs. 4(a) and 4(b) is 16.0 and 10.1 $\mu$m, respectively. When excited and ground state emissions combine, a 6.1-$\mu$m coherence length results. In Figs. 4(a) and 4(b), their PSF FWHM are 20.3 and 12.8 $\mu$m, respectively, exceeding their $L_c$’s by 27%.

### 2.3.5 Quantum Dash SLDs

The quantum-dash (Q-Dash) is a finite-length wire-like structure with height and width similar to a quantum dot (QD), but with a length much longer than the QD. To test the resolution limit and verify the PSF of such an SLD, the SLD of Somers et al. would have been ideal. They demonstrated an InAs/InAlGaAs/InP Q-Dash SLD with spectral gain bandwidths of over 300 nm with height and width similar to a quantum dot (QD), but with a coherence length much longer than the QD.7 To test the resolution limit and verify the PSF of such an SLD, the SLD of Somers et al. would have been ideal. They demonstrated an InAs/InAlGaAs/InP Q-Dash SLD with spectral gain bandwidths of over 300 nm with height and width similar to a quantum dot (QD), but with a coherence length much longer than the QD.7

The coherence length of the single, chirped QD, QW, or Q-Dash SLDs. Wang et al. demonstrate a combination of four SLDs with the given spectral characteristics [Fig. 6(a)], and their combined spectrum [Fig. 6(b)], digitized by the OCT simulator from Fig. 2 of Wang et al. This tandem SLD’s Gaussian coherence length is 5.3 $\mu$m. This is exceeded 27% by the SLD’s PSF FWHM of 6.75 $\mu$m.

Similarly, Cense et al. demonstrate a multiplexed SLD, the Superlum Broadlighter T840-HP, with a spectral bandwidth of 111 nm, centered at 840 nm. The OCT model’s digitized spectrum of the T-840 is shown in Fig. 7(a). This SLD, also characterized empirically by the OCT simulator, has a coherence length of 2.8 $\mu$m and a PSF FWHM of 3.46 $\mu$m, exceeding the coherence length by 24%.

![Fig. 4](image-url) Normalized room temperature photoluminescence spectra of (a) single-layer InAs QD SLD and (b) InAs multiple QDs in chirped InGaAs QW SLD, digitized from Ref. 5. Inset is conduction band schematic of the chirped QW SLD adapted from Ref. 5.

![Fig. 6](image-url) (a) Individual SLD spectra, adapted from Wang et al., and (b) combined multiplexed SLD spectrum, used by the OCT simulator, digitized from Fig. 3 of Ref. 6.
Last, from the multiplexed SLD sources of Andreeva et al.\textsuperscript{4} the 4 mW Q-940 with a bandwidth of 307 nm and less than 50% flatness [Fig. 7(b)] has been selected for PSF and empirical SDRL analysis. This SLD’s coherence length is 1.3 $\mu$m, exceeding by 35% the PSF’s FWHM of 1.75 $\mu$m. The resolution expected by Andreeva et al.\textsuperscript{4} was quoted as 2.9 $\mu$m.

The broad spectrum of the Q-940\textsuperscript{4} is made possible by the development of longer wavelength SLDs in the 1 to 1.1 $\mu$m range, multiplexed to older shorter wavelength SLDs. The development of these 1-$\mu$m SLDs was achieved using metal-organic chemical vapor deposition, which was used to fabricate the double quantum-well (DQW) (InGa)As/(GaAl)As/GaAs separate confinement double heterostructure [Fig. 3(d)]. Such an example is the 4.4-mW DQW SLD variant in Table 1 of Andreeva et al.,\textsuperscript{4} centered at 1027.3 nm with a 114.5-nm bandwidth, demonstrating a 4-$\mu$m coherence length.

It may be possible to broaden such SLDs such as the Q-940 [Fig. 7(b)] further by multiplexing them to even longer wavelength SLDs,\textsuperscript{4} as demonstrated by the MQD SLD example [Fig. 4(b)] or the room temperature variant of the Q-Dash SLD (Fig. 5). However, these QD or Q-Dash SLDs would need to be significantly blue shifted, so that their spectra overlap with the 1.1-$\mu$m spectral edge of the Q-940. It is worth noting that Fig. 9 in Ref. 4 shows a significant lack of broadband SLDs between 1.05 and 1.3 $\mu$m. If this lack has been supplemented more recently, then broadening the Q-940 spectral bandwidth by further multiplexing SLDs with a longer NIR wavelength, below 1400 nm, may be possible.

Figure 7(c) is the Gaussian spectral equivalent of the Q-940 SLD [Fig. 7(b)], equal in bandwidth and central wavelength. This spectrum will also be used to generate an A-scan of the epithelial sample so that its SDRLs can be compared to that of the Q-940’s PSF and A-scan characteristics, particularly with reference to the effect of satellite peaks.

All of the above SLD expected resolutions will be tested with a quasi-real skin sample. Is this empirical SDRL resolution

---

### Table 1 Summary of normal skin strata depths and refractive indices.

<table>
<thead>
<tr>
<th>Skin stratum</th>
<th>Depth ($\mu$m)</th>
<th>Refractive index (n)</th>
</tr>
</thead>
<tbody>
<tr>
<td>Stratum corneum (SC)</td>
<td>22.6\textsuperscript{18}</td>
<td>1.51 ± 0.02; 1.5–1.55\textsuperscript{18}</td>
</tr>
<tr>
<td></td>
<td>15\textsuperscript{19}</td>
<td>1.59</td>
</tr>
<tr>
<td></td>
<td>8–15\textsuperscript{20}</td>
<td>1.47 ± 0.01\textsuperscript{21}</td>
</tr>
<tr>
<td>Epidermis (SC subtracted)</td>
<td></td>
<td></td>
</tr>
<tr>
<td>Stratum lucidium</td>
<td>42.4\textsuperscript{18}</td>
<td>NA 1.34 ± 0.02\textsuperscript{18}</td>
</tr>
<tr>
<td>Stratum granulosum</td>
<td>87.5\textsuperscript{19}</td>
<td>3–6\textsuperscript{20} 1.50\textsuperscript{19}</td>
</tr>
<tr>
<td>Stratum spinosum</td>
<td>50–150\textsuperscript{20}</td>
<td>↑ oil → ↑ n\textsuperscript{19}</td>
</tr>
<tr>
<td>Stratum germinatum</td>
<td>4–7\textsuperscript{20}</td>
<td>1.34 ± 0.02\textsuperscript{21}</td>
</tr>
<tr>
<td>Upper dermis</td>
<td></td>
<td></td>
</tr>
<tr>
<td>Papillary dermis</td>
<td>500\textsuperscript{22,20}</td>
<td>200\textsuperscript{19}</td>
</tr>
<tr>
<td>Reticular dermis</td>
<td>300\textsuperscript{19,22}</td>
<td>1.37–1.5\textsuperscript{10,22}</td>
</tr>
<tr>
<td>Blood plexis</td>
<td>80\textsuperscript{23–25}</td>
<td>1.38 ± 0.01\textsuperscript{23–25}</td>
</tr>
<tr>
<td></td>
<td></td>
<td>1.37 ≤ 980 nm\textsuperscript{26}</td>
</tr>
<tr>
<td></td>
<td></td>
<td>1.36 &gt; 980 nm\textsuperscript{26}</td>
</tr>
<tr>
<td>Lower reticular dermis</td>
<td>1500\textsuperscript{19,22}</td>
<td>1.39\textsuperscript{19}</td>
</tr>
<tr>
<td>Hypodermis</td>
<td>3000\textsuperscript{19}</td>
<td>1.44\textsuperscript{19}</td>
</tr>
</tbody>
</table>
dependent only on the spectral shape—from which the \( L_c \) and PSF are derived—or does the tissue’s strata reflection profile plays a more significant role in defining the empirical SDRIs defined in the generated A-scan? If the reflection profile is detrimental to this empirical SDLR, then is it possible to digitally enhance the empirical resolution to bring it closer to the expected SLD resolution; the SLD’s PSF FWHM? These questions are answered in this research along with any justification for the validity of the digital resolution enhancement techniques used.

3 Theory

The OCT simulation models a single axial scan Michelson interferometer (Fig. 1) using a virtual translating mirror in the time domain on a virtual linear scanner as the ODL. The model was developed from low coherence interferometric first principles. It uses purely the optical and spectral physics involved in an ideal Michelson interferometer and includes the interaction with the sample. It does not involve a direct integral convolution of the PSF envelope with a series of virtual sample strata-interface delta functions scaled by strata reflectivity. The later, using only the PSF envelope, could not include the effect of full phase interference that is demonstrated by this more developed OCT model. In this study, we are interested in determining the limits of resolvability, which are affected by destructive interference in the phase modulation between reflected strata interface full phase PSFs.

The virtual sample used is a 1-D stratified five layer structure with definable layer refractive indices typical of normal epithelia, from which layer reflectivities are calculated using Fresnel’s law. The sample model is a tool that is used to determine the effect of different low coherent light sources on the empirically obtained minimum depth resolution per sample stratum. In this case, because of the sample model’s simplicity, this will be a relative depth resolution. As long as all the real SLD light source spectra are applied to the same refractive index layer epidermal model, comparison of the resolution limit between the A-scans of the light sources is possible.

Previous research used this model with simulated single and tandem Gaussian spectra. It demonstrated that the presence of satellite peaks in the PSF-degraded resolution are due to multiple peaks in the spectra. To corroborate these results using real OCT light source spectra, this research used the same LCI model, modified to allow the scanning and digitizing of any real low coherent light source’s spectrum.

The model presented here includes the effect on the resulting A-scan by the refractive index profile of the sample strata, resulting in the slowing of the speed of the light in each layer proportional to the refractive index. However, for this research, for direct comparison between the actual layer depths and those in the A-scans, the model’s ability to account for the effect of layer refractive index on light speed in the tissue has been suspended.

The following sections detail the equations of the optical model developed. This model, which has been formulated previously, has been reformulated into a more effective model from the point of view of sample application and real light source spectral application from that of the recent previous model.

3.1 Modeling the Light Source

Suppose that a light source emits a continuous distribution of wavelengths whose amplitude, \( A \), is a function of the wavelength \( \lambda \) (the wavelength in the surrounding medium, typically air); that is

\[
A = A(\lambda). \tag{2}
\]

For example, if the distribution of wavelengths has a Gaussian form we have

\[
A(\lambda) = A_p \exp\left(-\frac{(\lambda/\lambda_p)^2}{1}\right), \tag{3}
\]

where \( A_p \) is the peak amplitude, \( \lambda_p \) is the central/peak wavelength, and \( \Delta \lambda \) is the spectral bandwidth (FWHM intensity). The laser power is given by \( P = A_p \Delta \lambda / \sqrt{\pi / \ln(16)} \).

3.2 Modeling Light in the Interferometer

The distribution of wavelengths is first passed through a 50% mirror, with half of the light reflected and half transmitted. The result is a reflected (R) and transmitted (T) wave with amplitude distributions,

\[
A_R(\lambda) = A_T(\lambda) = A(\lambda)/\sqrt{2}. \tag{4}
\]

The transmitted wave, considered to be the sample arm of the interferometer, travels to a multilayered surface consisting of \( m \) partially reflecting interfaces, the phantom structure to be imaged. The transmitted wave goes through transmission and reflection at each interface. Upon returning from the multilayered interface, the transmitted wave is reflected by the 50% mirror to the detector. The reflected wave, considered to be the reference arm of the interferometer, travels from the 50% mirror to another reflector which is moved incrementally (i.e., no Doppler effect) before being reflected back through the 50% mirror (transmitted) to a detector.

Once the original light source is split, it becomes important to keep track of the virtual distance traveled by each wave, as any difference will be associated with a phase shift and therefore a change in the interference pattern. The virtual distance, as opposed to the actual distance, takes into consideration changes in the velocity of the wave as it passes through layers with different refractive indices, which is relevant to the generation of real LCI A-scans.

The total distance traveled by the transmitted wave which reflects off the top surface/interface of the multilayered structure is denoted as \( d_1 \). The thickness of the \( i \)th layer in the sample [i.e., the distance between the \( i \)th and \( (i+1) \)th interface] is denoted \( \Delta d_i \), for \( i = 1, 2, \ldots, m - 1 \). Hence, the total distance traveled by the wave reflected off the \( i \)th surface of the sample is given by

\[
d_i = d_1 + \sum_{j=1}^{i-1} 2 \Delta d_j, \quad i = 2, 3, \ldots, m. \tag{5}
\]

whereas the virtual distance traveled by these waves is given by

\[
\tilde{d}_i = d_1 + \sum_{j=1}^{i-1} \frac{2 \Delta d_j n_j}{n_0}, \quad i = 2, 3, \ldots, m, \tag{6}
\]

where \( n_0 \) is the refractive index of the medium in front of the sample and \( n_j \) is the refractive index of the \( j \)th layer of the sample. The total distance traveled by the reflected wave
is denoted by \( d_{m+1} \). Note that \( \tilde{d}_1 = d_1 \) and \( \tilde{d}_{m+1} = d_{m+1} \), since the waves traveling these distances are only transmitted through the surrounding medium.

The reflectivity of the \( i \)th interface of the sample is denoted by \( r_i \) and is given by Fresnel’s law as

\[
    r_i = \left( \frac{n_{i-1} - n_i}{n_{i-1} + n_i} \right)^2, \quad i = 1, 2, \ldots, m. \tag{7}
\]

The reflectivity of the reference arm mirror is denoted by \( r_{m+1} \) (although typically \( r_{m+1} = 1 \)).

We have assumed that the contribution of waves which are reflected off multiple interfaces within the multilayered structure is negligible. Therefore, it makes sense to decompose the detected component of the sample transmitted wave into \( m \) parts corresponding to each of the reflecting surfaces. Hence, we have

\[
    A_T(\lambda)_i = \begin{cases} \frac{A(\lambda)}{2} \sqrt{r_1}, & i = 1 \\ \frac{A(\lambda)}{2} \sqrt{r_1} \prod_{j=1}^{i-1} (1 - r_j), & i = 2, 3, \ldots, m \end{cases}. \tag{8}
\]

The final amplitude distribution of the reflected wave is

\[
    A_R(\lambda) = \frac{A(\lambda)}{2} \sqrt{r_{m+1}}. \tag{9}
\]

In the interest of notational convenience, we define a reflectivity factor

\[
    RF_i = \begin{cases} \sqrt{r_1}, & i = 1 \\ \sqrt{r_1} \prod_{j=1}^{i-1} (1 - r_j), & i = 2, 3, \ldots, m \\ \sqrt{r_{m+1}}, & i = m + 1 \end{cases}. \tag{10}
\]

Then the amplitudes of the transmitted and reflected waves can be expressed as

\[
    A_T(\lambda)_i = \frac{A(\lambda)}{2} RF_i, \quad i = 1, 2, \ldots, m \quad A_R(\lambda) = \frac{A(\lambda)}{2} RF_{m+1}. \tag{11}
\]

### 3.3 Modeling the Detected Cross Correlation

Having defined expressions for the amplitudes of the interfering waves, we now consider the interference of these waves. Without loss of generality, we can represent all waves using a sine function with the origin at the detector. The expression for the ODL reflected wave is

\[
    y_R(\lambda, x, t) = A_R(\lambda) \sin \left[ \frac{2\pi}{\lambda} (x + \tilde{d}_{m+1} - ct) \right], \tag{12}
\]

while for the (originally) transmitted sample components we have

\[
    y_T(\lambda, x, t)_i = A_T(\lambda)_i \sin \left[ \frac{2\pi}{\lambda} (x + \tilde{d}_i - ct) + \phi_i \right], \tag{13}
\]

where \( \phi_i \) is a phase shift indicator function given by

\[
    \phi_i = \begin{cases} 1, & n_{i-1} < n_i \\ 0, & n_{i-1} > n_i \end{cases}, \quad i = 1, 2, \ldots, m. \tag{14}
\]

Note also that \( \phi_{m+1} = 1 \).

For the sake of simplifying notation, let

\[
    \omega = \frac{2\pi}{\lambda} (x - ct), \\
    \theta_i = \frac{2\pi \tilde{d}_i}{\lambda} + \phi_i \pi, \quad i = 1, 2, \ldots, m + 1. \tag{15}
\]

Then we can write equations for the ODL (\( R \)) and sample (\( T \)),

\[
    y_R(\lambda, \omega) = A_R(\lambda) \sin(\omega + \theta_{m+1}) \\
    y_T(\lambda, \omega)_i = A_T(\lambda)_i \sin(\omega + \theta_i), \quad i = 1, 2, \ldots, m. \tag{16}
\]

The resultant wave arriving at the detector is therefore given by

\[
    Y(\lambda, \omega) = y_R(\lambda, \omega) + \sum_{i=1}^{m} y_T(\lambda, \omega)_i \\
    = \frac{m+1}{2} A(\lambda) RF \sin(\omega + \theta_i) \\
    = \sum_{i=1}^{m+1} A(\lambda) RF_i [\sin(\omega) \cos(\theta_i) + \cos(\omega) \sin(\theta_i)] \\
    = C_1 \sin(\omega) + C_2 \cos(\omega) \\
    = \sqrt{C_1^2 + C_2^2} \sin \left[ \omega + a \tan \left( \frac{C_2}{C_1} \right) \right]. \tag{17}
\]

where

\[
    C_1 = \sum_{i=1}^{m+1} \frac{A(\lambda)}{2} RF_i \cos(\theta_i) \quad \text{and} \quad C_2 = \sum_{i=1}^{m+1} \frac{A(\lambda)}{2} RF_i \sin(\theta_i). \tag{18}
\]

It follows that the amplitude of the resultant wave is given by

\[
    \text{Amplitude}(\lambda) = \sqrt{C_1^2 + C_2^2}. \tag{19}
\]

and hence that the total intensity of detected light over all wavelengths is given by

\[
    I = \int_{-\infty}^{\infty} [C_1^2 + C_2^2] d\lambda. \tag{20}
\]

By simplifying the integrand in Eq. (20), the intensity expression can be expressed in a more convenient form, so that the intensity at the detector can be expressed as

\[
    I = B_0 + \sum_{i=1}^{m} B_i F(\tilde{d}_i - \tilde{d}_{m+1}), \tag{21}
\]
Terms of Use: https://www.spiedigitallibrary.org/terms-of-use

Downloaded From: https://www.spiedigitallibrary.org/journals/Journal-of-Biomedical-Optics on 14 Jan 2020

Terms of Use: https://www.spiedigitallibrary.org/terms-of-use

\[
B_0 = \frac{1}{4} \sum_{i=1}^{m+1} \text{RF}_i \int_{-\infty}^{\infty} A(\lambda)^2 d\lambda
+ \frac{1}{2} \sum_{i=1}^{m-1} \sum_{j=i+1}^{m} \text{RF}_i \text{RF}_j (-1)^{\phi_i + \phi_j} F(\bar{d}_i - \bar{d}_j),
\]

\[
B_i = \frac{1}{2} \text{RF}_i \text{RF}_{m+1} (-1)^{\phi_i + 1}, \quad i = 1, 2, \ldots, m
\]

\[
F(x) = \int_{-\infty}^{\infty} A(\lambda)^2 \cos \left( \frac{2\pi x}{\lambda} \right) d\lambda. \quad (22)
\]

Note that if \( A(\lambda) \) is a Gaussian spectrum as per Eq. (3), then

\[
B_0 = \frac{A_0^2 \Delta\lambda}{4} \sqrt{\frac{\pi}{2 \ln(16)}} \sum_{i=1}^{m+1} \text{RF}_i^2
+ \frac{1}{2} \sum_{i=1}^{m-1} \sum_{j=i+1}^{m} \text{RF}_i \text{RF}_j (-1)^{\phi_i + \phi_j} F(\bar{d}_i - \bar{d}_j). \quad (23)
\]

The expression given in Eq. (21) separates the intensity into a constant offset component \( B_0 \), i.e., constant for a specific sample structure with fixed distances \( d_1, d_2, \ldots, d_m \) and reflectivities \( r_1, r_2, \ldots, r_m \), and an interference component for each of the layers given by \( B_i F(\bar{d}_i - \bar{d}_{m+1}) \). The coefficient \( B_i \) contains only information relating to layer reflectivities, whereas the function \( F(\bar{d}_i - \bar{d}_{m+1}) \) contains the information related to the layer virtual distances.

4 Method
The method used to set up the simulation parameters is described below. Also considered is the technique used for improving the empirical A-scan’s SDRL, as well as a brief justification for the technique.

4.1 Virtual Skin Model Parameters
Rigorous models of skin can be quite complex as skin is irregularly shaped, has hair follicles, glands, and blood vessels, is inhomogeneous, cellularly multilayered, and has scattering, absorption, and anisotropic properties. As OCT has demonstrated benefit to the detection and monitoring of various skin pathologies, therefore, the application of OCT in a dermatological context is of interest in this research. A sample structure has been developed from an ideal phantom structure\(^{7} \) [Fig. 8(a)] to a quasirealistic skin model [Fig. 8(b)]. This has been implemented for context only, and not for realistic application. The old and new models are compared in Figs. 8(a) and 8(b), respectively. The layer depths given are typical for a normal epithelium. These layers may be expanded due to pathological hyperplasia, especially for the Stratum germinatum.

The sample layer thicknesses given in Fig. 8(b) are typical for normal epithelia synthesized from Table 1. So that the SDRLs of the selected SLDs can be tested, the tissue model layer thicknesses differed from Fig. 8(b) and differed between SLDs because the PSF of each SLD spectrum differed between SLDs, resulting in different SDRLs for each SLD, i.e., a different sample layer thicknesses for each SLD. The acquisition of SDRLs requires the incremental change in each stratum thickness and repeated simulation, until the SDRL is reached for each stratum for a particular SLD source. However, the tissue models’

\[
\text{Table 2 The normal skin parameters used for each SLD A-scan.}
\]

<table>
<thead>
<tr>
<th>Stratum depth resolution limit (SDRL) for each SLD (( \mu m ))</th>
<th>Refractive index (n)</th>
</tr>
</thead>
<tbody>
<tr>
<td><strong>Skin stratum</strong></td>
<td></td>
</tr>
<tr>
<td>Stratum corneum (SC)</td>
<td>Table 3 results</td>
</tr>
<tr>
<td>Stratum granulosum (SGr)</td>
<td>Table 3 results</td>
</tr>
<tr>
<td>Stratum spinosum (SS)</td>
<td>Table 3 results</td>
</tr>
<tr>
<td>Stratum germinatum (SGe)</td>
<td>Table 3 results</td>
</tr>
<tr>
<td>Papillary upper dermis</td>
<td>Not defined in the model</td>
</tr>
</tbody>
</table>

layer refractive indices remained unchanged [Fig. 8(b)]. Table 1 identifies normal skin layer parameters and Table 2 synthesizes the generic parameters used in the epidermal skin model as identified in Fig. 8(b).

Of interest is the identification of the early stage of skin cancer, of which melanoma is one example. The cancer is produced by melanocyte hyperplasia in the stratum germinatum and so identifying the thickness of this layer is of interest. As such, the OCT light source needs to be able to resolve the stratum germinatum in contrast to adjacent layers. Figure 9(a) shows typical normal skin histology in contrast to the melanomatous in Fig. 9(b). Figure 9(b) shows a dysplastic melanoma nodule, 35 \( \mu m \) deep and 50 \( \mu m \) laterally. Note its cellular scarcity compared to the concentration of cells in the surrounding stratum germinatum. With less structural “scaffold” and more fluid, the refractive index of the nodule may be closer to that of water (1.32 ± 0.01).

To relate the layer thicknesses and refractive indices of typical skin tissue to those used to test the SLDs, Table 1 surveys typical values from the literature. Due to the interest in using OCT for skin pathology characterization, the table outlines the tissue parameters of the skin layers indicated in Figs. 9(a) and 9(b) that are typical for normal skin [Fig 9(a)]. Most epithelial pathologies express as hyperplasia. This increases the
epithelial strata thickness. Therefore, the normal strata thickness is the lower limit of resolution.

The parameters of the skin model used by this OCT model, having been synthesized from Table 1, are presented in Table 2. Only four epithelial layers are considered, having a total depth depending on the sum of the depths (a) to (d) in Table 3 in the Results section. Stratum Lucidium is omitted as it only occurs in the sole and palm.

4.2 SLD PSF and Interferograms

The envelope of the SLD’s PSF is the Fourier transform of the light source’s power spectrum. The full PSF with phase information, not just the envelope, was determined for each source as the autocorrelation of the interference signal detected at the output of the interferometer using a single reflective surface (a mirror) as the sample. This autocorrelation is maximal at the mirror surface and symmetrical in front of and behind the mirror surface. Here, the sample needed to be defined as a virtual mirror; such the virtual sample was defined as 99.9996% reflective. The sample was then scanned and flipped symmetrically above and below the air-mirror interface to generate the symmetrical full PSF interferogram.

Using the appropriate quasirealistic 1-D in vovo skin sample geometry from Table 2, each SLD source example from Sec. 2.3 was used to generate an A-Scan of the sample. Then the two empirical measures of axial resolution are described in Sec. 4.3 (defined as methods A and B). For clarity of determining the maximum points from the full in-tissue sample A-scan after method A and B treatments, the central intensity axis about which the A-scan modulated symmetrically was located and the intensities below this axis were flipped symmetrically above this axis. To clarify, as the A-scan was approximately symmetrical, the average intensity of the A-scan was the axis of symmetry. By subtracting this average intensity from each A-scan intensity, the absolute value was taken and the positive peak A-scan was arrived at. This mathematical treatment flipped the minimum peaks vertically, so that the maximum extension of each A-scan peak became more obvious.

Table 3 summarizes four estimates of resolution for each SLD: each SLD’s coherence length, Eq. (1), each SLD PSF’s central peak FWHM expected resolution, and its minimum layer thickness resolution limit for each layer depth (SDRL) using methods A and B described in Sec. 4.3.

4.3 Methods for Determining the Empirical Axial SDRL

In order to evaluate each light source, it was necessary to define how the axial resolution limit was obtained. For the purposes of this investigation, the axial SDRL was defined as the minimum

<table>
<thead>
<tr>
<th>SLD type (as per result numbering)</th>
<th>SC</th>
<th>SGr</th>
<th>SS</th>
<th>SGe</th>
<th>PSF FWHM (μm) Expected resolution</th>
</tr>
</thead>
<tbody>
<tr>
<td>SLD A-scan and (B) FSI-subtracted A-scan.</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>SC</td>
<td>SGr</td>
<td>SS</td>
<td>SGe</td>
<td></td>
<td></td>
</tr>
<tr>
<td>5.2 Bulk SLD</td>
<td>38</td>
<td>20</td>
<td>23</td>
<td>23</td>
<td>26</td>
</tr>
<tr>
<td>5.3 SQW SLD</td>
<td>35</td>
<td>9.5</td>
<td>38</td>
<td>9.5</td>
<td>38</td>
</tr>
<tr>
<td>5.4 MQW SLD with variable drive current</td>
<td>(A) 170 mA</td>
<td>22.5</td>
<td>8</td>
<td>12.5</td>
<td>7</td>
</tr>
<tr>
<td>(B) 192 mA</td>
<td>24.5</td>
<td>5.5</td>
<td>11</td>
<td>5.5</td>
<td>11</td>
</tr>
<tr>
<td>(C) 220 mA</td>
<td>25</td>
<td>6</td>
<td>13.5</td>
<td>5.5</td>
<td>11</td>
</tr>
<tr>
<td>5.5 Single QDot SLD</td>
<td>34</td>
<td>21</td>
<td>21</td>
<td>21</td>
<td>22</td>
</tr>
<tr>
<td>5.6 Multiple QDots in Chirped QW SLD</td>
<td>36</td>
<td>18</td>
<td>18</td>
<td>18</td>
<td>18.5</td>
</tr>
<tr>
<td>5.7 Q-Dash in QW SLD</td>
<td>30.5</td>
<td>9</td>
<td>12.5</td>
<td>10</td>
<td>13</td>
</tr>
<tr>
<td>5.8 Multiplexed SLDs</td>
<td>(A) Quad SLDs</td>
<td>24.5</td>
<td>8.5</td>
<td>20</td>
<td>9</td>
</tr>
<tr>
<td>(B) T840-HP</td>
<td>25.5</td>
<td>3</td>
<td>27</td>
<td>6</td>
<td>19.5</td>
</tr>
<tr>
<td>(C) Q-940 Quad-SLD</td>
<td>4.9</td>
<td>0.9</td>
<td>4.7</td>
<td>2</td>
<td>3.9</td>
</tr>
<tr>
<td>5.9 Gaussian equivalent of Q-940</td>
<td>2.8</td>
<td>1.8</td>
<td>1.8</td>
<td>1.8</td>
<td>1.8</td>
</tr>
</tbody>
</table>
layer thickness per stratum for which the simulated stratum interface position in the A-scan was within $\pm 0.3 \, \mu m$ of the actual layer surface position, predefined in the epidermal sample model. This required the strata thicknesses to be independently varied until a minimum depth was reached per stratum that met this tolerance. This then gave the minimum resolvable stratum thickness; i.e., the empirical SDRL.

There was particular interest in investigating a new technique that manipulated the A-scan to remove significant reflection from the virtual skin phantom surface. To this end, two methods to acquire the empirical axial SDRL were defined and their SDRLs compared:

**Method A**: Using the A-scan alone to determine the SDRL. Here, the resolution limit was identified in each A-scan for each source by incremental expanding each layer thickness independently until the minimum layer thickness resolution limit was reached; i.e., when the empirically resolved layer thickness equated with the expected layer thickness $\pm 0.3 \, \mu m$; the expected resolution being the FWHM of the PSF’s envelope central peak.

**Method B**: Mirroring the A-scan’s front surface interferogram (FSI), i.e., the front surface full phase PSF—the portion of the A-scan extending above the surface—back onto the subsurface A-scan and then subtracting this FSI from the portion of the A-scan below the sample surface. This method was exactly the same as method (A) with the exception that only the A-scan’s FSI was digitally subtracted from the A-scan itself. This then exposed the buried PSFs of the lower strata interfaces which had been masked by the FSI. This procedure removed the large reflection peak that existed at the surface of the generated A-scan which was caused by significant surface reflection at the air–tissue interface.

It is important to note that, though method (B) will be demonstrated by manipulating the simulation results of the surface-symmetrical A-scans, it needs to be verified using a real surface symmetrical A-scan or an A-scan that demonstrates the full FSI above the sample surface for real OCT postprocessing applications. Clearly with an undulating skin surface, the extent of the reflected portion of the surface PSF above the surface will differ between adjacent A-scans. However, as long as the full half of the FSI above the surface is present in each A-scan and the A-scan depth in the tissue is equal to or greater than the extent of the FSI above the surface, FSI subtraction would eliminate the surface “glare.” A justification for the subtraction of the FSI from the A-scan, rather than a deconvolution of the FSI from the A-scan, is given in the following section.

### 4.4 Justification for the FSI-Subtracted A-scan Technique

The FSI is subtracted from the subsurface A-scan in order to allow determination of the empirical depth resolution limit by removing the intense surface reflection that masks the less reflective subsurface strata. The justification for this manipulation is based on the fact that the variable component of the detector intensity is just a linear sum of interference terms associated with each interface of the sample structure, as represented by Eq. (21). That is, each term in the sum is independent of the position of other layers in the sample, so the subtraction of the term corresponding to the top stratum surface layer does not impact the location of peaks in the intensity function resulting from the other strata.

In a previous study, the sample model consisted of a five layer structure with equal layers thicknesses of $100 \, \mu m$ and defined constant refractive indices, as shown in Fig. 8(a). As such, the effect of any front surface (air-sample interface) reflection was negligible, as the PSF of all the light sources considered both in this current study and the previous study have PSFs that extend less than $40 \, \mu m$ spatially on each side of the PSF central maximum. For Gaussian light sources, this PSF spatial extension is considerably less. Hence, although the air-sample interface reflection appears in the A-scan, its effect on subsequent interface peaks for subsurface strata will be insignificant. In this study this condition is not satisfied, as the first few subsurface interfaces often lie within the spatial range of the source PSF from the air-sample interface. Hence, there is a need to remove the surface reflection peak in order to examine the effect of light source resolution on the ability to image the lower strata. Note that in a real physical measurement, the surface reflection peak would be present and would need to be removed or the observed A-scan modified to allow the determination of the underlying sample structure.

It is worth noting that although the terms of the intensity Eq. (21) are independent with respect to the layer positions, the reflectivities of the preceding layers do influence the magnitude of the intensity components from each layer. This, however, would only influence the vertical extent of the A-scan, and not the horizontal extent (i.e., position information).

It is also worth noting that the intensity Eq. (21) can be thought of as the convolution of the sample structure

$$
S(x) = \sum_{i=1}^{m} RF_i \left( -1 \right)^\phi \delta (x - \tilde{d}_i),
$$

(24)

with function $F(x)$. Furthermore, the function $F(x)$ is the Fourier transform of the function

$$
g(\beta) = \frac{1}{\beta^2} \left[ A \left( \frac{1}{\beta} \right) \right]^2,
$$

(25)

where $\beta$ is the wave number, and $A$ is the source amplitude as a function of wavelength.

### 4.5 Current OCT Model

This version of the OCT model allows the choice of a sample with as many layers as required—five layers in this research—and only two sample layer characteristics—layer thickness and refractive index. Though it is capable of presenting refractive index corrected stratum positions in the A-scan, this ability was suspended for this research, so that actual SDRL information could be directly read from the A-scan.

Having the added flexibility of defining a Gaussian source or scanning in a real source spectrum as well as defining an ODL, this version of the OCT model can be used to study the effects of OCT light sources, ODLs, and sample types on OCT operation. At this early stage of the model’s development, effects of dispersion, internal reflection, heating, polarization, tissue absorption, and scattering anisotropy have not been incorporated in the model. These occur because a real OCT optical circuit presents imperfections at every point in the interferometric circuit. Instead, the sample’s structure is simply defined by two parameters: strata refractive indices and thicknesses. But as explained earlier, as long as the sample layer refractive indices...
remain constant, the effect of the light source shape on A-scan relative resolution can be compared between sources. This allows ranking of the sources in order of increasing SDRL, with the best, most resolved sources at the top of the ranking. Furthermore, this research is mainly focused on the comparison of different SLD effects on their relative resolution using a quasi-realistic epidermal model, so our predicted axial resolutions are the upper limits of resolution.

5 Results and Discussion

The results are presented so that comparisons can be made between the two methods used to acquire the SDRLs, the standard measures of OCT light source resolvability and the normal stratum depths. This is carried out in order to establish any advantages in using the second method: subtracting the FSI from the A-scan.

First, the results are summarized in two tables: In Table 3, the resolution limit by stratum type for each SLD for A-scan-only and FSI-subtracted A-scan processing methods; and in Table 4, the average resolution limit and 95% confidence interval across all strata for each SLD type and each processing method.

Second, Table 3 results are graphically summarized by resolution limit dependence on SLD type for each stratum type with comparison to normal stratum thickness, using A-scan-only and FSI-subtracted A-scan data processing methods. Then, each SLD is discussed separately with reference to their Table 3 results and graphical summary entries in Fig. 10.

Third, each SLD is discussed separately with reference to their Table 3 results, their Fig. 10 graphical summary, and three interferograms: (a) the SLD’s PSF, (b) the SLD’s A-scan showing SDRLs, and (c) the SLD’s FSI-subtracted A-scan showing SDRLs. The stratum depth resolution for strata thinner than their resolution limit are either not demonstrated as peaks in the A-scan (not resolvable) or the peak of the stratum position indicated in the A-scan is significantly different (> ± 0.3 μm) to the stratum depth defined in the sample. These interferograms are accompanied by a graph that summarizes the SLD’s SDRL dependence on stratum type, with comparison to the typical

![Fig. 10 Depth resolution dependence on SLD type and digital processing method. (a) stratum corneum (at surface), (b) stratum granulosum, (c) stratum spinosum, (d) stratum germinatum; normal stratum depth range is indicated.](https://www.spiedigitallibrary.org/journals/Journal-of-Biomedical-Optics on 14 Jan 2020 Terms of Use: https://www.spiedigitallibrary.org/terms-of-use)

<table>
<thead>
<tr>
<th>SLD type</th>
<th>A-scan only</th>
<th>FSI subtracted</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Average SDRL &amp; SDRLs relative to their expected axial resolution from Table 3.</td>
<td></td>
<td></td>
</tr>
</tbody>
</table>

## Table 4

<table>
<thead>
<tr>
<th>SLD type</th>
<th>Resolution limits (μm)</th>
<th>Relative to PSF FWHM</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td>A-scan only</td>
<td>FSI subtracted</td>
</tr>
<tr>
<td></td>
<td>Mean</td>
<td>95% CI</td>
</tr>
<tr>
<td>5.2 Bulk SLD&lt;sup&gt;11&lt;/sup&gt;</td>
<td>28</td>
<td>7</td>
</tr>
<tr>
<td>5.3 SQW SLD&lt;sup&gt;11&lt;/sup&gt;</td>
<td>35</td>
<td>5</td>
</tr>
<tr>
<td>5.4 MQW SLD with variable drive current&lt;sup&gt;4&lt;/sup&gt;</td>
<td>(A) 170 mA</td>
<td>12</td>
</tr>
<tr>
<td></td>
<td>(B) 192 mA</td>
<td>13</td>
</tr>
<tr>
<td></td>
<td>(C) 220 mA</td>
<td>14</td>
</tr>
<tr>
<td>5.5 Single Q Dot SLD&lt;sup&gt;5&lt;/sup&gt;</td>
<td>25</td>
<td>6</td>
</tr>
<tr>
<td>5.6 Multiple Q Dots in Chirped QW SLD&lt;sup&gt;5&lt;/sup&gt;</td>
<td>23</td>
<td>8</td>
</tr>
<tr>
<td>5.7 Q-Dash in QW SLD&lt;sup&gt;17&lt;/sup&gt;</td>
<td>17</td>
<td>9</td>
</tr>
<tr>
<td>5.8 Tandem SLDs&lt;sup&gt;6&lt;/sup&gt;</td>
<td>(A) Quad SLDs&lt;sup&gt;6&lt;/sup&gt;</td>
<td>18</td>
</tr>
<tr>
<td></td>
<td>(B) T-840-HP&lt;sup&gt;26&lt;/sup&gt;</td>
<td>22</td>
</tr>
<tr>
<td></td>
<td>(C) Q-940&lt;sup&gt;6&lt;/sup&gt;</td>
<td>5</td>
</tr>
<tr>
<td>5.9 Gaussian equivalent of 5.8 (C)</td>
<td>2.0</td>
<td>0.5</td>
</tr>
</tbody>
</table>
estimates of resolution: the SLD’s coherence length and the SLD’s PSF central peak FWHM.

Finally, the average SDRL dependence on SLD type across the four epithelial strata, including their 95% confidence intervals, are summarized both in Table 4 and graphically in Figs. 23 and 24. This is for each SLD’s A-scan average SDRL with and without FSI subtraction. All references in this results section to the average SDRLs and the average SDRL relative to the expected SLD axial resolution, the PSF’s FWHM, come from Table 4, tabulated in Sec. 5.9.

5.1 SDRL Summary by Stratum

Table 3 summarizes the SDRL for each stratum by SLD type. The coherence length and SLD PSF FWHM expected resolution values have also been calculated. Figure 10 makes the comparison between the resolution limits of each SLD, using the A-scan and FSI-subtracted A-scan, and the normal depth range for each epithelial stratum. Figure 10 shows how applicable each SLD is for skin OCT in terms of axial resolvability.

To be acceptable as a light source with resolution appropriate for epidermal imaging, the SLD’s SDRLs must fall inside or below the normal range for ALL strata [Figs. 10(a)–10(d)]. Within the limitations of this simulation and the sample definition, with just the A-scan, only the Quad SLD Q940 is suitable for OCT imaging of skin. With FSI subtraction from the A-scan, two more SLDs qualify: the optimally driven (192 mA) MQW SLD (5.3b in Fig. 10), and the Cense tandem SLD (5.7b in Fig. 10). This clearly demonstrates the benefit of the FSI-subtracted A-scan technique for collapsing the SDRLs closer to the expected axial resolution of each SLD.

Clearly, the FSI-subtracted A-scan technique has advantages over just using the A-scan. It eliminates the significant surface reflection, allowing subsurface PSFs to be expressed and so allowing the SDRLs to come much closer to the expected resolution for each SLD, especially for the uppermost stratum’s SDRL.

5.2 Bulk SLD

Though the Bulk SLD PSF [Fig. 11(a)] has no satellite peaks similar to Gaussian spectra previously simulated, since the spectrum was left skewed [Fig. 2(a)], agreement with the expected measures of resolution differed significantly. The average empirical SDRL (bulk SLD in Table 4) for the A-scan-only (28 ± 7) μm and FSI-subtracted A-scan (23 ± 2) μm methods were significantly inflated above the coherence length (L_C = 17 μm), but not significantly different from the SLD’s PSF FWHM (22.3 μm). However, for the A-scan [Fig. 11(b)] and the FSI-subtracted A-scan [Fig. 11(c)], the SDRL for all four strata and the bottom three strata, respectively, exceeded the SLD’s PSF FWHM. However, though the FSI-subtracted A-scan’s average SDRL (23 ± 2) μm was less than not subtracting the FSI (28 ± 7) μm, it was statistically not significantly different.

Clearly the benefit of FSI subtraction is demonstrated only for the surface stratum, as the bulk SLD spectrum is significantly Gaussian, expressing no satellite peaks in the PSF, which would otherwise also degrade the A-scan SDRL for the lower strata. The lowest stratum increases its SDRL for both the A-scan and the FSI-subtracted A-scan methods, because this stratum is least reflective and is suppressed by the larger adjacent peak.

Epidermal definition using this SLD with OCT in normal tissue of the significantly thinner stratum granulosum [Fig. 10(b)] and stratum germinatum [Fig. 10(d)] will not be possible, because there can be no depth contrast between normal histology and pathology. Even early-stage moderate hyperplastic melanocytic nodules in the stratum germinatum (Fig. 9) may not exceed the SDRL of this SLD for this stratum.

5.3 Single-Quantum Well SLD

This SLD generated satellite peaks in the PSF [Fig. 12(a)] due to the double peak in the SLD spectrum [Fig. 2(b)], as predicted by the double Gaussian peak spectra simulated in previous research. The obvious difference in SDRL between the method using the A-scan only [Fig. 12(b)] and the method using the FSI-subtracted A-scan [Fig. 12(c)] is due to three significantly large pairs of satellite peaks that extend over 30 μm from the PSF center [Fig. 12(a)]. This is particularly obvious for the subsurface part of the FSI [Fig. 12(b)] expressing two of the three satellite peaks significantly larger than the underlying strata peaks. Furthermore, the three satellite pairs associated with each interface PSF present a zone to either side of each interface that restricts the SDRL’s ability to be any closer to the expected SQW SLD resolution (Table 3), that is, its PSF’s central peak FWHM being 8.5 μm. However, all SDRLs are significantly reduced as soon as the intense FSI is subtracted from the subsurface A-scan. This collapses the inflation of the average SDRL above the expected SLD resolution, from (309% ± 54%) down to only (13% ± 3%).

The average SDRL, for the A-scan-only, (35 ± 5) μm, and FSI-subtracted A-scan, (9.6 ± 0.2) μm, were significantly inflated above this SLD’s coherence length (6.5 μm), and its PSF FWHM (8.5 μm). However, similar to the previous

![Fig. 11 AlGaAs bulk SLD with L_C = 17 μm. (a) SLD full phase PSF, full width at half maximum (FWHM) = 22.3 μm, (b) A-scan, and (c) FSI subtracted A-scan, of minimum SDRL sample.](https://www.spiedigitallibrary.org/journals/Journal-of-Biomedical-Optics/19/8/085003-12/images/fig11.png)
SLD, the SDRL for the FSI-subtracted A-scan was significantly less than when the FSI was not subtracted.

Due to the increased density of states in this SLD’s SQW and its sub-band transitions, the actual empirical SDRLs improved significantly above that of the bulk SLD [Fig. 11(b)] only when the FSI was subtracted; their average SDRLs were not statistically significantly different without subtracting the FSI from the A-scan. However, early melanoma-hyperplasia false positives may be indicated in OCT B-scans using this FSI from the A-scan. However, early melanoma-hyperplasia not statistically significantly different without subtracting the FSI from the A-scan [Fig. 14(c)]. Without subtracting the FSI, the average SDRL inflation for this under-driven SLD was (200% ± 100%) above 5.1 μm, for the average SDRL of (14 ± 7) μm.

Over-driving this SLD at 220 mA resulted in the two largest pairs of satellite peaks [Fig. 15(a)], which especially affected the weakest reflecting lowest stratum, pushing all the SDRRLs deeper. This resulted in a resolution inflation of (40% ± 40%) above 5.1 μm, for an average SDRL of (7 ± 2) μm, only after subtracting the FSI from the A-scan [Fig. 15(c)]. Without subtracting the FSI, the average SDRL inflation for this over-driven SLD was (200% ± 100%) above 5.1 μm, for the average SDRL of (14 ± 7) μm.

Note that the resolution limits of the under-driven SLD (Fig. 13) and over-driven SLD (Fig. 15) are not statistically significantly different. Furthermore, the average SDRL for all three drive current conditions for the A-scan only are not significantly different due to the large variation of the SDRLs between strata [Figs. 13(b), 14(b), 15(b)]. However, when the FSI is subtracted from the A-scan [Figs. 13(c), 14(c), 15(c)], the average SDRLs of the under-driven and over-driven MQW SLD are not significantly different, while they are clearly larger than the average SDRL of the optimally driven MQW SLD.

In summary, for QW SLDs, the resolution limit “sweet spot” is drive current dependent, while this is not the case for bulk SLDs. Furthermore, to gain the SDRL benefit for this MQW SLD, the FSI needs to be subtracted from the subsurface A-scan. Note how stable, (5.5 ± 0) μm and close to the expected SLD axial resolution of 5.2 μm (Table 3) the optimally driven SLD is after the FSI was subtracted from the A-scan.

Subtracting the FSI from the A-scan has the added benefit of advancing this SLD to being applicable for OCT epithelial resolution.
imaging. Having an SDRL of \(5.5 / \mu m\) is not significantly greater than the normal stratum germinatum thickness of 3 to 6 \(\mu m\) [Fig. 10(d)]. Depending on the melanoma nodule’s degree of aqueousity, normal stratum germinatum may be contrasted from premalignant nodules, clearly visible in the hematoxylin and eosin histogram (Fig. 9). However, it would be better if the SDRL of the SLD fell below the lower limit of the normal thickness range for this thinnest stratum [Fig. 10(d)], because if the stratum was actually thinner than the SDRL, which is \(5.5 / \pm 0\) \(\mu m\), the stratum would not be resolved.

5.5 Single Layer Quantum Dot SLD

Due to the smaller peak in this SQD SLD’s spectrum [Fig. 4(a)], symmetrical humps appeared in the SLD’s PSF [Fig. 16(a)]. These resulted in four symmetrical ridges on either side of each stratum peak in both interferograms [Figs. 16(b) and 16(c)].

The obvious difference in SDRL between the A-scan [Fig. 16(b)] and the FSI-subtracted A-scan [Fig. 16(c)] was due to the significantly large FSI that inhibits the expression of strata peaks lower in the sample. Due to this causing a large variation in the SDRL, the average SDRL for the A-scan [Fig 16(b)], of \((25 \pm 6) \mu m\), was not significantly different from the expected resolution (Table 3), being 20.3 \(\mu m\). When the FSI was subtracted from the A-scan, the average SDRL collapsed to \((21 \pm 0) \mu m\). Though not significantly different from the A-scan average, clearly the FSI subtraction benefited the average SDRL, reducing it 16\%. Furthermore, after FSI subtraction, the SDRL was reliably constant across all strata.

![Image](https://www.spiedigitallibrary.org/journals/Journal-of-Biomedical-Optics/085003-14/August-2014-Vol.19(8)/Janz-et-al.-Characterizing-the-resolvability-of-real-superluminescent-diode-sources-for-application...)

**Fig. 14** The optimally driven, 192 mA, MQW SLD\(^4\) [band structure Fig. 3(d)] with \(L_C = 3.8 \mu m\). (a) SLD full-phase PSF, FWHM = 5.2 \(\mu m\), (b) A-scan, and (c) FSI-subtracted A-scan, of minimum SDRL sample.

![Image](https://www.spiedigitallibrary.org/journals/Journal-of-Biomedical-Optics/085003-14/August-2014-Vol.19(8)/Janz-et-al.-Characterizing-the-resolvability-of-real-superluminescent-diode-sources-for-application...)

**Fig. 15** The 220 mA driven MQW SLD\(^4\) [band structure Fig. 3(d)] with \(L_C = 4.7 \mu m\). (a) SLD full-phase PSF, FWHM = 5.1 \(\mu m\), (b) A-scan, and (c) FSI-subtracted A-scan, of minimum SDRL sample.

![Image](https://www.spiedigitallibrary.org/journals/Journal-of-Biomedical-Optics/085003-14/August-2014-Vol.19(8)/Janz-et-al.-Characterizing-the-resolvability-of-real-superluminescent-diode-sources-for-application...)

**Fig. 16** Single-layer InAs QD SLD\(^5\) at room temperature with \(L_C = 16 \mu m\). (a) SLD full-phase PSF FWHM = 20.3 \(\mu m\), (b) A-scan, and (c) FSI-subtracted A-scan, of minimum SDRL sample.
As was the case for the bulk SLD and the single QW SLD, the SDRLs were too large, greater than 21 μm, for useful application to premalignant skin pathology diagnosis. False positives in OCT B-scans are possible, because of the thinness of the granular (3 to 6 μm) and germinal (4 to 7 μm) epithelial strata\(^20\) (Table 1).

### 5.6 Multiple QDs in Chirped QW SLD

Figure 17(a) shows the full-phase PSF for this multiple QD SLD, for its given spectrum [Fig. 4(b)]. The small satellite pair, occurring 20 μm to either side of the central PSF peak, is seen in the A-scan [Fig. 17(b)] to the left of the first 36-μm stratum peak. Figure 17(c) shows the benefit of FSI subtraction, particularly for the uppermost stratum.

In contrast to the SQD SLD, both the multiple QD and the chirped QWs seen in this SLD’s electronic band structure [Fig. 4(b) inset] broadened and red shifted this SLD’s spectrum,\(^5\) resulting in a right-skewed Gaussian shape [Fig. 4(b)]. With this broadening, the small peak apparent in the SQD SLD spectrum [Fig. 4(a)] was eliminated, reducing the average SDRL, relative to the SQW SLD, by 11% and 5%, with and without FSI subtraction, respectively. Noted was the lack of false layer peaks in the FSI-subtracted A-scan [Fig. 17(c)].

However, in the same way that the bulk SLD had a skewed spectrum [Fig. 2(a)], this right skewed SLD spectrum [Fig. 4(b)] generated an average SDRL, with and without A-scan FSI subtraction, of (19 ± 1) μm and (23 ± 8) μm, respectively (Table 4). This was an inflation above the expected resolution (Table 3) of (46 ± 10)% and (83 ± 65)%, respectively (Table 4). Clearly, only the top stratum’s SDRL has been improved by the FSI subtraction since the FSI is adjacent to this stratum, and satellite peaks are not significant in the PSF [Fig. 17(a)].

The SDRLs are still not small enough to be useful in distinguishing normal from pathological epithelia. As a result, this SLD may indicate false-positive B-scan premalignant dysplastic epithelia because of the normal epithelial strata thinness, as mentioned for the previous SQD SLD and indicated in Figs. 10(b) and 10(d).

### 5.7 Q-Dash in Asymmetric QW SLD

Unlike the previous Q-dot SLDs, this SLD does have a significantly large pair of satellite peaks due to its two-peak spectrum (Fig. 5), caused by a combination of the asymmetric QW and Q-dash band gaps (Fig 5 inset). This results in the expression of the SLD’s FSI with a satellite peak [Fig. 18(b)] larger than the strata peaks below it. Though this SLD spectra was quasi-Gaussian, the presence of the double peak resulted in its average SDRL in the A-scan, with and without FSI subtraction, being inflated above the expected resolution (7.4 μm, Table 3) by (40 ± 20)% and (133 ± 117)%, respectively, being (10.4 ± 1.5) μm and (17 ± 9) μm, respectively (Table 4). As usual, the Gaussian coherence length from Eq. (1) is never a good estimate of resolution. In this case, it is only 6.5 μm (Table 3).

The FSI-subtracted A-scan was free of false-strata satellite peaks, resulting in clear, well separated strata peaks [Fig. 18(c)].
Clearly, FSI subtraction improves each SDRL further into the sample compared to the Q-dot SLDs above, for which only the front stratum benefited. For this SLD, even the bottom strata’s SDRL was slightly improved.

Is this SLD appropriate for OCT dermal application? Unfortunately, even with FSI subtraction, this SLD may also generate B-scan malignant dysplastic epithelial false positives due to the individual SDRLs exceeding the normal thickness of the *stratum granulosum* and *stratum germinatum* [Figs. 10(b) and 10(d)], as was the case in the above SLDs.

Water absorption will also reduce sensitivity and resolution in an OCT A-scan. This SLD’s spectral width crosses the near infrared wavelength region at which water absorption is significant. In a real *in vivo* scan, this would result in reduced light source penetration depth and reduced ballistic reflection intensity from each interface. This would result in more interference effects from the FSI on lower interface reflections, so removing the FSI would still be advantageous.

### 5.8 Multiplexed SLDs

In this section, we compare three types of tandem SLDs. Their A-scan, PSF and SDRL’s dependence on stratum type are presented.

First, Wang et al.\textsuperscript{6} demonstrated the advantage of combining four Gaussian SLDs, which was immediately seen in the improved resolution limit being greater than each constituent SLD [Fig. 6(a)]. However, this combined spectrum [Fig. 6(b)] now had a peak triplet, which, as predicted previously,\textsuperscript{1} resulted in two major pairs of satellite peaks appearing in the PSF [Fig. 19(a)]. Because of this, significant satellite peaks were evident in the A-scan [Fig. 19(b)], some larger than the strata peaks. The effect of these satellite peaks disappeared when the FSI was subtracted from the A-scan [Fig. 19(c)]. These satellite peaks restrict any thinner sample layer definition in both the A-scan and the FSI-subtracted A-scan. However, though the bandwidth was 145 nm, the average SDRL with and without FSI subtraction was (8.8 ± 0.3) μm and 18 ± 5 μm, respectively. These represent an inflation of (30 ± 4)% and (170 ± 70)%, respectively (Table 4), above 6.75 μm, the expected resolution (Table 3).

Comparison of the individual SDRLs and their expected resolutions (Table 3) show that the FSI-subtracted A-scan results are superior by being closer to the expected resolution and much more stable across strata. The gradual decrease of the SDRLs downward through the sample shows the reducing detrimental effect of the FSI interference deeper into the sample.

Is this SLD appropriate for OCT dermal application? Unfortunately, even with FSI subtraction, this SLD may also generate B-scan malignant dysplastic epithelial false positives, due to the individual SDRLs exceeding the normal thickness of the *stratum granulosum* and *stratum germinatum*, as was the case in the above SLDs.

Second, the next multiplexed SLD was presented by Cense et al.\textsuperscript{17} They reported on the Superlum Broadlighter T840-HP SLD, illuminating in the 800- to 900-nm spectral band [Fig. 7(a)]. This SLD spectrum was particularly noisy with multiple peaks that extended below 50% of the maximum intensity. Though the bandwidth was 111 nm, the average SDRL with and without FSI subtraction, was (5.1 ± 1.4) μm and (22 ± 5) μm, respectively. This was an inflation of (48 ± 4)% for FSI subtracted and (540 ± 140)% for FSI unsubtracted A-scans (Table 4), above the expected 3.46 μm resolution (Table 3). Clearly, satellite size, number, and lateral extent dominate the resolution outcome of this SLD as indicated by the interfering effect of the satellites, predicted by the PSF satellite distribution [Fig. 20(a)] and clearly showing in the A-scan itself [Fig. 20(b)].

Comparing Fig. 20(b) with Fig. 20(c) clearly shows the collapse of the SDRLs toward the expected SLD axial resolution for the FSI-subtracted A-scan. Due to the significant extent of the numerous satellite pairs in the PSF [Fig. 20(a)] clearly evident between stratum peaks in the A-scan [Fig. 20(b)], the SLDs for the A-scan do not reduce immediately from the top stratum, but first increase and then decrease for the lower strata.

Is this SLD appropriate for OCT dermal application? Even though after subtracting the FSI from the A-scan, each SLD falls within their normal stratum depth range, this SLD may also generate B-scan malignant dysplastic epithelial false positives, due to the individual SDRLs falling toward the top of the normal depth range for the *stratum granulosum* and *stratum germinatum*, as was the case for the optimally driven multiple QW SLD [Figs. 14, 10(b) and 10(d)]. The stratum’s normal depth range could be less than the SDRL for that stratum, though still in the normal depth range. Ideally, the SLD’s SDRLs should fall below the normal depth range for each stratum, as indicated in Fig. 10.

Even though the T-840’s\textsuperscript{17} total bandwidth of 111 nm [Fig. 7(a)] was less than the quad-SLDs\textsuperscript{6} [145 nm in Fig. 6(b)], because the resolution limit decreases directly with the square of the central wavelength and inversely with the bandwidth [Eq. (1)], the T-840 resolution limit was seen to improve above that of the Wang Quad-SLD. A disadvantage of the T-840 is that its illumination, being of a shorter wavelength, can penetrate into the sample proportionately less than the Wang Quad

![Fig. 19 Quad-SLD\textsuperscript{6} with L\textsubscript{c} = 5.3 μm. (a) SLD full-phase PSF, FWHM = 6.75 μm, (b) A-scan, and (c) FSI-subtracted A-scan, of minimum SDRL sample.](https://www.spiedigitallibrary.org/journals/Journal-of-Biomedical-Optics)
SLD (Fig. 19), though this is not apparent for the depth scale of the virtual epithelial sample used. The Wang et al. Quad SLD\(^4\) has less relative SDRL inflation above its expected resolution (Table 3) compared to the T-840, because the Quad SLD PSF has only two satellite peaks that extend outward 33\% less [Fig. 19(a)] than the six pairs of satellite peaks for the T-840 [Fig. 20(a)]. The reason for this is that the T-840 has four peaks, one peak more than the Quad SLD and two peaks extend below 50\% of the maximum spectral intensity [Fig. 7(a)]. The resulting spread of T-840 interfering satellite peaks for each of the stratum interface full-phase PSFs, especially the FSI, restricts any thinner sample layer definition from being resolved in each A-scan, with [Fig. 20(c)] and without [Fig. 20(b)] FSI subtraction.

Finally, the tandem SLD used next is presented by Andreeva et al.\(^4\) Here, the SDRLs for the highest resolution SLD, the Q-940\(^4\) [Figs. 7(b) and 21], were compared with the previous two tandem SLDs and to that of a simulated Gaussian equivalent of the Q-940 [Figs. 7(c) and 22]. That is, the simulated Gaussian spectral SLD had the same expected coherence length (1.3 \(\mu \text{m}\)), central wavelength (940 nm), and bandwidth (307.5 nm) as the Q-940, but instead was perfectly Gaussian [Fig. 7(c)]. Initially, the spectral and A-scan SDRL characteristics of the Q-940 are presented, and the results are compared to the previous SLDs.

Andreeva et al.\(^4\) reported on the Superlum Broadlighter Quad-SLD, the Q-940, having a demonstrated 307-nm bandwidth [Fig. 7(b)]. The average SDRL, with and without FSI subtraction, was (1.7 \(\pm 0.5\) \(\mu \text{m}\)) and (5 \(\pm 1\) \(\mu \text{m}\)), respectively. This was a reduction of (1.4 \(\pm 0.5\)\%) and an inflation of (180 \(\pm 50\)\%) respectively, above the expected 1.75-\(\mu\text{m}\) PSF FWHM resolution (Table 3). Clearly, satellite size, number, and lateral extent dominate the resolution outcome of this SLD as indicated by the interfering effect of the satellites, predicted by the PSF satellite distribution [Fig. 21(a)] and clearly showing in the A-scan itself [Fig. 21(b)]. These interfering satellite peaks inflate the SDRLs across the strata for the A-scan itself. With the FSI subtracted from the A-scan, the SDRLs collapse to unity with the expected resolution limit (Table 3).

The Q-940 and the T-840 had the most inflated resolution limits of all the SLDs considered in this paper. Like the T-840 PSF, the Q-940 PSF extends out at least 25 \(\mu\text{m}\) [Fig. 21(a)]. The reason for this is the eight interdigitated spikes in the spectra [Fig. 7(b)], which contributed to the three primary, three secondary, and numerous smaller tertiary satellite peaks in the PSF [Fig. 21(a)]. This restricted any thinner sample layer definition in the A-scan, with and without FSI subtraction. This satellite infrastructure can be clearly seen expressing between each stratum peak, especially between the FSI and the adjacent lower top stratum [Fig. 21(b)]. However, since the spectral troughs did not extend below 50\% of the maximum spectral intensity, unlike the T-840 spectrum [Fig. 7(a)], the satellite peaks were much less intense and less extended [Figs. 21(a) and 21(b)] than the T-840 [Figs. 20(a) and 20(b)]. This resulted in the average Q-940 A-scan SDRL being similarly inflated above the expected resolution (Table 3), as was the case for the Wang et al. Quad SLD, (170 \(\pm 70\)\%) but significantly less inflated than the T-840, (540 \(\pm 140\)\%).

Is this SLD appropriate for OCT dermal application? If the FSI was not subtracted from the A-scan, the average SDRL, (5 \(\pm 1\) \(\mu \text{m}\)), falls toward the top of the normal depth
range for the stratum granulosum and stratum germinatum, as was the case for the multiple QW SLD driven optimally [Figs. 14, 10(b) and 10(d)]. This could produce false B-scan malignant dysplastic epithelial false positives if the actual stratum depth (3 to 7 μm) fell below either of these SDRLs. Ideally, the SLD’s SDRLs should fall below the normal depth range for each stratum as indicated in Fig. 10.

However, if the FSI was subtracted from the A-scan, then this SLD, Q-940, would be suitable for differentiating normal epithelial strata from swollen hyperplastic malignant epithelial strata; even the lowest stratum, the germinal stratum, could be resolved. This is because the FSI-subtracted A-scan SDRL falls below this stratum’s normal thickness.

5.9 Gaussian Equivalent of the Q-940 Quad-SLD

Comparing this virtual Gaussian SLD with the Q-940, one can immediately note the lack of satellite peaks [Fig. 22(a)] as predicted previously for the Gaussian spectral SLD with its SDRLs not significantly different from the coherence length [Table 3 and Fig. 22(b)]. However, as is typical of the other SLD A-scans (Table 3), the lowest stratum is most difficult to determine, as it has the least reflection intensity, since it is the farthest stratum from the incident illumination [Fig. 22(b)]. Also, unexpectedly, the high intensity of the FSI does inflate the SDRL for the adjacent lower stratum. This inflated SDRL collapses upon FSI subtraction, resulting in the SDRLs’ equivalence with the expected resolution limit. There should not be any discrepancy between the $L_C$ and the expected resolution, PSF FWHM, for a Gaussian spectral source. However, it is not clear why the coherence length is 28% below the expected resolution, the PSF’s FWHM, as for this Gaussian source they should be equivalent.

5.10 SDRL Average Summary

Table 4 summarizes the averages of the four SDRLs, (a) to (d) in Table 3 and generates a proportion, comparing each SLD average SDRL with their PSF FWHM, the expected resolution. The absolute uncertainty is generated from each mean’s relative error. Figure 23 graphically compares the ranges for the average SDRLs of the A-scan, with and without FSI subtraction. Figure 24 compares the average SDRLs relative to the expected resolution for each SLD A-scan, with and without FSI subtraction, relative to the expected resolution, which is the SLD’s PSF FWHM.

Figure 23 demonstrates the previous summary paragraph. For the SLDs with many more satellite peaks in their PSF and being far from spectrally Gaussian, there is significant improvement of the average SDRL and less variation of the SDRL between strata when their FSI is subtracted from their A-scan. If one compares the drop in the average SDRL for 5.2, 5.7a, 5.7b, and 5.7c in Table 4, these show significantly more vertical movement than for the other SLDs. Furthermore, their 95% confidence intervals are significantly less extended than the other SLDs, indicating a more stable SDRL response between strata for these SLDs, but only after FSI subtraction.

Last, Fig. 24 clearly shows the benefit of FSI subtraction from the A-scan of samples like skin that have a significant surface reflection compared to strata sufficiently below the surface down to which the FSI extends. All SLDs, except three, have their A-scan average SDRL significantly different to their expected resolutions. Of these three, two are Gaussian, the bulk SLD (5.2) and the Q-940 Gaussian equivalent (5.9), and the other is significantly Gaussian, the single QD SLD (5.5). When the FSI is subtracted from each SLD A-scan, only four SLDs have their FSI-subtracted A-scan average SDRL significantly different from their expected resolutions. The multiple QD SLD (5.6) and the Q-dash SLD (5.7) have their 95% confidence interval lower limit 40% and 20% above their expected resolution limits, respectively. The other two are the Quad SLDs (5.8a) and the T-840 SLD (5.8b), which have the lower limit of their 95% confidence interval 26% and 10% above their expected resolution limits, respectively.

![Fig. 22](image-url) Gaussian equivalent of Quad-SLD Q-940, in Figs. 7(b) and 7(c), with $L_C = 1.3 \mu m$. (a) SLD full-phase PSF, FWHM = 1.8 μm, (b) A-scan, and (c) FSI-subtracted A-scan, of minimum SDRL sample.

![Fig. 23](image-url) Table 4 summarized graphically: a comparison of the average stratum depth resolution limit for each SLD A-scan, with and without FSI subtraction. This includes the SLDs’ 95% confidence intervals, by SLD type: 5.2, 5.3, . . . , 5.9 referring to the SLD numbering in Table 4 above.
In summary, the inflation of the SDRLs above the expected resolution, noted in all real SLD examples, was both a product of the extent of the dual satellite peaks in the PSF and the reflection and depth profile of the sample. The higher the interface reflection, the greater the satellite peak intensity and the greater the adjacent strata SDRLs, especially obvious for the strata adjacent to the FSI. This is evident in all figures demonstrating satellite peaks in their A-scans ([b] and [c] in Figs. 11 to 22), as well as being indicated by the general decrease in SDRL from the top to the bottom stratum. The SLDs expressing less number and intensity of satellite peaks the quicker, by stratum, the SDRLs collapsed toward the expected SLD resolution and to the SDRLs of the FSI-subtracted A-scan. This is seen for the bulk SLD (Fig. 11), the multiple QW SLDs (Figs. 13–15), the Q-dot SLDs (Figs. 16 and 17), and the Q-dash SLD (Fig. 18), which all had a low number and intensity of satellite peaks. By contrast, the SQW SLD (Fig. 12), and the tandem SLDs, including the Quad SLD (Fig. 19), the T-840 (Fig. 20) and Q-940 (Fig. 21), all exhibited inflation, and slow decrease of their SDRLs from the top to the bottom stratum. Thus, the improvement in the SDRLs once the FSI had been subtracted from the A-scan was most evident for the later SLDs, with the greater spectral peak depths and number, and greater satellite extent in their PSFs.

5.11 Implications and Applications

The choice of a SLD source for OCT dermatography depends on the stratum depth resolution needed for the particular stage of a dermal malignancy. It will also depend on the depth and optical properties of the malignant regions—birefringence, refraction, absorption, scattering, and anisotropy—compared to normal tissues, for the OCT light source (e.g., SLD) wavelength span. Implications and application of the results of this research follow.

Blatter et al. used an extended focus swept source OCT for dermatography. Their source was a Fourier-domain mode locked (FDML) laser “centered at 1310 nm with a 140-nm full bandwidth, giving an axial resolution of 12 μm in air.” As expected from the indications of this present research, full epidermal strata contrast were not possible, as some strata thicknesses are less than 5 μm. However, for imaging skin lesions, their FDML laser resolution and penetration were sufficient and necessary, respectively.

Gladkova et al. concluded that even using an SLD with a coherence length resolution of 16 μm, OCT can distinguish general pathological reactions such as active inflammation and necrosis as well as distinguishing hyperkeratosis, parakeratosis, and intradermal cavities. However, such noninvasive optical biopsy imaging modalities as OCT would be useful, if possible, to assist in detecting premalignant dermatopathologies.

Confirming the advantage of higher resolution OCT sources, Korde et al. concluded that the use of such sources significantly reduced false positives for their dermal malignancy, implied by this present research. However, it is also the OCT source PSF structure—satellite peak, number, size, and extent—that affects resolution, as indicated by the present results. Korde et al. used an “amplified fiber source” not an SLD, which typically have even less Gaussian-like spectra than SLDs.

A recent review of optical techniques for detecting skin cancer concluded that, although successful in showing deep margins of skin tumors and inflammatory skin diseases, OCT could not distinguish early skin disease stages. However, all their stated OCT examples used sources with axial resolution in tissue exceeding 8 μm, clearly not able to contrast normal from premalignant epithelium due to the thickness of some epithelial strata. The exception was the high definition OCT, which did provide “valuable extra diagnostic information.”

The present SLD research has clearly shown that it is not just the coherence length that determines image resolution and contrast. The SLD PSF’s shape and the tissue’s morphology and optical parameters together determine the degree of image contrast and resolution required for early-stage detection of dermal pathology.

The application of the above SLD characterization to a particular dermal pathology can be considered. Melanoma can present as a dermal malignancy, expressing as hyperplastic melanocytes in the germinatal basal layer. They form small dysplastic nodules there, causing this layer to thicken significantly [Fig. 9(b)]. As the melanoma cells are significantly distended (accelerated melanogenesis) and necrotic in the nodules [Fig. 9(b)], the density of nuclei and intracellular organelles and products may be significantly less, per unit volume, than the surrounding squamous cells and normal melanocytes of the germinatal stratum [Fig. 9(b)]. As such, the average refractive index of the nodules should be closer to that of water and less than the surrounding normal epidermal and dermal cells. Because water’s refractive index is wavelength dependent, for the total wavelength span of all the SLDs in Table 5 (770 to 1610 nm), the total refractive index span is 1.330 to 1.317 (Table 5). This span is less than the refractive index of the surrounding epidermal and dermal strata (Table 1). Depending on the range of absorption coefficients for each SLD’s wavelength (Table 5), for these malignant nodules (Fig. 10), the longer wavelength SLD (>1300 nm) will have a greater refractive index contrast than the surrounding strata but more water absorption, while it will be vice versa for shorter wavelength (<1300 nm) SLDs. This trade-off is also apparent for resolution and penetration depth; for a given bandwidth, the shorter the wavelength, the better the resolution but the lower the penetration depth.

Continuing with the example of which SLD type would best suit premelanoma differentiation, only the Q-940 demonstrated SDRLs less than the normal depth range for all epithelial strata.
It has a wavelength span that shows a water refraction close to 1.33 (Table 5) and relatively minimal water absorption (Table 5: 0.024 to 0.52) compared to the other SLDs. If the surrounding epidermal strata refractive index extends upward from 1.34 ± 0.02 for the stratum germinatum to 1.43 ± 0.02 for the stratum spinosum (Table 1), then, including the fact of minimal water absorption, the optical contrast between the melanoma nodule and the surrounding normal epidermis and reticular dermis should be evident using this SLD.

Given their degree of resolution limit and the water-tissue optical contrast, the Q-940 could be useful for contrasting normal and premalignant hyperplastic dermal strata using OCT. Also, given this degree of resolution for the Q-940, depending on sufficient normal pathological tissue optical contrast as well as a suitable depth of the pathological region, other dermal pathologies may be differentially imaged using the Q-940 SLD for OCT imaging.

One is cautioned to consider, among other factors, that:

- The OCT circuit simulated is “ideal” with no dispersion or polarization effects.
- The parameters used in the sample model are refractive index and stratum depth only.
- Any conclusions made from this simulation study require empirical validation.

However, what can be concluded is the comparative relativity of the resolution (SDRL) performance of the different SLD sources in a TD OCT system applied to a constant realistic refractive index 1-D epidermal cross-section, as identified from the dermatological literature (Tables 1 and 2). The advantage of this OCT simulator is evidenced by the ability to visualize the expected autocorrelated PSF and the cross-correlation function, the tissue model A-scan, from a digitized real OCT source spectrum. The versatility that this imparts to the characterization of real OCT systems is evidenced by:

- The ability to determine the drive current “sweet spot” of QW, QD, or Q-Dash SLDs.
- The ability to see how PSF-demonstrated satellite peaks— their size and extent—can affect the FSI-subtracted A-scans for predicting in vivo OCT resolution and the generated B-scan image stratum contrast.

6 Future Directions

At this stage in the model’s extrinsic evolution, it is important to clarify further what this model assumes, as eluded to above. Future models will address these issues. The model assumes:

- An ideal Michelson interferometer, with negligible wavelength dependent polarization and dispersion effects from the sample, the ODL, and the interferometer circuit itself.
- The TD ODL has a 100% duty cycle, no vibration issues, and couples into the fiber OCT system perfectly.
- No effect of back reflection onto the light source as the system is without balance detection.
- The model does not account for wavelength dependent scattering, absorption, and anisotropy in the sample.

The potential to use the model to study other real OCT light sources including solid state lasers, super-continuum sources, and black body radiation sources, as well as ODLs and sample structures, can better characterize the functionality of OCT components and systems. Future work will utilize the model to interferometrically characterize these OCT components to improve understanding of the effects these OCT elements have on the resulting A-scan, with implications for 2-D B-scans and 3-D C-scans. The model will be made more realistic by including a Kubelka-Munk-theory model adaptation.26,34 This will allow more specific tissue parameters to be defined, including scattering, absorption, and anisotropy coefficients. With this OCT-model adaptation, greater similarity to real tissue A-scans is envisaged.

7 Conclusion

Using an improved LCI model, we have shown a comparison of real broadband SLD light sources used for OCT. The model was able to digitize real OCT source spectral data and produce the corresponding PSF and A-scan of a simplified human epidermal tissue phantom. This enabled the identification of satellite peak size, number, and extent, allowing the prediction and

---

**Table 5** Water’s refractive index and absorption coefficient ranges for each SLD.

<table>
<thead>
<tr>
<th>SLD type</th>
<th>(\lambda_{\text{lower}}) (μm)</th>
<th>(\lambda_{\text{upper}}) (μm)</th>
<th>(n(\lambda_{\text{lower}}))</th>
<th>(n(\lambda_{\text{upper}}))</th>
<th>(\sigma_{\text{abs}}(\lambda_{\text{lower}}))</th>
<th>(\sigma_{\text{abs}}(\lambda_{\text{upper}}))</th>
</tr>
</thead>
<tbody>
<tr>
<td>5.2 Bulk SLD</td>
<td>0.8</td>
<td>0.86</td>
<td>1.329</td>
<td>1.3286</td>
<td>0.02</td>
<td>0.046759</td>
</tr>
<tr>
<td>5.3 SQW SLD</td>
<td>0.8</td>
<td>0.88</td>
<td>1.329</td>
<td>1.328</td>
<td>0.02</td>
<td>0.055978</td>
</tr>
<tr>
<td>5.4 MQW SLD</td>
<td>0.94</td>
<td>1.13</td>
<td>1.3274</td>
<td>1.32505</td>
<td>0.2674</td>
<td>0.59</td>
</tr>
<tr>
<td>5.5 SQD SLD</td>
<td>1.11</td>
<td>1.33</td>
<td>1.3254</td>
<td>1.32205</td>
<td>0.345</td>
<td>1.605</td>
</tr>
<tr>
<td>5.6 QDs in MQW SLD</td>
<td>1.1</td>
<td>1.35</td>
<td>1.3255</td>
<td>1.32175</td>
<td>0.17</td>
<td>2.3</td>
</tr>
<tr>
<td>5.7 Q-Dash in QW SLD</td>
<td>1.28</td>
<td>1.61</td>
<td>1.3228</td>
<td>1.31675</td>
<td>0.98</td>
<td>6.27 (1.44)</td>
</tr>
<tr>
<td>5.8a Quad SLDs</td>
<td>1.23</td>
<td>1.42</td>
<td>1.3236</td>
<td>1.3206</td>
<td>0.915</td>
<td>22.12</td>
</tr>
<tr>
<td>5.8b T-840-HP</td>
<td>0.772</td>
<td>0.906</td>
<td>1.33</td>
<td>1.328</td>
<td>0.024</td>
<td>0.070948</td>
</tr>
<tr>
<td>5.8c Q-940</td>
<td>0.77</td>
<td>1.12</td>
<td>1.33</td>
<td>1.3252</td>
<td>0.0244</td>
<td>0.52</td>
</tr>
</tbody>
</table>
demonstration of the actual resolution inflation beyond that expected: the coherence length. Both the PSF and A-scan results confirmed previous research that used simulated virtual multi-Gaussian light sources; i.e., the actual resolution inflation above that expected was proportional to the number and depths of the peaks in the source spectrum. The closer the source spectrum to a Gaussian spectrum, the closer the A-scan resolution to the expected coherence length. The study indicates that care must be taken when choosing a light source for OCT imaging, as increases in the SLD spectral bandwidth do not necessarily translate to improvements in axial resolution.

References