Surface roughness and wettability of dentin ablated with ultrashort pulsed laser

Jing Liu
Peijun Lü
Yuchun Sun
Yong Wang
Surface roughness and wettability of dentin ablated with ultrashort pulsed laser

Jing Liu, a,b,c,d Peijun Lü, a,b,c,d* Yuchun Sun, a,b,c,d and Yong Wang a,b,c,d,*

aPeking University School and Hospital of Stomatology, Center of Digital Dentistry, 22 Zhongguancun Nandajie, Haidian District, Beijing 100081, China
bPeking University School and Hospital of Stomatology, Department of Prosthodontics, 22 Zhongguancun Nandajie, Haidian District, Beijing 100081, China
cNational Engineering Laboratory for Digital and Material Technology of Stomatology, 22 Zhongguancun Nandajie, Haidian District, Beijing 100081, China
dResearch Center of Engineering and Technology for Digital Dentistry, Ministry of Health, 22 Zhongguancun Nandajie, Haidian District, Beijing 100081, China

Abstract. The aim of this study was to evaluate the surface roughness and wettability of dentin following ultrashort pulsed laser ablation with different levels of fluence and pulse overlap (PO). Twenty-five extracted human teeth crowns were cut longitudinally into slices of approximately 1.5-mm thick and randomly divided into nine groups of five. Samples in groups 1 to 8 were ablated with an ultrashort pulsed laser through a galvano-metric scanning system. Samples in group 9 were prepared using a mechanical rotary instrument. The surface roughness of samples from each group was then measured using a three-dimensional profile measurement laser microscope, and wettability was evaluated by measuring the contact angle of a drop of water on the prepared dentin surface using an optical contact angle measuring device. The results showed that both laser fluence and PO had an effect on dentin surface roughness. Specifically, a higher PO decreased dentin surface roughness and reduced the effect of high-laser fluence on decreasing the surface roughness in some groups. Furthermore, all ablated dentin showed a contact angle of approximately 0 deg, meaning that laser ablation significantly improved wettability. Adjustment of ultrashort pulsed laser parameters can, therefore, significantly alter dentin surface roughness and wettability.

Keywords: ultrashort pulsed laser; dentin; surface roughness; wettability.

Paper 150103RR received Feb. 23, 2015; accepted for publication May 6, 2015; published online May 27, 2015.

1 Introduction

The strength of bonding between the tooth structure and restorative materials can have a significant influence on the long-term clinical performance of a dental treatment. Continuous attempts have, therefore, been made to obtain a permanent adhesion between the tooth and the restorative materials. Generally, three main factors ensure the formation and permanency of an adhesive bond: (a) establishing intimate contact between the liquid adhesive and the solid adherend (i.e., good wetting); (b) minimizing the concentration of stress at the interface; and (c) minimizing the attack on the interface by environmental factors, although studies have shown that the wettability of dental hard tissues is the most important of these factors.3

Three main factors influence the wetting of a solid surface by a liquid.1 First is the relative surface energy of the solid and the surface tension of the liquid. This relationship is a function of the chemical composition and heterogeneity of the solid and liquid surfaces to be bonded. The second factor is the surface topography of the solid surfaces to be bonded. It is presumed that surface rugosity and irregularities increase wettability by increasing the surface area available for bonding.6 The third factor is the viscosity of the liquid, which is a measure of its resistance to flow.5

In recent years, lasers have been used for dental treatment.6–16 In 1990s, the ultrashort pulsed laser was proven to be superior to both conventional rotary instruments and long-pulse laser systems when ablating dental hard tissues.17 With the appropriate parameters, use of the ultrashort pulsed laser, which employs a plasma-mediated ablation mechanism,18,19 reduced levels of microcracking, carbonation, melting and resolidification, and smear layer formation while leaving dentinal tubules mostly open.18,20–22

Since surface roughness and wettability greatly influence bond strength between dental hard tissues and restorative materials, the effects of ultrashort pulsed laser ablation of dentin on these factors should be explored. In the current literature, only a few studies have reported on these specific relationships.

2 Materials and Methods

2.1 Sample Preparation

Twenty-five intact, caries-free human third molars, extracted not more than 6 months prior, were used in this study. All patients gave informed content and the experiment was approved by the Ethics Committee of Peking University School and Hospital of Stomatology. Following extraction, the teeth were cleaned and...
soaked in 0.5% chloramine T solution for maximum of 1 week, then stored in distilled water until their use in the experiment. The teeth were sectioned into crowns and roots along the cementum–enamel junction using a cutting instrument (STX202, Kejing, Shenyang, China), then the crowns were cut longitudinally into 45 slices of approximately 1.5 mm in thickness. Finally, the slices were ground with 600-, 800-, and 1200-grit sandpaper and randomly divided into nine groups (G1 to G9) of five.

2.2 Laser Irradiation

Irradiation was performed using an Nd:YVO₄ laser, which was researched and developed by the Institute of Physics, Chinese Academy of Sciences, Beijing, China. This laser emits at a wavelength of 1064 nm, pulse duration (τ) of 20 ps, and pulse repetition rate (f) of 100 kHz and generates an output power of up to 20 W. In setup for dentin irradiation, the laser beam was focused on the sample surfaces through a galvanometric scanning system (C610, Daheng Laser, Beijing, China), and the focal spot diameter (φ) was approximately 40 μm. Test groups G1 to G8 were treated with the laser, although a different combination of laser fluence and pulse overlap (PO) was used for each group (Table 1). Control group G9 was prepared mechanically, as described in a subsequent paragraph.

The dentin samples were fixed on a stage with the dentin surfaces oriented at the focal plane. Parallel lines were irradiated onto samples at different fluences, scanning line speeds (v), and scanning line spacings (s). The PO within one scanning line can be described as (s − r/f)/φ, and the PO between two scanning lines can be described as s/φ. In this study, the POs within a single scanning line and between two scanning lines were set to be the same.

2.3 Mechanical Preparation

To prepare the surfaces of the control group (G9) through manual grinding, a turbine handpiece (Boradina, Bien-Air, Bienne, Switzerland) fitted with a diamond bur (TF-12, Mani, Japan) and set at a speed of 310,000 rpm was used.

2.4 Surface Roughness Measurement

Using a three-dimensional (3-D) profile measurement laser microscope (VK-X200 Series, Keyence, Japan) with 20x objective lens, the mean surface roughness or arithmetical mean deviation of the profile (Ra), root mean square of the profile (Rq), and maximum peak-to-valley height of the profile (Rz) were measured. Surface roughness of each sample was measured three times at a different area each time. The measurement area was approximately 700 μm × 525 μm.

2.5 Wettability Measurement

The contact angle of a drop of water on the dentin surface was assessed as a function of wettability. A small contact angle represents better wettability. The contact angle was measured with an optical contact angle measuring device (SL200B, Kino, America), and sessile drop technique was used. Upon removal of each sample from its initial storage in water, each sample surface was dried by 20 bursts of air from a rubber ear cleaner ball. A 1-μL drop of deionized water was then carefully placed with a micropipette on each prepared surface. The side view of the liquid drop was captured with a video camera, and the left and right contact angles were both recorded. After measurement, the samples were placed back into water. After 10 min, the samples were removed, dried, and measured again following the aforementioned methods. Each sample was measured three times at a different area each time.

2.6 Scanning Electron Microscopy Evaluation

Following surface roughness and wettability measurements, samples were observed under a scanning electron microscope (S-4800, Hitachi, Japan). Before observation, the samples were coated with a layer of gold using a scanning electron microscopy (SEM) coating system. Images of the samples were obtained with a secondary electron detector. Representative images with different magnifications were saved in TIFF format.

3 Results

3.1 Surface Roughness

The effects of ultrashort pulsed laser ablation on dentin surface roughness were studied, and the results are shown in Table 2 and Fig. 1.

Statistical analysis of Ra was carried out among groups G1 to G4 (no PO) and G5 to G8 (50% PO) to evaluate the effect of laser fluence at the same PO. Least significant difference post-hoc comparison tests revealed that there was a significant difference between each group from G1 to G4 (P < 0.05) and that there was no significant difference from G5 to G8 (P > 0.05). The influence of PO on Ra was also evaluated, albeit among group pairs (G1/G5, G2/G6, G3/G7, and G4/G8) ablated with the same laser fluence but different PO. Independent-samples T tests revealed that the PO significantly influenced Ra in each pairing, regardless of fluence level (P < 0.05), which meant that there were significant differences between members of each group pair. Further independent-samples T tests revealed that the Ra of all test groups, except for G1 and G4, was significantly different than that of control G9 (P < 0.05).

<table>
<thead>
<tr>
<th>Group</th>
<th>Fluence (J/cm²)</th>
<th>Pulse overlap</th>
</tr>
</thead>
<tbody>
<tr>
<td>G1</td>
<td>4</td>
<td>0</td>
</tr>
<tr>
<td>G2</td>
<td>6</td>
<td>0</td>
</tr>
<tr>
<td>G3</td>
<td>8</td>
<td>0</td>
</tr>
<tr>
<td>G4</td>
<td>10</td>
<td>0</td>
</tr>
<tr>
<td>G5</td>
<td>4</td>
<td>50%</td>
</tr>
<tr>
<td>G6</td>
<td>6</td>
<td>50%</td>
</tr>
<tr>
<td>G7</td>
<td>8</td>
<td>50%</td>
</tr>
<tr>
<td>G8</td>
<td>10</td>
<td>50%</td>
</tr>
</tbody>
</table>
All laser-treated dentin samples showed a mean contact angle of approximately 0 deg. The mean contact angle of the control group, however, was approximately 0 deg. The mean contact angle of the control group, however, was 68.16 deg ± 10.36 deg, which was significantly different than all test groups (P < 0.05).

### 3.2 Wettability

All laser-treated dentin samples showed a mean contact angle of approximately 0 deg. The mean contact angle of the control group, however, was 68.16 deg ± 10.36 deg, which was significantly different than all test groups (P < 0.05).

### 3.3 Scanning Electron Microscopy Evaluation

As shown in the micrographs of Fig. 2, following ablation, laser fluence, and PO had noticeable effects on the integrity of the dentin structure. Specifically, in G1 to G3, some of the dentin structure remained intact; clear ridges and valleys were observed, and the dentin surfaces were rougher. At the highest laser fluence (G4) or at the higher PO (G5 and G6), the dentin surfaces were entirely ablated without any remaining intact dentin structure. No smear layer was observed in any of the micrographs, and most of the dentinal tubules remained open. However, with highest laser fluence and higher PO (G8), areas of melting and resolidification could be observed. Microcracks could be observed in all groups.

Topographic images of laser-ablated dentin were also obtained using a 3-D profile measurement laser microscope (Fig. 3). G1 topography [Fig. 3(a)] was consistent with the SEM micrograph; clear ridges and valleys were observed. G8 topography [Fig. 3(b)], which represents use of the highest laser fluence and higher PO, was also consistent with the SEM micrograph; the surface was flatter, without ridges and valleys.

### 4 Discussion

In this study, different parameters of an ultrashort pulsed laser were analyzed quantitatively for their effects on the surface roughness and wettability (critical factors of bond strength) of dentin following ablation and compared to the effects of a common rotary grinding instrument.

With pulse duration of 20 ps and the laser fluence, the peak power (PP) used in this study was about 10⁶ to 10⁷ W. With the high PP, the effect of wavelength on dentin would be less of an issue. By reviewing the literatures, the laser fluence is considered as an important factor that influences the outcome after ablation of dental tissues, and the laser fluence also has a relationship with PP(= F · πq²/4τ). The effect of PO could guide the determination of scanning speed and scanning line spacing when choosing laser parameters. It was also noted that when the highest laser fluence and higher PO were used, melting and resolidification was observed. One reason for this effect could be heat accumulation; Rego et al. reported that thermal damage could be present when higher laser energies are used or when the tooth is significantly dehydrated.

In almost all groups, microcracks were observed. It seems that
Surface roughness is an important factor that influences the bond strength between tooth structure and restorative materials. It can also have an effect on the quality of a preparation as it directly affects the accuracy of cast and prosthesis retention. The Ra value of surface roughness is the most important parameter used to describe the surface roughness of a substrate, so the current study focused on the analysis of Ra following ablation. In this study, when a PO of 0 was used, laser fluence significantly influenced dentin surface roughness, and it seems that from G2 onward, the dentin surface roughness decreased with increasing laser fluence. However, when a PO of 50% was used, laser fluence did not significantly influence dentin surface roughness. These effects can be easily reasoned. As fluence is increased, the surface is ablated with more power, thus removing more of the surface and causing it to become flatter, or less rough. When a 50% PO is added, however, each focal point is effectively ablated twice, which in this case appeared to significantly reduce the influence of laser fluence (at least at the levels tested here) on surface roughness. Notably, surface roughness of the control group (G9) appeared to be generally lower than that of some groups without PO (G1 to G3) and higher than that of groups with 50% PO (G5 to G8), albeit without statistical significance.

Wettability is an important factor affecting the bond between the dental substrate and restorative materials. For having been used as a means of characterizing the wetting of a substrate by the fluid phase, contact angle measurement is considered to be a useful indicator of interfacial tension. Although it was hypothesized that surface roughness may improve wettability by reducing the contact angle, the mean contact angle of all laser-ablated groups in this study was approximately 0 deg, regardless of surface roughness, while that of the control group was significantly larger.

Vorobyev and Guo reported on using a femtosecond pulse laser with a unique surface texturing approach to make human dentin superwetting. In their studies, superwetting is strongly related to the presence of open capillary systems, such as surface grooves, which depend on surface geometry. By varying the geometry of the microgrooves, wetting could be controllable. However, the femtosecond laser used in their study operated at a 1-kHz repetition rate, which was not enough to allow for efficient ablation. Some researchers have voiced concern over the low ablation efficiency of ultrashort pulsed lasers in dentistry. In recent years, however, some studies reported that, with the use of a laser scanning system, it was possible to ablate a large area with an ultrashort pulsed laser.

In the current study, with the use of such a scanning system and operating at a 100-kHz repetition rate, the ablation efficiency of an ultrashort pulsed laser was indeed proven. When a lower PO was used, microgrooves were observed, possibly contributing to the superwettability of the dentin surface. When a higher PO was used, dentin surfaces were flatter and had a lower surface roughness than control group; however, superwettability still existed, which meant that microgrooves were not essential to improve the wettability of the dentin surface.

The smear layer produced by mechanical rotary instruments could have a more prominent role than surface roughness in determining wettability. Indeed, it tends to act as a physical barrier to the diffusion of oral fluids and restorative materials, occluding dentinal tubules and reducing dentin permeability. In this study, no smear layer was observed in any of the laser-ablated dentin samples. Moreover, the dentinal tubules remained mostly open, which may have contributed to the superwettability of dentin surfaces, even of surfaces ablated with a 50% PO where the surface roughness was lower than that of the control. Achieving superwettability through ultrashort pulsed laser ablation should enhance bond strength. This effect will be explored in future studies.

5 Conclusion

Surface roughness of ultrashort pulsed laser-ablated dentin decreased with higher laser fluence and PO. However, a 50% PO appeared to trump the effect of the fluence levels used in this study. Furthermore, wettability was significantly increased in all laser-ablated dentin samples, which each showed a contact angle of approximately 0 deg, compared to the manually ground control samples.

Acknowledgments

The authors are grateful to the National Science and Technology Pillar Program during the 12th Five-Year Plan (Grant No. 2012BAJ07B04) for financial support. The authors would like to thank the Institute of Physics of the Chinese Academy of Sciences for providing the laser equipment and
the Oral and Maxillofacial Surgery Unit of the Peking University Hospital of Stomatology for providing the human extracted teeth used in these experiments. The authors declare no conflicts of interest.

References

Peijun Lü obtained his PhD degree in medicine in 1994 and is affiliated with the Department of Prosthodontics, Peking University School of Stomatology, where he has worked as a professor and chief physician for more than 15 years. He has also been vice director of the National Engineering Laboratory for Digital and Material Technology of Stomatology since 2011. His research interesting is in digital and material technology pertinent to stomatology.

Yuchun Sun received his DDS degree in prosthodontics from Peking University in 2009. He has worked in the research fields of dental clinic treatments, three-dimensional (3-D) digital dental technology, and dental material for over 10 years at the Peking University School and Hospital of Stomatology. His current research interests concern digital technologies in laser dentistry.

Yong Wang received his MS degree in engineering mechanics from Peking University in Beijing, China, in 1988. He has been principle engineer (professor), deputy director, of the Center of Digital Dentistry at Peking University School and Hospital of Stomatology for more than 15 years. His interesting research fields include analysis of 3-D data in dentistry, cross-subjects of dental clinical trials, and digital techniques.