Quantification of cell-free layer thickness and cell distribution of blood by optical coherence tomography

Janne Lauri
Alexander Bykov
Tapio Fabritius

Quantification of cell-free layer thickness and cell distribution of blood by optical coherence tomography

Janne Lauri†, Alexander Bykov, and Tapio Fabritius
University of Oulu, Faculty of Information Technology and Electrical Engineering, Optoelectronics and Measurement Techniques, Erkki Koiso-Kanttilankatu 3, Oulu, 90570, Finland

Abstract. A high-speed optical coherence tomography (OCT) with 1-μm axial resolution was applied to assess the thickness of a cell-free layer (CFL) and a spatial distribution of red blood cells (RBC) next to the microchannel wall. The experiments were performed in vitro in a plain glass microchannel with a width of 2 mm and height of 0.2 mm. RBCs were suspended in phosphate buffered saline solution at the hematocrit level of 45%. Flow rates of 0.1 to 0.5 ml/h were used to compensate gravity induced CFL. The results indicate that OCT can be efficiently used for the quantification of CFL thickness and spatial distribution of RBCs in microcirculatory blood flow. © The Authors. Published by SPIE under a Creative Commons Attribution 3.0 Unported License. Distribution or reproduction in any form in whole or in part requires full attribution of the original publication, including its DOI. [DOI: 10.1117/1.JBO.21.4.040501]

Keywords: plasma layer; hemorheology; blood flow; capillary.

Paper 150806LR received Dec. 4, 2015; accepted for publication Mar. 22, 2016; published online Apr. 12, 2016.

1 Introduction

Many of the common diseases such as diabetes and hypertension have an effect on the microcirculation and further on the rheological properties of blood flow. Deformable red blood cells (RBCs), suspended in plasma, make up ~45% of the total blood volume. Depending on various parameters such as diameter of the vessel, hematocrit, and flow rate, blood can form a plasma layer free of its cells near the wall. The cell-free layer (CFL) which consists mainly of plasma leads to a decreased apparent viscosity of blood. This effect is widely known as the Fåhraeus–Lindqvist effect. It is one of the major factors that contribute to the fluid resistance in the microcirculation and has been extensively investigated, especially in glass microchannels. The CFL thickness is in the range of a few microns making it challenging to measure. It is commonly measured by light microscopy employing high-speed cameras. Furthermore, to provide better sensitivity, especially in confocal microscopes, RBCs are often labeled with fluorescent markers. Labeling increases the complexity of a measurement preparation process and can have an influence on the flow properties. Recently, advanced computer algorithms were developed for analyzing images and defining the CFL thickness. In the case of high hematocrit levels, the microscopy images are highly distorted and have low contrast. RBCs located out of the focus plane can cause shading. Thus, it is difficult to accurately determine a width between a lumen boundary and an outermost edge of a concentrated RBC suspension in the core. Currently, high-speed optical coherence tomography (OCT) system has achieved axial resolutions of 1 μm to visualize tissue at cellular level. An extremely high resolution enables new applications in the blood rheology including study of CFL and blood flow properties at the level of a single cell. Potential applications in blood monitoring also include measuring hemoglobin and glucose concentrations. The microflows have been extensively studied in complex vessels by Doppler OCT. The spatial distribution of RBCs in microchannels has been previously evaluated with OCT. Due to an insufficient axial resolution of the used OCT systems, the thickness of a CFL has not been measured previously.

In this letter, for the first time, the application of the OCT technique for the estimation of the CFL thickness in blood flow is introduced and the evaluation of the spatial distribution of RBC next to the plasma layer is performed. Additionally, OCT images of blood flow at the level of a single RBC are presented.

2 Materials and Methods

All of the procedures were performed according to the ethical policy of the University of Oulu. Blood samples taken from a healthy adult were collected in a tube which contained ethylenediaminetetraacetic acid as an anticoagulant. Prior to the measurements, RBCs were washed with phosphate buffered saline (PBS). For that purpose, whole blood was centrifuged 3 min at 3000 rpm. The top layer containing blood plasma, white blood cells, and platelets formed over RBCs was removed and the obtained RBC mass was diluted with PBS. This procedure was repeated two more times to wash out the blood plasma proteins causing uncontrollable aggregation. The obtained washed RBC mass was finally diluted with PBS to the hematocrit of 45% that is typical for the healthy adult male.

Flow measurements were performed in a 100-mm long rectangular glass microchannel (VitroCom Ltd.) with an inner size of 0.2 × 2 mm². A syringe pump (Fusion 100, Chemyx Inc.) was used to accurately control the flow rate. The angle between the microchannel surface and the vertically aligned probing beam was 83.6 ± 0.2 deg. The refractive index of water (1.33) was used to scale OCT images to real distances. All the measurements were performed at the room temperature of 22 ± 1°C.

The laboratory-built spectral domain OCT device employs an integrated supercontinuum light source (SuperK Extreme EXB-1, NKT Photonics). The spectrum range from 450 to 800 nm was used for imaging. An axial resolution was measured to be 1.2 μm in air (0.9 μm in water). The lateral resolution of the system determined by the focusing lens is 6 μm. The custom-built spectrometer consists of a CMOS line-scan camera (Sprint spl.4096-140 km, Basler). 2048 pixels at the center of the sensor are exposed. The effective A-line rate (axial scan rate) of the system is up to 123 kHz, corresponding to 110 frames/s with the used data acquisition. A detailed description of the used system is given in Ref. [1].
The raw interference spectra obtained from the spectrometer were first resampled from the wavelength domain to be equidistant in the frequency domain. Then a fixed pattern noise was removed by complex median-line subtraction. The Gaussian apodization was applied to the spectra to reduce the side lobes and improve image quality. Structural OCT images were obtained via Fourier transformation.

3 Results and Discussion

In this study, OCT was applied to measure the CFL thickness in vitro with different flow rates. RBC suspension was mixed at the beginning of the experiments. The probing beam was set 5 cm from the inlet at the middle of the microchannel. Different CFL thicknesses were created at the top side of the microchannel by the use of gravity and sedimentation. The ratio of the gravitational forces and the lift force was controlled by changing the flow rate from 0.1 to 0.5 ml/h. At the lowest flow rate, sedimentation of RBCs caused formation of a thick CFL.

It is known that CFL layer thickness is not constant and it is typically presented as an averaged distance from the wall. The reason for this is the particulate nature of blood flow where some of the RBCs slip along the microchannel surface and the other travel at various distances from the wall. Therefore, CFL thicknesses were determined by averaging 1000 A-scans and locating the wall and the first adjacent RBC surface. The locations of the wall and the first RBC peaks and their distances were automatically determined by MATLAB® function. For the used flow rates, averages of 50 CFL thicknesses with standard deviations are shown in Fig. 1(b). From this figure it is seen that the CFL thickness decreases with the increasing flow rate and saturates at the level of 3 μm. A large variation in the standard deviation can be observed. This indicates that the edge of the concentrated RBC suspension in the core is less uniform and RBCs are more dispersed. At the highest flow rate of 0.5 ml/h, the CFL is around 3 μm and can be reliably measured by OCT.

Backscattering intensity indicates an amount of scattering RBCs at a particular distance from the wall and thus it can be used for estimating the spatial distribution of RBCs. However, it should be noted that due to the constant measurement time window at the extremely high spatial resolution, a direct comparison of the backscattering amplitude profiles between the flow rates can be imprecise. Due to the fast scanning speed, a probability to image single cell multiple times is increased. This can cause an overestimated spatial concentration profile at low flow rates. Figure 2 shows averaged backscattering amplitude profiles for four different flow rates. Each amplitude profile is an average from 50,000 A-scans. The peak located at the origin is a reflection from the glass wall–blood interface. At the flow rates of 0.1 to 0.3 ml/h, there is a slow increase of spatial distribution of RBCs after the PBS layer. At 0.5 ml/h, the signal rapidly rises to the maximum level which indicates more uniform RBC distribution close to the wall. Simultaneous measurement of CFL and spatial distribution of RBCs at high hematocrit values are one of key benefits of OCT compared to the microscopy. Those parameters, in addition to flow speed and image data, can potentially be used to evaluate various pathological blood conditions.

Microscope images provide information about a CFL thickness only at the center plane of a microchannel. Compared to...
microscopic images, OCT can provide cross-sectional images of a microchannel from which CFL thickness could be estimated for the half of the perimeter. With confocal microscopy, it is possible to scan cross-sectional images. However, due to the moving cells, the cross-sectional image acquisition speed is too slow. A fast A-scan rate of OCT technique also enables measuring temporal changes in plasma layer thickness.

In humans, normal healthy RBCs are elastic biconcave-shaped discs with diameters of \( 6.2 \) to \( 8.2 \) \( \mu m \) and a thickness at the thickest point of \( 2 \) to \( 2.5 \) \( \mu m \) and a minimum thickness in the center of \( 0.8 \) to \( 1 \) \( \mu m \). These dimension, especially thickness, are too small to be visualized with the range of currently available OCT systems. The used OCT with a 1-\( \mu m \) axial resolution is capable to image blood flow on the level of a single RBC. Figure 3 shows a cross-sectional image (B-scan) from blood flow along the microchannel. Colors depict the backscattering amplitude. The scale is compressed to highlight the peaks observed from RBC surfaces. The flow rate was \( 0.2 ml/h \) and the direction of the flow is shown with the arrow in Fig. 3. The wall layer with a reduced amount of RBCs is clearly seen. There are several cells that flow right next to the channel wall. The three close-up images show single RBCs. The length of the cell, estimated from the OCT image, is about \( 10 \mu m \), which indicates elongation parallel to the flow direction. This can be due to the influences of shear flow and a limited lateral resolution of the measurement system. Also, a finite integration time can contribute to the elongation of a cell. We expect that two lines close to each other are coming from the upper and bottom surfaces of a cell. This hypothesis is made because the distance between these lines is \( 2.1 \) \( \mu m \) in all of the close-up images. Due to the detection of individual cells, it enables further study, for instance, aggregation and deformability. In combination with the spectral analysis, this technique could be potentially used for an estimation of hemoglobin content in RBCs.

4 Conclusion

An OCT system with a 1-\( \mu m \) axial resolution was successfully applied to measure the CFL thicknesses in vitro in blood flow. The highest flow rate induced the minimum CFL thickness of \( 3 \) \( \mu m \) which was accurately measured by the OCT system. The backscattering intensity signal was used to estimate the spatial distribution profile of RBCs next to the PBS layer. In addition, we presented a cross-sectional image of blood flow at the level of a single cell. The outcome of this study shows excellent potential of the 1-\( \mu m \) axial resolution OCT technique in blood flow characterization. It enables a method to study and analyze various blood abnormalities in vitro and with the further possibility to expand the proposed technique for in vivo applications.

Acknowledgments

The study was supported by the Academy of Finland project: Rheological Properties of Complex Fluids, Grant No. 266937.

References


