Noninvasive optical imaging of resistance training adaptations in human muscle

Robert V. Warren
Joshua Cotter
Goutham Ganesan
Lisa Le
Janelle P. Agustin
Bridgette Duarte
Kyle Cutler
Thomas O’Sullivan
Bruce J. Tromberg
Noninvasive optical imaging of resistance training adaptations in human muscle

Robert V. Warren,a Joshua Cotter,b Goutham Ganesan,a Lisa Le,c Janelle P. Agustin,c Bridgette Duarte,c Kyle Cutler,a Thomas O’Sullivan,c and Bruce J. Trombergc∗

aUniversity of California, Beckman Laser Institute and Medical Clinic, Irvine, California, United States
bCalifornia State University–Long Beach, Department of Kinesiology, Long Beach, California, United States
cUniversity of California, Institute for Clinical and Translational Science, Irvine, California, United States

Abstract. A quantitative and dynamic analysis of skeletal muscle structure and function can guide training protocols and optimize interventions for rehabilitation and disease. While technologies exist to measure body composition, techniques are still needed for quantitative, long-term functional imaging of muscle at the bedside. We evaluate whether diffuse optical spectroscopic imaging (DOSI) can be used for long-term assessment of resistance training (RT). DOSI measures of tissue composition were obtained from 12 adults before and after 5 weeks of training and compared to lean mass fraction (LMF) from dual-energy X-ray absorptiometry (DXA). Significant correlations were detected between DXA LMF and DOSI-measured oxy-hemo/myoglobin, deoxy-hemo/myoglobin, total-hemo/myoglobin, water, and lipid. RT-induced increases of ∼6% in oxy-hemo/myoglobin (3.4 ± 1.0 μM, p = 0.00314) and total-hemo/myoglobin (4.9 ± 1.1 μM, p = 0.00024) from the medial gastrocnemius were detected with DOSI and accompanied by ∼2% increases in lean soft tissue mass (36.4 ± 12.4 g, p = 0.01641) and ∼60% increases in 1 rep-max strength (41.5 ± 6.2 kg, p = 1.9E-05). DOSI measures of vascular and/or muscle changes combined with correlations between DOSI and DXA suggest that quantitative diffuse optical methods can be used to evaluate body composition, provide feedback on long-term interventions, and generate new insight into training-induced muscle adaptations. © The Authors. Published by SPIE under a Creative Commons Attribution 3.0 Unported License. Distribution or reproduction of this work in whole or in part requires full attribution of the original publication, including its DOI. [DOI: 10.1117/1.JBO.22.12.121611]

Keywords: diffuse optical spectroscopic imaging; near-infrared spectroscopy; exercise training; body composition; bedside monitoring; personal health.

Paper 170565SSR received Aug. 24, 2017; accepted for publication Dec. 4, 2017; published online Dec. 20, 2017.

1 Introduction

Skeletal muscle plays a major role in whole-body protein stability and maintenance and is an important measure of an individual’s ability to maintain overall health, optimize athletic performance, and overcome injury. Researchers have also demonstrated correlations between decreased muscle mass and strength with obesity, chronic diseases such as heart failure and cancer, the development of insulin resistance and diabetes, and osteoporosis. As a result, the development of quantitative, bedside, and wearable technologies for characterizing muscle composition and assessing long-term changes and interventions would be broadly impactful in precision medicine and personal health.

A common tool in muscle assessment is dual-energy x-ray absorptiometry (DXA). DXA can noninvasively scan the body and quantify composition, i.e., the amount of fat, lean soft tissue, and bone mineral content present in specific tissue compartments. Despite the utility of DXA measurements, DXA machines are not portable and are unable to assess perfusion and oxygen saturation, both of which are important in exercise and health assessments. In addition, a measurement of lean soft tissue mass is not a direct means of quantifying muscle mass as it is the “residual” component in DXA’s three-component model of fat tissue, bone mineral, and residual lean soft tissue.

By contrast, near-infrared spectroscopy (NIRS) is portable and can be tailored to study muscle physiology in many experimental paradigms, as described in several reviews. NIRS has also been used to study hemodynamics in muscle for several decades. Studies during the 2000s developed mapping/imaging techniques for assessing the spatial variations of muscle during rest and exercise. More recent studies have focused on combining NIRS with diffuse correlation spectroscopy to assess oxygen saturation of the muscle as well as blood flow. NIRS can also be utilized to track water and lipid content in biological tissue. While the relationship between neural and hypertrophic strength gains is well characterized in older literature and hypertrophy is thought to occur after 6 to 7 weeks of exercise, recent studies have shown that hypertrophy might take place in as little as 3 to 4 weeks of training. However, early increases in muscle cross-sectional area may be due to edema-induced swelling. As such, the water and lipid monitoring capabilities of NIRS could be useful in monitoring early resistance-training studies.

In this work, we evaluate whether a form of NIRS, broadband diffuse optical spectroscopic imaging (DOSI), can be used to quantitatively assess long-term changes in intrinsic tissue...
composition following resistance training (RT). DOSI combines frequency-domain photon migration (FDPM) with time-independent broadband NIRS to separate light scattering from absorption in centimeter-thick tissues. Scatter-corrected absorption spectra are used to calculate the tissue concentration of oxygenated and deoxygenated hemoglobin/myoglobin as well as water and lipid content. Because spectra are acquired using a handheld probe, DOSI can form topographic maps and reveal spatial variations in tissue properties.

DOSI has been used extensively as a long-term monitoring technology in breast cancer, where levels of water, lipid, and hemoglobin change over the course of 3 to 6 months of chemotherapy. We have also used DOSI to monitor changes in adipose tissue as patients underwent 3 months of calorie-restriction weight loss. In addition, the ability of DOSI to reliably measure water and lipid content has been validated in a study using magnetic resonance imaging. It seems likely that DOSI could provide useful information for body composition analysis, since it is able to quantify levels of blood, water, and fat in tissue. For this purpose, we test for associations between DOSI-measured tissue chromophores and DXA-measured fat mass (FM) and lean mass (LM). We hypothesized that correlations would exist between these distinct methods of tissue composition assessment, with a high lean/FM ratio from DXA correlating with DOSI measurements of increased hemo + myoglobin and water (i.e., LM) and less lipid (i.e., FM). In addition, we attempted to identify which DOSI parameters are sensitive to tissue adaptations that accompany RT. Unlike previous NIRS muscle studies that primarily track hemodynamic changes during and immediately postexercise, we report, for the first time, how DOSI can be used to assess long-term changes in calf muscle composition over a period of 5 weeks.

2 Methods

2.1 Participants and Experimental Design

A total of 15 participants (9 males and 6 females; 20.9 ± 3.8 year, 65.7 ± 10.4 kg, 168.6 ± 7.3 cm) were recruited for the study. Participants were nonsmokers, who were not involved in any athletic or programmed physical activities for the previous six months, had no history of asthma, cardiopulmonary, or musculoskeletal disease, and were not currently taking any medications or sports supplements. Training and testing took place in the Human Performance Laboratory of the Institute for Clinical and Translational Science (ICTS) at the University of California, Irvine. Participants provided written informed consent before their involvement in the study. Following consent, two of three exercise protocols (see exercise training below) were randomly assigned to each participant with one protocol being applied to the left leg and a second, different protocol applied to the right leg using a block-randomization schedule. Participants attended two to three preliminary sessions to be familiarized with the testing and training equipment. Following familiarization, testing measurements were performed during a baseline session before exercise training began and a post-training session following 5 weeks of exercise training. Each testing session included body composition assessed by DXA and DOSI. In addition to these assessments, muscular strength was determined using a one-repetition maximum (1RM) model. The study protocol was approved in advance by the Institutional Review Board of the University of California, Irvine.

2.2 Exercise Training

RT occurred over a 5-week period with participants training 3 days/week for total of 15 training sessions. This study utilized three exercise training protocols: (1) low-intensity at 20% 1RM (LIT), (2) high-intensity exercise at 70% 1RM (HIT), and (3) low-intensity exercise at 20% 1RM with blood-flow restriction (LIT + BFR). Exercise training occurred unilaterally on a 45-deg angle hack squat machine (HF-4357, Hoist Fitness, San Diego, California). Participant foot placement was determined by centering the metatarsophalanegal articulation for the sagittal plane and the medial side of the shoe for the frontal plane on the equipment foot plate. During each session, the right leg was trained first followed by the left leg. Each repetition started with the ankle in a dorsiflexed position. Participants were encouraged to plantar flex under maximal effort with a controlled descent back to the initial dorsiflexed position for 1.5 s controlled with a metronome. Under the protocol with BFR, an automated blood pressure cuff (Hokanson, Inc., Bellevue, Washington) was placed proximal to the knee joint during training. The cuff was inflated to 1.3x systolic blood pressure before the commencement of exercise. Following the training session, participants consumed 20 g of high-quality whey protein supplement (Optimum Nutrition, Downers Grove, Illinois) in 200 mL of water.

2.3 1-Repetition Maximum Strength Testing

Participants were positioned on the exercise equipment and instructed by study personnel to perform exercises at maximal exertion utilizing the technique described above. A repetition was considered successful if the weight was lifted to at least 80% of the maximum distance obtained during an unloaded repetition. Following a successful repetition, participants rested at least 1.5 min before weight was incrementally increased in association with guidelines set forth by the National Strength and Conditioning Association. Incremental increases were repeated until a participant was unable to perform a successful repetition. The highest load lifted for a successful repetition was noted as the participant’s 1RM.

2.4 Dual Energy X-Ray Absorptiometry Measurements

DXA measurements were performed at baseline and post-training with a Hologic Discovery A DXA system using Apex 3.3 software (Hologic, Marlborough, Massachusetts). Participants lay supine on a padded table with all metal objects removed. Participants were raster scanned from head to foot and then the lower leg region was defined superiorly by the tibiofibemoral joint and inferiorly by the talocrural joint. To more directly compare DOSI and DXA values, bone mineral content was excluded from the DXA data and only soft-tissue parameters were analyzed. Specifically, soft tissue is comprised of FM and residual LM. In addition to FM and LM, the fraction of the soft tissue that is LM is defined in this study as lean mass fraction (LMF).

2.5 Diffuse Optical Spectroscopic Imaging Measurements

The technical details of DOSI have been described previously. Briefly, DOSI combines FDPM and broadband spectroscopy to obtain absorption and scattering coefficients across a broad range of wavelengths (650 to 1000 nm). This allows for precise
quantitation of tissue concentrations of the major absorbers in this range of wavelengths. The system used in this study has been described previously but a brief overview will be provided here. The FDPM system utilizes three intensity-modulated, near-infrared laser diodes (690, 785, and 835 nm) and an avalanche photodiode detector to collect diffusely reflected light in the form of photon density waves. The broadband NIRS system utilizes a broadband quartz tungsten halogen source and a spectrometer for light collection. All light sources are fiber-coupled into a handheld probe that contains the avalanche photodiode and another optical fiber coupled to a spectrometer. Fiber placement in the probe allows for coregistered FDPM and broadband NIRS measurements with a source–detector separation that is fixed at 28 mm.

DOSI measurements were performed at baseline and post-training. Post-training DOSI assessments were performed at least 65 h (80 ± 13 h) following the final exercise session for all participants. Participants were positioned prone on a padded table and grids of 48 points each were drawn over both calves (Fig. 1). The grids consisted of six rows and eight columns, each separated by 2.5 cm (∼220 cm² total area). Three broadband DOSI scans were performed (∼3 s/scan) at each grid point and tissue chromophore concentrations were averaged from the sequential scans. The chromophores analyzed in this study consisted of oxygenated hemo+myoglobin (HbMbO₂), deoxygenated hemo+myoglobin (HbMbR), water content (water), lipid content (lipid), and then the following derived parameters: total hemo+myoglobin (THbMb = HbMbO₂ + HbMbR) and oxygen saturation (StO₂ = HbMbO₂/THbMb).

Prior to analysis, a medial region of interest (RoI) from the DOSI grid was selected. This RoI selection was performed for two reasons: (1) to help account for potential grid-shifting due to manual scanning error during data collection and (2) to allow for detailed analysis on a highly reproducible region, which was most likely sampling gastrocnemius muscle tissue (contained higher levels of THbMb than the surrounding tissue). Medial RoIs were determined using a thresholding criterion that has been used previously to identify and track tumors in breast cancer. We are using the method in this study to track the medial head of the gastrocnemius and we defined a THbMb threshold as

\[
\text{Threshold}_{\text{THbMb}} = \frac{(\text{THbMb}_{\text{max}} - \text{THbMb}_{\text{min}})}{2} + \text{THbMb}_{\text{min}},
\]

where THbMb_{max} and THbMb_{min} were the maximum and minimum THbMb values for a given leg at baseline. After DOSI data were filtered to only include grid points that met the THbMb threshold, data representing the medial RoI were selected manually to correct for shifting of grid locations from baseline to post-training. After accounting for possible grid-shift, three to five grid points were selected for each leg at baseline and data from the same grid points were averaged post-training. Thus, DOSI data for the medial head RoI represent the same tissue area at both time points. Since the medial RoIs were selected based on higher THbMb content, we believe that they more accurately represent the physiology of the medial gastrocnemius muscle and provide enhanced sensitivity to changes that accompany strength training. The medial RoI data were therefore used when determining which DOSI parameters were sensitive to RT changes, while the entire DOSI grid was used when comparing with DXA results in correlation tests.

2.6 DOSI Surface Rendering

The 3-D surface geometry of a sample participant was acquired using a Microsoft Kinect for Windows V1 (Microsoft, Washington) and the Kinect Fusion SDK. The Kinect also acquires an image of the surface, which is textured onto the 3-D geometry using open source software Point Cloud Library. The textured 3-D mesh is rendered and the measurement points are selected. The optical data, measurement locations, and 3-D mesh are imported into MATLAB to generate a 3-D interpolated topographic map. A similar process was used in our previous studies of weight loss and breast cancer chemotherapy monitoring to create 3-D renderings of DOSI data from abdomen and breast tissue. Not all participants were available for scanning with the Kinect system, so the initial 3-D surface geometry from a representative volunteer was used to generate 3-D surface images with DOSI data from all participants. This surface rendering was only utilized to help visualize each participant’s data and did not affect the results from this study. The method is included solely to explain how to repeat the exact visualization we have shown in this study.

![Original DOSI Grid](image1)

![Interpolated DOSI Grid](image2)

Fig. 1 The photo on the left shows a sample participant with the DOSI grid-points on the lower legs. Eight columns and six rows covered each leg, with each point being spaced 2.5 cm from the next point. DOSI THbMb results are shown in a grid image in the middle. On the right, an interpolated DOSI image is formed by using cubic spline interpolation between points. Contrast from medial and lateral muscle head groups can be seen in the lower left and right regions of the grid, respectively. THbMb, total-hemo/myoglobin; DOSI, diffuse optical spectroscopic imaging.
2.7 Statistical Analysis

Throughout this study, we employed the Holm–Bonferroni correction when testing multiple hypotheses and our significance level was defined as $\alpha = 0.05$. All statistical tests were performed with R (R Foundation for Statistical Computing, Vienna, Austria.)

Wilcoxon signed-rank tests were performed to test for changes in repeatedly measured parameters. For DXA, we tested for changes in lower leg LM, FM, and LMF, and for DOSI, we tested for changes in HbMbO$_2$, HbMbR, THbMb, StO$_2$, water, and lipid.

Pearson product–moment correlation coefficients were calculated for all six pairs of DOSI parameters and DXA LMF. Coefficients were calculated separately for parameters measured at baseline and post-training. Since repeated observations were performed on each participant (data were collected for both legs), there was a possibility that repeated observations would enhance the significance of our correlation tests. To address this issue, mean values between the two legs were calculated for DOSI and DXA parameters before correlation tests were performed so only one data point per person is included in correlation tests. This method allows for a more accurate description of correlations between participants when there are repeated measures for each individual participant. It should be emphasized that this process was more conservative than simply treating all legs as independent contributors to the correlation tests.

3 Results

3.1 Participant Demographics and Strength Training

The cohort of participants involved a combination of nine male and six female participants ranging in age from 18 to 33 years. All 15 of these participants were assessed with DXA and performed all strength testing and training. Among the 30 legs from the 15 total participants, 9 legs were assigned to LIT, 10 to HIT, and 11 to LIT + BFR. Three participants were not able to contribute to the DOSI results due to system malfunction, so the DOSI data are composed of 12 participants (8 male, 4 female).

A faulty electronic component needed repair in the DOSI instrument and participants were unavailable when attempting to reschedule after repair. For the three participants with missing DOSI data, strength data were used in the 1RM comparison between training regimens, but these participants are not included when comparing DXA, DOSI, and 1RM results in the correlation tests.

Participants did not experience significant body weight changes over the course of the study, measuring $67.0 \pm 2.0$ kg at baseline and $66.9 \pm 2.1$ kg post-training. While all three training regimens resulted in significantly increased 1RM, there was no statistical difference in 1RM gains when comparing regimens. When all regimens were pooled together, the entire cohort showed a significant increase in 1RM with a $62 \pm 9\%$ change over average baseline values of $70.7 \pm 4.9$ kg ($\Delta 1RM = 41.5 \pm 6.2$ kg, $p = 1.9 \times 10^{-5}$). All participants experienced 1RM gains in both legs except for one participant whose 1RM did not change in her right leg. Since no statistical difference was detected in 1RM between separate training regimens, we did not break the participants into subcohorts for DOSI and DXA analysis. In addition, we did not observe an association between baseline 1RM and the magnitude of 1RM change.

3.2 DOSI Images and Surface Rendering

Recovered DOSI images were generated for all parameters and data were rendered on a 3-D surface geometry from a sample participant (Fig. 2). Spatial heterogeneities were present in all images and likely reveal the location of the medial and lateral heads of the gastrocnemius. The images demonstrate changes that take place between baseline [Figs. 2(a) and 2(b)] and post-training [Figs. 2(e) and 2(f)], and show that specific regions of the gastrocnemius present greater changes than elsewhere. For the participant’s data shown in these images, absorption and reduced scattering coefficients were in the range of 0.010 to 0.055 mm$^{-1}$ and 0.4 to 0.8 mm$^{-1}$, respectively, depending on measurement position and wavelength [Figs. 2(c-g)].

Fig. 2 This figure shows sample THbMb DOSI images, THbMb surface renderings, and optical properties for a participant’s right leg. (a) Baseline DOSI THbMb map with the approximate medial ROI marked. (b) Baseline DOSI THbMb surface rendering. (c) Mean ($\pm$std dev) absorption coefficients across the medial ROI and across the entire calf. (d) Mean ($\pm$std dev) reduced scattering coefficients across the medial ROI and across the entire calf. (e–h) The corresponding figures 5-week post-training. Color bars show concentration of THbMb in $\mu$M. THbMb, total-hemo+myoglobin; DOSI, diffuse optical spectroscopic imaging.
The large range in optical properties was expected as each participant was scanned over a total area of \( \sim 220 \text{ cm}^2 \).

### 3.3 Correlation Tests

At baseline, significant correlations were found between several DOSI parameters and DXA-derived LMF (Fig. 3). LMF was positively correlated with HbMbO\(_2\) \((p = 2.0 \times 10^{-4}, R = 0.87)\), HbMbR \((p = 1.2 \times 10^3, R = 0.82)\), water \((p = 1.4 \times 10^{-5}, R = 0.93)\), and THbMb \((p = 2.1 \times 10^{-4}, R = 0.87)\) and negatively correlated with lipid \((p = 1.6 \times 10^{-5}, R = -0.93)\).

After training, the same correlations were found between DOSI parameters and LMF (Fig. 3). LMF was positively correlated with HbMbO\(_2\) \((p = 8.7 \times 10^{-5}, R = 0.89)\), HbMbR \((p = 0.0027, R = 0.78)\), water \((p = 4.2 \times 10^{-4}, R = 0.94)\), and THbMb \((p = 0.0002, R = 0.87)\) and negatively correlated with lipid \((p = 0.0035, R = -0.77)\).

At both time points, StO\(_2\) was not statistically associated with LMF \((p = 0.034 \text{ and } 0.0216, R = 0.61 \text{ and } 0.65)\), but it

![Fig. 3](https://www.spiedigitallibrary.org/journals/Journal-of-Biomedical-Optics on 10/30/2018 Terms of Use: https://www.spiedigitallibrary.org/terms-of-use)
is likely that this result would become statistically significant with more participants.

3.4 DXA and DOSI Changes with Training

The only significant DXA change with training was a 2 ± 1% increase in LM over average baseline values of 2010.7 ± 85.6 g (ΔLM = 36.4 ± 12.4 g, p = 0.01641). Of the 30 legs assessed by DXA, 19 showed gains in LM. After training, DOSI data from the medial ROI showed significant increases in HbMbO₂ and THbMb, with a 6 ± 2% increase over average baseline values of 57.5 ± 3.5 μM (ΔTHbMb = 3.4 ± 1.0 μM, p = 0.00314) and a 6 ± 1% increase over average baseline values of 82.6 ± 4.4 μM (ΔTHbMb = 4.9 ± 1.1 μM, p = 0.00024), respectively. Of the 24 legs assessed by DOSI, 18 showed increases in HbMbO₂ and 20 showed increases in THbMb. The other DOSI parameters—HbMbR, water, lipid, and StO₂—did not change significantly with training. In all cases, no association was detected between baseline parameters and the magnitude of change after training (Fig. 4). In addition, as a secondary set of tests, we evaluated whether the magnitude of DOSI parameter changes was associated with the magnitude of strength change due to training. We did not detect any significant correlations in these secondary tests.

4 Discussion

NIRS has been widely used in exercise and skeletal muscle research, but there is a lack of research using NIRS to examine how tissue chromophores change during long-term, longitudinal studies as a result of RT protocols. To the best of our knowledge, this is the first study to quantify the absolute concentrations of hemo/myoglobin before and after RT over a 5-week training period. Other researchers have assessed exercise-induced deoxygenation kinetics before and immediately after training, but the NIRS techniques used in such studies do not typically quantify light scattering in tissue and are unable to measure absolute levels of chromophore concentrations over an extended period of time. In addition, DOSI used in the present study provides topographic maps of the change in tissue composition that occurs with RT. These assessments reveal spatial variations in the muscle head groups that are used to compare DOSI with DXA, a standard assessment of body composition.

DOSI images of gastrocnemius muscles appear to differentiate between the superficial lateral and medial gastrocnemius heads. While DOSI is a functional imaging technique, the ability to resolve superficial muscle groups suggests that structural information can be extracted from DOSI. Since a fixed source-detector separation (28 mm) was used in this study, the sampling volume and depth was roughly the same between measurements. This means that locations with thicker subcutaneous adipose layers would have decreased contribution from the underlying muscle. Previous research has shown that an approximate adipose layer thickness can be calculated with NIRS data and it is possible that data from this study could be used in a similar fashion. Future research should examine this concept with the usage of ultrasound imaging or other comparable technology.

Several DOSI parameters reflective of hemoglobin and myoglobin content were shown to linearly correlate with LMF as measured by DXA. This correlation was observed both before and after 5 weeks of training. While most DOSI parameters were significantly correlated with LMF, StO₂ did not significantly correlate with LMF once the Holm-Bonferron correction was applied, possibly due to the relatively small sample size. This study has only shown that certain DOSI parameters are
significantly associated with DXA LMF. While significant correlations were detected between DOSI and DXA LMF, a large level of variation is present when comparing the two techniques and it is unclear if DOSI would currently be an adequate substitute for DXA. This finding warrants further exploration with a larger sample size so that the accuracy and precision of DOSI-based LMF prediction can be characterized. In addition, while the imaging performed in this study was limited to the lower leg, DOSI can be used to measure superficial sites throughout the body, and one aim of future work is to determine whether the correlation between DOSI parameters and LMF is consistent across muscle groups.

Human muscle volume is overwhelmingly composed of myocytes (~80%), with blood vessels comprising a small fraction of muscle volume (~7%). These proportions emphasize the importance of accounting for myoglobin when describing the chromophore concentrations within muscle tissue. The separation of myoglobin and hemoglobin absorption in muscle tissue is exceedingly difficult because the absorption spectra of the two hemeproteins are very similar. Some groups have reported that it is possible to determine the relative Mb/Hb contributions to NIRS absorption via a combination technique with $^1$HMRS novel spectroscopic techniques, and assumption-based models of human physiology. While early work with NIRS in exercise demonstrated that NIRS deoxygenation signals primarily come from hemoglobin, recent work with the above techniques suggests that more than 50% of resting NIRS absorption in muscle is due to myoglobin. These findings are not contradictory but highlight the complex nature of studying muscle with NIRS. If the THbMb concentrations (49 to 123 μM) from this study can be equally attributed to hemoglobin and myoglobin absorption, this suggests that we actually observed 25 to 62 μM total-hemoglobin and four times as much total-myoglobin, since myoglobin presents only one heme group per protein. It is important to note, however, that noninvasive NIRS measurements of muscle tissue are affected by adipose tissue thickness as well, so our reported values are representative of a bulk, layered tissue structure and not pure muscle tissue.

While significant increases in THbMb and HbMbO$_2$ were seen with training, it is unclear whether these changes come from increased myoglobin content, increased perfusion to formerly closed capillaries before training, increased capillary density, or other modifications throughout the complex skeletal muscle environment. The literature is equivocal on whether myoglobin concentrations in human muscle change with RT. Another possibility is that resting blood flow into the gastrocnemius muscles increased and a portion of previously closed capillaries were perfused. Research has shown that RT is associated with an increase in the diameter of conduit arteries and peripheral blood flow, so this might cause increased perfusion into the downstream arterioles and capillaries. The literature is also inconclusive on whether RT affects capillary density, with Tesch et al. reporting a decrease, Campos et al. suggesting that it does not change, and Hather et al. suggesting that capillary density increases. The number of capillaries per fiber is known to increase with training, however, suggesting that potential increases in capillary density are masked by a concomitant hypertrophic increase in muscle fiber area. If the 5 μM average increase in THbMb witnessed in our study was purely due to changes in capillary density (i.e., no changes in myoglobin concentration or capillary perfusion), this would constitute an 8% to 20% increase over the 25 to 62 μM total-hemoglobin range estimated above. In a subgroup analysis of the study by Campos et al. they noted an 8% decrease for low repetition training (3 to 5 reps), a 4% increase for intermediate repetition training (9 to 11 reps), and a 7% increase for high repetition training (20 to 28 reps). In addition, they note that the higher repetition training may mimic the characteristics associated with aerobic training, wherein capillary density is well known to increase. Taking these findings into consideration, the ~6% increase in THbMb seems unlikely to be solely explained by capillary density increases such as those seen in certain training protocols by Campos et al. Given the large (~60%) mean increase in one-rep-max and ~2% mean increase in LM (from DXA) observed in this training protocol, it is likely that several of the above-mentioned mechanisms are contributing to the detected hemeprotein changes. It is also possible that a thinning of the overlying subcutaneous adipose tissue led to a proportional increase in sampled hemo + myoglobin; however, this is not supported by corresponding changes in tissue lipid and water content with training.

Tissue lipid and water content were monitored with DOSI but no changes were detected with training. While researchers have suggested that early hypertrophic changes are possibly due to edema from tissue damage, we were unable to verify this with DOSI after 5 weeks of RT. It is possible that the window to detect edema was missed and participants had adapted to their training by week 5. Future studies would benefit from more frequent imaging, particularly in the period immediately after exercise, to measure changes associated with edema.

In summary, we have shown significant correlations between DXA and DOSI information content in the assessment of gastrocnemius muscle composition during a 5-week longitudinal study. These findings suggest that DOSI could be used to assess body composition in a similar fashion to DXA with the advantage of bedside accessibility, frequent measurements, and reduced cost. In addition, we have demonstrated that DOSI is sensitive to changes in concentrations of hemeproteins that accompany RT over an extended period of several weeks. This information could be used to guide training regimens and other long-term interventions designed to improve muscle function, as well as assess and mitigate the effects of muscle wasting and atrophy associated with degeneration and disease. Future studies that include more frequent DOSI measurements and additional imaging correlates could provide further insight into the physiological origins and mechanisms of the spatial and temporal changes in DOSI signals.

Disclosures
No potential conflicts of interest were disclosed by the other authors.

Acknowledgments
The authors are greatly appreciative of helpful discussions with Dr. Vince Caiozzo (UC Irvine) in the preparation of this manuscript. This research was funded by a National Institutes of Health TL-1 fellowship (TL1TR001415) through UC Irvine’s Institute of Clinical and Translational Science and a National Institutes of Health T32 fellowship (T32HL116270) through UC Irvine’s Edwards Lifesciences Center for Advanced Cardiovascular Technology. In addition, research was supported by NIH grants P41EB015890 (Laser Microbeam and Medical Program) and UL1TR001414, as well as programmatic support.
from the Arnold and Mabel Beckman Foundation. The content is solely the responsibility of the authors and does not necessarily represent the official views of the NIH, B. J. T. reports patents, which are owned by the University of California, that are related to the technology and analysis methods described in this study. The University of California has licensed diffuse optical spectroscopic imaging technology and analysis methods. This research was completed without the licensee’s participation, knowledge, or financial support and data were acquired and processed from patients by coauthors unaffiliated with this entity. The Institutional Review Board and Conflict of Interest Office of the University of California, Irvine, have reviewed both patent and corporate disclosures and did not find any concerns.

References


Robert V. Warren received his PhD in biomedical engineering at UC Irvine. During graduate school, he performed research in Dr. Bruce Tromberg’s Diffuse Optical Spectroscopic Imaging (DOSI) Lab at the Beckman Laser Institute and Medical Clinic. His research included

Journal of Biomedical Optics
121611-8
December 2017 • Vol. 22(12)

Downloaded From: https://www.spiedigitallibrary.org/journals/Journal-of-Biomedical-Optics on 10/30/2018 Terms of Use: https://www.spiedigitallibrary.org/terms-of-use
development of DOSI technology for assessment of body composition and metabolism to detect and guide therapies for obesity and cardiovascular disease. Currently, he is a Hamamatsu Photonics postdoctoral scholar in Dr. Tromberg’s Lab working on Translational Biophotonics.

**Joshua Cotter** received his PhD in exercise science at the Ohio State University. As an NIH postdoctoral fellow at UC Irvine, he examined novel exercise countermeasures for spaceflight, the effects of radiation on muscle recovery, and hemodynamic changes occurring with blood flow restricted exercise. Currently, he is an assistant professor of Exercise Physiology at California State University, Long Beach where he is director of the Physiology of Exercise and Sport Lab.

**Thomas O’Sullivan** is an assistant professor in the Department of Electrical Engineering at the University of Notre Dame. He received his PhD in electrical engineering from Stanford University in 2011, and then was a US Department of Defense Breast Cancer Research Program postdoctoral fellow at the University of California, Irvine Beckman Laser Institute (BLI). While at BLI, he also served as director of the Diffuse Optical Spectroscopy and Imaging Laboratory.

**Bruce J. Tromberg** is a professor of biomedical engineering and surgery at the University of California, Irvine (UCI) and director of UCI’s Beckman Laser Institute and Medical Clinic. His research interests are in the development of quantitative, broadband biophotonics technologies for characterizing and imaging tissue structure, function and composition across spatial scales.

Biographies for the other authors are not available.