Optical coherence tomography-guided dynamic focusing for combined optical and mechanical scanning multimodal photoacoustic microscopy

Arash Dadkhah
Shuliang Jiao
Optical coherence tomography-guided dynamic focusing for combined optical and mechanical scanning multimodal photoacoustic microscopy

Arash Dadkhah and Shuliang Jiao*
Florida International University, Department of Biomedical Engineering, Miami, Florida, United States

Abstract. To achieve fast imaging and large field of view (FOV), we improved our multimodal imaging system, which integrated optical resolution photoacoustic microscopy, optical coherence tomography (OCT), and confocal fluorescence microscopy in one platform, by combining optical scanning with mechanical scanning. To ensure good focusing of the objective lens over the entire imaged area, we employed OCT-guided dynamic focusing. Different from our previous point-by-point dynamic focusing, we employed an area-by-area focusing adjustment strategy, in which each fast optical scanning area has a fixed focusing depth. We have demonstrated the performance of the system by imaging biological samples ex vivo (plant leaf) and in vivo (mouse ear). The system has achieved uniform resolution in an FOV of 10 mm × 10 mm with an imaging time of about 5 min.

1 Introduction

Photoacoustic microscopy (PAM) is an emerging biomedical optical imaging technology, which is capable of imaging the optical absorption contrast of biological tissues. PAM-based multimodal imaging technologies combine different imaging modalities to reveal complementary information of biological tissues for potential applications in both research and clinical diagnosis. PAM-based multimodal imaging has been achieved by combining PAM with other microscopic imaging modalities such as optical coherence tomography (OCT), optical Doppler tomography, confocal fluorescence microscopy (CFM), multiphoton microscopy, or second-harmonic generation microscopy. In these imaging techniques, the PAM and other imaging modalities may share the same light source.

Field of view (FOV) and imaging speed are the two important parameters affecting the application of PAM-based multimodal imaging systems. Using optical scanning and an unfocused ultrasonic transducer, optical-scanning PAM can achieve real-time imaging with an imaging speed depending on the pulse repetition rate (PRR) of the excitation laser. However, in such a configuration, the FOV is limited by the field of sensitivity of the fixed unfocused ultrasonic transducer. One method to achieve faster imaging speed and large FOV is to combine optical scanning with mechanical scanning.

Focusing of the objective lens is a key for achieving high-quality microscopic imaging, especially for a large FOV. Dynamic focusing is necessary when the contour of the sample surface is uneven and has a range of depth variation in the FOV that exceeds the depth of focus of the objective lens. Without dynamic focusing, the uneven surface of a sample can lead to uneven depth of focus and results in images with nonuniform lateral resolution and signal intensity, which is more significant with increasing FOV. Dynamic focusing has been reported for PAM imaging using contour scan with PAM or ultrasound. We have achieved OCT-guided dynamic focusing for multimodal PAM imaging and demonstrated the capability by imaging biological samples in vivo. OCT-guided dynamic focusing intrinsically has better guiding accuracy and faster guiding speed due to the better spatial resolution and much faster imaging speed.

To achieve fast imaging and large FOV, we updated our multimodal imaging system, which integrated optical resolution PAM, OCT, and CFM in one platform, by combining optical scanning with mechanical scanning. Optical scanning performs a fast scan of the combined PAM excitation laser and the OCT probe light in the FOV of the needle ultrasonic transducer while mechanical scanning moves the imaging subject with a step size defined by the FOV of the transducer. The integrated OCT plays a key role not only for imaging but also for guiding the dynamic focusing to achieve uniform resolution in the combined large FOV. We took a different strategy for dynamic focusing with OCT guidance to match with the faster imaging speed.

2 Methods

2.1 Imaging System

A schematic of the experimental system is shown in Fig. 1, which is similar to that in our previous publication except that a pair of galvanometer scanning mirrors (shown in the dashed box in Fig. 1) was added in the optical systems to achieve fast scanning of the combined near-infrared (NIR) and visible light beams across the aperture of the objective lens.

In brief, the system combined PAM, OCT, and CFM for simultaneous multimodal imaging. PAM and CFM shared the same Q-switched frequency-doubled Nd:YAG laser (SPOT-10-200-532, Elforlight Ltd., wavelength: 532 nm, maximum pulse energy: 20 μJ, pulse duration: 2 ns, and maximum...
PRR: 30 kHz), while the optical fiber-based OCT used a broadband superluminescent diode-based light source (T-840 Broadlighter, Superlum Diodes Ltd., Ireland). The output pulsed laser was combined with the light beam in the sample arm of the OCT by a dichroic mirror (DM1). The combined light was scanned by the \(X\)-\(Y\) galvanometer mirrors and focused onto the sample by an objective lens (LMH-5X-532, EFL = 40 mm, NA = 0.13, Thorlabs). The OCT signal was detected in the spectral domain by a homemade spectrometer. The fluorescence signal was detected by a PMT (PMM02, Thorlabs) with a confocal arrangement through a set of filters and dichroic mirrors, which limited the detection spectrum to 550 to 750 nm. The generated photoacoustic signal from the sample was detected by an unfocused needle ultrasonic transducer, which was immersed in a water tank filled with distilled water. The transducer has a center frequency of 30 MHz with an active element diameter of 3 mm. The performances of all the subimaging systems are similar to that in our previous publication.16

We combined optical scanning with mechanical scanning to increase the imaging speed and the FOV. The scanning directions of the galvanometer mirrors are aligned with the mechanical scan. Mechanical scanning was accomplished using a step-motor-driven platform to move the sample together with the water tank and the ultrasonic transducer in the lateral directions \((X\) and \(Y)\). The objective lens was mounted on a Z-scan platform for fine-tuning the focus with guidance of the OCT.

All the imaging systems were synchronized using the sampling clock of an analog output board (PCI-6731, National Instruments), the outputs of which controlled the \(X\)-\(Y\) galvanometers. At each scanning position of the galvanometers, the sampling clock triggered the pulsed laser, which was partially reflected by a glass plate and detected by a photodiode (PD). The output of the PD triggered a multichannel digital delay generator (DG645, Stanford Research Systems). One output channel of the delay generator was used to trigger the image acquisition board (PCI-1428, National Instruments) for acquiring the interference spectrum of OCT and another channel was used to trigger the digitizer for acquiring the PAM and CFM signals.

### 2.2 Scanning Scheme and Optical Coherence Tomography-Guided Dynamic Focusing

To achieve large FOV and maximize imaging speed with minimal loss of signal-to-noise ratio (SNR), the laser and NIR beams are first scanned within the FOV of the ultrasonic transducer (~2 mm \(\times\) 2 mm) by the galvo-mirrors. The sample is then moved to the adjacent imaging area by the mechanical scanning platform. This procedure repeats until the entire region of interest (ROI) of the sample is imaged. At each interval between the mechanical and the optical scanning, the objective lens is adjusted for dynamic focusing. Once the entire ROI of the sample is scanned, all the small images acquired with fast optical scanning are stitched together to form an image of large FOV.

For dynamic focusing, we first established the depth relationship between the PAM and the OCT by imaging a black tape. The maximum detected photoacoustic signal is achieved when...
the objective lens is in focus while the OCT image provides the depth of the surface. The relationship of the optical focus of the objective lens with depth can thus be established. In our previous mechanical scanning multimodal imaging system, OCT-guided dynamic focusing was applied point by point, i.e., the focus of the objective lens was adjusted for each scanning position. This point-by-point dynamic focusing method is suitable for the relatively slow mechanical scanning mechanism. For the current fast optical scanning, the adjusting speed of the objective lens cannot catch up with the scanning speed. Thus, we adopted an aerial dynamic focusing strategy, i.e., the focus of the objective lens is adjusted area by area.

To achieve dynamic focusing, we need to establish a reference focal plane for the objective lens. For biological imaging, we manually adjusted the sample to reach the maximum photoacoustic signal at a reference point, which was selected with the help of the real-time video image and PAM B-scans. The depth location of this reference point is extracted by OCT as a reference for the subsequent scans. In each fast scanning area, the sample was first imaged with OCT. The depth of the sample surface at each OCT A-line was extracted and the depth position (Z coordinates) was averaged. The difference between this averaged Z position and that of the reference point gives the adjustment range of the objective lens.

![Simultaneously acquired PAM and CFM images of a purple queen plant leaf to test the OCT-guided dynamic focusing.](image)
We have proved that the mean of the $Z$ coordinates of the scanned sample surface equals the minimum of the mean squared error. The depth positions of the sample surface at each scanning point and the optimal point for focusing adjustment at a fast scanning area are expressed as $Z_m$ and $Z_o$, respectively. The sum of the squared error can be expressed as

$$\Delta z^2 = \sum_{m=1}^{M} [z_m(m) - z_o]^2,$$

where $m$ is the sequential number of a scanning point and $M$ is the total number of the scanning point in the fast scanning area. When the optimal depth adjustment is selected for $Z_o$, we should have $\frac{\partial \Delta z^2}{\partial Z_o} = 0$. We thus have

$$z_o = \frac{\sum_{m=1}^{M} Z_m(m)}{M}.$$

### 3 Results

The scanning scheme and the performance of dynamic focusing were validated by imaging various biological samples. All experimental animal procedures were conducted in compliance with the guidelines of the Florida International University’s Institutional Animal Care and Use Committee.

We first imaged a leaf of purple queen plant as shown in Fig. 2(i). The leaf was selected because of its availability of providing contrasts for all the imaging modalities. It also has abundant structures to provide easy visual judgment about the performance of dynamic focusing. The freshly collected leaf was taped on an aluminum plate and placed under the window of the water tank. Ultrasonic coupling gel was applied between the leaf and the polystyrene film of the window to ensure good ultrasound coupling. The sample was manually adjusted to the focal plane of the objective lens while monitoring the OCT and ultrasound coupling. The sample was moved to the focal plane with the guidance of the real-time OCT. The ROI was selected with the help of the real-time microscopic imaging. Following the same procedure for reference point selection and dynamic focusing, the sample was imaged with a total FOV of 10 mm x 10 mm, which took about 5 min for the whole image acquisition.

Figure 3 shows the simultaneously acquired PAM, CFM, and OCT images of a mouse ear with OCT-guided dynamic focusing. The images of different imaging modalities revealed complementary features of the mouse ear as a result of the different contrast mechanisms provided. The PAM image in Fig. 3(a) clearly reveals the blood vessels, the imaging contrast of which is provided by the optical absorption of hemoglobin in the red blood cells. Figure 3(b) displays the fluorescence image, which revealed the sebaceous glands distributed in the ear skin. The possible sources of autofluorescence in the sebaceous glands are keratinocytes, sebaceous glands; bar: 1 mm.

We imaged the ear of a Swiss Webster mouse in vivo to demonstrate the full potential of the multimodal imaging system with dynamic focusing for combined large FOV and fast imaging speed. We first anesthetized the animal by intraperitoneal injection of a cocktail containing ketamine (54 mg/kg body weight) and xylazine (6 mg/kg body weight). Then, we gently removed the hair from the ear using a commercial hair removal gel and applied a drop of acoustic coupling gel on the mouse ear. The mouse was restrained in a homemade animal mount, which was fixed on the manually adjustable $Z$ axis stage (Fig. 1). The mouse ear was in contact with the polystyrene film window of the water tank through ultrasonic coupling gel. The sample was moved to the focal plane with the guidance of the real-time OCT. The ROI was selected with the help of the real-time microscopic imaging. Following the same procedure for reference point selection and dynamic focusing, the sample was imaged with a total FOV of 10 mm x 10 mm, which took about 5 min for the whole image acquisition.

Figure 3 shows the simultaneously acquired PAM, CFM, and OCT images of a mouse ear with OCT-guided dynamic focusing. The images of different imaging modalities revealed complementary features of the mouse ear as a result of the different contrast mechanisms provided. The PAM image in Fig. 3(a) clearly reveals the blood vessels, the imaging contrast of which is provided by the optical absorption of hemoglobin in the red blood cells. Figure 3(b) displays the fluorescence image, which revealed the sebaceous glands distributed in the ear skin. The possible sources of autofluorescence in the sebaceous glands...
include porphyrins, keratin, and tryptophan molecules.\textsuperscript{17,18} Figure 3(c) shows the en face view of the three-dimensional (3-D) OCT dataset displaying in the $X - Y$ plane. Due to the shadowing effect as shown in the OCT B-scan image [Fig. 3(d)], the sebaceous glands appear as black spots in the en face OCT display. The OCT cross-sectional imaging in Fig. 3(d) shows the depth resolved tissue structures. Figure 3(e) shows a 3-D reconstruction of the PAM image. Figure 3(f) illustrates the fused image combining simultaneously acquired CFM and PAM images. Due to dynamic focusing, the image resolution is uniform across all the large FOV, which is evidenced in Fig. 3(a), where capillaries can be recognized in most of the imaged area.

4 Discussions

By combining optical and mechanical scanning, we have significantly improved the imaging speed for large FOV imaging. The imaging speed is mainly limited by the PRR of the PAM excitation laser and the speed of the mechanical scan. Thus, to further improve the imaging speed, a higher PRR laser and a faster scanning motor are needed. Currently, the PRR of a commercially available Q-switched laser can reach $>100$ kHz. Such a high PRR laser will greatly improve the overall imaging speed. In the current imaging system, the OCT imaging speed is matched with that of the PAM and CFM. The OCT imaging speed can be easily increased to 100 kHz with a fast CMOS camera used in the spectrometer.

OCT-guided dynamic focusing has enabled uniform focusing of the objective lens across the large FOV. However, there is a possible tradeoff between effective focusing and the fast optical scanning FOV. In case the contour of the sample surface in the optical scanning FOV has a depth-variation range exceeding the depth of focus of the objective lens, we will need to reduce the area of optical scanning to ensure all points in the optical scanning FOV will be in focus. Thus, to determine the optical scanning FOV, an evaluation of the surface condition with OCT may be necessary before acquisition of the multimodal images.

The ultrasonic transducer also plays a key role in determining the PAM imaging quality, the optical scanning range, and thus the overall imaging speed. In Fig. 3(a), we can see that the image has a resolution down to the capillary level. However, not all the capillaries were resolved in the FOV, which is hypothesized to be the result of limited sensitivity of the transducer. The field of sensitivity of the transducer limits the FOV of the optical scan. In Figs. 2(c) and 2(g), it appears that the edges of each fast scanning area have relatively lower intensity, which is caused by the relatively low sensitivity of the ultrasound transducer at the edge of its FOV. One possible solution would be reducing the step size of the mechanical motor creating larger overlap between each fast scanning so that it could compensate the dark edges and make the entire large image more uniform. When a transducer with larger FOV is used, the solution should be more feasible. Another solution is to use image processing to compensate for the sensitivity distribution.

The accuracy of surface contour extraction is determined not only by the axial resolution of the OCT but also the surface condition of the sample. As long as the sample surface can provide a clear boundary for OCT imaging, there would be no problem for extracting the depth of the surface at each OCT A-line. Since dynamic focusing is following the contour of the sample surface, we also assume that the targeted tissue structure for imaging, such as the vasculature network, is parallel to the sample surface or the depth variation in reference to the sample surface is less than the depth of focus of the objective lens. This assumption works for the mouse ear sample because we have good focusing across the whole large FOV.

Since only the focus of the objective lens is adjusted and the sample remains stationary in $Z$ direction during imaging, the 3-D relationship among all the imaging points remains unchanged by dynamic focusing. Thus, 3-D reconstruction is not affected by the dynamic focusing process and there is no need for a large-scale alignment between the small images in the montage process. To reconstruct the final large 3-D PAM image, we first transferred every small 3-D data volume ($512 \times 128 \times 1000$) into a single large 3-D array ($2560 \times 640 \times 1000$) for further image processing. After creating the large 3-D array, we extracted PAM vertical $(x - z)$ slices from the time-resolved photoacoustic signal at each depth, similar to the OCT B-scan. Then, each sliced image was enhanced to increase the SNR and reduce the possible artifacts rendering the final volume image by $Z$-stacking of all $(x - z)$ slices. However, the very small capillaries shown in Fig. 3(a) still did not appear in Fig. 3(e) because the low SNR created a noisy environment for 3-D reconstruction. Using an ultrasound transducer with higher SNR and also applying more efficient image processing methods will potentially improve the final 3-D PAM image in our future studies.

5 Conclusion

In conclusion, a combined optical and mechanical scanning multimodal PAM with OCT-guided dynamic focusing has been developed. The imaging system integrates PAM, OCT, and CFM images with complementary contrasts for multimodal imaging of biological tissues. By combining optical and mechanical scanning, the proposed imaging system has been able to achieve large FOV and high imaging speed. In addition, the OCT-guided dynamic focusing has been shown to be able to improve SNR across the entire imaged area of a sample with uneven surface. \textit{Ex vivo} and \textit{in vivo} imaging studies were performed and validated the capability of the proposed imaging system.

Disclosures

The authors have no relevant financial interests in this article and no potential conflicts of interest to disclose.

Acknowledgments

This work was supported in part by the National Institutes of Health Grant No. R01EY026643.

References


Shuliang Jiao received his PhD from the Department of Biomedical Engineering of Texas A&M University in 2003. Currently, he is a professor in the Department of Biomedical Engineering, Florida International University. His research interest is mainly focused on the development of innovative technologies for imaging and treatment of blinding eye diseases.

Arash Dadkhah is a fourth-year PhD candidate in Dr. Shuliang Jiao’s lab in the Department of Biomedical Engineering at Florida International University. He received his master’s degree in bioengineering with emphasis on biomechanics from Amirkabir University of Technology in Tehran, Iran. His PhD research is to combine different optical imaging modalities, including photoacoustic microscopy, optical coherence tomography, optical coherence angiography, optical Doppler tomography and fluorescence microscopy for simultaneous multimodal imaging of biological samples.