Magnetomotive laser speckle imaging

Jeehyun Kim
Kyungpook National University
Electrical and Computer Engineering
1370 Bukgu San-seok dong
Daegu
South Korea

Junghwan Oh
Pukyong National University
Mechanical Engineering Department
San 100 Yongdang dong, Nam Gu
Busan, 608-739
South Korea

Bernard Choi
University of California, Irvine
Beckman Laser Institute and Medical Clinic
1002 Health Sciences Road East
Irvine, California 92612
and
University of California, Irvine
Department of Biomedical Engineering
3120 Natural Sciences II
Irvine, California 92697

Abstract. Laser speckle imaging (LSI) involves analysis of reflectance images collected during coherent optical excitation of an object to compute wide-field maps of tissue blood flow. An intrinsic limitation of LSI for resolving microvascular architecture is that its signal depends on relative motion of interrogated red blood cells. Hence, with LSI, small-diameter arterioles, venules, and capillaries are difficult to resolve due to the slow flow speeds associated with such vasculature. Furthermore, LSI characterization of subsurface blood flow is subject to blurring due to scattering, further limiting the ability of LSI to resolve or quantify blood flow in small vessels. Here, we show that magnetic activation of superparamagnetic iron oxide (SPIO) nanoparticles modulate the speckle flow index (SFI) values estimated from speckle contrast analysis of collected images. With application of an ac magnetic field to a solution of stagnant SPIO particles, an apparent increase in SFI is induced. Furthermore, with application of a focused dc magnetic field, a focal decrease in SFI values is induced. Magnetomotive LSI may enable wide-field mapping of suspicious tissue regions, enabling subsequent high-resolution optical interrogation of these regions. Similarly, subsequent photoactivation of intravascular SPIO nanoparticles could then be performed to induce selective photothermal destruction of unwanted vasculature. © 2010 Society of Photo-Optical Instrumentation Engineers. [DOI: 10.1117/1.3285612]

Keywords: contrast agents; laser Doppler flowmetry; perfusion; speckle contrast.

1 Introduction

The method of laser speckle imaging (LSI) involves analysis of raw speckle reflectance images collected during coherent optical excitation of an object. Spatial,1 temporal,2 and spatiotemporal3 algorithms are used to convert these images into maps of speckle contrast. Based on an assumption of the line shape of the correlation function,4 the speckle contrast maps are then converted to maps of relative blood flow. Camera exposure time is used to select the flow rate sensitivity and linear response range of LSI,5 and use of multiple exposure times during data collection can extend this range.6

Previous studies have demonstrated the practical equivalence of LSI and laser Doppler flowmetry (LDF).1–3 Advantages of LSI instruments over commercial LDF systems include simultaneous high spatial and temporal resolution, ease of implementation, and relatively low cost. Due in large part to these advantages, LSI has been used in a myriad of applications for blood flow characterization, including: 1. study of blood flow dynamics associated with laser therapy of the microvasculature,8–10 2. study of blood flow dynamics associated with focal cerebral ischemia,11,12 3. study of arteriolar and venular flow dynamics in response to optical clearing agent application,5,13 and 4. study of tissue biomechanics with speckle motion tracking.14

With appreciable blood flow in superficial vasculature, it is possible to use LSI images to characterize microvasculature parameters such as vessel diameter. However, similar to Doppler optical coherence tomography (OCT),15,16 an intrinsic limitation of LSI for resolving microvascular architecture is that its signal depends on the relative motion of the interrogated scatterers (i.e., red blood cells). Hence, with LSI, small-diameter arterioles, venules, and capillaries are difficult to resolve due to the slow flow speeds associated with such vasculature. Furthermore, LSI characterization of subsurface blood flow is subject to blurring due to optical scattering, further limiting the ability of LSI to resolve or quantify blood flow in small vessels. The presence of static optical scatterers reduces the accuracy of estimates of the speckle correlation time associated with the true motion of red blood cells.6,17 Collectively, these limitations affect our ability to image the microvasculature using LSI methods.

Several recent publications describe the use of magnetomotive methods to increase optical contrast. Anker and Kopelman18 used a rotating magnetic field to modulate the emission of exogenous fluorescent nanoprobes. Oldenburg, Gunther, and Boppart19 published the first demonstration of magnetomotive OCT. Their data suggested a 30-dB improvement in OCT contrast with magnetic actuation of magnetite microparticles in an engineered tissue construct. In a follow-up publication, Oldenburg et al.20 employed a Xenopus...
**2 Materials and Methods**

**2.1 Laser Speckle Imaging Instrument**

The LSI instrument consists of a 633-nm HeNe laser and charge-coupled device (CCD) camera (Fig. 1). The laser was transmitted through a fiber optic cable coupled to a computer-controlled attenuator and finally focused to a spot size of 4 mm diameter. The resultant speckle pattern was imaged with a 12-bit monochrome CCD camera (Retiga EXi, QImaging, Surrey, British Columbia, Canada) equipped with a 90-nm Elicar macrolens. To maximize speckle contrast, the f/number of the lens was set to achieve a minimum speckle size equal to the width of approximately two camera pixels (individual pixel pitch = 6.5 μm). All image acquisition and data processing were done using custom LabVIEW software (Version 7.1, National Instruments, Austin, Texas).

**2.2 Flow Phantoms**

**Capillary tube.** For magnetomotive LSI experiments with an ac magnetic field, a capillary tube (inner diameter of 500 μm) filled with SPIO nanoparticles (see next section) was used as the test substrate.

**Microfluidic chip.** For magnetomotive LSI experiments with a dc magnetic field, a commercially available microfluidic slide (Model SCS0105, thinXXS Microtechnology AG, Zweibrücken, Germany) was used as the test substrate. The channel had a cross section of 300 μm throughout its entire length. With a syringe-based displacement pump (Pump 11 Plus, Harvard Apparatus, Holliston, Massachusetts), a mixture of rabbit blood infused with heparin (anticoagulant) and the SPIO nanoparticles (10:1 ratio by volume) was pumped through the channel. Software written in LabVIEW (Version 7.1, National Instruments, Austin, Texas) was used to control the pump.

**Iron oxide nanoparticles.** Colloidal suspensions of superparamagnetic iron oxide (SPIO) nanoparticles are tissue-specific MRI contrast agents approved in 1996 by the United States Food and Drug Administration (FDA) for human use. Mean core diameter of these particles is 20 nm and total aggregation diameter is about 100 nm. SPIO nanoparticles consist of nonstoichiometric magnetite crystalline cores, iron, and a dextran T-10 coating that is used to prevent aggregation and provide stabilization in the liver. Feridex L.V. SPIO nanoparticles (Advanced Magnetics, Incorporated, Cambridge, Massachusetts) with a 5-nm core diameter and dextran coating giving a nominal 100 nm diameter were used in all experiments. The prepared nanoparticle solution consisted of 50-mL 5% dextrose solution and 1-mL pure Feridex L.V. with a concentration of 0.67 × 10^{12} iron particles/μL (1.12-μg iron/μL).

**Magnet.** A solenoid coil (manufacturer Ledex, part number 4EF) with a cone-shaped ferrite core at the center and driven by a current amplifier supplying up to 960 W was placed underneath the sample during LSI. The combination of the core and solenoid, using high power operation, dramatically increased the magnetic field strength (B_{max}=1 T and field gradient of 220 T/m) at the tip of the core, and also focused the magnetic force on the targeted samples. The magnetic force applied to the capillary tube was varied by a sinusoidal current to induce SPIO nanoparticle movement.
The sequence of ten raw speckle images as described before. After manual activation of the magnetic field, we collected a second sequence of ten raw speckle images.

### 2.3.3 Data analysis

After data collection, each image was converted to a speckle contrast image using a $7 \times 7$ sliding window operator, as described previously. With the simplified speckle imaging equation presented independently by both Cheng and Duong and Ramirez-San-Juan et al., each speckle contrast image was converted to a speckle flow index (SFI) map:

$$SFI(i,j) = \frac{1}{\tau_c} \frac{1}{TC(i,j)^2},$$

where $(i,j)$ are the pixel coordinates in the image, $\tau_c$ is the speckle decorrelation time [s], $T$ is the exposure time [s], and $C(i,j)$ is the speckle contrast at pixel $(i,j)$. Briers proposed that $\tau_c$ is equivalent to the correlation time extracted from dynamic light scattering measurements. Dunn et al. present empirical data that strongly suggest that SFI values are equivalent to the perfusion units associated with laser Doppler flowmetry. The data presented in this work represent an average of 10 SFI images.

### 3 Results and Discussion

Application of an ac magnetic field to a piece of paper [Figs. 2(a) and 2(b)] or to a solution of milk [Figs. 2(c) and 2(d)] does not have a perceivable effect on the SFI images. In contrast, with application of an ac magnetic field to a solution of stagnant SPIO particles, an apparent increase in SFI can be induced [Figs. 2(e) and 2(f)]. With our specific configuration, we observed a $\sim 3 \times$ increase in SFI values after the magnet is activated. A nonuniform SFI pattern was observed because the magnetic field intensity is inversely proportional to the square of the distance between the tip of the probe and a specified lateral position away from the tip.

With application of a focused dc magnetic field, a decrease in SFI can be induced. Prior to activation of the magnet, ordered flow (volumetric flow rate of 1 mL/min) of the SPIO solution was evident in both branches of the Y-shaped microfluidic channel [Fig. 3(a)]. After activation of a dc magnetic field within the left-hand branch, the SFI values in that branch were reduced to the level of the background [Fig. 3(b)]. The SFI values in the right-hand branch increased by only $\sim 20\%$, which was unexpectedly low, given the relatively large decrease in SFI values in the left-hand branch. We currently postulate that this unexpected finding may be due to one of several phenomena, including perturbation of the ordered flow velocity distribution in the right-hand branch and/or increased flow resistance in the microfluidic chip, leading to suboptimal performance of the infusion pump and hence lower-than-expected flow rates.

Collectively, our in vitro experimental data demonstrate that magnetic activation of nanoparticles can modulate speckle contrast values, and hence SFI values. Specifically, ac and dc magnetic fields can increase (Fig. 2) and decrease (Fig. 3), respectively, SFI values.

These results have broader implications for in vivo diagnostic and therapeutic applications. Oh et al. previously dem-
onstrated that magnetic activation of monocrystalline iron oxide nanoparticles contained within macrophages can enhance ultrasound and OCT image contrast. With judicious selection of magnetic field parameters, it may be possible to enhance wide-field speckle contrast and hence detectability of tumors. Tumor blood flow typically is sluggish and thus is capable of inducing only a minor decrease at best in speckle contrast. With infusion of SPIO nanoparticles into the circulatory system and subsequent activation with an ac magnetic field, we expect an appreciable decrease in speckle contrast would result. Use of surface markers, such as monoclonal antibodies, to enable molecular targeting of specific receptors (i.e., epidermal growth factor receptor) is expected to provide a mechanism for SPIO or similar nanoparticles to localize specifically within cancer cells, and hence provide an additional source of specific speckle contrast reduction with magnetic activation. Furthermore, with both lateral and longitudinal translation of the applied ac magnetic field, it may be possible to achieve some degree of 3-D mapping of tissue blood flow.

With application of a dc magnetic field, we were able to shut down flow in one branch of a microfluidic channel (Fig. 3). It may be possible to use this approach to improve on light-based strategies designed to induce selective coagulation of blood vessels. For example, after infusion of the circulation with SPIO nanoparticles, a clinician could use a combination therapy protocol employing light-based therapy [i.e., pulsed dye laser (PDL) or photodynamic therapy] with preceding or ensuing activation of the SPIO particles with a de magnetic field. Vargas, Barton, and Welch have demonstrated that a combined glycerol-PDL therapeutic protocol results in significantly enhanced acute shutdown of blood flow, Several previous studies including one from our group, have demonstrated that glycerol diminishes considerably blood flow in arterioles, venules, and capillaries. Hence, we expect to observe a similar outcome with SPIO particle activation.

We previously have demonstrated that magnetic activation of hemoglobin and SPIO nanoparticles can enhance the vascular contrast of Doppler optical coherence tomography. Although activation of hemoglobin is attractive due to its endogenous nature, activation of exogenous SPIO nanoparticles is expected to be a more feasible method for in vivo applications due to the large difference in magnetic susceptibility between hemoglobin and SPIO (10−5 and 1, respectively). Since LSI is a wide-field imaging modality, the combination of it with activation of intravascular SPIO nanoparticles may enable lateral mapping of suspicious tissue regions, followed by high-resolution optical interrogation of these regions, as a form of image-guided microscopy. Subsequent photoactivation of the intravascular SPIO nanoparticles could then be performed to induce selective photothermal destruction of unwanted vasculature. Further in vitro optimization studies and in vivo studies of magnetomotive LSI are warranted.

Acknowledgments
This work was supported in part by the Arnold and Mabel Beckman Foundation, the A. Ward Ford Foundation, the National Institutes of Health Laser Microbeam and Medical Program (LAMMP, a P41 Technology Research Resource), the Fundamental Science Research Fund (R01-2007-000-2056-0), and the Research and Development on Oriental Medicine Treatment Technology funded by the Ministry of Health, Welfare, and Family Affairs (B080053).

References


