Optical properties of human skin

Tom Lister
Philip A. Wright
Paul H. Chappell
Optical properties of human skin

Tom Lister,Philip A. Wright, and Paul H. Chappell

Abstract. A survey of the literature is presented that provides an analysis of the optical properties of human skin, with particular regard to their applications in medicine. Included is a description of the primary interactions of light with skin and how these are commonly estimated using radiative transfer theory (RTT). This is followed by analysis of measured RTT coefficients available in the literature. Orders of magnitude differences are found within published absorption and reduced-scattering coefficients. Causes for these discrepancies are discussed in detail, including contrasts between data acquired in vitro and in vivo. An analysis of the phase functions applied in skin optics, along with the remaining optical coefficients (anisotropy factors and refractive indices) is also included. The survey concludes that further work in the field is necessary to establish a definitive range of realistic coefficients for clinically normal skin.

Keywords: skin optics; radiative transfer theory; absorption; scatter; melanin; hemoglobin.

Paper 12354V received Jun. 6, 2012; revised manuscript received Jul. 31, 2012; accepted for publication Jul. 31, 2012; published online Sep. 24, 2012.

1 Introduction

The color of human skin has long been used as a subjective adjunct to the detection and diagnosis of disease. More recently, the introduction of skin color measurements has extended this to include the potential for objective determination of skin features, including melanin and hemoglobin concentrations, the depth and diameter of blood vessels, the depth of pigmented skin lesions, the maturity and depth of bruises, and keratin fiber arrangements.

Such advances have proved invaluable for the advancement of skin laser treatments and photodynamic therapy and have contributed to further advances in the diagnosis of cancerous and noncancerous skin lesions.

However, the success of these methods depends entirely upon adequate knowledge of the behavior of light as it impinges upon, and travels through, the skin. This article presents a description of the major interactions of visible light with skin and the principal skin features that contribute to these. This is followed by an analysis of published optical coefficients used in simulations of light transport through skin.

2 Background

2.1 Absorption

Absorption describes a reduction in light energy. Within the visible region, there are two substances generally considered to dominate the absorption of light in skin: hemoglobin and melanin.

Hemoglobin is the dominant absorber of light in the dermis. Normal adult hemoglobin (Hb A) is a protein consisting four polypeptide chains, each of which is bound to a heme. The heme in Hb A is named iron-photoporphyrin and is responsible for the majority of light absorption in blood. The free-electron molecular-orbital model describes this absorption as an excitation of loosely bound “unsaturation electrons” or “π-electrons” of the heme. Within the visible region, Hb A contains three distinct peaks. The dominant peak is in the blue region of the spectrum and is referred to as the Soret peak or Soret band. Two further peaks can be distinguished in the green-yellow region, between 500 and 600 nm, that in combination with the Soret band cause Hb A to appear red.

Melanins are ordinarily contained within the epidermis and produce an absorption spectrum that gradually decreases from the ultraviolet (UV) to the infrared (IR) regions. In contrast to hemoglobin, the variation and complexity of melanins means that their detailed structures are not yet fully understood, despite intense research over the last five decades, and this broadband absorptance spectrum is still a topic of scientific debate. This model proposes that melanins consist of a collection of oligomers or polymers in various forms arranged in a disordered manner. This results in a number of absorption peaks that combine to create a broadband absorptance effect (Fig. 1).

Further absorption of light may be attributed to chromophores, such as bilirubin and carotene, and other structures, including cell nuclei and filamentous protein. Although the individual contributions from these secondary chromophores may be considered separately, most simulations group them into a single overarching value.

Despite its abundance in all tissues, water is not a significant absorber of light in the visible region, although its contribution has been considered when simulating skin color.
2.2 Scattering

As well as absorption, scattering contributes significantly to the appearance of skin. Scattering describes a change in the direction, polarization or phase of light and is commonly portrayed as either a surface effect (such as reflection or refraction) or as an interaction with a small region whose optical properties differ from its surroundings (particulate scatter).

It has been estimated that 4% to 7% of visible light is reflected from the surface of the skin, independent of wavelength and skin color.1 The remaining light is refracted as it passes from air into the skin.

The primary sources of particulate scatter within the skin are filamentous proteins. Keratins are the filamentous proteins of the epidermis and form this layer’s major constituent, whereas collagen is the principal filamentous protein of the dermis and occupies approximately 18% to 30% of its volume. Further scatter is attributed to melanosomes in the epidermis, cell nuclei, cell walls and many other structures in the skin that occur in smaller numbers.

Scatter from filamentous proteins has been approximated using a Mie solution to Maxwell’s equations applied to data from in vitro skin samples. This approach provides an increase in simulated scattering probability with increasing fiber diameter and decreasing wavelength. The dependence of scatter on fiber diameter suggests that the protein structures of the dermis, which may be 10 times as large as those in the epidermis, possess a greater scattering cross-section. This in part compensates for the lower number densities of filamentous proteins in the dermis. The scattering events that occur are mainly in the forward direction, meaning that on average, light that returns to the surface undergoes a large number of scattering events. One implication of the wavelength dependence of scatter is that blue and green light that has returned to the surface of the skin will have, on average, travelled less deeply than red light. This is considered the primary reason why blood vessels and pigmented nevi that are situated deeper within the skin are only able to absorb light from the red end of the spectrum and therefore appear bluer than their superficial equivalents.

The volume fraction of melanosomes in the epidermis varies typically from 1% in pale skin to 5% in darker skin, although one group has suggested greater values. However, despite their low numbers relative to keratins, melanosomes are approximately 10 times the diameter of the largest keratin structures in the epidermis and possess a greater refractive index (and therefore a greater difference in refractive index at their interface with skin). Melanin has been shown to contribute significantly to the degree of scatter within the epidermis. As well as the volume fraction, the distribution and size of melanin structures in the epidermis also vary with skin type. Thus, the total amount of scatter that occurs as a result of melanin in the epidermis can vary substantially between individuals, although this is not always taken into account when simulating the effects of varying melanin concentration on skin color or when simulating laser treatments for example.

Blood normally occupies around 0.2% to 0.6% of the physical volume of the dermis, depending upon its anatomical location. The vessel walls surrounding this blood, in addition to the walls of vessels that remain vacant, may occupy a similar volume. Dermal vessels vary in thickness and structure from capillaries of around 10 to 12 μm diameter at the epidermal junction to terminal arterioles and post-capillary venules (approximately 25 μm in diameter) in the papillary dermis and venules (approximately 30 μm) in the mid-dermis. Furthermore, blood vessels occur in higher densities at particular depths, giving rise to so-called blood vessel plexi. The contribution to light scatter by these structures, inclusive of refraction effects, may be significant and varies with location and depth, as well as between individuals. Larger, deeper vessels may also contribute to the color of skin.

*Assuming a reduced scattering coefficient of 0.5 mm⁻¹ for blood and 40 mm⁻¹ for vessel walls at 633 nm, a 0.5% volume fraction of each contributes approximately 0.2 mm⁻¹ to the dermal reduced scattering coefficient, measured at around 1-5 mm⁻¹ (Fig. 9). The contribution will be larger within blood vessel plexi.
Scattering from the remaining structures of the skin, including cell walls, nuclei, and organelles, hairs and glands, is rarely of central interest to a study of skin optics. As a result, the contributions from these structures to the total measured scattering coefficients are not routinely considered separately.

### 3 Simulating Light Transport Through Skin

Optical simulations involving mathematical models of healthy human skin generally approximate the surface as perfectly smooth, although some computer graphics models have applied calculations of directional reflectance from rough surfaces. Surface scattering effects (reflection and refraction) can be calculated for smooth surfaces using Fresnel’s equations and Snell’s law, respectively:

\[
R = \frac{1}{2} \left( \frac{a - c}{a + c} \right)^2 \left\{ 1 + \frac{c(a + c) - 1}{(a + c - 1)^2} \right\}.
\]

Fresnel reflection \((R)\) of unpolarized light from air to skin, where \(c = \cos(\theta_i)\), \(\theta_i\) is the angle of incidence, \(a = n_i^2 + c^2 - 1\) and \(n\) is the refractive index of skin.

\[
\theta_t = \arcsin \left( \frac{1}{n} \sin \theta_i \right).
\]

Angle of refraction \((\theta_t)\) at the skin’s surface calculated using Snell’s law.

Within the skin, both absorption and scatter must be considered simultaneously. These may be described in the classical approach by Maxwell’s equations, which consider the interactions between the electric and magnetic fields of light with matter. However, an exact solution to Maxwell’s equations requires precise knowledge of each structure within the medium and becomes prohibitively complex for the case of human skin.

The most commonly used approximation to Maxwell’s equations in the field of skin optics is radiative transfer theory (RTT). This considers the transport of light in straight lines (beams), with absorption simulated as a reduction in the radiance of a beam and dependent upon the absorption coefficient \((\mu_a)\). The degree of scattering is described by the scattering coefficient \((\mu_s)\), which considers both a loss of radiance in the direction of the beam and a gain from beams in other directions, and the phase function \((p)\), the probability that an individual beam will scatter in any particular direction. The reduced-scattering coefficient \((\mu_s'\) combines these variables, i.e., \(\mu_s' = \mu_s(1 - g)\), where \(g\) is the anisotropy factor, the average cosine of the scattering angle \(\theta\).

\[
g = \int_{4\pi} p(\cos \theta) \cos \theta d\omega,
\]

where \(d\omega\) is a differential solid angle.

In order for RTT to be valid, it must be assumed that any cause for increasing or decreasing the radiance of a beam other than that described by the absorption and scattering coefficients, including inelastic scatter (fluorescence or phosphorescence) and interactions between beams (interference), is negligible. The skin model must also consist of volumes that are homogeneous with regards to \(\mu_s, \mu_a\) and \(p\), and that do not change over time.

### 4 Optical Coefficients of Skin

A considerable amount of work has been carried out to determine appropriate values of the RTT coefficients. Cheong et al. described both direct (in vitro) and indirect (in vivo) methods of measuring absorption and scatter. A comprehensive analysis of the literature involving each method is presented here.

#### 4.1 Absorption Coefficients

**4.1.1 In vitro absorption coefficients**

Direct measurements have the potential to produce repeat measurements of a predetermined volume or section of skin and, unlike in vivo measurements, can include transmission data. However, the processes necessary to extract and prepare a skin sample cannot be carried out without altering its optical properties.

The in vitro studies presented in Fig. vary significantly in tissue-processing methodologies, measurement setup, and the interpretation of data. For example, Jacques et al.’s work included three methods of tissue preparation. The epidermis was separated from the dermis using a micro-cryotome for one set of skin samples, after mild thermal treatment in a water bath in another set, and was not separated in a third set. The same mild thermal treatment was used to separate the dermis and epidermis in Prah’s work and a micro-cryotome was also applied in Salomatina et al.’s study. No separation of the epidermis was reported by Chan et al. or Simpson et al. Although Salomatina’s work shows greater absorption from the in vitro epidermis when compared to the dermis, the studies analyzed here do not demonstrate a clear distinction in absorption coefficients reported between the methods of separation described, nor between those that separated the epidermis and those that did not.

The level of hydration is likely to have varied considerably between the studies analyzed. Prah and Jacques et al. soaked samples in saline for at least 30 min before carrying out measurements, during which the samples were placed in a tank of saline. Salomatina et al. also soaked their skin samples prior to measurement and sealed them between glass slides to maintain hydration. Chan et al. and Simpson et al. did not soak their samples prior to or during measurement. Jacques et al. reported that soaking the sample increases back-scattered reflectance, although the effects on the calculated absorption are not described. Chan et al. commented that dehydration may elevate the measured absorption coefficient. However, the greatest reported absorption coefficients are those from rehydrated tissue samples. From the information available, the effect of tissue hydration on the measured absorption coefficients is not clear.

Data was interpreted using Monte Carlo simulations by Salomatina et al., Simpson et al. and Graaf et al., an adding-doubling technique by Prah et al., and by direct interpretation in Chan et al. and Jacques et al. Studies. Both the methods described in the Monte Carlo simulations and Prah’s adding-doubling technique are based upon assumptions of optically homogeneous tissue layers, uniform illumination and no time dependence, and both are essentially discrete solutions to the radiative transport equation. The methods described contrast in their approach to internal reflection for beams exiting the skin model and the adding-doubling method relies upon accurate representation of the angular distribution of beams exiting the thin layer upon which the model is built. It is not directly
clear if or how these differences may have contributed to the higher absorption coefficients reported by Prahl et al.

It is also of interest that Prahl et al., Salomatina et al., and Simpson et al. studies, whose samples varied in thickness between 60 and 780 μm, did not demonstrate a clear correlation between sample thickness and published absorption coefficients but Simpson et al.’s published absorption coefficients, which are an order of magnitude smaller than the other values analyzed here, involved much thicker samples (1500 to 2000 μm thick). Thus, differences between the published absorption coefficients across these studies may have resulted from variations in the regions of skin investigated or the ability of the simulations to correctly account for boundary effects at the lower boundary.

4.1.2 In vivo absorption coefficients

Indirect measurements do not suffer from such changes in the properties of the interrogated skin volume, although care must be taken to consider variations in blood perfusion, for example, which may result from sudden changes in ambient temperature, the use of some drugs and even contact between the skin and the measurement device.

In general, absorption coefficients measured in vivo may be expected to be higher than in vitro values where the highly absorbing pigments from blood are removed from the samples. This is particularly true in the blue-green regions of the visible spectrum. Assuming a value of 0.5% blood volume in the dermis, this would contribute approximately 8 cm⁻¹ at 410 nm (Soret band), 0.6 cm⁻¹ at 500 nm and 1.4 cm⁻¹ at 560 nm (Q-band), but only around 0.05 cm⁻¹ at 700 nm (values calculated from). This contribution is not reflected in the literature. Absorption coefficients obtained from in vivo work show greater variation, but are not consistently higher than those obtained from in vitro work (Fig. 3).

Absorption coefficients from Svaasand et al., Zonios et al., and Meglinski and Matcher clearly demonstrate the effect of blood on the measured absorption coefficients. Each study shows an absorption peak between 400 and 450 nm corresponding to the Soret band and a double peak at approximately 540 and 575 nm corresponding to the α and β bands of deoxyhemoglobin (see Fig. 4). There are, however, notable differences between the absorption coefficients produced from the three studies. Meglinski and Matcher and Svaasand et al. considered epidermal absorption coefficients separately to dermal values. The reported values from Svaasand et al. are greater, and show a different spectral curve to those from Meglinski and Matcher. This is a direct result of Svaasand et al.’s inclusion of 0.2% blood by volume in the calculation of epidermal absorption coefficients, representing blood infiltrating the modeled epidermal layer from the papillae. Compared to Meglinski and Matcher’s dermal values and Zonios et al.’s absorption coefficients for their skin model consisting a single layer, both of which also included the influence of blood, Svaasand et al.’s reported dermal absorption coefficients were consistently high. This is despite using a dermal blood volume fraction of 2%, compared to an average of 12% from Meglinski and Matcher’s study and a value of 2.6% in Zonios et al.’s work. The cause of this discrepancy is the variation in magnitude of the blood absorption coefficients applied across the three studies (Fig. 5 Appendix). Bosschaart et al. employed a diffusion approximation technique to their data collected from neonates, effectively applying a single value of absorption across the skin volume. Their data is in close agreement to Meglinski and Matcher’s dermal absorption coefficients in the 530- to 600-nm range, but the contribution of melanin produces a relative increase in Bosschaart et al.’s values at shorter wavelengths.

Data selected for analysis in this work involved “Caucasian” skin types only. Where stated, these studies involved skin types described as Northern European. Where not stated, it was assumed that such skin types were used except for the studies carried out by Zonios et al. and Torricelli et al. that were conducted in Southern Europe. However, the latter two studies did not report higher absorption coefficients, as may be expected from measurements on darker skin types. In Zonios et al.’s
work, this is primarily a result of the low values of blood absorption coefficient applied. Torricelli et al.\textsuperscript{83} was the only group to apply time-resolved reflectance spectroscopy. This involves a prediction of the temporal spread of a laser pulse using a diffusion model. The values presented can only be as good as the diffusion model, and rely upon a wavelength dependence determined from phantom measurements.\textsuperscript{84}

The absorption coefficients from both Graaf et al.\textsuperscript{55} and Doornbos et al.\textsuperscript{78} studies were lower than those from the remaining studies. Both studies involved an integrating sphere and multifiber probe, respectively, as did the higher values from Svaasand et al.\textsuperscript{55,75} and Meglinski and Matcher. Graaf et al. and Doornbos et al. applied a Monte Carlo Simulation and diffusion approximation respectively, as did Meglinski and Matcher and Svaasand et al. The multiple layered mathematical skin models that Svaasand et al. and Meglinski and Matcher applied when separately considering the effects of the epidermis and dermis may be a more accurate approach than the single homogeneous layer used in Graaf et al.’s and Doornbos et al.’ work. Although the cause of lower values is not clear, Graaf et al. commented that their absorption coefficient at 633 nm was “much smaller than expected from in vivo” results. Doornbos et al. did not comment directly on the cause of their low values, but mentioned that their “results resemble those of Graaf et al.”

4.2 Scattering Coefficients

4.2.1 In vitro scattering coefficients

Of the studies analyzed here, both Prahl\textsuperscript{4} and Jacques et al.\textsuperscript{75} studies describe a number of processes between tissue extraction and measurement that are likely to have had an effect on the measured reduced-scattering coefficient, including: exposure to a 55°C water bath for 2 min to aid with separating the epidermis from the dermis; freezing, cutting and stacking of 20-μm thick slices of the dermis; and soaking in saline to rehydrate and wash away any blood. The bloodless samples were then held between glass slides in a saline-filled tank and illuminated using a 633-nm laser. Freezing and drying, heating to remove the epidermis and deformation of skin samples have all been reported to change the measured values of scattering and absorption coefficients.\textsuperscript{75} In particular, experimental work by Pickering et al.\textsuperscript{86} suggested that heating tissue to 55°C may increase the value of $\mu_s$. Also, Jacques et al.\textsuperscript{75} commented that soaking the dermis (in saline) will increase the backscattered reflectance, and thus may increase the calculated scattering coefficient. In contrast, Chan et al.\textsuperscript{55} and Simpson et al.\textsuperscript{77} whose reduced-scattering coefficients were substantially lower, reported minimal tissue processing (although Chan et al.’s specimens had previously been frozen).

A further source of disparity between in vivo data from earlier studies\textsuperscript{55,75,78} which involved more tissue processing than the more recent in vivo data presented in Fig. \textsuperscript{59} may have come from the choice of measurement setup. For example, Graaf et al.\textsuperscript{59} reported that discrepancies may arise when internal reflectance is not taken into consideration. Due to a larger difference in refractive indices, this will have a greater effect for samples in air compared to samples in water or saline solution. All samples were placed between glass slides. However, only the earlier studies analyzed here, those which produced higher values of reduced-scattering coefficient, submerged the sample in water or saline.\textsuperscript{55,75,78}

Salomatina et al.’s study\textsuperscript{76} determined separately the reduced-scattering coefficients of the epidermis and dermis. Their data show that the epidermal reduced-scattering coefficient was consistently 2 to 3 mm$^{-1}$ higher than the dermal reduced-scattering coefficient over the visible spectrum. This suggests that studies that excluded the epidermis, such Chan et al.\textsuperscript{55} and Simpson et al.\textsuperscript{77,78} should provide lower values of reduced-scattering coefficient than data obtained from studies in which the epidermis remained, such as Graaf et al.\textsuperscript{55} and Prahl\textsuperscript{4}. However, most probably due to a prevailing effect from the aforementioned influences, this is not the case.

**Fig. 4** Summary of reduced-scattering coefficients available in the literature. *In vitro* data represents absorption coefficients from exsanguinated skin whereas dermal *in vivo* data is inclusive of blood absorption. *Data obtained from graphical presentation. †Data presented was not complete and required input of hemoglobin or water optical properties obtained from Ref. ‡Raw data is provided in the Appendix (Table 4).
4.2.2 In vivo scattering coefficients

In addition to their interpretation of Prahl’s in vitro data, Graaf et al. performed measurements of reflection on five male subjects with “white” skin at 660 nm using an LED source. Despite using a similar wavelength light source to Prahl’s 633 nm, reduced-scattering coefficients from Graaf et al.’s in vivo measurements were appreciably lower than their interpretation of in vitro data (Fig. 4). This is likely to be a result of the posthumous tissue processing performed in Prahl’s study as previously described. However, this effect is not reflected across the literature, as in general reduced-scattering coefficients from in vivo studies were not substantially lower than those evaluated from in vitro studies, nor did they demonstrate an appreciable difference when considering the variation in reduced-scattering coefficients across the visible spectrum.

Any solution involving two independent variables (such as $\mu_s'$ and $\mu_t'$) can suffer from nonuniqueness, where equivalent results can be obtained from two or more sets of input values (local minima). When applying RTT to skin, a simulated increase or reduction in reflection can be attributed to a change in either $\mu_s'$ or $\mu_t'$. The reduced-scattering coefficients from Svaasand et al.’s work were considerably higher than any of the other in vivo studies assessed. This is in addition to their high values of absorption coefficient discussed in the previous section. The paper stated that “the fact that the calculated [skin reflectance] values tend to be higher than the measured ones might indicate that the used values for the epidermal and dermal (reduced) scattering coefficients are somewhat too high.”

The reduced-scattering coefficient from Svaasand et al.’s work was derived from a single data point at 577 nm measured by Wan et al. fitted to a simple $\mu_s' \propto \text{wavelength}^{-1}$ relationship and therefore may not be as reliable as data derived from a series of direct measurements. It should also be noted that the remaining studies that produced the highest reduced-scattering coefficients analyzed here also provided the highest absorption coefficients, including both in vivo and in vitro data. Similarly, those studies presenting the lowest reduced-scattering coefficients produced the lowest absorption coefficients (Fig. 4). Furthermore, when applying high values of dermal scattering to a minimization procedure, Verkruysse et al. demonstrated the effect of nonuniqueness errors on derived skin properties, resulting in a clear overestimation of dermal blood volume fractions.

Dognitz et al. used a spatial frequency domain reflectometry (SFDR) method alongside a simulation constructed using the Wang and Jacques Monte Carlo program to calculate reduced-scattering coefficients from the forearms of six subjects with Caucasian skin. Dognitz et al. commented that due to the differences in measurement techniques their method interrogates a more superficial region of tissue than reflectance spectroscopy (as used in the work by Graaf et al. and Doornbos et al., as there is no separation between source and detector. Salomatina et al.’s in vivo results demonstrate epidermal reduced-scattering coefficients that are greater than dermal values, suggesting that studies involving SFDR may expect an increase in measured reduced-scattering coefficients compared to studies involving reflectance spectroscopy. Dognitz et al. further commented that discrepancies due to surface reflection may cause their method to overestimate the reduced-scattering coefficient. These comments are supported elsewhere in the literature and by the remaining data sets that (with the exception of Svaasand et al.’s work) demonstrate good agreement.

Other techniques used to assess reduced-scattering coefficients include Torricelli et al.’s time-resolved reflectance spectroscopy, Bosschaart et al.’s diffusion approximation technique and a Mie theory calculation by Zoniou et al. that included spherical scatterers with Gaussian distribution in size. The results from these studies are consistent with the majority of in vivo studies and with those in vitro studies that reported minimal tissue processing.

4.3 Further Causes of Discrepancy in the Absorption and Scattering Coefficients

It may be the case that the primary cause of discrepancy between the studies analyzed here is a result of true differences between the skin samples selected. The degree to which such differences influence the measured coefficients is difficult to extract, as to the authors’ knowledge, there are no studies that investigate the measurement of optical properties from large numbers of skin samples, and none that determine the expected variation between samples with any one method of data acquisition or interpretation. Of the studies reviewed, the largest datasets involving a single measurement technique involved six subjects (one involved a range of skin types, the other used three male and three female subject). Only the former study commented on the variation between individuals, with darker skin types demonstrating greater absorption across the visible spectrum. However, measurements were carried out on only one or two subjects from each skin type and the difference in epidermal scattering due to variations in melanin content was not considered.

Further variations between published absorption and scattering coefficients may have been caused by differences in the interpretation of data. Perhaps the most widely referenced set of absorption and scattering data for human skin is that published by Jacques et al. Interpretation of the acquired data was carried out using the diffusion approximation. Prahl, who was an author of this paper, presented an almost identical process for determining the optical properties of abdominal skin samples in his PhD thesis but applied a technique described as an “adding-doubling” method. This is a one-dimensional (1-D) iterative technique that uses RTT to estimate the transport of light through skin from the reflection and transmission of two or more mathematical “slabs.” Graaf et al. provided a further analysis of Prahl’s data using a Monte Carlo technique. The absorption coefficients calculated across these studies varied from 0.12 to 0.27 mm$^{-1}$ and the reduced-scattering coefficients from 5.3 to 18.7 mm$^{-1}$ at 633 nm. This demonstrates that an alternative analysis of the same data can lead to a wide range in estimates of optical coefficients.

Van Gemert et al. used a diffusion theory model to compare absorption and scattering coefficients from a compilation of in vitro measurements including Jacques et al.’s study and papers published elsewhere. Despite applying the same method of interpretation for each data set, dermal absorption and scattering coefficients varied at 633 nm by a factor of nearly 2.5 (approximately 0.18 to 0.43 mm$^{-1}$ and 1.8 to 4.1 mm$^{-1}$, respectively). Hence, not only do alternative analyses provide noticeable differences in reported coefficients, but the same analysis of data from similar studies shows that there is a considerable difference in calculated coefficients across the published data.
4.4 Phase Functions

By far the most widely used approximation to the phase function of human skin is that first used by Henyey and Greenstein when trying to model diffuse radiation in the Milky Way galaxy. The principal benefit of applying the Henyey-Greenstein (HG) phase function is that it can be described using only a single parameter, the modified anisotropy factor, \( g_{\text{HG}} \):

\[
p(\cos \theta) = \frac{1 - g_{\text{HG}}^2}{2(1 + g_{\text{HG}}^2 - 2g_{\text{HG}} \cos \theta)^{3/2}}.
\]

A number of investigations have been conducted to determine the validity of the HG phase function when applied to human skin. For example, Mourant et al. used a goniometer setup to measure the phase function of cell suspensions in vitro and Dunn and Richards-Kortum simulated scattering from an individual cell using a finite difference time domain simulation. Both studies found that the HG function was a poor approximation to the scattering from individual cells as it underestimates scattering at large angles, although Mourant et al. commented that the HG phase function reproduces the experimentally measured phase function “reasonably well for angles less than 75 deg.” This is in agreement with other work.

In order to compensate for the weaknesses in nonforward scattering, Jacques et al. introduced an additional empirical term representing the proportion of isotropic scattering. They performed goniometric measurement of scattered light through tissue samples and fitted the data to the modified HG function (Eq. 3):

\[
p(\cos \theta) = \frac{1}{2} \left[ b + (1 - b) \frac{1 - g_{\text{mod}}^2}{2(1 + g_{\text{mod}}^2 - 2g_{\text{mod}} \cos \theta)^{3/2}} \right].
\]

where \( g_{\text{mod}} = \int p(\cos \theta) \cos \theta \, d\omega \) and where \( b \) is the proportion of isotropic scattering. Applying a value of \( b = 0.1 \), they calculated \( g_{\text{mod}} = 0.82 \) at 633 nm. Van Gemert et al. and Sharma and Banerjee supported the use of this modified HG phase function when comparing results to in vitro goniometer measurements and Monte Carlo simulations respectively. Furthermore, Graaf et al. reported that the value of the anisotropy factor used in Jacques et al.’s study was in agreement with a Mie scattering model of a set of spherical scattering particles with radius of 0.37 \( \mu \)m.

The Henyey-Greenstein expression is purely empirical, however the Mie phase function is derived from a mechanistic theory of light transport and can be used to accurately determine the phase function from a single spherical particle. Several authors have attempted to justify the use of Mie theory calculation for the phase function within specified volumes of a skin model. However, calculations require adequate knowledge of the sizes and refractive indices of scattering particles within the skin and are complex when considering a distribution of these parameters. Although such calculations are possible, they have not been shown to offer significant advantages over the conventional HG phase function.

4.5 Refractive Indices

The surface of the skin is usually approximated as perfectly smooth and thus simulations of surface scatter depend entirely upon an input of refractive index. Ding et al. illuminated the skin in vitro using a number of light sources ranging in wavelength from 325 to 1557 nm. By fitting their data to dispersion schemes used previously on ocular tissues, they predicted values of refractive index ranging from approximately 1.41 to 1.49 in epidermal tissues and 1.36 to 1.41 in dermal tissues over the wavelength range. This is in agreement with other data published using an equivalent technique. However, Tearney et al.’s in vivo refractive indices to Ding et al.’s in vitro values (1.46 for the combined epidermis and stratum corneum and 1.36 for the dermis at 1300 nm), there is a suggestion that in vitro methods may result in an increase in the measured refractive indices.

4.6 Blood and Blood Vessels

The optical properties of blood differ from those of other tissues within skin as blood does not contain significant intercellular scatterers. Thus, the optical properties of blood are primarily determined from the concentration and distribution of erythrocytes. Although a number of investigations have been carried out on human blood, many have used agitated vials containing randomly distributed and oriented erythrocytes that are not representative of blood as it appears in the dermis. Changes in erythrocyte organization, shape and orientation have all been shown to influence the optical properties of blood flowing within vessels. Only two studies were found that have attempted to measure the optical properties of flowing blood. Although the results from these two studies are not in complete agreement, they both suggest that blood exhibits increased absorption and decreased scattering relative to remaining skin, with a reduced-scattering coefficient and absorption coefficient of flowing blood of around 2.5 mm\(^{-1}\) and 0.5 mm\(^{-1}\), respectively, at a wavelength of 633 nm.

To the authors’ knowledge, the optical properties of dermal blood vessel walls have not been investigated directly. However, studies of scatter from aortic walls suggest a scattering coefficient of around 40 mm\(^{-1}\) at 600 nm, which appears to be greater than the surrounding dermis. (Fig. 2). Surface scattering (as estimated using refractive indices) is also of particular importance when considering blood vessels in the skin (Fig. 2).
It can be seen in Fig. 5 that the reported refractive indices of the vessel wall, blood and surrounding dermis are similar in the yellow to red regions (>550 nm) but differ significantly at the blue to violet end. Thus, greater scattering (reflection and refraction) will occur at the vessel wall at shorter wavelengths within the visible spectrum. It may be of interest to note that the scattering effects described here further contribute to the green/blue appearance of larger vessels in the skin.

Although studied, the HG phase function has not been substantially supported for the approximation of in vivo blood scattering anisotropy in skin. At present, analytical methods have more success in this case.

5 Conclusion

Light transport through skin is dependant both upon the effects of scattering structures such as filamentous proteins, and upon the quantity and distribution of highly absorbing chromophores such as melanin and hemoglobin. Simulations of these effects are most commonly achieved using RTT.

Orders of magnitude variation were found to exist between RTT absorption and scattering coefficients across the literature. Absorption coefficients were found to be profoundly affected by the presence of blood, as demonstrated when comparing in vitro to in vivo data, and reduced-scattering coefficients demonstrated a clear increase in magnitude resulting from tissue processing of in vitro samples. Fewer studies were found that analyzed anisotropy factors and refractive indices, or that considered directly the optical properties of dermal blood vessels.

Due to the known effects of tissue processing on reduced-scattering coefficients and the unavoidable coupling between absorption and scatter on measurements on in vivo skin, in vitro scattering coefficients that report minimal tissue processing, such as the study by Chan et al. should be considered foremost in future studies of skin optics. The effect of blood on the reported absorption coefficients, along with the observed coupling effects between absorption and scatter, suggest lower values of absorption coefficients measured in vivo, such as those reported by Meglinski and Matcher or Zonios et al. appear to be the most reliable choice. The HG phase function has a proven track record in skin optics, but published values of anisotropy factor and refractive indices are too few to provide a thorough comparison.

The analysis of the literature regarding the optical properties of skin presented here clearly demonstrates the need for further studies involving larger numbers of patients to establish a definitive range of realistic coefficients for clinically normal skin over a range of skin types.

Appendix

This appendix provides the values used for the analysis of absorption (Table A.1) and reduced-scattering coefficients (Table A.2) reported in the literature, while * denotes values obtained from graphical presentations. The remaining data was extracted directly from the text or tables of the publications unless otherwise stated below.

A.1 Absorption Coefficients

Meglinski and Matcher’s calculated absorption coefficients were presented separately for the dermis and epidermis. Epidermal absorption coefficients were calculated using Meglinski and Matcher’s Eq. (14) with the following inputs: $C_{\text{melanin}} = 2.0\%$, $C_{H_2O} = 20\%$, $\mu_a^{(0)} = (7.84 \times 10^6)\lambda^{-3.225}$ [Eq. (10)] in their paper and from Ref. [22]. $\mu_a^{\text{melanin}} = (5 \times 10^7)\lambda^{-3.33}$ and taken from Ref. [4]. The dermal absorption coefficients were calculated separately for the papillary layer, upper and lower blood net layers and the reticular dermis using the concentration and blood and water presented in their Table 2, value of $\mu_a^{H_2O}$ taken from Ref. [5], and values of $\mu_a^{Hb}$ and $\mu_a^{HbO_2}$ also taken from Ref. [5]. Svaasand et al.’s epidermal and dermal absorption coefficients were calculated from their Eq. (6), with values of $\mu_a^{ab}$ calculated using their Eq. (2). Values of $\mu_a^{am}$ were calculated from Ref. [23] and a value of $\mu_a^{am,694} = 0.3$ mm$^{-1}$ corresponding to Caucasian skin (see their Fig. 3). Epidermal and dermal blood volume fractions of 0.2% and 2% were applied to the epidermal and dermal layers, respectively.

Zonios et al.’s absorption coefficients were calculated from their Eq. (18) using parameters of melanin and absorption concentrations, as well as blood oxygen saturation, presented in their Table 2. The paper by Zonios et al. did not describe the origin of the hemoglobin and oxyhemoglobin extinction coefficients applied in their study, thus it was assumed that values taken from Ref. [23] were used, as was the case in a previous paper by Zonios et al.

The blood absorption coefficients used in these three studies are presented in Fig. 8 for comparison.

A.2 Reduced-Scattering Coefficients

Torricelli et al.’s study presented separate datasets for the arm, head and abdomen from three participants. The mean of these nine values for each wavelength, determined from graphical data, is presented here. Equation (3) from Svaasand et al.’s work and Eq. (19) from Zonios et al.’s work were used to calculate the values presented in the Appendix. Zonios et al.’s Eq. (19) required inputs of $d_m$, $d_i$ and $\mu_i^s$ that were selected as normal skin values from Zonios et al.’s paper as 0.0625 $\mu m$, 0.49 $\mu m$ and 2.1 mm$^{-1}$, respectively.
Table 1  Absorption coefficients (mm$^{-1}$) available from the literature. Precision of recorded value is dependent upon the nature of the original values presented.

<table>
<thead>
<tr>
<th></th>
<th></th>
<th></th>
</tr>
</thead>
<tbody>
<tr>
<td>360</td>
<td>0.60 0.79</td>
<td>1.50 0.41</td>
</tr>
<tr>
<td>370</td>
<td>0.55 0.78</td>
<td>1.56 0.41</td>
</tr>
<tr>
<td>380</td>
<td>0.50 0.89</td>
<td>1.84 0.52</td>
</tr>
<tr>
<td>390</td>
<td>0.46 1.20</td>
<td>3.07 1.02 1.22</td>
</tr>
<tr>
<td>400</td>
<td>1.4 1.5 0.9 0.6</td>
<td>0.6 0.42 1.78</td>
</tr>
<tr>
<td>410</td>
<td>0.39 2.88</td>
<td>8.68 3.27 2.42</td>
</tr>
<tr>
<td>420</td>
<td>0.36 3.23</td>
<td>8.68 3.28 2.92</td>
</tr>
<tr>
<td>430</td>
<td>0.33 2.57</td>
<td>5.84 2.15 2.93</td>
</tr>
<tr>
<td>440</td>
<td>0.31 1.62</td>
<td>3.05 1.04 1.44</td>
</tr>
<tr>
<td>450</td>
<td>5.1 1 1 0.6</td>
<td>0.29 0.566 1.77 0.53 0.40 0.72</td>
</tr>
<tr>
<td>460</td>
<td>4.7</td>
<td>0.27 0.258 1.40 0.39 0.19 0.66</td>
</tr>
<tr>
<td>470</td>
<td>4.9</td>
<td>0.25 0.189 1.28 0.35 0.58</td>
</tr>
<tr>
<td>480</td>
<td>4.3</td>
<td>0.23 0.156 1.19 0.31 0.12 0.54</td>
</tr>
<tr>
<td>490</td>
<td>3.9</td>
<td>0.22 0.149 1.10 0.28 0.43</td>
</tr>
<tr>
<td>500</td>
<td>3.6 0.6 0.7 0.35 0.24</td>
<td>0.20 0.150 1.03 0.26 0.11 0.34</td>
</tr>
<tr>
<td>510</td>
<td>3.1</td>
<td>0.19 0.160 1.01 0.26 0.29</td>
</tr>
<tr>
<td>520</td>
<td>2.7</td>
<td>0.18 0.194 1.11 0.30 0.16 0.27</td>
</tr>
<tr>
<td>530</td>
<td>2.6</td>
<td>0.17 0.283 1.31 0.38 0.33</td>
</tr>
<tr>
<td>540</td>
<td>2.5</td>
<td>0.16 0.362 1.47 0.45 0.30 0.37</td>
</tr>
<tr>
<td>550</td>
<td>2.2 0.4 0.45 0.25</td>
<td>0.15 0.338 1.44 0.44 0.34</td>
</tr>
<tr>
<td>560</td>
<td>2.1</td>
<td>0.14 0.294 1.32 0.40 0.31</td>
</tr>
<tr>
<td>----------------</td>
<td>---------------</td>
<td>-------------</td>
</tr>
<tr>
<td>570</td>
<td>2.0</td>
<td></td>
</tr>
<tr>
<td>580</td>
<td>2.0</td>
<td></td>
</tr>
<tr>
<td>590</td>
<td>1.8</td>
<td></td>
</tr>
<tr>
<td>600</td>
<td>1.9 0.3 0.3 0.2</td>
<td></td>
</tr>
<tr>
<td>610</td>
<td>1.6</td>
<td></td>
</tr>
<tr>
<td>620</td>
<td>1.5</td>
<td></td>
</tr>
<tr>
<td>630</td>
<td>2.7 1.3 0.3 0.25 0.15 0.12 0.035 0.06 0.019 0.10 0.018 0.003 0.017 0.009 0.45 0.07</td>
<td></td>
</tr>
<tr>
<td>640</td>
<td>1.3</td>
<td></td>
</tr>
<tr>
<td>650</td>
<td>1.4 0.3 0.25 0.15</td>
<td></td>
</tr>
<tr>
<td>660</td>
<td>1.4</td>
<td></td>
</tr>
<tr>
<td>670</td>
<td>1.3</td>
<td></td>
</tr>
<tr>
<td>680</td>
<td>1.3</td>
<td></td>
</tr>
<tr>
<td>690</td>
<td>1.3</td>
<td></td>
</tr>
<tr>
<td>700</td>
<td>1.1 0.2 0.25 0.15 0.01 0.04 0.012 0.07 0.007 0.019 0.002 0.35 0.05 0.01</td>
<td></td>
</tr>
<tr>
<td>710</td>
<td>1.2</td>
<td></td>
</tr>
<tr>
<td>720</td>
<td>1.1</td>
<td></td>
</tr>
<tr>
<td>730</td>
<td>1.1</td>
<td></td>
</tr>
<tr>
<td>740</td>
<td>1.1 0.2 0.2 0.15 0.017 0.013 0.012 0.06 0.006</td>
<td></td>
</tr>
</tbody>
</table>
Table 2 Reduced-scattering coefficients (mm\(^{-1}\)) available from the literature. Precision of recorded value is dependent upon the nature of the original values presented.

<table>
<thead>
<tr>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
</tr>
</thead>
<tbody>
<tr>
<td>360</td>
<td>80.6</td>
<td>2.25</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>370</td>
<td>78.4</td>
<td>2.23</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>380</td>
<td>76.3</td>
<td>2.22</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>390</td>
<td>74.4</td>
<td>2.20</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>400</td>
<td>72.5</td>
<td>2.18</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>410</td>
<td>70.7</td>
<td>2.17</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>420</td>
<td>69.0</td>
<td>2.15</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>430</td>
<td>67.4</td>
<td>2.13</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>440</td>
<td>65.9</td>
<td>2.12</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>450</td>
<td>64.4</td>
<td>2.10</td>
<td>2.08</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>460</td>
<td>63.0</td>
<td>2.08</td>
<td>2.03</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>470</td>
<td>61.7</td>
<td>2.07</td>
<td>2.00</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>480</td>
<td>60.4</td>
<td>2.05</td>
<td>1.96</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>490</td>
<td>59.2</td>
<td>2.03</td>
<td>1.93</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>500</td>
<td>58.0</td>
<td>2.02</td>
<td>1.90</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>510</td>
<td>56.9</td>
<td>2.00</td>
<td>1.87</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>520</td>
<td>55.8</td>
<td>1.98</td>
<td>1.83</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>530</td>
<td>54.7</td>
<td>1.97</td>
<td>1.80</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>540</td>
<td>53.7</td>
<td>1.95</td>
<td>1.77</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>550</td>
<td>52.7</td>
<td>1.93</td>
<td>1.74</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>560</td>
<td>51.8</td>
<td>1.92</td>
<td>1.71</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>570</td>
<td>50.9</td>
<td>1.90</td>
<td>1.68</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>----------------</td>
<td>--------------</td>
<td>-------------</td>
<td>---------------------------</td>
<td>-------------------------</td>
<td>------------</td>
<td>---------------</td>
<td>---------------</td>
<td>------------------------</td>
<td>------------</td>
<td>----------------</td>
<td>---------------------</td>
<td>-------------</td>
<td>---------</td>
<td>------------</td>
</tr>
<tr>
<td>580</td>
<td>10.0</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>590</td>
<td>10.0</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>600</td>
<td>9.5</td>
<td>1.8</td>
<td>5</td>
<td>3</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>610</td>
<td>9.0</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>620</td>
<td>9.0</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>630/633</td>
<td>18.73</td>
<td>9.0</td>
<td>1.7</td>
<td>5</td>
<td>3</td>
<td>5.25</td>
<td>2.8</td>
<td>3.2</td>
<td>1.44</td>
<td>1.45</td>
<td>0.91</td>
<td>1.67</td>
<td></td>
<td></td>
</tr>
<tr>
<td>640</td>
<td>9.0</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>650</td>
<td>9.0</td>
<td>1.6</td>
<td>4.5</td>
<td>3</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>660</td>
<td>8.5</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>670</td>
<td>8.5</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>680</td>
<td>8.0</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>690</td>
<td>8.0</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>700</td>
<td>8.0</td>
<td>1.4</td>
<td>1.3</td>
<td>2.5</td>
<td>2.3</td>
<td>2.9</td>
<td>1.29</td>
<td>0.81</td>
<td>1.54</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>710</td>
<td>8.0</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>720</td>
<td>7.5</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>730</td>
<td>7.5</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>740</td>
<td>7.5</td>
<td>1.3</td>
<td>1.3</td>
<td>2.5</td>
<td>2.1</td>
<td>2.1</td>
<td>1.21</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
</tbody>
</table>

<table>
<thead>
<tr>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
<th></th>
</tr>
</thead>
<tbody>
<tr>
<td>750</td>
<td>7.5</td>
<td>1.3</td>
<td>1.3</td>
<td>2.5</td>
<td>2.1</td>
<td>2.1</td>
<td>1.21</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>760</td>
<td>7.5</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>770</td>
<td>7.5</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>780</td>
<td>7.5</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>790</td>
<td>7.5</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>800</td>
<td>7.5</td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
</tbody>
</table>

**Table 2 (Continued).**
References


