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Abstract. In functional near-infrared spectroscopy (fNIRS) of human cerebral hemodynamics, dedicated sur-
face-sensitive recording channels are useful for regressing out background hemodynamics and isolating acti-
vation-specific responses. A wide variety of source-detector separations have been utilized for this purpose.
Here, we report a direct comparison of regression performance between two extremes of the reported
range, 13 and 6 mm. Measurements of visual stimulation response (flickering radial checkerboard) were
obtained from nine adults using a standard commercial source-detector grid with 13-mm diagonals, into
which three extra detector fibers were placed to provide 6-mm channels at certain locations. When
the NIRS recordings (17 total trials) were processed, the contrast-to-noise ratio was significantly higher with
6-mm regression channels than with 13 mm. The advantage could be due in part to the undesired sensing
of brain activity by the 13-mm channels. We suggest that shorter distances be considered for optimal removal
of superficial hemodynamics in NIRS signals from the adult brain. © The Authors. Published by SPIE under a Creative Commons
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1 Introduction
Near-infrared spectroscopic (NIRS) techniques provide the
opportunity to monitor hemodynamic activity within the
human head in a low-cost and noninvasive manner. Typically,
light is sent into the head at the surface of the scalp and then
detected at another location on the scalp, usually 20 to
40 mm away to ensure penetration through scalp and skull
into the underlying cerebral tissue. Fluctuations in the detected
signal are related to temporal changes in concentration of oxy-
and deoxy-hemoglobin. Using the modified Beer-Lambert law
(MBLL)1,2 and two or more wavelengths in the NIR regime,
concentration changes for both species of hemoglobin can be
tracked and used as an indirect measure of neural activity.

Much NIRS work on cerebral hemodynamics is performed
using continuous wave illumination and analyzed via single
source-detector pairs. In such cases, signal averaging over multi-
ple events is needed to isolate stimulus-related activations from
uncorrelated hemodynamic trends (such as respiration and
Mayer waves) that occur at similar amplitudes and temporal
frequencies.2,3 Recently, however, attempts have been
made to measure the background hemodynamics explicitly
and then subtract off some of its interference.4–13 This is typi-
cally done using dedicated channels with reduced source-detec-
tor separations, such that the interrogation volume is confined
primarily to extracerebral regions. In general, the short-distance

measurement needs to be scaled or otherwise processed prior to
any subtraction from the original source-detector time series
measurement (“target channel”). Such processing can be per-
formed using a variety of techniques that require no a priori
knowledge of the specific optical properties of the human
head. Fabbri et al.14 first proposed using resting data to estimate
the appropriate scaling factor for the two-measurement subtrac-
tion. Alternatively, the scaling factor can be calculated solely
from the two time series themselves, using various strategies
such as least-squares minimization,7,9 adaptive filtering,11–13 in-
dependent component analysis,15 and state-space modeling with
Kalman filtering.4,5

The literature exploring short-distance correction methods
contains a range of separation distances between the source
and the detector.4–7,9–13 Saager et al.,7 using least-squares sub-
traction, obtained improved contrast-to-noise ratios (CNRs) in
a visual-stimulation study using a short-channel separation dis-
tance of 5 mm. In developing an adaptive-filter subtraction algo-
rithm,11 Zhang et al.11–13 utilized a short-distance channel of
11 mm. Gregg et al.,6 using a high-density array, regressed
against an average of many 13-mm channels. Gagnon et al.4,5

have explored multiple aspects of short-separation channel
usage with a value of 10 mm.

This considerable range of short-distance values (from 5 to
15 mm) may reflect the fact that different extremes confer differ-
ent benefits. The shortest separations are least sensitive to the
cortex, providing a closer approximation to a “scalp only” signal
for subtraction purposes. On the other hand, larger separations
average over a larger scalp region, thus reducing the influence of
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spatial heterogeneity. To our knowledge, there has not been a
dedicated experimental comparison of two different short-dis-
tance separations at the opposite ends of the current usage range.

A regression channel’s proximity to the target channel
(center-to-center separation) also affects how well the regression
will reduce hemodynamic interference. Gagnon et al.4 recently
recommended that the regression channel’s midpoint be within
15 to 20 mm of the target channel’s to obtain substantial benefit.
The report suggests that the decrease in performance at larger
offsets is due to spatial inhomogeneity in the superficial
hemodynamics.

This paper reports on a NIRS probe with dedicated pairs of
regression channels with source-detector spacings of 13 mm
(“short”) and 6 mm (“very short”). This probe thus enables
the same target channels to be corrected using either 6- or
13-mm data, with subsequent investigation of which method
provides better detection of stimulus-related hemodynamic acti-
vations. The sections below describe the multiple-channel topo-
graphic instrument and probe design, a visual stimulation
protocol, and the comparison of different regression approaches.
Some observations about center-to-center channel distance
and single-channel versus global-average regression are also
provided.

2 Methods

2.1 Instrumentation

To enable comparisons between usage of “short” and “very
short” regressors (henceforth, S and VS, respectively), we modi-
fied an existing commercial high-density fiber probe
(Cephalogics LLC, Boston, Massachusetts; for details see
Ref. 10). As shown in Fig. 1, the basic geometry of 24 sources
and 21 detectors was an interleaved rectangular grid with overall
dimensions of 13.2 × 6.6 cm. Nearest-neighbor diagonal distan-
ces were 13 mm, while the three next-nearest source-detector
separations in the grid were 30, 39, and 47 mm.6,10 The
probe geometry was modified by moving three detectors (rep-
resented by dashed squares) to within 6 mm of sources in the
grid. Three VS regression channels were thus created. For each,
a single 13-mm channel sharing the same source was chosen as

an S channel for comparison in the subsequent data analysis.
Figure 1 indicates the locations of these pairs of channels,
labeled as A, B, and C.

At each of the 24 source positions, optical fiber bundles
delivered NIR light-emitting diode light at two wavelengths
(750 and 850 nm). The bundles were coupled to the head
with a flexible, thermoplastic cap molded to fit the back of
the head over the visual cortex. Each detector sampled light
from all sources for a total of 672 possible measurements; of
these, the 265 channels with source-detector separations of
47 mm or less were retained for analysis. Further details
about the system’s electronics have been published previously.10

Each time series of detected power at the two wavelengths
was converted to changes in optical density and subsequently to
changes in oxy- and deoxy-hemoglobin concentration times
pathlength16 using the modified Beer-Lambert law. To render
the changes in familiar units of average micromolar over the
optically explored volume, the values were divided by a differ-
ential pathlength factor (DPF) of 5. This particular DPF, close to
values reported for adults by Duncan et al.,17 does not affect any
of the conclusions presented below and does not attempt to
assign partial pathlength in the brain. Time series were high-
pass filtered by subtracting a 25-s moving boxcar average
and were low-pass filtered by performing a first-order
Savitzky-Golay smooth18 over a 4-s window.

2.2 Protocol

Visual stimulation was provided by a flickering black-and-white
radial checkerboard pattern. The pattern was presented covering
a 15-in. laptop screen, approximately 18 to 24 in. from the
seated subject. During stimulus periods, the contrast of the
pattern would reverse at a rate of 10 Hz. During rest periods,
the subject was shown a solid gray screen with a small
cross-hair in the center to maintain a central fixation point.
The duration of the stimulations was 10 s, while the rest period
was varied between 15 and 35 s to reduce habituation. A typical
trial contained six visual stimulation epochs and lasted approx-
imately 3 min.

Nine healthy subjects (age range: 19 to 40; four female) par-
ticipated in this study, which was approved by the University of
Rochester Research Subjects Review Board. Because most sub-
jects sat for two trials, the total number of data runs was 17. The
probe was placed over the occipital lobe, using the inion as a
fiducial marker on the scalp. The center of the probe was placed
approximately 1 to 2 cm above the inion, aligned along the
midline. The probe’s width of 13.2 cm was enough to span
the right and left occipital cortex.

3 Analysis Methods

3.1 Correction Modalities

Every target channel’s time series of oxyhemoglobin concentra-
tion change was processed six separate times, once using each of
the correction channels (3 VS and 3 S). The regression process,
which has been described previously,8 performs scaled subtrac-
tion of the VS or S channel by least-squares minimization, pro-
ducing a corrected time series. Each of the six regressions
yielded a separate result. As a baseline for comparison, the
data were also analyzed using no regressor at all.

Gagnon et al.4 have reported that correction channels provide
more benefit if they are located within approximately 20 mm of

Fig. 1 Fiber bundle geometry for light delivery (circles) and detection
(squares). In the unmodified regions of the rectangular grid, nearest-
neighbor source-detector spacings are 13 mm (S channels), but relo-
cated detectors are placed 6 mm from sources at labeled locations A,
B, and C to provide three VS channels. The circle around location B
(radius 25mm) indicates the zone of target channels considered “near
to B” in the data analysis; see text for details. N.B.: view from back
(convex side) of the near-infrared spectroscopy headpiece. Key:
dashed squares—vacated detector gridpoints, shaded squares—
selected detectors for S/VS comparison.
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the target channel, center-to-center. Since the headpiece in this
study provided a range of center-to-center separations up to
40 mm, a wide range in correction quality was expected. For
this reason, regressions were analyzed only for cases where
the target channel’s midpoint was within 25 mm of the VS
regressor’s midpoint (this radial distance from position B is indi-
cated by the large circle in Fig. 1). Since the VS and S midpoints
were not identical, the center-to-center separations from each
target channel were also different. In regions A and B, there
was no overall bias; in region C, the VS midpoint was always
several millimeters farther away due to its placement at the edge
of the probe. This created a bias against VS by reducing the
spatial overlap, but since there were fewer channels corrected
by C, the influence of this bias in the overall statistics was minor.

All target channels in our probe were within 25 mm of at least
one 6 mm correction location (A, B, or C); some were that close
to two.

3.2 Metrics

Noise-reduction methods are most relevant in cases where there
is an underlying signal to detect. This study focused upon chan-
nels in which stimulus-evoked activation signals were observed.
To compare the noise-reduction methods quantitatively, a
performance metric had to be developed. We quantified perfor-
mance based upon the CNR of the activation responses, as will
be described shortly.

By sensing extracerebral hemodynamics, short-distance
correction methods reduce their contribution in target-channel
measurements, ideally leaving “brain-only” responses behind.
When stimulus-evoked hemodynamic activity has occurred in
the brain (i.e., in the case of a “true positive”), the correction
process should increase the CNR of the NIRS measurement.
Our chosen performance metric therefore implies that higher
CNR correlates with better correction.

It must be noted, however, that stimulus-evoked activity can
instead occur in the extracerebral vasculature, for example, via a
flushing response. Since the evoked hemodynamic signature
appears in the short-distance measurement as well, the correc-
tion process will tend to reduce it in the target channel recording.
In such instances (the correction of a “false positive”), the hall-
mark of proper correction is now a decrease in CNR. In a study
with roughly equal numbers of true and false positives, CNR
would be a poor metric for successful signal correction. In
order to use CNR as a metric in this study, it was necessary
to create a situation where true positives greatly outweighed
false positives. The validity and limitations of this assumption
will be revisited after the results are reported.

3.2.1 Activation-flagged channels

Activation-flagged channels (AFCs) were defined in part by a net
rise in oxyhemoglobin concentration during the stimulation inter-
val, as in previous work.9 Specifically, the average rise in oxy-
hemoglobin concentration over the multiple stimulation
epochs had to be significantly positive (one-sided t-test). The
rise was calculated using 4-s windows centered on the onset
and termination of the visual stimulus. For the t-test, the p-
value was adjusted to account for multiple comparisons19,20 by
dividing the target threshold for significance by a value related
to the number of independent recording channels NI. In this
case, the number of channels analyzed was 265, but the time
series were not fully independent, due both to overlaps of

measurement volumes and to spatial correlations of hemodynam-
ics over the measurement field. We chose a conservative, empiri-
cal value ofNI ¼ 100 and a confidence level of 95%. With those
inputs, the threshold for flagging activations was set at
p ≤ 0.0005 to determine whether the average rise in ΔHbO2

was significantly greater than zero in any single channel. If a
channel passed the t-test in any regression mode [VS, S, or
no-regression (NR)], it passed to the second round of analysis.

3.2.2 CNR calculation

For each channel that passed the t-test, the corrected and uncor-
rected NIRS-measured oxyhemoglobin responses were each
modeled using a skewed-Gaussian hemodynamic response
function, as described previously.9 A fit was performed for
each stimulus epoch over a 25-s window, starting at the onset
of the 10-s stimulus and ending 15 s after the conclusion of
the stimulus. As shown in Fig. 2, “contrast” (C) is defined as
the maximum amplitude of the skewed-Gaussian fit, and “noise”
is defined as four times the standard deviation of the residual,
thus giving barely visible signals a CNR of approximately unity.
The average CNR of a channel’s epochs served as an additional
criterion for flagging activations (hCNRi > 1). Specifically, this
guarded against multipeaked hemodynamic oscillations that
happen to pass the t-test by being randomly higher at the end
of most epochs, but do not resemble single-peaked responses. In
practice, all channels passing the t-test in these experiments also
met the CNR criterion.

AFC status was assigned to a channel if the t-test and CNR
criteria were both satisfied for at least one regression modality
(S, VS, or NR).

3.2.3 Comparison of short-distance regression modalities
using CNR values

As just noted, all correction modalities (including no-correction)
participated equally in the selection of AFCs. This was done to
eliminate bias.

The analysis consisted of testing whether one correction
method (A) tended to produce higher or lower CNR values
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Fig. 2 An example of calculating contrast and noise values for a sin-
gle stimulus epoch. The solid blue trace indicates the ΔHbO2 time
series after regression against a 6-mm (VS) channel. The skewed-
Gaussian fit (dashed magenta) results in a noise residual (green)
whose standard deviation is calculated.
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than another method (B). Specifically, an additional two-sided t-
test checked whether the average value of log½CNRA∕CNRB�
was significantly different from zero. A positive (negative)
value meant that method AðBÞ produced significantly
larger CNR.

3.2.4 Global regression

Although the main purpose of this work was to compare differ-
ent single correction channels at different separations, regression
does not have to be performed using a single recording channel.
Another option is to use an average over multiple channels that
span a larger area of the head. This is a particularly attractive
approach with high-density optode arrays intended for tomog-
raphy (such as the probe for this study), where shallow-probing
short-distance channels are already present. In this case, the
multiple-channel average spatially characterizes the “shallow
signal” over the entire area of study. Useful results of such
“global average” regressions have been reported.6

The present headpiece had only three 6-mm channels, so a
“global 6 mm” recording was not available. Thirteen-millimeter
channels were present throughout the probe, however, and so the
global average of the 13-mm channels was therefore calculated
and used as yet another type of regressor for correction.

4 Results
Representative time-series data from one subject corresponding
to one target channel (30-mm source-detector separation) are
shown in Fig. 3. The uppermost trace (a) shows the oxyhemo-
globin changes calculated using the target channel’s detector
alone. The fluctuations are not strongly associated with the vis-
ual-stimulation intervals (shown in gray). A very short (VS)
6-mm trace (b) was acquired nearby (in this case, sharing the
same source location); it exhibits some of the same fluctuation
features, as did the similar-looking S trace (c). When the VS
trace (b) is least-squares subtracted from the original signal,
the corrected response (trace d) exhibits a much stronger corre-
lation with the stimulus onsets. (Epoch 9 of this corrected

response, marked by an asterisk, was used to illustrate the
CNR calculation in Fig. 2.) The associated correction using
the S channel appears as trace (e).

Activation channels were flagged in 13 of the 17 total trials
analyzed; these AFCs came from six of the nine subjects. In all,
a total of 467 AFCs were designated. Different ways of analyz-
ing the AFCs are discussed below.

4.1 VS versus NR

Figure 4 compares very-short regression to NR. Specifically,
CNR6 mm was calculated for each AFC and scatter-plotted
against the corresponding value of CNRNR. As noted above,
a few target channels were within 25 mm of two VS channels
(A, B, or C); these channels have two data points in this figure,
corresponding to correction by two different 6-mm channels.
The scatter plot clearly shows most points (317 out of 467)
lying above a 45-deg line, suggesting that the regression
improved the CNR on average. The two-sided t-test of
logðCNR6 mm∕CNRNRÞ confirmed that the improvement was
significant (p < 0.0001). Significant improvement was also
found for the S correction (data not shown). These results, con-
sistent with prior work,9 serve as a baseline check before pro-
ceeding to comparisons of different correction methods.

This scatter plot also reveals information about the relative
prevalence of true and false positives among the AFCs. Of the
data points where the CNR in one modality is at least 2× greater
than the other, the larger CNR almost always belongs to the VS
correction (i.e., such points lie above, not below, the unity line).
According to the idealized model discussed earlier, if a correc-
tion method increases the CNR, this implies a true positive.
Since almost all of the strong changes went in this direction,
this suggests that the experimental design (adult volunteers
watching a strong visual stimulus for many epochs) led to
many more true positives than false positives.
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Fig. 3 Representative time courses of target, regressor, and “cor-
rected” channels. (a) Large-separation target channel; (b, c) VS
(6 mm) and S (13 mm) regressors; and (d, e) “corrected” responses
using VS and S regressors.

Fig. 4 Scatter plot of contrast-to-noise ratio (CNR) from VS regres-
sion (6 mm) versus CNR from no-regression, for all “near-corrected”
activation-flagged channels (AFCs) (correction channel 25 mm or
closer to target channel, center-to-center). A dashed unity line is pro-
vided to guide the eye. 317 of the 467 data points have a higher CNR
using VS regression, and the overall improvement is statistically sig-
nificant (p < 0.0001; see text for details).
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4.2 VS Versus S Regression

In Fig. 5, a scatter plot (similar to Fig. 4) compares CNR6 mm to
CNR13 mm, again for the cohort of all corrections within 25 mm.
In this case, the number of data points above the 45-deg unity
line is 326 out of 461. The smaller total number of data points,
461 compared to the 467 in Fig. 4, is due to six instances in
which one of the S channels was itself flagged for activation;
in these cases, S regression yielded an uninformative zero
residual. The improvement was again statistically signifi-
cant (p < 0.0001).

4.3 Global Regression

Since the global analysis could only be performed at 13 mm,
there was no ability to compare global correction using VS
and S modalities. Figure 6, however, illustrates an important
relationship between the time course of a particular target chan-
nel (30 mm separation) and the global S average for that data
run. As in Fig. 3, gray bars represent the stimulation epochs. The
original 30-mm time series shows some amount of response cor-
related with the stimuli, but there is a lot of hemodynamic noise
as well. In the corrected trace, plotted at the bottom, the hemo-
dynamic interference is markedly reduced and the stimulus-
related dynamics are noticeably smoother. No similar correction
was observed in this case when a single nearby channel (either
VS or S) was used as the regressor; the residual still contained
most of the higher-frequency noise (data not shown).

In the example shown, the average CNR of the activations in
the global regression was six times greater than the local regres-
sion (36 versus 6). Although this was an extreme example
shown here for emphasis, the effect was not isolated.
Averaging over all of the AFCs in this study, global-average
S regression produced higher CNR values for 271 of the flagged
channels, versus 196 being better with single-channel VS
regression.

5 Discussion

5.1 VS Versus S Regression

As mentioned in Sec. 1, the major goal of this investigation was
to compare two relevant source-detector separations for short-
distance regressor channels. For this reason, the optical head-
piece for this study was built with three pairs of regression chan-
nels at 6 and 13 mm, each pair sharing a common source. Time
series from many target channels were then corrected using
either 6-mm (VS) or 13-mm (S) channel data. Since the three
relevant time series were acquired in parallel (target channel,
VS regressor, and S regressor), all other variables were held
fixed in the comparison of the regression results.

As Fig. 5 shows, overall the 6-mm VS regressor performed
significantly better than the 13 mm S regressor, as measured by
the CNR of the stimulus-related activations that were flagged.
This suggests that 6 and 13 mm, although both regarded as dis-
tances too short to obtain an optimal sampling of the adult
human cortex, are not functionally equivalent in terms of
their hemodynamic probing.

One hypothesis for the difference in performance is that the
13-mm channel sensed some cortical hemodynamics itself.
Using such a channel for regression would naturally subtract
some of the signal one wishes to preserve. We have seen direct
evidence of 13-mm channels containing significant activation
signals in some of our data. For example, the upper trace in
Fig. 7 shows a 13-mm NIRS time course collected from one
of the subjects. No obvious stimulus-related features are appar-
ent. When this channel is regressed against its associated 6-mm
channel, however, the residual exhibits upward surges in oxy-
hemoglobin concentration at the onset of each stimulus block.
In this instance, the 13-mm channel evidently contained signifi-
cantly higher levels of cerebral activation signal than
the 6-mm channel did. This would agree with the results in
Fig. 5, where the CNR was statistically worse using 13-mm
regression.

Fig. 5 Scatter plots of CNR from VS regression (6 mm) versus CNR
from S regression (13 mm), for all “near-corrected” AFCs. In 326 out of
461 instances, the VS regression has higher CNR, and the overall
improvement in CNR is statistically significant (p < 0.0001; see text
for details).

Fig. 6 Oxyhemoglobin trends recorded using a single 30-mm channel
(thick red upper trace) and the global average of the 13-mm channels
(thin black upper trace, scaled for least-squares fit). Gray bars indicate
stimulation epochs. The corrected time series (blue bottom trace)
exhibits surges at the onset of each stimulation, with significant reduc-
tion in unrelated hemodynamic activity (e.g., around 95 s). In this in-
stance, local correction provided no comparable reduction (data not
shown).
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5.2 Global Regression

The global average at 13 mm sometimes provided a strong cor-
rection to a far-distance channel (cf. Fig. 6), and overall pro-
duced higher CNR than single-channel correction in a
majority of cases. These findings emphasize that there are multi-
ple potential sources of hemodynamic interference, and that no
one correction approach is always the best choice. In the case
where superficial hemodynamics are the dominant interferent, a
local superficial channel ought to be the best regressor. In the
case shown in Fig. 6, however, the dominant interference
was better explained by a global average over a larger area.
The “global interferent” in this case could have been predomi-
nantly in the brain, and thus poorly sampled by the VS channels.

This study leaves open the question of whether global regres-
sion is improved by switching to 6-mm channels, as was seen for
single-channel regression. Such a comparison would require a
probe with a full complement of 6-mm regression channels,
which was not available in this study.

6 Conclusion
In NIRS measurements of stimulus-evoked hemodynamics, sur-
face-sensitive recordings using short source-detector separations
can help to eliminate nonspecific hemodynamic trends. In order
to obtain the best CNR upon subtraction, we recommend based
upon our statistical comparison that the source-detector separa-
tion be closer to 6 mm than 13 mm in measurements over the
adult occipital cortex. The poorer performance seen at 13 mm
could be at least partly due to undesired optical sampling of the
activated brain region itself. These observations may extend to
other regions of the adult head, and at smaller scales to infant
measurements.
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Fig. 7 Oxyhemoglobin trends recorded using a 13-mm channel (a,
red) and the corresponding 6-mm channel sharing the same source
(b, black, scaled for least-squares fit). Gray bars indicate stimulation
epochs. The residual of the fit (c, blue, magnified for clarity by a factor
of 5) exhibits surges at the onset of each stimulation, suggesting that
the 13-mm recording has significant sensitivity to stimulus-related
hemodynamics.
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