Single-session communication with a locked-in patient by functional near-infrared spectroscopy

Androu Abdalmalak
Daniel Milej
Loretta Norton
Derek B. Debicki
Teneille Gofton
Mamadou Diop
Adrian M. Owen
Keith St. Lawrence
Single-session communication with a locked-in patient by functional near-infrared spectroscopy

Androu Abdalmalak, Daniel Milej, Loretta Norton, Derek B. Debicki, Tenille Gofton, Mamadou Diop, Adrian M. Owen, and Keith St. Lawrence

Abstract. There is a growing interest in the possibility of using functional neuroimaging techniques to aid in detecting covert awareness in patients who are thought to be suffering from a disorder of consciousness. Immersing optical techniques such as time-resolved functional near-infrared spectroscopy (TR-fNIRS) are ideal for such applications due to their low-cost, portability, and enhanced sensitivity to brain activity. The aim of this case study was to investigate for the first time the ability of TR-fNIRS to detect command driven motor imagery (MI) activity in a functionally locked-in patient suffering from Guillain–Barré syndrome. In addition, the utility of using TR-fNIRS as a brain–computer interface (BCI) was also assessed by instructing the patient to perform an MI task as affirmation to three questions: (1) confirming his last name, (2) if he was in pain, and (3) if he felt safe. At the time of this study, the patient had regained limited eye movement, which provided an opportunity to accurately validate a BCI after the fNIRS study was completed. Comparing the two sets of responses showed that fNIRS provided the correct answers to all of the questions. These promising results demonstrate for the first time the potential of using an MI paradigm in combination with fNIRS to communicate with functionally locked-in patients without the need for prior training.

Keywords: functional near-infrared spectroscopy; time-resolved measurements; Guillain–Barré syndrome; motor imagery; brain–computer interface

1 Introduction

Disorders of consciousness (DOC) are conditions in which normal consciousness is impaired as a result of brain damage. These disorders are classified based on a patient’s level of arousal and awareness, with vegetative state (VS) patients only exhibiting evidence of arousal and minimally conscious state (MCS) patients displaying inconsistent signs of awareness. The difficulties of differentiating between these states using behavioral tests are reflected in the high rate of MCS patients being misdiagnosed as being vegetative (up to 40%).

One approach for improving differential diagnosis is to use functional neuroimaging to detect activation in specific brain regions in response to command-following tasks. This was first demonstrated using functional magnetic resonance imaging (fMRI) to detect motor imagery (MI) activity in a patient diagnosed as being vegetative.

Given the limitations associated with fMRI in terms of cost and accessibility, there is an unmet need to develop techniques to detect command-driven brain activity at the bedside. Not only would this help differentiate between VS and MCS, such techniques could also provide a rudimentary means of communicating with DOC patients. Functional near-infrared spectroscopy (fNIRS) is a promising alternative to fMRI given its portability and relatively low cost; however, despite these advantages, only one fNIRS study to date attempted to use an MI paradigm to assess residual brain function in DOC patients and significant effects were only found at the group level. Although promising, assessing consciousness in DOC patients requires a method that can reliability detect activation on a single-subject basis.

One of the challenges with fNIRS is its inherent sensitivity to light absorption in superficial tissue, which can reduce the reliability of detecting brain activity. One approach for enhancing depth sensitivity is to use time-resolved (TR) NIRS. Depth sensitivity is achieved by discriminating between early arriving photons that only interrogate the extracerebral layers and late-arriving photons that have a higher probability of reaching the brain. Previous work has shown that TR-NIRS provides a higher contrast-to-noise ratio (CNR) compared to conventional continuous wave (CW) approaches. In addition, in a recent study involving healthy participants performing MI, it was demonstrated that the change in the mean time-of-flight ($\langle t \rangle$) signals could be used to detect MI activation with a sensitivity of 93% compared to fMRI, whereas the change in the number of photons, which is analogous to the CW approaches, only provided a sensitivity of 64%. Given these promising results, the first aim of this case study was to investigate if the same TR-NIRS approach could detect MI activity in a locked-in patient under intensive care. This patient had Guillain–Barré syndrome (GBS), an acute paralytic neuropathy, that in severe cases results in a functionally locked-in state. The second aim was to determine if the patient without any prior training could use MI to respond to a series of yes/no questions. In general, locked-in patients represent an ideal case to test the method in the intensive-care unit (ICU) given they are awake and aware, unlike DOC patients but lack almost all ability to respond to commands. At the time of this experiment, the patient had regained limited eye movement, which provided a unique opportunity to confirm the answers obtained by fNIRS.

2 Methods

This study was conducted on a patient with severe GBS who required ventilator support and was under intensive care at
London Health Science Centre (London, Ontario). The patient (male, age 75, Hughes GBS disability scale score of 5 on a scale where 0 indicates normal and 6 corresponds to death) was functionally locked-in with no voluntary control of his muscles except for very restricted (few millimeters) vertical and horizontal eye movements, which were inconsistent in the days leading up to this study. Prior to becoming functionally locked-in, the patient requested to remain unsedated once in a locked-in state. His decision allowed us to test our MI approach on a patient completely free of the effects of sedatives. This study was approved by the Research Ethics Board of Western University and informed consent was obtained from the patient’s legal guardian.

The fNIRS data were acquired with a four-channel TR system described in details elsewhere. A bifurcated emission fiber was centered over FCz according to the international system for electroencephalography (EEG) electrode placement, and the detection fiber bundles were placed in a cross orientation with a source–detector distance of 3 cm (Fig. 1). The fibers were secured to the head using a three-dimensional printed holder imbedded in an EEG cap (EASYCAP, GmbH, Germany). Ultrashort pulses of light were emitted at 760 and 830 nm and at a pulse repetition rate of 80 MHz. Distribution of time-of-flight of photons (DTOFs) were acquired every 300 ms with a temporal resolution of 16 ps. The system was controlled using custom LabVIEW software (National Instruments).

MI was invoked using a well-established “imagine playing tennis” task that required subjects to imagine themselves on a tennis court playing a vigorous game of tennis where they are swinging their arm back and forth trying to hit a tennis ball over and over. The fNIRS experiment was organized in two parts: first, the patient was instructed to perform the tennis imagery task to verify his ability to successfully perform MI. The experimental protocol consisted of 30 s of rest followed by five 30-s alternating blocks of MI and rest for a duration of 330 s. Next, the patient was asked three questions confirming his last name, if he was in pain, and if he felt safe. The first question was chosen as a control, whereas the other two open-ended questions were chosen for their clinical relevance. He was instructed to stay relaxed if he wanted to answer “no” to any of the questions or to perform tennis imagery if the answer was “yes.” Each question was repeated five times in the same block design of 30-s intervals used for the MI task. A schematic of the paradigm is presented in Fig. 2. Immediately following the fNIRS experiment, the patient answered the same three questions using vertical (“yes”) and horizontal (“no”) eye movements while his eyelids were held open.

The fNIRS signals were analyzed by calculating the change in the statistical moments of each recorded DTOF. Only the change in the (r) was used in the analysis since the previous study demonstrated that it provided the highest sensitivity to MI activity. All (r) time courses were corrected for motion artifacts using the moving reduction artifact rejection algorithm approach, filtered using a band-stop filter with cut-off frequencies of 0.08 and 1.5 Hz, and detrended to remove any slow signal drifts. Finally, the signals were converted to oxy- and deoxyhemoglobin using sensitivity factors (SF) obtained from Monte Carlo simulations. The Monte Carlo model consisted of 10 layers, each with a thickness of 0.2 cm. The SF for the intracerebral layer was calculated as the sum of the SF obtained from layers 5 to 10 (i.e., below 1 cm).

An increase in oxyhemoglobin during MI from each of the four detection channels was detected by a support vector machine classifier. The CNR and the correlation coefficient (r) between the oxyhemoglobin time course and the theoretical model were used as features to train the classifier. The CNR was defined as the difference in signal between the mean task and rest periods divided by the standard deviation of the rest period. The classifier was trained on one hundred simulated data sets with varying degrees of noise added to replicate experimental data. The theoretical activation signals were simulated as a five-cycle boxcar convolved with the hemodynamic function, whereas the rest signals were simulated as the combination of three sinusoidal signals with frequencies of 0.1, 0.2, and 1 Hz corresponding to the Mayer waves, average breathing rate, and average heart rate, respectively. Random noise was added with a normal distribution and standard deviation ranging from 1 to 10.

Testing on fifteen MI and five rest data collected previously from healthy controls demonstrated that the classifier had an accuracy of 80% and a precision of 75%. The final step was to confirm the “yes” or “no” responses obtained by applying the classifier to the oxyhemoglobin time series by comparison to the responses obtained by eye movements. Since all four channels were located over motor planning regions, at least one of them had to be classified as activated for a “yes” response.
3 Results
Analysis of the fNIRS data acquired during tennis imagery alone revealed activation in one channel. Compared to the responses using eye movements, the fNIRS results predicted the correct answers to all three questions: (1) “yes,” the patient heard his last name (three channels, average CNR = 5.85, average \( r = 0.76 \)); (2) “no,” he was not in pain (four channels, average CNR = 1.13, average \( r = 0.23 \)); and (3) “yes,” he felt safe (four channels, average CNR = 12.72, average \( r = 0.83 \)). The CNR and correlation values for the “yes” responses were similar to that of healthy participants performing the same MI task. The average time courses of oxy- and deoxyhemoglobin concentrations for each of the three questions are shown in Fig. 3.

4 Discussion
The main result of this case study was to demonstrate that a four-channel TR-fNIRS system could detect command-driven brain activity in a functionally locked-in patient in the ICU. By implementing an MI paradigm validated in healthy controls and by strategically targeting motor-planning regions, rudimentary communication was conducted with a patient who had undergone no previous training. A major strength of this study was confirmation of the fNIRS results since the patient was able to answer the same questions with eye movements.

The MI trial performed at the beginning of this study confirmed the patient’s ability to perform the task, which is essential if a patient is going to use MI to respond to questions. Compared with the data from the two “yes” responses in which MI activity was detected in at least three channels, the MI trial only resulted in detectable activity in a single channel. It could be expected that the number of probes detecting MI activity should be fairly consistent across trials. In this experiment, the positions of the four probes were adjusted after the MI task, due to evidence of suboptimal signals, which could explain the difference in activated channels between trials.

As a feasibility study, the number of questions was limited to three due to time constraints in the ICU (each question was repeated five times for a total of 5:30 min per question). An additional concern was the potential for patient fatigue as roughly a third of GBS patient exhibits mental status abnormalities. Consequently, priority was given to clinically relevant questions instead of including an incorrect autobiographical question (e.g., false name) to demonstrate that the method can accurately predict a correct “no” response. However, the negative response to the question: “are you in pain” obtained by both communication methods demonstrated the ability of the fNIRS approach to confirm a negative response. In order to reduce the overall time per question, further testing is required to determine how many cycles are required to obtain a reliable answer. For this case study, a five-cycle MI protocol was adopted since it has been rigorously tested in both fMRI and fNIRS studies.

A potential limitation with the fNIRS method used in this study was the lack of a task-driven “no” response, which raises uncertainties as to whether or not a lack of MI activity truly indicates “no” or just a lack of awareness. To address this issue, the patient was first asked to perform MI prior to using this mental activity to answer questions. However, a “no” response involving another mental imagery task that activates different brain regions, such as spatial navigation, could enhance the confidence in negative answers since it would elicit its own activation pattern. The current method could be extended to monitor another brain region, such as regions of the parietal cortex associated with spatial navigation, but this should be validated in control studies prior to translation to DOC patients. Another frequent issue with fNIRS studies is the potential for signal contamination from changes in systemic physiology, particularly heart rate and arterial \( CO_2 \) tension caused by changes in respiration. In this case, the patient’s heart rate was monitored and no changes were observed during the task periods. Furthermore, the patient was mechanically ventilated so there were no changes in respiration rate.

The potential of using fNIRS as a BCI to communicate with locked-in patients was recently demonstrated by Chaudhary et al. and Gallegos-Ayala et al. In these studies, each patient underwent a battery of training sessions in order to establish individual “yes” and “no” fNIRS responses. This approach is intended for patient populations who lack any physical ability to communicate but retain full awareness, such as those with late-stage amyotrophic lateral sclerosis. This is different from the approach used in this current study that requires participants to perform a specific mental imagery task and was originally designed to assess awareness by detecting command-following activation. Although in this study MI was used for rudimentary
communication, the primary goal is to develop an fNIRS technique that can reliably assess consciousness at the bedside of DOC patients.

Finally, translating this research to DOC patients may pose certain technical challenges. First, brain damage in DOC patients could result in postinjury brain reorganization. This would affect the choice of probe placement if the position of the SMA and PMC relative to the 10-10 EEG template was altered. Furthermore, some patients may also suffer from brain ischemia or hematoma, which can affect the scattering and absorption of light, respectively. It will likely be crucial to examine each patient’s imaging data, either computed tomography (CT) or MRI, prior to applying the fNIRS BCI method. For patients who have undergone previous fMRI scans and who do not suffer from damage to the secondary motor regions of the brain, their scans could be used to guide probe placement on the scalp. On the other hand, for patients with damage to the SMA and/or PMC, alternate paradigms that activate other cortical regions, such as spatial navigation, could be used. Finally, while detecting MI activity in DOC patients can be used to infer covert awareness, no claims about residual awareness can be made from a negative finding (i.e., failing to detect MI activity). As a result, conclusions regarding the preservation of awareness in DOC patients should be drawn from positive outcomes only.16

In summary, this case study demonstrated the potential of using fNIRS as a bedside tool to detect command-driven brain activity in an ICU patient who had extremely limited physical ability to communicate. The results suggest that fNIRS could be used to ask patients questions that have a direct bearing on their clinical management, particularly regarding pain and other aspects of well-being. To our knowledge, this is the first account of an fNIRS approach being used to communicate with a locked-in patient without the need for prior training. The accuracy of the approach was confirmed by obtaining ground truth answers through eye movements. Given the portability of fNIRS, repeat measurements could be performed to monitor levels of awareness and perhaps assist in patient prognosis. Future work will focus on testing the approach on a larger cohort of locked-in and DOC patients to estimate reliability and reproducibility.

Disclosures
The authors of this manuscript report no relevant financial interests or other potential conflicts of interest to disclose.

Acknowledgments
This study was funded by the Canada Excellence Research Chairs Program and the Natural Sciences and Engineering Research Council of Canada.

References