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bstract. Pancreatic adenocarcinoma is one of the lead-
ng causes of cancer death, in part because of the inability
f current diagnostic methods to reliably detect early-stage
isease. We present the first assessment of the diagnostic
ccuracy of algorithms developed for pancreatic tissue
lassification using data from fiber optic probe-based bi-
odal optical spectroscopy, a real-time approach that
ould be compatible with minimally invasive diagnostic
rocedures for early cancer detection in the pancreas. A
otal of 96 fluorescence and 96 reflectance spectra are
onsidered from 50 freshly excised tissue sites—including
uman pancreatic adenocarcinoma, chronic pancreatitis
inflammation�, and normal tissues—on nine patients.
lassification algorithms using linear discriminant analysis
re developed to distinguish among tissues, and leave-
ne-out cross-validation is employed to assess the classi-
ers’ performance. The spectral areas and ratios classifier
SpARC� algorithm employs a combination of reflectance
nd fluorescence data and has the best performance, with
ensitivity, specificity, negative predictive value, and posi-
ive predictive value for correctly identifying adenocarci-
oma being 85, 89, 92, and 80%, respectively. © 2010 Soci-
ty of Photo-Optical Instrumentation Engineers. �DOI: 10.1117/1.3314900�
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arcinoma.
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Pancreatic adenocarcinoma has a five-year survival rate of
nly 5%, making it the fourth leading cause of cancer death in
he United States.1 Current diagnostic procedures are unable
o reliably diagnose early stage disease.2 Endoscopic
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ultrasound-guided fine needle aspiration �EUS-FNA�, an es-
tablished method for the diagnosis of pancreatic adenocarci-
noma, has only 54% sensitivity for detecting cancer in the
setting of pancreatitis �inflammation�3 and an “unacceptably
low” reliability at ruling out malignancy.2 Reliably detecting
the disease in its early stages and distinguishing it from pan-
creatitis could greatly improve the chances of patient survival.

Fluorescence and reflectance spectroscopies have been ap-
plied in combination to detect oral cancer,4 breast cancer,5

dysplasia in Barrett’s esophagus,6 and cervical cancer.7 The
two spectroscopies can provide complimentary information
about biological tissue, with reflectance spectroscopy provid-
ing information primarily about tissue morphology �including
the size and density of cell nuclei�, while fluorescence reports
mainly on tissue biochemistry �including intra- and extracel-
lular endogenous fluorophores like NAD�P�H and collagen�.

Previously, we reported the first fluorescence and reflec-
tance measurements of ex vivo human pancreatic tissues and
in vivo human pancreatic cancer xenografts in mice.8 Here,
we report for the first time the diagnostic accuracy of pancre-
atic tissue classification algorithms employing fluorescence
data alone, reflectance data alone, or a combination of the
two, to determine whether both reflectance and fluorescence
information was necessary for optimal tissue classification.
Optical spectra were measured from freshly excised pancre-
atic tissues obtained during pancreatic surgeries. Prototype,
clinically compatible optical technology8,9 was employed to
study 50 tissue sites from nine patients �average age
62�11 years; 7 female, 2 male� within 30 min of tissue ex-
cision. Briefly, a 355-nm pulsed laser and a cw lamp were
light sources for fluorescence and reflectance spectroscopies,
respectively. A fiber probe was employed for light delivery to
and collection from tissue. Collected photons were directed to
a spectrograph-coupled intensified charge-coupled device
camera for spectral detection. After optical data acquisition
from each measurement site, tissue at the site was removed
for histopathological analysis. The study was approved by the
Institutional Review Board of the University of Michigan
Medical School, and patient consent was obtained.

Acquired fluorescence spectra in the 360 to 750 nm range
were corrected for spectral instrument response after back-
ground correction.10 Reflectance spectra were background
subtracted �R� and then scaled by the lamp reflectance spec-
trum �Ro� to obtain corrected reflectance spectra �R /Ro� in the
400 to 750 nm spectral range.9 All spectra were then normal-
ized by scaling the peak intensity value to unity. Two sets of
fluorescence and reflectance measurements were made on
each site, except one. Three pairs of fluorescence and reflec-
tance spectra were excluded based on the exclusion criteria:
ratio of reflectance R550 /R600�0.1 or fluorescence signal-to-
noise ratio �SNR��25, where SNR � �average intensity be-
tween 470 and 500 nm� / �standard deviation of intensity be-
tween 700 and 750 nm�. This left 96 fluorescence and 96
reflectance measurements: 33 fluorescence and reflectance
measurements were made on 17 adenocarcinoma sites, 41
were made on 22 pancreatitis sites, and 22 were made on 11
normal sites.

Figure 1 shows the mean of normalized measured reflec-
tance and fluorescence spectra for adenocarcinoma �red

1083-3668/2010/15�1�/010514/3/$25.00 © 2010 SPIE
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ashed line�, pancreatitis �green dot-dashed line�, and normal
blue solid line� pancreatic tissues, along with the standard
rror at select wavelengths. Tissue fluorescence spectra re-
ealed cellular NAD�P�H �emission around 460 nm� and ex-
racellular matrix collagen �emission around 400 nm�, and
haracteristic hemoglobin absorption dips at around 420, 540,
nd 575 nm in the reflectance and fluorescence spectra.4–8

he adenocarcinoma sites showed markedly higher reflec-
ance than pancreatitis and normal tissue sites between
50 to 540 nm, higher fluorescence at around 400 nm, and
ower fluorescence between 450 to 700 nm. Due to the ex
ivo nature of the study, it is difficult to draw conclusions on
iffering hemoglobin absorption between tissue types. The
bserved spectral differences are consistent with increased
ellular nuclear size and collagen content in pancreatic adeno-
arcinoma tissues.11 To classify the tissue spectra based on
hese apparent differences, the ratio Rratio=R470 /R650 was cal-
ulated for each reflectance spectrum, the wavelength inte-
rated fluorescence �Farea� was calculated as the area under
ach normalized fluorescence spectrum, and the ratio Fratio
F400 /F600, was calculated for each fluorescence spectrum.
he gray dashed lines in Fig. 1 indicate the wavelength at
hich the ratios Rratio and Fratio were calculated.

Three different sets of these calculated spectral parameters
classification variables� were employed to develop tissue
lassification algorithms for distinguishing: 1. adenocarci-
oma �A� from pancreatitis �P� and normal �N� tissue, 2. A
rom P tissue, 3. A from N tissue, and 4. P from N tissue. A
eave-one-out cross-validation was undertaken to test the per-

ig. 1 �a� Mean fluorescence spectra obtained from human pancreatic
ormal �blue solid line�, pancreatitis �green dot-dash line�, and ad-
nocarcinoma �red dashed line� tissues. The gray vertical dashed lines
ndicate the wavelengths at which Fratio�=F400/F600� was calculated
or each spectrum. �b� Mean reflectance spectra obtained from normal
blue solid line�, pancreatitis �green dot-dash line�, and adenocarci-
oma �red dashed line� tissues. The gray dashed lines indicate the
avelengths at which Rratio�=R470/R650� was calculated for each spec-

rum. N denotes the number of individual spectra. The standard error
s shown at select wavelengths. �Color online only.�
ournal of Biomedical Optics 010514-
formance of the proposed tissue classification algorithms. Lin-
ear discriminant analysis �LDA� was employed using SPSS
software �SPSS, Chicago, Illinois� to classify the test data
using the three different sets of classification variables. LDA
employs a linear combination of the classification variables to
classify data. This process was repeated for each spectrum,
and the sensitivity, specificity, negative predictive value
�NPV�, and positive predictive value �PPV� of the classifica-
tion algorithms were calculated.

The first classification algorithm, the reflectance spectral
areas and ratios �RSpARC� classifier employed Rratio as the
sole classification variable for LDA, and Table 1 gives the
algorithm’s performance. The second algorithm, the fluores-
cence spectral areas and ratios �FSpARC� classifier employed
Farea and Fratio as the classification variables for LDA, and
Table 2 gives that algorithm’s performance. In the third algo-
rithm, the spectral areas and ratios �SpARC� classifier step-
wise LDA was performed using minimization of Wilks’
lambda ��� criterion �P-to-enter 0.085; P-to-remove 0.1� to
assess the discriminating power of the variables, and to select
the best set of variables from Rratio, Farea, and Fratio for clas-
sification. The variables retained by the step-wise analysis
were then employed to classify the data. Table 3 shows the
performance of this algorithm, along with the variables re-
tained for each classification. For example, classification of A
versus P employed Rratio. For A versus �P and N� and P versus
N classification, the combination of classifiers extracted from
both reflectance and fluorescence �Table 3� performed better
than using information from either just reflectance �Table 1�
or just fluorescence �Table 2�, indicating that for the SpARC
algorithm, both fluorescence and reflectance spectroscopies
are required for accurate pancreatic tissue classification.

Table 1 RSpARC algorithm—reflectance only.

Tissue
type

Sensitivity
�%�

Specificity
�%�

NPV
�%�

PPV
�%�

A versus P
and N

85 86 92 76

A versus P 85 83 87 80

A versus N 88 95 84 97

P versus N 56 82 50 85

Table 2 FSpARC algorithm—fluorescence only.

Tissue
type

Sensitivity
�%�

Specificity
�%�

NPV
�%�

PPV
�%�

A versus P
and N

55 89 79 72

A versus P 52 88 69 77

A versus N 58 91 59 90

P versus N 56 64 44 74
January/February 2010 � Vol. 15�1�2
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Hartwig et al.2 conducted a meta-analysis of 28 EUS-FNA
tudies, and reported median �range� values of sensitivity at
3% �54 to 96%�; specificity 100% �71 to 100%�; NPV 72%
16 to 92%�; and PPV 100% �92 to 100%� for adenocarci-
oma distinction from normal tissue and chronic pancreatitis.
he performance of the SpARC algorithm for adenocarci-
oma distinction from normal tissue and chronic pancreatitis
Table 3, row 1� is comparable to that of the reported perfor-
ance of EUS-FNA. Fritscher-Ravens et al.3 studied patients

aving both adenocarcinoma and pancreatitis, and reported
hat EUS-FNA had 54% sensitivity, 100% specificity, 91%
PV, and 100% PPV for distinguishing adenocarcinoma from
ancreatitis in the setting of pancreatitis. All adenocarcinoma
easurements in the study reported here were also made on

ancreata that had concurrent histologic pancreatitis in addi-
ion to the carcinoma. Thus, the sensitivity of SpARC �85%�
Table 3 row 2� is well above that of EUS-FNA �54%�3 for
istinguishing adenocarcinoma from pancreatitis in the setting
f pancreatitis, which is an unmet clinical need in pancreatic
ancer detection. The receiver operating curves for A versus
P and N� and A versus P classification using the SpARC
lgorithm were calculated using SPSS software and are shown
n Fig. 2. The blue line suggests that in achieving a specificity
f close to 100%, the A versus P sensitivity would be compa-
able to EUS-FNA. Thus, employing an optical technique to
uide EUS-FNA could improve the sensitivity of pancreatic
denocarcinoma detection in the setting of pancreatitis.

While this study was undertaken in an ex vivo setting, the

able 3 SpARC algorithm—reflectance and fluorescence. Classifica-
ion parameters: 1. Rratio, 2. Fratio, and 3. Farea.

Tissue
type

Sensitivity
�%�

Specificity
�%�

NPV
�%�

PPV
�%�

A versus P
and N1,2

85 89 92 80

A versus P1 85 83 87 80

A versus N1 88 95 84 97

P versus N1,3 61 73 50 81

ig. 2 The receiver operating curves �ROCs� for A versus �P and N�
black dashed line� and A versus P classification �blue dotted line�
sing the SpARC algorithm, where the areas under the ROCs were
.901±0.043 and 0.874±0.047, respectively. The gray dotted line
ndicates the line of no discrimination. �Color online only.�
ournal of Biomedical Optics 010514-
performance of the developed classification algorithm shows
promise for clinical pancreatic tissue classification using bi-
modal optical spectroscopy. Although the SpARC algorithm is
rapid and simple to implement, its performance may be lim-
ited because it utilizes information at only select wavelengths.
Future work will include the investigation of algorithms that
consider information at all wavelengths for tissue classifica-
tion. Separate studies are also underway to employ parameters
extracted from a photon-tissue interaction model for tissue
classification.11 The model provides quantitative links be-
tween spectroscopic measurements and biophysical tissue
characteristics, including hemoglobin absorption. Future work
will involve data acquisition in vivo, with the aim of deploy-
ing the fiber optic probe through a needle for optically guided
EUS-FNA.
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