Imaging of skin birefringence for human scar assessment using polarization-sensitive optical coherence tomography aided by vascular masking

Peijun Gong
Lixin Chin
Shaghayegh Es’haghian
Yih Miin Liew
Fiona M. Wood
David D. Sampson
Robert A. McLaughlin
Abstract. We demonstrate the in vivo assessment of human scars by parametric imaging of birefringence using polarization-sensitive optical coherence tomography (PS-OCT). Such in vivo assessment is subject to artifacts in the detected birefringence caused by scattering from blood vessels. To reduce these artifacts, we preprocessed the PS-OCT data using a vascular masking technique. The birefringence of the remaining tissue regions was then automatically quantified. Results from the scars and contralateral or adjacent normal skin of 13 patients show a correspondence of birefringence with scar type: the ratio of birefringence of hypertrophic scars to corresponding normal skin is $2.2 \pm 0.2$ (mean ± standard deviation), while the ratio of birefringence of normotrophic scars to normal skin is $1.1 \pm 0.4$. This method represents a new clinically applicable means for objective, quantitative human scar assessment. © 2014 Society of Photo-Optical Instrumentation Engineers (SPIE) [DOI: 10.1117/1.JBO.19.12.126014]

Keywords: polarization-sensitive optical coherence tomography; birefringence; collagen; hypertrophic scars; normotrophic scars; burn scars; speckle decorrelation; vessel detection; vascular masking; parametric imaging.

Paper 140461R received Jul. 18, 2014; accepted for publication Nov. 3, 2014; published online Dec. 24, 2014.

1 Introduction

Skin scarring arises from a wide range of traumatic injuries and can lead to significant physical discomfort, such as pain, itching and reduced mobility, and psychological problems for patients. The severity of these issues, and consequently the degree of treatment required, is related to the type and severity of the scar. Normotrophic scars are the least severe, and heal to an appearance very similar to normal skin. Hypertrophic and keloid scars result from a pathological healing response to injury and are likely to present issues for the patient. Evaluation of scar pathology and response to treatment requires longitudinal assessment of scars during their formation and progression. Current clinical assessment techniques, such as the Vancouver Scar Scale, typically involve a medical clinician performing a manual visual-tactile assessment of the scar, and include factors such as scar pigmentation, vascularity, height, and pliability. Such assessments are inherently subjective and prone to a high degree of inter-observer variability, which limits their utility.

Excess collagen is a major constituent of scar tissue. The quantity and arrangement of the collagen impacts scar appearance, size, and pliability. Normal skin contains abundant collagen in the dermis, organized in a “basket-weave”-like structure of partially parallel collagen fibers. Normotrophic scars have a slightly increased parallel orientation of the collagen fibers compared to normal skin. In hypertrophic scarring, there is an overproduction of collagen, causing the scars to be raised above the normal skin. The collagen fibers are generally thicker, denser, and arranged with a marked increase in parallel orientation. In keloid scarring, the excessive synthesis of collagen extends beyond the site of the initial wound. As in hypertrophic scarring, the collagen fibers in keloids exhibit a much higher degree of parallel organization than in normal skin.

Collagen in skin forms fibrils comprising a distinctive triple helix of collagen molecules, and bundles of these fibrils form fibers. The quantity and arrangement of the collagen fibrils affects several optical properties of scar tissue, including its scattering coefficient and birefringence. Because of their high aspect ratio, collagen fibrils are birefringent, and the high degree of organization into networks of collagen fibrils gives rise to measurable birefringence. The degree of birefringence is indicative of the organization of the collagen fibers, potentially providing an indicator of scar structure.

Polarization-sensitive optical coherence tomography (PS-OCT) is a promising technique for in vivo imaging of scar birefringence. PS-OCT is an extension of OCT in which the polarization state, as well as the reflectance of light backscattered from the tissue, is determined. Thus, PS-OCT is sensitive to the phase retardation induced between two orthogonally polarized components of light propagating in the tissue.
Birefringent tissue causes a change in the phase retardation with depth, which can be quantified from PS-OCT scans. The birefringence of normal human skin determined by PS-OCT has been shown to vary with body location. Previous work on assessing the birefringence of burn-injured skin, using PS-OCT measurements acquired 4 and 6 days post-injury, has shown that skin acutely exhibits lower birefringence because of denaturation of the collagen upon injury. This contrast mechanism has also been explored for the determination of the burn depth in animal models of burn injuries. As the tissue heals after such injuries, scars are formed in which the collagen is restored or over-produced and reorganized, leading to potentially restored or increased birefringence compared to normal skin. We propose that quantification of scar birefringence using PS-OCT has the potential to provide novel insight into collagen organization, and hence scar structure.

There are several confounding factors in performing such in vivo measurements; predominantly, the presence of blood vessels. On the one hand, the vascular network is indicative of scar severity and its characterization provides a means of scar assessment. On the other hand, the high optical scattering from the moving blood cells corrupts the polarization measurements of the static tissue beneath the vessels, thereby confounding the quantification of birefringence. While averaging may reduce the impact of small blood vessels, many pathological scars are permeated by larger blood vessels, requiring more sophisticated techniques to mitigate their impact on the measured birefringence.

In this study, we investigate the assessment of human scars using the magnitude of birefringence determined by three-dimensional (3-D) PS-OCT. To enable accurate quantification of the birefringence, we first identify the blood vessels using a speckle decorrelation method, and mask them from the PS-OCT scans. We then automatically quantify the rate of change of phase retardation with depth in the remaining vascular-free data, and use this to generate an en face parametric image of birefringence. We demonstrate our assessment method on 13 clinically assessed scars compared against the contralateral or adjacent normal skin of the same patients in vivo.

### 2 Materials and Methods

#### 2.1 Polarization-Sensitive Optical Coherence Tomography Scanning

PS-OCT scanning on scar patients was performed in vivo using a portable, fiber-based, sweep-source PS-OCT system (PSOCT-1300, Thorlabs, Newton, New Jersey) with a central wavelength of 1325 nm and a spectral bandwidth of 100 nm. The system illuminates the sample using a single incident polarization state, and detects the phase retardation, induced by the sample, between two orthogonal, linearly polarized components of the backscattered light. The system has a measured axial and transverse resolution (full-width at half-maximum irradiance) of, respectively, 17 μm (in air) and 16 μm. The scan lens in the sample arm has a working distance of 25 mm that enables a custom imaging interface to be placed between the imaging probe and the skin to account for the effects of motion and refractive index mismatch.

The imaging interface comprises a probe spacer and a ring plate, which rigidly affixes the imaging probe to the skin, and provides an improved probe-to-skin coupling over our group’s earlier design. The imaging probe with its probe spacer was mounted onto an articulating arm, as shown in Fig. 1(a). The ring plate in Fig. 1(a) was first firmly attached to the skin using double-sided adhesive tape. The ring plate was fitted into the groove in the spacer, as shown in Figs. 1(a) and 1(b), and attached to the spacer with locking screws. Figure 1(c) shows a sketch of the imaging probe-skin interface corresponding to the region in Fig. 1(b) delineated by a dashed blue rectangle. A thin metal plate (10 × 10 mm with a central round hole of 3-mm diameter) was aligned with the center of the ring plate and also attached to the skin, acting as a fiducial marker to correct for residual bulk motion, as previously described. Ultrasound gel was used as the index-matching medium to reduce imaging artifacts and to improve coupling of light into and out of the tissue.

The clinical scanning protocol was approved by the Human Research Ethics Committee of Royal Perth Hospital (Perth, Western Australia) and The University of Western Australia. 13 scar patients (aged 18 to 80 years; 7 hypertrophic burn scars, 1 hypertrophic surgical scar, and 5 normotrophic burn scars) undergoing follow-up examinations were recruited for this study, with written consent obtained from all patients. For each patient, a region from the scar and a corresponding region...
of either contralateral or adjacent normal skin were selected for
PS-OCT scanning; the adjacent region was chosen if the con-
tralateral region was also scarred. The selected regions were
first trimmed of hair with an electric shaver to minimize shad-
owing artifacts. Each PS-OCT scan was then acquired, with
a field of view (FOV) of 4 × 1.5 mm (1088 × 1088 pixels) in the
lateral (x, y) directions, and a depth (z) scan in air of 3 mm
(512 pixels). Dense sampling was utilized along the slow scan-
ing (y) axis to minimize the decorrelation between adjacent B-
scans of the static tissue. Prior to each scan, the polarization state
of the light incident on the sample was manually adjusted by
adjusting the polarization controllers in the system, following
a standard procedure defined by the manufacturer,22 to max-
imize the dynamic range of the PS-OCT phase-retardation signal.
This is achieved when the polarization is circular or linear at
45 deg to the tissue optic axis. We have assumed that the
optic axis within the small FOV is approximately constant.
Note that the optic axis is parallel to the collagen fibers.12 In
the case of pathological scarring, it has previously been
noted that the collagen fibers tend to be largely parallel. For nor-
mal skin, the collagen fibers have been shown to generally be
oriented along the Langer’s lines (topological lines of tension
or cleavage) within the skin.23

2.2 Vascular Masking
Our PS-OCT system illuminates the sample using a single
incident polarization state, and records the two orthogonal, lin-
early polarized components of the complex interferometric
signal.4,24,25 The measured signal from every voxel in the
data volume can be represented as a real-valued Stokes vector,
S = [I, Q, U, V]T.5 The structural OCT signal, contained in the
total irradiance component, I, was used for the purposes of vas-
cular masking. The vasculature in the imaging volume was first
identified by applying a speckle decorrelation method26 to the
total irradiance, as previously described.39 In brief, this method
calculates the normalized cross-correlation of the total irradi-
ance between each pair of adjacent B-scans to generate a cor-
rrelation volume. The low correlation (i.e., high decorrelation)
regions were identified as blood vessels, since the blood flow
causes rapid changes in the OCT speckle and, thus, high decor-
correlation between B-scans in those regions. A two-dimensional
en face maximum intensity projection (MIP) of vasculature was
then generated by projecting the highest decorrelation at each
lateral location. The projection was computed from the skin sur-
fase (automatically identified using a Canny edge detector) to a
depth of 600 μm. A binary vascular mask was formed by thresh-
olding the vasculature MIP image and was used to remove lat-
eral locations containing blood vessels from the calculation of
birefringence. We have previously used a similar approach to
improve the calculation of the optical attenuation coefficient
in burn scars.11

2.3 Birefringence Imaging
The birefringence in the remaining (vascular-free) tissue regions
was calculated using an automated algorithm, extending our
earlier work,27,28 and is illustrated in Fig. 2(a). PS-OCT detects
a fully polarized signal; hence, the polarization state of the com-
plex, interferometric OCT signal is fully described by the nor-
malized, reduced Stokes vector (hereafter, “Stokes vector”),
\[ S = \hat{S}, \] where \( \hat{S} = (\hat{Q}, \hat{U}, \hat{V})^T \), and \( \hat{Q}, \hat{U}, \) and \( \hat{V} \) are obtained by dividing \( Q, U, \) and \( V \), respectively, by \( I = (Q^2 + U^2 + V^2)^{1/2} \). To
reduce noise, the Stokes vectors were spatially averaged in the
x-z plane through convolution with a Gaussian kernel of
width equal to twice the resolution of the PS-OCT system.
Changes in polarization resulting from the PS-OCT system itself
were considered to be lossless (i.e., no polarization-dependent
attenuation) and constant during imaging, allowing us to esti-
mate the birefringence of the skin from the rate of change of
the phase retardation of the Stokes vectors with depth into the
skin.27,28 The original phase retardation with depth, \( \phi_r(z_i) \), in radians, between the smoothed reference Stokes vec-
tors at the skin surface, \( \hat{S}_{\text{ref}} \), and at a depth \( z_i \) into the skin, \( \hat{S}(z_i) \), is given by

\[
\phi_r(z_i) = \cos^{-1}\{(\hat{S}_{\text{ref}} \cdot \hat{S}(z_i))/||\hat{S}_{\text{ref}}|| ||\hat{S}(z_i)||\},
\]

where \( \cdot \) is the 3-D vector dot product, \( || \) is the Euclidean norm,
and the subscript \( i \) denotes the discretization of the PS-OCT sig-
net in the z dimension.

The Hilbert transform, \( H \), was used to demodulate \( \phi_r(z_i) \) to
minimize errors resulting from the effects of possible misalign-
ment of the incident polarization, any tissue diattenuation, and
possible changes in the orientation of the optic axis with depth
into the tissue. This resulted in the wrapped phase,

\[
\phi_w(z_i) = \tan^{-1}(H\{\cos[\phi_r(z_i)]\})/\cos[\phi_r(z_i)].
\]

The wrapped phase was unwrapped by considering the
difference between successive values, \( \phi_{\text{diff}}(z_i) = \phi_w(z_i) - \phi_w(z_{i-1}) \). Phase unwrapping was performed by first identifying
the values of \( z_i \) for which \( |\phi_{\text{diff}}(z_i)| \) exceeds a threshold, then
interpolating \( \phi_{\text{diff}}(z_i) \) at these locations. The unwrapped phase
retardation is then \( \phi_u(z_i) = \sum_{j=0}^{ij} \phi_{\text{diff}}(z_j) \). Weighted least-
squares linear regression was used to fit a line, \( \phi_u(z) \), with
constant slope, \( \delta \phi_u \), to the unwrapped phase retardation over
a depth range of 350 μm (270 μm for one scan due to the limited
depth range of its banding pattern) in the dermis (where, for each
dataset, a single depth below the tissue surface was chosen as
denoting the start of the dermis based on the start of the
increasing phase retardation, typically in the range 40–270 μm). The weights were the effective OCT signal-to-noise
ratio after spatial averaging associated with each phase
measurement. To evaluate the goodness of fit of the calculated
linear fit to the recorded data, \( \phi_u(z_i) \) was first wrapped, such that
\( \phi_{\text{diff}}(z_i) = \cos^{-1}\{\cos[\phi_u(z_i)]\} \), and the mean absolute percentage
deviation (MAPD) of the wrapped fit, \( \phi_{\text{diff}}(z_i) \), to the origi-
nal phase retardation, \( \phi_u(z_i) \), was calculated as a measure of the
fitting error. One such fitting example is shown in Fig. 2(b),
where the wrapped fit, \( \phi_{\text{diff}}(z_i) \) (red) has a MAPD value
of 27% from the original phase retardation (blue).

The calculated line was considered to be a poor fit, and thus
rejected, when the MAPD exceeded an empirically chosen
threshold (80%), or when the calculated slope of the linear
fit was negative. This typically occurred in regions of low bire-
fringence, or in regions showing just the ascending part of a
band of phase retardation, possibly caused by axial tissue
heterogeneity, or limited imaging depth. In such circumstances,
the removal of amplitude modulations using the Hilbert trans-
form failed. We found the amplitude modulations to be minimal
here, and recalculated the birefringence without the Hilbert
transform. Instead, the original phase retardation, \( \phi_r(z_i) \), was
modeled using a continuous, two-component, piecewise-linear
model. The phase retardation was modeled as linearly increasing
over an automatically computed range, and then linearly
decreasing over an adjoining range when phase wrapping occurs. The model is specified by: \( \delta \phi_{L1} \), the slope of the first component; \( c_{L1} \), the offset of the first component; \( z_L \), the \( z \)-index where the first component ends and the second component begins; and \( \delta \phi_{L2} \), the slope of the second component. The offset of the second component was constrained to the value of the first component at \( z_L \) so that the combined model was continuous. The slope of each linear component, and the point at which the model transitioned from the first to the second linear component were automatically calculated so as to minimize the weighted least-squares difference of the model to the phase retardation, \( \phi_r(z) \). The fitting example shown in Fig. 2(c), shows the optimized fit (red) to the original phase retardation (blue) with an \( R^2 \) value of 0.94 for the first component (L1) showing a high \( R^2 \) value of 0.94 and the second component (L2) showing a low \( R^2 \) value of 0.37.

\[
\Delta n = R_I \times \delta \phi \times \lambda_0 / (4\pi),
\]

where \( R_I \) is the refractive index of tissue, which, in this study, is assumed to be 1.43 and \( \lambda_0 \) is the central wavelength of the PS-OCT light source. In Sec. 3, we graphically represent the birefringence as an en face parametric image, where the pixel value at each lateral location in the image is defined by the measured birefringence. The masked vascular areas are represented as black and the areas where the rate of phase retardation could not reliably be computed as white. The normalized distribution of the birefringence was also quantified and compared between the scar and the contralateral or adjacent normal skin tissue.

3 Results

In this section, we present representative examples of birefringence imaging from two hypertrophic scars and one normotrophic scar. The measured scar birefringence from all patients is then aggregated by scar type, and the results highlight a correspondence between scar type and measured birefringence.
3.1 Birefringence Imaging Across a Scar-Normal Skin Boundary

The birefringence in the vicinity of the boundary of a 3-year-old hypertrophic scar on the outer right upper arm of a 32-year-old male Caucasian patient is shown in Fig. 3. Figure 3(a) is a photograph of the hypertrophic scar, which appears raised and slightly redder than the surrounding normal skin. The scanning region is at the center of the area delineated in blue, which marks the outline of the metal fiducial marker. The scar boundary lies within the scanning region and is indicated by the dashed line (black). A representative cross-sectional (B-scan) phase retardation image across the scar boundary [in the position and orientation given by the arrow in Fig. 3(a)] is shown in Fig. 3(b). The contrast in birefringence between the scar and the normal skin region is qualitatively visualized in Fig. 3(c), in which the banding pattern is clearer and denser in the case of the scar tissue (right).

An en face birefringence image calculated without vascular masking is shown in Fig. 3(c). The scar boundary is marked by the purple dashed line. Long arrows mark the location of the phase-retardation B-scan [Fig. 3(b)]. The normal skin at this scanning location mainly shows low birefringence (dark blue) with some local variation. In contrast, the scar region is characterized by much higher birefringence (cyan, yellow, and red) possibly due to the overgrowth of more organized collagen in the visibly raised hypertrophic scar tissue. The scar region, to the right of the whitened dashed line marking the scar boundary in Fig. 3(d), also reveals a more prolific network of blood vessels than in the normal skin, in agreement with the results found in a previous study.19 Short arrows in Fig. 3(d) mark several representative blood vessels, which appear as low-birefringence artifacts (short black arrows) in the birefringence map [Fig. 3(c)]. Although phase retardation was smoothed through averaging the Stokes vectors with a Gaussian kernel prior to the birefringence calculation, the confounding effect of blood vessels is still apparent in these regions. The vascular masking method, which identifies and removes these artifacts from the birefringence image, was thus applied in all subsequent analyses to enable more accurate quantification of scar birefringence.

3.2 Birefringence Imaging of a Hypertrophic Scar

Figure 4 shows the birefringence images from a 1-year-old hypertrophic scar on a 59-year-old female patient, which was caused by a fire burn injury. A region of the scar on the outer left forearm, located at the center of the left-hand side 10 × 10 mm blue outline in Fig. 4(a), and the adjacent normal skin (located more proximally, on the right of the photo) were selected for PS-OCT scanning. Compared to the normal skin vasculature MIP in Fig. 4(b), the scar region shows a prolific collection of large blood vessels with a complex pattern, visualized in Fig. 4(c). This feature in the underlying scar tissue is not easily discernible through scar assessment by clinical observation, as the scanned scar and normal skin regions are similar in color. Birefringence images of both normal skin [Fig. 4(d)] and scar [Fig. 4(e)] are shown, with areas of vasculature masked in black. It is evident that the scar region is characterized by higher birefringence (red) than the normal skin (cyan). The normalized distributions of birefringence in the vasculature-masked regions are shown in Fig. 4(f) (histogram bin size: 2.5 × 10−3) where the median (lower quartile, upper quartile) value in the scar region is 2.6 (2.2, 2.9) × 10−3, compared to 1.1 (1.0, 1.5) × 10−3 in the normal skin. The scar birefringence distribution (red) demonstrates a clear contrast from that of normal skin (green) with its median value being more than twice that of normal skin.

3.3 Birefringence Imaging of a Normotrophic Scar

The birefringence images from a 1-year-old normotrophic scar on the left side of the back of a 28-year-old male Caucasian patient are shown in Fig. 5. Figures 5(a) and 5(b) are photographs, respectively, of the contralateral normal skin and scar.
The scar in Fig. 5(b) was caused by scalding (boiling water and hot coals) and shows a similar appearance to the normal skin in Fig. 5(a), although there is slight hypopigmentation. The vasculature MIPs shown in Figs. 5(c) and 5(d) indicate a similar pattern of blood vessels. The birefringence maps in Figs. 5(e) and 5(f) of, respectively, the normal skin and scar tissue, are comparable, although the normal skin has some local areas of high birefringence (yellow and red). Quantification of the birefringence in Fig. 5(g) also shows a similar distribution (histogram bin size: \(2.5 \times 10^{-3}\)) of values for both scar (red) and normal skin (green). The median (lower quartile, upper quartile) scar birefringence is \(0.9 \pm 0.8; 1.1 \times 10^{-3}\), which is comparable to the value of \(1.2 \pm 1.0; 1.8 \times 10^{-3}\) in the normal skin, suggesting the amount of collagen and its organization in the scar approach that of the normal skin tissue. These results are consistent with the very similar appearance of the scar and normal skin apparent in Fig. 5.

### 3.4 Birefringence of Scars by Type from All Patients

The results of birefringence measurements on all 13 patients included in this study are shown in Fig. 6 as the ratio of the thresholded birefringence of the scar to the median birefringence of contralateral or adjacent normal skin (\(\Delta n_{\text{scar}}/\Delta n_{\text{skin}}\)). The birefringence of each scanned scar and normal skin region is thresholded at \(0.2 \times 10^{-3}\), which is the estimated minimum reliable birefringence detected by our algorithm. The birefringence of the scar is then normalized to the median birefringence of the corresponding normal skin for each patient. The mean (±standard deviation) of the median birefringence ratio for each scar type (normotrophic and hypertrophic) is also shown in Fig. 6. The hypertrophic scars (\(n = 8\)) show the highest birefringence, \(\sim 2.2\) times that of contralateral or adjacent normal skin tissue (\(n = 8\)); whereas, the normotrophic scars (\(n = 5\)) have a much lower birefringence, \(\sim 1.1\) times that of normal skin (\(n = 5\)). The median birefringence ratio of hypertrophic scars to normal skin was found to be statistically different from the median birefringence ratio of normotrophic scars to normal skin (Student’s \(t\) test, \(p < 0.001\)).

### 4 Discussion

The results presented in this study demonstrate the feasibility of using PS-OCT, incorporating the automatic masking of the

![Fig. 4 Birefringence and vascular imaging of a hypertrophic scar and adjacent normal skin.](https://www.spiedigitallibrary.org/journals/Journal-of-Biomedical-Optics/19(12)/126014-6)

(a) Photograph. (b) and (c) Vasculature MIPs of the normal skin and scar, respectively. (d) and (e) En face birefringence maps of the normal skin and scar, respectively. (f) Histogram of birefringence for the normal skin (green) and scar (red). Scale bars: 0.5 mm.
blood vessels, to quantify scar birefringence in vivo and confirm the correlation of birefringence with scar type. Having calculated the median birefringence ratio within each hypertrophic scar relative to normal skin, we find that the mean of this value across all patients is much higher than that of normotrophic scars to normal skin, and the difference was shown to be statistically significant. The increased birefringence observed in hypertrophic scars is most likely due to an increase in the density and parallel organization of collagen over normal skin, as has previously been reported.9,10 Normotrophic scars do not suffer from the overproduction of collagen, but do exhibit collagen fibers with a slightly more ordered organization than normal skin.9 Thus, their birefringence is expected to be slightly higher than that of normal skin, but lower than that of hypertrophic scars, which agrees with the quantified birefringence ratios summarized in Fig. 6. We note that the extracellular matrix in the dermis also contains elastin, which is an additional source of birefringence.31 However, as elastin is much less abundant than collagen in the human dermis,13 we expect its influence to be negligible in this study.

In regions rich with collagen, quantification of birefringence may be complicated by the presence of tissue heterogeneity within the depth-fitting window, which can give rise to artifacts. Both normal skin and scars have complex structures with several sources of heterogeneity. We have found the vasculature to be a significant source of artifacts in the quantification of collagen birefringence, particularly in burn scars where neovascularization is prolific. This artifact is largely accounted for by vascular masking. However, some residual, nonvascular artifacts remain, as seen by the artificially low birefringence of a thin vertical streak in the middle lower section of Fig. 5(f). This artifact is caused by shadowing by a short hair still present after trimming. Further postprocessing may be able to remove such artifacts.

Another prominent source of artifacts for in vivo PS-OCT scanning is motion, including small involuntary motions due to respiration and heartbeat. Besides image distortion, motion causes artificially high speckle decorrelation even in the static tissue regions,33 and corrupts the blood vessel identification. We found that mechanically coupling the scanning probe and the skin using our imaging interface significantly reduces this effect.34 We observed that smaller geometrical transformations, determined by the use of the fiducial marker, were required to align the 3-D PS-OCT volume compared to a previous version of the imaging interface.19

A fiber-based PS-OCT system enables ready access of the OCT imaging probe to different parts of the body. However, there are a number of sources of potential systematic error.

![Fig. 5 Birefringence and vascular imaging of a normotrophic scar and contralateral normal skin. (a) and (b) Photographs of the contralateral normal skin and scar, respectively. (c) and (d) Vasculature MIPs of the normal skin and scar, respectively. (e) and (f) En face birefringence maps of the normal skin and scar, respectively. (g) Histogram of birefringence for the normal skin (green) and scar (red). Scale bars: 0.5 mm.](https://www.spiedigitallibrary.org/journals/Journal-of-Biomedical-Optics)
If the optic axis of the tissue is not perpendicular to the light beam, then the tissue birefringence is underestimated. Large misalignment of the incident polarization state of the light beam also impacts the measured birefringence. Additionally, the fiber-based system is potentially affected by the polarization changes induced by the optical fibers, which may confound the measurement of the change of polarization due to sample birefringence. Our algorithm assumes the polarization changes due to the optical fibers in the system are lossless and constant during imaging, and uses the relative angles between the reference Stokes vector at the skin surface and the Stokes vectors with depth into the skin as an estimate of phase retardation in order to eliminate the confounding effect of polarization changes caused by the optical fibers. To satisfy this assumption, we gently attached the optical fiber in the sample arm to the articulating arm to avoid bending or movement of the fiber during scanning.

With our scanning protocol and birefringence imaging algorithm, the calculated median birefringence of normal skin ranges from $0.4 \times 10^{-3}$ to $1.3 \times 10^{-3}$ for various body locations, which is in agreement with previously published values (equivalent to $0.5 \times 10^{-3} - 1.1 \times 10^{-3}$) measured at 1.3 μm wavelength. Such large variations in birefringence are consistent with the known variation in the quantity and organization of collagen at different body locations. Therefore, it is important to compare the birefringence of the scar with its contralateral or adjacent normal skin as the baseline in order to minimize the influence of this variation.

5 Conclusions

In this paper, we investigated en face birefringence imaging of human scars, which we expect to be indicative of scar collagen structure. We presented a parametric imaging method, aided by the automatic masking of the confounding blood vessels, for accurate quantification of the scar birefringence. The resulting birefringence from 13 patients, normalized to contralateral or nearby normal skin, showed the highest values for hypertrophic scars and values slightly higher than normal skin for normotrophic scars. The characteristic birefringence of scar tissue highlighted in this study can potentially be used as the basis for an objective scale for scar assessment. When combined with vascular assessment, the longitudinal monitoring of scars via PS-OCT may provide a viable new clinically applicable means to assess treatments of burns and other wounds.

Acknowledgments

The authors thank Martin Villiger at the Wellman Center for Photomedicine, Harvard Medical School and Massachusetts General Hospital, for discussions on PS-OCT, and Sharon Rowe at the Telstra Burns Reconstruction and Rehabilitation Unit, Royal Perth Hospital, for her help in patient management. The authors also thank Dirk Lorenser, Bryden C. Quirk and Brendan F. Kennedy for assistance in designing the OCT imaging interface, and Andreas Redmer for his help as we developed the imaging protocols. We also thank all patients for participating in this study. P. Gong is supported by a joint scholarship from The University of Western Australia and the China Scholarship Council. L. Chin was supported by a Robert and Maude Gledden postgraduate research scholarship from The University of Western Australia. S. Es’haghian is supported by the Scholarship for International Research Fees from The University of Western Australia. Y. M. Liew is supported by Ministry of Higher Education of Malaysia (UM.C/HIR/MOHE/ENG/50) and University of Malaya Research Grant (RP028-14HTM). R. A. Maclaughlin was supported by a fellowship from Cancer Council WA, Australia.

References


Peihjun Gong is a PhD student in the Optical+Biomedical Engineering Laboratory within the School of Electrical, Electronic and Computer Engineering at The University of Western Australia. He received his BS degree in electronic science and technology from Shandong University in 2009. His current research interests include the application of optical coherence tomography to disease assessment, with a focus on assessing tissue birefringence and optical attenuation.

Lixin Chin is a PhD student in the Optical+Biomedical Engineering Laboratory within the School of Electrical, Electronic and Computer Engineering at The University of Western Australia. She is working in the areas of polarization-sensitive optical coherence tomography, compression optical coherence elastography, and their applications towards preclinical and clinical assessment of pathology.

Shaghayegh Es’haghian is a PhD student in the Optical+Biomedical Engineering Laboratory within the School of Electrical, Electronic and Computer Engineering at The University of Western Australia. She works on in vivo skin assessment techniques using optical coherence tomography and elastography. She graduated with her MS degree in biomedical engineering (bio-electrics) from the University of Tehran in Iran. Working on spatial pattern analysis of brain activity in functional magnetic resonance imaging data, she passed a 6-month research program in 2010 at the University of Rostock in Germany.

Yih Miin Liew is a senior lecturer at the Department of Biomedical Engineering, University of Malaya, Malaysia. She completed her PhD in the Optical+Biomedical Engineering Laboratory at The University of Western Australia. Her PhD work was on the clinical application of optical coherence tomography (OCT) for quantitative assessment of burn scars on patients. Apart from quantitative assessment of scarring, her current research includes focuses on the application of magnetic resonance imaging, intravascular OCT, and echocardiography for clinical diagnosis and treatment of cardiac diseases.

Fiona M. Wood is a plastic and reconstructive surgeon specializing in the field of burn care, trauma, and scar reconstruction. She is the director of the WA Burns Service of Western Australia and the Burn Injury Research Unit UWA. She has built a unique capacity to facilitate direct research collaborations between researchers and practitioners across basic science, clinical care, and clinical outcomes. She has been the recipient of the 2003 Australian Medical Association “Contribution to Medicine” Award and the Medal of the Order of Australia. She received the honor of being named Australian of the Year in 2005.

David D. Sampson heads the Optical+Biomedical Engineering Laboratory in the School of Electrical, Electronic and Computer Engineering at The University of Western Australia and is director of the Centre for Microscopy, Characterisation and Analysis, which is The University of Western Australia’s micro-imaging core facility, and a node of the Australian Microscopy and Microanalysis Research Facility and the (Australian) National Imaging Facility. He is a fellow of SPIE and OSA, and senior member of the IEEE. His personal research interests are in optics and photonics applied to medicine and biology.

Robert A. McLaughlin is an associate professor at The University of Western Australia. After 3 years as a postdoctoral researcher at The University of Oxford, he spent 5 years in the medical imaging industry, developing several products to commercial release. He returned to The University of Western Australia in 2007, where he now leads research into the development of miniaturized fiber-optic probes for cancer imaging, and quantitative techniques for assessment of skin using optical coherence tomography.