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ABSTRACT

True three-dimensional (3D) volumetric ultrasound (US) acquisitions stand to benefit intraoperative neuronavigation on
multiple fronts. While traditional two-dimensional (2D) US and its tracked, hand-swept version have been recognized for
many years to advantage significantly image-guided neurosurgery, especially when coregistered with preoperative MR
scans, its unregulated and incomplete sampling of the surgical volume of interest have limited certain intraoperative uses
of the information that are overcome through direct volume acquisition (i.e., through 2D scan-head transducer arrays). In
this paper, we illustrate several of these advantages, including image-based intraoperative registration (and reregistration) and automated, volumetric displacement mapping for intraoperative image updating. These applications of
3D US are enabled by algorithmic advances in US image calibration, and volume rasterization and interpolation for
multi-acquisition synthesis that will also be highlighted. We expect to demonstrate that coregistered 3D US is well worth
incorporating into the standard neurosurgical navigational environment relative to traditional tracked, hand-swept 2D
US.
Keywords: Ultrasound, Registration, Data Integration for the Clinic/OR, Intraoperative Imaging.
1. INTRODUCTION
Intraoperative ultrasound (iUS) has emerged as a practical navigational tool to account for intraoperative brain shift
during open cranial neurosurgical procedures [1–5]. This technique offers real-time image acquisition that integrates
seamlessly with neurosurgical workflow and is low in cost. Many studies have shown that iUS plays an important role in
complete macroscopic removal of gliomas and metastases [e.g., 6–10]. With the aid of a series of iUS acquisitions, the
neurosurgeon is able to compensate for motion of tumor during resection, leading to a more complete removal that
ultimately improves patient prognosis and quality of life (e.g., [10]).
Traditionally, two-dimensional iUS (2D iUS) is most commonly used intraoperatively. Because of its planar image
acquisition, multiple free-hand sweeps are usually necessary to sample the brain volume of interest. To provide threedimensional (3D) position and orientation of the acquired iUS, the US transducer is typically rigidly attached with a
tracker that is constantly monitored during image acquisition. The series of 2D US images are often combined in order to
create a 3D representation of the swept surgical volume. The most dominant methods apply computational reconstruction
schemes that interpolate intensity values at a set of regularly spaced Cartesian grid points (see [11] [12] for reviews on
various reconstruction algorithms) using voxel-, pixel-, or function-based algorithms [12]. To achieve the best
reconstruction results, however, all of these techniques require adequate sampling of the tissue volume, and spurious
interpolation may otherwise result when image gaps occur [11]. Confinement of the craniotomy and line-of-sight
limitations of the tracking system also create practical constraints which influence the iUS acquisition volume that can be
obtained and subsequently reconstructed.
Our group has developed a model-based brain shift compensation scheme that utilizes intraoperative images including
ultrasound, stereovision, and fluorescence to aid biomechanical model simulation in order to generate updated MR
images for subsequent neuronavigation (Fig. 1) [13]. As part of our overall brain shift compensation strategy, we
illustrate the use of volumetric true 3D ultrasonography in this paper and present our recent developments with 3D iUS
image acquisition in the context of image-guided neurosurgery.

Medical Imaging 2012: Ultrasonic Imaging, Tomography, and Therapy, edited by Johan G. Bosch,
Marvin M. Doyley, Proc. of SPIE Vol. 8320, 83200S · © 2012 SPIE
CCC code: 1605-7422/12/$18 · doi: 10.1117/12.915588
Proc. of SPIE Vol. 8320 83200S-1
Downloaded From: https://www.spiedigitallibrary.org/conference-proceedings-of-spie on 08 Jan 2023
Terms of Use: https://www.spiedigitallibrary.org/terms-of-use

intraop US

intraoo stereovision

fluorescence imaging'l

Patient and
Intraoperative
Imaging

GOAL

Computational e
Modeling

Kx = b
preop MR

mesh

model computation

displacement

,

Li

updated MR

Fig. 1. Overview of a model-based brain shift compensation strategy developed at Dartmouth that incorporates intraoperative
ultrasound, stereovision, fluorescence imaging, as well as a subject-specific computational model in order to generate model-updated
MR for subsequent neuronavigation [13].

2. METHODS
Volumetric 3D US images are obtained from a Philips iU22 ultrasound system (Fig. 2a; Philips Medical Systems, N.A.;
Bothell, WA) through a dedicated 3D US transducer (X3-1; Fig. 2b) that fully samples the imaging volume without the
need for free-hand sweeps or 3D reconstruction. In the next sections, we illustrate techniques to rasterize the volumetric
data, perform image combination, registration with preoperative MR (pMR) images of the patient’s head, and intramodality registration with 3D US volumes, from which displacement maps can be extracted and ultimately assimilated
into the computational model.

(a)

(b)

Fig. 2. The iU22 US image acquisition system (a), and an X3-1 broadband matrix array transducer (b). The transducer is rigidly
attached with an infrared light-emitting active tracker using Aquaplast thermoplastics, which allows the 3D coordinate position and
orientation of the transducer during image acquisition with an optical tracking system.

2.1 Image Rasterization
Understanding the coordinate system of the native 3DUS data is important for cprocessing of the volumetric information.
Voxels in volumetric 3D US images are arranged in an non-traditional spherical coordinate system in which a radial
distance relative to the origin, O (r; in mm), a lateral angle (θ; in degrees), and a medial angle (φ; in degrees) define a
voxel location, which is specified by a triplex (ir, jθ, kφ) where each element denotes an index within the rows, columns
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and slices of the 3D image matrix, respectively (point B in Fig. 3). The dimensions of the 3D matrix (i.e., the number of
rows, columns and slices) and the physical ranges of the scan-depth (in mm), lateral and medial angles (in degrees)
determine the step sizes of r, θ, and φ, respectively. Together with the step sizes, the indices of the voxel in the image
matrix determine the position of the voxel (r, θ, φ) in physical space, where r is the distance from the origin, while θ and
φ are the angles between the vertical axis OD (the corresponding θ and φ values are both zeros) and planes OBC and
OAB, respectively (Fig. 3). Voxels of an iso-θ or iso-φ value are on a plane, whereas voxels of an iso-r value are
equidistant from the origin. In the figure shown we have the following geometrical relationships [13]: OB = r, AD = z,
CD = x, OD = y, CD ⊥ OD and AD ⊥ OD. In addition, the quadrilateral ABCD is a rectangle, which leads to

x = y × tan(θ ) ,

z = y × tan(ϕ ) ,

(1)

x2 + y 2 + z 2 = r 2 .
With further manipulation, we have the Cartesian coordinates (x, y, z) from the triplex in the image space (r, θ, φ)
determined by

x = y × tan(θ ) ,
y=r

(1 + tan(θ ) 2 + tan(ϕ ) 2 ) ,

(2)

z = y × tan(ϕ ) .
Conversely, given the Cartesian coordinates (x, y, z), the image coordinates (r, θ, φ) are

r = (x2 + y2 + z 2 ) ,

θ = atan( x y ) ,

(3)

ϕ = atan( z y ) .

Fig. 3. Illustration of the coordinate system in which a typical 3DUS image voxel (B) is specified by its coordinates (r, θ, φ) [14].

Because volumetric 3D US image voxels are not acquired on a regular grid, rasterization is necessary to resample the
image data to allow processing with existing software algorithms. Essentially, rasterization interpolates the image
intensities of the volumetric US data onto a uniform grid. This process is performed through a grid space defined as a
rectilinear coordinate system where each axis spans from unity to the respective dimension of the image matrix (i.e., the
number of rows, columns and slices). The coordinates (i, j, k; not necessarily integers) of an arbitrary location in grid
space that does not necessarily coincide with a grid point, together with the step sizes of r, θ, and φ, uniquely determine
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the coordinates in physical space, similarly to voxels located at grid points (Eqns. 4). Conversely, for an arbitrary point
in physical space (p in Fig. 4a), the corresponding point in grid space (p’ in Fig. 4b) can be uniquely determined (Eqns.
3). This one-to-one mapping establishes the geometrical transformation between the two spaces, allowing the eight
neighboring voxels relative to p to be easily identified. In addition, these neighboring voxels form an 8-node hexahedral
element in grid space, and the intensity value at p or its equivalent, p’, can then be linearly interpolated using standard
finite element trilinear shape functions [13].

i,j,k)

-.8...

(i +l,j+l,k +l)

,2
- 1, -1, -1)

5

Fig. 4. Sequential transformations of a typical point from physical space (p; shown in a frustum-shaped volume formed by the eight
surrounding voxels) to grid space (p’), and subsequently to natural coordinates (p’’) of a hexahedral element determined by the eight
surrounding voxels. Image intensity at p is interpolated through the standard trilinear shape functions for a normalized hexahedral
element at p in natural coordinates [14].

We have implemented the trilinear interpolation algorithm (TRI), and compared its performance in terms of interpolation
accuracy and computational efficiency with two other commonly used approaches – voxel nearest neighbor (VNN) and
distance weighting (DW) algorithms. TRI improves interpolation accuracy over both VNN and DW, yet, achieves a realtime computational performance that is comparable to VNN (1–2 orders of magnitude faster than DW) as well as the
fastest pixel-based algorithms for processing tracked 2D ultrasound images (0.035 sec per 2D cross-sectional image and
1.05 sec per full volume with 1 mm3 voxel size; [13]).
2.2 Image Combination
Typically, multiple volumetric 3D US images are acquired at a given surgical stage to increase the sampling region. In
this case, combining these images into one volume is preferred for improved computational efficiency of any image
processing. In order to combine multiple 3D US acquisitions, a common coordinate system is required, which is
accomplished through optical tracking (Northern Digital Inc., London ON, Canada) that continuously monitors two
infra-red light emitting sources rigidly coupled with the patient’s head (patient tracker) and the US scan-head (US
tracker), respectively. Image transformation is illustrated in Fig. 5a, in which trackerTUS is obtained by transducer calibration
(accuracy ~1mm; [14]). An arbitrary 3DUS image is transformed into a pre-selected 3D US volume (chosen as the first
3D US image acquired for a patient) coordinate system by
(1)
(2)
TUS 2 = inv ( trackerTUS ) × inv ( patientTtracker
× trackerTUS
) × patientTtracker

US1

.

(4)

Apparently, each Cartesian voxel may be physically enclosed by any number of the 3D US acquisitions (n = 0, or ≥1;
Fig. 5b). When n=0 (i.e., the voxel was not in any 3D US image), a zero-intensity is assigned. Otherwise (i.e., n≥1), an
averaging scheme is used to prescribe a unique intensity value by interpolating across all of the 3D US acquisitions in
which the voxel was enclosed.
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Fig. 5. (a) Illustration of image coordinates involved in transforming 3DUS images. (b) Illustration of image combination and
rasterization. Image intensity values of voxels enclosed by multiple 3DUS images (n≥1) are found by averaging [16].

Because of tracking and calibration errors, two volumetric 3DUS acquisitions may not be perfectly aligned. In order to
correct errors in the transformation (i.e., Eqn. 4), inter-image re-registration by maximizing mutual information using the
Insight Segmentation and Registration Toolkit iss used to place all 3D US volumes into a common coordinate system.
The first 3D US acquisition is chosen as the fixed image while all of the rest of the volumes are treated as moving
images. In total, (N–1) re-registrations are performed, where N is the number of 3D US acquisitions for a particular
patient. Fig. 6 compares the combined and rasterized 3D US images for a typical patient case with and without interimage registration before image combination and rasterization [15].

Fig. 6. Combined and rasterized 3DUS images (a) with and (b) without inter-image re-registration for a representative patient. The
combined image is significantly sharper when re-registration is applied before rasterization (see arrows and enlarged view of image
inset) [16].

2.3 Inter-modality Registration between 3DUS and pMR

4.1tL

MR

0
TUS
=

MR

0
T patient
×

patient

T world × inv(US _ tracker T world ) ×

US _ tracker

TUS .

7'.

Interpretation of intracranial ultrasound can be substantially improved when co-registered with pMR. Because the 3D US
transducer is rigidly attached with a tracker, its relative position and orientation with respect to the patient can be
determined following concatenation of spatial transformations, once patient registration (e.g., derived from a fiducialbased approach) is available:
(5)

However, the resulting transformation accumulates errors from the fiducial-based registration itself, US transducer
calibration and possible brain motion even at the very start of surgery. To improve the registration accuracy between iUS
and pMR, an image based re-registration scheme can be employed to maximize the normalized-mutual-information
(nMI) as the image similarity measure. Essentially, the nMI-based re-registration scheme refines the spatial
transformation according to
MR

adjusted
TUS
= T adjust ×

MR

= T adjust ×

MR

0
TUS

0
T patient
×

patient

T world × inv(US _ tracker T world ) ×
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US _ tracker

TUS

(6)

as shown in Figure 7.
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Fig. 7. Coordinate systems involved in image transformations. Solid arrows indicate transformations determined from calibration, and
are fixed. Dashed arrows indicate transformations determined from registration, and are subject to adjustment through the nMI-based
re-registration scheme. A transformation reversing the arrow direction is obtained by matrix inversion [17].

Figure 8 illustrates the effectiveness of re-registration between 3D US and pMR in order to improve feature alignment
between the two image modalities [5].

Fig. 8. Composite display using either the fiducial (a) or nMI (b) re-registration. A 3D iUS is overlaid on the corresponding pMR in
three planes with respect to the patient scalp surface generated from pMR. The nMI re-registration in (b) significantly improved the
alignment of the falx cerebri and parenchymal surface contralateral to the US probe, compared with those in (a) as indicated by the
arrows [5].

2.4 Intra-modality image registration between 3D US image volumes
Intra-modality registration between 3D US volumes is important when combining multiple acquisitions into a single
volume (see section 2.2). This task is performed by maximizing their mutual information using the ITK toolkit. Image
pre-processing includes Gaussian smoothing (kernel of 5×5) of both the fixed and moving images as well as thresholding
of the moving images to improve the robustness of the registration. The initial transformation obtained from the tracking
system (Eqn. 3) serves as the starting point for re-registration with Mattes version of MI as the image similarity measure.
Multithreading is enabled and a steepest gradient descent optimization is employed to maximize MI. Convergence is
reached when either the net change in MI is less than 10–3 or the number of iterations exceeds a preset maximum value of
200. With image re-registration, the adjusted version of Eqn. 3, which transforms an arbitrary 3D US volume into the
coordinate system of the first 3D US acquisition can be written as
(1)
(2)
tracker
TUSadjust
TUS ) × inv ( patientTtracker
× trackerTUS
) × patientTtracker
2 = Tadjust × inv (

US1
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(9)

Fig. 9 illustrates the effectiveness of the image re-registration between two volumetric 3D US acquisitions.

Patient 2
with MI

i_

i_¡.

(a)
Fig. 9. Significance of registration is apparent when comparing representative overlays of two 3D volumes in the same space
generated (a) with or (b) without registration. Arrows in (b) indicate areas of significant misalignment (approx. 3.5 mm) corrected by
MI re-registration [16].

Capture ranges are useful measures to assess the robustness of the registration and can be determined by the perturbation
method [16] where the floating 3D US image is perturbed away from its converged location from a successful
registration relative to the fixed image and the image registration is executed again. After the registration converges, the
new location of the floating image relative to the fixed image, or the average distance error, is plotted against the
magnitude of the initial translational and rotational misalignment (e.g., see Fig. 10). This allows the corresponding
capture ranges, defined as the maximum initial misalignment where at least 95% of the perturbed registrations are
successful (successful registration is defined as the average distance error <= 2mm), to be determined. For 3D US
images, we found that these intra-modality registration capture ranges are 35.2 mm and 32.8 deg, respectively, which are
similar to those in reports of reconstructed 3DUS images in the literature (25.5 mm [17] and 40 deg [18]) and much
larger than those we have obtained when re-registering tracked 2D US.
2.5 Displacement Mapping from 3D US Image Volumes
An important application of volumetric 3D US is extraction of feature displacement maps to guide the model
computations in Figure 1. A "last-known" correct registration between 3D US and pMR is important before dural
opening in order to collectively correct any misalignment due to errors in patient registration and US transducer
calibration. This registration defines the spatial transformation required to transform displacement maps from the 3D US
image space into the pMR image space (see section 2.3 for details).
In order to compute feature displacements, a typical 3D US image volume acquired at a particular surgical stage is
spatially transformed into the image space of the 3D US image volume obtained before dural opening (i.e., chosen as the
fixed image volume in registration) using the transformation provided by the tracking system. Because of errors in 3D
US image acquisition and tracking, stationary or immobile features may be misaligned, which potentially degrade
accuracy in the feature displacement measurements. To compensate for this misalignment, a simple rigid body
registration is performed between the two image volumes by limiting the region of interest to the stationary features
(e.g., parenchymal boundaries contralateral to the craniotomy/US transducer; see Fig. 11a). In practice, portions of the
image volume contralateral to the US transducer (i.e., corresponding to stationary features) are employed for image reregistration purposes. The two 3D US image volumes are then re-aligned, and any residual feature misalignment directly
indicates tissue deformation (see Fig. 11b). Depending on the severity of nonrigid deformation, either a rigid (e.g., after
dural opening; fast and robust but less accurate) or a nonrigid (e.g., after partial or complete tumor resection; slow but
likely more accurate) registration can be performed between the two 3D US image volumes after rigid re-registration
(based on the stationery features). A B-spline nonrigid registration may be preferred because it provides a smooth
deformation field that is desirable when assimilating the displacement data to estimate whole-brain deformation. Fig. 11c
illustrates feature alignment after nonrigidly registering two 3D US image volumes, and Fig. 11d shows the resulting
displacement vectors in areas under the craniotomy where parenchymal distension was evident.
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Fig. 10. Scatter plots of average distance error vs. initial (a) translational and (b) rotational misalignment, along with the
corresponding (c) translational and (d) rotational success rate curves [16].

Because of the higher cost of computations with nonrigid registration, only the region of interest (e.g., around tumor or
ventricles) is used for registration (where automatic and efficient segmentation of iUS is achievable), or a partial region
under the craniotomy (e.g., scan depth between 1–6 cm instead of the full volume). Based on the displacement mapping,
a randomly generated subset of voxels that are representative of the regional deformation can then be produced for data
assimilation to further reduce the computational overhead [19].
2.6 Incorporating Volumetric 3D US into Model-based Brain Shift Compensation
Feature displacement maps extracted from 3D US are ultimately assimilated into a biomechanical model in order to
guide model deformation. Here, we illustrate a patient case utilizing sparse data generated from both 3D US (for features
deep in the brain) and intraoperative stereovision, iSV, (for exposed parenchymal surface) towards the end of tumor
resection. Whole-brain deformation was computed using an inverse biomechanical model with sparse data generated
from both 3D US and iSV, from which model-updated MR images (uMR) were generated. To assess the accuracy of the
model computation, the uMR was overlaid with 3D US on a sagittal plane as well as with the cross-section of the
parenchymal cavity surface obtained from iSV (Fig. 13). The consistency between features found in these three image
modalities suggests sufficient accuracy of the model computation and the effectiveness of utilizing intraoperative images
for model guidance.
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rigid body re-registration (b). Feature alignment is significantly improved after B-Spline nonrigid registration (c), suggesting the
effectiveness of the registration technique in capturing feature displacement. The resulting parenchymal feature displacement vectors
are shown in (d) [20].

Fig. 12. Left: surface profile of the tumor cavity obtained from stereovision; Right: overlay of model-updated MR (red) and 3D US
(green) on a sagittal plane; also shown is the cross-section of the surgical cavity surface from stereovision in the same sagittal view
[20].
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3. DISCUSSION AND CONCLUSION
Ultrasonography has emerged as an important and practical intraoperative imaging technique for use in neurosurgery.
Because volumetric true 3D ultrasound samples the surgical region of interest uniformly within the brain without the
need for freehand sweeps, it is more reliable and robust for subsequent image processing and analyses that can enhance
neurosurgical guidance. In this paper, we have described the integration and use of volumetric true 3D US in our imageguidance data acquisition to aid neuronavigation in the OR. Unlike conventional 2D US where multiple free-hand
sweeps are usually required to sample the region of interest and computational reconstruction is often used to generate a
3D representation of the imaged volume, 3D US acquisition provides “true” volumetric sampling of the target tissue. The
approach is also significantly more efficient, which is of practical importance for routine use in the OR.
We have illustrated the use of volumetric 3DUS and presented some recent developments that capitalize on this imaging
technique in the context of image-guided neurosurgery. Specifically, co-registering volumetric 3D US with pMR
improves the interpretation and understanding of intracranial features, similarly to traditional 2D ultrasound images.
Registration performance between 3D US volumes is robust with translational and rotational capture ranges that reach
35.2 mm and 32.8 deg. Intra-modality registration between 3D US is helpful when combining multiple acquisitions into
a single volume because it effectively reduces image blurring of distinct intracranial features. In addition, direct (and
robust) image registration of 3D US volumes acquired at two different surgical stages can be used to automatically
extract displacement maps as motion information for data assimilation.
Overall, we find that coregistered 3D US is well worth incorporating into the standard neurosurgical navigational
environment relative to traditional tracked, hand-swept 2D US, and that technological advances in volumetric 3D US
image processing techniques are important to ultimately incorporate data extracted from the technique into a modelbased brain shift compensation strategy for improved neurosurgical navigation.
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