Hard X-ray microtomography of Zebrafish larvae

Melissa Osterwalder, Jan Stephan Bolten, Griffin Rodgers, Mattia Humbel, Georg Schulz, et al.
Hard X-ray Microtomography of Zebrafish Larvae

Melissa Osterwalder\textsuperscript{a,b}, Jan Stephan Bolten\textsuperscript{c}, Griffin Rodgers\textsuperscript{a,b}, Mattia Humbel\textsuperscript{a}, Georg Schulz\textsuperscript{a,b,d}, Christine Tanner\textsuperscript{a,b}, Jörg Huwyler\textsuperscript{c}, and Bert Müller\textsuperscript{a,b}

\textsuperscript{a}Biomaterials Science Center, Department of Biomedical Engineering, University of Basel, Gewerbestrasse 14, 4123 Allschwil, Switzerland
\textsuperscript{b}Biomaterials Science Center, Department Clinical Research, c/o University Hospital Basel, Schanzenstrasse 55, 4031 Basel, Switzerland
\textsuperscript{c}Division of Pharmaceutical Technology, Department of Pharmaceutical Sciences, University of Basel, Klingelbergstrasse 50, 4056 Basel, Switzerland
\textsuperscript{d}Core Facility Micro- and Nanotomography, Department of Biomedical Engineering, University of Basel, Gewerbestrasse 14, 4123 Allschwil, Switzerland

ABSTRACT

Hard X-ray micro computed tomography can be used for three-dimensional histological phenotyping of zebrafish embryos down to 1 µm or below without the need for staining or physical slicing. Current advances in zebrafish embryo imaging, however, mostly rely on synchrotron radiation sources or highly advanced laboratory sources, which despite their evident strengths with regard to their beam properties and the implementation of phase contrast imaging techniques, lack accessibility. Therefore, we evaluated the performance of a conventional SkyScan 1275 laboratory µCT scanner in absorption contrast mode for the visualization of anatomical features in ethanol- and paraffin-embedded zebrafish embryos. We compare our results to readily available synchrotron data where 35 anatomical structures were identified. Despite having a more than ten times larger voxel length, approximately two thirds of the features could also be determined with laboratory microtomography. This could allow to monitor morphological changes during development or disease progression on large sample numbers, enabling the performance of preclinical studies in a local laboratory.

Keywords: Zebrafish embryo, hard X-ray computed tomography, microCT, conventional X-ray source, histological phenotyping, ethanol and paraffin embedding

1. INTRODUCTION

The zebrafish embryo is a well suited vertebrate model for various biomedical disciplines, with its starting point before the 21\textsuperscript{st} century in the fields of transgenic research, early toxicity and drug discovery screenings.\textsuperscript{1,2} Since then, zebrafish experiments have evolved and found their application even in nanomedicine research, i.e. to analyze the pharmacokinetics, biodistribution and targeting of nanocarriers\textsuperscript{3–5} as well as the developmental toxicity of drugs.\textsuperscript{6} Zebrafish are a reliable \textit{in vivo} model, since their genetic profile shares 70\% similarity with humans.\textsuperscript{7} Toxicological readouts such as survival, hatching rate or organ malformations can be assessed in a fast and controlled manner.\textsuperscript{8} Further, zebrafish embryos have many practical advantages as they exhibit a rapid embryogenesis and a fast reproduction capability. They are simple to handle, small in size and by adding bleaching substance (e.g. 1-phenyl-thiourea),\textsuperscript{9} they remain optically transparent during their early developmental stages.\textsuperscript{10,11}

Nowadays, the majority of zebrafish embryo research still relies on fluorescence imaging techniques such as confocal laser scanning fluorescence microscopy. However, these techniques depend on fluorophore staining and are limited by the penetration depth of visible light when investigating larvae at later developmental time points. These limitations can be overcome by X-ray microtomography, which due to the high penetration depth of hard X-rays allows for three-dimensional whole animal imaging with spatial resolutions down to 1 µm in a label-free manner and without the need for physical sectioning. While the beam properties of synchrotron radiation...
sources are desirable, providing highly brilliant radiation with a high flux and brightness and a spatially coherent beam that allows for phase contrast X-ray imaging techniques, the user accessibility is restricted. Therefore, it is eminently desirable to explore the feasibility of X-ray imaging of zebrafish embryos with laboratory sources, which provide accessibility for local users.

Synchrotron radiation-based micro computed tomography (SRµCT) has been used for the three-dimensional histotomography of whole zebrafish embryos and 33 days post fertilization (dpf) juvenile zebrafish, providing three-dimensional renderings as well as organ sectionings and showing that cellular architecture can be extracted throughout the entire organism. Further, a recent study has demonstrated the performance of SRµCT for the localization of injected superparamagnetic iron oxide nanoparticles in zebrafish embryos. Thereby, the nanoparticle biodistribution was assessed with isotropic resolution around 2 µm, providing the full anatomical context. Other recent research efforts have successfully implemented advanced laboratory-based X-ray techniques for zebrafish embryo imaging. The morphology of heavy metal-stained zebrafish embryos has been uncovered with micrometer resolution by laboratory-based X-ray NanoCT and muscle imaging on unstained 20 dpf zebrafish larvae with spatial resolution of 4 to 6 µm has been demonstrated with a liquid-metal-jet microfocus X-ray source by propagation-based X-ray phase contrast tomography. In addition, functional biomedical imaging has been performed on zebrafish embryos by X-ray fluorescence microtomography with synchrotron radiation, providing a three-dimensional visualization of the elemental densities of trace metals within cells and tissue sections during embryonic development. Confocal Raman spectroscopy imaging (cRSI) has further been demonstrated as a label-free methodology for biomolecular imaging in zebrafish embryos on a whole-body level.

Despite these advances, the limits in performance of a conventional laboratory source in zebrafish embryo imaging with respect to spatial resolution and sensitivity, have, to the best of our knowledge, so far not been determined. Therefore, we have evaluated the table-top instrument SkyScan1275 (Bruker, Kontich, Belgium) to perform three-dimensional X-ray microscopy of zebrafish embryos. Similar to tomography studies of paraffin-embedded brain, the absorption mode should yield enough contrast to identify many anatomical microstructures. We investigate to what extent anatomical features of zebrafish embryos can be visualized with a conventional laboratory source by employing improved sample preparation and compare our result to publicly available data taken with SRµCT.

2. METHODOLOGY

2.1 Sample preparation
For the experiment, the zebrafish embryos were euthanized 72 hours post fertilization (hpf) with tricaine methane-sulfonate containing 0.612 mM trisaminomethane. Subsequently, they were fixed at room temperature in 4 % paraformaldehyde and stored at a temperature of 4 °C. Fixed specimens were dehydrated using ethanol at increasing concentrations (25 %, 50 %, 70 %, >99.5 %, 15 min each). For X-ray microtomography, the samples were transferred with a micro-pipette to sample holders consisting of polyimide tubes (Polyimide-Tube AWG 20 NATUR, electrical grade, Rotima AG, Stäfa, Switzerland) with an inner diameter of 0.813 mm and a wall thickness of 51 µm. The tubes were further sealed at both ends with BRAND™ hematocrit sealing compound (Sigma-Aldrich, Wertheim, Germany) and two layers of nail polish. For the paraffin embedding, the embryos fixed in ethanol were washed twice in xylene (>98 %, Carl Roth, Switzerland) and further transferred into standard histological paraffin blocks (Leica paraplast bulk, USA) liquefied at a temperature of 68 °C. After cooling, cylinders were extracted from the paraffin block using a metal punch with an inner diameter of 2.8 or 3.6 mm.

2.2 Laboratory-based absorption contrast-based micro computed tomography
The samples were imaged in the commercially available table-top SkyScan 1275 µCT scanner (Bruker, Kontich, Belgium), equipped with a 100 kV microfocus X-ray source with a tungsten target (type: L11871-20) and a 3 Mp (1944×1536 pixels) CMOS flat panel detector. The tomography experiments were performed with an effective pixel size of 4.2 µm, a tube voltage of 15 kVp, and a beam current of 156 µA, corresponding to a power of 2.34 W at which a focal spot size below 5 µm can be provided. A total of 720 projections were taken around 360°, with an exposure time of 2.2 s and 8 frames averaged, leading to total scan times of 3.5 h. Data processing and reconstruction was performed in an automated fashion using the dedicated NRecon Software (version 1.7.4).
2.3 Energy-dispersive X-ray analysis

The polyimide tubes (Polyimide-Tube AWG 20 NATUR, electrical grade and Polyimide-Tube AWG 23 BLACK, medical grade) were further investigated by energy-dispersive X-ray (EDX) analysis. Sections of the samples were cut in half, glued onto carbon tape and then a sputtered in a Q300T D sputter coater (Quorum, Laughton, UK) for 100 s at 80 mA, resulting in a few nanometer thick gold layer. The EDX spectra were taken with an EM-30AXN scanning electron microscope (Coxem, Daejeon, Korea) in high-vacuum mode with an acceleration voltage of 20 kV and a working distance of 10.4 to 10.9 mm.

3. RESULTS

3.1 Sample container characterization

For X-ray μCT of ethanol embedded zebrafish embryos, polyimide tubes were chosen as sample container in order to fulfil the criteria of being small in diameter, having a cylindrical shape and being highly radiotranslucent. However, the tubes with an inner diameter (ID) of 0.813 mm, which matches the diameter of the zebrafish embryos, exhibited a highly X-ray absorbing layer on the tubes’ inner surface. To compare the absorption properties of the two tube candidates (Tube 1: ID 0.813 mm, electrical grade; Tube 2: ID 0.570 mm, medical grade), they were simultaneously imaged in the Skyscan 1275 μCT system. Figure 1 shows a comparison of the two tubes. On the top left a vertical slice of Tube 1 and Tube 2 glued on top of each other is shown. In the horizontal cross sections, taken at the positions indicated in blue (Tube 1) and red (Tube 2) it is clearly visible that while Tube 1 exhibits a bright, X-ray absorbing layer in its internal wall, the absorption of Tube 2 is homogeneous. This difference in X-ray absorbance was further visualized by radial absorption profiles of the tubes, shown in the bottom part of Figure 1. The data shows that the highly absorbing layer in Tube 1 amounts to approximately twice the absorption of pure polyimide.

To determine the reason for the high-absorbing coating, the surface structure and material composition of the inner wall of the tubes was investigated by a combination of scanning electron microscopy with energy dispersive X-ray spectroscopy. Microscopic inspection with a SEM already revealed differences in appearance between the tubes’ inner surfaces: while Tube 1 with the highly absorbing layer showed inhomogenities on the micrometer scale and some cracks (cf. Fig. 2, Top left), Tube 2 had a homogeneous surface with less features (cf. Fig. 2, Top right). By subsequent EDX analysis, which is shown in the bottom part of Figure 2, the following peaks were observed for Tube 1: oxygen (Kα: 525 eV), aluminium (Kα: 1.486 keV), silicon (Kα: 1739 keV), copper (Kα: 8040 keV, Kβ: 8905 eV, Lα: 930 eV) and for Tube 2: carbon (Kα: 277 eV), oxygen (Kα: 525 eV), aluminium (Kα: 1486 keV) and silicon (Kα: 1739 keV). Interpreting those peaks, the EDX peak profile of Tube 2 matches well for what is expected for kapton polyimide films with a chemical formula of C22H10N2O5. The nitrogen peak (Kα: 392 eV) is not observed due to the limited energy resolution, as this peak lies in between the C and O Kα-line. From the peak profile of Tube 1, the contamination layer can be identified as copper in an oxidized state.
Figure 1. X-ray microtomography measurements of polyimide tubes. Top: Vertical slice of two tubes glued together: ID 0.570 mm, electrical grade (Tube 1) and ID 0.813 mm, medical grade (Tube 2). Horizontal cross sections taken at the positions indicated in blue (Tube 1) and red (Tube 2). Bottom: X-ray absorption profile along the lines marked in the horizontal cross sections.

3.2 Revealing zebrafish embryo anatomy with a conventional µCT system

For the experimental data shown in this work, zebrafish embryos were imaged at a time point 72 hours post fertilization, a development stage which is referred to as the protruding mouth stage. In order to better understand the identified anatomical structures within this developmental time-window, this section is introduced by a brief insertion on zebrafish embryogenesis.

Zebrafish undergo a very rapid embryogenesis that can be subdivided into seven broad periods (zygote, cleavage, gastrula, segmentation, pharyngula and hatching period) which occur during the first three days after fertilization.\(^{19}\) Already in the pharyngula period (24-48 hpf) the zebrafish embryo is a bilaterally organized creature which possesses the classic vertebrate bauplan. It has a well-developed notochord just ventral to the neural tube, a completed set of somites (in total 30-34 pairs), and the brain is sculptured into five lobes. The pharyngeal arches develop rapidly from a primordial region and the circulatory system forms. In the subsequent hatching period (48-72 hpf) a rapid development of the pectoral fins, the jaws and the gills is observed. Further, at the end of this period, prominent changes occur in the pharyngeal region: the mouth opens and it is repositioned anteriorward due to jaw morphogenesis. Finally, in the protruding mouth stage around 72 hpf – as the name implies – the mouth wide open and protrudes anteriorly just beyond the eye. Further, the blade of the pectoral fin continues to expand and the gill slits become visible. With this background knowledge on zebrafish embryogenesis, we will present and discuss next, what features were identified within our µCT measurement data.
Figure 2. Investigation of the polyimide tubes with a scanning electron microscope. Top: SEM images of the inner surfaces of two tubes: ID 0.570 mm, electrical grade (Tube 1); ID 0.813 mm, medical grade (Tube 2). Bottom: Corresponding EDX spectra.

Virtual slices through the µCT volume can reveal a wealth of anatomical features of 72 hpf zebrafish embryos. The measurements here show ethanol- and paraffin-embedded specimens in absorption contrast mode with an effective voxel size of 4.2 µm, corresponding to an estimated spatial resolution of 13 µm, determined by the method introduced by Mizutani et al.\textsuperscript{20} In Figure 3 axial cross sections are shown, taken at the positions indicated in the volume rendering. For embedding in ethanol the polyimide tube is artificially colored in light brown. The labels that are newly introduced in the text, are referred to with turquoise colored labels in rounded brackets. Within the head region (Fig. 3 A/A’) the eye (2) with the lens (1), the diencephalic part (5) of the brain, the open mouth, leading to the pharynx (4) as well as the mandibular bone (3) are visible. In the pectoral region (Fig. 3 B/B’) the embryonic heart with the ventricle (6) and the pectoral sac (7) can be identified. The metencephalic part (8) of the brain is visible and the notochord (9) emerges in that body section. Within the region of the regressing yolk sac (11) (Fig. 3 C/C’), the bilaterally organized pectoral fins (10) emerge. Throughout the tail (Fig. 3 D/D’) the notochord (9), which is flanked by the segmental muscles, the so-called myotomes (13), is very prominent and the outlines of the gut (12) can be seen in the ventral part of the embryo, anterior to the cloaca.
Figure 3. Axial cross sections uncover a dozen anatomical features in 72 hpf larval zebrafish for embedding in ethanol (A-D) and in paraffin (A’-D’). The location of the cross sections in relation to the organism is shown in a 3D volume rendering. The polyimide tube is colored in light brown. Labels for the identified anatomical features are provided in the legend and in the text.
In sagittal cross sections, shown in Figure 4, several parts of the brain, namely the telencephalon (14), diencephalon (5), metencephalon (8) (Fig. 4 A/A’) and the cerebellum (16) (Fig. 4 B) can be localized. In Fig 4 A the swim bladder (15) is visible dorsal to the yolk sac. Within the head, the otoliths (17), which consist of crystalline calcium carbonate, are revealed (Fig. 4 B).

Figure 4. Sagittal cross sections highlight further anatomical features of 72 hpf larval zebrafish for embedding in ethanol (A, B) and in paraffin (A’, B’). The location of the cross sections in relation to the organism is shown in a 3D volume rendering. The polyimide tube is colored in light brown. The additional labels are designated in the legend and in the text.
In coronal cross sections, shown in Figure 5, further structures belonging to the neural system are visible. However, they are relatively hard to delimit and some of them could not be unambiguously assigned. The hindbrain ventricle (18), the olfactory bulb (19) and the hypothalamus (20) were located and within the framed regions also other structures emerge, which could belong to the epiphysis, the pallium or the eminentia thalamy. Again, the pectoral fins (10) are very prominent (Fig. 5 A, B’) and the notochord (9) spans the entire posterior part of the zebrafish embryo.

3.3 Feature extraction with respect to synchrotron radiation-based tomography

By providing a direct comparison between our laboratory-based µCT measurements with the Skyscan 1275 system and a publicly available SRµCT dataset,\textsuperscript{13} it can be shown which features can be readily identified with a conventional X-ray source and which additional anatomical microstructures can be revealed by employing synchrotron radiation with improved beam properties. SRµCT imaging was performed on ethanol-embedded 72 hpf zebrafish embryos at the TOMCAT X02DA beamline of the Swiss Light Source with a monochromatized beam with a photon energy of 10.25 keV and an effective voxel size of 325 nm, corresponding to a spatial resolution around 2 µm. To exploit phase contrast, single distance phase retrieval was performed on the SRµCT projections.\textsuperscript{21} In the subsequent figures (Figs. 6 to 8) the previously shown axial, sagittal and coronal slices of the laboratory-based measurement of the ethanol-embedded sample are directly compared to corresponding slices of the SRµCT dataset. In the virtual cuts of these more detailed data, only the anatomical features which are additionally revealed in comparison to the laboratory-based measurement are labelled.
For the axial view, shown in Figure 6, the individual cell layers of the eye, namely the outer plexiform layer (21), the inner plexiform layer (24) as well as the ganglion cell layer (23), and also the iris (22) can be identified with cellular resolution (Fig. 6 A’). Further, the trabecula (25) are visible above the zebrafish mouth. In Figure 6 B’ the midbrain tegmentum (26), the macula (27), the hyosymplectic (28) as well as the parachordal basal cartilage (29) are revealed, and the high-density otoliths (17) are very prominent. In Figure 3 C’ the liver (31) and the gut (13) can be distinguished dorsal of the yolk sac (11), as well as the spinal chord (32) which lies dorsal of the notochord (9). Further, the pronephric duct (31) of the embryonic nephron is visible in this sectional plane. Within the tail region (Fig. 6 D’) the individual muscle segments (13) can be clearly distinguished and the spinal chord (32) remains visible.

Figure 6. Comparison of laboratory-based X-ray μCT with measurements taken at the Swiss Light Source.\textsuperscript{13} Axial cross sections are shown for embedding in ethanol imaged with the Skyscan 1275 system (A-D) and at the TOMCAT beamline of the Swiss light source (A’-D’). For the SRμCT slices (A’-D’) only the extra features are labelled. The additional labels are designated in the legend.
In the sagittal view (Fig. 7) some extra features are revealed: within the brain the medulla oblongata (33) and the epiphysis (35) are visible and the hypophysis (20) can be clearly distinguished. Within the mouth region the pharyngeal arches (34) are prominent and the trabecula (25) can be identified (Fig. 7 A’).

![Sagittal view of a fish embryo](image)

Figure 7. Comparison of laboratory-based X-ray μCT with measurements taken at the Swiss Light Source. Sagittal cross sections are shown for embedding in ethanol imaged with the Skyscan 1275 system (A, B) and at the TOMCAT beamline of the Swiss light source (A’, B’). For the SRμCT slices (A’, B’) only the extra features are labelled. The additional labels are designated in the legend.

Finally, in the coronal view (Fig. 8) the individual layers of the eye, namely the outer (21)- and inner plexiform layer (24) as well as the iris (23) can be identified again (Fig. 8 A’) and in addition to the hindbrain ventricle (18) and the olfactory bulb (19) also other brain regions emerge (Fig. 8 A’).
Figure 8. Comparison of laboratory- based X-ray μCT with measurements taken at the Swiss Light Source. Coronal cross sections are shown for embedding in ethanol imaged with the Skyscan 1275 system (A, B) and at the TOMCAT beamline of the Swiss light source (A', B'). For the SRμCT slices (A', B') only the extra features are labelled.

The strength of μCT in order to phenotype full tissue volumes is further illustrated by video material, showing sets of virtual cross sections through the 72 hpf zebrafish embryos (cf. video 1-3). These histotomography datasets with isotropic voxel-sizes allow for histology-like phenotyping as well as quantitative analysis. In video 1, showing the laboratory-based measurement of the ethanol-embedded specimen, the sample container, being relatively high-absorbing, is quite prominent. The paraffin-embedded specimen, shown in video 2, however, can be well-distinguished from the embedding material. By employing SRμCT, as demonstrated in video 3, anatomical features can be revealed on a full-organism level with cellular resolution.

Video 1. Digital larval flipbook of ethanol-embedded 72 hpf zebrafish embryos imaged with the table top μCT scanner. The video shows full cross sections of the larval zebrafish in sagittal orientation with 4.2 μm-wide isotropic voxels.
http://dx.doi.org/10.1117/12.2593119.1
Video 2. Digital larval flipbook of paraffin-embedded 72 hpf zebrafish embryos imaged with the table top µCT scanner. The video shows full cross sections of the larval zebrafish in sagittal orientation with 4.2 µm-wide isotropic voxels. http://dx.doi.org/10.1117/12.2593119.2

Video 3. Digital larval flipbook of ethanol-embedded 72 hpf zebrafish embryos imaged at the Swiss Light Source. The video shows a selection of 100 full cross-sections throughout the larval zebrafish in sagittal orientation with 0.325 µm-wide voxels. http://dx.doi.org/10.1117/12.2593119.3

4. DISCUSSION

X-ray µCT is a well-established and powerful imaging technique due to the penetration depth of hard X-rays that enables whole-organism imaging with micrometer resolution without relying on staining or physical slicing. This allows for dynamic reslicing of the whole organism and three-dimensional renderings of entire organs or cell patterns. The histotomographic approach can be used to develop detailed morphological lifespan atlases or to segment full organs and organ changes during development or disease progression. This approach has been readily demonstrated, e.g. by providing a volume rendering of the gastrointestinal tract of 33 dpf juvenile zebrafish and for quantifications of brain cell nuclei. In this tomography-based study we have investigated how the performance of conventional electron-impact X-ray sources compares to synchrotron radiation sources for imaging zebrafish embryos. Despite being severely limited in beam properties with regard to brightness, tunability, as well as temporal coherence, we have observed that imaging with conventional electron-impact X-ray sources can already provide three-dimensional data for the identification of a wealth of anatomical features.

Being limited in beam properties makes optimization of sample embedding techniques even more important. As expected, embedding in ethanol and paraffin both comprise a set of challenges. For ethanol embedding, the choice of a suitable container is crucial to immobilize the specimen while interfering as little as possible with the overall X-ray absorption. Paraffin embedding overcomes the need for a container, however, heat damage of the tissue becomes an issue and appropriate shaping of the specimen can be challenging. Each embedding technique comes along with its specific soft-tissue contrast. In this work, we have observed a comparable performance of both embeddings for highlighting the zebrafish anatomy (cf. Figure 3-5). Image registration between the embeddings could provide a quantitative comparison between ethanol- and paraffin-embedded zebrafish embryos with respect to image contrast in specific body parts, and could further reveal hidden features by combining the information of both embeddings as previously demonstration for the combination of histology and µCT data. Preliminary results have readily shown that there is a correspondence between the manually selected virtual cross sections, but image registration between embeddings and also between laboratory-based and synchrotron radiation-based µCT is still part of ongoing investigations and will be presented in an upcoming SPIE conference.

A constraint of this study was that the Skyscan 1275 system provides only absorption contrast. This is typically limited in soft tissues because sensitivity depends linearly on tissue density and by a power law on the atomic number. Nevertheless, using an acceleration voltage of 15 kVp offered sufficient contrast to identify...
several internal organs of the zebrafish larvae, although often it was impossible to precisely delimit the structures from their surroundings. Imaging at even lower X-ray energies would provide improved soft-tissue contrast, however, we were limited here to the operation window of the Skyscan 1275 system. The estimated spatial resolution of 13 µm was insufficient to visualize individual biological cells within the zebrafish embryo.

In contrast, synchrotron radiation-based imaging offers phenotyping of whole organisms with single cell resolution. Synchrotron radiation provides high brightness, flux and tunability, allow for improved spatial and density resolution. Improved density resolution is mainly due to the higher X-ray flux which gives rise to faster acquisition times and better photon statistics, and the high spatial and temporal coherence of the X-ray beam, which can be used for phase contrast-based imaging. At low X-ray energies, phase contrast-based imaging, which directly relates to the specimen’s electron density, is orders of magnitude more sensitive than absorption contrast. This is in agreement with the high soft-tissue contrast observed in the synchrotron dataset, which allowed for the identification of the full zebrafish-anatomy down to the individual cell. This single-cell resolution is e.g. impressively visualized within e.g. the eye, as we see in Figure 6 A’ and Figure 8 A’.

There remains a performance gap between between conventional laboratory X-ray sources and synchrotron radiation sources. This gap could be bridged by advanced X-ray source technologies such as inverse Compton scattering sources, as in operation at the Munich Compact Light Source. Such an advanced X-ray source provides synchrotron-like beam properties, offering high flux, tunability and some degree of monochromaticity while fitting into a laboratory and thereby provides accessibility for the local users.

Nevertheless, despite being limited in spatial and density resolution with laboratory-based µCT, still several research questions could be addressed with the comparatively simple µCT scanner: e.g. developmental staging is possible by identification of many anatomical features and morphological changes can be monitored. Potentially this approach could also be used to e.g. locate clusters of injected nanoparticles or other medically relevant nanomaterials, as previously shown for the synchrotron-based approach, based on their strong difference in attenuation contrast with respect to the soft tissues.

5. CONCLUSION

X rays belong to the probes of choice for three-dimensional visualization of paraffin- and ethanol-embedded tissue samples without physical slicing. Whereas synchrotron radiation-based µCT data allowed for the visualization of microanatomical features in great detail, a simple to operate and cost-effective table-top µCT system enabled us to identify about two thirds of these structures at reduced resolution. We suggest that laboratory-based µCT systems can be used for clinical applications such as routine diagnostic evaluations of biopsies. Furthermore, pilot studies using readily available table-top µCT instruments can provide valuable insights when it comes to the planning and support of costly synchrotron-based imaging experiments.

ACKNOWLEDGMENTS

The project was financially supported by the Swiss National Science Foundation (Project No. 185058). The authors acknowledge the usage of the electron microscope with EDX equipment (EM-30AXN Coxem, Daejeon, Korea) provided free of charge by Gloor Instruments (Kloten, Switzerland). They are especially grateful to Dr. Iwan Jerjen for his active support.

REFERENCES


